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Bronchodilator Therapy with Metered-Dose Inhaler and Spacer
Versus Nebulizer in Mechanically Ventilated Patients: Comparison of
Magnitude and Duration of Response
Alexander G Duarte MD, Keith Momii RRT, and Akhil Bidani MD PhD

OBJECTIVE: Four-hour comparison of the bronchodilator response of albuterol administered via
metered-dose inhaler (MDI) with spacer versus small-volume nebulizer (SVN) to mechanically
ventilated patients with chronic obstructive pulmonary disease (COPD). DESIGN: Prospective
randomized clinical trial. SETTING: Medical intensive care unit in a university hospital. PATIENTS: Thirteen mechanically ventilated COPD patients. INTERVENTION: Albuterol administration of 4 puffs (0.4 mg) or 10 puffs (1.0 mg) via MDI with spacer or 2.5 mg via SVN to
mechanically ventilated patients in order to assess the bronchodilator response over 4 hours.
MEASUREMENTS AND RESULTS: Mechanically ventilated patients were enrolled in a randomized crossover study wherein one group received 4 puffs (0.4 mg) or 2.5 mg of albuterol and another
group received 10 puffs (1.0 mg) or 2.5 mg of albuterol on separate days. Respiratory mechanics
measurements were obtained over 4 hours. Total airway resistance declined by 14.4 ⴞ 3.8% after
4 MDI puffs, 18.3 ⴞ 1.8% after 10 MDI puffs, or 13.7 ⴞ 2.6% after 2.5 mg via SVN, compared to
baseline (p < 0.01). After albuterol delivery, airway resistance remained improved for 90 –120
minutes (p < 0.05) and returned to baseline by 4 hours with all treatments. CONCLUSION: The
airway response to albuterol administration via MDI and SVN to mechanically ventilated patients
was similar in magnitude and duration, returning to baseline by 240 minutes. In stable, mechanically ventilated COPD patients, albuterol may be administered via MDI with spacer or via SVN
every 4 hours. [Respir Care 2000;45(7):817– 823] Key words: bronchodilator, albuterol, obstructive
lung disease, inhalation therapy, aerosols, mechanical ventilation.

Background
Inhaled bronchodilators are frequently used in the management of mechanically ventilated patients because this
route of administration provides the greatest benefit with
the least adverse effects. Bronchodilators have traditionally been delivered via small-volume nebulizer (SVN),
although factors related to cost and convenience support
the use of metered-dose inhaler (MDI) administration to

ventilator-supported patients.1 Several investigators have
conducted randomized, controlled trials of limited duration comparing bronchodilator delivery via SVN and MDI
to intubated, mechanically ventilated patients.2– 4 However,
concerns were raised regarding stability of the radioisotope, the heterogeneous nature of the patient populations,
and the techniques of delivery, thereby making interpretation of these studies difficult.5
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Recommendations by a panel of experts regarding dosing of inhaled bronchodilators to intubated, mechanically
ventilated patients suggested individualizing therapy according to the severity of disease through “dose increases. . . titrated to carefully monitored objective responses.”6
Though titration to a physiologic response is appealing,
tachyarrhythmias have been reported with this approach.3
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Furthermore, several investigators have reported significant dose responses to inhaled bronchodilator administration via either MDI or SVN.7–9 These reports have assisted
in the formulation of guidelines for bronchodilator delivery to ventilator-supported patients. However, there are
little data addressing the duration of action.5 Accordingly,
we conducted a prospective, randomized, controlled trial
to compare the airway response of albuterol administration
via MDI with spacer and via SVN over a 4-hour interval
in mechanically ventilated patients using a standard ventilator setup.
Materials and Methods
Patients
Thirteen patients with chronic obstructive pulmonary
disease (COPD), as defined by the American Thoracic
Society guidelines, were enrolled in the study.10 The etiologies of acute respiratory failure were upper respiratory
tract infection (n ⫽ 8), pneumonia (n ⫽ 2), airway obstruction (n ⫽ 2), and pulmonary embolism (n ⫽ 1). Pulmonary function studies were available for 5 patients (mean
forced expiratory volume in the first second [FEV1] ⫽
1.01 mL, range 0.48 –1.63 mL). The mean age was 63 ⫾
3 years, with the majority being male (Table 1). Less than
one third of the group (4/13) were previously intubated for
respiratory failure, and 9/13 had been prescribed domiciliary oxygen within the past 3 months. Patients were studied during stable phases of their intensive care unit courses,
and those with a history of asthma, angina, life threatening
arrhythmias, myocardial infarction within the past 3
months, or hemodynamic instability were excluded. The
diagnosis of asthma was based on the medical history, and
because pulmonary function studies were not available for
all patients, it is conceivable that some patients with asthma
may have been enrolled. All patients received intravenous
steroids as part of their medical regimen, and one patient
received an aminophylline infusion. The study was apTable 1.

Patient and Mechanical Ventilator Profile*

Age (y)
VT (mL)
f (breaths/min)
V̇E (L/min)
FIO2
TI (s)
TE (s)
TI/TTOT

63 ⫾ 3
630 ⫾ 22
12.0 ⫾ 0.4
7.5 ⫾ 0.4
0.35 ⫾ 0.03
0.65 ⫾ 0.01
4.50 ⫾ 0.02
0.13 ⫾ 0.01

*Values are mean ⫾ standard error.
VT ⫽ tidal volume. f ⫽ respiratory frequency. V̇E ⫽ minute ventilation. FIO2 ⫽ fraction of
inspired oxygen. TI ⫽ inspiratory time. TE ⫽ expiratory time. TI/TTOT ⫽ duty cycle (ratio of
inspiratory time to total breathing cycle time).
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proved by the investigational review board, and signed,
written, informed consent was obtained from all patients.
Protocol
Mechanical ventilation was instituted with a BEAR 1000
ventilator (Bear Medical Systems, Riverside, California)
using constant inspiratory flow and volume. Inspired gas
was heated to 35 ⫾ 1° C and humidified to 98 ⫾ 2%
relative humidity using a heated-wire circuit (Isothermal
circuit, Allegiance Healthcare, McGaw Park, Illinois)
throughout the study. Bronchodilators were withheld 4
hours prior to the study. Prior to commencing, tracheal
secretions were removed from the endotracheal tube. Patients were sedated with continuous infusions of lorazepam (n ⫽ 10) or propofol (n ⫽ 3) and received the same
form of sedation during the two arms of the study. Passive
ventilation was achieved by increasing delivered tidal volume (VT) to 500 –1000 mL. Passive ventilation was defined as absence of a negative deflection in the pressure
tracing prior to inspiration, a smooth convex pressure waveform, and matching ventilator and patient respiratory rate.11
A randomized crossover design was used, whereby patients were randomly selected to receive albuterol via MDI
or SVN (Misty-Neb, Allegiance Healthcare, McGaw Park,
Illinois) on Day 1, followed by the alternate method of
administration 24 hours later. Patients selected to receive
albuterol via MDI were randomly assigned to receive 4
puffs (0.4 mg) or 10 puffs (1.0 mg) via a chamber style
spacer (Aerovent, Monaghan Medical, Plattsburgh, New
York). All but one patient received albuterol via MDI and
SVN, and that patient received medication only via MDI.
The albuterol MDI canister (Glaxo Wellcome, Research
Triangle Park, North Carolina) (manufacturer-estimated
dose of 100 g/puff) was warmed to hand temperature,
well shaken, primed, and discharged into the Aerovent
chamber, which was in the inspiratory limb of the ventilator circuit 10 cm from the endotracheal tube. Each actuation was performed at the onset of inspiration, with
successive doses actuated from the MDI at 30-second intervals. The SVN (Misty-Neb) was attached to the ventilator circuit 30 cm from the endotracheal tube. The nebulizer cup was filled with 2.5 mg of albuterol sulfate and
normal saline (Dey Laboratories, Napa, California) (for a
total volume of 3 mL) and driven by an external gas compressor at 50 psi. The SVN was operated continuously at
a flow of 6 L/min and intermittently tapped until it sputtered without interruption.
Airway Measurements
Once passive ventilation was achieved, airway measurements were obtained using a respiratory monitor (BiCore,
Irvine, California). Pressure, flow, and volume measure-
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ments were collected using a precalibrated pneumotachograph attached to the end of the endotracheal tube. The
pressure and flow signals were continuously digitized at
50 and 100 Hz, respectively, using a 12-bit analog-todigital converter linked to a computer, and were stored for
later analysis. Airway measurements were obtained prior
to administration and at 10, 30, 60, 90, 120, 150, 180, 210,
and 240 minutes after albuterol administration. Airway
measurements consisted of 5– 8 rapid end-inspiratory and
end-expiratory airway occlusions performed during the previously mentioned time points. Heart rate, blood pressure,
oxygen saturation, and cardiac rhythm were continuously
monitored and recorded.
Respiratory Mechanics Calculations
Representative breaths were selected and studied to determine the corresponding airway pressures. During an
end-inspiratory occluded breath, peak and plateau airway
pressures were determined. Initial pressure was obtained
by intersection of the peak airway pressure and a tangent
back-extrapolated from the plateau pressure.11,12 Intrinsic
positive end-expiratory pressure (PEEPI) was determined
as the static pressure during an end-expiratory occlusion.
Total or maximum airway resistance (Rrsmax) was calculated as the difference between peak and plateau pressures,
divided by the inspiratory flow. The ohmic resistance of
the airway or minimum airway resistance (Rrsmin) was
calculated as the difference between peak and initial pressures, divided by the inspiratory flow. Resistance (⌬Rrs)
resulting from tissue viscoelastance and time constant differences was calculated as the difference between Rrsmax
and Rrsmin. The percent change in resistance was calculated as the difference between the pre-bronchodilator and
post-bronchodilator values divided by the pre-bronchodilator value. Static lung compliance was calculated as the
delivered VT divided by the difference between plateau
pressure and PEEPI. Calculations were performed for each
timed measurement point.
Statistical Analysis
Results are expressed as mean ⫾ standard errors. Respiratory mechanics measurements and vital signs prior to
drug administration were compared with values obtained
after albuterol administration, using one-way analysis of
variance (ANOVA) with repeated measures and the Tukey
test for multiple comparisons between individual means,
when appropriate. Comparison of the changes in respiratory mechanics on Day 1 and Day 2 was performed using
ANOVA. Statistical analysis was performed using SigmaStat for Windows, Version 2.0 (Jandel, San Rafael, California).
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Table 2.

Baseline Pulmonary Mechanics*

Rrsmax (cm H2O/L/s)
Rrsmin (cm H2O/L/s)
⌬Rrs (cm H2O/L/s)
Cst (mL/cm H2O)
PEEPI (cm H2O)

MDI
0.4 mg

MDI
1.0 mg

SVN
2.5 mg

18.0 ⫾ 1.3
16.1 ⫾ 1.3
1.9 ⫾ 0.5
28 ⫾ 6
9.4 ⫾ 2.4

18.1 ⫾ 1.3
16.8 ⫾ 1.1
1.4 ⫾ 0.8
32 ⫾ 8
18.1 ⫾ 1.5†

18.4 ⫾ 1.2
16.7 ⫾ 1.1
1.7 ⫾ 0.8
29 ⫾ 4
12.9 ⫾ 2.3

*Values are mean ⫾ standard error. Rrsmax ⫽ maximum airway resistance. Rrsmin ⫽
minimum airway resistance. ⌬Rrs ⫽ tissue resistance, time constant differences. Cst ⫽
compliance. PEEPI ⫽ intrinsic positive end-expiratory pressure.
†0.4 mg vs 1.0 mg, p ⬍ 0.01.

Results
Baseline airway resistances were similar among the
groups (p ⬎ 0.7) (Table 2). The greatest decrease in
Rrsmax occurred 10 minutes after albuterol administration
of 4 puffs (0.4 mg) or 10 puffs (1.0 mg) via MDI with
spacer or 2.5 mg via SVN (p ⬍ 0.01) (Fig. 1). Following
administration of 4 puffs or 10 puffs via MDI or 2.5 mg
via SVN, Rrsmax decreased by 14.4 ⫾ 3.8%, 18.3 ⫾ 1.8%,
and 13.7 ⫾ 2.6%, respectively, compared to baseline
(p ⬍ 0.01). The decrease in Rrsmax was 5–33% after 4
puffs, 5–22% after 10 puffs, and 3–33% after 2.5 mg of
albuterol. Similarly, minimum (or the true ohmic) airway
resistance (Rrsmin) decreased significantly after 4 puffs
(decrease of 15.9 ⫾ 4.6%), 10 puffs (decrease of 19.8 ⫾
2.5%), or 2.5 mg (decrease of 14.5 ⫾ 2.5%), compared to
baseline (p ⬍ 0.01) (Fig. 2). Compared to baseline, there
was no significant difference in the mean maximum percent decrease in Rrsmax and Rrsmin following either MDI
or SVN administration.
Total Rrsmax remained significantly decreased for 90 –
120 minutes after 4 puffs, 10 puffs, or 2.5 mg via SVN
(p ⬍ 0.05) (see Fig. 1). By 240 minutes after MDI or SVN
delivery, Rrsmax returned to baseline (see Fig. 1). Similarly, Rrsmin remained significantly decreased 90 –120 minutes after albuterol delivery, and returned to baseline by
240 minutes. A comparison of the percent decrease in
airway resistance among the three groups revealed no significant difference with respect to albuterol dose over time
(p ⬎ 0.05).
Baseline PEEPI was greater in the group receiving 10
puffs of albuterol than in the group receiving 4 puffs (p ⬍
0.01) or 2.5 mg via SVN (not significant). Compared to
baseline, PEEPI declined significantly with administration
of 4 puffs, 10 puffs, or 2.5 mg of albuterol, with the
greatest decrease occurring 10 minutes after albuterol delivery (p ⬍ 0.05). PEEPI remained significantly diminished 90 minutes after drug delivery with either dose or
device (p ⬍ 0.05). Compared to baseline, ⌬Rrs did not
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Fig. 1. Change in total (or maximum) airway resistance (Rrsmax)
after albuterol administration of (top) 4 puffs (0.4 mg) via MDI with
spacer, (middle) 10 puffs (1.0 mg) via MDI with spacer, and
(bottom) 2.5 mg via SVN, in ventilator-supported COPD patients.
Rrsmax significantly declined from baseline (p ⬍ 0.01) and the response was sustained for 120 minutes (p ⬍ 0.05), returning to
baseline within 240 minutes of MDI or SVN albuterol administration. The airway response was similar for albuterol dose or delivery
device. Values are means and error bars represent standard error
of the mean.

decline significantly after MDI or SVN albuterol delivery.
There was no significant change in static lung compliance
following MDI or SVN albuterol administration. After albuterol delivery, heart rate, blood pressure, and oxygen
saturation were not significantly different than baseline
values (Table 3).
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Fig. 2. The effect on minimum airway resistance (Rrsmin) after albuterol administration of (top) 4 puffs (0.4 mg) via MDI with spacer,
(middle) 10 puffs (1.0 mg) via MDI with spacer, and (bottom) 2.5
mg via SVN to mechanically ventilated COPD patients. A significant decline in Rrsmin occurred at 10 minutes and was sustained
for 120 minutes, returning to baseline within 240 minutes of MDI or
SVN albuterol administration. The airway response was similar
among the albuterol doses and delivery devices. Values are means
and error bars represent standard error of the mean.

Discussion
Although several investigators have examined the action of inhaled bronchodilators in mechanically ventilated
patients, we were interested in evaluating the duration of
bronchodilator response over 4 hours. We conjectured that
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Table 3.

Patient Hemodynamics and Oximetry Profile*
MDI - 0.4 mg

HR (beats/min)
MAP (mm Hg)
SpO2 (%)

MDI - 1.0 mg

SVN - 2.5 mg

Baseline

10 min

Baseline

10 min

Baseline

10 min

77.8 ⫾ 5.1
86.4 ⫾ 2.8
98.0 ⫾ 0.4

76.8 ⫾ 5.9
87.1 ⫾ 2.7
97.7 ⫾ 0.5

89.7 ⫾ 6.8
93.5 ⫾ 6.6
97.8 ⫾ 0.7

91.2 ⫾ 5.4
88.5 ⫾ 5.9
97.4 ⫾ 0.8

77.7 ⫾ 5.2
86.5 ⫾ 5.1
97.4 ⫾ 0.5

79.4 ⫾ 5.0
89.2 ⫾ 5.0
97.1 ⫾ 0.7

*Values are mean ⫾ standard error.
HR ⫽ heart rate. MAP ⫽ mean arterial pressure. SpO2 ⫽ arterial oxygen saturation measured via pulse oximetry.

in mechanically ventilated COPD patients the duration of
bronchodilator response would be different than in nonintubated patients because of differences in aerosol administration, the presence of an endotracheal tube, or difference in the degree of airway inflammation. To our
knowledge, a study of the bronchodilator response beyond
2 hours in ventilator-supported patients has not been previously conducted. Several groups have evaluated the bronchodilator response in ventilator-dependent patients for 30 –
120 minutes following MDI or SVN delivery.3,4,7,9,13–16
However, it was unclear from these reports whether the
bronchodilator duration of action would persist beyond
120 minutes in ventilator-supported patients. In the present
study, we observed a significant decrease in airway resistance for 120 minutes, and resistance returned to baseline
within 240 minutes of albuterol delivery. This bronchodilator response profile differs from a previous report in
nonintubated COPD or asthma patients.17 Our findings
serve as a useful guide in establishing bronchodilator dosing schedules in stable, mechanically ventilated COPD
patients. However, rigid application of this dosing regimen
to every ventilator-supported patient would be too simplistic, and under other circumstances more frequent dosing
may be required.
Another finding was the similar bronchodilator response
profiles following delivery of 0.4 mg via MDI and 2.5 mg
of SVN albuterol to mechanically ventilated patients. The
maximum airway resistance at baseline was comparable to
previously reported values in mechanically ventilated patients.7,11 Similarly, other authors have reported a rapid
onset of action following bronchodilator administration.13–15,18
However, direct comparison studies examining the peak
airway response after MDI and SVN bronchodilator administration to mechanically ventilated patients have
yielded various results.2– 4,14 Recently, Guerin et al reported
similar decreases in Rrsmax 30 minutes after MDI or SVN
administration of fenoterol and ipratropium to ventilatorsupported COPD patients.14 They observed a decline in
resistance (⌬Rrs) because of tissue viscoelasticity and time
constant differences following SVN administration, and
concluded this was due to greater peripheral pulmonary
drug deposition. We observed a decrease in Rrsmax but no

RESPIRATORY CARE • JULY 2000 VOL 45 NO 7

decline in ⌬Rrs following MDI or SVN albuterol administration. The observed differences between the studies
may be because Guerin et al14 simultaneously delivered a
␤ agonist and anticholinergic solution, producing a central
and peripheral airway response. Additionally, had the peak
anticholinergic effect been assessed at 60 minutes rather
than at 30 minutes, a similar finding may have been noted
following MDI and SVN administration. Nonetheless, a
clinically significant airway response may be obtained by
selection of an efficient aerosol delivery device in conjunction with a reliable technique of administration.
We speculate that the resemblance between the response
profiles following 0.4 mg, 1.0 mg, and 2.5 mg of albuterol
may be related to the shallowness of the bronchodilator
dose response curve. There are also other factors to explain this observation, such as the genetics of the ␤ receptor, drug distribution, and deposition in the lower airways.
Lack of further significant bronchodilator effect with increasing doses of inhaled ␤ agonist is characteristic of the
log-linear response, such that a 10-fold increase in the
dose is required to achieve a doubled effect.19 Furthermore, other investigators have demonstrated that the addition of doses exceeding 2.5 mg of albuterol via SVN or
4 puffs via MDI to stable, mechanically ventilated patients
provides little further clinically important bronchodilation.3,8 We recognize that a limitation of this study involves the relatively small number of study patients, and it
is conceivable that a larger population might show small
differences in response between doses and administration
techniques. Yet, it is remarkable that the airway response
profile was characteristically similar following 3 separate
bronchodilator doses.
Given the similar clinical responses following MDI or
SVN bronchodilator administration to ventilator-supported
patients, it would appear that the MDI with spacer combination was a more efficient delivery device than the
Misty-Neb nebulizer. This is illustrated by the fact that a
significant change in airway resistance was observed following MDI administration of a nominal dose 2.5– 6 times
less than the nebulizer dose. The disparity between the
MDI and SVN nominal drug doses is due to losses stemming from drug retention in the nebulizer receptacle
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(⬃50%) and aerosol exhalation during continuous nebulization.1
We designed this study to compare the airway response
to albuterol administration under common clinical conditions, while attempting to optimize drug delivery. Although
a number of actuator devices are commercially available,
we selected an MDI and spacer reported to provide adequate deposition and a clinically significant response.15,20
Selection of the Misty-Neb nebulizer was based on its
widespread clinical use and published performance compared with other commonly used commercial units.21 In
addition, we addressed the technique of aerosol administration as this influences lower respiratory tract deposition,
and selected an MDI technique of delivery demonstrating
substantial respiratory tract deposition and airway response.15,22–24 Other methods of MDI delivery techniques
involve application of an end-inspiratory pause or disconnection of the ventilator circuit followed by manual delivery of a large tidal breath.4,13,25 However, lack of proven
benefit following an end-inspiratory hold maneuver and
the potential development of nosocomial airway infection
limit these techniques.25,26 Likewise, the nebulizer technique of administration was similar to previous reports.3,5,7
Data gathered from bench model studies indicate improvements in respiratory tract delivery, with increased VT, prolonged duty cycle, dry ventilator circuits, and use of an
inspiration-triggered nebulizer.23,27–30 However, selection
of a technique of administration during mechanical ventilation requires a compromise between mechanical ventilator settings and the operating characteristics of the aerosol generating device.5 Thus, we employed a common
ventilator strategy in which VT ranged from 6 – 8 mL/kg,
producing readily tolerated duty cycles, and sufficient heat
and humidity were applied to the respiratory system in
order to not worsen pre-existing hyperinflation and airway
irritation. In addition, use of continuous nebulization was
based on the fact that approximately 30 minutes are required for complete aerosolization with an inspiration-triggered system, and this would have affected our ability to
adequately compare the peak responses. After taking into
account the different aerosol generating devices, the various techniques of administration, and the mechanical ventilation settings, we demonstrated a similar bronchodilator
response following delivery via SVN or MDI with spacer.
Conclusions
In summary, we found a similar pattern of bronchodilator response following albuterol administration of 4 puffs
or 10 puffs via MDI with spacer or 2.5 mg via SVN to
mechanically ventilated COPD patients. The airway response to albuterol administration via MDI and SVN was
similar in magnitude and duration, returning to baseline
within 240 minutes. Thus, albuterol may be administered
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via inhalation on a 4-hour dosing schedule to stable ventilator-supported COPD patients.
Finally, it should be kept in mind that the conditions
under which this study was performed were nearly ideal
and may not necessarily replicate everyday practice in
administering bronchodilators to mechanically ventilated
patients.
ACKNOWLEDGMENTS
The authors would like to thank Jamie Grady PhD for assistance and to
acknowledge the support of the nursing and respiratory care staff in the
medical intensive care unit at the University of Texas Medical Branch in
Galveston.
REFERENCES
1. Gross NJ, Jenne JW, Hess D. Bronchodilator therapy. In: Tobin MJ,
editor. Principles and practice of mechanical ventilation. New York:
McGraw-Hill; 1994; 1023–1077.
2. Fuller HD, Dolovich MB, Posmituck G, Pack WW, Newhouse MT.
Pressurized aerosol versus jet aerosol delivery to mechanically ventilated patients: comparison of dose to the lungs. Am Rev Respir Dis
1990;141(2):440–444.
3. Manthous CA, Hall JB, Schmidt GA, Wood LDH. Metered-dose
inhaler versus nebulized albuterol in mechanically ventilated patients. Am Rev Respir Dis 1993;148(6 Pt 1):1567–1570.
4. Gay PC, Patel HG, Nelson SB, Gilles B, Hubmayr RD. Metereddose inhalers for bronchodilator delivery in intubated, mechanically
ventilated patients. Chest 1991;99(1):66–71.
5. Dhand R, Tobin MJ. Inhaled bronchodilator therapy in mechanically
ventilated patients. Am J Respir Crit Care Med 1997;156(1):3–10.
6. American Association for Respiratory Care. Aerosol consensus statement—1991. Respir Care 1991:36(9):916–921.
7. Bernasconi M, Brandolese R, Poggi R, Manzin E, Rossi A. Doseresponse effects and time course of effects of inhaled fenoterol on
respiratory mechanics and arterial oxygen tension in mechanically
ventilated patients with chronic airflow obstruction. Intensive Care
Med 1990;16(2):108–114.
8. Manthous CA, Chatila W, Schmidt GA, Hall JB. Treatment of bronchospasm by metered-dose inhaler albuterol in mechanically ventilated patients. Chest 1995;107(1):210–213.
9. Dhand R, Duarte AG, Jubran A, Jenne JW, Fink JB, Fahey PJ, Tobin
MJ. Dose-response to bronchodilator delivered by metered-dose inhaler in ventilator-supported patients. Am J Respir Crit Care Med
1996;154(2 Pt 1):388–393.
10. American Thoracic Society. Standards for the diagnosis and care of
patients with chronic obstructive pulmonary disease. Am J Respir
Crit Care Med 1995;152(5 Pt 2):S77–121.
11. Jubran A, Tobin MJ. Passive mechanics of lung and chest wall in
patients who failed or succeeded in trials of weaning. Am J Respir
Crit Care Med 1997;155(3):916–921.
12. Bates JHT, Milic-Emili J. The flow interruption technique for measuring respiratory resistance. J Crit Care 1991;6:227–238.
13. Fernandez A, Lazaro A, Garcia A, Aragon C, Cerda E. Bronchodilators in patients with chronic obstructive pulmonary disease on
mechanical ventilation: utilization of metered-dose inhalers. Am Rev
Respir Dis 1990;141(1):164–168.
14. Guerin C, Chevre A, Dessirier P, Poncet T, Becquemin M-H, Dequin
P, et al. Inhaled fenoterol-ipratropium bromide in mechanically ventilated patients with chronic obstructive pulmonary disease. Am J
Respir Crit Care Med 1999;159(4 Pt 1):1036–1042.
15. Dhand R, Jubran A, Tobin MJ. Bronchodilator delivery by metereddose inhaler in ventilator-supported patients. Am J Respir Crit Care
Med 1995;151(6):1827–1833.

RESPIRATORY CARE • JULY 2000 VOL 45 NO 7

BRONCHODILATOR THERAPY: METERED-DOSE INHALER VERSUS NEBULIZER
16. Wright PE, Carmichael LC, Bernard GR. Effect of bronchodilators
on lung mechanics in the acute respiratory distress syndrome (ARDS).
Chest 1994;106(5):1517–1523.
17. Riding WD, Dinda P, Chatterjee SS. The bronchodilator and cardiac
effects of five pressure-packed aerosols in asthma. Br J Dis Chest
1970;64(1):37–45.
18. Morina P, Herrera M, Venegas J. Effects of nebulized salbutamol on
respiratory mechanics in adult respiratory distress syndrome. Intensive Care Med 1997;23(1):58–64.
19. Nelson HS, Spector SL, Whitsett TL, George RB, Dwek JH. The
bronchodilator response to inhalation of increasing doses of aerosolized albuterol. J Allergy Clin Immunol 1983;72(4):371–375.
20. Fuller RW, Dolovich MB, Turpie FH, Newhouse MT. Efficiency of
bronchodilator aerosol delivery to the lungs from metered dose inhaler in mechanically ventilated patients: a study comparing four
different actuator devices. Chest 1994;105(1):214–218.
21. Hess D, Fisher D. Williams Pooler S, Kacmarek RM. Medication
nebulizer performance: effects of diluent volume, nebulizer flow,
and nebulizer brand. Chest 1996;110(2):498–505.
22. Duarte AG, Dhand R, Reid R, Fink JB, Fahey PJ, Tobin MJ, Jenne
JW. Serum albuterol levels in mechanically ventilated patients and
healthy subjects after metered-dose inhaler administration. Am J
Respir Crit Care Med 1996;154(6 Pt 1):1658–1663.
23. Fink JB, Dhand R, Duarte AG, Jenne JW, Tobin MJ. Aerosol delivery from a metered-dose inhaler during mechanical ventilation: an
in vitro model. Am J Respir Crit Care Med 1996;154(2 Pt 1):382–
387.

RESPIRATORY CARE • JULY 2000 VOL 45 NO 7

24. Diot P, Morra L, Smaldone GC. Albuterol delivery in a model of
mechanical ventilation: comparison of metered-dose inhaler and nebulizer efficiency. Am J Respir Crit Care Med 1995;152(4 Pt 1):
1391–1394.
25. Mouloudi E, Katsanoulas K, Anastasaki M, Askitpoulou E, Georgopoulos D. Bronchodilator delivery by metered-dose inhaler in mechanically ventilated COPD patients: influence of end-inspiratory
pause. Eur Respir J 1998;12(1):165–169.
26. Craven DE, Kunches LM, Kilinsky V, Lichtenberg DA, Make BJ,
McCabe WR. Risk factors for pneumonia and fatality in patients
receiving continuous mechanical ventilation. Am Rev Respir Dis
1986;133(5):792–796.
27. O’Riordan TG, Palmer LB, Smaldone GC. Aerosol deposition in
mechanically ventilated patients: optimizing nebulizer delivery. Am J
Respir Crit Care Med 1994;149(1):214–219.
28. O’Doherty MJ, Thomas SHL, Page CJ, Treacher DF, Nunan TO.
Delivery of a nebulized aerosol to a lung model during mechanical
ventilation: effect of ventilator settings and nebulizer type, position,
and volume of fill. Am Rev Respir Dis 1992;146(2):383–388.
29. Fink JB, Dhand R, Grychowski J, Fahey PJ, Tobin MJ. Reconciling
in vitro and in vivo measurements of aerosol delivery from a metered-dose inhaler during mechanical ventilation and defining efficiency-enhancing factors. Am J Respir Crit Care Med 1999;159(1):
63–68.
30. Hughes JM, Saez BS. Effects of nebulizer mode and position in a
mechanical ventilator circuit on dose efficiency. Respir Care 1987;
32(12):1131–1135.

823

