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ABSTRACT 
Heart valve replacement is a common cardiac surgical procedure used to treat native valvular diseases such as 
aortic and mitral stenosis and regurgitation. These procedures reduce the morbidity and mortality associated 
with diseased native valves and yet come at the expense of prosthetic valve complications. Structural valve de-
generation is one such complication. We present a case of a critically ill elderly man who had undergone mitral 
valve replacement 14 years prior to his current presentation. Only after admission through the emergency de-
partment was a transesophageal echocardiogram obtained and the diagnosis of prosthetic valve degeneration 
made. He subsequently underwent successful replacement of his diseased prosthetic valve. 
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1. Introduction 
A 68-year-old male was presented to the emergency de-
partment with acute shortness of breath and hypoxia after 
a 2-day prodrome of general malaise. The patient’s med-
ical history was significant for Type II diabetes mellitus, 
hypertension, hyperlipidemia, chronic renal insufficiency, 
non-sustained ventricular tachycardia, and psoriatic arth-
ritis. His surgical history included bioprosthetic mitral 
valve replacement (Hancock porcine) with simultaneous 
implantation of an implantable cardioverter-defibrillator 
(ICD) 14 years prior to presentation. He had recently un- 
derwent an upgrade to a dual-chamber ICD four months 
before it was complicated by right ventricular lead mal-
function requiring replacement one month later. His 
medical regimen consisted of atenolol, amoxicillin (prior 
to procedures) simvastatin, omeprazole, aspirin, glybu-
ride, metformin, celecoxib, and leucovorin. 

He was in extremis with jugular venous distention and 
crackles bilaterally to the pulmonic apicesupon presenta-
tion. No murmur was heard on the initial cardiac exami- 

nation. He was treated with furosemide and nitropaste. 
He failed non-invasive continuous positive airway pres-
sure (CPAP) and required intubation. Chest radiography 
showed pulmonary edema and bilateral lower lobe con-
solidation. He was admitted to the medical intensive care 
unit (MICU) with pa provisional diagnosis of pneumonia. 
His MICU course was notable for an increasing vaso-
pressor requirement and acidosis. 

Cardiology consultation was obtained. A transesopha-
geal echocardiogram (TEE) demonstrated a flail bio-
prosthetic mitral valve leaflet with a severe eccentrically- 
directed jet of regurgitation as well as moderate mitral 
stenosis (Figures 1-3). An intraaortic balloon pump 
(IABP) was placed prior to transport to the operating 
room (OR) for surgical replacement of his prosthetic 
mitral valve. 

After institution of cardiopulmonary bypass the pa-
tient’s malfunctioning mitral valve was replaced with a 
bovine bioprosthesis and he was successfully weaned 
from bypass with significant inotropic and vasopressor 
support. Gross pathological inspection of the explanted  
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Figure 1. 4-chamber TEE image showing torn leaflet of 
bioprosthetic mitral valve prolapsing into the left atrium 
during systole. 
 

 
Figure 2. 4-chamber TEE color image showing severe mi-
tral regurgitation through degenerative bioprosthetic mitral 
valve.  Note the posteriorly directed jet due to the prolapse 
of the anteriorly located torn leaflet. 
 

 
Figure 3. Photograph of degenerative explanted biopros-
thetic mitral valve with torn leaflet evident. Also note the 
presence of pannus around the sewing ring. 

valve demonstrated soft tissue overgrowth and at least 
one prosthetic leaflet tear thought to be consistent with 
bioprosthetic valve endocarditis. Subsequent microbio-
logical and pathological analysis of the valve tissue 
failed to demonstrate organisms or vegetations. Blood 
cultures did not grow an organism, and infectious disease 
consultation was ordered with determination that valvu-
lar endocarditis was highly unlikely and that structural 
valvular degeneration (SVD) was more likely the cause 
for his mitral regurgitation. Given his acute presentation 
without clinical evidence of endocarditis and yet a 14- 
year-old prosthetic valve, this was mostly acute upon 
chronic SVD. 

Perioperative issues included coagulopathy and he-
morrhage requiring multiple blood transfusions, acute on 
chronic renal insufficiency requiring continuous veno-
venous hemofiltration, atrial fibrillation rate-controlled 
with beta blockade and pulmonary hypertension treated 
with sildenafil. The patient’s chest remained open until 
closure on postoperative day 1. The IABP was weaned 
on postoperative day 2. He was extubated on postopera-
tive day 6, and discharged home on postoperative day 21 
without sequellae. 

2. Discussion 
Valve replacement is an effective procedure to treat var-
ious valve pathologies including stenosis, regurgitation, 
and endocarditis. The two main options for valve re-
placements in the current era include mechanical and 
bioprosthetic valves. Bioprostheses are further subdi-
vided by tissue origin—porcine and bovine pericardial 
valves or cadaveric homografts. 

The decision to implant a mechanical versus a bio-
prosthetic valve is patient-specific, as each type has ad-
vantages and limitations. Younger patients are more 
likely to receive a mechanical valve as they have the ad-
vantage of increased durability. Mechanical valves are 
plagued by increased thrombogenicity and require life-
long anticoagulation. Bioprostheses are the implantation 
of choice in the older patient population. Bioprostheses-
suffer from an increased rate of structural valve degene-
ration (SVD), defined as any process which results in 
stenosis or regurgitation of the prostheses [1]. These 
processes include calcification, leaflet tear or perforation, 
and stenosis due to increased leaflet stiffness or pannus 
formation. SVD excludes valvular degeneration second-
ary to endocarditis. The most recent ACC/AHA guide-
lines state it is reasonable to implant a mechanical valve 
rather thana bioprosthetic valve in patients less than 65 
years old for isolated aortic valve replacement and for 
patients less than 65 years old requiringisolated mitral 
valve replacement [2]. Patient-specific considerations 
such as atrial fibrillation as well as patient preference 
will play significant roles in this decision. 
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The Hancock porcine valve was the first commercially 
available bioprosthetic valve and was first implanted in 
1970. Cohn et al. published their 15-year experience with 
this valve implanted in the mitral, aortic, and both posi-
tions in 1989 [3]. The probability of freedom from SVD 
drops sharply from 75% at 10 years after implantation to 
45% at 15 years post-implantation for mitral valve re-
placement. Furthermore the age of the patient is corre-
lated with the probability of freedom from SVD in that 
older patients (e.g. >40 years) are much more likely to 
have a longer-functioning valve.3These findings correlate 
with more recent series indicating satisfactory results up 
to 15 years from implantation [4]. At least one other se-
ries, however, has shown much more pessimistic results 
with a 14-year freedom from SVD rate of 37% [5]. This 
dramatic difference in results could be due to differences 
in the definition of SVD or average age at implantation. 
The Hancock II valve was a second-generation porcine 
valve introduced in 1982. Results in terms of freedom 
from SVD when placed in the mitral position were com-
parable to that of the Hancock I [6].  

Our 68-year-old diabetic patient had a Hancock por-
cine valve implanted 14 years prior to presentation, 
making him 54 years old at the age of implantation. He 
had two invasive procedures 3 and 4 months prior to 
presentation which initially raised the suspicion of possi-
ble endocarditis leading to valve failure. Pathologic and 
microbiologic testing ruled this out as the cause of his 
valvular dysfunction. Structural valve dysfunction sec-
ondary to senescence of the valve appeared much more 
likely as the valve showed significant stenosis secondary 
to pannus (soft tissue) infiltration at the time of explanta-
tion. Given the patient’s age at implantation and that it 
was a mitral prosthesis, perhaps SVD should have been 
higher on our initial differential for valvular dysfunction 
and clinical deterioration. 

There are many reported cases of acute mitral regurgi-
tation due to porcine bioprosthetic valve failure [7,8]. 
This is a type of SVD which can result in a particularly 
acute decompensation in the patient’s clinical picture 
with a resultant high morbidity and mortality. Early di-
agnosis and surgical treatment of this condition can result 
in a favorable outcome as seen in our case. 

3. Conclusion 
Heart valve replacement is a common procedure that has 
significantly increased the longevity of many patients. 
The two main categories of heart valve prostheses are 

mechanical and bioprosthetic. Identification of which 
type of valve a patient has and an understanding of the 
advantages and limitations of each type can be helpful in 
diagnosis of valvular pathology in this patient group. 
Bioprosthetic valves generally have a durability of around 
15 years, and patients with older bioprostheses should 
undergo thorough cardiac interrogation. Transthoracic 
(TTE) or transesophageal (TEE) echocardiography can 
provide rapid and accurate evaluation of prosthetic val-
vular dysfunction. 
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