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Background: Automated Mediace Treponema pallidum latex agglutination (TPLA) and 
Mediace rapid plasma reagin (RPR) assays are used by many laboratories for syphilis di-
agnosis. This study compared the results of the traditional syphilis screening algorithm 
and a reverse algorithm using automated Mediace RPR or Mediace TPLA as first-line 
screening assays in subjects undergoing a health checkup.

Methods: Samples from 24,681 persons were included in this study. We routinely per-
formed Mediace RPR and Mediace TPLA simultaneously. Results were analyzed accord-
ing to both the traditional algorithm and reverse algorithm. Samples with discordant results 
on the reverse algorithm (e.g., positive Mediace TPLA, negative Mediace RPR) were 
tested with Treponema pallidum particle agglutination (TPPA). 

Results: Among the 24,681 samples, 30 (0.1%) were found positive by traditional screen-
ing, and 190 (0.8%) by reverse screening. The identified syphilis rate and overall false-
positive rate according to the traditional algorithm were lower than those according to the 
reverse algorithm (0.07% and 0.05% vs. 0.64% and 0.13%, respectively). A total of 173 
discordant samples were tested with TPPA by using the reverse algorithm, of which 140 
(80.9%) were TPPA positive. 

Conclusions: Despite the increased false-positive results in populations with a low preva-
lence of syphilis, the reverse algorithm detected 140 samples with treponemal antibody 
that went undetected by the traditional algorithm. The reverse algorithm using Mediace 
TPLA as a screening test is more sensitive for the detection of syphilis. 
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INTRODUCTION

The diagnosis of syphilis is primarily based on serology, since 

the natural course of the infection is characterized by periods 

without clinical manifestations. Traditionally, the Center for Dis-

ease Control and Prevention (CDC) recommends a nontrepone-

mal test, such as rapid plasma reagin (RPR), for syphilis sero-

logic screening [1]. This algorithm is cost-effective and reliably 

correlates positive test results with the disease status. However, 

a nontreponemal test as a screening assay has significant limi-

tations, including lack of specificity, manual operation, and sub-

jective interpretation of results [2]. The availability of treponemal 

tests based on automatable enzyme- and chemiluminescence 

immunoassays (EIA/CIA) has reduced the time and labor re-

quired for the test. With the introduction of automated systems, 

treponemal screening is gaining acceptability, and its usefulness 
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is justified [2]. 

Recently, the CDC has recommended a reverse algorithm, in 

which automated treponemal tests, such as EIA and CIA, are 

first performed as a screening test, followed by a nontreponemal 

test as a second step [3]. The CDC reported that the percentage 

of patients with false-positive EIA/CIA results in low-prevalence 

populations was especially high and 2.9-times greater than 

those in high-prevalence populations [3]. Accordingly, the im-

plementation of the reverse algorithm has created a substantial 

amount of confusion and concern among healthcare providers 

and patients. Therefore, the CDC continues to recommend the 

traditional algorithm. The United Kingdom Health Protection 

Agency and the International Union Against Sexually Transmit-

ted Infections encourage the use of a reverse algorithm that be-

gins with a treponemal test [4, 5]. 

In Korea, the cost of a treponemal test is paid by the National 

Health Insurance service only when it is performed as a second 

step following a nontreponemal test. Therefore, the nontrepone-

mal test has been used for syphilis screening, except in health 

checkups. The Automated Mediace Treponema pallidum Latex 

Agglutination (TPLA; Sekisui Chemical, Osaka, Japan) and the 

Mediace rapid plasma reagin (RPR; Sekisui Chemical) are tur-

bidoimmunoassays that are used by many laboratories in Korea 

and Japan. According to an external quality assessment pro-

gram of the Korean Association of Quality Assurance for Clinical 

Laboratory, 23.3% of the institutes which performed the non-

treponemal test used the turbidoimmunoassay, while 10.3% of 

the institutes which performed the treponemal test used the tur-

bidoimmunoassay [6]. However, the Mediace RPR test has a 

low detection sensitivity for latent syphilis [7]. In this study, we 

compared the results of the traditional syphilis screening algo-

rithm and the reverse algorithm with automated Mediace RPR 

or Mediace TPLA as first-line screening assays to evaluate their 

screening performance.

METHODS

A total of 24,681 serum samples were obtained from subjects 

undergoing a health checkup between July 2007 and Decem-

ber 2012. Mediace RPR and Mediace TPLA were performed si-

multaneously for these samples. This study was approved by 

the institutional review board of Dongguk University Ilsan Hospi-

tal, Korea.

Mediace RPR is a latex turbidoimmunoassay using latex par-

ticles coated with lecithin and cardiolipin. Mediace TPLA is a la-

tex turbidoimmunoassay using latex particles coated with T. pal-

lidum antigens. The Hitachi 7600 automated chemistry analyzer 

(Hitachi, Tokyo, Japan) was used for the automated procedure 

and analysis. Results of the Mediace RPR ≥1.0 R.U. and Medi-

ace TPLA ≥10.0 T.U. were considered positive. 

Samples positive for syphilis according to one or both of the 

Mediace RPR and Mediace TPLA assays were stored at -70°C 

after testing. Additional tests were performed on these samples 

according to the recommendations of the CDC reverse syphilis 

screening algorithms. Samples with discordant results (e.g., 

positive Mediace TPLA and negative Mediace RPR) were tested 

with T. pallidum particle agglutination (Fujirebio, Tokyo, Japan; 

TPPA) for confirmation. IgG immunoblot (Euroimmune, Lue-

beck, Germany) was performed as a supplementary confirma-

tory test in samples with discrepant Mediace TPLA and TPPA 

results (e.g., positive Mediace TPLA, negative Mediace RPR 

and negative TPPA). Only the Mediace TPLA and Mediace RPR 

results were reported to clinicians.

According to the traditional algorithm, samples with negative 

results by Mediace RPR screening were considered negative for 

syphilis. We reviewed the Mediace TPLA results on samples that 

tested positive using Mediace RPR. Samples tested positive by 

Mediace TPLA were considered positive for syphilis. Samples 

tested negative by Mediace TPLA were considered negative for 

syphilis (false positive results of screening test). According to 

the reverse algorithm, samples testing negative in Mediace 

TPLA screening were considered negative for syphilis. We re-

viewed the Mediace RPR result on samples tested positive by 

Mediace TPLA screening. Samples testing positive by Mediace 

RPR were considered positive for syphilis. Samples showing 

negative results by Mediace RPR and TPPA were considered 

negative for syphilis (false positive results of screening test). In 

case of a negative result for Mediace RPR and a positive result 

for TPPA, samples were considered positive for syphilis.

The following percentages were calculated for the traditional 

algorithm: the positive screening rate, the false-positive rate 

among all samples and among those with positive screening, 

and the identified syphilis rate among those with positive 

screening. The same percentages were also calculated for the 

reverse algorithm, and additionally, the false-positive rate and 

identified syphilis rate among discordant samples were calcu-

lated.

The medical charts of patients positive for nontreponemal 

and/or treponemal tests were reviewed to collect information re-

garding the previous treatment history for syphilis, start of syphi-

lis treatment, and the clinical follow-up after the health checkup. 
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RESULTS

Of the 24,681 samples, 30 (0.1%) were found positive by using 

the traditional screening test. Of 30 Mediace RPR positive sam-

ples, 17 (56.7%) were confirmed as positive by Mediace TPLA 

and were suggestive of syphilis. Thirteen (43.3%) were found to 

be false positive by the traditional screening test. The identified 

syphilis rate was 0.07% (17/24,681) by the traditional algorithm, 

and the overall false positive rate was 0.05% (13/ 24,681). 

Of the 24,681 samples, 190 (0.8%) tested positive in the re-

verse screening test. Seventy (8.9%) of the 190 Mediace TPLA-

positive samples were Mediace RPR-positive. Discordant sam-

ples (n=173) were tested with TPPA, and 140 (80.9%) were 

tested positive. Thirty three (19.1%) samples showed negative 

TPPA results, suggesting that the TPLA results for these sam-

ples were false positive. Among 33 samples showing different 

results between Mediace TPLA and TPPA, seven were con-

firmed as positive by IgG immunoblot. The identified syphilis 

rate was 0.64% (157/24,681) by the reverse algorithm. The 

overall false-positive rate was 0.13% (33/24,681).

Six patients with positive Mediace RPR and Mediace TPLA 

results according to the traditional algorithm (64.7% of 17 pa-

tients) had a clinical follow-up after the health checkup. All six 

received antibiotic treatment; three had no documentation of 

prior treatment for syphilis, and three had a prior treatment his-

tory (Fig. 1). Thirty four patients with Mediace TPLA-positive, 

Mediace RPR-negative, and TPPA-positive results by using the 

reverse algorithm (24.3% of 140 patients) underwent a clinical 

follow-up after the health checkup. Of the 34 patients, 20 with a 

history of treated syphilis did not receive antibiotic treatment. Of 

14 patients (41.2% of 34 patients) without history of syphilis, 10 

received antibiotic treatment (Fig. 2).

DISCUSSION

Several studies have evaluated the performance of automated 

Mediace TPLA and Mediace RPR. Comparative data demon-

strated that the concordance of Mediace TPLA with the trepo-

Mediace TPLA +: N=17
History of treated syphilis: N=3
   Repeated treatment: N=3
   No treatment: N=0
No history of treated syphilis: N=3
   Treatment: N=3
   No treatment: N=0
No clinical follow-up: N=11

Mediace TPLA -: N=13
History of treated syphilis: N=0
No history of treated syphilis: N=5
   Treatment: N=0  
   No treatment: N=5
No clinical follow-up: N=8

Fig. 1. Serologic results and clinical management following the tra-
ditional syphilis screening algorithm.
Abbreviations: RPR, rapid plasma regain; TPLA, Treponema pallidum latex 
agglutination. 

Mediace TPLA:
N=30

Mediace RPR:
N=24,681

Mediace RPR +:
N=30

Mediace RPR -:
N=24,651

Mediace RPR +: N=17
History of treated syphilis: N=3
   Repeated treatment: N=3
   No treatment: N=  0
No history of treated syphilis: N=3
   Treatment: N=3
   No treatment: N=0
No clinical follow-up: N=11

TPPA +: N=140
History of treated syphilis: N=20
   Repeated treatment: N=0
   No treatment: N=20
No history of treated syphilis: N=14
   Treatment: N=10
   No treatment: N=4
No clinical follow-up: N=106

TPPA -: N=33
(IgG immunoblot +: N=7, 
IgG immunoblot -: N=26)
History of treated syphilis: N=0
   Repeated treatment: N=0
   No treatment: N=0
No history of treated syphilis: N=0
   Treatment: N=0
   No treatment: N=0
No clinical follow-up: N=33

Mediace RPR -:
N=173 

TPPA:
N=173

Fig. 2. Serologic results and clinical management following the re-
verse syphilis screening algorithm. 
Abbreviations: RPR, rapid plasma regain; TPLA, Treponema pallidum latex 
agglutination; TPPA, Treponema pallidum particle agglutination. 

Mediace RPR:
N=190 

Mediace TPLA:
N=24,681

Mediace TPLA +:
N=190

Mediace TPLA -:
N=24,491
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nemal IgG/IgM immunoblot was higher than that of the Trepo-
nema pallidum hemagglutination assay (TPHA) and the trepo-

nemal IgG/IgM immunoblot [8]. The positive concordance rate 

between Mediace TPLA and the Architect Syphilis TP assay 

(Abbott Japan, Tokyo, Japan) was reported to be 96%, and the 

negative concordance rate was 97% [9]. We reported that the 

concordance rate between Mediace TPLA and the Architect 

Syphilis TP assay was 98% when tested with sera found positive 

by Mediace TPLA and related with false positivity of the trepone-

mal test [10]. Therefore, it is clear that the Mediace TPLA ana-

lytical performance is valuable. 

Mediace RPR performed by using samples of different stages 

of syphilis (primary, secondary, and latent stages) showed a 

sensitivity of 100%, 100%, and 82.9%, respectively [11]. An-

other study proposed that Mediace RPR could not be used as 

an alternative to the manual RPR test for a quantitative analysis 

of RPR titer because of the low correlation between the manual 

RPR and Mediace RPR (83.8%) results and the low detection 

rate of latent syphilis (55.6%) [12]. Despite the low sensitivity of 

Mediace RPR for latent syphilis, its use as a screening test has 

continued to increase because of its advantages of automation 

and applicability in many chemical analyzers. 

The positive screening rate was reported as 1.5% by the re-

verse algorithm compared with 0.4% by the traditional algorithm 

in a low-prevalence population [13]. In another low-prevalence 

population, the positive screening rate was 4.0% by the reverse 

algorithm and 1.8% by the traditional algorithm [14]. The posi-

tive screening rate of syphilis in our study setting was lower than 

those reported for other low-prevalence setting studies. More-

over, in our study, the percentage of screening positivity by the 

reverse algorithm was eight times that of the traditional algo-

rithm (0.8% vs. 0.1%), which is different from prior studies. In 

South Korea, the prevalence of syphilis is reported to be approx-

imately 0.2% in the general population over 60 yr of age [15]. 

An equal positive screening rate of 0.05% was reported for Me-

diace RPR and Mediace TPLA in subjects undergoing health 

checkups [8]. In concordance with a previous study, the posi-

tive rate of syphilis was 0.07% by using the traditional algorithm. 

Therefore, it appears that our study was conducted on a very 

low-prevalence population in comparison with the previous 

study. However, the reason for this rate difference in traditional 

and reverse screening positivity cannot be explained by the 

study population alone. Other factors may include low sensitivity 

of Mediace RPR for latent syphilis and a high false-positive rate 

of reverse screening [11, 12]. 

Previous studies demonstrated a high percentage of false 

positives using EIA [3, 13, 14, 16]. Reverse screening with EIA/

CIA yields a higher false-positive rate than traditional testing 

does (0.6% vs. 0.0%) in a population with a low prevalence of 

syphilis [13]. A total of 334 out of 491 (68.0%) chemilumines-

cent microparticle immunoassay-reactive samples tested nega-

tive by using RPR, of which 137 (41.0%) also tested negative 

by TPPA in a low-prevalence population [14]. The CDC pub-

lished that the discordant rate in low-prevalence and high-prev-

alence populations was 60.6% (1,807/2,984) and 50.6% 

(936/1,850), respectively. Of all discordant samples, 40.6% 

(737/1,807) of the low-prevalence population and 14.1% 

(1,297/936) of the high-prevalence population were also found 

negative by a second treponemal test [3]. Another study re-

ported similar results: 439 (2%) out of 21,623 samples were 

CIA-positive, and 255 out of these 439 (58%) were RPR-nega-

tive. Subsequently, 71 of these 255 samples (28%) were nega-

tive on the basis of TPPA [17]. These data suggest that reverse 

screening may identify a higher number of patients with false-

positive results than the traditional algorithm, especially if it is 

used in areas with a low prevalence [18]. In our study, the over-

all false-positive rate was 0.05% (13/24,681) according to the 

traditional algorithm and 0.13% (33/24,681) according to the 

reverse algorithm. These results are in agreement with previous 

studies. However, the present result differs from another study 

conducted in a low-prevalence population, where only 33 

(19.1%) of 173 discordant samples had negative TPPA results. 

These results indicate a low false-positive rate of Mediace TPLA 

compared with previous EIA/CIA data. A different analytical level 

of treponemal tests for the implication of syphilis screening algo-

rithms was reported [19]. Moreover, seven of 33 samples show-

ing different results for TPLA and TPPA were confirmed as posi-

tive following IgG immunoblot.

Despite the overall increase of false-positive results compared 

with the traditional algorithm, the reverse algorithm using Medi-

ace TPLA detected 140 samples with treponemal antibody that 

were not detected by the traditional algorithm. Mediace TPLA-

positive, Mediace RPR-negative, and TPPA-positive results may 

occur in patients with latent syphilis or in those with prior suc-

cessful treatment of syphilis [2]. Patients of the latter group can 

test positive by using Mediace TPLA and TPPA, which may lead 

to unnecessary follow-up and anxiety for the patient. Because 

patients made their decision for the clinical follow-up after the 

health checkup, we could not analyze all the clinical follow-up 

data. Thirty-four (24.3%) of 140 patients with Mediace TPLA-

positive, Mediace RPR-negative, and TPPA-positive results by 

the reverse algorithm had a clinical follow-up after the health 
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checkup. None of these patients had symptoms of primary or 

secondary syphilis. Fourteen of the 34 patients (41.2%) had no 

prior treatment for syphilis, but 10 of them were diagnosed with 

latent syphilis and received antibiotic treatment. Latent syphilis is 

defined as syphilis characterized by seroreactivity without other 

evidence of the disease. The CDC recommends treating patients 

diagnosed with latent syphilis [1]. The reverse algorithm was 

more sensitive than the traditional algorithm in detecting cases 

of latent syphilis, which were missed by the traditional screening 

algorithm. These results are similar to previous data suggesting 

that the missed-diagnosis rate is considerable (24.2%; 665 of 

2,749 syphilis patients) with the traditional algorithm [20]. An-

other study reported that the reverse algorithm identified 21 

RPR-negative syphilis patients in 792 samples [21].

In conclusion, although the problem of successfully treated 

patients showing positive results by the reverse algorithm still re-

mains, the reverse algorithm using Mediace TPLA detected 140 

samples with treponemal antibody that were not detected by the 

traditional algorithm using Mediace RPR. The reverse algorithm 

using Mediace TPLA as the screening test may enhance the 

sensitivity of syphilis diagnosis.
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