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Introduction

Currently, percutaneous coronary intervention (PCI) with the use 
of antiproliferative agents coated stents, such as the -limus and  
-taxol families, is the treatment of choice for patients with acute 
myocardial infarction.1) The introduction of drug eluting stents (DES) 
has provided improved clinical outcomes compared to the use of 
bare metal stents (BMS), by reducing neointimal hyperplasia and 

Original Article

http://dx.doi.org/10.4070/kcj.2013.43.11.744
Print ISSN 1738-5520 • On-line ISSN 1738-5555

Histopathological Comparison among Biolimus, Zotarolimus and 
Everolimus-Eluting Stents in Porcine Coronary Restenosis Model
Kyung Seob Lim, DVM1,2,3, Myung Ho Jeong, MD1,2,3,4, In Ho Bae, PhD1,2, Dae Sung Park, MS2,3, Jong Min Kim, MS2,3, 
Jung Ha Kim, BS2,3, Dong Lyun Cho, PhD2,3, Doo Sun Sim, MD2,3, Keun-Ho Park, MD2,3, Young Joon Hong, MD2,3,  
and Youngkeun Ahn, MD2,3

1Korea Cardiovascular Stent Institute, Jangseong,  
2Heart Research Center Nominated by Korea Ministry of Health and Welfare, Gwangju, 
3Cardiovascular Research Center, Chonnam National University Hospital, Gwangju,  
4Regeneromics Research Center, Chonnam National University, Gwangju, Korea

Background and Objectives: The aim of this study was to examine the histolopathogical effects among the biolimus, zotarolimus, and 
everolimus eluting stent (EES) in the porcine coronary restenosis model.
Subjects and Methods: Pigs were randomized into three groups in which the coronary arteries (15 pigs, 10 coronaries in each group) 
had either a biolimus A9 eluting stent (BES, n=10), zotarolimus eluting stent (ZES, n=10) or an EES (n=10). Histopathologic analysis was 
performed at 28 days after stenting.
Results: There were no significant differences in the injury score among the three groups. There was a significant difference in the internal 
elastic lamina, lumen area, neointima area, percent area stenosis, and the fibrin and inflammation score among the three groups (4.3± 
0.53 mm2, 2.5±0.93 mm2, 1.8±1.03 mm2, 40.7±20.80%, 1.7±0.41, 1.4±0.72 in the BES group vs. 5.1±0.55 mm2, 2.3±1.14 mm2, 2.8±1.00 
mm2, 55.4±21.23%, 2.0±0.39, 1.6±0.76 in the ZES group vs. 4.4±0.53 mm2, 1.7±1.22 mm2, 2.8±1.23 mm2, 64.0±26.00%, 1.8±0.76, 2.1± 
0.90 in the EES group, respectively). BES is more effective in inhibiting neointimal hyperplasia compared to ZES and EES (p<0.0001). Ac-
cording to the fibrin and inflammation score, BES and EES are more effective in decreasing the fibrin deposition compared to ZES (p< 
0.001). Moreover, BES and ZES are more effective in reducing the inflammatory reaction compared to EES (p<0.001). 
Conclusion: The result demonstrates that BES shows better histopathological characteristics than ZES and EES at one month after stenting 
in the porcine coronary restenosis model. (Korean Circ J 2013;43:744-751)

KEY WORDS: Drug-eluting stents; Percutaneous coronary intervention; Coronary restenosis; Inflammation.

Received: August 7, 2013 / Revision Received: September 26, 2013 / Accepted: October 1, 2013
Correspondence: Myung Ho Jeong, MD, Korea Cardiovascular Stent Research Institute, Heart Research Center Nominated by Korea Ministry of Health 
and Welfare, Department of Education and Research, Chonnam National University Hospital, 42 Jebong-ro, Dong-gu, Gwangju 501-757, Korea
Tel: 82-62-220-6243, Fax: 82-62-228-7174, E-mail: myungho@chollian.net

• The authors have no financial conflicts of interest.

This is an Open Access article distributed under the terms of the Creative Commons Attribution Non-Commercial License (http://creativecommons.org/licenses/ 
by-nc/3.0) which permits unrestricted non-commercial use, distribution, and reproduction in any medium, provided the original work is properly cited.

target vessel revascularizations.2)3)

The clinical results of the sirolimus eluting stent (SES) as com-
pared to BMS have provided clues for improved limus drug develop-
ment.4-6) Biolimus A9, zotarolimus, and everolimus, a potent antip-
roliferative drug of the -limus families, has been shown to reduce 
clinical restenosis in clinical trials.7-9)

The objective of the present study was to compare the histologi-
cal effects among the biolimus, zotarolimus, and everolimus eluting 
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stents in the porcine coronary restenosis model.

Subjects and Methods

Animal preparation and stent implantation
The animal study was approved by the Ethics Committee of Ch-

onnam National University Medical School and Chonnam National 
University Hospital (CNU IACUC-H-2010-18), and conformed to the 
Guidelines for the Care and Use of Laboratory Animals published 
by the US National Institutes of Health (NIH Publication No. 85-23, 
revised 1996). Study animals were castrated male pigs weighing 20-
25 kg. To prevent acute thrombosis after stenting, premedication 
with aspirin 100 mg and clopidogrel 75 mg per day was applied for 
5 days before the procedure. On the day of the procedure, pigs were 
anesthetized with zolazepam and tiletamine (2.5 mg/kg, Zoletil50®, 
Virbac, Caros, France), xylazine (3 mg/kg, Rompun®, Bayer AG, Le-
verkusen, Germany) and azaperone (6 mg/kg, Stresnil®, Janssen-Ci-
lag, Neuss, Germany). They received supplemental oxygen continu-
ously through oxygen masks. Subcutaneous 2% lidocaine at the cut-
down site was administered, the left carotid artery was surgically ex-
posed, and a 7 Fr sheath was inserted. 

Continuous hemodynamic and surface electrocardiographic mo-
nitoring was maintained throughout the procedure. Then, 5000 
units of heparin was administered intravenously as a bolus prior to 
the procedure, the target coronary artery was engaged using stan-
dard 7 Fr guide catheters, and control angiograms of both coronary 
arteries were performed using a nonionic contrast agent in two or-
thogonal views.

The stent was deployed by inflating the balloon and the resulting 
stent-to-artery ratio was 1.3 : 1. Coronary angiograms were ob-
tained immediately after stent implantation. Thereafter, all equip-
ment was removed and the carotid artery was ligated.

Four weeks after stenting, the animals underwent follow-up an-
giography in the same orthogonal views as before death with 20 
mL of a potassium chloride intracoronary injection. 

The hearts were removed, and the coronary arteries were pres-

sure-perfusion fixed at 110 mm Hg in 10% neutral buffered formalin 
overnight. Arteries were step-sectioned, processed routinely for light 
microscopy, and stained for histological analysis.

Study groups
The pigs were randomly divided into 3 groups (Table 1): group 1 

{biolimus A9-eluting stents (BES), BioMatrix®, Biosensors Interven-
tional Technologies Pte Ltd., Singapore, 3.0×18 mm, n=10}, group 2 
{zotarolimus-eluting stents (ZES), Endeavor Resolute®, Medtronic 
CardioVascular, Minneapolis, MN, USA, 3.0×18 mm, n=10}, and gr-
oup 3 {everolimus-eluting stents (EES), Promus®, Boston Scientific, 
Natick, MA, USA, 3.0×18 mm, n=10}.

A total of 15 pigs were used in this study (15 pigs, 30 coronary ar-
teries, 10 coronary arteries in each group). A BES, a ZES, and an EES 
were implanted in the left anterior descending artery and left cir-
cumflex artery in a randomized manner in each pig.

Histopathology and immunohistochemistry analysis
Histopathologic evaluations of each artery were performed by an 

experienced cardiovascular pathologist. The specimens were em-
bedded, and sections of 50 to 100 μm in thickness were obtained 
at about 1 mm distances apart, and stained with Hematoxylin-Eo-
sin (Fig. 1) and Carstairs’ (Fig. 2) for histological analysis. Measure-
ments of the histopathologic sections were performed using a cal-
ibrated microscope, digital video imaging system, and microcom-
puter program (Visus 2000 Visual Image Analysis System, IMT Tech, 
CA, USA). Borders were manually traced for the lumen area, the 
area circumscribed by the internal elastic lamina (IEL), and the in-
nermost border of the external elastic lamina (external elastic lami-
na area). Morphometric analysis of the neointimal area for a given 
vessel was calculated as the measured IEL area minus the lumen 
area. The measurements were made on five cross-sections from the 
proximal and distal ends, and the three midpoints of each stented 
segment. Histopathologic stenosis was calculated as 100×{1-(le-
sion lumen area/lesion IEL area)}.10) Immunohistochemistry (IHC) 
was conducted through standard procedures, as previously de-

Table 1. Coronary artery morphometric measurements in stented porcine coronary arteries

Variables BES (n=10) ZES (n=10) EES (n=10) p

Injury score 1.4±0.37 1.4±0.35 1.5±0.36 p=NS

IEL (mm2) 4.3±0.53 5.1±0.55 4.4±0.53 p<0.001

Lumen area (mm2) 2.5±0.93 2.3±1.14 1.7±1.22 p<0.001

Neointima area (mm2) 1.8±1.03 2.8±1.00 2.8±1.23 p<0.001

% area stenosis (%) 40.7±20.80 55.4±21.23 64.0±26.00 p<0.001

Fibrin score 1.7±0.41 2.0±0.39 1.8±0.76 p<0.001

Inflammation score 1.4±0.72 1.6±0.76 2.1±0.90 p<0.001

BES: biolimus A9-eluting stents, ZES: zotarolimus-eluting stents, EES: everolimus-eluting stent, IEL: internal elastic lamina, NS: not significant
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scribed.11) Anti-smooth muscle actin monoclonal antibody (Sigma 
Aldrich, St. Louis, MO, USA) was used. IHC specimens were analyzed 
by fluorescence microscopy and digital photography. All histology 
and IHC results were interpreted by two independent pathologists 
in a blind manner.

Evaluation of the arterial injury
The arterial injury at each strut site was determined by the anato-

mic structures penetrated by each strut. A numeric value was as-
signed, as previously described by Schwartz et  al.:10) 0=no injury; 1= 
break in the internal elastic membrane; 2=perforation of the me-
dia; 3=perforation of the external elastic membrane to the adven-

titia. The average injury score for each segment was calculated by 
dividing the sum of the injury scores by the total number of struts 
at the examined section.

Evaluation of inflammation scores, neointimal reaction, and 
fibrin score

With regard to the inflammation score for each individual strut, 
the grading was as follows: 0=no inflammatory cells surrounding 
the strut; 1=light, noncircumferential lymphohistiocytic infiltrate 
surrounding the strut; 2=localized, moderate to dense cellular ag-
gregate surrounding the strut noncircumferentially; 3=circumfer-
ential dense lymphohistiocytic cell infiltration of the strut. The in-

A  A-1  

B-1  

C-1  

B  

C  
Fig. 1. Representative images of H&E staining after 4 weeks of stenting. Specimen BES implanted (A: ×20, A-1: ×200), ZES implanted (B: ×20, B-1: ×200), 
and EES implanted (C: ×20, C-1: ×200). Inflammatory reaction was more severe in the EES stented artery compared to BES and ZES. BES: biolimus A9-
eluting stents, ZES: zotarolimus-eluting stents, EES: everolimus-eluting stents.
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flammation score for each cross section was calculated by dividing 
the sum of the individual inflammation scores by the total number 
of struts at the examined section.12) Ordinal data for fibrin were col-
lected on each stent section using a scale of 0 to 3, as previously re-
ported.13)

Statistical analysis
Statistical analysis was performed with the aid of commercially 

available software {Statistical Package for the Social Sciences (SPSS) 
Version 15, SPSS Inc., Chicago, IL, USA}. The data were presented 
as mean value±SD. An unpaired Student’s t-test was used for the 
comparison of each of the stent groups. Analysis of variance was 

used to make comparisons of the three stents groups. A value of 
p<0.05 was considered statistically significant.

Results

Analysis after stenting
Two stents were placed for two coronary arteries per swine. A to-

tal of thirty stents, including ten BES, ten ZES, and ten EES, were pl-
aced in the proximal left anterior descending and proximal circum-
flex artery for fifteen swine. The mortality rate in this study was zero. 
There was no significant difference in the stent-to-artery ratio am-
ong the three stent groups.

A  A-1  

B-1  

C-1  

B  

C  
Fig. 2. The Carstair fibrin stain of the low-power fields (magnitude, ×20, ×200) of fibrin infiltration in BES implanted (A and A-1), ZES implanted (B and 
B-1), and EES implanted (C and C-1). Fibrin deposition surrounding the stent struts was higher in ZES than in BES and EES cases. BES: biolimus A9-eluting 
stents, ZES: zotarolimus-eluting stents, EES: everolimus-eluting stents.
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Histopathological and immunohistochemistry analysis
To exam the characteristics of smooth muscle cells (SMC) in neo-

intima tissue, the stented coronary artery was stained by anti-SMC 
antibody. Vascular SMC were major components of neointima for-
mation after stenting in all groups (Fig. 3).

There was no statistically significant difference in the injury sc-
ore among the three groups (1.4±0.37 in the BES group vs. 1.4±0.35 
in the ZES group vs. 1.5±0.36 in the EES group, p=not significant). 
There was a statistically significant difference in the IEL among the 
three groups (4.3±0.53 mm2 in the BES group vs. 5.1±0.55 mm2 in 
the ZES group vs. 4.4±0.53 mm2 in the EES group, p<0.0001). There 
was a statistically significant difference in the lumen area among the 
three groups (2.5±0.93 mm2 in the BES group vs. 2.3±1.14 mm2 in 
the ZES group vs. 1.7±1.22 mm2 in the EES group, p<0.001). There 
was a statistically significant difference in the neointima area am-
ong the three groups (1.8±1.03 mm2 in the BES group vs. 2.8±1.00 
mm2 in the ZES group vs. 2.8±1.23 mm2 in the EES group, p<0.0001). 
There was a statistically significant difference in percentage area 
stenosis among the three groups (40.7±20.80% in the BES group 
vs. 55.4±21.23% in the ZES group vs. 64.0±26.00% in the EES 
group, p<0.0001). 

There was a statistically significant difference in the fibrin score 
among the three groups (1.7±0.41 in the BES group vs. 2.0±0.39 in 
the ZES group vs. 1.8±0.76 in the EES, p<0.001). There was a statis-
tically significant difference in the inflammation score among the 
three groups (1.4±0.72 in the BES group vs. 1.6±0.76 in the ZES gr-
oup vs. 2.1±0.90 in the EES group, p<0.001) (Table 1, Fig. 4).

Discussion

This study was conducted in order to compare the histopatho-
logical differentiation of the BES, ZES, and EES in the porcine coro-
nary restenosis model. Our study demonstrated that BES was more 
effective in reducing neointima proliferation compared to ZES and 

EES. In the fibrin score, which indicates delayed arterial healing, ZES 
was inferior to BES and EES. BES and ZES were more effective in in-
hibiting the inflammatory reaction compared to EES, according to 
the inflammation score. The results demonstrated that BES displ-
ayed improved histopathological characteristics in the three limus 
families. 

Biolimus A9-eluting stents, EES, and ZES were compared to BMS 
and/or other generation DES in several clinical trials. Two types of 
second generation stents, ZES and EES, have shown promising re-
sults in clinical trials and registries compared with BMS, SES, and 
paclitaxel eluting stent (PES).8)14)15)

Major adverse cardiac events, death, and myocardial infarction 
were lower for ZES vs. SES and PES in patients with diabetes melli-
tus.16) In a comparison study between ZES and EES using optical 
coherence tomography, neointima proliferation was greater in the 
ZES group than in the EES group at both 3 and 12 months.17) Other 
clinical trials comparing ZES and EES, however, have found that both 
stents demonstrated comparable levels of safety and efficacy.18)19)

One year clinical results after 3rd generation BES implantation 
were as safe and efficacious as those after 2nd generation EES im-
plantation.20) Both stents displayed an excellent low rate of target 
lesion revascularization and an extremely low rate of stent throm-
bosis.21) In a 4-year long-term follow-up, BES has shown improved 
safety and efficacy compared with SES.22)

In our previous study using BES, BES appeared to be reliable in 
terms of inflammation at overlapping segments, as well as at non-
overlapping segments.23) In clinical research, BES displayed a lower 
rate of the composite of major adverse cardiac events in patients 
with ST-elevation myocardial infarction undergoing primary PCI com-
pared with BMS.24)

The major difference between 2nd and 3rd generation stents is 
the biodegradable polymer used. The polymers are potentially linked 
with neointima hyperplasia, inflammation, and late stent throm-
bosis.25)26) The polymer-free BES demonstrated the equivalent early 

Fig. 3. Representative images of immunohistochemistry using anti-smooth muscle actin monoclonal antibody in the neointima tissue. Immunofluores-
cence staining showing an expression of α-smooth muscle actin (bright red positive cells, ×200, A: BES, B: ZES, C: EES). BES: biolimus A9-eluting stents, 
ZES: zotarolimus-eluting stents, EES: everolimus-eluting stents.

A  B  C  
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and superior late inhibition of neointima hyperplasia compared with 
SES in a porcine model.27)

The biolimus-eluting stent with biodegradable polymer (BES) was 
developed as a third generation DES elutes biolimus A9 from a bio-
absorbable polylactic acid (PLA) polymer.28)29) BES releases biolimus 
A9 into the artery wall while the PLA polymer is absorbed by the 
contacted coronary vessel tissues. Therefore, this study suggests 
that the biodegradable polymer of BES achieved superior histo-
pathologic results compared to the permanent polymer of ZES and 
EES in the porcine coronary restenosis model. 

 
Study limitations 

Our study had some limitations. First, we used normal porcine co-
ronary arteries without atherosclerotic lesions, unlike in human clin-
ical situations with pre-existing atherosclerosis. Second, we exam-

ined the inflammatory reaction based on H&E stain. IHC techniques 
were the standard for such studies.30) Third, we did not perform long-
term follow-up experiments, such as over 6 months using minipigs.

In conclusion, this study shows that BES is more effective in inhi-
biting neointima hyperplasia compared to ZES and EES. According 
to fibrin and inflammation score, BES and EES are more effective in 
decreasing fibrin deposition compared to ZES. Moreover, BES and 
ZES are more effective in reducing the inflammatory reaction com-
pared to EES. The result demonstrates that BES shows superior his-
topathological characteristics in BES, ZES, and EES at one month af-
ter stenting in the porcine coronary restenosis model. 
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Fig. 4. Injury score (A), internal elastic lamina (B), lumen area (C), neointima area (D), % area stenosis (E) fibrin score (F) and inflammation score (G), in the 
BES, ZES, and EES groups. BES: biolimus A9-eluting stents, ZES: zotarolimus-eluting stents, EES: everolimus-eluting stents.
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