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Abstract 
A method for noninvasive determination of fat and water content in the human body is examined. 
A spatially resolved spectroscopy method is used which can record low intensity near infrared 
spectra. This novel approach is compared to other methods for the determination of fat and water 
content. Monte Carlo simulations of light propagation in tissue are shown and the production and 
characterization of optical phantoms of adipose tissue are investigated. 
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1. Introduction and Overview 
Adiposity (obesity) is a growing problem in the modern world, as there are many consequences that result from 
it [1] [2]. Both from a medical as well as from an aesthetic point of view in gyms as well as for athletes in com-
petitive sports there is a need for methods that indicate the fitness, training, health, and nutritional status of the 
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individual. In addition to many very elaborate measurement methods which already exist two further techniques 
have been developed for the determination of body fat. These are bioelectrical impedance analysis (BIA) and the 
optical detection, which is performed either spectroscopically or by multispectral photometry. Commercial de-
vices already exist which exploit both methods but they suffer from considerable restrictions. 

A new method for tissue measurement using spatially-resolved spectroscopic techniques was investigated. 
The method uses light radiation which is transmitted by infrared emitting diodes into the tissue. This radiation 
penetrates the tissue and is reflected, absorbed and scattered according to its optical properties. Radiation emerg- 
ing from the tissue is detected by a 2D spectrometer. However, the resulting spectrum is uncalibrated. 

Therefore for parameterization, verification and calibration purposes artificial phantoms based on the basis of 
epoxy resins with the optical characteristics of human adipose tissue were investigated. These have the advan-
tage of long term stability of the required tissue properties as well as mechanical stability. The absorption and 
scattering behavior of the skin could be reproduced within one order of magnitude. Monte Carlo simulations 
showing the light propagation in tissue and enable the measurement strategies for determination of local subcu-
taneous fat to be derived. It could be shown that light of 900 nm penetrates skin with a subcutane fat layer of 15 
mm. Depending on the sensitivity of the detector greater depths can be reached. Absorption profiles were ob-
tained for light paths detected at varying distances from the irradiation point. These show, that for increasing 
distance between detector and light entry point the main region of absorption becomes wider and reaches greater 
depths. 

The measurements with homogenized animal tissue samples show a clear correlation between the recorded 
spectra and the fat and water content of the samples. Due to the homogenization, the ratio between water and fat 
is constant throughout the sample and the spectroscopic measurement becomes independent of penetration depth. 
In skin, fat is distributed as an inhomogeneous layer. For a direct spectroscopic detection of fat, this layer should 
be fully penetrated, which usually only succeeds usually only for thin skin layers (e.g. biceps). 

Our investigations indicate the feasibility of spectroscopic measurement of local subcutaneous fat content is 
feasible. 

2. The Human Body Fat from a Medical Perspective 
The skin (derma) essentially consists of three layers, the epidermis, the dermis and the subcutis, [3] see Figure 1. 
Adipose tissue is anatomically defined as subcutaneous adipose tissue (panniculus adiposus). In addition to the 
subcutaneous there is intramuscular and visceral fat [4]. 

From a medical point of view, the adipose tissue is a special form of reticular connective tissue. Adipose tis-
sue accounts for approximately 10% - 20% of the body weight of a normal-weight man and 15% - 25% of the 
body weight of a woman. The reticular connective tissue is a three-dimensional sponge-like association of reti-
culum and reticular fibers in whose gaps fat cells are stored. Fat cells are cells which contain a globule of fat, 
surrounded by cytoplasm. Chemically, fat drops are a mixture of glycerol esters (neutral fats), oleic, palmitic, 
stearic acids and dyes (lipochromes). There are two types of fat: white and brown. Brown adipose tissue almost 
 

 
Figure 1. Illustration of the typical structure of the human skin [9].                      
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exclusively appears in the newborn. The brown color results from the exogenous, fat-soluble dyes such as caro-
tenoids. In contrast to white adipose tissue, the cells of brown adipose tissue are smaller and contain instead of a 
larger one many of small globules of fat instead of a single large one. Recent studies predict that “at least some 
ten percent” of adults still have active brown fat cells [5]. White adipose tissue is subdivided into abdominal fat 
(visceral fat), subcutaneous fat and intramuscular fat. The intramuscular fat only makes up about 2% - 3% of the 
human total body fat. The abdominal fat serves as padding material, for protection of organs and tissue replace-
ment. The subcutaneous fat is used as energy storage, as an elastic cushion under mechanical impacts and as 
thermal insulator to maintain the body temperature. Subcutaneous fat is mainly placed in hypodermal connective 
tissue and above the abdominal cavity. The abdominal fat is incorporated in the tissue of muscles and organs [6]. 
It is known that considered on its own an increased amount of subcutaneous fat storage is medically safe. Here 
the aesthetic aspects are more important [7]. Medically relevant are the storages deposits in the organ tissue, the 
visceral fat [7]. These generally lead to health problems. Fat cells (adipocytes) are indeed degraded by the body, 
but constantly replaced by new ones. Therefore, by diets and physical activity only the fat, but not the adipose 
tissue containing it, could be degraded [8]. 

The generation and reduction of fat is largely determined by the composition and extent of food intake, as 
well as the degree of physical activity. Therefore, fat analyzing devices are mainly used in medical facilities, 
fitness centers and competitive sports. 

3. State of the Art in Human Body Fat Determination 
3.1. Calculation of Body Fat from Body Weight and Size 
3.1.1. Broca’s Formula and Body Mass Index (BMI) 
Broca’s formula [10] is a quite simple mathematical tool to determine the normal weight of the body size. 

[ ]( ) kgNormal weight height cm 100 cm
cm

= −  

In recent years, Broca’s formula has been replaced by the formula to determine the Body Mass Index. 
The Body Mass Index (BMI) is the most common method to assess the weight of a person in relation to its 

body size. The BMI is the ratio between weight and height of a person: 
[ ]

2 2 2

Weight kgkgBMI
m Height m
  =      

 

The value of “body height squared” has, however, no relation to the body surface. The calculation of BMI in- 
cludes neither stature, physique, sex, nor the individual body composition of fat and muscle tissue [11]. 

3.1.2. Determining the Percentage of Body Fat from BMI 
By using the BMI, the body fat is solely inferred from height and weight. As a consequence the proportion of fat 
in individuals with a well-trained muscle tissue is overestimated, because it is heavier than fat tissue. On the 
other hand it is possible that people with a medically critical percentage of body fat but inferior muscular deve- 
lopment are rated with a normal ranged BMI. 

Different studies have searched for correlations between BMI and percentage of body fat [12]-[18]. As a 
result of these different formulas were generated. The calculated results of those are shown in Figure 2. The 
white symbols stands for black women and the black symbols stands for white women. It is worth noting that 
the variations are considerable, although rather idealized groups were used. 

3.2. Additional Methods of Determining Human Body Fat 
In addition to the simple methods, described above, other scientific methods are available to determine body fat 
in the human body. Among them are some very accurate methods, but because of the disproportionate effort or 
the cost they are only applied in scientific studies. These methods include: 
• Magnetic Resonance Imaging (MRI) 
• Computer Tomography (CT) 
• Hydrodensitometry by underwater weighing 
• 40K Measurements 
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Figure 2. Correlation of body fat percentage and BMI (kg/m2) in women 
ages 20 - 89 [16].                                                  

 
• Neutron Activation 
• Ultrasound imaging 
• Dual Energy X-Ray Absorptiometry (DXA or DEXA measurement) 
• Deuterium dioxide dilution method (D2O dilution) [19]. 

For all of these methods very expensive equipment or specialized methodical know-how is necessary. Other 
disadvantages are the lack of availability of equipment, the long analysis time and, for some methods, the radia-
tion exposure of the patient. These methods are intended for scientific and medical studies only. They mostly 
rely on complex four-compartment models, which decide between bone (minerals), water, protein and fat. 

Because of its complexity and costs, these methods can not be used in medical facilities, gyms and sports in 
general, where the body fat determination becomes part of the daily routine. In this field of application other 
methods must be preferred. There is the skin fold measurement (antropometry) and the bioimpedance analysis 
(BIA). These methods are widely based on a two-compartment model, which distinguishes between fat-free 
mass (FFM) and fat. 

3.3. Determination of the Percentage of Body Fat by NIR Measurement 
On the other hand, there are optical methods using NIR photometry or spectroscopy (Lipometer [20]-[22], 
FUTREX [23]-[25], Dermalog [9]). These popular optical fat determination systems measure the local tissue 
composition of water and fat under the skin and deduce the overall body fat. 

The NIR method uses light which is transmitted into the skin by infrared emitting diodes. This radiation pene-
trates the tissue and is reflected, absorbed and scattered according to the tissue’s optical properties. Radiation 
emerging from the skin is detected by photo detectors of the optical measuring system and then processed. 

The method of NIR measurement is easy to use, fast, noninvasive, and without radiation exposure of the sub-
jects. The instruments provide considerable advantages in handling and preparation compared to most alterna-
tive methods [26]. There are now some of these approaches, which are also partly marketed commercially. Four 
such NIR measurement concepts are presented briefly. The NIR measurement is always depth-dependent. 

3.3.1. FUTREX 
FUTREX successively carried out two measurements at 940 nm and 950 nm [23] [25]. The FUTREX devices 
Figure 3 operate with 4 - 6 LEDs. Reflected light is collected by a photo diode using a diffuser and afterward 
the percentage of body fat is computed. It is measured at a specific point on the subject’s biceps in a sitting posi- 
tion. 

3.3.2. Lipometer 
The measurements of a Lipometer Figure 4 are carried out in a standing position on the right side of the upper  
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Figure 3. Futrex [24].                     

 

 
Figure 4. The Lipometer device [20].         

 
torso. For full coverage of the subcutaneous fat, 15 representative, anatomically well-defined parts of the body 
should be measured [20]. The Lipometer operates withe LEDs at a wavelength of 660 nm and with a single 
photodiode [21]. 

3.3.3. NIR Technologies 
NIR Technologies uses a Fourier-Transform-NIR (FT-NIR) spectrometer, a delicate type of NIR spectroscopy. 
A NIR-source is used emitting a laser beam of near infrared intensity which is passed said beam through an 
interferometer to encode data from the whole spectral range simultaneously. The light is incident through optical 
fiber bundle on the earlobe, and the reflected light is taken via the optical fiber bundle to the detector. An 
FT-NIR spectrometer is used and can achieve a spectral resolution up to 0.3 nm [27]. 

In [28] is shown that this method achieves the precision of the Dual Energy X-Ray Absorptiometry (DEXA) 
measurement. 

3.3.4. Dermalog 
The principle of Dermalog is to obtain a depth-dependent tissue measurement by evaluation of a spatially-   
resolved spectroscopic measurement [9]. Following this principle, a method is developed shall be obtained that 
is more accurate than the photometric methods of FUTREX and Lipometer and less expensive than the FT-NIR 
method of NIR Technologies. 

The exploitation of the relationship between penetration depth and detection distance of the light reemerging 
from skin is very complex. As light source, a wide-band LED is used as the light source. It generates a conti-
nuous, homogeneous, intense, thermally stable light in the NIR spectral range from 800 nm up to 1000 nm. The 
detector is a 2D spectrometer with a slit-shaped aperture Figure 5. As Figure 6 illustrates, the emitted light is 
coupled into the tissue. Idealized light paths through the tissue are also shown. This is a reflective measurement. 
The received signals are recorded as a plurality of spectra corresponding to a plurality of pixels of the camera   
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Figure 5. Demonstration of the Dermalog spectrometer 
with light source and the entrance slit.                   

 

 
Figure 6. Recording unit, position of the lighting and the imaging region.                

 
sensor used in the spectrometer along the longitudinal direction of the diaphragm. By means of multivariate data 
analysis, the proportion of fat can be calculated from the spectra as a function of distance from the irradiation 
site and accordingly as a function of depth beneath the detected skin layers [9]. 

4. Simulation Tools 
The understanding of propagation of light in biological tissue is a crucial point in the design of bio-optical sen-
sors. Monte Carlo simulations help to gain insight into the processes involved. While commercial software, such 
as ASAP [29], offers excellent tools for the design and investigation of bio-optical sensors and optical systems 
in general. However, the underlying algorithms are largely hidden from the user. So it can be difficult, therefore, 
to investigate fundamental phenomena in the propagation of light in tissue, especially quantitative questions 
concerning penetration depth and absorption profile of light. This was the motivation to implement a simpler ray 
tracing algorithm for arbitrarily stacked layers of material within the MATLAB framework [30]. Due to the ac-
cessible source code every part of the simulation can be adapted and data can be accessed everywhere in the 
program. 

Despite the very diverse micro anatomy of skin, its major regions, epidermis, dermis, and subcutis as well as 
underlying muscle tissue can be approximated well by homogeneous material layers with distinct optical proper-
ties. By restricting the simulation to one-dimensional material stacks all three problems of modeling, intersec-
tion point calculation and administration can be greatly simplified. All material properties are stored as a vector 
with a layer index, and intersection points can be calculated by simple vector operations. 

The design of the photon simulation is based on works of Prahl et al. [31], but was significantly modified, as 
the program matured. The data of all interactions is written to a file in HDF5 format [32]. Unlike in ASAP the 
file format is open. The HDF5 format allows efficient, flexible storage of large amounts of data, and, by means 
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of a generic browser, its investigation. A variety of analysis can afterward be run on those files. In this way si-
mulated data can be reused to address various questions. Coordinates, direction of flight (unit vector corres-
ponding to direction cosines), power of photon and a process code are stored per interaction point for each pho-
ton. The latter indicates, if the photon just started, crossed a material border, was scattered in the material or left 
the system borders. 

In terms of physical processes, scattering is modeled using the usual Henyey-Greenstein function [33]. Ab-
sorption is calculated for every piece of the path analytically. Interface effects at the material borders, such as 
reflection, refraction and total internal reflection are treated taking into account absorption by using complex re-
fractive indices, while polarization states are averaged. Diffraction, interference and quantum optical effects are 
not included, as they are negligible for the problems and scale addressed by the simulation. The light source is 
modeled as a Gaussian beam, where power, wavelength, diameter, starting position and direction are eligible. 
The light source’s power is distributed equally over the number of simulated “photons” (thought as fractions of 
transported power). 

A power limit can be set, down to which the photons are being traced through the system. For the correct 
termination of photons, regarding energy conservation, the method of “Russian roulette” is applied. Statistically 
every RRn -th photon receives RRn -times its current (roughly limiting) power and will be traced further; all 
other photons below limiting power will be stopped. The value of RRn  commonly found in examples is 10. 
However, no conclusive investigation of its influence could be found in literature. It is likely to have an influ- 
ence on the geometrical power distribution around the limiting power. 

A lower limit for choosing a sensible limiting power can be derived from the following thoughts: The sen- 
sitivity of a sensor determines the smallest fraction of power DetP  that can be detected. As the initial power is 
split up into a number PhotN  of smaller packages (photons), they could reach the sensor on different paths and 
sum up to a detectable energy. In the most extreme case all simulated photons could arrive at the sensor and 
their remaining power could sum up to just the smallest detectable fraction. Thus the lowest sensible limiting 
power, minP  would be given as:  

Det
min

Phot

P
P

N
=  

If Russian roulette is applied, the power of the discarded photons is contributed by the one surviving and 
amplified photon. In a way it represents the discarded photons that would have reached the same spot with a 
much lower energy, and which is now accumulated in one surviving photon. 

As MATLAB code needs comparably high processing times, some effort was put into methods to reduce 
computation time and use the results in the best possible way. The simulation was implemented to use the paral-
lel processing capabilities of MATLAB from an early stage on. For debugging purposes and single-core ma-
chines the feature is optional. Furthermore the algorithm was implemented as a function, taking material data, 
light source and other parameters as input argument. Thus the simulation can be operated from a graphical user 
interface or alternatively could be called in batch mode in another MATLAB script for mass processing. In order 
to maintain a small memory footprint of the simulation and analysis programs, the photons are processed in 
subgroups and the computation results from these groups are stored in or retrieved from the HDF5 file consecu-
tively. The subgroup size was chosen by experiment for best processing time. 

An activity diagram of the algorithm is given in Figure 7. The program consists of three nested loops. The 
outermost one serves the handling of the photon subgroups and stores the intermediate results in the file. For 
each subgroup the photons are computed in the second loop. As each photon is independent of the others these 
loop cycles can be computed in parallel. The tracing of each photon happens in the innermost loop. It is ex-
ecuted until the photon is marked as finished, that is, when it lost all its power. First the photon is initialized, 
depending on the settings for the light source, with a start position, power, and direction of flight. In each loop 
cycle the length of the photon path element is computed as a random number from the mean free path in the re-
spective material. The next step is to check, if the border to the next material layer was crossed. In that case the 
path element is cut at the border and interface effects (reflection and refraction) are computed. If the photon 
stays within the same material layer, a new direction is determined from the scattering parameters. The absorp-
tion along the path element is calculated. From the result of these steps the next loop cycle is initialized or the 
photon is terminated, using the “russian roulette” method. For convenience a status bar was implemented to give 
an estimate of the remaining time of these time consuming calculations. 
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Figure 7. Algorithm of the simulation.                                                    

5. Optical Determination of Tissue Properties 
Basis for the optical fat determination is a study by Conway [34] from 1984, whose results are widely recog- 
nized. In this study, the fat content was first determined spectroscopically. 

Light propagation in the human skin is dominated by scattering and absorption processes. In addition, reflec- 
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tion and refraction occur at boundary layers, but macroscopically the light is diffusely distributed, due to the 
irregular structure of biological surfaces. However, reflection and refraction are important when coupling light 
into skin. The relatively large refractive index difference between air and tissue already leads to partial light 
reflection at the skin surface. Scattering processes take place at the boundaries of the cells, the cell nuclei, and 
the collagen fibers of the connective tissue. Scattering can be described by two parameters (see [33]), the scatter- 
ing coefficient Sµ , which defines the number of scattering events per unit of length, and the anisotropy factor 
g , which describes the predominant diffusion direction as the mean cosine of the scattering angle. It takes 
values between 1−  (perfect back scattering) and 1 (perfect forward scattering). A value of zero corresponds to 
isotropic scattering, where no direction is preferred. 

Both parameters are often combined into the reduced scattering coefficient: 

( )1S S gµ µ′ = −                                       (1) 

The light emerging at various locations contains different ratio information from different depths of the tissue. 
For the spatially resolved spectroscopic method, it is necessary to quantify these relationships accurately. 

Different evaluation methods have been published for the investigation of the depth dependence of measure- 
ments with separated input light and the path-dependent exit region in human tissue. A work of Cui et al. [35] 
relates the average depth T∅  and the maximum depth MAXT  of the light path to the distance X  between the 
light source and outlet: 

2
XT∅ =                                            (2) 

MAX 4T X= ×                                        (3) 

However, the assumption of a fixed absorption path for all measurements is not realistic in this case, because 
the average path length increases in relation to the light exit point distance. An average path length b  can be 
calculated from Equation (4), assuming a circle segment with known distance X  between entry and exit point 
and a roughly estimated skin thickness T . Similar models can be devised, e.g. based on elliptical segments. 

( )2 22arctan 4

2

T T X
Xb

T

  ⋅ + 
 =                                  (4) 

The effective path length is increased considerably by diffuse light scattering. Therefore, a correction factor 
must be used on such simplified models, to convert between the real and the effective path length. Such a 
correction factor, or parametrization for more complicated models, could be determined from the results of 
Monte-Carlo simulation. Depending on the wavelength, light is absorbed by the chemical compounds in the skin. 
At a certain wavelength, the respective absorption behavior is also represented by the absorption coefficient aµ . 
It is a measure of the absorption processes per unit of length according to the Lambert-Beer law. Various sub- 
stances can be identified by their characteristic absorption spectra. In the NIR (near-infrared) range of 900 - 
1000 nm, there are two particular absorption maxima that are important for fat determination. The maxima at 
930 nm and at 960 nm represent the absorption of fat and of water. With varying water content in the skin or fat 
tissue, there is a variation of the absolute value of the absorption at these maxima, which can be detected and 
allows conclusions about the water and fat concentration. As the absorption bands around these maxima overlap, 
spectroscopic techniques (see [36]), such as derivative spectroscopy, can be used to determine the maxima more 
clearly. 

One assumption is that a changing of water or fat content in the skin tissue results to a variation of these 
maxima, which can be detected. If these variations are in a known ratio then a calculation of the proportion of 
fat and water can be done. 

Since there is clearly a difference between fat and other tissue components such as water and RHb (deoxidized 
hemoglobin), a quantitative tissue analysis is possible. In Figure 8 shows the absorption curves and the second 
derivative of water, fat and a biceps measurement with the Dermalog spectrometer prototype are also shown. 

6. Simulation of Light Propagation in Skin 
In first simulations simple physical phenomena, such as reflection, refraction, and absorption, were computed  
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Figure 8. Absorption spectra (left) and its second derivative (right) of water (blue), fat (green) and biceps spectrum (red).     
 
and compared with analytical calculations. They served to verify the program and showed full agreement. 
Further comparative studies of scattering with ASAP agreed within 20%. These deviations can be attributed to 
differences between the algorithm and the treatment of physical phenomena. 

The models used for the simulations consist of layers described by their optical properties (absorption and 
scattering coefficient, refractive index and anisotropy factor). The layers can have different thickness but share a 
common cross-section. The latter can be freely chosen, usually such, that the cloud of photon scattering paths 
are fully contained within the boundaries of the model. 

In a next step the basic light propagation in skin was studied. In all tissue layers forward scattering dominates 
with anisotropy factors of 0.7 ... 0.9. This prevents the light from direct back-scattering and allows a penetration 
into the skin. Figure 9 shows the number of interaction points versus depth and radial distance of photons that 
were detected in the specified zone, marked in white lines. Most of the interactions is arranged in a curved zone 
between entry and exit point. The exact shape depends on the optical properties of the tissue, but is similar for 
the same medium at changing detector distances. That implies greater penetration depths to be achieved with 
greater sensor distances, where the deepest point of the curved region is reached at roughly half the distance 
between entry and exit point. 

In order to get a better understanding of the distribution of absorbed power, absorption profiles were cal- 
culated (Figure 10). Here each radial distance bin can be thought as a ring-shaped receiver. For each photon 
path that ended on the surface in such a bin, the absorbed power versus the depth of the absorption process was 
shown in a histogram. The values of the histogram were normalized to the entire absorbed power along the path. 
In a second step these relative absorption profiles for each path were averaged and sorted into the radial distance 
bins according to the path’s exit point. Thus, for each detection distance it can be seen how the absorbed power 
along the path is distributed in depth. These histograms containing depth information contribute considerably to 
the spectroscopic information, represented by the absorbed fraction of the light. For all absorption profiles with 
growing detection distance the region of maximum absorption extends to greater depth and becomes wider. This 
is due to the large spread of interaction events around the curved area, observed in Figure 9. If the absorption 
plots are created using an absolute power scale then these features are mostly hidden due to the strong super- 
imposed signal attenuation. 

With these diagrams, conceptual studies were done to investigate measurement strategies of local fat content 
in skin. Depending on the penetration depth two scenarios where envisaged. In the case that light of the absorp-
tion wavelength of fat (930 nm) can penetrate the entire subcutis, the tissue’s fat content can be determined as a 
concentration by remission spectroscopy. Alternatively, red light could be used to penetrate the layer of subcu-
tane tissue. Due to myoglobin, red light is absorbed in the underlying muscle tissue. Used in combination with a 
spatially resolved spectral measurement this should allow locating the boundaries between dermis, subcutis and 
muscle tissue. Thus the thickness of the subcutis can be determined and the fat content derived. 

For the evaluation of both scenarios, simulations were done based on optical properties of tissue from litera-  
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Figure 9. Number of interactions of photon paths (logarithmic scale) which ended in the respective detector region on the 
surface (Depth = 0), marked by vertical white lines. The model corresponds to Table 3, but the subcutis is 20 mm thick.       
 

 
Figure 10. Absorption-depth profiles in a logarithmic scale vs. detection distance. Profiles for 633 nm (top) and 960 nm 
(bottom) are shown in a pessimistic (left) and an optimistic (right) scenario.                                          
 
ture. Unfortunately such data for the exact absorption wavelengths of fat, water and myoglobin were not availa-
ble. The wavelengths data for 633 nm and 900 nm, chosen instead, are close to these absorption bands and may 
give an overall comparative impression of the scale of light propagation and absorption phenomena (Figure 10). 
Additionally, optical data of tissue always depends strongly on sample preparation, measurement conditions, 
and method. Therefore an optimistic and a pessimistic case was constructed for both wavelengths from pub-
lished data to roughly assess the range of results (Tables 1-4). The data were obtained from several sources. The 
refractive indices for muscle and subcutis are from [37] pp. 232/233, for dermis from [38], and epidermis from 
[39]. For the optimistic case data with low absorption coefficients was chosen, for the pessimistic case data with 
higher ones. All values were taken from [37], data for muscle and subcutis from page 180 for the pessimistic and  
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Table 1. Optical properties at 633 nm for optimistic model.                                                          

Layer Thickness (mm) Absorption (1/mm) Scattering (1/mm) Anisotropy factor Refractive index 

Vacuum 50.00 0 0 1 1 

Epidermis 0.03 0.026 2.38 0.8 1.56 

Dermis 1.00 0.033 27.3 0.9 1.4 

Subcutis 10.00 0.0026 12 0.9 1.45 

Muscle 38.98 0.096 5.3 0.9 1.37 

 
Table 2. Optical properties at 633 nm for pessimistic model.                                                         

Layer Thickness (mm) Absorption (1/mm) Scattering (1/mm) Anisotropy factor Refractive index 

Vacuum 50.00 0 0 1 1 

Epidermis 0.03 0.026 2.38 0.80 1.56 

Dermis 1.00 0.241 32.1 0.9 1.4 

Subcutis 10.00 0.013 12.6 0.9 1.45 

Muscle 38.98 0.121 8.9 0.9 1.37 

 
Table 3. Optical properties at 900 nm for optimistic mode.                                                        

Layer Thickness (mm) Absorption (1/mm) Scattering (1/mm) Anisotropy factor Refractive index 

Vacuum 50.00 0 0 1 1 

Epidermis 0.03 0.007 1.66 0.8 1.56 

Dermis 1.00 0.013 16.3 0.9 1.4 

Subcutis 10.00 0.012 10.8 0.9 1.45 

Muscle 38.98 0.032 5.9 0.9 1.37 

 
Table 4. Optical properties at 900 nm for pessimistic model.                                                      

Layer Thickness (mm) Absorption (1/mm) Scattering (1/mm) Anisotropy factor Refractive index 

Vacuum 50.00 0 0 1 1 

Epidermis 0.03 0.007 1.66 0.8 1.56 

Dermis 1.00 0.045 18.1 0.9 1.4 

Subcutis 10.00 0.012 10.8 0.9 1.45 

Muscle 38.98 0.032 5.9 0.9 1.37 

 
179 for the optimistic case (forearm, 633 nm only). Data for the dermis is taken from pages 179 and 180, where 
the optimistic case is Caucasian and the pessimistic case negroid dermis with considerably increased absorption. 
Finally, the values for epidermis are from page 169 and are the same for both scenarios. 

From the simulation results it can be immediately seen, that absorption events extend far deeper for 900 nm. 
Especially for 633 nm the absorption has two maxima, corresponding to the dermis and muscle tissue and a 
weaker one inside the subcutane layer. This shows the dermis and muscle tissue to both absorb strongly at that 
wavelength. It also explains the smaller depths reached, as for red light the dermis acts as a strong filter and the 
light passing into the underlying layers is strong attenuated. For 900 nm the material borders are less pro-
nounced in the absorption profile. This suggests, that the spectroscopic method at 900 nm is likely to be more 
suitable for measuring subcutane fat. Depending on the intensity of detected light, layers of 15 mm or more 
should be ascertainable. If light of absorption wavelength 930 nm is used, the assessable depth could decrease, 
as absorption in the subcutis will increase. Further simulations with more specialized optical tissue-data at the 
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wavelengths of interest will be required to address questions of feasibility and sensor design in more detail. 

7. Phantoms with the Optical Characteristics of Human Adipose Tissue 
Optical phantoms were created to provide reliable calibration standards for the Dermalog spectrometer and pos-
sibly other optical methods. Human skin is subject to large fluctuations, from person to person and, moreover, is 
not sufficiently stable in its properties over a longer period to serve as a standard. Therefore for parametrization, 
verification and calibration of artificial phantoms with the optical characteristics of human adipose tissue would 
be a preferred alternative. Logically, the phantoms need to be similar in their optical behavior to human subcu-
taneous fat in terms of absorption and scattering. For a reproducible production it was necessary to determine a 
relation between the phantom’s system parameters and their optical characteristics.  

The implementation of the phantoms is subject to system-related restrictions. The processes in the tissue are 
always a result of various influences. Affected by environmental conditions such as temperature and humidity, 
the blood flow within the tissue is increased or diminished. As a result, the tissue may not be identical at each 
time. Additionally organic structures are always different, even for the same types of tissue. These properties 
can not completely be recreated in phantoms. Consequently phantoms can always represent only certain aspects 
of the skin. The results of measurements on phantoms must be reproducible even after a longer period of time. 
Therefore phantoms must be stable in their properties as the quality of referencing and consequently the mea-
surement result depends on it. 

Phantoms used in optical body fat measurement should meet several requirements:   
• Reproduction of the absorption behavior of the fat and water peaks at 930 and 960 nm 
• Reproduction of the scattering behavior of the skin 
• Mechanical stability 
• Long-term stability of the properties 

Consequently these essential characteristics must be emulated: 
• Absorbance, represented by the absorption coefficient aµ  
• Scattering, represented by the scattering coefficient Sµ  
• Anisotropy, represented by the anisotropy factor g  

These parameters are dependent on the wavelength of the incident light and must be adjusted accordingly to 
the measuring range. 

An assumption for the wavelength range of 900 - 1000 nm are the following values [40]: 
• Scattering coefficient 110 mmSµ

−=   
• Absorption coefficient 11 mmaµ

−=   
• Anisotropy factor 0.8 0.9g =    

It should be noted, that the values of the optical properties for the wavelength range used vary greatly in 
literature. 

7.1. Selection of Materials 
Depending on the application there are various types and possibilities for implementation of solid phantoms. 
These consist of three basic components, as shown in Figure 11. 
• Base material  
• Scattering component  
• Absorbing dye 

After extensive research and consultation with manufacturers suitable components for the first generation of 
solid state phantoms were selected. The base or matrix material forms the body of a phantom. It provides 
mechanical stability of the overall structure and determines to a high degree the production steps. In part, the 
following tasks, depending on the choice of the other constituents can also be fulfilled by the base material [41]: 
• Solving other components  
• Setting a base absorption  
• Adjusting the refractive index  
• Making a good optical connection to other phantoms  
• Acting as a filter for specific wavelengths 

The main characteristics of the most important base materials are compared in Table 5 [42]. 
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Figure 11. Basic structure of a phantom.                    

 
Table 5. The properties of base materials.                   

Base material Properties 

 Water + Simple, fast production of liquid phantoms 

 + Lowest cost 

 + No post processing 

 + Has already spectral characteristic of water 

 + Changing concentration afterward possible 

 − No long term stability 

 − Difficult to transport 

 Silicone + Relatively short production time 

 + Low cost 

 + Pourable and malleable 

 + Mechanical properties similar to tissue 

 * Stable over days to weeks 

 − Inclusion of unwanted particles over time 

 Resin − High effort for production 

 − Higher costs 

 − Needs post processing 

 + Pourable and malleable 

 + Very good long term stability 

 + Mechanically stable and transportable without risk 

 + Nearly immune to external influences 

 
Epoxy resin Epoxy Resin Robnor RX716C with accompanying hardener HX716C [43] was selected as base 

material. It is characterized by its excellent stability when mixed with the necessary absorber solvent, low 
shrinkage of 0.5% (volume), and low attenuation of light of about 4%. 

7.2. Scattering Component 
The scattering component is supposed to generate the scattering coefficient and the anisotropy in the phantom. 
For this purpose, different materials are used in the form of tiny spheres. Due to the difference in refractive 
index to the surrounding base material, and depending on the exact size and shape of the scattering particles, it 
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generates the required characteristic scattering behavior. Essential properties of the scattering components which 
are commonly used are compared in Table 6 [44]. 

Alec Tiranti “Super White” polyester pigment was chosen as scattering component. These polyester pigments 
allow for a reduced scattering coefficient of 10.8 mm−  at 1 g to 1 kg epoxy resin [45]. Lacking of other values 
and experience, it was assumed that with increased concentration the target values can be achieved. 

7.3. Absorber 
In phantoms wide- and narrow-band absorbers with the absorption behaviors of other substances are used. These 
behavior patterns can be more or less well modeled. For the absorber, several products were selected [46]. The 
properties of the main absorbers are shown in Table 7. The positive properties are marked with (+), the negative 
properties are marked with (−) and the neutral properties are marked with (*). 

For the fat band at 930 nm the absorber Epolin EpolightTM 3169 Near Infrared Dye [47] in powder form was 
chosen with an absorption maximum at 934 nm. This is a replica, which allows for a good emulation of the band. 
Epolin EpolightTM 3130 Near Infrared Dye [48] was chosen as absorber for the water band at 960 nm. It is also 
an absorber in powder form and has an absorption maximum at 950 nm. Thus, the absorption band of water can 
only be approximated, as it is the closest wavelength presently available. By increasing the concentration of the 
absorber an increase of absorption to the desired level should be possible. Both absorbers (Epolin EpolightTM 
3169 and 3130) have their origin in the production of protective eye wear and are very well suited for the appli- 
cation in solid state phantoms due to their solubility and the possibility of embedding them in the epoxy resin carrier. 
 

Table 6. The properties of the main scattering components.                 

Scattering components Properties 

Oxides + Assorted or mixed particle sizes available 

 + Low cost 

 + Long term stable 

 * Usable with many basis materials 

 * Very small and aspherical 

 − Very small particles are dagerous while processing 

Polymeric microspheres + Many particle sizes available, very precise dimensions 

 + Nearly 100% spherical 

 + Compliant with all basis materials 

 + Long term stable 

 − Very expensive (approx. 1000€/g) 

 − Very small particles are dagerous while processing 

Polyester pigments + Mixed dimensions available 

 + Small partikels, available as emulsion, no risk while  
processing 

 + Low cost 

 + Long term stable 

 * Compatibility with basis material must be checked 

Lipids − Only undefined particle sizes available 

 * Emulsion of spherical drops in water 

 + Low cost 

 + Well compliant with water 

 + Safe to use 

 − Perishable, not long term stable 
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Table 7. The properties of the main absorbers.                           

Absorbers Properties 

Ink + Low cost 

 + Available as solution 

 + Compliant with nearly all basis materials 

 * Wide spectral absorption 

 * Long term stable 

 − Huge differences between batches 

Natural substances + Low cost 

 * Mostly liquid 

 * Not compliant with solid basis materials 

 − Perishable, not long term stable 

 − Natural fluctuations, not reproducible 

Artificial, macrobiological dyes − Relatively expensive (approx. 90€/g) 

 − Only solvable in special solvants 

 + Compliant with solid basis materials 

 * Narrow spectral absorption 

 − Limited choice in the infrared range 

 + Very reproducible 

7.4. Prestudies for the Base of the Phantoms 
In order to decide on what basis the phantoms can be produced best, preliminary investigations were made. 

7.4.1. Sample Phantoms Based on Water 
The first few experiments were carried out with water-based phantoms due to their immediate availability. The 
goal of these experiments was to learn the basic characteristics of the Dermalog spectrometer (Figure 5) in the 
interesting wavelength range. The second goal was the to check the reproducibility of the measurement results. 
Initially, only the scattering characteristics were taken into account, since it was assumed that this was the main 
difficulty in the implementation. This has also been confirmed in subsequent project stages. The base material 
was tap water and for the scattering in the phantom a 20% Intralipid solution was used. The latter is a product 
for artificial nutrition in the clinical area, consisting of a suspension of fine fat droplets in water. The mixture 
was prepared in a commercially available Petri dish (Figure 12). First, a predefined amount of water was mea- 
sured. The next step was the gradual addition of Intralipid in subsequent mixing parts: 
• Water: fixed at five parts 
• Intralipid®: variation of 1...10 parts 

Solution components where measured in parts not in quantity to ensure always the same liquid volume placed 
in the Petri dish. So the quantities vary for each measurement. To get a meaningful result and save material, 
water was fixed at five parts. Every concentration was mixed with new water and increasing Intralipid parts. The 
design and results of these first measurements are shown in the following illustrations. 

The measurement was done by using the Dermalog spectrometer and the mixed solutions. A Petri dish, filled 
with solution, was placed on top of the spectrometer (Figure 12). This kind of measuring should been used to 
get first spectra from the used spectrometer. So the results are raw absorbance spectra (Figure 13), showing 
influence of scattering particles mixed into water by varying the concentration. To determine the absolute fat 
concentration in next steps the second derivation of these spectra (Figure 14) was used. It was found to be quite 
possible to detect concentration differences with this method. 

To avoid the influence of glass thickness of Petri dish in the next step a latex sheath was used with different  
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Figure 12. Measurement of Intralipid in a petri 
dish with Dermalog spectrometer.                    

 

 
Figure 13. Absorbance spectrum of the Intralipid test series (Dermalog software).                               

 
Intralipid water mixtures (Figure 15). The results are shown in Figure 16 and Figure 17. First one shows the 

raw spectra and the second one respectively second derivation. Additional measurements were performed on 
filled latex sheaths with different Intralipid water mixtures (Figure 15), but the light output for unknown reasons 
was very low and thus an exhaustive evaluation was not possible. 

Measurements are showing that 94% of the irradiation passes through the latex wall. That was the result of the 
examination of the transmission, but provided no clear explanation for the very low light output. A possible 
interpretation would be that due to the small size of the lipid droplets sufficient anisotropy is given and con- 
sequently too little light is re-emitted. This indicates that a large proportion of the reflection during the Petri dish 
measurements occurred at the glass plate surface. This would have a negative impact on the quality of the 
measurements. 
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Figure 14. Second derivative of the spectra of Intralipid measurement series (Dermalog software).                    

 

 
Figure 15. Latex sheaths with Intralipid-water mixtures. 

 
This indicates that a large proportion of the reflection during the Petri dish measurements occur at the glass 

plate surface. This would have a negative impact on the quality of the measurements. 

7.4.2. Phantom Samples on the Basis of Epoxy Resin 
After the water-based phantoms, experiments were made with phantoms on the basis of epoxy resin. 

To get meaningful results, the following material combinations were chosen for the investigations: 
1) pure epoxy resin  
2) Epoxy resin + scattering particles 
3) Epoxy resin + absorber 
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Figure 16. Absorbance of latex sheaths with Intralipid-water mixtures.                    

 

 
Figure 17. Second derivative of the spectra of the latex sheaths, filled with an Intralipid 
water mixture.                                                                  

 
4) Epoxy resin + scattering particles + absorber  
The preparation was carried out by mixing the individual components directly in the mold. 
The individual samples, as shown in Figure 18, cured for about 3 days at room temperature. Subsequently, 

they were analyzed visually with the naked eye, microscopically and spectrophotometrically. Various insights 
were gained, which contributed significantly to the improvement of subsequent processing operations. 

On the one hand, all the samples showed various types of defects, including dirt, caused by insufficient purity 
during the mixing process and residues in the resin container. Furthermore, in all of the samples air bubbles  
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Figure 18. First phantoms based on epoxy resin.                         

 
formed during the curing due to the gas development in the base material Figure 19. 

Additionally differences in concentration of scattering and absorption transportation particles within the 
phantoms occurred. In Figure 19 is shown sample 1. The picture was taken with a digital microscope. This sug- 
gests an insufficient mixing of the components Figure 20. This picture is made with sample is 3 with a digital 
microscope too. It can be seen that lumps have been formed due to concentration differences. Therefore at other 
locations, there are areas with no dye. 

First phantoms were made without any recipe, just to get knowledge about material handling. In addition to 
characterize irregularities, build during curing, all phantoms were analyzed by a digital microscope (Figure 19 
and Figure 20). The selected resin meets the requirements, because it has an attenuation of only 4%, as detected 
during the transmission measurement. 

The obtained findings of the experiments provided the basis for the second series of samples, in which for the 
first time the solvent chosen for the absorber was used. Methyl-ethyl-ketone was selected, because this, unlike 
the other specified in [47]-[49], has less harmful properties and thus few, requirements on the workplace had to 
be met. The mixing process was performed in a well ventilated room and under a fume hood. Furthermore, a de-
siccator was used to create a vacuum during the drying phase, which significantly curbed the formation of bub-
bles. 

7.5. Preparation of the Phantom Based on Epoxy Resin 
7.5.1. Mixing 
In the preparation essentially all the findings from the prestudies for epoxy resin based phantoms were used. The 
phantoms were made by predefined recipes, just using base material and different concentration of scattering 
particles, shown beyond. For every concentration four phantoms were made, numbered by XX-Y, in which XX 
means used weight of scattering component and Y number of sample. 

Recipe: 
• Epoxy resin and hardener (100:42): 70 g for four phantoms, same for each concentration 
• Phantom 50-1 to 50-4 50 mg scattering component (respective ratio base material to scattering component (1: 

1400) 
• Phantom 60-1 to 60-4 60 mg scattering component (respective ratio base material to scattering component (1: 

1166.67) 
• Phantom 70-1 to 70-4 70 mg scattering component (respective ratio base material to scattering component (1: 

1000) 
• Phantom 80-1 to 80-4 60 mg scattering component (respective ratio base material to scattering component (1: 

875) 
• Phantom 90-1 to 90-4 90 mg scattering component (respective ratio base material to scattering component 

(1:777.78) 
In addition, an ultrasonic bath was employed to improve the dissolution of air bubbles, which ensured that 

bubbles at the bottom would ascend and could be extracted into the vacuum chamber from the mixture later. An 
improvement of the vacuum process was performed such that the time in the chamber is minimized in order to 
prevent boiling of the material, hence the formation of additional air bubbles was avoided. The mixture of the 
individual components was done stepwise, first the calculated amount of epoxy resin was filled into a mixing  
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Figure 19. Inclusions in the phantom.              

 

 
Figure 20. Differences in concentration of the absor- 
ber in the phantom.                                      

 
vessel and mixed with the scattering particles, followed by addition the hardener in manufacturer defined ratio 
(Epoxy resin:Hardener, 100:42). For realization of identical phantom samples an additional vessel was used for 
mixing the components four forms were cast with the resulting mixture. The mixture was prepared with a com- 
mercial hand mixer to obtain a very homogeneous structure. That method was applied to all concentrations. 
Curing took place at room temperature to obtain a minimum of stresses in the structure. The result is shown in 
Figure 21. 

7.5.2. Mechanical Processing Specimens 
The cast samples were not immediately usable for the determination of the previously defined optical parameters. 
For this reason, various methods for the preparation of the phantoms were tested. By grinding, the reflection 
losses on the surface could be reduced. Thus more photons reach the interior of the phantom, whereby the pro-
portion of diffuse scattering and the transmission increased. One problem, however, has been found here: small 
deviations in the parallelism of top and bottom as well as local inhomogeneities in roughness and thickness 
caused significant variations during the measurements on the same phantom. Hence, a nearly coplanar arrange-
ment of the surfaces was realized in further experiments using a milling machine. The processable thickness of 
the phantoms is limited, as the material is deformed due to the high mechanical and thermal stresses in this step. 
Therefore, the adjustment of thickness less than 8 mm was made in a engine lathe. In this way, phantoms of 
about 4 mm thickness were prepared, as shown in Figure 18. 

Finally, as shown in Figure 22, one long side of the phantom was smoothed and polished to provide a very 
plane surface. Now the phantoms were ready for analysis and to determine the optical parameters. 

7.6. Analysis of the Cast Phantoms 
All produced samples were examined before further use by means of three methods. First, a visual inspection  
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Figure 21. Phantoms for the measurement series in the mold.  

 

 
Figure 22. Phantoms prepared for measurements.            

 
was performed to detect obvious defects. In the next step, if necessary, conspicuous structures were examined 
microscopically. The final spectrometric analysis formed the basis of the determination of the optical parameters 
of the individual phantoms by applying the IAD method, which will be explained in section §8 . 

7.6.1. Visual Inspection of the Phantoms 
The visual inspection of the phantoms produced was unremarkable. There were only very few recognizable in-
clusions. Even the air inclusions after casting have dispersed during curing. The differences in the permeability 
of light for different concentrations were clearly visible and the phantoms appeared very homogeneous. 

7.6.2. Microscopic Examination of the Phantoms 
The areas previously identified as conspicuous during the visual inspection were also examined microscopically. 
The knowledge gained was that introduced dirt particles fall during the curing process and thus can be mechani-
cally removed by subsequent machining. This excludes an accelerated, high temperature curing process, which 
would not give the material enough time to set down. The cause of the contamination were various dirt particles 
in the transport vessel of the epoxy resin. During the investigation it also showed that small residual amounts of 
microscopic air bubbles are left in the material. Possibilities for the removal and analysis of the influence of 
these have to be treated in further work. 

8. Determining Optical Characteristics of a Sample Using Inverse Adding Doubling  
(IAD) 

Absorption and scattering processes occur together in the sample. Thus direct measurements are hindered. A 
known method to work around this is the so-called Inverse Adding Doubling (IAD) method by Scott Prahl [50]. 
It can be used to determine optical properties of scattering and absorbing materials. This method combines 



S. Hartmann et al. 
 

 
55 

measurements using two integrating spheres combined with a few system parameters in order to calculate opti-
cal properties of the sample. Integrating spheres are coated with a diffuse reflective surface on the inside. Mul-
tiple ports can be configured for incoming or outgoing light. Diffuse reflection inside the sphere minimizes the 
impact of the original direction of the light. Integrating spheres are used for integral analyzes of the reflected and 
transmitted light of the sample, regardless of its direction. Thus, influences of surface processes that may affect 
the direction of the outgoing light is suppressed, and only the relevant processes in the interior of the sample are 
detected by the measurement. The IAD calculation is implemented in a program. The data obtained from the 
measurement data can be read from a file in a specific format in the IAD program. This file consists of two parts, 
the header and the data area. 

8.1. Determining System Properties 
The process begins with the question, how many integrating spheres are to be used. In principle, all measure-
ments can be performed with a one or two sphere design. With a two sphere design, the measurement is more 
comfortable, since different measurements can be conducted with a single setup. This allows analyzes of time 
sensitive objects regarding their reflectivity and transmission. This is particularly advantageous if these material 
properties are variable over time or due to temperature effects. The disadvantage is the higher cost compared to 
a single sphere setup, as well as the greater number of system parameters to be considered (two spheres are nev-
er identical). In a first step, the spheres and the structure have to be characterized in terms of their physical 
properties. For this purpose, the following parameters are determined [50]: 
• Area of the spherical surface (inside) A  
• Area of the input and sample ports sA  
• Area of the output port Ae 
• Area of detection Sports dA  
• Wall surface without ports wA  (difference between the areas mentioned above) 
• Area of the light beam section bA  
• Reflectance of the sphere coating wr  

The determination of the reflectivity of the spheres is critical, given the effects of incorrect entries directly on 
the result of the IAD and so give misinterpretations in absorption capacity of the object to be measured. wr  is 
calculated with Equation (5). 
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stdr =  Standard reflectance with defined properties  

By Equation (5) the areas are expressed as a fraction of the total surface of the sphere. The determination of 
diffuse
stdR  and diffuse

0R  is carried out according to 24 using a spectrometer.  
The sphere is illuminated at a point between the stray light trap and the output port with a bundle of rays as 

much in parallel as possible. As shown in Figure 23 the light intensity is measured at the detection port both 
with open and closed (with a reflectance standard—known reflectivity stdr ) output port. The reflectivity wr  
(with known stdr ), the reflectivity of the detector dr  and the other sphere properties are calculated from 
Equation (5). 
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Figure 23. Measurements for determining the reflec- 
tivity of the coating on the integrating sphere.        

8.2. Determining Sample Properties 
Further input parameters are required for the IAD calculation: 
• Total remission MR 
• Total transmission MT 
• Collimated transmission MU 
• Refractive index n 

Determining Reflectance and Transmittance 
Five measurements per sample are required for calculating RM  and TM . These measurements are conducted 
based on Figure 24 with the integrating spheres. This demonstrates the advantage of the two sphere arrangement, 
since the measurement of both components can be realized in single setup. Only the position of a sphere must be 
changed for the calibration of the system. The calculation is done using Equation (6) and (7). 
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                                            (7) 

The digits 1...6 represent the intensity values obtained at the respective measurement points. The measure- 
ments 3 to 6 are used to determine the system parameters (ambient light compensation, dark adjustment, reflec- 
tivity). The measurements 1 and 2 are directed towards the actual samples. This configuration allows the mea- 
surement of all the samples within a short time. All other measurements are independent of the sample and thus 
need to be conducted only once for each series of measurements. 

In Figure 24 the measurement setup for detecting all necessary values need for MR and MT calculation is 
shown. The detectors marked as black cubes with a number, which respectively names the spectrometer probes. 
• Detector 1 and 2—measurement of sample 

 Detector 1: true reflectance  
 Detector 2: true transmittance  

• Detector 3—measurement of standards true reflectance (white reference for reflectance)  
• Detector 4—measurement of transmittance reference  
• Detector 5—measurement of reflectance dark value  
• Detector 6—measurement of transmittance dark value 

8.3. Determining the Collimated Transmission 
Determining the transmission of collimated MU is more complex than the previous measurements. In this mea- 
surement, only the undisturbed photons transported through the medium are to be detected. Their fraction is so  
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Figure 24. Measurements determining the total reflectance and trans- 
mittance of the sample.                                        

 
small that the smallest influences of the measurement setup can lead to deviations by several orders of mag- 
nitude. After extensive tests the following conditions for a clean and reliable measurement result could be deter- 
mined: 
• Environment is shielded from ambient light 
• The light source is very well collimated and 
• The possibility to precisely locate the sample between the light source and detector. 

The individual measured values for the calculation are determined by Equation (8). 

0
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U U
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U U
−

=
−

                                       (8) 

In particular the determination of SU  is problematic (Figure 25), since a very large distance between sample 
and detector would be required to eliminate any influence by normal scattered photons. Instead, the intensity 
profile can be measured over the distance, with the total detected intensity being composed of scattered and the 
constant undisturbed share: 
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I
U z U

z
= +                                (9) 

with 
scatteredI =  Scattered component of the incoming light  

z =  Distance between object and detector  
SU =  Proportion of the incoming collimated light  

for 
z →∞  
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measured SU U=  

scattered
24πz
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a

z
=                                      (10) 

By using Equation (10) the Equation (9) can be linearized. From a linear fit, the collimated transmittance can 
be determined. Experiments reviled fluctuations in the zero-point correction of the instrument and in the power  
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Figure 25. Measurements for determining the collimated 
transmission.                                         

 
of the light source. Thus three values were recorded for each measurement. First, the total power ( )100U  of the 
light source without a sample is measured. This indicates how much light can pass through the sample. In the 
next step, the diaphragm is closed and the dark noise power ( )0U  is measured, which is later deduced from the 
individual measured values. As the last step, the measurement of the power passing through the sample ( )SU  
is conducted with the same aperture as the 100U  measurement. The measurements must be carefully carried out 
for each sample and at each position (Figure 26). Even small deviations in the positioning of the sample, the 
aperture or the arrangement to each other will lead to huge deviations of the IAD calculation. This shows the 
complexity of the measurement. 

The results of the calculations for ( )measuredU a  at any position z for equidistant values a between a detector 
and light source, plotted against the distance from the detector with subsequent linear regression directly yields 
the scattered component and the collimated transmission [50]. 

8.4. Determining the Refractive Index 
The refractive index n  is an influential optical characteristic of biological materials. Its measurement is vital 
for the characterization of tissue samples. It allows the analysis of production processes of optical phantoms and 
is useful as an input for theoretical studies and simulations of interest. The most common measurement method 
used in the laboratory is certainly the measurement with the aid of the Abbé refractometer (and similar designs). 
It is based on the total reflection at a measuring prism of high refractive glass and is suitable for measuring 
samples with an optically flat surface, such as liquids and polished solids. The measurement was conducted with 
a device made by VEB Carl-Zeiss-Jena (Figure 27). It allows the measurement of the refractive index within the 
range from 1.3 to 1.7 for reflected and transmitted light. 

The measurement process is quite simple with an Abbé refractometer (Figure 27). The substance to be meas-
ured is applied to the surface of the measuring prism. For measurements of solids (e.g. resin phantoms) extra 
work is required. Clean measuring results can be obtained only on an optically flat surface. For curved surfaces 
the measurement result depends on the surface angle resulting in a washed out transition region rather than a 
sharp boundary line. On rough surfaces, it even comes to averaging over many different exit angles and a boun-
dary region is not visible. Furthermore, the coupling of the measuring object at the measuring prism is critical 
due to the very thin air gap. It can be filled with a thin layer of immersion liquid with the same refractive index 
as the prism measurement. Here 1-Bromnaphtalin with a refractive index of 1.657 is used as an immersion liq-
uid. 

Simulation for Phantoms 
Some plausibility studies for the phantom measurements were done in simulation. For these, the models were 
sized like the rectangular phantoms. In that way, possible real light losses in the transversal direction could be 
modeled. The optical properties were taken from the measurements. The energy deposition in the experimental  
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Figure 26. Positioning the sample in the set-up for measurement of the collimated trans- 
mission.                                                                      

 

 
Figure 27. Measuring the refractive index of 
the phantom at the Abbé refractometer.      

 
setups was simulated and compared with the measured values. Simulated and measured values agreed within 
less than 20%. 

9. Investigation of the Phantoms 
In the following, the results of the measurements on the phantoms are shown. The procedure described in 8 was 
used. The reflectance and transmittance, the collimated transmission and the refractive index were determined. 

First the untreated samples were measured by a spectrometer of the type “Jeti VS 140 (Horiba Jobin Yvon 
OEM)”, wavelength range: 800...1700 nm, in terms of transmission and remission using the integrating sphere 
system. 

9.1. Reflectance and Transmittance of the Phantoms 
The determination of the scattering coefficient of the reduced scattering coefficient requires the determination of 
the collimated transmittance. The results of calculated total reflectance and transmittance of the phantoms are 
shown in Figure 28. 

All values are measured by using the method described in chapter 8.2.1. Just one phantom each concentration 
was prepared and used. The Figure 28 shows the calculated (Formula 6 and 7) total reflectance and total trans- 
mittance for phantom number 1, marked as XX M_R (total reflectance) respectively XX M_T (total trans- 
mittance). 

Determining reflectance and transmittance.  

9.2. Collimated Transmission of the Phantoms 
The determination of the scattering coefficient of the reduced scattering coefficient requires the determination of 
the collimated transmittance. It was necessary to choose the configuration in that way, that the object, to be  
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Figure 28. Results of calculated total reflectance and transmittance of the phantoms.              

 
measured, can be movable positioned between the detector and light source, see section 8.3. 

Figure 29 shows the recorded measurements of collimated transmittance with regression line and shows the 
low recorded intensities. 

While the total power is in the range of a few tenths of milliwatts, the values for the collimated transmission 
are lower by about three orders of magnitude. 

9.3. Refractive Index 
All the phantoms were measured with the Abb? refractometer. The determined refractive indices are shown in 
Table 8. 

9.4. Results of IAD-Calculation 
With the results of the measurements of the reflectance and transmittance, the collimated transmission, the 
refractive index and the constants of the measuring system, the anisotropy factor (for the used wavelength of 
670 nm) was determined via the IAD calculation for all phantoms. 

9.4.1. Absorption Coefficient of the Phantoms 
The absorption coefficient aµ  is given here in 1mm− . As measured in the phantoms only scattering particles 
and no absorber were mixed, the result in Figure 30 meets the expectations. It is assumed that the scattering 
particles and the base material also have some small absorption characteristics, which result in a value greater 
than zero. The calculation based up on the measurement of phantoms build in chapter 7.5 calculated by IAD 
under usement of experimental setup described in chapter 8.2.1 and 8.3 (Figures 24-26). The shown results are 
for just one phantom each concentration, marked by XX u_a (absorption coefficient), where XX means 
scattering component concentration. 

9.4.2. Reduced Scattering Coefficient of the Phantoms 
In Figure 31 the reduced scattering coefficient sµ′  is shown. A strong correlation between the concentration of 
scattering material and the achieved effective scattering coefficient is shown here. These results suggest good 
predictions for future recipes can be derived, in order to achieve the desired scattering parameters for a phantom. 

9.4.3. Anisotropy of the Phantoms 
In Figure 32 is shown the calculated anisotropy g  at a wavelength of 670 nm. Only for this wavelength a 
measurement of the collimated transmittance could be done. The anisotropy for human tissue in literature is 
described between 0.8 and 0.9. 

9.4.4. Scattering Coefficient of the Phantoms 
The calculation of the absolute scattering coefficient sµ  for the phantoms is shown in Figure 33. 
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Figure 29. Results of the measurements of collimated transmittance (with regression).                                   
 

 
Figure 30. Results of absorption coefficient of the phantom series.                                       

 
Table 8. Refractive indices of phantoms.                  

Sample n 

50-1 1.5595 

60-1 1.5590 

70-1 1.5585 

80-1 1.5545 

90-1 1.5598 
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Figure 31. Results of effective scattering coefficient of the phantom series.                                 

 

 
Figure 32. Results of anisotropy of the phantom series.                                                      

10. Reference Measurements of Tissue Properties with 2D Spectrometer 
The used spectrometer of Dermalog includes a light source. The recorded two-dimensional images in Figure 34 
provide a impression of the practicality of the measurement setup. 

Comparative measurements have been carried out using methods recognized in the food industry. Animal 
samples were investigated by Foodscan Lab [51]. 

For the experiment, a piece of lean pork and a piece of pork belly fat were homogenized with a meat grinder 
or shredder separately. Starting from 100% pork, the belly fat percentage in the sample was increased by 5% to 
about 30% fat content in the following steps. For the analysis in each unit a sample plate (diameter about 12 cm, 
bottom of glass) was up to the bigger (about 2 cm) filled. The prepared sample was first measured in the Foods-
can Lab device. Immediately followed by the examination of each sample in the dish with the Dermalog spec-
trometer. The run time of the device was about 1 h, adjusted at 150 mA LED current. A black reference was 
taken only once, a white reference on the other hand, immediately before each sample measurement. The mea-
surement was carried out through the glass side at two different points. A resulting average spectral image was  
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Figure 33. Results of the scattering coefficient of the phantom series.                                     

 

 
Figure 34. Enhanced 2D recording on the palm (right); the green 
curve represents the intensity distribution on the distance from the 
light source; the red curve is an absorbance spectrum.             

 
stored per sample. 

Figure 35 and Figure 36 showing examples of measured samples and the measurement result obtained by 
Foss Food Lab Scan. 

For the animal tissue the measurement results of the Foodscan Labs and the spectrometer are shown in Figure 
37. As expected, the uncalibrated concentration measurements show opposing trends, as expected from the 
systematically varied proportion of fat and water in the sample. 

11. Summary 
A novel approach for tissue measurement as spatially-resolved spectroscopic measurement was investigated. 
The method uses light radiation which is transmitted by infrared emitting diodes into the tissue. This radiation  
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Figure 35. Homogenized pork sample with fat content 1.79%.                                   

 

 
Figure 36. Homogenized pork sample with fat content 32.57%.                                    

 

 
Figure 37. 2nd derivatives for homogenized samples and their correlation for homogenized samples with values of Foodscan 
Lab.                                                                                                   
 
penetrates the tissue and is reflected, absorbed and scattered according to its optical properties. Radiation emerg- 
ing from the tissue is detected by a spatially-resolving spectrometer. The resulting spectrum is uncalibrated. 
Therefore optical phantoms on the basis of epoxy resin were produced as calibration standards. These have the 
advantage of long term stability of the properties and mechanical stability. The absorption and scattering beha- 
vior of the skin could be reproduced within one order of magnitude. 
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Monte Carlo simulations showing the light propagation in tissue and derive the measurement strategies for 
determination of local subcutane fat. It could be shown that light of 900 nm penetrates skin with a subcutane fat 
layer of 15 mm. Depending on the sensitivity of the detector greater depths can be reached. Absorption profiles 
were obtained for light paths detected at varying distances from the irradiation point. These show, that for in-
creasing distance between detector and light entry point the main region of absorption becomes wider and 
reaches greater depths. 

The measurements with homogenized animal tissue samples show a clear correlation between the recorded 
spectra and the fat and water content of the samples. Due to the homogenization, the ratio between water and fat 
is constant throughout the sample and the spectroscopic measurement becomes independent from penetration 
depth. In skin, fat is distributed as an inhomogeneous layer. For a direct spectroscopic detection of fat, this layer 
should be fully penetrated, which succeeds usually only for thin skin layers (e.g. biceps). 

Thus, the results of the study of Conway [34] can be largely confirmed by the performed measurements and 
evaluations. The spectral range between 850 nm and 1000 nm, is suitable for the investigation, since the light 
penetrates the tissue and thus can be used to non invasively measured in vivo. 

Our investigations indicate the feasibility of spectroscopic measurement of local subcutaneous fat content. 
The method would be easy to use, fast in the measurement, non-invasive, without radiation exposure to the sub-
jects.  

12. Outlook 
Compared to other local methods (ultrasound, caliper) a spectroscopic sensor can additionally detect water and 
possibly other substances in the skin. Some substances are known to accumulate in the skin, indicating certain 
diseases that could be detected in future. 

For a reliable evaluation of optical methods for determination of body fat it is desirable to have a common 
standard for comparison. 

All natural samples show strong variation in their properties. Also they are not reproducible. In contrast, resin 
based phantoms are a promising way to implement such a standard, as they are reproducible, long term stable, 
easy to handle and can be manufactured to specific optical properties. In future, detailed optical models of the 
skin with epidermis, dermis and subcutaneous fat could be used. 
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