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Abstract 

A C18 column packed with core-shell parti-
cles was used for the chromatographic separa-
tion of sulphonamides in feed and meat by a
conventional high performance liquid chro-
matography system coupled with a diode array
detector. Two analytical methods, already used
in our laboratory, have been modified without
any changes in the extraction and clean-up
steps and in the liquid chromatography instru-
mentation. Chromatographic conditions
applied on a traditional 5-µm column have
been optimized on a column packed with 2.6
µm core-shell particles. A binary mobile phase
[acetate buffer solution at pH 4.50 and a mix-
ture of methanol acetonitrile 50: 50 (v/v)] was
employed in gradient mode at the flow rate of
1.2 mL with an injection volume of 6 µL. These
chromatographic conditions allow the separa-
tion of 13 sulphonamides with an entire run of
13 minutes. Preliminary studies have been
carried out comparing blanks and spiked sam-
ples of feed and meat. A good resolution and
the absence of interferences were achieved in
chromatograms for both matrices. Since no
change was made to the sample preparation,
the optimized method does not require a com-
plete revalidation and can be used to make
routine analysis faster.

Introduction 

Sulphonamides (SAs) are derivatives of p-
aminobenzenesulfonic acid and represent one
of the most common and oldest class of antimi-
crobial drugs. SAs act as bacteriostatic agents
and possess chemotherapeutic activity against

infection caused by gram-positive and gram-
negative bacteria and some protozoa. The high
efficiency and their low cost are the main
cause of their large use in veterinary practices.
SAs are used in veterinary medicine also in
combination with other antibiotics not only to
combat infectious diseases, but also as addi-
tives to animal feed in order to promote growth
and to increase the productivity. However for
this purpose, the use of these substances is
illegal in different nations (Dmitrienko et al.,
2014).

Different medicated/ supplemented feeds
are usually produced one after the other in the
same manufacturing line. Consequently,
traces of active ingredients may remain in the
production line and mix with the batches of
the next product (Segato et al., 2011). Cross-
contamination occurs when traces of drugs or
chemicals remain into feeds that should not
contain any therapeutic substance (Borras et
al., 2011). This carry-over seems that can
occur during transport to farms or even at the
farm (Kan and Meijer, 2007; Segato et al.,
2011). The SAs intake by the animals through
the feed causes their distribution and
presence in all tissues. 

SAs presence in non-target feed and in food
of animal origin is of great concern and repre-
sents a risk for the health of animal species
and consumers. The systematic human expo-
sure to SAs through their residues in food may
cause allergic reactions, suppression of
enzyme activity, alteration of the intestinal
microflora and promotion of pathogen forms.
Additionally, some SAs can be responsible of
hemotoxicity and carcinogenic effects. The
presence of SAs has to be consequently moni-
tored in feed and in food of animal origin to
guarantee food safety to the consumers. The
Italian authorities have included in the
National Regulatory Monitoring Plan of drug
residues and contaminants in products of ani-
mal origin (Piano Nazionale Residui – PNR)
and in feedingstuffs (Piano Nazionale
Alimentazione Animale – PNAA), the control of
SAs in different matrices such as feed and
meat. Methods based on enzyme linked
immunosorbent assay (ELISA) are suitable for
screening purpose. However, both liquid chro-
matography coupled to tandem mass spectrom-
etry (LC-MS/MS) and high performances liq-
uid chromatography with diode array detection
(HPLC/DAD) can be used for confirmatory
methods in feed and meat samples.
Chromatographic separations of drugs
residues in few minutes with high efficiency
and resolution are a challenge for an official
control laboratory with high samples through-
put. Additionally, short analysis times require a
less quantity of mobile phase, with the advan-
tage of reducing solvents consumption and
their discharge as waste. Using traditional 5

µm totally porous particle columns, a chro-
matographic separation of a large number of
analytes (10-15 molecules) is obtained in no
less than 30 minutes, including the step of col-
umn washing. Fast chromatographic runs can
be easily achieved by using sub-2 µm totally
porous particle columns. However, these
columns require ultra performance liquid
chromatography (UPLC) (Gritti and Guiochon,
2012) able to work at pressure around 1000
bar. In the new chromatographic column sce-
nario, analytical columns packed with core-
shell particles offer short chromatographic
separation time and efficiency comparable to
sub-2 µm totally porous particles with the
advantage of a low back pressure (≤400 bar)
(Fekete et al., 2012; Guiochon and Gritti, 2011;
Hayes et al., 2014). This allows the use of these
columns on conventional HPLC system without
any up-grade on the instrumentation. In our
laboratory two validated analytical methods
based on the use of HPLC/DAD are already
employed to cover the requests of official con-
trol analysis of 10 SAs in feed (Iammarino et
al., 2011) and 13 in meat (Lo Magro et al.,
2012). Both methods use traditional chromato-
graphic column packed with 5 µm particles and
allow the chromatographic separations of the
SAS in 40-45 minutes. In this work, it is
described how these methods have been mod-
ified employing a new stationary phase, in
order to significantly reduce the chromato-
graphic running time and improving the chro-
matographic efficiency. This was achieved
without any variation in the preparation and
clean-up steps. 
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Materials and Methods
Chemicals

Ammonia solution (30%), acetic acid
(99.5%), n-hexane (95%), ammonium acetate
(≥ 98%), were purchased from Carlo Erba
Reagents (Rodano, Italy). Chloroform and ace-
tone (analytical grade) were obtained from
Panreac (Barcelona, Spain). Water, acetoni-
trile and methanol of HPLC grade were pur-
chased from Baker (Deventer, Holland). The
0.02 M acetate buffer solution, used as solu-
tion (A) for HPLC mobile phase, was prepared
by dissolving 1.54 g of ammonium acetate in
water. The pH value was adjusted to 4.50±0.02
with acetic acid. Standards of SAs [sulfadi-
azine (SDA) 99.3%, sulfathiazole (STZ) 99.9%,
sulfapyridine (SP) 99.7%, sulfamerazine (SM)
98.8%, sulfamethazine (SMZ) 99.8%, sul-
famethoxipyridazine (SMP) 99.7%, sul-
fachloropyridazine (SCP) 99.4%, sulfa-
monomethoxine (SMM) 98%, sulfamethoxa-
zole (SMX) 99.9%, sulfadoxine (SDO) 99.8%,
sulfaphenazole (SNZ) 99%, sulfadimethoxine
(SDM) 99.8% and sulfaquinoxaline (SQX)
96%] were supplied by Sigma-Aldrich
(Steinheim, Germany).

Working standards at concentration of 0.25-
0.5-1.0-2.0-4.0 mg/L were prepared by appropri-
ate dilution in mobile phase to make calibra-
tions curves for the detection of SAs in meat. A
feed sample fortified at five concentrations
(0.2, 1.0, 5.0, 10.0 and 20.0 mg/kg) with stan-
dard solutions of SAs before the extraction was
used to obtain the calibration curve for the
analysis of SAs in feed. 

Apparatus and chromatographic
conditions

Chromatographic separations were per-
formed on an HPLC system, Agilent
Technologies SL 1200 Series (Waldbronn,
Germany) equipped with diode array detector.
The optimized conditions for the separations
of SAs were obtained using Phenomenex
(Torrance, CA, USA) Kinetex core-shell C18
column (75x4.6 mm i.d., particle size 2.6 µm)
at a flow rate of 1.2 mL/min adopting the elu-
tion gradient reported in Table 1. The initial
composition of mobile phase was 0.02 M
acetate buffer solution at pH 4.50±0.02 (A) and
a mixture of methanol/acetonitrile 50:50 (v/v)
(B) in a ratio of 90:10 (v/v). The injection vol-
ume was 6 µL and the column temperature was
set at 40°C. The chromatographic conditions
have been obtained with the support of a soft-
ware available on-line HPLC method develop-
ment calculator (www.hplctransfer.com). The
data acquisition was carried out in the range
of wavelengths between 220 and 360 nm with
270 nm as main wavelength of detection, 600
nm as reference wavelength and a bandwidth
of 4 nm. 

Sample collection
The feed (for poultry) and meat (beef) sam-

ples used for the method optimization were
collected by farms of Apulia and Basilicata. The
feed samples, before analysis, were stored at
room temperature in a cool and dry place and
finely grounded by a commercial mill. The
meat samples were stored at -20°C and homog-
enized by a mixer before analysis. 

Sample preparation
The preparation and sample clean-up proce-

dure for both matrices are already reported (Lo
Magro et al., 2012; Iammarino et al., 2011).

Meat
A 15-g portion of homogenate sample was

treated with 3 mL of 10% acetic acid solution.
A volume of 25 mL of a chloroform/acetone
mixture (50/50, v/v) was added and the solu-
tion agitated using an ultrasonic bath for 20
min. This extraction step was repeated. The
two extracts were combined in a polypropylene
tube and centrifuged at 2209 g for 10 min at
20°C and left at -70°C for 30 min, to better sep-
arate the organic phase from supernatant
aqueous layer. A volume of 4 mL of glacial
acetic acid was added to a 40 mL of organic
phase, before the clean-up step, by an SPE ben-
zensulphonic SCX cartridge (Phenomenex).
The cartridge was conditioned with 6 mL of n-
hexane and 6 mL of a 5% acetic acid in chloro-
form/acetone. After the solution sample load-
ing, the column was washed with 5 mL of water
and 5 mL of methanol. The fraction containing
the SAs was eluted with 13 mL of a 2.5%
methanol/ammonia solution. The eluate was
evaporated to dryness at 45°C and the residue
was reconstituted in 0.5 mL of mobile phase,
filtered and injected in HPLC.

Feed
A 2 g of sample was treated with 20 mL of

chloroform/acetone mixture (50/50, v/v) and
vortex for few minutes. After centrifugation

and filtration on paper, 1 mL of acetic acid was
added to 9 mL of extract. A volume of 10 mL of
solution was used for the clean-up step by SPE
benzensulphonic SCX cartridge
(Phenomenex) conditioned with 6 mL of 5%
acetic acid solution. After washing with 3 mL
of water and 3 mL of methanol, SAs were elut-
ed with 10 mL 2.5% ammoniacal methanol
solution. The eluate was evaporated to dryness
at 45°C and the residue was reconstituted in 5
mL of mobile phase, filtered and injected. 

Results 

The HPLC/DAD method (Iammarino et al.,
2011), already used in our laboratory for the
determination of 10 sulphonamides (SDA,
STZ, SM, SMZ, SMP, SCP, SMM, SDM, SQX) in
feed, is based on the use of a traditional C18
chromatographic column [C18 LUNA column
(250x4.6 mm i.d., particle size 5 µm)] set at
30°C. An elution gradient (Table 1) was
applied with a flow rate of 1 mL/min, and an
injection volume of 20 µL was used. The
method was submitted to a complete in-house
validation following the guidelines described
in the Decision 657/2002/EC (European
Comission, 2002) taking into account the most
important parameters reported in the
Regulation 882/2004/EC (European Comission,
2004). The chromatograms of a blank (A) and
a spiked feed sample at 10 mg/kg of SAs (B)
obtained with this method are reported in
Figure 1. For the complete separation of the
ten SAs and for the column re-equilibration 45
minutes are required. 

The HPLC/DAD method used in our labora-
tory to analyze 13 sulphonamides (SDA, STZ,
SP, SM, SMZ, SMP, SCP, SMM, SMX, SDO, SNZ.
SDM and SQX) in meat (Lo Magro et al., 2012)
employs the same chromatographic conditions
reported for feed with the exception of the col-
umn temperature (40°C) and elution gradient
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Table 1. Elution gradients used for the acquisition of the chromatograms reported in
Figures 1 and 2. Mobile phase A: 0.02 M acetate buffer solution at pH 4.50; mobile phase
B: methanol/acetonitrile 50:50 (v/v). C18 LUNA column (250x4.6 mm i.d., particle size
5 µm) was used with gradients a and b; kinetex core-shell C18 column (75x4.6 mm i.d.,
particle size 2.6 µm) was used with gradient c. 

Gradient       

a                         Time (min)                 0                       30                        35               45                                      
                           A (%)                           85                      59                        85               85                                      
                           B (%)                           15                      41                        15               15                                      
b                         Time (min)                 0                       15                        20               35                   37             40
                           A (%)                           85                      71                        67               40                   85             85
                           B (%)                           15                      29                        33               60                   15             15
c                          Time (min)                 0                        6                          7               9.20                  12             13
                           A (%)                           90                      71                        67               35                   90             90
                           B (%)                           10                      29                        33               65                   10             10
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(Table 1). The chromatogram of a blank (C)
and spiked meat sample at 100 µg/kg of SAs
(D) are reported in Figure 1. The required
time for the separation of 13 SAs is around 30
minutes with a further time of 10 min for the
washing column step.

In order to reduce the chromatographic sep-
aration time and consequently to save solvent,
the existing analytical methods have been
adapted on the new core- shell column. The
preparation sample in both cases (feed and
meat) was not modified. The elution gradient
and the flow rate suggested by the software
were optimized in order to improve the peak
separations and to avoid the co-elution among
the analyte peaks and matrix interferences.
The best conditions, for both matrices, have
been obtained using an injection volume of 6
µL and applying the gradient reported in Table
1, with a flow rate of 1.2 mL/min. A comparison
between the chromatograms of blank samples
(A for feed and C for meat) is reported in
Figure 2. The chromatographic results
obtained for the spiked samples using the new
column are also shown in Figure 2 where the
chromatograms of a spiked feed sample at 10
mg/kg of SAs (B) and of spiked meat sample at
the SAs concentration of 100 µg/kg (D) are
reported. 

Discussion

The 5-µm traditional chromatographic col-
umn (Figure 1) allows the separation of 10 SAs
in feed and 13 in meat with a good resolution
with an acceptable baseline profile. Although
the interferences due to the matrix effect do
not represent an issue, the entire chromato-
graphic run requires 40-45 minutes. 

The use of the new core-shell columns per-
mits the separation of the same molecules in
only 13 minutes (Figure 2). This significant
reduction of the analysis time gives the possi-
bility to analyze a large number of samples in
a reasonable time. Consequently, there is a
less consume of mobile phase, which repre-
sent not only an economic advantage, but also
an environment friendly aspect. 

From the chromatographic point of view, the
improvement of the narrow profile of the chro-
matographic peaks obtained by using the core
shell column is highlighted by the peak widths
of all SAs, which is significantly lower com-
pared to those obtained with the 5µm column.
As already mentioned in previous work, the
best performances of the core-shell column
can be explained taking in account that this
technology is made with particles with more
regular narrow size distribution. Considering
the van Deemter equation (H=Adp+B/µ +Cµ
where H=height equivalent to a theoretical
plate, dp=particle diameter, µ=linear velocity),

                                                                                                                              Article

Figure 1. The chromatograms of (A) blank and (B) spiked feed samples at 10 mg/kg of
sulphonamides and the chromatograms of (C) blank and (D) spiked meat samples at 100
µg/kg of sulphonamides using a C18 LUNA column (250x4.6 mm i.d., particle size 5
µm). Flow rate of 1.0 mL/ min. Volume injection 20 µL. Elution gradient a (Table 1) was
used to record chromatograms of A and B. Elution gradient b (Table 1) was used to record
chromatograms of C and D. 1) sulfadiazine; 2) sulfathiazole; 3) sulfapyridine; 4) sulfam-
erazine; 5) sulfamethazine; 6) sulfamethoxipyridazine; 7) sulfachloropyridazine; 8) sulfa-
monomethoxine; 9) sulfamethoxazole; 10) sulfadoxine; 11) sulfaphenazole; 12) sul-
fadimethoxine; and 13) sulfaquinoxaline. 

Figure 2. The chromatograms of (A) blank and (B) spiked feed samples at 10 mg/kg and
the chromatograms of (C) blank and (D) spiked meat samples at 100 µg/kg using a
Kinetex core-shell C18 column (75x4.6 mm i.d., particle size 2.6 µm). Flow rate of 1.2
mL/min. Volume injection 6 µL. Elution gradient c (Table 1) was used to record all chro-
matograms. 1) sulfadiazine; 2) sulfathiazole; 3) sulfapyridine; 4) sulfamerazine; 5) sul-
famethazine; 6) sulfamethoxipyridazine; 7) sulfachloropyridazine; 8) sulfamonomethox-
ine; 9) sulfamethoxazole; 10) sulfadoxine; 11) sulfaphenazole; 12) sulfadimethoxine; and
13) sulfaquinoxaline.
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this particular design assures a strong reduc-
tion of two principal reasons of chromato-
graphic peak dispersion: the eddy diffusion
(term A in van Deemter equation) and reduc-
tion of mass transfer resistance (term C in van
Deemter equation) (Gritti et al., 2007; Guichon
and Gritti, 2011; Cabooter et al., 2010). The
significant reduction of the mass resistant is
due to the fact that core-shell particles are not
fully porous. 

Since no changes have been made on the
extraction and clean-up steps, only few experi-
ments are necessary to confirm that the values
of the most important validation parameters of
the two analytical methods are not affected by
the change of the column. 

Conclusions

In this work preliminary study on the appli-
cability of a core-shell column for the analysis
of SAs in matrices such as feed and meat have
been shown. Our approach utilizes a conven-
tional HPLC/DAD system and no updates in the
experimental set-up are required. The opti-
mized method allows the separation of 13 SAs
with a fully elution gradient of 13 minutes. The
proposed method permits a large saving of
organic mobile phase with high efficiency,
sensitivity and accuracy. 
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