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Abstract: A straightforward method to achieve super-resolution consists
of taking an image sequence of stochastically blinking emitters using
a standard wide-field fluorescence microscope. Densely packed single
molecules can be distinguished sequentially in time using high-precision
localization algorithms (e.g., PALM and STORM) or by analyzing the
statistics of the temporal fluctuations (SOFI). In a face-to-face comparison
of the two post-processing algorithms, we show that localization-based
super-resolution can deliver higher resolution enhancements but imposes
significant constraints on the blinking behavior of the probes, which limits
its applicability for live-cell imaging. SOFI, on the other hand, works
more consistently over different photo-switching kinetics and also delivers
information about the specific blinking statistics. Its suitability for low
SNR acquisition reveals SOFI’s potential as a high-speed super-resolution
imaging technique.
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1. Introduction

Advances in far-field fluorescence microscopy have produced a number of techniques capable
of imaging features with a resolution well beyond the diffraction limit [1–4]. Switching the
fluorescence of single emitters sequentially on and off in either a targeted [5, 6] or stochastic
manner [7, 8] enables the distinction of objects within a diffraction-limited spot.

In photo-activation localization microscopy (PALM and FPALM) [7, 9] or stochastic optical
reconstruction microscopy (STORM and dSTORM) [8, 10], only a sparse, stochastic subset of
fluorophores is active in a certain time interval. The diffraction patterns of individual molecules
appear isolated, and their positions can be computed with high localization accuracy. Taking
multiple acquisitions and combining all the localizations into a composite image results in a
high- resolution image of the specimen.

Improvements of the blinking probes and chemical buffers recently enabled live-cell STORM
[11]. Further developments enabling 3D imaging include advanced localization algorithms [12],
PSF engineering [13, 14], super-critical angle microscopy [15] and interferometric imaging
techniques [16, 17].

Dertinger et al. introduced an alternative concept for resolution enhancement based on
the statistical analysis of temporal fluorescence fluctuations [18, 19]. Super-resolution optical
fluctuation imaging (SOFI) demonstrated theoretically unrestricted resolution by computing
temporal cumulants, or spatio-temporal cross-cumulants. Because a single molecule spatio-
temporally correlates only with itself, a high-resolution image can be generated directly from
the temporal correlations of each pixel trace. By computing the n-th order cumulants, only
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point-spread functions raised to the power of n are retained, which leads to a
√

n-fold resolu-
tion improvement. This effect is a direct consequence of the additivity of cumulants when deal-
ing with independently blinking emitters. Computing higher-order moments, or correlations,
would give rise to mixed terms stemming from multiple emitters. Unlike localization-based
techniques, SOFI enables the separation of fluorophores with spatially overlapping diffraction
patterns and only requires dark-state lifetimes on the order of the frame rate. Furthermore, it
has the potential to be faster than localization microscopy. A recent variant of SOFI called vari-
ance imaging for super-resolution (VISION) demonstrated a remarkable 80ms temporal reso-
lution [20]. It is based on a multiple variance calculation. However, like higher-order moments,
multiple variances are not additive, and thus, the effective spatial resolution enhancement is
limited.

In this article, we compare the two post-processing techniques used for STORM and SOFI
evaluated on the same measurements. By applying the techniques on data sets obtained from
simulations and experiments, we present a direct comparative study of both procedures, identi-
fying the advantages and limitations for each case.

2. Materials and methods

2.1. Algorithms

2.1.1. SOFI algorithm

Initially, SOFI consisted of computing higher-order autocumulants [18], where the achievable
resolution was limited by the effective pixel size of the detector. Recently, it has been shown
that this limitation can be circumvented using spatio-temporal cross-cumulants (XC-SOFI) for
generating a finer sampling grid. Furthermore, a simple reweighting scheme in the Fourier do-
main of the n-th order SOFI image has been introduced, which modifies the resulting SOFI PSF
to yield the original microscope PSF with an n-fold reduced size, corresponding to a resolution
improvement by a factor of n [19]. Here we implemented those recent developments, calcu-
lated spatio-temporal cross-cumulants to generate inter-pixels and estimated the point-spread
function, which is necessary for the subsequent Fourier reweighting (FRW).

A scheme illustrating the different steps of the SOFI algorithm is depicted in Fig. 1. The
computation of different combinations of spatio-temporal cross-cumulants of each pixel with
n− 1 of its neighboring pixels enables the construction of an n-fold finer sampling grid in the
final image (see Fig. 2). Due to the spatial decrease of correlation, the inter-pixels generated
by cross-cumulants are lower in amplitude than the pixels generated by the auto-cumulants and
thus need to be corrected by a distance factor (Fig. 1, step 3). Using a model (e.g., Gaussian) of
the microscope’s point-spread function and varying its parameters, these correction factors can
be iteratively optimized until all pixels have similar weights. We have used the 2D Laplacian
as a cost-function of the optimization algorithm, which turned out to be robust. The resulting
estimation of the point-spread function is used in the Fourier reweighting (Fig. 1, step 4).

2.1.2. Localization algorithm

STORM processing, similar to single-molecule tracking algorithms, consists of a frame-by-
frame image segmentation and subsequent single-molecule localization using Gaussian fitting
[22]. Figure 3 illustrates the main steps of our implementation. Image segmentation involves
filtering with a Laplacian of Gaussian to simultaneously reduce noise and enhance isolated
single emitter signals. After threshold background subtraction, the remaining image segments
of reasonable sizes are analyzed. The center of gravity of a segment yields a first estimate of the
fluorophore’s position, which is introduced as an initial value in the Gaussian fit (Fig. 3, step 2).
We applied an unweighted least-squares optimization to estimate the amplitude, position, waist
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i-1 i i+1

3. Distance-factor correction (DFC)

DFC

2. Cross-cumulants (XC) calculation

1. Data acquisition

4. Fourier reweighting (FRW)

5. Higher-order cumulants (repeat steps 2-4, acc.)

Fig. 1. The different steps of calculating cross-cumulant SOFI with Fourier reweight-
ing (XC-SOFI-FRW), illustrated for the second order. Before the computation of cross-
cumulants, the mean is subtracted from the data. Using different combinations of cross-
cumulants between pixels gives rise to an inhomogeneous weight distribution (step 2),
which needs to be corrected by a distance factor (step 3). The distance-factor correction
also provides an estimation of the system’s PSF. Fourier reweighting (FRW) enables the
modification of the SOFI equivalent PSF to retrieve the microscope’s PSF with an n-fold
reduced size (step 4). Higher-order cumulants are computed using the exact formulation
described in [21]. Scale bars: 200 nm.

and background using the Levenberg-Marquardt algorithm. Estimates of width and amplitude
that varied by more than a factor of two from their expected values were discarded to reduce
the number of false positives. The estimated single-molecule positions were mapped into a
high-resolution image (Fig. 3, step 3).

2.2. Simulation

Based on a simulation, we investigated the performance of the SOFI and STORM algorithms
under the aspects of photo-switching kinetics, labeling density and signal-to-noise ratio. The
simulation generates image sequences of randomly blinking fluorophores that are placed arbi-
trarily on two parallel bands, each 0.04 Airy units wide, at different separation distances. The
fluorophore blinking behavior was simulated as a time-continuous Markov process between on
and off states using a 100-fold temporal oversampling. The average blinking rate is then given
by

k =
konko f f

kon + ko f f
, (1)

where kon = τ−1
o f f denotes the rate at which the fluorophore is transferred from the off state back

to the on state and vice versa for ko f f = τ−1
on . k was fixed to half the sampling rate ( f ) but was

not synchronized with the acquisition time intervals. The number of emitted photons per fluo-
rophore followed a Poisson probability-density distribution with an average photon count rate
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(a) Cross-cumulant combinations with repetitions

(b) Cross-cumulant combinations without repetitions

Fig. 2. Fourth-order cross-cumulant combinations for pixel i with or without repetitions.
Different combinations within a neighborhood matrix of i can be used to generate 15 inter-
pixels in between the original pixel matrix (ABCD). Combinations leading to the same
inter-pixel are averaged. (a) All n-combinations within a 2x2 neighborhood (ABCD) start-
ing with A and allowing for repetitions are computed. This scheme can be expanded easily
to any order n. Due to the presence of autocumulants, this method does not suppress shot
noise very well unless non-zero time lags are used. (b) The different combinations within
a 4x4 neighborhood of pixel i can be used to generate inter-pixels in a circular arrange-
ment (left). By excluding repetitions (autocumulants), shot noise is suppressed much bet-
ter. For computational reasons, only combinations featuring the shortest sum of distances
with respect to their corresponding inter-pixels are considered. By considering more com-
binations and averaging over the corresponding cross-cumulants, even more noise could be
eliminated. Further simplification can be done by considering only combinations leading
to the 15 inter-pixels within ABCD (right). This scheme is expandable until order 10. To
go beyond this range, the size of the neighborhood has to be increased.

k
k+1

k-1...

...

2w

1. Data acquisition 2. Localization 3. Position mapping

Fig. 3. STORM-principle: The image sequence is processed frame by frame. For the lo-
calization, the images are segmented and each isolated diffraction pattern is fitted to a
parameterized Gaussian PSF model (step 2). The determined single-molecule positions are
combined in a composite image with a ten-fold finer sampling grid (step 3). Scale bars:
200 nm.
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of 9 kHz in the on state. Similar to measurements, a constant background of 40% of the average
molecular amplitude and shot noise was added. For simplicity, we used a Gaussian PSF model
with a full-width at half-maximum (FWHM) equal to one Airy unit (237 nm; corresponding to
a numerical aperture (NA) of 1.49 and an emission wavelength of 580 nm). The pixel size was
100 nm. For computational ease and to limit the length of the image sequences, we applied gen-
erally low labeling densities (5-20/μm), which allow longer fluorophore on-times with respect
to their off-times, i.e., a low rate ratio

r =
ko f f

kon
=

τo f f

τon
. (2)

However, we expect the effect to be similar at higher labeling densities if accordingly higher
rate ratios and sequence lengths are used.

We compared the relative visibility v (in the following referred to as visibility) of the pro-
jected line profiles, defined as

v0 = 0.5
Imax,1 − Imin

Imax,1 + Imin
+0.5

Imax,2 − Imin

Imax,2 + Imin
(3)

v = v0

⎛
⎝ min{ Imax,1

I1
,

Imax,2
I2

}
max{ Imax,1

I1
,

Imax,2
I2

}

⎞
⎠

sign{v0}

, (4)

where Imax,1, Imax,2, Imin, I1 and I2 are defined according to Fig. 4.
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Fig. 4. The visibility defined in Eq. (4) serves as a benchmark for comparing the different
algorithms. The line profiles are obtained by projecting the images along the y direction.
Imax,1 and Imax,2 are obtained by taking the mean intensity at the known positions of the
lines (x1 and x2) and Imin is the mean intensity between 0.4(x1+x2) and 0.6(x1+x2). Scale
bars: 500 nm.

2.3. Experiments

We used a custom-designed total-internal-reflection fluorescence (TIRF) microscope in epi-
illumination with an oil-immersion objective (Olympus 60x1.49) and two laser excitation
sources. Fixed human osteosarcoma cells (U2OS) expressing a β -tubulin-SNAP tag [23] have
been labeled with a photo-switchable probe (BG-Cy3-Cy5) and an imaging buffer containing
mercaptoethanol, and an oxygen-scavenging system was used to increase the dark state lifetime
of Cy5. All experimental details can be found in [24].
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3. Simulation results

3.1. Effect of photo-switching kinetics

In Figs. 5 and 6, we compare the effects of varying the rate ratio on the visibility of the two
lines in STORM and the different SOFI orders. Van de Linde et al. [25] have already shown
that a high rate ratio is crucial for successful STORM imaging, as is confirmed by Figs. 5a, 6d,
and 6f. Due to the stochastic nature of the photo-switching fluorophores, it is always possible
to have multiple emitters in a diffraction-limited spot. If they are too close to be identified as an
agglomeration, the Gaussian fit results in a false localization. The number of false localizations
increases with lower rate ratios. At a specific cut-off rate ratio, where multiple emitters are
always present in a diffraction-limited spot, STORM fails completely (Fig. 5a at r < 1 and
Fig. 6d).

Visibility vs. rate ratio

(a) Comparison of STORM, SOFI and TIRF
rate ratio r = k

off
/k

on
rate ratio r = k
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(b) Comparison among different SOFI orders
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r > 2

 = 18%)

Fig. 5. Comparison of the visibility versus rate ratio. The best XC-SOFI is obtained by the
SOFI order yielding the highest average relative visibility for a specific set of simulation
parameters. σ denotes the average relative standard deviation. Fixed simulation parame-
ters: k/ f = 0.5, line separation: 0.6 Airy units, labeling density: 5/μm, 1000 frames, 50
realizations per point.

(a) (b) (c) (d) (e) (f)

Fig. 6. Visual comparison of SOFI and STORM reconstructions at different rate-ratios.
(a) Target structure. (b) Summed TIRF. (c) XC-SOFI5 FRW, r = 0.6. (d) STORM, r = 0.6.
(e) XC-SOFI4 FRW, r = 10. (f) STORM, r = 10. Scale bars: 200 nm.

SOFI, on the other hand, is more robust. Considering different SOFI orders, the visibility is
almost independent of the rate ratio (see Fig. 5a), which therefore relaxes the photo-physical

#138247 - $15.00 USD Received 15 Nov 2010; revised 16 Dec 2010; accepted 14 Jan 2011; published 28 Jan 2011
(C) 2011 OSA 1 March 2011 / Vol. 2,  No. 3 / BIOMEDICAL OPTICS EXPRESS  414



constraints of the emitter. Figure 5b illustrates how different SOFI orders can be used to charac-
terize the blinking nature and statistics. For example, if the blinking is symmetric (kon = ko f f ),
the skewness or third-order is zero, leading to a visibility v = 0. This result is similar to other
odd higher-order cumulants, where an asymmetry must be present. For the second-order, the
rate ratio does not have any effect on the visibility as long as it is the same for all molecules
because the variance of the blinking is the measured quantity.

3.2. Effect of labeling density

The effect of the labeling density is depicted in Figs. 7 and 8. In STORM imaging, the labeling
density is directly linked to the cut-off rate ratio [25]. Higher labeling densities require higher
rate ratios to ensure the occurrence of isolated single-emitter diffraction patterns. In the example
in Fig. 7a, with a rate ratio of 2, the labeling density should not exceed 10/μm, otherwise false
localizations predominate (Fig. 8h).

In SOFI, the decrease in visibility with increasing labeling density is less pronounced and
is due to the decreased relative intensity fluctuations. Figure 7b reveals a stronger decrease for
higher orders.

Visibility vs. labeling density

(a) Comparison of STORM, SOFI and TIRF
labeling density [μm-1] labeling density [μm-1]

(b) Comparison among different SOFI orders
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Fig. 7. Comparison of the visibility versus labeling density. The best XC-SOFI is obtained
by the SOFI order yielding the highest average relative visibility for a specific set of sim-
ulation parameters. σ denotes the average relative standard deviation. Fixed simulation
parameters: k/ f = 0.5, r = 2, line separation: 0.6 Airy units, 1000 frames, 25 realizations
per point.

(a) (b) (c) (d) (e) (f) (g) (h)

Fig. 8. Visual comparison of SOFI and STORM reconstructions at different labeling den-
sities. Labeling density: (a-d) 3/μm, (e-h) 20/μm. (a,e) Target structure. (b,f) Summed
TIRF. (c) XC-SOFI5 FRW. (g) XC-SOFI3 FRW. (d,h) STORM. Scale bars: 200 nm.
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3.3. Effect of the signal-to-noise ratio

In single-molecule localization, the accuracy essentially scales inversely with the number of
collected photons [26]. A sufficiently high signal-to-noise ratio per frame has to be guaranteed
to estimate the position with high precision. Similar to fluorescence correlation spectroscopy
(FCS) analyzing fast fluorescence intensity fluctuations, SOFI can be expected to work with a
much lower SNR than localization microscopy. Figure 9 illustrates the effect of the peak signal-
to-noise ratio (pSNR) on the visibility for STORM and the different SOFI orders. Figure 9b
shows that SOFI orders 2 to 4 can be used to generate super-resolution images until 10 to 20 dB
below the minimum pSNR needed for STORM. This implies that when using a fast camera,
SOFI could have a significant speed advantage over localization microscopy. For example, a
drop of 50% in visibility for SOFI order 3 occurs only at about 5 dB, whereas for STORM
this already occurs at 22 dB. Assuming a constant detector sensitivity and a shot-noise-limited
system with a square-root dependence of SNR on time, the acquisition rate could then be about
45 times higher. In this simulation, we used the cross-cumulant approach without repetitions to
efficiently eliminate shot noise. The low visibilities for SOFI orders 5 and 6 are due to cross-
cumulant combinations between pixels further apart than the FWHM of the PSF (here, 2.3 px).
This issue might be addressed using non-zero time lags and using the combination scheme with
repetitions.

Visibility vs. pSNR

(a) Comparison of STORM, SOFI and TIRF
pSNR [dB] pSNR [dB]

(b) Comparison among different SOFI orders
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Fig. 9. Comparison of the visibility versus pSNR. XC-SOFI has been computed using
cross-cumulant combinations without repetitions. The best XC-SOFI is obtained by the
SOFI order yielding the highest average relative visibility for a specific set of simulation
parameters. σ denotes the average relative standard deviation. Fixed simulation param-
eters: k/ f = 0.5, r = 6.7, line separation: 0.6 Airy units, labeling density: 5/μm, 2000
frames, 50 realizations per point.

3.4. Effect of the line separation distance

In localization-based super-resolution microscopy, the resolution is often estimated from the
accuracy of single-molecule localization. This estimation assumes that the dark time is suffi-
ciently high such that single emitters still appear isolated in time in the regions of highest la-
beling densities. The localization accuracy cannot be linked to the minimum distance between
two objects that are still distinguishable as long as the labeling densities and photo-switching
kinetics are unknown. Using our simulation to compare the visibility versus the line separation
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distance enables the analysis of the effective resolutions of STORM and SOFI for given on-
and off-rates, frame rate, labeling density, sequence length and SNR. Figure 10 shows an ex-
ample in which the rate ratio is sufficiently high for STORM to resolve the structures of a given
labeling density until the separation distance gets close to the FWHM localization accuracy
limit. Table 1 lists the corresponding limits of resolution in Airy units. The values correspond
to the separation distances, where the visibility grows larger than 10−3. In the case of SOFI,
small oscillations around zero visibility can be seen when approaching the resolution limit (see
Fig. 10b). These oscillations are due to numerical effects arising from sampling close to the
Nyquist limit, which corresponds to twice the resolving power. Increasing the magnification of
the microscope would reduce these oscillations. The resolution limits of the different Fourier-
reweighted SOFI orders were estimated by the points of deflection of the Fourier reweighted
(XC-SOFI FRW) from the untreated SOFI (XC-SOFI) visibility curves.

Visibility vs. line separation distance

(a) Comparison of STORM, SOFI and TIRF
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Fig. 10. Comparison of the visibility versus line separation distance. The best XC-SOFI is
obtained by the SOFI order yielding the highest average relative visibility for a specific set
of simulation parameters. σ denotes the average relative standard deviation. Fixed simula-
tion parameters: k/ f = 0.5, r = 6.7, labeling density: 5/μm, 2000 frames, 50 realizations
per point.

Table 1. Limits of resolution in Airy units and the corresponding improvement factors with
regards to wide-field TIRF

TIRF
XC-SOFI-FRW

STORM
2 3 4 5

resolution limit 1.00 0.47 0.33 0.28 0.24 0.16
improvement - 2.1x 3.0x 3.6x 4.2x 6.4x

4. Experimental results

The experiments with microtubule structures in human osteosarcoma cells (U2OS) showed
significant resolution and contrast enhancements for both STORM and SOFI in comparison to
the wide-field image (Fig. 11). Regions of low microtubule density led to well resolved STORM
images (e3), whereas the imaging of crossing structures, or regions of high labeling densities,
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was more problematic due to rarely isolated single emitter patterns (e2). Apparently, the rate
ratio was not sufficiently high in these regions. The third order SOFI image reveals the presence
of two closely spaced microtubuli at the pointing arrow in (c2). SOFI worked consistently all
over the image up to order 3. At higher orders, dimmer and/or weakly fluctuating molecules
get lost in the background, and the imaged structures lose connection (see Fig. 11b–11d). This
is mainly due to the fact that SOFI order n raises the heterogeneities in molecular brightness to
the power of n, which makes it increasingly difficult to display continuous structures for higher
orders without compromising the apparent resolution.

The last row in Fig. 11 shows the transversal intensity distributions and FWHMs of a single
microtubule, averaged over 400 nm along the structure.
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Fig. 11. Microtubule structures in human osteosarcoma cells: Experimental demonstration
of resolution improvements for SOFI and STORM. Row 2 illustrates the effect of insuffi-
cient rate ratios at high labeling densities, which makes it impossible for STORM to resolve
the two closely spaced microtubuli at the pointing arrow. Regions of well-separated struc-
tures are less problematic (row 3). Row 4 shows the transversal intensity distribution of a
microtubule (white box in row 3) fitted to a Gaussian. The intensity distribution is averaged
over a length of 400 nm along the structure. Scale bars: 2 μm

5. Discussion

According to the Nyquist-Shannon sampling theorem [27], the average distance between neigh-
boring fluorophores attached to a structure of interest must not exceed half of the desired resolu-
tion. In order to ensure effective resolutions well below the diffraction limit, very high labeling
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densities are needed. For STORM, diffraction patterns of individual fluorophores have to appear
isolated, which implies the necessity of very stable and long-lived dark states, respectively high
rate ratios. This can be achieved using high irradiation intensities and special chemical buffers
with thiol compounds and oxygen removal. As a consequence, the applicability on living or-
ganisms is limited [28]. In the case of SOFI, the requirements concerning blinking and labeling
density are more relaxed. The only prerequisite is to have stochastically and independently fluc-
tuating light emitters with a temporally resolvable blinking, which may be achieved without or
with less toxic imaging buffers and a variety of probes. Unlike localization microscopy, where
one has to wait until each emitter appeared isolated at least once in the image sequence, the in-
formation of multiple overlapping emitters can be captured simultaneously and hence suggests
a reduced total acquisition time. Furthermore, localization requires a relatively high pSNR of
at least 20dB. As we have seen from the simulations, this limit is much lower for SOFI, which
allows a significantly increased acquisition rate.

Concerning the possible effective resolution improvements, STORM usually outperforms
SOFI provided that the requirements are met for a specific sample. Although by computing
higher-order SOFI images a similar resolution enhancement should theoretically be possible,
there are a number of factors limiting the maximum order. The presence of heterogeneities
in blinking statistics and fluorescence intensities usually leads to discontinuities in the image
structures when going beyond the 4th order, as we have seen in the experiments. While the infor-
mation content is conserved even in higher-orders, visualizing nonlinear intensity distributions
without compromising the apparent resolution is difficult. Additional limitations of the maxi-
mum order are the computational effort and the number of frames required, which both increase
significantly with the SOFI order. Also, when using cross-cumulant combinations without repe-
titions, one should ensure that only a neighborhood within the microscope’s PSF is considered,
as seen in Fig. 9b. Furthermore, if the noise contributions become stronger, Fourier reweighting
starts to fail at higher orders [19]. To address these issues and to increase the final resolution of
SOFI, one may try integrating over several time delays and/or averaging over multiple cross-
cumulant combinations to further reduce noise and equalize blinking heterogeneities. Also the
visualization may be improved, e.g. by using colormaps that are specifically adapted to SOFI
imaging.

Another important property of SOFI is its strong, inherent optical sectioning which may be
suitable for bright-field illumination and 3D imaging over a large depth range. On the contrary,
localization microscopy usually needs an additional means of optical sectioning, such as TIR
or spinning-disk confocal illumination, in order to avoid an increased overlapping of single
emitters and to ensure a correct functioning of the algorithm. However, the localizations may
then even be performed in 3D using a more accurate PSF model, and/or a modified optical
system generating an engineered PSF that is more sensitive to changes in the axial position.
This enables the reconstruction of a 3D slice, out of 2D data, whereas in SOFI one has to scan
axially to render 3D data.

6. Conclusion

In this study, we compared two post-processing algorithms for super-resolution microscopy,
STORM and SOFI. Both techniques can be readily applied to standard fluorescence micro-
scopes. We showed that localization microscopy with photo-switchable probes requires highly
stable dark states and thereby imposes significant constraints on the sample preparation for
successful application in living cells. To estimate the effective resolution of STORM, it is nec-
essary to identify the photo-switching kinetics and labeling densities. In our simulation we
showed that the different SOFI orders could be used to determine the blinking statistics, which
may be useful in evaluating the applicability of STORM on a measured image sequence. If
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the sample requirements are met, localization microscopy can deliver the highest resolution in
state-of-the-art wide-field light microscopy. Nevertheless, SOFI proved its potential as an at-
tractive alternative to localization microscopy because it works consistently over a wide range
of blinking statistics and tolerates much lower SNRs, which reveals its potential for high-speed
super-resolution microscopy. Furthermore, the inherent optical sectioning property of SOFI en-
ables 3D imaging without modifying the optical setup. Altogether, SOFI is an attractive and
straightforward approach to fast three-dimensional super-resolution imaging of biological sam-
ples.
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