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ABSTRACT

O

EMHFWLYH7KLVVWXG\FRPSDUHGWKHPDUJLQDOJDSLQWHUQDO¿WIUDFWXUHVWUHQJWKDQG
mode of fracture of CAD/CAM provisional crowns with that of direct provisional crowns.
0DWHULDODQG0HWKRGV$QXSSHUULJKW¿UVWSUHPRODUSKDQWRPWRRWKZDVSUHSDUHGIRUIXOO
ceramic crown following tooth preparation guidelines. The materials tested were: VITA CADTemp®, Polyetheretherketone “PEEK”, Telio CAD-Temp, and Protemp™4 (control group).
The crowns were divided into four groups (n=10), Group1: VITA CAD-Temp®, Group 2:
PEEK, Group 3: Telio CAD-Temp, and Group 4: Protemp™4. Each crown was investigated
IRUPDUJLQDODQGLQWHUQDO¿WIUDFWXUHVWUHQJWKDQGPRGHRIIUDFWXUH6WDWLVWLFDODQDO\VLV
was performed using GraphPad Prism software version 6.0. Results: The average marginal
gap was: VITA CAD-Temp® 60.61 (±9.99) μm, PEEK 46.75 (±8.26) μm, Telio CAD-Temp
56.10 (±5.65) μm, and Protemp™4 193.07(±35.96) μm (P<0.001). The average internal
¿WZDV9,7$&$'7HPS® 124.94 (±22.96) μm, PEEK 113.14 (±23.55) μm, Telio CAD-Temp
110.95 (±11.64) μm, and Protemp™4 143.48(±26.74) μm. The average fracture strength
was: VITA CAD-Temp® 361.01 (±21.61) N, PEEK 802.23 (±111.29) N, Telio CAD-Temp
719.24 (±95.17) N, and Protemp™4 416.40 (±69.14) N. One-way ANOVA test showed
DVWDWLVWLFDOO\VLJQL¿FDQWGLIIHUHQFHIRUPDUJLQDOJDSLQWHUQDOJDSDQGIUDFWXUHVWUHQJWK
between all groups (p<0.001). However, the mode of fracture showed no differences
between the groups (p>0.05). Conclusions: CAD/CAM fabricated provisional crowns
GHPRQVWUDWHGVXSHULRU¿WDQGEHWWHUVWUHQJWKWKDQGLUHFWSURYLVLRQDOFURZQV
Keywords: Temporary dental restoration. Dental marginal adaptation. CAD-CAM. Dental
impression technique. Dental crowns. Dental prosthesis.

INTRODUCTION

technology in dentistry has allowed the successful
use of different materials7. Using these systems to
IDEULFDWH¿[HGUHVWRUDWLRQVKDVJDLQHGSRSXODULW\
in comparison with conventional techniques 1.
In addition, this technology permits shaping of
materials with high precision that cannot be easily
carried out via a traditional method to make a dental
restoration, and this technology now includes the
fabrication of provisional restorations13.
Accurate provisional restorations are essential
and serve a number of functions including protection
of the pulpal tissues, bacterial contamination, and
preservation of periodontal tissues. In addition,
preventing rotation of the tooth from its normal
position in terms of supra or infra occlusion,

Provisional restorations are used as an
intermediate stage for short or long-term placement
on teeth between the time of tooth preparation until
WKH GH¿QLWLYH LQGLUHFW UHVWRUDWLRQV DUH IDEULFDWHG
and placed 4,23. The demand for tooth-colored
UHVWRUDWLRQV KDV VLJQL¿FDQWO\ LQFUHDVHG LQ UHFHQW
years because of improved techniques and patient’s
demand. Therefore, using various new restorative
materials, which have excellent mechanical
properties, are essential for both provisional and
GH¿QLWLYHUHVWRUDWLRQV1,9.
The emergence of computer-aided design/
computer-aided manufacture (CAD/CAM)
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maintaining esthetics and oral functions, such as
mastication and speech, is paramount1,16.
There are two major approaches for fabrication
of provisional crowns: direct and indirect methods.
A variety of new provisional blocks are available to
use with the CEREC3 CAD/CAM system (Sirona,
Bensheim, Germany). These materials can
withstand the milling process because of their
high strength7. However, conventional provisional
materials cannot be prepared via the milling
process, but require to be fabricated manually.
7KHUH DUH FHUWDLQ GLI¿FXOWLHV DVVRFLDWHG ZLWK WKLV
manual technique, for example, inadequate surface
WH[WXUHDQGLQVXI¿FLHQWPHFKDQLFDOSURSHUWLHVVXFK
DVÀH[XUDOVWUHQJWK1. It has been reported that CAD/
CAM provisional crowns were stronger and exhibited
better marginal accuracy than directly fabricated
bis-acryl composite crowns, especially following
thermal cycling. Therefore, using CAD/CAM may
resolve these issues26.
The aim of this study was to compare the
PDUJLQDO DQG LQWHUQDO ¿W IUDFWXUH VWUHQJWK DQG
mode of fracture of provisional CAD/CAM crowns
compared with chair side directly made provisional
crowns. The null hypothesis tested was twofold:
the CAD/CAM provisional crowns will have a better
PDUJLQDODQGLQWHUQDO¿WWKDQGLUHFWFRXQWHUSDUWV
In addition, the CAD/CAM provisional crowns will
provide superior strength to that of the directly
fabricated crowns.

methacrylate material Telio CAD-Temp (Ivoclar
Vivadent, Liechtenstein, Germany). Ten provisional
crowns were milled for each group. The correlation
mode was used with the spacer set at 10 microns for
the three CAD/CAM groups and the default milling
burs (1.2 mm cylinder bur, step bur) were used
for the milling of the crowns. Following milling, the
restorations were examined for the presence of any
defects or cracks.
A fourth group consisted of ten provisional crowns
made from ProtempTM4 (3M ESPE, Germany), which
comprised the direct fabrication technique. An
LPSUHVVLRQRIWKHXSSHUULJKW¿UVWSUHPRODUSKDQWRP
tooth was initially taken before any preparations
were made to serve as an index impression for the
fabrication of the provisional crowns. The materials
used were: heavy bodied materials (Aquasil putty,
blue and orange colour, Dentsply-Detrey GmbH,
Germany) and light bodied material (Aquasil LVTM,
green colour, Dentsply-Detrey GmbH, Germany);
the manufacturer’s instructions were followed. The
components of ProtempTM4 restorative material
were mixed through a self-mixing gun and
injected into the indexed impression. The indexed
impression was placed on the master die until the
mixed material completely set. Thus, ten direct
provisional crowns were made. The crowns were
¿QLVKHGDQGSROLVKHGXVLQJURWDU\UXEEHUFXSV 6RI
Lex™ Disc 3M ESPE, Germany) and were examined
to detect any defects circumferentially.

MATERIAL AND METHODS

0HDVXUHPHQWRIPDUJLQDO¿W

$Q XSSHU ULJKW ¿UVW SUHPRODU SKDQWRP WRRWK
(Frasaco A3, Frasaco Franz Sachs & Co., GmbH,
Germany) was prepared for a full ceramic crown with
1.5 mm occlusal reduction, the convergence angle
of the wall was prepared to be approximately 6° and
a round shoulder of 1 mm using a high speed hand
piece operating with water coolant. A paralleling
device (Nesor product LTD, Britain) was used during
the preparation to enhance reproducibility of the
preparation. An impression of the preparation was
fabricated with vinyl-polysiloxane (Dublisil 15, Dreve
Dentamid GmbH, Germany) to fabricate a master
die from polyurethane base resin (AlphaDieTMMF,
Schütz Labortechnik, Germany).
The CEREC InEos system (Sirona, Bensheim,
Germany) was used for scanning the preparation.
The preparation was powdered with scan spray
(Vita Zahnfabrik, Germany) using a propellant
to provide a thin, even layer of powder. The
preparation was then scanned and the crown
designed using the CEREC 3D v3.60 software.
The three CAD/CAM provisional blocks were used:
Acrylate polymer material VITA CAD-Temp® (VITA
Zahnfabrik, Germany), Polyethertherketone PEEK
(Invibio Biomaterial Company, UK), and Polymethyl

The marginal gap was evaluated by means of a
replica technique and a luting agent. A light-bodied
silicone rubber impression material (Aquasil LVTM,
green colour, Dentsply-Detrey GmbH, Germany)
was used for the purpose of cementation. Each
FURZQ ZDV ¿OOHG ZLWK WKH OLJKWERGLHG PDWHULDO
and placed on the corresponding replica with
a constant force of 40 N for 3 minutes using a
universal tensometer (Lloyd Universal Testing
Machine, LRX 2K5, Hants, UK). After setting of
the silicone material, the crowns were carefully
UHPRYHG IURP WKH PDVWHU GLH $ WKLQ ¿OP RI WKH
light bodied impression material was adhered to
the inner surface of the crown in all cases. In order
WRVXSSRUWWKHWKLQ¿OPDKHDY\ERGLHGPDWHULDO
of contrasting colours (Aquasil putty, blue and
orange colour, Dentsply-Detrey GmbH, Germany)
was used. After setting, an index was marked on a
heavy-bodied material to provide a consistent series
of locations (buccal, lingual, mesial, and distal) for
sectioning, and each silicone replica was sectioned
into smaller segments for microscopic examination.
7KHPDUJLQDOJDSDQGLQWHUQDO¿WZHUHPHDVXUHG
at nine different points both buccolingually and
mesiodistally using the AxioVision Rel Microsoft
Software (Carl Zeiss Microscopy version 4.7,
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Class I – Minimal fracture or crack in crown
Class II – Less than half of crown lost
Class III – Crown fracture through midline; half
of crown displaced or lost
Class IV – More than half of crown lost
Class V – Severe fracture of tooth and/or crown

*HUPDQ\ ZLWK;PDJQL¿FDWLRQ

Measurement of fracture strength
The crowns were cemented to the master
die using TempBond NE (Kerr, CA, USA) with a
standardized time of six minutes to allow for
complete setting of the cement. The cement was
mixed on a paper pad, following the manufacturer’s
LQVWUXFWLRQV 7KH FURZQV ZHUH ¿OOHG ZLWK FHPHQW
and seated on its corresponding master die. The
cemented crowns were subjected to a static loading
test after storage in water for 24 hours, without any
thermal or load cycling fatigue.
Samples were loaded under a standard
compression load at a crosshead speed of 1mm/
minute and the force recorded using the universal
testing machine (Lloyd Universal Testing Machine,
LRX 2K5, Hants, UK) with a 2500 Newton loaded
cell for three minutes. A plunger with a steel ball
(4.24 mm diameter) was used to transmit the
compressive force until fracture occurred. The ball
was positioned in the middle of the occlusal plane,
between the buccal and palatal cusps. A piece of
rubber dam was placed as a stress breaker between
each crown sample and the steel ball in order to
remove any potential stress concentration during
applying the load. Loading was continued until
fracture occurred and fracture loads were recorded.
$IWHU D ¿UVW ORDGLQJ WHVW WKH PDVWHU GLH ZKLFK
was fabricated from AlphaDie and represented
the abutment, was microscopically examined
(Wild M3Z, Heerbrugg, Switzerland) to detect any
deformation or cracks from occlusal surface and/
RU¿QLVKLQJOLQHFLUFXPIHUHQWLDOO\
The mode of fracture detected was also recorded
for all samples. This was recorded depending
on Burke’s classification, which comprises the
following categories according to the pattern of
crown fracture3.

Statistical analysis
All data about the different fabrication technique
and materials used were analyzed. The average of
PDUJLQDO JDS LQWHUQDO ¿W IUDFWXUH VWUHQJWK DQG
standard deviations were calculated using one-way
analysis of variance (ANOVA) followed by post hoc
tests (Tukey’s test). However, the data of mode
of fracture were compared using Kruskal-Wallis
non-parametric test. The p-value less than 0.05
S ZDVFRQVLGHUHGDVVWDWLVWLFDOO\VLJQL¿FDQW
All the graph, calculation, and statistical analyses
were performed using GraphPad Prism software
version 6.0 for Windows (GraphPad Software, San
Diego, California, USA).

RESULTS
Mean values and standard deviations (M±SD)
of the marginal gap, internal gap, and fracture
strength for all groups are graphically shown in
Figures 1-3.
The average marginal gap for each group
was: VITA CAD-Temp ®  ǋP 3((.
ǋP7HOLR&$'7HPSǋP
and Protemp™ǋP7KHVWDWLVWLFDO
analysis of the results indicated that there was
a statistically significant difference (p<0.001)
between the groups. The average internal fit
for each group was: VITA CAD-Temp ® group
 ǋP 3((. JURXS 
ǋP7HOLR&$'7HPSJURXSǋPDQG
Protemp™ JURXS  ǋP 7KH UHVXOWV

Figure 1- Bar graph showing the mean values and
standard deviation (SD) of the marginal gap for each
group of material. Means with the same letter are not
VLJQL¿FDQWO\ GLIIHUHQW 0HDQV ZLWK GLIIHUHQW OHWWHUV DUH
VLJQL¿FDQWO\GLIIHUHQW
J Appl Oral Sci.

Figure 2- Bar graph showing the mean values and
standard deviation (SD) of the internal gap for each
group of material. Means with the same letter are not
VLJQL¿FDQWO\ GLIIHUHQW 0HDQV ZLWK GLIIHUHQW OHWWHUV DUH
VLJQL¿FDQWO\GLIIHUHQW
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Figure 4- Bar graph showing the mode of failure for each
material. For all groups the majority of the crowns had a
Class III fracture, which is a fracture through the midline
Figure 3- Bar graph showing the mean values and
standard deviation (SD) of the fracture strength for each
group of material. Means with the same letter are not
VLJQL¿FDQWO\ GLIIHUHQW 0HDQV ZLWK GLIIHUHQW OHWWHUV DUH
VLJQL¿FDQWO\GLIIHUHQW

provisional chairside restorations, then their use
may be regarded as excessive.
$UHVWRUDWLRQGH¿QLWLYHRUSURYLVLRQDOLVUHJDUGHG
as successful when it exhibits a good marginal
DQGLQWHUQDO¿WDQGLVVWURQJHQRXJKWRZLWKVWDQG
the oral environment. Regarding the marginal
adaptation, this is critical in the case of provisional
UHVWRUDWLRQV VLQFH SRRU PDUJLQDO ¿W FDQ OHDG WR
LQÀDPPDWLRQRISHULRGRQWDOWLVVXHDVLWXDWLRQWKDW
FDQSRVWSRQHWKH¿WRIWKHGH¿QLWLYHUHVWRUDWLRQV,Q
literature there are different approaches to measure
the marginal gap of restorations. Two common
techniques to measure the marginal and internal
gap are measurement of embedded and sectioned
specimens, and measurement of the replica of the
marginal and internal gap2,10. The replica technique
is a non-invasive and valid technique to measure the
adaptation of a restoration to the tooth structure14.
In this study a replica technique that was used in
a previous study was applied in order to evaluate
the effectiveness of each material and method of
provisional crown fabrication25.
The mean marginal gap of the CEREC provisional
crowns reported in the current study ranged
EHWZHHQP7KHVH¿QGLQJVDUHIDUIURP
the theoretically based requirements according to
ZKLFK WKH FHPHQWDWLRQ ¿OP WKLFNQHVV VKRXOG EH
between 25-40 μm15. However, in the literature, the
marginal gaps reported for provisional crowns are
well above the gap reported in this study8. In this
study the marginal gap reported for ProtempTM4 was
lower to that previously reported6,24. However, this
could be due to the different methodology followed
in the current study, since a replica technique was
used to measure the marginal gap.
One of the problems reported for the directly
made provisional restorations is the marginal
discrepancies that occur due to polymerization
shrinkage 6,17 . This problem is significantly
greater with PMMA provisional materials and is
comparatively less with bis-acryl composite resin
materials27, but still poses a problem. CAD/CAM
provisional materials do not face this issue as the
restoration is milled from pre-polymerized blocks

RI WKH LQWHUQDO ¿W EHWZHHQ DOO JURXSV VKRZHG D
VWDWLVWLFDOO\ VLJQL¿FDQW GLIIHUHQFH S  7KH
average fracture strength of each group was: VITA
CAD-Temp® 361.01±21.61 N, PEEK 802.23±111.29
N, Telio CAD-Temp 719.24±95.17 N, and Protemp™4
416.40±69.14 N. The results of the fracture
strength between all groups showed a statistically
VLJQL¿FDQWGLIIHUHQFH S 
One-way ANOVA test indicated that for the
variables marginal gap, internal gap, and fracture
strength, the p-value was lower than 0.05 for all
the materials. Therefore, there was a statistically
VLJQL¿FDQWGLIIHUHQFHDPRQJWKHWHVWHGPDWHULDOV
However, the outcome of mode of fracture in the
current study showed that there was no statistically
VLJQL¿FDQWGLIIHUHQFHEHWZHHQWKHJURXSV S! 
as shown in Figure 4.

DISCUSSION
The purpose of this study was to investigate the
difference in performance of provisional crowns
that were fabricated either by a traditional direct
technique or with the more sophisticated indirect
CAD/CAM approach. The importance of precise
provisional restorations is generally accepted in
RUGHUIRUWKHGH¿QLWLYHUHVWRUDWLRQWR¿WDQGIXQFWLRQ
properly. In addition, there is certain evidence
that the CAD/CAM provisional restorations may
be superior to their direct counterparts22. The
introduction of provisional CAD/CAM restorations
promises a certainly easier method of fabrication
for the clinician, but also offers potentially stronger
provisional restorations. However, there may
be an impetuous to use CAD/CAM provisional
materials, these restorations comprise a more
expensive alternative to conventional directly made
provisional restorations. If the performance of these
restorations is similar to conventionally fabricated
J Appl Oral Sci.

261

2016;24(3):258-63

Comparative in vitro evaluation of CAD/CAM vs conventional provisional crowns

the fracture strength of these modern provisional
materials. Ivoclar Vivadent in an in vitro study has
reported that the fracture strength for Telio CADTemp and VITA CAD-Temp® were approximately
1170 N and 605 N respectively12. However, it has
been found that the fracture strength was about 300
N for anterior and 600 N for posterior crowns using
PEEK material11. The results reported in this study
differed from the above, which could be attributed
to the different methodology. Regarding the
fracture mode, the Kruskal-Wallis non-parametric
analysis showed that there was no statistically
VLJQL¿FDQW GLIIHUHQFH EHWZHHQ PDFKLQDEOH DQG
traditional provisional materials in the current study
(p>0.05). The highest number of Type II fracture
(less than half of crown fracture) was seen with
PEEK and Protemp™4. One of the limitations of
this study was that no fatigue loading was applied
to the restorations. The average cyclic load during
an individual life in an actual oral environment
may exceed 107 cycles, which can lead to up to
50% strength reduction, particularly in ceramic
restorations because of fatigue14,20,21. The intention
was to give a primary indication of the performance
of the currently available CAD/CAM materials.
However, in a study by Yao, et al.26 (2014), in which
provisional materials were tested for their marginal
adaptation prior to and after thermocycling, the
results reported prior to thermocycling were similar
to the results found in this study26. The next plan
of the work in assessing these restorations is to
subject them to more complex durability tests.

of the provisional material, in such a way that
any degree of polymerization shrinkage has taken
place during processing of the block. In this study,
the CAD/CAM provisional crowns demonstrated
lower marginal gaps compared with the direct
counterpart. This result was consistent with a study
by Yao, et al.26 (2014), in which it was found that
the CAD/CAM provisional crowns had lower marginal
gaps compared with direct provisional crowns26.
However, when comparing the values reported, the
marginal gap value in this study for Telio CAD-Temp
and VITA CAD-Temp® were lower. This could be due
to the different methodology followed by Yao, et
al.26 (2014), in which the crowns were cemented
with glass ionomer cement26. Another interesting
¿QGLQJLQWKHFXUUHQWVWXG\ZDVWKDWDVWDWLVWLFDOO\
VLJQL¿FDQWGLIIHUHQFH S ZDVIRXQGEHWZHHQ
the CAD/CAM provisional materials, with the VITA
CAD-Temp® demonstrating the highest average
marginal gap.
5HJDUGLQJWKHLQWHUQDO¿WRIWKHUHVWRUDWLRQVLW
ZDVIRXQGWKDWWKHUHZDVDVWDWLVWLFDOO\VLJQL¿FDQW
difference between the groups, with the Telio CADTemp group demonstrating the lower internal gap.
$IXUWKHULQWHUHVWLQJ¿QGLQJZDVWKDWIRUWKH&$'
CAM groups, the greater average internal gap was
found at the occlusal part of the restorations, while
for the direct provisional material a more universal
gap was found internally. This result was consistent
with a previous study25 and may be due to the
machining process of fabricating the crowns and
the shape of the milling burs.
In order to measure the fracture strength of
the provisional restorations, provisional cement
ZDVXVHGWR¿WWKHFURZQVWRVLPXODWHWKHFOLQLFDO
situation. The mean fracture strength reported
in this study ranged from 361-802 N. The PEEK
material demonstrated the highest fracture
resistance, while VITA CAD-Temp® demonstrated
WKHORZHVW$VWDWLVWLFDOO\VLJQL¿FDQWGLIIHUHQFHZDV
found between all groups (p<0.001). However,
DQRWKHU VWXG\ UHSRUWHG D QRQVLJQL¿FDQW UHVXOW
EHWZHHQ SURYLVLRQDO IDEULFDWHG &$'&$0 ¿[HG
GHQWDOSURVWKHVLVZLWKDGLUHFWO\PDGHJODVV¿EHU
material19.
The fracture strength exhibited by all tested
materials occurred at loads above the maximum
loads that can occur in the mouth in normal
situations. It has been found that the produced
force of a human is approximately 40 N during
swallowing; 170–881 N during chewing nuts, and
39–788 N for corresponding mastication loads. In
addition, this amount of force increases to optimum
range from 200-540 N in the posterior (molar)
region5,18,24. Therefore, these materials may not
be able to withstand extreme occlusal forces in the
oral environment.
Very little data exist in the literature regarding
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CONCLUSION
:LWKLQWKHOLPLWDWLRQVRIWKLVVWXG\WKH¿UVWSDUW
of the null hypothesis was partly accepted. The
CAD/CAM provisional crowns demonstrated superior
PDUJLQDO ¿W FRPSDUHG ZLWK WKH GLUHFW SURYLVLRQDO
crowns. The mean internal gap was lower for the
CAD/CAM groups; however, the internal gap was
more uniform for the direct provisional crowns.
Finally, the last part of the null hypothesis was
rejected because not all CAD/CAM provisional
crowns demonstrated superior fracture strength to
that of the direct provisional material.
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