
Received: 2012.02.08
Accepted: 2012.09.25

Published: 2013.01.21

Usefulness of phenotypic and genotypic 
methods for metallo-beta-lactamases detection 
in carbapenem-resistant Acinetobacter 
baumannii strains

 BCDEF Aleksandra Szejbach
 ABCDE Agnieszka Mikucka
 BDE Tomasz Bogiel
 EF Eugenia Gospodarek

Author’s address: Agnieszka Mikucka, e-mail: a.mikucka@cm.umk.pl
Source of support: This research was financially supported by the Nicolaus Copernicus University with funds from the mainte-
nance of the research potential of the Department of Microbiology

 Background: Acinetobacter baumannii is an opportunistic microorganism with an increasing role in nosocomial outbreaks. 
For the last 2 decades, a growing number of carbapenem-resistant A. baumannii strains have been identified, 
including the metallo-beta-lactamases (MBLs) producers. The study aimed to investigate the genetic related-
ness of, and MBLs production among, a collection of A. baumannii isolates from Poland.

 Material/Methods: This study involved 78 clinical isolates of carbapenem-resistant A. baumannii. Strain typing of the isolates was 
performed using PCR-RAPD. The presence of MBLs was phenotypically determined using different double disc 
synergy tests (DDST), the imipenem/EDTA combination disk test (CDT) and Etest MBL. blaIMP and blaVIM genes 
were detected using a duplex PCR assay.

 Results: The isolates were divided into 18 PCR-RAPD patterns. Among 18 examined isolates, 94.4% were MBL-positive 
by the phenotypic method relying on comparing the bacteria growth inhibition zones diameters between imipe-
nem/EDTA and imipenem discs, 88.9% using Etest MBL, 66.7% using the double disc synergy test with ceftazi-
dime, imipenem, meropenem and EDTA, and 88.9% using a corresponding method with 2-MPA. The existence 
of blaIMP was identified in 8 (10.3%) strains.

 Conclusions: MBLs production was an important mechanism of carbapenem resistance among A. baumannii isolates in 
Poland. Laboratories should routinely screen for MBLs among A. baumannii isolates.
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Background

Acinetobacter baumannii significantly contributes to nosoco-
mial infections [1]. The increasing rate of occurrence is main-
ly due to the ability of A. baumannii to survive in different 
environments, including nutritionally poor ones, and ability 
to acquire different antimicrobial resistance genes [2,3]. For 
the last 2 decades, increasing numbers of carbapenem-resis-
tant A. baumannii strains have been reported worldwide [4]. 
Resistance to carbapenems may result from metallo-beta-lac-
tamases (MBLs) synthesis, hydrolyzing almost all beta-lactam 
antibiotics. MBLs are not inhibited by classic beta-lactams in-
hibitors (clavulanic acid, tazobactam, sulbactam). However, 
MBLs use Zn2+ ions as cofactors and can therefore be inhibit-
ed in vitro by EDTA [5]. A. baumannii mainly produces the IMP-, 
VIM- and SIM-like MBLs enzymes [4]. NDM-1 has been also 
recently been described in A. baumannii [6]. MBLs-positive A. 
baumannii strains are a serious therapeutic problem due to 
co-resistance to numerous antibiotic groups and difficulties in 
treating the infections caused by them.

The aim of this study was to evaluate the antimicrobial sus-
ceptibility patterns of A. baumannii isolates obtained from 
Poland and to estimate their genetic relatedness and ability 
to synthesize MBLs.

Material and Methods

Bacterial strains

The study included 78 A. baumannii clinical isolates resistant to 
at least 1 carbapenem, collected between 2008 and 2009 from 
patients hospitalized at Dr. Antoni Jurasz University Hospital 
No. 1 in Bydgoszcz, Poland. One environmental isolate derived 
from the same hospital was also included. Identification of the 
isolates to the species level was done using the ID 32 E and 
API 20 NE (bioMérieux) tests, according to the manufactur-
er’s recommendations.

Antimicrobial susceptibility testing

Antimicrobial susceptibility testing for meropenem, imipen-
em, gentamicin, amikacin, tobramycin, ciprofloxacin, levoflox-
acin, and trimethoprim/sulfamethoxazole was performed by 
the agar disc diffusion method according to the recommen-
dations of the National Reference Centre for Antimicrobial 
Susceptibility Testing. Resistance to imipenem, meropenem 
and doripenem was also determined using Etest (bioMérieux) 
according to the manufacturer’s instructions. Results were in-
terpreted using clinical breakpoints as defined by the Clinical 
and Laboratory Standards Institute [7,8].

PCR-RAPD typing

DNA for PCR-RAPD typing purpose was isolated using 
GeneMATRIX Bacterial & Yeast Genomic DNA Purification Kit 
(EURx). PCR-RAPD reaction was conducted using the method 
previously described by Carr et al. with GCTTGTGAAC primer 
[9]. Final volume of the reaction (25 µl) consisted of 0.4 µl of 
Taq DNA polymerase (5 U/µl, Solis BioDyne), 2.5 µl of buffer 
B (0.8 M Tris-HCl, 0.2 M (NH4)2SO4, 0.2% w/v Tween-20, Solis 
BioDyne), 3.5 µl of MgCl2 (25mM, Solis BioDyne), 0.25 µl of 
dNTP mixture (20 mM, Solis BioDyne), 1.8 µl of 10 × primer (100 
pmol/µl, Genomed), 15.55 µl of water (Molecular Biology Grade 
Water, Eppendorf) and 1 µl of bacterial DNA. Amplification was 
done in a GeneAmp PCR System 2700 thermocycler (Applied 
Biosystems) according to the following temperature profile: 
first denaturation step at 92°C for 30 seconds, 34 cycles, each 
consisting of 3 steps at 92°C denaturation for 30 seconds, an-
nealing at 40°C for 1 minute and primer extension at 72°C for 
3 minutes. The final step included 30 seconds at 92°C, 1 min-
ute at 40°C, and the final extension of the primer for 10 min-
utes at 72°C. PCR-RAPD reaction products were separated by 
electrophoresis in 2% agarose gel (1xTBE) at 13.5 V/cm for 
2.5 hours in the SUB-CELL® GT (BioRad) apparatus. After the 
electrophoresis step, gel was stained with ethidium bromide 
solution for 20 minutes, washed for 20 minutes in deionized 
water and observed in UV light. Molecular sizes of the ob-
tained PCR-RAPD reaction products were compared to molec-
ular size marker 100–3000 bp (Solis BioDyne). Visualizations 
of the stained gel were collected on Gel Doc 2000 system and 
Quantity One program (BioRad).

Detection of MBLs

MBLs activity was phenotypically investigated using: (i) differ-
ent double disk synergy tests for ceftazidime, imipenem, and 
meropenem, along with EDTA or 2-mercaptopropionic acid (2-
MPA) discs (DDST); (ii) imipenem/EDTA combination disc test 
(CDT); and (iii) Etest MBL (bioMérieux). Bacterial suspension of 
0.5 MacFarland was placed on Mueller-Hinton agar in all MBLs 
detection methods. In double disc synergy tests with EDTA and 
2-MPA, ceftazidime (30 µg), imipenem (10 µg) and meropen-
em (10 µg) discs were placed 2 cm apart from the sterile disc 
with EDTA and 2-MPA addition, respectively. Bacteria inhibi-
tion zone deformation or enhancement for any used antibiotic 
disc from the side of MBLs inhibitor was interpreted separately 
as the A. baumannii strain’s ability to MBLs production in disc 
diffusion methods. At least 5 mm bacteria inhibition zone size 
enhancement for imipenem impregnated with EDTA was also 
interpreted as MBLs-positive strain in the method of compar-
ison inhibition zones diameters. Using Etest MBL imipenem 
and imipenem/EDTA MIC values ratio higher or equal to 8, or 
deformation of the inhibition zone, was interpreted as a pos-
itive result. P. aeruginosa strains producing IMP- or VIM-like 
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MBLs (carrying blaIMP or blaVIM genes) and ATCC 27853 served 
as positive and negative controls of the reaction, respectively. 
A duplex PCR assay was performed to detect the occurrence 
of IMP- and VIM-like MBLs genes as previously described [10]. 
PCR reaction products were separated by electrophoresis on 
1% agarose gel in 1xTBE at 9 V/cm for 1 hour in MINI SUB™ 
DNA CELL (BioRad) apparatus. Visualizations were recorded 
and documented in Gel Doc 2000 system using Quantity One 
(BioRad) program.

Results

About 85% of the isolates were obtained from patients from 
the Anesthesiology and Intensive Care Clinic, Pediatric Intensive 
Care Ward, and Pediatric Surgery Clinic. Most of the isolates 
were derived from throat and wound swabs and bronchoalve-
olar lavage (Figures 1, 2). Seventy-seven (~99%) of the isolates 
were multi-drug resistant (MDR), showing reduced suscepti-
bility to antimicrobial agents from ³3 classes regularly used 

for treatment. Resistance to at least 1 carbapenem was con-
firmed in all the isolates. Among the examined 78 carbapen-
em-resistant A. baumannii strains, 94.99% were resistant to 
meropenem, 89.7% to imipenem, and 88.5% to doripenem. All 
of the examined strains were resistant to amikacin and cipro-
floxacin, 98.7% to trimethoprim/sulfamethoxazole, 61.5% to 
levofloxacin, 53.4% to gentamicin, and 15.4% to netilmicin. 
Only 1 isolate (~1%) was resistant to tobramycin and colistin.

The genetic similarity analysis revealed 18 PCR-RAPD patterns 
(Figure 3). Five of the PCR-RAPD patterns were represented 
by 1 isolate/pattern, while 13 included ≥2 isolates/pattern.

Each double disc diffusion method with ceftazidime, imipen-
em, meropenem and EDTA revealed 66.7% of MBLs-positive 
strains. The enhancement of bacteria growth inhibition zones 
was strongest for imipenem and ceftazidime. Using the same 
method but with 2-MPA, 88.9% of the strains were classified 
as MBLs-positive and the deformation of the bacteria growth 
inhibition zones were observed more frequently for imipenem 
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Figure 1.  Origin of the examined carbapenem-
resistant A. baumannii (n=78) strains.
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Figure 2.  Clinical material that examined 
carbapenem-resistant A. baumannii 
(n=78) strains was isolated from.
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and meropenem. In the comparison method of bacterial growth 
inhibition zones diameters between imipenem/EDTA and imi-
penem discs, MBLs synthesis was revealed in 94.4% of the 
strains. Using Etest MBL, positive results were obtained for 
88.9% of strains (Table 1).

The presence of IMP-like MBLs coding genes was identified 
in 8 isolates, while none of the isolates contained the blaVIM-4 
gene. The blaIMP-like-positive isolates were mainly derived from 
patients of the Anesthesiology and Intensive Care Clinic.

Discussion

A. baumannii is an important opportunistic bacterial pathogen 
responsible for serious infections. The most common are: bac-
teremias, pneumonias, meningitis, urinary tract and wound in-
fections [1]. Carbapenem-resistant A. baumannii has increasing-
ly become a serious therapeutic problem worldwide [11–13]. 
In this regard, limited data has been published on carbapen-
em-resistant A. baumannii in Poland [14].

Genetic similarity analysis by PCR-RAPD revealed 18 different 
patterns among the isolates. The existence of isolates with un-
distinguished molecular patterns indicated the occurrence of 
bacterial spread between patients. The spread between differ-
ent hospital wards and clinics might be due to transfer of the 
patients or mediated by health-care personnel and/or medi-
cal devices [12]. This idea is supported by the isolation, from a 
bath-tub siphon trap, of an A. baumannii strain in which PCR-
RAPD pattern was observed, as well as strains derived from 
patients cured in 4 different wards.

Among the strains examined with phenotypic methods, the 
highest percentage of MBLs producers was obtained using 
the comparison method of bacterial growth inhibition zones 
between imipenem/EDTA and imipenem discs. The obtained 
results indicate high significance of MBLs in occurrence of A. 
baumannii resistance to carbapenems.

The existence of 18 MBLs-positive A. baumannii isolates was 
observed using phenotypic methods; 8 (44.4%) of them were 
confirmed as IMP-like enzymes producers. A study from Korea 
demonstrated that 48.4% of the A. baumannii isolates resistant 
to carbapenems produced blaIMP-1, while blaVIM was produced 
by only 3.2% of the isolates [15]. Another study reported the 
presence of blaIMP and blaVIM in 61% and 29% of A. baumannii 
isolates, respectively [16]. A. baumannii isolates with blaIMP-1 
gene were also described in Korea and Brasil [17,18]. The lack 
of blaVIM was similarly observed among isolates from India [19]. 
Lack of MBLs coding genes blaIMP-1 and blaVIM-4 in the isolates 
showing positive results in phenotypic methods probably in-
dicated the existence of other genes, like blaSIM [19]. The car-
bapenem-resistant A. baumannii strains with no phenotypic 
or genotypic sign of MBLs production may possess other en-
zymes mediating carbapenem resistance, such as OXA-type 
lactamases [19]. OXA-type carbapenemases belong to class D 
according to the classification of Ambler. OXA carbapenemas-
es inactivate penicillins and cephalosporins, and most of them 
also hydrolyze carbapenems [20]. Naturally occurring OXA car-
bapenemases are OXA-51-like enzymes. To date, up to 45 vari-
ants of OXA-51 have been identified in A. baumannii isolates 

Method 
Number/percentage of positive isolates)* Number/

percentage of 
positive isolatesIPM MEM CAZ

DDST using IPM, MEM, CAZ and EDTA disks 10/55.6% 1/5.6% 7/38.9% 12/66.7%

DDST using IPM, MEM, CAZ and 2-MPA disks 12/66.7% 8/44.4% 7/38.9% 16/88.9%

CDT 17/94.4%

Etest MBL 16/88.9%

Table 1. Detection of MBLs in 18 A. baumannii isolates from Poland.

* IPM – imipenem; MEM – meropenem; CAZ – ceftazidime.

Figure 3.  Gel electrophoresis of PCR-RAPD amplification products 
for the examined A. baumannii strains. M – DNA 
size marker of 100–3000 bp, lanes 1–19 numbers of 
examined strains.
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from medical centers worldwide [21]. Acquired OXA carbapen-
emases can be divided into 3 clusters, based upon the vari-
ant sequence homology: OXA-23, OXA-40, and OXA-58. These 
groups of enzymes are chromosomally and plasmid encoded [3].

Phenotypic methods have been previously reported to be sen-
sitive for the detection of MBLs in A. baumannii. The tech-
nique is very easy and economical and can be incorporated 
into the routine testing of any busy microbiology laboratory. 
The genotypic methods are based on analysis of genetic ma-
terial that is unique and invariable for every organism, in con-
trast to phenotypic features. PCR method is highly accurate 
and reliable. MBLs detection using the E-test and other phe-
notypic methods is not reliable because there can be false-
positive results [22].

Conclusions

A. baumannii isolates resistant to carbapenems are mainly 
obtained from throat and wound swab samples derived from 
patients of the Anesthesiology and Intensive Care Clinic and 
Pediatric Surgery Clinic.
The majority of the isolates are susceptible to colistin and 
tobramycin.
The CDT is the most sensitive of the phenotypic methods used 
for MBLs detection.
PCR-RAPD demonstrates a high level of genetic diversity 
among the isolates, although intra-hospital spread of some 
strains is noted.
MBL-coding genes represent an important mechanism of car-
bapenem resistance among A. baumannii isolates from Poland.
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