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Purpose: Implant stability at the time of surgery is crucial for the long-term success of dental implants. Primary stability is 
considered of paramount importance to achieve osseointegration. The purpose of the present study was to investigate the 
correlation between the insertion torque and primary stability of dental implants using artificial bone blocks with different 
bone densities and compositions to mimic different circumstances that are encountered in routine daily clinical settings.
Methods: In order to validate the objectives, various sized holes were made in bone blocks with different bone densities (#10, 
#20, #30, #40, and #50) using a surgical drill and insertion torque together with implant stability quotient (ISQ) values that 
were measured using the Osstell Mentor. The experimental groups under evaluation were subdivided into 5 subgroups ac-
cording to the circumstances.
Results: In group 1, the mean insertion torque and ISQ values increased as the density of the bone blocks increased.  For 
group 2, the mean insertion torque values decreased as the final drill size expanded, but this was not the case for the ISQ val-
ues. The mean insertion torque values in group 3 increased with the thickness of the cortical bone, and the same was true for 
the ISQ values. For group 4, the mean insertion torque values increased as the cancellous bone density increased, but the cor-
relation with the ISQ values was weak. Finally, in group 5, the mean insertion torque decreased as the final drill size increased, 
but the correlation with the ISQ value was weak.
Conclusions: Within the limitations of the study, it was concluded that primary stability does not simply depend on the in-
sertion torque, but also on the bone quality. 
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INTRODUCTION
 
Implant stability at the time of surgery is crucial for the 

long-term success of dental implants. Primary stability is 
considered of paramount importance to achieve osteointe-
gration [1]. Primary implant stability can be defined as a func-
tion of local bone quality and quantity, the geometry of an 

implant, the placement and surgical technique used, and the 
precise fit in the bone. Thus, primary implant stability is con-
sidered a significant parameter in achieving osseointegra-
tion, and the orchestration of the elements mentioned is cru-
cial for the long-term success of the implant [2,3].

Two main factors that influence primary stability of an im-
plant during placement are the amount of bone-implant 
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contact and the role of compressive stresses at the implant-
tissue interface. Such stresses may be beneficial for enhanc-
ing the primary stability of an implant, but they can reach a 
sufficiently high level to result in necrosis and local ischemia 
of the bone at the implant-tissue interface [4-6]. In the same 
respect, secondary stability can also be determined by the 
bone tissue response to the surgical trauma and the implant 
surface. The response is ultimately bone formation and re-
modeling at the implant interface leading to increased fixa-
tion and stability of the implant, although bone resorption 
resulting in implant failure can also occur during the initial 
healing period. In the literature, it is clear that surface rough-
ness may result in more bone at the implant interface as well 
as a higher resistance to torque. Poor fixation may lead to 
micromovements during implant healing, which can poten-
tially cause fibrous encapsulation and are associated with 
higher failure rates. Shorter healing periods are usually need-
ed for implants with good primary stability. On the other 
hand, implants with poor stability need longer healing peri-
ods to achieve sufficient gain in secondary stability. This sug-
gests the possibility of determining the length of the healing 
period on an individual basis, making implant treatment saf-
er, more effective, and less time-consuming in some cases [7].

Generally, clinicians evaluate primary stability using the 
percussion test or using their own perception during the in-
sertion process. However, the lack of precision has motivated 
the development of different methods to objectively evaluate 
primary stability; in particular, peak insertion torque (IT) and 
resonance frequency analysis (RFA) are the most used global-
ly. Clinically, RFA values or implant stability quotient (ISQ) 
values have been correlated with changes in implant stability 
during osseous healing. Thus, IT and ISQ values are thought 
to have a positive correlation [8,9]. However, the formula of 
higher IT torque translating into higher primary stability 

may not always be true because the quantity and quality of 
bone varies significantly among patients. Therefore, the pur-
pose of the present study was to investigate the correlation 
between IT and primary stability of dental implants using ar-
tificial bone blocks with different bone densities and compo-
sitions to mimic different circumstances that are encoun-
tered in routine daily clinical settings.

MATERIALS AND METHODS

Bone specimens
The bone block of solid rigid polyurethane foam (Sawbones, 

Vashon, WA, USA) with various bone densities (cancellous 
bone: #10, #20, #30; cortical bone: #50; and homogeneous 
bone: #10, #20, #30, #40) were used in the present study (Fig. 
1). Because the mean bone mineral density was 0.31 g/cm³ for 
the posterior maxilla and 0.55 g/cm³ for the anterior maxilla, 
polyurethane foam blocks with a bone density of 0.48 g/cm³ 
were chosen. Short fiber-filled epoxy sheets were used as a 
substitute for cortical bone. Because the mean cortical thick-
ness for the mandible was 2.22±0.47 mm and the mean cor-
tical bone thickness for the maxilla was 1.49±0.34 mm, the 
sheets with a corresponding thickness were selected [10]. The 
following five different cortical thicknesses were used: blocks 
without a cortical layer (only homogeneous bone), blocks 
with a 0.5 mm cortical thickness, blocks with a 1.0 mm corti-
cal thickness, blocks with a 1.5 mm cortical thickness, and 
blocks with a 2.0 mm cortical thickness.

Experimental design 
The experimental group under evaluation was subdivided 

into 5 subgroups according to the objectives. In group 1, the 
correlation between IT and implant stability according to the 
bone density was evaluated. Implants were placed in homo-
geneous bone blocks with different bone densities (#10, #20, 
#30, and #40) following osteotomy preparation with a final 
drill diameter of Ø3.6 mm. An increase in numerical size of 
the bone blocks represented an increase in the bone density. 
Measurement of the IT and ISQ values were repeated 20 
times for each bone density. In group 2, the correlation be-
tween the IT and implant stability according to the size of the 
final drill diameter used was evaluated. Homogeneous bone 
blocks with a density of #20 were used. 

The final drill diameters under evaluation were Ø2.7 mm, 
Ø3.0 mm, Ø3.3 mm, and Ø3.6 mm. The remaining process 
was identical to that for group 1. The objective of group 3 was 
to evaluate the correlation between the IT and implant sta-
bility according to the thickness of the cortical bone. Using 
bone blocks with a cortical density of #50 and cancellous 
density of #20, the cortical bone was manipulated to have a 

Figure 1. Photographic presentation of the bone block with various 
bone densities that were used in the present study.
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thickness of 0.5 mm, 1.0 mm, 1.5 mm and 2.0 mm. Again, the 
final drill diameter was Ø3.6 mm and identical steps were 
performed. 

The objective of group 4 was to evaluate the correlation be-
tween the IT and implant stability according to the cancel-
lous bone density by controlling the cortical bone thickness 
to 1.5 mm and using block bones with a uniform cortical 
density of #50. Only the density of the cancellous bone (#10, 
#20, and #30) was different in the bone blocks for group 4.

In group 5, the correlation between the IT and implant sta-
bility according to the size of the final drill diameter in the 
bone blocks with a uniform cortical thickness of 1.5 mm was 
evaluated. The density of the cortical bone (#50) and the can-
cellous bone (#20) was controlled. The final drill diameters 
were Ø3.0 mm, Ø3.3 mm, Ø3.6 mm, and Ø3.8 mm.

Osteotomy preparation and fixture installation 
All of the osteotomies were prepared with a gentle surgical 

technique using a surgical drill at a rotational speed of 800 
rpm with opious external cooling. The drill was fixed in a stan-

dard drilling set equipped for constant drilling. After drilling, 
the implant fixtures (Osstem Implant Co., Seoul, Korea) with a 
length of 11.5 mm and a diameter of 4.1 mm were placed in 
the prepared osteotomies. The diameter of the final drill was 
chosen and assigned according to the test protocol. The fol-
lowing diameters were used: Ø2.7 mm, Ø3.0 mm, Ø3.3 mm, 
Ø3.6 mm, and Ø3.8 mm (Fig. 2).

IT and RF measurements
During installation, the peak IT was measured for all of the 

implants (Fig. 3). Following the final seating of the fixtures, 
the stability of each implant was measured in ISQ units us-
ing the Osstell Mentor (Osstell, Göteborg, Sweden). The RF 
values were represented in the ISQ on a scale from 1 to 100 
and were averaged for each implant (Fig. 4). Each measure-
ment was performed up to 20 times [11-15].

Statistical analysis 
The IT and ISQ values were summarized using means and 

standard deviations. One-way analysis of variance was used 
to compare the mean IT and ISQ values. The Pearson’s cor-
relation coefficient was used to evaluate the correlation be-
tween the IT and the ISQ at implant placement. A P-value of 
<0.05 was considered statistically significant. Statistical anal-
ysis was performed using the IBM SPSS ver. 20.0 (IBM Co., 
Armonk, NY, USA) [16-22].

RESULTS

In group 1, the mean IT and ISQ value increased as the 
density of bone blocks increased, respectively (P=0.00 and 
P=0.00). The correlation between the two parameters was 
evaluated using Pearson’s correlation coefficient, and the re-
sults suggested a positive correlation (CQ=0.82, P=0.00), 
which was statistically significant (Table 1, Fig. 5). For group 2, 

Figure 4. Measurement of the implant stability quotient values us-
ing the Ostell Mentor (Osstell).

Figure 3. Torque measurement at fixture placement.

Figure 2. Photographic presentation of 
the fixture type used in the present study 
(SS II fixture, Osstem Implant Co.).
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Table 1. Correlation between the insertion torque and implant stability according to the bone density.

No.
Insertion torque (Ncm) ISQ value

Correlation
Average SD P-valuea) Average SD P-valuea)

Bone density 0.00 0.00 CQ=0.82, P=0.00
   #10 5   3.9 0.36 32.4 2.93
   #20 5 16.2 2.59 52.5 0.74
   #30 5 41.0 3.94 60.0 0.70
   #40 5 90.8 7.15 65.6 0.56

SD: standard deviation, ISQ: implant stability quotient, ANOVA: analysis of variance.
a)ANOVA.

Table 2. Correlation between the insertion torque and implant stability according to the final drill diameter.

No.
Insertion torque (Ncm) ISQ value

Correlation
Average SD P-valuea) Average SD P-valuea)

Final drill diameter 0.00 0.01 CQ=-0.07, P=0.77
   Ø2.7 mm 5 39.2 2.77 52.1 0.85
   Ø3.0 mm 5 35.4 1.95 53.9 0.64
   Ø3.3 mm 5 26.0 2.00 54.4 1.64
   Ø3.6 mm 5 16.2 2.56 52.5 0.74

SD: standard deviation, ISQ: implant stability quotient, ANOVA: analysis of variance.
a)ANOVA.

Figure 5. A diagram presenting the correlation between the inser-
tion torque (IT) and implant stability quotient (ISQ) values accord-
ing to the various bone densities tested in the present study. The in-
sertion torque increased according to the bone density, and the 
same was observed for the ISQ. The two variables appeared to have 
a strong positive correlation, which was statistically significant (cor-
relation coefficient=0.82).
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Figure 6. Diagram illustrating the relationship between the inser-
tion torque and implant stability quotient (ISQ) according to the 
various drill sizes under evaluation. The insertion torque (IT) de-
creased when the correlation with the ISQ value was weak and non-
significant (correlation coefficient=0.07).
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Table 3. Correlation between the insertion torque and implant stability according to the thickness of the cortical bone.

No.
Insertion torque (Ncm) ISQ value

Correlation
Averge SD P-valuea) Average SD P-valuea)

Cortical bone thickness 0.00 0.00 CQ=0.84, P=0.00
   0.5 mm 5 9.20 1.63 54.4 1.34
   1.0 mm 5 12.0 1.58 55.7 1.68
   1.5 mm 5 24.8 2.86 57.9 0.51
   2.0 mm 5 25.4 3.97 57.9 0.45

SD: standard deviation, ISQ: implant stability quotient, ANOVA: analysis of variance.
a)ANOVA.
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Table 4. Correlation between the insertion torque and implant stability according to the cancellous bone density with cortical bone.

No.
Insertion torque (Ncm) ISQ value

Correlation
Average SD P-valuea) Average SD P-valuea)

Cancellous bone density 0.00 0.015 CQ=0.45, P=0.09
   #10 5 19.6 1.14 59.8 1.59
   #20 5 24.8 2.86 57.9 0.51
   #30 5 51.0 5.34 60.8 1.56

SD: standard deviation, ISQ: implant stability quotient, ANOVA: analysis of variance.
a)ANOVA.

the mean IT values decreased as the final drill size expanded, 
but this was not the case for the ISQ values. The mean ISQ 
values showed limited change as the drill size increased. The 
correlation coefficient between the IT and ISQ value was 
-0.07 with a P-value of 0.77, but it was considered nonsignifi-
cant (Table 2, Fig. 6). The mean IT values in group 3 increased 
according to the thickness of the cortical bone, and the same 
was true for the ISQ values as well. It was also shown that the 
two parameters had a stronger linear relationship (CQ=0.84) 
with the values reaching statistical significance (P=0.00) (Ta-
ble 3, Fig. 7). For group 4, the mean IT values increased as the 
cancellous bone density increased (P=0.00), but the correla-
tion with the ISQ values was weak (CQ=0.45) and nonsignifi-

Figure 8. Insertion torque (IT) increased according to the bone den-
sity, while the correlation with the implant stability quotient (ISQ) 
value was weak and non-significant (correlation coefficient=0.45).
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Table 5. Correlation between the insertion torque and implant stability according to the final drill diameter with cortical bone.

No.
Insertion torque (Ncm) ISQ value

Correlation
Average SD P-valuea) Average SD P-valuea)

Final drill diameter 0.00 0.02 CQ=0.57, P=0.01
   Ø3.0 mm 5 36.4 4.04 58.9 1.33
   Ø3.3 mm 5 32.8 5.97 58.7 0.58
   Ø3.6 mm 5 24.8 2.86 58.0 1.48
   Ø3.8 mm 5 16.2 2.17 56.8 1.33

SD: standard deviation, ISQ: implant stability quotient, ANOVA: analysis of variance.
a)ANOVA.

Figure 7. The insertion torque (IT) increased according to the thick-
ness of the cortical bone, as did the implant stability quotient (ISQ) 
value. The two variables had a stronger positive correlation (correla-
tion coefficient=0.84) with statistically significant values.
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Figure 9. Insertion torque (IT) decreased according to the size of 
the final drill, but the correlation (correlation coefficient=0.57) with 
the implant stability quotient (ISQ) value was weak and nonsignifi-
cant. 
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cant (P=0.09) (Table 4, Fig. 8). Finally, in group 5 the mean IT 
decreased according to the final drill size (P=0.00), but the 
correlation with the ISQ value was weak (CQ=0.57) and was 
non-significant (Table 5, Fig. 9).

DISCUSSION

The aim of the present study was to investigate the correla-
tion between the IT and primary stability of dental implants 
through the IT test, and RFA analysis was performed using 
artificial bone blocks that simulated different circumstances 
that can ioccur in clinical practice. In general, primary im-
plant stability is considered the most important factor in a 
successful implant treatment, and the distinct ranges of im-
plant primary stability have been distinguished by the reso-
nance frequency method [23-27]. Thus, RFA was used instead 
of the Periotest as a method to measure implant stability. 

The results of the present study showed that the IT and ini-
tial stability increased according to the increase in the bone 
density, resulting in a strong positive correlation. In other 
words, the initial stability was shown to be highly dependent 
on the bone density. The IT also increased according to the 
thickness of the cortical bone, and a slight increase was ob-
served for initial stability. This shows that the volume of high 
dense cortical bone affects the initial stability and it corrobo-
rates a recent study in which the same artificial bone model 
was used. In that study, an increase in the mean IT values was 
observed when the bone blocks with only trabecular bone 
(without a cortical layer) were compared to the groups with a 
cortical layer of 1 mm, 1 to 2 mm, and 2.5 mm [10].

The results from group 4 did not deviate much from group 
2, which may suggest that the density of cancellous bone may 
have an impact on IT, but may have a limited effect on prima-
ry stability. This may indicate that the thickness of cortical 
bone or the cortical outer layer functions as the primary de-
terminant for primary stability. This was also reflected in the 
results of groups 2, 4, and 5, where the correlation between 
the two parameters was weak. Therefore, the only factors that 
showed a positive correlation between the IT and the ISQ val-
ue were the bone density and thickness of the cortical bone.

In testing the impact of the final drill size, the IT decreased 
as the drill size expanded, but the initial stability showed lim-
ited change. This showed that initial stability cannot be ac-
quired by simply reducing the diameter of the final drill in 
attempts to increase the IT. Biologic and anatomical conse-
quences such as the thickness of cortical bone seem to be 
significant factors affecting primary stability, and estimation 
of bone density and the optimal selection of drill size are im-
portant. 
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