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Effect of different photo-initiators and 
light curing units on degree of conversion 
of composites

Abstract: The aim of this study was to evaluate: (i) the absorption of 
photo-initiators and emission spectra of light curing units (LCUs); and 
(ii) the degree of conversion (DC) of experimental composites formu-
lated with different photo-initiators when activated by different LCUs. 
Blends of BisGMA, UDMA, BisEMA and TEGDMA with camphorqui-
none (CQ) and/ or 1-phenyl-1,2-propanedione (PPD) were prepared. Di-
methylaminoethyl methacrylate (DMAEMA) was used as co-initiator. 
Each mixture was loaded with 65 wt% of silanated filler particles. One 
quartz-tungsten-halogen – QTH (XL 2500, 3M/ESPE) and two light-
emitting diode (LED) LCUs (UltraBlue IS, DMC and UltraLume LED 5, 
Ultradent) were used for activation procedures. Irradiance (mW/cm²) was 
calculated by the ratio of the output power by the area of the tip, and 
spectral distribution with a spectrometer (USB 2000). The absorption 
curve of each photo-initiator was determined using a spectrophotom-
eter (Varian Cary 5G). DC was assessed by Fourier transformed infra-
red spectroscopy. Data were submitted to two-way ANOVA and Tukey’s 
test (5%). No significant difference was found for DC values when using 
LED LCUs regardless of the photo-initiator type. However, PPD showed 
significantly lower DC values than composites with CQ when irradiated 
with QTH. PPD produced DC values similar to those of CQ, but it was 
dependent on the LCU type.

Descriptors: Composite resins; Curing lights, dental; Dental materials.

Introduction 
Since the introduction of visible-light activated composites cam-

phorquinone (CQ) has been widespread used as the principal photo-ini-
tiator molecule.1,2 However, CQ is a solid yellow compound and large 
amounts of it in resin formulations might lead to undesirable yellowing, 
which affects the final esthetic appearance of the cured material.3-5 Thus, 
researchers have tested different photo-initiators in the organic matrix to 
substitute, or act synergistically with CQ.4,6-8

The 1-Phenyl-1,2- Propanedione (PPD) has been suggested as a way to 
improve the polymerization kinetics and to reduce the “yellowing effect” 
of the photo-initiator. The absorption peak of this molecule is mainly 
in the near UV-Vis region and extends slightly into the visible region.9 
However, many LCUs are available on the market and each one emits 
light in different regions of the spectrum. Therefore, there could not be 
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a suitable correlation between the absorption spec-
tra of the photo-initiators and the emission spec-
trum of the LCUs. Quartz-tungsten-halogen (QTH) 
LCUs have several drawbacks when compared with 
the light-emitting diodes (LEDs),10 such as relatively 
shorter efficient working life span; heat production 
and filters degradation with time. However, due to 
the narrow emission spectrum by second generation 
LEDs, some photo-initiators present in composites 
might not be activated. Therefore, LEDs that emit 
wider spectrum have been developed.11

Due to the lack of outcomes regarding the use 
of different photo-initiator systems combined with 
different LCUs, it is necessary to evaluate the effect 
of these factors on the resultant polymer properties. 
Therefore, the specific aims of this study were:

to evaluate the absorption of photo-initiators and 
emission spectra of light curing units; and 
to evaluate the degree of conversion (DC), which 
determines the final properties of composites;12 
of experimental composites with different photo-
initiators, photo-activated by LEDs and QTH.
The hypotheses tested were that:
PPD could produce polymers with DC values 
similar to those produced by CQ, regardless of 
the LCU tested; 
the use of LED with wider emission spectrum 
generates the highest DC values regardless of the 
photo-initiator type; and
the association PPD/CQ could produce polymers 
with higher DC than that of each photo-initiator 
by itself, regardless of the LCU tested.

Material and Methods
Resin preparation

Three experimental composite formulations were 
tested in this study. The resin matrix for all for-

1.

2.

1.

2.

3.

mulations consisted of a combination of bisphenol 
glycidyl methacrylate – 29.0 wt% (BisGMA – Sig-
ma-Aldrich Inc., St. Louis, MO, USA), urethane di-
methacrylate – 32.5 wt% (UDMA - Sigma-Aldrich 
Inc., St. Louis, MO, USA), bisphenol ethoxylate di-
methacrylate – 32.5 wt% (BisEMA - Sigma-Aldrich 
Inc., St. Louis, MO, USA) and triethyleneglycol 
dimethacrylate – 6.0 wt% (TEGDMA - Sigma-Al-
drich Inc., St. Louis, MO, USA). Composites were 
loaded with 65 wt% silanated filler (20 wt% silica 
with 0.04 µm and 80 wt% Ba-Al-silicate glass with 
0.5 µm – FGM, Joinville, SC, Brazil). 

The only difference among the composites was 
the photo-initiator system (Camphorquinone – CQ 
or 1-Phenyl-1,2-Propanedione; Sigma-Aldrich Inc., 
St. Louis, MO, USA), whereas dimethylaminoethyl 
methacrylate (DMAEMA - Sigma-Aldrich Inc., St. 
Louis, MO, USA) was always used as co-initiator. 
Therefore, the following photo-initiator systems 
were tested: 

CQ (0.4 wt%) and DMAEMA (0.8 wt%);
PPD (0.4 wt%) and DMAEMA (0.8 wt%); and
CQ (0.2 wt%) + PPD (0.2 wt%) and DMAEMA 
(0.8 wt%).

Light curing units 
Table 1 gives details of the LCUs used in the 

study. The diameter of the LCU tips was standard-
ized at 7 mm by using a black cover with circular 
hole in the middle. Subsequently, the output power 
(mW) of each LCU was measured with a calibrated 
power meter (Ophir Optronics, Har-Hotzvim, Je-
rusalém, Israel). Thus, the light irradiance (mW/cm²) 
was determined by dividing the output power by the 
tip area. 

Spectral distributions were obtained by using a 
calibrated spectrometer (USB2000, Ocean Optics, 

a.
b.
c.

LCU Manufacturer Type
Tip diameter  

(mm)
Irradiance 
(mW/cm²)

Radiant exposure 
(J/cm²) 

XL 2500 3M/ESPE, St. Paul, MN, USA QTH 7 935 35.5

UltraBlue IS
DMC Equip, São Carlos, 

SP, Brazil
LED 7.5 597 35.8

UltraLume 
LED 5

Ultradent Products Inc., 
South Jordan, Utah, USA

LED 11 x 7 1,315 35.5

Table 1 - LCUs 
used in the study.
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Dunedin, FL, USA). The irradiance and the spectral 
distribution data were integrated using the Origin 
6.0 software (OriginLab Northampton, MA, USA).

All LCUs were analyzed with the standardization 
of the tip, for the complete certainty that the black 
cover would not affect the quality of light emission, 
mainly of Ultra Lume LED 5.

Photo-initiators
The photo-initiators CQ (Sigma-Aldrich Inc., St. 

Louis, MO, USA) and PPD (Sigma-Aldrich Inc., St. 
Louis, MO, USA) were used as received. Absorption 
spectra were determined using a UV-Vis spectropho-
tometer (Varian Cary 5G, Sidney, New South Wales, 
Australia). Only the visible and near UV range was 
of interest (350-550 nm), as this range reflects the 
emission of most LCUs. Absorption spectra were re-
corded for each photo-initiator separately (CQ and 
PPD).

Degree of conversion
The composite prepared for FTIR spectroscopy 

analysis (Bomem, model MB-102, Montreal, Que-
bec, Canada) was applied in a circular mold (7 mm 
inner diameter and 1 mm height), and photo-acti-
vated. Photo-activation was performed using differ-
ent times to maintain the radiant exposure (Table 
1).

After 24 h, at 37°C and light protected, each 
specimen was finely pulverized by using a hard tis-
sue-grinding machine (Marconi, model MA590, Pi-
racicaba, SP, Brazil). After that, 10 mg of the ground 
powder was mixed with 100 mg of KBr (Aldrich, 
Milwaukee, WI, USA) powder salt. This mixture 
was placed into a pelleting device (Aldrich, Milwau-
kee, WI, USA) and then pressed in a hydraulic press 
(Carver Laboratory Press, model 3648, Wabash, St. 
Morris, USA) with a load of 8 tons to obtain a pel-
let. This pellet was then placed in a holder attach-
ment within the spectrophotometer (Bomem, model 
MB-102, Montreal, Quebec, Canada) for analysis. 
The uncured composite was analyzed using a metal 
siliceous window. 

The measurements were recorded in absorbance 
mode with a FTIR spectrometer (Bomem, model 
MB-102, Montreal, Quebec, Canada) operating un-

der the following conditions: 300-4000 cm-1 wave-
length; 4 cm-1 resolution; 32 scans. The percentage 
of unreacted carbon–carbon double bonds (C=C) 
was determined from the ratio of absorbance intensi-
ties of aliphatic C=C (peak at 1638 cm-1) against the 
internal standard (aromatic C-C, peak at 1608 cm-1)  
before and after curing the specimen. The degree 
of conversion was determined by subtracting the % 
C=C from 100%. All experiments were carried out 
in triplicate.

Statistical analysis 
Data was statistically evaluated using a two-way 

analysis of variance (ANOVA). Comparisons were 
conducted using Tukey’s test (p ≤ 0.05). 

Results
Photo-initiators and Light Curing Units

The spectra of the photo-initiators and LCUs 
used in this study are shown in Graph 1. The Ul-
traLume 5 showed the highest irradiance values 
(1315 mW/cm²), with emission peak at 454 nm, 
whereas UltraBlue IS presented the lowest irradi-
ance values (597 mW/cm²), with emission peak 
at 456 nm. XL 2500 showed intermediary values 
(935 mW/cm²), with emission peak at 484 nm. The 
light absorption analysis of dental photo-initiators 
showed that CQ exhibited an absorption centered 
in the blue region of the light spectrum, with Absmax 
at 470 nm, while PPD initiates the curve in the UV 
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Graph 1 - LCUs and photo-initiators spectra.
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region, with Absmax at 398 nm; its absorption ex-
tended into the visible region.

Degree of conversion
Table 2 shows the mean DC values of compos-

ites formulated with different types of photo-initia-
tor (CQ, PPD or CQ/PPD) when photo-activated by 
the three different light curing units. DC for com-
posites formulated with CQ and CQ/PPD was not 
dependent on the LCU used. However, UltraLume 
5 LED promoted higher DC than XL2500 for mate-
rial containing PPD only. UltraBlue IS did not differ 
from the others. When XL2500 was used, compos-
ite formulated with CQ presented higher DC than 
those with PPD or CQ/PPD, which did not differ 
between them. With UltraBlue IS and UltraLume 5 
LCUs there were no significant differences among 
the three types of photo-initiator.

Discussion
Most photo-initiators formulated for commer-

cial dental resins consist of two-components:(i) the 
photo-initiator [typically a camphorquinone, (CQ)] 
which can absorb light directly and (ii) a co-initia-
tor (typically an amine) that does not absorb light 
but interacts with the activated photo-initiator to 
generate a reactive free radical and initiates polym-
erization. CQ is a typical visible light-activated free 
radical photo-initiator with an absorbance range be-
tween 400 and 500 nm. However, it has some draw-
backs such as low polymerization efficiency, toxicity 
and may compromise the esthetics of dental com-
posite restorations due to the influence of residual, 
un-reacted CQ molecules.13

PPD was chosen because it is also used in some 
dental composites, despite its light absorption peak 
at 398 nm. Because of the latter, PPD is a better UV 

initiator than an efficient visible light photo-initia-
tor. Even so, he is used in composite resins by pos-
sessing larger extinction coefficient that CQ. Extinc-
tion coefficient is the probability of light absorption 
by a molecule.9,14

 Both of these photo-initiators (CQ and PPD) 
can be used without any co-initiator in light curable 
dental composites, but to decrease their concentra-
tions they are used with different co-initiators. The 
reason is simply that too high of a photo-initiator 
concentration affects the color of the dental com-
posite. Therefore, to enhance the photo-initiator ef-
ficiency at lower concentrations, different co-initia-
tors are added.3,7,13,15

The co-initiator (DMAEMA) was used in the 
proportion 2:1 (co-initiator / photo-initiator, respec-
tively) in agreement with other studies that found 
larger degree of conversion values in that propor-
tion, when DMAEMA was used with CQ.16-17 When 
the amine concentration is lower than that of CQ, 
the spontaneous collision of the two substances be-
comes difficult owing to the small quantity of amine 
in the reaction. In this case, some molecules of CQ 
in triplet state return to their fundamental state, 
reducing the generation of free radicals. When the 
amine concentration is higher than that of CQ, the 
production of radicals depends solely on the reac-
tivity of the system, since the collision of molecules 
will occur because of the excess of amine.18 That is 
why the amine was also used with the PPD, so that 
a comparison of the two photoinitiators in the same 
conditions could be made, even if it favored CQ. 
That way, if the PPD obtained good results, it could 
be an alternative to CQ. 

Degree of conversion is an important parameter 
influencing the final physical and biological proper-
ties of composites.19-20 Lower conversion values may 

Composites with 
photoinitiators

XL 2500 UltraBlue IS UltraLume 5

DC% sd DC% sd DC% sd

CQ 65.1 A,a 0.6 62.8 A,a 1.4 63.0 A,a 1.6

PPD 58.8 B,b 1.8  61.6 A,ab 0.6 62.9 A,a 2.0

CQ/PPD 61.4 B,a 2.1 60.9 A,a 1.2 62.6 A,a 0.5

Means followed by different capital letters in the same column, and small letters in the same line, were signifi-
cantly different (p < 0.05).

Table 2 - Degree of conversion 
of resin composites formulated 

with different photo-initiator types 
(CQ, PPD or CQ/PPD) when 

photo-activated by three different 
light curing units (QTH XL 2500, 
UltraBlue IS LED and UltraLume 

5 LED).
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also result in a depletion of leachable, unreached 
material at the restoration surface, increasing the 
biological impact of the material.21 This study 
evaluated the emission of LCUs and the absorption 
spectra of photo-initiators in order to determine 
the influence of the relationship between LCUs and 
spectra of the photo-initiators on the final DC of 
dental composites. 

According to the FTIR analyses, both the LEDs 
were capable of activating the initiation process 
for all materials, irrespective of the photo-initiator 
type. However, when the QTH LCU was used, com-
posite formulated with PPD produced a lower DC 
than that achieved with CQ. Consequently, the first 
and the second hypotheses were rejected, since the 
QTH produced lower DC values for PPD, and the 
UltraLume 5 produced the same DC values as those 
of the other LCUs for composites formulated with 
CQ and PPD.

Because UltraBlue IS’s light emission peak is 
shifted (456 nm), it presented a good correlation 
with PPD. It might be suggested that its higher light 
output in shorter wavelengths (456 nm) entails a 
larger availability of photons in the higher energy 
absorption region of the PPD photo-initiator, thus 
contributing to produce better conversion results 
than those obtained by using a conventional QTH 
LCU.

Based on the spectral analyses of the LCUs, 
it was possible to verify that the light emission in 
wavelengths below 470 nm (which is the area where 
PPD absorbs more light) was around 472 mW/cm² 

of a total of 935 mW/cm² for XL 2500, 466.3 mW/
cm² of a total of 597 mW/cm² for UltraBlue IS, and 
1,102 mW/cm² of a total of 1,315 mW/cm² for Ul-
traLume 5. These light irradiance values represent 
50.5%, 78.1%, and 83.8%, respectively, of the total 
irradiance emitted from each LCU, showing that the 
LEDs emit a larger amount of light in the area of the 
spectrum where PPD absorbs light than the QTH 
LCU. These outcomes corroborate the DC results, 
in which higher values were produced by the LED 
LCUs than QTH for the formulation with PPD. 
Neumann et al.22 (2005) also found better correla-
tion of spectra between PPD and a LED LCU than 
with a QTH LCU.

The radiant exposure (defined as irradiance x 
time) of each LCU in the area of the spectrum be-
low 470 nm was 17.9 J/cm²; 28 J/cm² and 29.8 J/cm² 
for XL 2500, UltraBlue IS and UltraLume 5, respec-
tively (Graph 2). These results show that even when 
maintaining the total radiant exposure constant 
(in the present study it was maintained at approxi-
mately 35.5 J/cm²) different results will be found in 
different areas of the spectrum due to the different 
emission profiles of each LCU. Therefore, although 
radiant exposure has enormous importance,23 the 
correlation between the absorption spectrum of the 
photo-initiator and the emission spectrum of the 
LCU also plays an essential role. Previous studies 
show similar outcomes. For example, Stahl et al.24 

(2000) analyzed two LCUs: a QTH and a LED, and 
found that both produced similar flexural strength 
and flexural modulus despite LED emitting irradi-
ance values 2.2 times lower than that of QTH.

Although QTH demonstrates a wider spectrum 
than LED UltraBlue IS, the latter emits higher ir-
radiance values than the former in the area below 
470 nm. This implicates higher number of photons 
available in the area of major absorption by the PPD 
molecules, contributing to better DC results when 
this light is used. UltraLume 5 has a wide spectrum 
of light emission due to the presence of additional 
LEDs that emit light in the UV-Vis area (the smaller 
peak), with maxim light emission at 454 nm.

According to the results of the present study, the 

Graph 2 - Radiant exposure for LCUs in the better spectral 
regions for absorption of photo-initiator CQ (450-490 nm) 
and PPD (< 470 nm).

Ra
di

an
t e

xp
os

ur
e 

(J
/c

m
2 )

XL 2500 UltraBlue IS

LCUs

UltraLume 5
0

5

10

15

20

25

30

35

<470 nm

450-490 nm



Effect of different photo-initiators and light curing units on degree of conversion of composites

Braz Oral Res. 2010 Jul-Sep;24(3):263-70268

DC produced by the formulation containing CQ was 
not dependent on the LCU used for lighting. This 
is probably because the radiant exposure values in 
the 450-490 nm range, which is the area of major 
absorption by CQ,25,26 was very similar among the 
LCUs tested (20.8 J/cm²; 25.7 J/cm² and 21.1 J/cm² 
for XL 2500, UltraBlue IS and UltraLume 5, respec-
tively). (Graph 2)

In addition to the correlation between LCU and 
photo-initiator, the differences in the generation of 
free radicals can also influence the values of DC. 
Without amine co-initiators, the CQ photo-decom-
poses slower than PPD probably due to the differ-
ent mechanisms of free-radical development. For 
PPD, the photolysis of diketone leads to the cleav-
age of the C–C bond between the two carbonyl 
groups, resulting in two radicals. For CQ, the two 
carbonyl radicals are structurally bonded to each 
other and, consequently, the probability of recom-
bination in CQ is greater than that in PPD.4 On the 
other hand, the rate of free-radicals development 
for PPD is lower than that of CQ when amine co-
initiators are added.6,27 Since the current study used 
an amine:photoinitiator proportion of the 2:1, the 

CQ might have been benefited. PPD could be more 
efficient than CQ in forming radical species by the 
photocleavage pathway, whereas for CQ the action 
mechanism is an electron/proton transfer process. 
(Figure 1)

It was expected that the use of CQ and PPD to-
gether might produce the highest DC values, since 
they could use different mechanisms for free radi-
cal formation and because their combination might 
produce a wider absorption profile.4 However, the 
association of PPD with CQ did not produce higher 
DC values, but reduced DC when QTH was used. 
This result probably occurred due to the concen-
tration of photo-initiator used. Park et al.4 (1999) 
found better results of DC when CQ and PPD were 
used in the proportion of 1:1. Although the authors 
used the same CQ:PPD ratio as in the current study, 
a much higher concentration was applied (1.8 wt%, 
while in this study it was 0.4 wt%). The authors re-
ported that the mixture of CQ with PPD resulted in 
a final conversion greater than that measured by the 
same concentration of either photo-sensitizer used 
alone. However, the authors used N,N-cyanoethyl-
methylaniline co-initiator and a commercial halogen 

Figure 1 - Structure of CQ and 
PPD and visible light-activated 

free-radical generation pathway.
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curing lamp which emits in the wavelength range 
380–520 nm. Therefore, the synergistic effect of the 
CQ/PPD mixture reported by Park et al.4 (1999) may 
be attributed to the use of a more reactive co-initia-
tor and a more efficient utilization of photon energy 
due to a larger overlap of the spectral distribution of 
the halogen curing lamp used by those authors with 
the combined photo-sensitizer absorption spectra. 
Consequently, the third hypothesis was rejected.

The results of this study showed that PPD has 
potential as an efficient visible light photo-sensitiz-
er. However, it is dependent on the LCU used for 
photo-activation.

Conclusion
Considering the limitations of study, the three 

hypotheses were not accepted.

The photo-initiator PPD produced DC values 
similar to those produced by CQ when LEDs LCUs 
were used. When QTH LCU was used, the compos-
ite resin with PPD only had a smaller DC value. The 
use of LED with a wider emission spectrum (Ultra-
Lume LED 5) did not generate the highest DC val-
ues for the composite resins used, but the same DC 
values. The association PPD/CQ did not produce 
polymers with higher DC values than that of each 
photo-initiator by itself.
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