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ABSTRACT
Background. The coronary venous system is an increasingly frequent target of
minimally invasive cardiac procedures. The purpose of this paper is to assess the
anatomical barriers in the right atrium to coronary sinus cannulation.
Methods. We examined the anatomy of the right atrium, coronary sinus ostium,
inferior and superior vena cava ostia in 110 randomly selected autopsied human hearts
of both sexes (27% females; mean age 49.2±17.5 years).
Results. The Eustachian valve was present in 79 cases (71.8%) with mean height
= 4.9±2.6mm. The valve was perforated in 11 cases (13.9%). It is typically too small to
hinder the coronary sinus catheterization, but in some cases (about 2%) a significantly
protruding valvemay be an obstacle. Chiari’s network (4.6%) is not a barrier to catheter
entry into the right atrium butmay significantly impede further catheter manipulations
inside the heart venous system. A typical Thebesian valve leaves enough space for the
passage of the standard catheter to the coronary sinus.
Discussion.Detailed anatomy of various anatomical structures within the right atrium
that could play a potential role in coronary sinus cannulation is discussed.

Subjects Anatomy and Physiology, Cardiology
Keywords Thebesian valve, Chiari’s network, Tendon of Todaro, Eustachian valve, Heart
anatomy

INTRODUCTION
The coronary venous system is an increasingly frequent target of minimally invasive
cardiac procedures. Cardiac resynchronization therapy, catheter ablation of cardiac
arrhythmias, defibrillation, perfusion therapy, percutaneous valvular interventions,
targeted drug delivery, and retrograde cardioplegia administration (Spencer, Anderson &
Iaizzo, 2013) are commonly used therapeutic methods that utilize coronary sinus (CS)
cannulation. Access to coronary venous system is possible through the coronary sinus
ostium (CSO) into the right atrium. Minimally invasive percutaneous entry into the right
atrium is allowed by the inferior vena cava (IVC) and superior vena cava (SVC).

During right atrium catheterization, the operator may encounter a number of anatom-
ical barriers that are mainly embryological remnants of the right venous valve (Sadler
& Langman, 2011), including: the Eustachian valve (valve of the IVC ostium) and ridge,
Chiari’s network, Thebesian valve (valve of the CSO), muscle bridges within right atrium,
overdeveloped tendon of Todaro, and other networks and structures in the right atrium
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and ostia of main veins. The purpose of this paper is to assess the anatomical barriers to
CS cannulation through main veins and right atrium.

MATERIALS & METHODS
We examined the anatomy of the right atrium, CSO, IVC and SVC ostia in 110 randomly
selected autopsied adult human (Caucasian) hearts of both sexes (27% females) with
mean age= 49.2±17.5 years old. The study was approved by the Bioethical Committee
of the Jagiellonian University Medical College, Cracow (KBET/51/B/2013). We collected
hearts only from deceased persons who did not express objection, when alive, and only if
the family did not also express objection. Our Bioethical Committee waived the need for
consent. These samples were not procured from a tissue bank or donation center.

Specimens were collected for this study during routine forensic medical autopsies.
Randomization was performed by a lottery of autopsy numbers. The hearts were removed
together with the proximal portions of the great vessels: the ascending aorta, pulmonary
trunk, superior vena cava, inferior vena cava, and all the pulmonary veins. Exclusion cri-
teria included: cardiac death, anatomical abnormalities, obvious macroscopic pathology
of the heart or vascular system found during the autopsy, heart trauma, and macroscopic
signs of decomposition of cadavers. Hearts were weighted before fixation using a 0.5
g precision electronic laboratory scale (BSA-L Laboratory). After dissection, all hearts
were fixed in 10% paraformaldehyde for a maximum of two months until the time of
measurement.

All heart specimens were opened by an incision extending from the orifice of the
superior vena cava to the orifice of the inferior vena cava with the exception that the
Eustachian valve was not sectioned. The CS was opened longitudinally along its free
wall to allow easy measurement of the diameter of the CSO without damaging present
Thebesian valve. All descriptions and measurements were undertaken with the heart
held in anatomical position. The presentation and morphology of the Eustachian valve,
Eustachian ridge, Chiari’s network, Thebesian valve, muscle bridges within right atrium,
tendon of Todaro, and other networks and structures in right atrium and ostia of main
veins was macroscopically assessed.

All measurements were conducted using a 0.03 mm precision electronic caliper YATO
(YT–7201). Measurements were performed twice to reduce the chance of error. If the
measurements of one parameter differed by more than 10% between two researches then
they were not included in the database and the sample was measured again. The mean of
the two measurements was calculated, rounding to the one decimal place. The following
measurements were made:

– the diameter of the IVC and SVC ostia were measured in two lengths: mediolateral and
anteroposterior diameter;

– the height of the Eustachian valve was measured as the length between the free edge of
the valve and its attachment site to the right atrium;

– the transverse diameter of the CSO;
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Figure 1 Photographs of cadaveric heart specimen.View of the inferior vena cava ostium (IVCO) with
present Eustachian valve (EusV).

– the height of Thebesian valve (between the free edge of the valve and its attachment
site to the right atrium as the shortest dimension passing through the middle of the free
edge parallel to the transverse diameter of the CSO).

Mean horizontal cross-sectional area of the IVC ostium, as well as mean percent
coverage of this surface by the Eustachian valve was computed. The mean percentage
coverage of the CSO by the Thebesian valve was calculated as the Thebesian valve height
divided by the CSO diameter. StatSoft Statistica 10.0 for Windows was used for all
statistical analyses. P-values less than 0.05 were considered to be statistically significant.

Manipulations with standard blunt, smooth electrocardiological catheters (size 7Fr
and 8Fr) were performed in every heart before and after heart dissections. The purpose
of manipulations was the introduction of a catheter into the coronary sinus through the
present barriers and to compare the dimensions of catheter and structures within right
atrium.

RESULTS
Inferior vena cava ostium and Eustachian valve
Mean values of mediolateral and anteroposterior IVC diameters were 24.1± 5.7 mm
and 24.2± 5.5 mm respectively. The Eustachian valve, (Fig. 1) was present in 79 cases
(71.8%) with mean height 4.9± 2.6 mm. The valve was perforated in 11 cases (13.9%).
Mean horizontal cross-sectional area of the IVC ostium was 4.8± 2.0 cm2 and mean
percent coverage of this surface by the Eustachian valve was 22.9± 14.6%. Surface area
of the IVC was positively correlated with weight of the heart (r = 0.27; p < 0.01). The
diameter of the IVC ostium is relatively large compared to the size of the catheter usually
introduced into the right atrium. The Eustachian valve is typically too small to hinder the
catheterization, but in some cases a significantly protruding valve (the largest Eustachian
valves covered almost the whole IVC ostium—two cases= 1.8%) may be a significant
obstacle. The Eustachian valve directs the catheter superiorly and anteriorly (to the
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Figure 2 Chiari’s network. Photographs of cadaveric heart specimen. View of the inferior vena cava os-
tium with present Chiari’s network.

interatrial septum). This can lead to difficulty in accessing the CSO (located anteriorly
and slight inferiorly to the valve).

Chiari’s network
Chiari’s network is an embryologic remnant resulting from incomplete resorption of
the right venous sinus valve (Fig. 2). In our study it was present in 5 hearts (4.6%) and
was always accompanied by a Eustachian valve. Due to its perforated construction, the
presence of a Chiari’s network should not be a barrier to standard electrophysiological
catheter entry into the right atrium but may significantly impede its further manipulation.
Small fenestrations of Chiari’s network (from 1 to 13 mm in diameter) form compartments
through which wide catheters and catheters with additional equipment cannot be passed.
In 2 cases (1.8%) strands in the IVC ostium were observed.

Superior vena cava ostium
Mean values of mediolateral and anteroposterior SVC diameters were 20.1±3.2 mm and
19.2±3.1 mm respectively. The SVC ostium was always free of any anatomical barriers
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(muscular bridges, endocardial strands and networks), making it potentially the best place
for conducting the catheter to the right atrium. Catheterization with access via the IVC
provides considerably more obstacles.

Eustachian ridge, tendon of Todaro and muscular bridges
The Eustachian ridge was observed in all cases. Since the Eustachian ridge is located directly
above and slight posteriorly to the CS ostium, a more prominent ridge could be an obstacle
for both IVC and SVC access. The tendon of Todaro is a collagenous band within the
subendocardium and forms a continuation of the Eustachian valve/ridge. In our study it
was macroscopically observed only in one case (prominent tendon). The tendon of Todaro,
even overdeveloped, seems to have no effect on the CS catheterization. We did not observe
muscle bridges within the right atrium, and other networks (except Chiari’s network) and
structures in the right atrium and ostia of main veins.

Coronary sinus ostium and Thebesian valve
The CSO was elliptic with the mean diameter (transverse diameter/long axis) amounted
9.6±2.6 mm. The Thebesian valve, which is also an embryologic remnant of the right
venous sinus valve was present in 97 (88.2%) cases with mean height equal to 4.8±2.9
mm. In the largest number of cases (60.0%) the Thebesian valve appeared in the form of a
fold of endocardium attached to CSO contour (Fig. 3A). The mean percentage coverage of
the CSO by the Thebesian valve was 48.3±36.6%. In 6 (5.4%) cases the Thebesian valve
covered the whole CS orifice, going well beyond the CSO contour (Fig. 3B). The Thebesian
valve shape was mesh or fenestrated (Fig. 3C) in 20 (18.2%) heart specimens. The cord
type (Fig. 3D) was observed in 10.9% of cases, and was mostly localized in the midline of
the CSO.

The overwhelming majority of the Thebesian valves took their origin from the right
margin of the CSO, then extended along the caudal and cranial edge. A typical Thebesian
valve leaves enough space for the passage of the standard catheter to the CS. Valves which
cover the entire CSO are challenging and could make CSO access impossible. Mesh or
fenestrated Thebesian valves should not be a barrier to CS cannulation butmay significantly
impede further catheter manipulations inside the venous system of the heart. Very often,
as in the case of Chiari’s network, a catheter could be immobilized in one compartment of
the network. Cord valves are not a barrier for standard catheters.

DISCUSSION
Catheter engagement of the CS ostium requires the alignment of the catheter tip with a
small target with a diameter less than 1 cm. The occurrence of any unwanted structures,
anatomical variations or pathological changes exposes the patient to a number of
complications. They are associated with longer duration of procedural time, longer time
of exposure to X-rays, perforations and dissections within the heart atria and heart venous
system, and different access-site complications.

The Eustachian valve lies at the junction of the inferior vena cava and right atrium.
In fetal life, relatively large Eustachian valve helps direct the flow of oxygenated blood
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Figure 3 Thebesian valve. Photographs of cadaveric heart specimens. View of the coronary sinus ostium
(CSO) with present Thebesian valve. (A) Thebesian valve in the form of a fold of endocardium; (B) very
large fold type, covering the entire CSO, going well beyond its contour; (C) mesh or fenestrated type;
(D) cord type.

through the right atrium and foramen ovale into the left atrium and away from the right
ventricle. In adult life, the Eustachian valve is a semilunar fold of endocardium arising
from the anterior rim of the IVC orifice. Such location of the valve directs the catheter
insertion via the IVC superiorly and anteriorly. General cardiac complications associated
with a large Eustachian valve include: obstruction of the inferior vena cava, thrombosis,
pulmonary and paradoxical embolization (Schuchlenz et al., 2004). The IVC and CS ostia
may be completely separated by a ridge of tissue—a Eustachian valve, whichmaymake CSO
cannulation via the IVC very difficult. In such cases, an elastic resistance at the level of the
lower aspect of the right atrium could be perceptible. Moreover, a prominent Eustachian
valve can also interfere with the occluder device during transcatheter patent foramen ovale
closure (Roelandt & Budts, 2008; Skowasch et al., 2004). An Eustachian valve is present in
about 72% of cases, but it could be visualized in only 0.20% adults undergoing routine
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echocardiographic examinations and can be mistaken for an atrial septal defect (Sarupria
et al., 2014). Intracardiac and transesophageal echocardiography proved to be a more
valuable tool during venous cannulation because they reveal the presence of a prominent,
clinically significant Eustachian valve (Bencsik, Pap & Sághy, 2009; Schmid et al., 2010). To
avoid an obstacle valve we can use SVC access. If superior access is not possible the use of
radiofrequency energy to traverse an occlusive valve, as in the cases of transseptal access
across the fossa ovalis or needle puncture of the valve, may be used as alternative methods.

Chiari’s network is a mobile, net-like structures and diagnosed by the presence of fibers
originating from the Eustachian or Thebesian valve with attachments to the interatrial
septum or crista terminalis, with a prevalence of 2.0% in transesophageal echocardiography
(Schneider et al., 1995). In an autopsy study of 213 hearts the Chiari’s network is described
with a frequency of 13.6% (Bhatnagar et al., 2006), compared to 4.6% in this study, which
suggests that it may be under-diagnosed in transesophageal echocardiography studies. It
has been reported that the Chiari’s network can hinder catheterization of the right heart and
coronary sinus. This condition may require withdrawal and rotation of the catheter, which
significantly prolongs the procedure time. Chiari’s network could be easily imaged using
transthoracic echocardiography (as a highlymobile, highly reflectant echo structure).When
Chiari’s network causes an obstruction, transesophageal echocardiography offers a valuable
resource in assisting the operator (Teo, Ittleman & Hamlin, 2010). Moreover Chiari’s
network could be seen in computed tomography and magnetic resonance techniques
(Loukas et al., 2010).

The presence and shape of the Thebesian valve is the subject of many previous studies
(Anh et al., 2008; Gami et al., 2010; Ghosh, Raheja & Tuli, 2013; Mak et al., 2009; Noheria
et al., 2013). Clinical data point to about 3.0% risk of failures in the CSO cannulation due
to inability to locate the CSO, probably because of the prominent Thebesian valve (Azizi
et al., 2006; Gras et al., 1998). Complications accompanying CSO catheterization such as
coronary venous dissection and perforation of the CS or cardiac veins occur respectively
in 2.88% and 1.2% of cases (Azizi et al., 2006). Lesions of the CS are very difficult or even
impossible to repair and can be fatal (Noble et al., 2011). Such perforations and dissections
may be a direct consequence of the use of excessive force when guiding the catheter
through the CSO in which a prominent Thebesian valve is present. In our previous report,
we concluded that only Thebesian valves that cover >100% of coronary sinus ostium
(going well beyond the CSO contour) can be established as obstructive vales and can make
CS cannulation impossible (2.6% of all cases, which corresponds to clinical data) (Hołda et
al., 2015). In other cases, the Thebesian valve should only be considered as hindering the
CS cannulation. Access to the heart venous system via the SVC and the left superior margin
of the CSO (inserting the catheter from anterior to posterior and from left to right side
with a rotational movement) can significantly reduce the risk of perforation associated with
overcoming the prominent Thebesian valve. Contrast injection may allow visualization
of the valvular problem and help to solve it. Moreover, the presence of an obstructive
Thebesian valve does not rule out the possibility of successful CS cannulation: for example,
the use of radiofrequency energy to traverse an occlusive Thebesian valve, may be used as
an alternative method (Parikh et al., 2011).
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Cardiac venous system catheterization via the SVC requires a radial, internal jugular, or
subclavian approach to the right atrium. The advantage of transradial heart catheterization
is reduced access-site complications, including reduced bleeding complications. On the
other hand, femoral arterial cannulation, which is required in IVC access, carries a
significant risk of access-site bleeding complications. Using radial region approaches, these
bleeding risks appear substantially diminished and the vascular access can be removed
immediately at the conclusion of its use. Moreover, even patients with therapeutic levels
of anticoagulation can undergo radial catheterization (Gilchrist et al., 2002). For these
reasons, procedures that could potentially be done without femoral artery access should be
done with different approaches. We should not forget that right subclavian and left internal
jugular approaches introduce additional curves that could complicate catheter alignment
and advancement (Miller, 2011).

The main limitation of this study is that all the measurements and observations were
made on autopsied heart specimens that have been fixed in formalin, which could cause
some slight changes to the size and shape of the heart and relevant structures. Studies
performed on post-mortem material may not directly correlate to the physiology of tissues
in vivo. Therefore, we cannot say anything about behavior and dimension changes of the
right atrium, main veins and the area of the CSO within the cardiac cycle. Despite these
limitations, we believe that they do not impede our morphological analysis. It must be
emphasized, that the choice of the appropriate access to the coronary sinus should be
carried out based on a comprehensive assessment of the patient’s anatomy and clinical
condition, available equipment and operator’s experience.

ACKNOWLEDGEMENTS
The authors gratefully acknowledge the anonymous donors of the cadavers used in this
study.

ADDITIONAL INFORMATION AND DECLARATIONS

Funding
The authors received no funding for this work.

Competing Interests
The authors declare there are no competing interests.

Author Contributions
• Wiesława Klimek-Piotrowska conceived and designed the experiments, performed the
experiments, analyzed the data, contributed reagents/materials/analysis tools, wrote the
paper, reviewed drafts of the paper.
• Mateusz K Hołda conceived and designed the experiments, performed the experiments,
analyzed the data, contributed reagents/materials/analysis tools, wrote the paper,
prepared figures and/or tables, reviewed drafts of the paper.
• Mateusz Koziej and Marcin Strona conceived and designed the experiments, performed
the experiments, analyzed the data, wrote the paper, reviewed drafts of the paper.

Klimek-Piotrowska et al. (2016), PeerJ, DOI 10.7717/peerj.1548 8/11

https://peerj.com
http://dx.doi.org/10.7717/peerj.1548


Human Ethics
The following information was supplied relating to ethical approvals (i.e., approving body
and any reference numbers):

Bioethical Committee of the Jagiellonian University Medical College, Cracow:
KBET/51/B/2013.

Data Availability
The following information was supplied regarding data availability:

The research in this article did not generate any raw data.

Supplemental Information
Supplemental information for this article can be found online at http://dx.doi.org/10.7717/
peerj.1548#supplemental-information.

REFERENCES
Anh DJ, Eversull CS, Chen HA, Mofrad P, Mourlas NJ, Mead RH, Zei PC, Hsia HH,

Wang PJ, Al-Ahmad A. 2008. Characterization of human coronary sinus valves by
direct visualization during biventricular pacemaker implantation. Pacing and Clinical
Electrophysiology 31:78–82 DOI 10.1111/j.1540-8159.2007.00928.x.

Azizi M, Castel MA, Behrens S, RödigerW, Nägele H. 2006. Experience with
coronary sinus lead implantations for cardiac resynchronization therapy
in 244 patients. Herzschrittmachertherapie and Elektrophysiologie 17:13–18
DOI 10.1007/s00399-006-0502-4.

Bencsik G, Pap R, Sághy L. 2009. Intracardiac echocardiography for visualization of the
Eustachian valve during radiofrequency ablation of typical atrial flutter. Europace
11:901 DOI 10.1093/europace/eup123.

Bhatnagar KP, Nettleton GS, Campbell FR,Wagner CE, Kuwabara N, Muresian H.
2006. Chiari anomalies in the human right atrium. Clinical Anatomy 19:510–516
DOI 10.1002/ca.20195.

HołdaMK, Klimek-PiotrowskaW, Koziej M, MazurM. 2015. Anatomical variations
of the coronary sinus valve (Thebesian valve): implications for electrocardiological
procedures. Europace 17:921–927 DOI 10.1093/europace/euu397.

Gami AS, EdwardsWD, Lachman N, Friedman PA, Talreja D, Munger TM, Hammill
SC, Packer DL, Asirvatham SJ. 2010. Electrophysiological anatomy of typical atrial
flutter: the posterior boundary and causes for difficulty with ablation. Journal of
Cardiovascular Electrophysiology 21:144–149 DOI 10.1111/j.1540-8167.2009.01607.x.

Ghosh SK, Raheja S, Tuli A. 2013. Obstructive Thebesian valve: anatomical study and
implications for invasive cardiologic procedures. Anatomical Science International
89:85–94 DOI 10.1007/s12565-013-0203-0.

Gilchrist IC, Kharabsheh S, Nickolaus MJ, Reddy R. 2002. Radial approach to right
heart catheterization: early experience with a promising technique. Catheterization
and Cardiovascular Interventions 55:20–22 DOI 10.1002/ccd.10069.

Klimek-Piotrowska et al. (2016), PeerJ, DOI 10.7717/peerj.1548 9/11

https://peerj.com
http://dx.doi.org/10.7717/peerj.1548#supplemental-information
http://dx.doi.org/10.7717/peerj.1548#supplemental-information
http://dx.doi.org/10.1111/j.1540-8159.2007.00928.x
http://dx.doi.org/10.1007/s00399-006-0502-4
http://dx.doi.org/10.1007/s00399-006-0502-4
http://dx.doi.org/10.1093/europace/eup123
http://dx.doi.org/10.1002/ca.20195
http://dx.doi.org/10.1002/ca.20195
http://dx.doi.org/10.1093/europace/euu397
http://dx.doi.org/10.1111/j.1540-8167.2009.01607.x
http://dx.doi.org/10.1007/s12565-013-0203-0
http://dx.doi.org/10.1002/ccd.10069
http://dx.doi.org/10.7717/peerj.1548


Gras D, Mabo P, Tang T, Luttikuis O, Chatoor R, Pedersen AK, Tscheliessnigg HH,
Deharo JC, Puglisi A, Silvestre J, Kimber S, Ross H, Ravazzi A, Paul V, Skehan
D. 1998.Multisite pacing as a supplemental treatment of congestive heart failure:
preliminary results of the Medtronic Inc. InSync Study. Pacing and Clinical Electro-
physiology 21:2249–2255 DOI 10.1111/j.1540-8159.1998.tb01162.x.

Loukas M, Sullivan A, Shane T,Weinhaus A, DerDerian T, HannaM. 2010. Chiari’s
network: review of the literature. Surgical and Radiologic Anatomy 32:895–901
DOI 10.1007/s00276-010-0639-z.

Mak GS, Hill AJ, Moisiuc F, Krishnan SC. 2009. Variations in Thebesian valve anatomy
and coronary sinus ostium: implications for invasive electrophysiology procedures.
Europace 11:1188–1192 DOI 10.1093/europace/eup179.

Miller G. 2011. Coronary sinus catheter placement . Irvine: Edwards Lifesciences LLC.
Noble S, Vilarino R, Muller H, Sunthorn H, Roffi M. 2011. Fatal coronary sinus and

aortic erosions following percutaneous transvenous mitral annuloplasty device.
EuroIntervention 7:148–150 DOI 10.4244/EIJV7I1A24.

Noheria A, DeSimone CV, Lachman N, EdwardsWD, Gami AS, Maleszewski JJ,
Friedman PA, Munger TM, Hammill SC, Hayes DL, Packer DL, Asirvatham SJ.
2013. Anatomy of the coronary sinus and epicardial coronary venous system in 620
hearts: an electrophysiology perspective. Journal of Cardiovascular Electrophysiology
24:1–6 DOI 10.1111/j.1540-8167.2012.02443.x.

ParikhMG, Halleran SM, Bharati S, Trohman RG. 2011. Successful percutaneous
cardiac resynchronization despite an occlusive Thebesian valve. Pediatric Cardiology
32:1223–1227 DOI 10.1007/s00246-011-0066-x.

Roelandt P, BudtsW. 2008. Eustachian valve interfering with transcatheter closure
of patent foramen ovale. European Journal of Echocardiography 9:158–159
DOI 10.1016/j.euje.2007.05.006.

Sadler T, Langman J. 2011. Langman’s medical embryology . Philadelphia: Wolters
Kluwer Health/Lippincott Williams & Wilkins.

Sarupria A, Bhuvana V, Mani M, Kumar AS. 2014. Large Eustachian valve: an
incidental finding yet perplexing. Annals of Cardiac Anaesthesia 17:309–310
DOI 10.4103/0971-9784.142073.

Schmid E, Scheule A, Locke A, Rosenberger P. 2010. Echocardiographic-guided place-
ment of venous cannula due to inferior vena cava obstruction through a large eu-
stachian valve. Anesthesia and Analgesia 111:76–78 DOI 10.1016/j.euje.2007.05.006.

Schneider B, Hofmann T, JustenMH,Meinertz T. 1995. Chiari’s network: normal
anatomic variant or risk factor for arterial embolic events? Journal of the American
College of Cardiology 26:203–210 DOI 10.1016/0735-1097(95)00144-O.

Schuchlenz HW, Saurer G,WeihsW, Rehak P. 2004. Persisting eustachian valve in
adults: relation to patent foramen ovale and cerebrovascular events. Journal of the
American Society of Echocardiography 17:231–233 DOI 10.1016/j.echo.2003.12.003.

Skowasch D, Peuster M, Andrié R, Tiemann K, Lüderitz B, Bauriedel G. 2004. Tran-
scatheter PFO closure with a prominent Eustachian valve. Zeitschrift fur Kardiologie
93:162–165 DOI 10.1007/s00392-004-1049-1.

Klimek-Piotrowska et al. (2016), PeerJ, DOI 10.7717/peerj.1548 10/11

https://peerj.com
http://dx.doi.org/10.1111/j.1540-8159.1998.tb01162.x
http://dx.doi.org/10.1007/s00276-010-0639-z
http://dx.doi.org/10.1007/s00276-010-0639-z
http://dx.doi.org/10.1093/europace/eup179
http://dx.doi.org/10.4244/EIJV7I1A24
http://dx.doi.org/10.1111/j.1540-8167.2012.02443.x
http://dx.doi.org/10.1007/s00246-011-0066-x
http://dx.doi.org/10.1016/j.euje.2007.05.006
http://dx.doi.org/10.1016/j.euje.2007.05.006
http://dx.doi.org/10.4103/0971-9784.142073
http://dx.doi.org/10.4103/0971-9784.142073
http://dx.doi.org/10.1016/j.euje.2007.05.006
http://dx.doi.org/10.1016/0735-1097(95)00144-O
http://dx.doi.org/10.1016/j.echo.2003.12.003
http://dx.doi.org/10.1007/s00392-004-1049-1
http://dx.doi.org/10.7717/peerj.1548


Spencer JH, Anderson SE, Iaizzo PA. 2013.Human coronary venous anatomy: implica-
tions for interventions. Journal of Cardiovascular Translational Research 6:208–217
DOI 10.1007/s12265-012-9443-y.

Teo EY, Ittleman F, HamlinMP. 2010. A Chiari network and difficult cannulation of
the coronary sinus for retrograde perfusion. Anesthesia and Analgesia 111:79–81
DOI 10.1213/ANE.0b013e3181e05329.

Klimek-Piotrowska et al. (2016), PeerJ, DOI 10.7717/peerj.1548 11/11

https://peerj.com
http://dx.doi.org/10.1007/s12265-012-9443-y
http://dx.doi.org/10.1007/s12265-012-9443-y
http://dx.doi.org/10.1213/ANE.0b013e3181e05329
http://dx.doi.org/10.1213/ANE.0b013e3181e05329
http://dx.doi.org/10.7717/peerj.1548

