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Abstract
The US National institutes of Health-Centers of Excellence for Influenza Research and Sur-

veillance is a research consortium that funds numerous labs worldwide to conduct influenza

A surveillance in diverse animal species. There is no harmonization of testing procedures

among these labs; therefore an external quality assurance (EQA) program was imple-

mented to evaluate testing accuracy among labs in the program in 2012. Accurate detec-

tion of novel influenza A variants is crucial because of the broad host range and potentially

high virulence of the virus in diverse species. Two molecular detection sample sets and 2

serology sample sets (one with avian origin isolates, and one with mammalian origin iso-

lates each) were made available at approximately six month intervals. Participating labs

tested the material in accordance with their own protocols. During a five year period a total

of 41 labs from 23 countries ordered a total of 132 avian molecular, 121 mammalian molec-

ular and 90 serology sample sets. Testing was completed by 111 individuals. Detection of

type A influenza by RT-PCR was reliable with a pass rate (80% or greater agreement with

expected results) of 86.6% for avian and 86.2% for mammalian origin isolates. However,

identification of subtype by RT-PCR was relatively poor with 54.1% and 75.9% accuracy for

avian and mammalian influenza isolates respectively. Serological testing had an overall

pass rate of 86.9% and 22/23 labs used commercial ELISA kits. Based on the results of this

EQA program six labs modified their procedures to improve accuracy and one lab identified

an unknown equipment problem. These data represent the successful implementation of

an international EQA program for an infectious disease; insights into the logistics and test

design are also discussed.

Introduction

The US National Institutes of Health (NIH) funded five multi-institutional research and sur-
veillance centers for influenza (Centers of Excellent for Influenza Research and Surveillance
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[CEIRS]) starting in 2006. One of the two primary focus areas of the CEIRS program is to con-
duct influenza surveillance in domestic and wild animals with the aim of identifying novel and
emergent influenza A strains which could transmit to humans.

The structure of the CEIRS surveillance labs is somewhat unique. Unlike most networks of
government or academically affiliated veterinary diagnostic or public health labs, there are no
specific recommendations or standards provided for influenza A testing or for influenza A
antibody detection. Individual labs select the most appropriate test for their workflow and
specimen type. Furthermore, the diversity of influenza these labs could encounter is unusually
broad. First, the labs may test specimens from potentially any animal species although wild
waterfowl, domestic poultry, swine, sea mammals and horses are among the most common tar-
get species. Secondly, the surveillance labs are located world-wide in 23 countries and include
labs on each of the 6 inhabited continents; therefore influenza A from any geographic lineage
may be present in samples.

In 2012 an external quality assurance (EQA) program was implemented for the CEIRS ani-
mal surveillance labs based on the framework describedby Wiegers [1]. Similar to other EQA
programs [2] the goal was to ensure that all participating labs were utilizing tests with adequate
sensitivity and specificity and to provide a way for labs to evaluate and train their personnel for
adequate performance. Here we report the results of 5 years of testing and discuss the imple-
mentation of an international EQA testing for an infectious disease.

Methods

General overview of testing and logistics

Two sample types were distributed for molecular testing for influenza A and optional subtype
identification: 1) avian origin influenza virus, and 2) mammalian origin influenza virus. A
third sample set consisted of animal origin serum to evaluate detection of antibodies to influ-
enza A and alternated between swine and chicken sera. Each lab selectedwhich sample sets
they would complete. Testing was conducted eight times at approximately six month intervals
from June 2012 through February 2016. Labs were only required to participate once per year,
but could participate more often.

The materials were distributed in coded vials labeled with sample set date, sample number
and lot number. Labs requiring more than one set of any type were provided with different lots
(each lot had a unique composition and sample order) to minimize the influence from one
individual’s results on another individual’s interpretation. Samples remained blinded until all
results had been returned. Labs were instructed to process the material exactly as they would
process their routine surveillance samples.

For reporting purposes 80% or greater correlation with the expected results was considered
“passing”. A cut-off of 80% for a passing score was selected because this is the value used by the
Clinical Laboratories Improvement Amendments for proficiency testing in clinical laboratories
for virological tests of moderate and high complexity [3].

Although Ct values for rRT-PCR, or OD readings for serology, were requested on score
sheets, scoring was based on how the technician interpreted the result, i.e. as positive or nega-
tive. This approach was implemented because the goal of testing was to imitate a clinical sam-
ple and the practical question was whether a sample would be treated as positive or negative
for follow-up and eventual reporting by the individual conducting the test. Importantly, due to
variations in testing methods and training of individuals there was no standard for cut-off val-
ues by Ct value and OD readings (and not all labs used tests which had numerical result). Labs
with technicians that scored below 80% on any test were contacted to identify the possible
cause. Subtype identification was optional and was only scored for samples and subtypes for
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which the lab tested. For example, if a lab tested an H3N2 for H3, but not N2, they would only
be scored for whether they identifiedH3 correctly. A result was treated as a false negative if the
actual subtype was tested for, but not identified and if no other subtype was identified in the
sample (i.e. it was negative by all attempted tests). A result was considered a false positive when
another subtype was incorrectly identified, regardless of whether a test for the actual subtype
was conducted.

Molecular sample sets

The molecular detection sample sets were comprised of inactivated whole virus. Only isolates
not classified as “select agents” by the US Department of Agriculture (USDA) were utilized. A
limited number of strains that had been modified to be non-pathogenic by reverse genetics
(and which had removed from the select agent list by USDA) were included because of the
importance of these strains for subtype identification. Influenza A was propagated in embryo-
nated chickens eggs (ECE) or cell culture by standard methods as appropriate for each isolate.
Virus was inactivated in 1% Environ (Steris Inc. Mentor, OH) in distilledwater, which has
been shown to stabilize the RNA [4] for the first four rounds of testing or 0.1% beta-propiolac-
tone in brain heart infusion broth for the last four rounds of testing [5]. Material for each sam-
ple was safety tested by completing two replicates of two blind passages each, in ECE using
standard methods for influenza [6] to ensure that the virus had been completely inactivated.
Each isolate was then diluted to a pre-determined target concentration and the concentration
was confirmed by testing in triplicate to ensure that the target concentration was reliably
achieved.

Each sample set included a total of 10 samples which represented a range of concentrations:
one to three negative (no template) samples and the remaining samples were a mixture of weak
positive, positive and strong positive concentrations. The Ct value ranges were based on the
ranges of mean egg infectious dose (EID50) equivalents observed for virus shed by infected ani-
mals using primers and probe that are a100% match to the virus sequence (e.g. the strong posi-
tive was approximately equivalent to 105−107 EID50 per ml with a Ct value of<26.9; a positive
was approximately equivalent to 103−105 EID50 per ml with a Ct value range of 27.0–32.9; and
weak positives were approximately equivalent to 101−103 EID50 per ml for Ct values�33).
Negative samples contained no template and had an expectedCt value of 0.0. Isolates were
selected to represent numerous genetic lineages of the influenza M gene from around the
world. Because the M gene was the only gene targeted by the type A influenza RT-PCR tests
utilized by participating labs diversity in this gene was important to demonstrate adequate sen-
sitivity with variants. Additional criteria for isolate selectionwere inclusion of the HA and NA
subtypes and lineages that would be most relevant for the surveillance target populations.

Internal quality control and assurance of molecular samples

Initial preparation of the sample sets included testing all materials at their final target concen-
tration in triplicate to ensure that the target concentration was achieved and that reproducibil-
ity was adequate. Avian molecular samples were internally calibrated with two different real-
time PCR instruments each with RT-PCR reagents from a different manufacturer (7500 FAST
[Applied Biosystems, Foster City, CA] with the Ambion AgPath kit [Life Technologies, Wal-
tham, MA] and the Smart Cycler II [Cepheid, Inc., Carlsbad, CA] with the OneStep RT-PCR
kit [Qiagen, Inc, Valencia, CA]). Both variations used the USDA M gene primers and probes
[7]. After the second round of testing it was determined that use of a second test did not pro-
vide better information and was discontinued; only the 7500 FAST based test was used
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subsequently. Mammalian molecular samples were only tested with the 7500 FAST and
Ambion AgPath kit, using USDA M gene primers and probes [7].

The test materials were monitored for deterioration by running material that was retained
at 1–2 week intervals until all results were returned. Molecular sample sets were stored at both
the recommended 4°C and at -20°C, ambient temperature and 37°C to evaluate the effect of
different temperatures on sample stability.

Serology sample material

Each serology sample set consisted of 15 samples for the first two rounds, then 10 samples in
subsequent rounds of testing. One or two negative samples were included in each set and the
remaining samples were adjusted to represent a range of antibody concentrations (weak posi-
tive through strong positive) with sterile phosphate buffered saline. All sera were treated at
56°C for one hour in a water bath prior to internal characterization. Diluted sera were tested
every two weeks by the methods listed below to ensure sample stability. Mammalian and avian
sample sets were initially offered simultaneously, by the third round of testing the species of
origin alternated between avian and swine to simplify logistics.

To produce sera for the avian antibody sample set, isolates were selected for diversity in the
NP protein sequence because this protein is targeted by most in-house and commercial type A
influenza antibody tests. The isolates, in allantoic fluid, were inactivated with 0.1% beta-pro-
piolactone and were used to prepare a vaccine with a commercial oil adjuvant, Montanide ISA
70VG (Seppic, Inc. Fairfield., NJ), in accordance with the manufacturer’s instructions. Five
week-old specific pathogen free white leghorn chickens were then vaccinated with 0.5ml per
bird by the subcutaneous route. Serumwas collected 3-weeks later and tested by commercial
avian influenza ELISA kits (IDEXX,Westbrook, ME; and Biochek, Scarborough,ME). This
specific serum generation in chickens was approved by the Southeast Poultry Research Lab,
Institutional Animal Care and Use committee. Serumwas only tested by agar gel immunodif-
fusion (AGID) by standard methods [8] if results were returned from labs which used AGID.

Convalescent positive and negative swine sera were obtained from pigs experimentally
infected with swine influenza virus (National Center for Animal Diseases, USDA; using
IACUC approved procedures) or from commercial pigs in the US. Each serum sample was
tested by commercial blocking-ELISA (bELISA) (MultiS-Screen, IDEXX,Westbrook, ME) to
characterize the antibody concentration.

Results

Logistics

Attempts were made to minimize transit time; the goal was less than 48hrs in transit and to
ensure that materials would pass through customs. Therefore it was critical to contact the
recipients prior to shipment and acquire all permits in advance. The most common require-
ment were letters stating methods of testing, certification that safety testing was completed,
and that all material was non-infectious.One country required isolate-by-isolate safety testing
data, which is only available a short time prior to shipment, and because of the length of the
permitting process, the permits were not issued before the sample material had expired and the
material could not be shipped. Two other countries which did not require the same in depth
data also had lengthy permitting processes which prevented shipment. Most countries had no
permit requirements since the material was non-infectious, although certification letter were
required for customs clearance.

In most cases there were no issues with clearing customs. However, one country to which
six shipments were completed, had very inconsistent requirements and the length of time the
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material would spend waiting to clear was variable and, in one shipment expired as it spent
more than six weeks in customs. Further complicating shipment was that in some cases the
recipient could obtain permits for the serology samples, but not molecular samples and vice
versa.

Participation

During the eight rounds of testing, 41 labs (a lab is defined as groups under a single principal
investigator) from 23 countries ordered at total of 132 avian influenza molecular sample sets,
121 mammalian influenza molecular sample sets and 90 serology sample sets (Table 1). Results
were returned from: 119 (90.1%) avian molecular, 109 (90.1%) mammalian molecular, and 69
(76.6%) serology sample sets.

Of the total tests ordered, results were not returned or the EQA testing could not be com-
pleted for 13.5% (46/343) of all sets of samples ordered. Reasons included: 1) import permits
could not be obtained, so the material could not be shipped; 2) shipments were delayed in tran-
sit or customs and the samples degraded over time or from high temperatures so could not be
used; 3) there were technical or logistical problems at the labs, e.g. moving, new personnel,
equipment or reagent problems, the lab was tasked to work on an emergency outbreak situa-
tion; 4) the participating lab never provided results and never responded to inquiries; and 5)
labs returned results for fewer sample sets than they received.

A total of 111 individual technicians completed at least one type of EQA tests in at least one
round of testing. Of the 111 technicians, 31 completed two types of samples and 15 completed
sample sets for all the types (avian, mammalian and serology). Participants also held diverse
roles in the lab: principal investigators, lab managers, professional technicians, post-docs, grad-
uate students and temporary technicians.

Avian influenza molecular samples

A total of 119 avian influenza molecular sample sets were completed for influenza A detection
by 71 technicians from 31 labs. Technicians passed by scoring 80% or greater agreement with
expected results on 103 (86.6%) of the samples sets (Table 1). The discrepant results consisted
of 18.2% false positives and 81.8% false negatives.

Twenty-eight labs reported methods data. The RNA extraction procedures, RT-PCR
reagents, primers and probe sequences and instruments varied widely among the participants.
All labs reported using commercial RNA extraction kits, however even labs that used the same
kits, sometimes used different procedures based on differing starting volumes and final RNA
volumes. Real-timeRT-PCR (rRT-PCR) was the most common platform and was used by 26
of the 28 labs that reported methods; the remaining two labs used conventional RT-PCR. All
rRT-PCR and RT-PCR based tests targeted the M gene and the most common primer/probe
sets were the USDA avian influenza test [7] (8 labs used as reported or with modifications),

Table 1. Summary of external quality assurance sample ordering, completion and results returned.

Avian influenza molecular Mammalian influenza molecular Serology

Total ordered 132 121 90

Results returned 119 109 69

Total participating labs 31 21 23

Total individuals participating 71 56 45

Percent returned 90.1% 90.1% 76.6%

Percent pass (�80%) 86.6% 86.2% 87.0%

doi:10.1371/journal.pone.0164261.t001
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the US CDC/WHOuniversal fluA primers [9] (used by 5 labs) or the Fouchier primers [10]
(used by 3 labs). The remaining labs reported using other published or non-published primers
and probes. Three labs did not provide information on the specific primers sets utilized. The
RT-PCR reagents were highly variable among labs regardless of the primers and probe sets uti-
lized and were dictated by regional availability and lab preference.

Subtype testing was optional and was completed by technicians from 16 labs. Individual
labs tested for different subtypes including: H1 including both 2009 pandemic (pdm(H1N1)
09) specific tests and non-pdm(H1N1)09 H1 tests, and, H3, H5, H6, H7, H9, N1 and N2 in
samples. Subtype identification was correct for 100 (54.1%) of the subtype tests run (n = 185).
False negatives (the test for the correct subtype was negative) accounted for 46.3% of the dis-
crepant results and false positives (an assay was positive for the wrong subtype) accounted for
53.7% of the discrepant results (Table 2).

Based on poor results during the first two rounds of testing two labs changed their M gene
primers and probes from an in-house set to a published set and two labs added or modified
their H5 or H7 subtype tests to expand testing specificity. The changes resulted in improve-
ments in all subsequent rounds of testing in which they participated.

Mammalian influenza molecular samples

A total of 109 mammalian influenza molecular sample sets were completed for influenza A
detection by 56 technicians from 21 labs. Passing scores were achieved on a total of 94 (86.2%)
sample sets (Table 1). Discrepant results were comprised of 29.0% false positives and 71.0%
false negatives.

Methods data were reported by 19 of 22 labs. All labs used tests which targeted the M gene,
however one technician reported using a test targeting the NP gene, although the other techni-
cians in the same lab used an M gene based test. One lab used conventional RT-PCR; all others
used real-time RT-PCR tests. Similar to the avian molecular testing, most labs used the USDA
type A influenza test or modifications of it (8 labs) [7, 11], the US CDC/WHOprimers [9] (5
labs) or the Fouchier test [10] (2 labs). The remaining labs used other published or in-house
primers and probes. Similar to the avian samples, RT-PCR reagents were highly variable
among labs participating in mammalian influenza testing.

Subtype identification was attempted by 12 labs with either real-time RT-PCR or conven-
tional RT-PCR. The actual subtypes assayed varied among labs but included: H1 (both non-
pdm(H1N1)09 and pdm(H1N1)09), H3, H5, N1 and N2. Overall the correct subtype was iden-
tified by 155 of 204 tests (76.0% correct). Incorrect results included 20.4% false positives and
79.6% false negatives (Table 2).

Two labs modified their type A influenza testing procedures to improve sensitivity with a
more diverse set of isolates. One participated in subsequent rounds of testing and improved
their score.

General molecular testing results

Fifteen labs participated in testing with both the avian and mammalian molecular sample sets,
of which 10 used the same procedure for both sets of samples (seven labs used the USDA test

Table 2. Accuracy of subtype identification by RT-PCR (conventional and real-time).

Test type Correct/total ID (percent correct) Percent false positive Percent false negative

Avian 100/185(54.1%) 53.7 46.3

Mammalian 155/204(76.0%) 20.4 79.6

doi:10.1371/journal.pone.0164261.t002
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or modifiedUSDA test and three labs used CDC/WHOM gene primers for both avian and
mammalian testing, one used an in-house test). Four labs used different primers for avian and
mammalian samples. No labs reported using an internal positive control.

Twenty-five technicians from 10 of the 35 labs that conducted testing with molecularmeth-
ods for type A influenza (avian or mammalian) received a failing score (less than 80% agree-
ment with expected results) at some time. Thirty-three percent of the failing scores were from
one lab. Six of those labs completed avian and mammalian samples sets and poor scores were
observedwith both; the remaining four labs only participated in the avian EQA. Nine of these
technicians participated in at least one more round of testing and six improved their scores.
Reasons for failure were determined by following-up with the lab and included: the participant
was inexperiencedwith the technique, a reagent failure occurred, sample degradation from
spending an extended time (greater than six weeks) in customs, or the RT-PCR procedure was
insensitive and required modification.

Serology

A total of 69 serology samples sets for influenza A antibody were completed by 45 individual
technicians from 23 labs. Passing scores were achieved with 60 (87.0%) of the sample sets.
Commercial ELISA kits were utilized by 19 labs (13 of which were from one manufacturer),
one lab used AGID (three total tests) and three labs did not report serologicalmethods. Eleven
labs used ELISA kits that were not species specific (i.e. blocking ELISA format). Discrepant
ELISA results consisted of 98% false negatives and 2% false positives and 100% of the AGID
discrepant results were false negatives.

Nine technicians from four labs did not pass a serology test at some time during the EQA
program. Reasons for failure were traced back to inexperienced technicians, use of AGID, or
use of a new ELISA kit.

General results and outcomes

Data integrity errors were noted with 16 sets of results, all from research labs. Typical problems
were that the wrong lot or no lot number was reported, the wrong result reporting sheet was
used, the results sheet was altered, or data were missing. Testing also helped to identify an
equipment problem in one lab. Three labs used the EQA testing material to train new person-
nel or to help verify new or updated procedures. Another positive outcome was that four labs
that did not have access to a reliable source of positive control material retained samples for
future use as control material.

Discussion

An EQA program was implemented for surveillance labs in year five of the CEIRS program
with the goals of: ensuring accurate, consistent results; detecting problems with procedures or
operator errors; and to provide material which could be used for assay verification or techni-
cian training. Surveillance labs in the CEIRS network are located worldwide and test specimens
from diverse domestic and wild avian and mammalian species with the goal of identifying and
characterizing novel influenza A viruses in animals. Therefore, the full diversity of influenza A
could be present in samples processed by these labs; it is critical for labs to detect unusual iso-
lates (either novel lineages or lineages which have been disseminated from their normal host or
geographic region). The labs themselves are also functionally diverse, and included: research
labs, veterinary diagnostic labs and even two labs that processed human samples in addition to
the animal surveillance samples. Participating labs were government, academic and private,
which accounts for the diversity in roles among the participants (students through principal
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investigators). Interestingly, data integrity issues were exclusively with research labs and may
reflect a difference in training, where diagnostic labs place more emphasis on data handling.
Participation at the individual level also indicated that most technicians are specializedbetween
the molecular and serological tests; only 25.5% (28/111) participated in both serological and
molecular testing.

Detection of influenza A (avian or mammalian origin) by molecularmethods was very reli-
able despite a lack of harmonization of the testing procedures. Adequate personnel training
and utilization of properly validated methods were crucial. Type A influenza detection discrep-
ancies were mostly false negatives, which suggest sensitivity was the problem more often than
cross-contamination (or sample mix-ups). Importantly, the discrepant samples were not
always the weakest samples based on analyte concentration. The sensitivity of individual tests
correlated to the match between primer/probe sequences and the sample sequence. Similarly,
the performance characteristics of the tests varied substantially among the isolates as evidenced
by large variations in Ct values for individual samples, for example strong positives could have
high Ct values when the primers/probe were a poor sequence match for the isolate (data not
shown). Wide variations in Ct values were also reported by Popowich et al. [12]. In general it
would be advisable for labs to use influenza detection assays that are well validated and which
are continually monitored for performance with emerging lineages (e.g. tests which are used by
national and international diagnostic laboratory networks).

Subtype identification was poor for both avian (54.1% accuracy) and mammalian (75.9%
accuracy) isolates. The slightly better accuracywith mammalian isolates is likely due to there
being fewer subtypes and less variability among the mammalian lineages, as the isolates are
predominantly H1, H3, N1 and N2. Importantly both false negatives and false positives
accounted for the errors. False negatives were due to mismatches between the primers and
probes. False positives were due to cross reactions, since primers and probes often targeted
conserved regions, which are sometimes adequately conserved enough between subtypes for
binding to occur. Importantly, subtype identificationwas attempted by only a few labs. The
consequence of misidentified subtypes in this context is unclear since most of the labs will con-
firm the subtype by sequencing and/or serology. Because of the poor accuracy of identifying
random subtypes in avian surveillance samples by rRT-PCR, laboratories should consider
using gene sequencing instead.

The accuracy of the molecular testing was overall slightly lower than results reported from
other influenza molecular proficiency testing of US public health labs, international veterinary
diagnostic labs and Chinese public health labs [4, 12, 13]. The difference is probably due to the
wider diversity of influenza A isolates used in this testing versus the other testing programs
which focused on few or even a single lineage. Testing with a variety of isolates is critical for
animal influenza surveillance labs since they can encounter the broadest diversity of isolates
relative to public health or regional veterinary diagnostic labs. In contrast Stelzer-Braid
reported poorer results with H5N1 testing, but attributed that to the inclusion of very weak
samples as results improved when labs modified testing to optimize their limits of detection
[14].

Antibody detectionwas highly reliable with commercial ELISA kits. The few false positives
could be attributed to variations in instruments used to read the plates, how well samples were
mixed, how the plates were washed, and how long the plates were left before reading (extended
times could result in a negative control with an optical density that is too high and a reduced
ability to detect true positives). Agar gel immuno-diffusionwas utilized by only a few labs, but
was prone to false negatives. Compared to commercial ELISA, interpreting AGID requires
more skill and the reference reagents must be carefully calibrated to achieve adequate sensitiv-
ity. Commercial ELISA kits may be more expensive than AGID on a per sample basis, but
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assuming they undergo some form of licensure, they offer consistent quality control of the kit
materials from the manufacturer, robustness, and a simple format where the results can usually
be interpreted by software.

One feature of real samples that the molecular EQA samples could not reproduce was the
sample matrices that each lab could encounter. These were clean samples, without inhibitors,
so the robustness of RNA extraction procedures could not be evaluated. Utilization of an inter-
nal positive control or extraction positive control would help ensure that negative results are
reliable. Similarly, the serological samples were from only a few species and variations in test
sensitivity based on species variations could not be determined.Variation in the sensitivity of
blocking ELISAs for antibody from different species has been documented [15–17].

Overall, the EQA testing had an appreciable impact on the methods and approaches of par-
ticipating labs. Six labs provided feedback that they modified their molecular detection proce-
dure to improve detection or subtype identification based on the results of the EQA testing.
Five of those labs participated in subsequent rounds of testing and improved their scores.
Another lab identified an equipment problem when poor results were observed.They were
able to fix the problem and complete a repeat of the test within the same testing cycle and
achieve 100% agreement with expected results. Several labs were also able to use the material to
train technicians and verify their proficiency or to verify new test methods. Importantly, the
poor results for influenza A detection or antibody detectionwere accounted for by only a few
labs, indicating that training may be needed since the reported test procedures were validated
and should have been adequate. Finally, the results observedhere demonstrate a lack of reliabil-
ity for influenza A subtype identification by RT-PCR methods.

Acknowledgments

The authors gratefully acknowledge: Scott Lee, Kira Moresco, Cristian Flores and Janet Ander-
son for technical assistance with this work and Dr. Amy Vincent and Dr. Marie Culhane for
supplying pig serum.

Support was provided by US Department of Agriculture, ARS CRIS Project 6040-32000-
063-00D and by federal funds from the National Institute of Allergy and Infectious Diseases,
National Institutes of Health, under IAA No. AAI12004-001-00001 and the Minnesota Center
for Excellence in Influenza Research and SurveillanceHHSN266200700007. Its contents are
solely the responsibility of the authors and do not necessarily represent the official views of the
NIH.

Mention of trade names or commercial products in this publication is solely for the purpose
of providing specific information and does not imply recommendation or endorsement by the
U.S. Department of Agriculture. USDA is an equal opportunity provider and employer.

Author Contributions

Conceptualization: ES CC.

Data curation: ES SF JM.

Investigation: ES CC SF JM.

Methodology:ES CC SF JM.

Resources: ES CC SF JM.

Writing – original draft: ES.

Writing – review & editing: ES CC SF JM.

Influenza Surveillance EQA Testing

PLOS ONE | DOI:10.1371/journal.pone.0164261 October 27, 2016 9 / 10



References
1. Wiegers AL. The quality assurance of proficiency testing programs for animal disease diagnostic labo-

ratories. J Vet Diagn Invest. 2004; 16(4):255–63. doi: 10.1177/104063870401600401 PMID:

15305734.

2. Stang HL, Anderson NL. Use of Proficiency Testing as a Tool to Improve Quality in Microbiology Labo-

ratories. 2013; 35(18):145–52. doi: 10.1016/j.clinmicnews.2013.08.007 PMID: 26726277; PubMed

Central PMCID: PMCPMC4696484.

3. Code of Federal Regulations, Title 42 Public Health, 59 FR 62609. Sect. 493.831 (1994).

4. Spackman E, Suarez DL. Use of a novel virus inactivation method for a multicenter avian influenza

real-time reverse transcriptase-polymerase chain reaction proficiency study. J Vet Diagn Invest. 2005;

17(1):76–80. doi: 10.1177/104063870501700117 PMID: 15690958.

5. Pedersen JC. Hemagglutination-inhibition test for avian influenza virus subtype identification and the

detection and quantitation of serum antibodies to the avian influenza virus. Methods Mol Biol. 2008;

436:53–66. PMID: 18370041. doi: 10.1007/978-1-59745-279-3_8

6. Senne D. Virus Propagation in Embryonating Eggs. In: Dufour-Zavala L, editor. A Laboratory Manual

for the Isolation, Identification and Characterization of Avian Pathogens. 5th ed. ed. Jacksonville, FL:

American Association of Avian Pathologists; 2008. p. 204–8.

7. Spackman E, Senne DA, Myers TJ, Bulaga LL, Garber LP, Perdue ML, et al. Development of a real-

time reverse transcriptase PCR assay for type A influenza virus and the avian H5 and H7 hemaggluti-

nin subtypes. J Clin Microbiol. 2002; 40(9):3256–60. doi: 10.1128/JCM.40.9.3256-3260.2002 PMID:

12202562.

8. Jenson TA. Agar gel immunodiffusion assay to detect antibodies to Type A influenza virus. Methods

Mol Biol. 2014; 1161:141–50. doi: 10.1007/978-1-4939-0758-8_13 PMID: 24899427.

9. CDC protocol of realtime RTPCR for swine influenza A (H1N1): World Health Organization; 2009.

Available: www.who.int/csr/resources/publications/swineflu/CDCrealtimeRTPCRprotocol20090428.

pdf. Accessed 9 October 2014.

10. Fouchier RA, Bestebroer TM, Herfst S, Van Der Kemp L, Rimmelzwaan GF, Osterhaus AD. Detection

of influenza A viruses from different species by PCR amplification of conserved sequences in the

matrix gene. J Clin Microbiol. 2000; 38(11):4096–101. PMID: 11060074.

11. Slomka MJ, Pavlidis T, Coward VJ, Voermans J, Koch G, Hanna A, et al. Validated RealTime reverse

transcriptase PCR methods for the diagnosis and pathotyping of Eurasian H7 avian influenza viruses.

Influenza Other Respi Viruses. 2009; 3(4):151–64. doi: 10.1111/j.1750-2659.2009.00083.x PMID:

19627372.

12. Popowich MD, Brunt SJ, Bennett RT, St George K. Development of a proficiency testing program for

molecular diagnosis of influenza viruses. Journal of clinical virology: the official publication of the Pan

American Society for Clinical Virology. 2012; 54(3):245–50. doi: 10.1016/j.jcv.2012.04.001 PMID:

22538096.

13. Gao R, Gao Y, Wen L, Shao M, Zou S, Li C, et al. Development and implementation of the quality con-

trol panel of RT-PCR and real-time RT-PCR for avian influenza A (H5N1) surveillance network in main-

land China. BMC infectious diseases. 2011; 11:67. doi: 10.1186/1471-2334-11-67 PMID: 21406119;

PubMed Central PMCID: PMC3066113.

14. Stelzer-Braid S, Escott R, Baleriola C, Kirkland P, Robertson P, Catton M, et al. Proficiency of nucleic

acid tests for avian influenza viruses, Australasia. Emerging infectious diseases. 2008; 14(7):1126–8.

doi: 10.3201/eid1407.071098 PMID: 18598638; PubMed Central PMCID: PMC2600363.

15. Root JJ, Shriner SA, Bentler KT, Gidlewski T, Mooers NL, Spraker TR, et al. Shedding of a low patho-

genic avian influenza virus in a common synanthropic mammal—the cottontail rabbit. PLoS One.

2014; 9(8):e102513. doi: 10.1371/journal.pone.0102513 PMID: 25111780; PubMed Central PMCID:

PMCPMC4128595.

16. Ciacci-Zanella JR, Vincent AL, Prickett JR, Zimmerman SM, Zimmerman JJ. Detection of anti-influ-

enza A nucleoprotein antibodies in pigs using a commercial influenza epitope-blocking enzyme-linked

immunosorbent assay developed for avian species. J Vet Diagn Invest. 2010; 22(1):3–9. doi: 10.1177/

104063871002200102 PMID: 20093676.

17. Brown JD, Stallknecht DE, Berghaus RD, Luttrell MP, Velek K, Kistler W, et al. Evaluation of a com-

mercial blocking enzyme-linked immunosorbent assay to detect avian influenza virus antibodies in

multiple experimentally infected avian species. Clin Vaccine Immunol. 2009; 16(6):824–9. PMID:

19386796. doi: 10.1128/CVI.00084-09

Influenza Surveillance EQA Testing

PLOS ONE | DOI:10.1371/journal.pone.0164261 October 27, 2016 10 / 10

http://dx.doi.org/10.1177/104063870401600401
http://www.ncbi.nlm.nih.gov/pubmed/15305734
http://dx.doi.org/10.1016/j.clinmicnews.2013.08.007
http://www.ncbi.nlm.nih.gov/pubmed/26726277
http://dx.doi.org/10.1177/104063870501700117
http://www.ncbi.nlm.nih.gov/pubmed/15690958
http://www.ncbi.nlm.nih.gov/pubmed/18370041
http://dx.doi.org/10.1007/978-1-59745-279-3_8
http://dx.doi.org/10.1128/JCM.40.9.3256-3260.2002
http://www.ncbi.nlm.nih.gov/pubmed/12202562
http://dx.doi.org/10.1007/978-1-4939-0758-8_13
http://www.ncbi.nlm.nih.gov/pubmed/24899427
http://www.who.int/csr/resources/publications/swineflu/CDCrealtimeRTPCRprotocol20090428.pdf
http://www.who.int/csr/resources/publications/swineflu/CDCrealtimeRTPCRprotocol20090428.pdf
http://www.ncbi.nlm.nih.gov/pubmed/11060074
http://dx.doi.org/10.1111/j.1750-2659.2009.00083.x
http://www.ncbi.nlm.nih.gov/pubmed/19627372
http://dx.doi.org/10.1016/j.jcv.2012.04.001
http://www.ncbi.nlm.nih.gov/pubmed/22538096
http://dx.doi.org/10.1186/1471-2334-11-67
http://www.ncbi.nlm.nih.gov/pubmed/21406119
http://dx.doi.org/10.3201/eid1407.071098
http://www.ncbi.nlm.nih.gov/pubmed/18598638
http://dx.doi.org/10.1371/journal.pone.0102513
http://www.ncbi.nlm.nih.gov/pubmed/25111780
http://dx.doi.org/10.1177/104063871002200102
http://dx.doi.org/10.1177/104063871002200102
http://www.ncbi.nlm.nih.gov/pubmed/20093676
http://www.ncbi.nlm.nih.gov/pubmed/19386796
http://dx.doi.org/10.1128/CVI.00084-09

