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Abstract
Electroporation is the most widely used transfection method for delivery of cell-impermeable

molecules into cells. We developed a novel gene transfection method, water-in-oil (W/O)

droplet electroporation, using dielectric oil and an aqueous droplet containing mammalian

cells and transgene DNA. When a liquid droplet suspended between a pair of electrodes in

dielectric oil is exposed to a DC electric field, the droplet moves between the pair of elec-

trodes periodically and droplet deformation occurs under the intense DC electric field.

During electrostatic manipulation of the droplet, the local intense electric field and instanta-

neous short circuit via the droplet due to droplet deformation facilitate gene transfection.

This method has several advantages over conventional transfection techniques, including

co-transfection of multiple transgene DNAs into even as few as 103 cells, transfection into

differentiated neural cells, and the capable establishment of stable cell lines. In addition,

there have been improvements in W/O droplet electroporation electrodes for disposable 96-

well plates making them suitable for concurrent performance without thermal loading by a

DC electric field. This technique will lead to the development of cell transfection methods for

novel regenerative medicine and gene therapy.

Introduction
A variety of cell-impermeable molecules, such as DNA, RNA, proteins, antibodies, and dyes,
have been delivered into cells in a wide range of fields, such as life science, medicine, pharmacy,
and agriculture. Transfection, which is a fundamental technique used to deliver nucleic acids
into mammalian cells, is widely used for experimental and therapeutic purposes. For example,
viral vector, electroporation, lipofection, particle gun, and sonoporation methods have been
used for transfection. These methods have both advantages and disadvantages with regard to
delivery efficiency, viability, running costs, etc. Therefore, the development of safer, more effec-
tive, and low-cost novel transfection methods is required. Electroporation generates transient
membrane pores when the transmembrane potential exceeds a critical threshold value, altering
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the permeability of the membrane by application of an external electric field. Electroporation
offers several important advantages compared to viral, chemical, and liposome-based transfec-
tion methods, including high transfection efficiency, reduced safety concerns, simple opera-
tion, and no restriction on cell type and exogenous material properties [1, 2]. However, most
commercial electroporation-based transfection methods require the use of specialized pulse
generators to produce short electrical pulses at high voltage. Therefore, novel electroporation
techniques based on simple and low-cost equipment are required.

To resolve these issues, microfluidic-based electroporation systems have been developed.
These systems provide flow-through electroporation that can be used for high-throughput
transfection. In addition, by applying microelectronic pattern techniques, the distances
between the electrodes in the microchips can be made so short that relatively low potential dif-
ferences are sufficient to yield sufficient electric field strengths [3–9]. Moreover, use of water-
in-oil (W/O) droplets in microfluidic systems has been investigated [10–13]. In such systems,
each droplet can be considered as a microreactor with a tiny volume, thus reducing reagent
consumption and achieving rapid mixing.

In our p study, we demonstrated a quite different electroporation method based on electro-
static manipulation of W/O droplets in a DC electric field. There have been a number of recent
reports regarding electrostatic charging and subsequent manipulation of W/O droplets [14–
21]. When an aqueous droplet is suspended in a dielectric liquid, such as oil, it can be used as a
small reactor and moved between a pair of electrodes with application of a DC electric field.
This droplet motion is brought about as follows. First, a droplet is carried to one electrode by
Coulomb force, possibly due to electrostatic induction. When the droplet makes contact with
the electrode, the droplet acquires a charge with the same polarity as the electrode. The droplet
then moves to the other electrode and the same process occurs repeatedly. During this periodic
motion, a local intense electric field is applied to the droplet in a very short time when it comes
into contact with the electrode. Im et al. experimentally investigated the effects of high electric
fields on the viability and proliferation of living mammalian cells inside charged droplets
under electrostatic actuation [22]. Their results indicated no noticeable influence of the electric
field and silicone oil on cell viability and proliferation. During the periodic bouncing motion of
a droplet between two electrodes, the local intense electric field is useful for gene transfection.
Furthermore, a more intense electric field can induce droplet deformation, leading to instanta-
neous short circuiting via the droplet. Our previous study showed that Escherichia coli was
transformed by electrostatic actuation of the droplet containing the bacterial cells and plasmid
DNA [23]. Here, W/O droplet electroporation also enabled efficient transfection of various
mammalian cells with high cell viability.

Materials and Methods

Construction of plasmid DNA and cell preparation
The Venus improved yellow fluorescent protein (YFP) plasmid was kindly provided by Prof.
A. Miyawaki (Brain Science Institute, RIKEN) [24]. For cotransfection analysis of both green
fluorescent protein (GFP) and red fluorescent protein (mCherry or TagRFP) expression, fluo-
rescent protein-expressing plasmid were purchased from Clontech Laboratories, Inc.. The
HEK293 cell line (from human embryonic kidney cells) and TIG-117 and 108 fibroblasts cell
lines (from human skin fibroblasts established from human subjects aged 81 and 12 years old)
were distributed from JCRB Cellbank (Health Science Research Resources Bank) were used for
gene transfection. The suprachiasmatic nucleus (SCN) neuronal cell line RS182, which was
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derived from the SCN of the offspring of crossing homozygous Per1::luc [25] and heterozygous
tsA58 transgenic rats [26], was a kind gift from Prof. H. Tei (Kanazawa University). RS182
cells were incubated for at least 5 days at 33°C for proliferation in 10% FBS/DMEM (Wako)
and changed to neurobasal medium (Invitrogen) supplemented with 2% B27 (Invitrogen) and
antibiotics (Invitrogen) at 39°C. These cells were plated at 1–5×105 cells/mL on culture plates
for 24–48 hours and transfected 9×103−6×104 cells with 0.25–2 μg of expression plasmid DNA
in 3-μL droplets with phosphate buffered saline (PBS) in all experiments. Mouse hippocampus
cells derived from day-16 embryo were purchased from Sumitomo Bakelite co..

Transfection by water-in-oil droplet actuation
Fig 1A shows the droplet actuation device. Pieces of conductive tape, one of which was the
ground electrode and the other was the high-voltage electrode, were set in a single cuvette and
multi-microwell plates. The cuvette or wells of the 96-well plates were then filled with 0.2 mL
of silicone oil (KF96-1, 100 cSt kinematic viscosity, 2.74 dielectric constant, 965 kg/m3 density;
Shin-Etsu Chemical Co.) without any surfactant. The 3-μL droplet with suspended cells (3000–
10000 cells/droplet) and plasmid DNA (0.25–2 μg) was dispensed in silicone oil and a high
voltage was then supplied to move the droplet using a DC high-voltage power supply (HAR-
30R10 or HJPM 5R1.2; Matsusada Precision Inc.). A high voltage was applied for 2–5 minutes
to move the droplet. After applying the DC electric field, the droplet was recovered and trans-
ferred to culture wells with 0.1–1 mL of culture medium in a glass-bottom dish plate for
inverted microscope imaging (IWAKI). Stable cell lines transfected Venus plasmid by W/O
droplet electroporation were established for one month and frozen in stock solution CELL-
BANKER (Takara). Three of the colonies were expanded into the culture medium and cultured
for one more month. Fibroblast and hippocampus neuronal cells in 3-μL droplet were doubly
transfected with both 0.4 μg of Venus and 0.4 μg of mCherry plasmid DNA in identical 3-μL
droplets with PBS and incubated for 3 day-2 week in DMEM or neurobasal medium at 37°C
(n = 3–8). HEK293 cells in 3-μL droplet were doubly transfected with both 0.4 μg of GFP and
0.4 μg of TagRFP plasmid DNA in identical 3-μL droplets with PBS and incubated for 3 day-2
week in DMEMmedium at 37°C (n = 4).

The attached cells (HEK293, fibroblast and hippocampus neuronal cells and so on) were
cultured for more than two days after W/O droplet electroporation and changed to a new cul-
ture medium every few days. The dead cells in the culture medium were washed out at the
changing of the medium. All experiments were performed two to four times.

Imaging
Cells were observed 24 hours after transfection to evaluate the expression of fluorescent protein
(Venus) in a glass-bottom dish plate for inverted microscope imaging (IWAKI). Both bright-
field and fluorescence images of cells were captured using an inverted fluorescence microscope
(TE-2000U; Nikon) equipped with a 100× oil immersion objective (PlanApo; Nikon) and a
digital camera (D3100; Nikon). Cells were also observed using a fluorescence microscope
(Olympus; IX81) equipped with an objective lens (Olympus, UFlanSApo 10× and PlanApoN
60×), a blue LED for excitation (BMC), and a CCD camera (ImagEM; Hamamatsu Photonics)
overnight after transfection. Imaging analysis was performed using MetaMorph software
(Molecular Devices) and NIS-Elements (Nikon). The intensities of Venus and mCherry fluo-
rescence in cells were observed by alternating excitation at 488 nm and 590 nm with emission
at 510 nm and 610 nm, respectively. At least four cell images were taken from one dish.
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Fig 1. The droplet actuation device and cells transfected by theW/O droplet electroporation method. (A), (B) Two pieces of conductive tape were set
parallel on a single cuvette or 8 wells in a line for 96-well plastic microwell plates. The droplet continued to bounce between the edges of the two electrodes.
One was the ground electrode, and the other was the high-voltage electrode. Images of droplets bouncing between the anode and cathode in each well are
shown. Many cells in droplets can be transfected simultaneously. (C) The upper row : Bright-field (BF), fluorescence, and merge images of HEK293 cells 24
hours after transfection byW/O droplet electroporation. Cells were examined at 24 hours after transfection to evaluate the expression of fluorescent protein
(Venus). Scale bars, 100 μm. The lower row : BF, fluorescence, and merge images of HEK293 cells 24 hours after transfection by lipofection. (D) Variation of
cell viability with time of droplet actuation determined by trypan blue staining. All experiments were performed at least twice.

doi:10.1371/journal.pone.0144254.g001
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Results

Development of water-in-oil (W/O) droplet electroporation
Electroporation is the most widely used physical method for delivery of cell-impermeable mol-
ecules into mammalian cells due to its versatility and simplicity. We developed a novel gene
transfection method, water-in-oil (W/O) droplet electroporation, using dielectric oil and an
aqueous droplet containing mammalian cells and transgene DNA.

Initially, the prototype W/O droplet electroporation system was constructed using a 3-mL
cuvette and two pieces of conductive tape (Fig 1A and 1B). The distance between the electrodes
was about 10 mm, so the applied electric field intensity was approximately > 3 kV/cm. Fig 1B
shows the droplet actuation device with improvedW/O droplet electroporation electrodes for
disposable 96-well plates. Two pieces of conductive tape were set parallel on 8 wells of 96-well
plastic microwell plates with silicone oil. An aqueous droplet containing mammalian cells and
foreign plasmid DNA bounces between a pair of electrodes by Coulomb force in dielectric oil
with application of a DC electric field.

Aliquots of 3 μL of the prepared cell suspension containing 3000–10000 cells and plasmid
DNA (0.25–2 μg) were added to the oil, and a DC high voltage (2.5 kV for 96-well plates) was
applied to move the droplet for 2–5 minutes. After applying the DC electric field, the droplet
was recovered and applied to 0.1–1 mL of culture medium. The droplet acquired charge and
moved to the electrode with the opposite polarity. The droplet moved toward the edge of the
electrode during the bouncing motion, due to the short electrode spacing of 1 cm and 5 mm
between the electrodes (S1 Movie). Finally, the droplet continued to bounce between the edges
of the two electrodes. Fig 1C shows bright-field and fluorescence images of HEK293 cells
(human embryonic kidney cells) 24 hours after electroporation. Fig 1D shows similar images
of HEK293 cells but transfected by lipofection (Lipofectamine2000; Life Technologies). In both
figures, Venus-expressing HEK293 cells were observed after transfection. These observations
suggested that our novel transfection method yields transfected cells and is thus comparable to
lipofection. Fig 1E shows cell viability after electroporation plotted as a function of voltage
application time. The cell viability was counted by staining cells with 1 μg/mL of trypan blue
(Invitrogen) in PBS, and was> 85% for each period. 15% in Fig 1D indicates cell death ratio
soon after W/O electroporation with about 2 kV by the trypan blue assay. Therefore, the use of
silicone oil and a high electric field had little effect on the viability of HEK293 cells in W/O
droplets under conditions of droplet actuation as observed previously in E. coli [23]

Suitable conditions for W/O droplet electroporation
Eight wells of 96-well plastic microwell plates in Fig 1B showed unequal bouncing motion of
the droplet in each well. The new pairs of pin electrodes for each well in 96-well plates were
manufactured with a spacing of 6 mm (Nepa Gene) (Fig 2A). Venus plasmid could be trans-
fected into various cells by W/O droplet electroporation. The transfection efficiency was com-
pared 1) between various incubation periods following 5-minute application and 2) between
various W/O droplet electroporation application times. HEK293 cells were transfected with
Venus vectors in 96-well plates for 5 minutes at 2 kV (± 0.2 kV). The Venus signal was exam-
ined by fluorescence microscopy (Fig 2B). In this experiment, many healthy cells were observed
with stronger fluorescent signals compared with autofluorescence and sufficient signal inten-
sity compared with cells showing maximal signals in the same image. The fluorescence inten-
sity of each cell was divided by the corresponding cell area (mean intensity) and compared
with autofluorescence calculated from control cells without W/O droplet electroporation
(n�10) (S1 Fig, S2 Fig).
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The transfection efficiency was calculated as the number of cells with positive signals
divided by the total number of cells in the same images (Fig 2C and 2D). Dead cells with auto-
fluorescence signals were not counted in the images. The transfection efficiency of Venus plas-
mid in HEK293 cells was compared after various incubation periods (Fig 2C) or various
application times (Fig 2D) after W/O droplet electroporation with electrodes in 96-well plates
at 2 kV (± 0.2 kV). The total number of all cells in one image is between 11–150 after W/O
electroporation.

Venus signals of each cell after electroporation for 5 minutes were counted among all cells
in fluorescence microscopy images using either NIS-Elements (Nikon) or MetaMorph software
(Molecular Devices) on various days after W/O droplet electroporation. Venus fluorescence
signals were examined 1, 4, 7, and 12 days after transfection (S2 Fig). The mean fluorescence
signal remained significantly high compared with negative controls without electroporation
(p< 0.0001). The transfection efficiencies determined from Venus fluorescence signals in
HEK293 cells were 40.2%, 40.4%, and 12.4% (averages of 5, 77, and 215 cells per image, respec-
tively) 1, 6, and 9 days after W/O droplet electroporation, respectively (Fig 2C).

The transfection efficiency was compared between various application times 6 days after
electroporation. Positive Venus fluorescence signals were observed in 28.3%, 40.7%, and 31.2%
of HEK293 cells transfected for 1, 5, and 10 minutes, respectively. The transfection efficiencies
were 2.2%, 14.5%, and 16.6% for 1, 5, and 10 minutes 9 days after electroporation (Fig 2D).
These results indicated that transient transfection efficiency was not different with application

Fig 2. Screening of suitable conditions for W/O droplet electroporation. (A) The pair of pin electrodes for
single well of 96multi-well plate. (B) Merge image between bright-field (BF) and fluorescence images of HEK
cells 1, 4, 7, and 12 days after W/O droplet electroporation. All scale bars, 30 μm. (C) HEK293 cells
transfected with Venus fluorescent plasmid 1, 6, and 9 days after W/O droplet electroporation. Transfection
efficiency was compared with 5-minute application time. (D) HEK293 cells transfected with Venus plasmid
with application times of 1, 5, and 10 minutes 6 and 9 days after electroporation.

doi:10.1371/journal.pone.0144254.g002
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of W/O droplet electroporation for more than 5 minutes. Although 1-minute application time
was not sufficient to maintain transgene expression over 9 days, an application time of 5 min-
utes was sufficient to achieve 40% transfection efficiency (Fig 2D). Subsequent experiments
involving transfection by W/O droplet electroporation were performed for 3–5 minutes,
because lethality and transient transfection efficiency were not different between 3 and 5
minutes.

Development of water-in-oil (W/O) droplet electroporation
Transgene DNA could also be transfected into small numbers of cells (2000 cells) of fibroblast
cell lines derived from human subjects aged 81 and 12 years old with high efficiency (Fig 3A
and 3B). These observations suggested that even small numbers (1000–3000) of many kinds of
cells could be transfected by W/O droplet electroporation. The W/O droplet electroporation
method has several advantages compared with other transfection techniques reported previ-
ously, including simultaneous transfection of various types of DNA into even as few as 1000
cells, transfection into differentiated SCN neural cells, and the establishment of stable cell lines.
Many transient and some stable fibroblast cells maintained Venus fluorescence signals for 1
(Fig 3A) and 7 days (Fig 3B), for 3 (Fig 3C) and 12 days (Fig 3D) after transfection with Venus
plasmids by W/O droplet electroporation. W/O droplet electroporation successfully intro-
duced transgene DNA into differentiated SCN neural cells, which were estimated to be neural
cells based on Nestin expression and morphology [26]. Mouse hippocampus primary neuronal
cultured cells dispersed from embryonic hippocampus tissue by papain solution and grown in
primary culture in neurobasal medium for 12 days (Sumitomo Bakelite Co.) could be trans-
fected with Venus plasmid and red fluorescence plasmid by W/O droplet electroporation (S3
Fig). Therefore, we think that a stable cell line may be established because the expression of
fluorescent transgene was maintained from one week to one month and because the fluorescent
signal could be observed in pickup colony total about two months after electroporation
through freezing stock (Fig 3D–3F). It indicates the successful establishment of double stable
cell lines.

Application of W/O droplet electroporation to co-transfection of multiple
types of DNA and stable transfection
The transfection efficiency of co-transfection in HEK293 cells (two kinds of fluorescent protein
plasmid (GFP and TagRFP) with green and red fluorescent signals) was calculated after various
incubation periods after W/O droplet electroporation or for various applications times in
96-well plates at 1.8–2.2 kV for 3–5 minutes. The number of cells expressing both fluorescent
proteins was counted among cells showing some fluorescent signal as shown in Fig 4. 30 cells
with both fluorescences among 42 cells in one image (Fig 4A). 10 cells with both fluorescences
among 27 cells in one image (Fig 4B). The cotransfection efficiencies of both GFP and TagRFP
fluorescent plasmid DNA were over 70% five days after W/O droplet electroporation (Fig 4A)
and were more than 37% eight days after W/O droplet electroporation (Fig 4B).

We confirmed that double transgenes could be simultaneously transfected into fibroblast
cells within 5 minutes by inclusion of both Venus and mCherry transgenes with yellow and red
fluorescent signals, respectively, in the droplets for electroporation (Fig 4C–4E). In addition, it
was confirmed that stable cell lines could be established by W/O droplet electroporation. Strik-
ingly, many fibroblast cells maintained double fluorescence signals from Venus and mCherry
expression vectors for 2 days (Fig 4D), 10 days (Fig 4E), and even 1 month after transfection
with Venus and mCherry plasmids by W/O droplet electroporation.
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Fig 3. Fibroblast, SCN neural cells and HEK293 cells transfected Venus plasmid byW/O droplet
electroporation. (A) Bright field, fluorescence and merge images of fibroblast cells from a subject aged 81
years old one day after electroporation. (B) 7 days after W/O droplet electroporation. (C) Bright field,
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Concurrent performance of W/O droplet electroporation electrodes for
multiwell plates
The number of bouncing droplets may be positively correlated with transfection efficiency, as
the intensity of the electric field would be highest when applied to the surface of the cell mem-
brane at the electrodes during droplet bouncing. Therefore, a shorter distance between the
edges of the electrodes and higher frequency of droplet bouncing would be associated with
greater transfection efficiency. Fig 5A shows the droplet actuation device for 8 wells in a line of
disposable 96-well plates with improved W/O droplet electroporation with pairs of pin elec-
trodes (Nepa Gene). Venus plasmid was transfected into some samples of HEK293 cells using

fluorescence and merge images of SCN neural cells three days after W/O droplet electroporation. SCN cells
had been differentiated to neural cells by incubation at higher culture temperature [26]. (D) Twelve days after
W/O droplet electroporation. All scale bars (A-D), 30 μm. (E) Bright field, fluorescence and merge images of
HEK293 cells colonies were picked up and cultured for one month after W/O droplet electroporation. (F)
Bright field, fluorescence and merge images of HEK293 cells colonies were cultured though frozen stock for a
total of more than two months after W/O droplet electroporation. scale bars (D-E), 100 μm.

doi:10.1371/journal.pone.0144254.g003

Fig 4. Double and stable transfected cells byW/O droplet electroporation. (A), (B) Transgene plasmid
DNAs of two kinds of fluorescent protein: green fluorescent protein (GFP) and Tag-RFP (red fluorescent
protein), were successfully double transfected into HEK293 cells by W/O droplet electroporation for 3
minutes. Bright-field image and fluorescent GFP or RFP image of HEK293 cells (A) 5 days (71% of cells
maintained GFP and 71% of cells maintained TagRFP signal) and (B) 8 days (41% of cells maintained GFP
and 37% of cells maintained TagRFP signal) after W/O droplet electroporation. Scale bars, 30 μm. (C)
Transgene plasmid DNAs of Venus and mCherry (red FP) were successfully double transfected into
hippocampus primary neural cell lines byW/O droplet electroporation for 5 minutes. Scale bars, 30 μm. (D),
(E) Bright-field image and fluorescent image of Venus and mCherry expression in human fibroblast cells (D) 2
days and (E) 10 days after W/O droplet electroporation. Scale bars, 30 μm.

doi:10.1371/journal.pone.0144254.g004
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8-well electrodes at 2 kV (±0.2 kV). Venus fluorescence signals were maintained in 5 of 8 wells
4 and 7 days after W/O droplet electroporation (Fig 5B and 5C).

Discussion
Conventional electroporation relies on the application of sufficiently strong electric pulses to
cell suspensions to promote the formation of transient pores in the cell membrane. The
transport of charged macromolecules induced by the electric field is also considered to be an
important factor in electroporation, although a detailed understanding of the effects of electric
fields on the transport of macromolecules into cells remains elusive. As in the W/O droplet

Fig 5. Image of the parallel W/O droplet electroporation electrode for the 8-well string of disposable 96-well plates. (A) Conductive electrodes were
produced and set on an 8-well string in 96-well microwell plates for W/O droplet electroporation. (B), (C) Venus plasmid was transfected into some HEK293
cells using 8-well W/O droplet electroporation electrodes (Nepa Gene) for 96-well plates at 1.8–2.2 kV. Venus fluorescence signals were observed after
incubation in 5 of 8 wells for 4 and 7 days following electroporation. Scale bars, 20 μm.

doi:10.1371/journal.pone.0144254.g005
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electroporation method investigated here, It is assumed that the formation of transient pores in
the cell membrane could be induced by a pulsed electric field. From the principle of droplet
bouncing, the pulsed electric field could be applied when a droplet makes contact with the elec-
trode and acquires a charge with same polarity as the electrode. In addition, electrical charges
at the interface between the water and oil phases could form a local electric field between the
interface and negative charges on both DNA and the cell membrane, which could affect the
transport of macromolecules. Although the transfection efficiency of electroporation depends
on various experimental conditions, such as cell lines, confluency of cells, and pulse parame-
ters, conventional electroporation.

To explain the mechanism of the transfection, the transient pore formation of cell mem-
brane is one of the essential processes. Therefore, we tried to show the transient pore formation
on the cell membrane. The uptake of fluorescent dyes which do not enter the cell membrane of
live cells is commonly carried out to detect permeabilization by electroporation [27–29]. Here,
DNA staining dye, YO-PRO-1 (Life technologies), was used which is practically non-fluores-
cent until entering the cell and binding to nucleic acids. The fluorescent intensities after the
transfection had clearly increased (S5 Fig). Therefore, transient pores were formed in the cell
membrane by our method. Moreover, that was because stable cell line transfected Venus trans-
gene by this electroporation was established; that was transgene could be trespassed to the
nucleus thought both nucleus and cell membrane (Fig 3E and 3F). It is assumed to be transient
pores.

The polarity of interfacial charges switches periodically during droplet bouncing. When the
interface is positively charged, negatively charged DNA and cells move toward the interface,
while the converse is true for the negatively charged interface. This occurs during movement of
the droplet toward the electrode, with induction of the pulsed electric field after the droplet
makes contact with the electrode. The distance between the edges was about 6 mm (electrodes
for 24-well plates), so the applied electric field intensity was calculated as�4.2 kV/cm. How-
ever, an intense electric field (> 4.2 kV/cm) would be generated by the “edge” effect. The aver-
age frequency of droplet bouncing was about 200 cpm under an applied voltage of 2.5 kV.

Furthermore, application of a more intense but non-lethal electric field to cells can induce
an instantaneous short circuit via the extended droplet resulting in effective transfection. How-
ever, application of an excessively intense electric field would lead to cell death. Moreover,
there is no thermal loading due to the very small electric current, and electrolysis cannot occur.
For the above reasons, both high transfection efficiency and cell viability can be achieved using
the W/O droplet electroporation method. However, further studies are required to determine
the required parameters of the pulsed electric field (strength, pulse width, etc.).

This novel W/O droplet electroporation method has a number of advantages compared
with previous transfection techniques: this method allows the simultaneous transfection of var-
ious types of DNA into human fibroblast cell lines derived from subjects of various ages,
including neuronal cells; both transfection efficiency and cell survival probability are enough
high, so transfection can be performed in small numbers of cells in 3-μL droplets. In this study,
inclusion of such small numbers of cells (~10000 cells) in droplets was insufficient for fluores-
cence-activated cell sorting (FACS) analysis.

W/O electroporation is compared with former electroporation, other commercial electro-
porator, concerning performance. It is in the difference in the principle that W/O electropora-
tion applies a direct current (DC), while a commercial electroporator applies pulsed electric
field. Moreover, W/O electroporation applies sample cells in a water-in-oil (W/O) droplet with
dielectric silicone oil, while commercial electroporator applies cells in cell suspension.
Although the transfection efficiency of electroporation depends on various experimental
conditions, such as cell lines, confluency of cells, and pulse parameters, conventional
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electroporation including commercially available equipment typically shows several tens of
percent in transfection efficiency [30]. Therefore the transfection efficiency of our method was
not inferior to that of a commercial electroporator.

use of a DC power supply obviates the need for an expensive pulse generator; parallel pro-
cessing of many wells is possible without marked heat radiation because little electric current
flows to the cells with use of a DC power supply; operation can be automated because the pro-
cesses involved are simple and do not require expert manual intervention; running costs are
low because the processes are simple without pulse generator and no expensive chemical
reagents are required; and there is little risk of contamination as the sediment of oil droplets
can be easily recovered.

Despite these advantages of the W/O droplet electroporation method, a number of prob-
lems remain. Although the homogeneous process can be performed in parallel in all wells,
some droplets become caught on the electrode and well surface or may be dispersed by burst at
the electrical short circuit between electrodes: large droplets attached to both electrodes, form
an electrical short-circuit, and burst into many small droplets. All 24-well electrodes for dispos-
able 24-well plates were developed for W/O droplet electroporation (Toyohashi Univ. of
Tech.) (S4 Fig). However, multi-well electrodes showed such a wide range of variation in trans-
fection efficiency that some improvement was required to achieve equal efficiency.

Therefore, improved electrode design and the establishment of optimal processing condi-
tions will be necessary to achieve reliable droplet movement in all wells of 96-well plates and
automated performance. The distance between electrode edges and the height from the bottom
of the well can be changed depending on the volume and viscosity of the dielectric oil to
achieve high-frequency reciprocating motion between the electrode pair.

Further development of this W/O droplet electroporation method to facilitate the transport
of any charged small molecule, including RNA, peptides, and charged amino acids, across the
pores in the cell membrane is required to contribute to genome-wide projects, such as system-
atic analysis by siRNA, chemical libraries, metabolomics, etc.

Induced pluripotent stem cells (iPS cells) provide new means of developing diagnostic
methodologies and novel medicines (i.e., systems in which to check drug effects and side effects
or elucidation of the causes of disease), and iPS cell banks for regenerative medicine will be
required in future [31, 32]. However, insufficient numbers of iPS cells are currently available
for high-throughput screening and regenerative medicine. This W/O droplet electroporation
method could be used to efficiently establish iPS cell stocks from patients’ fibroblasts and
peripheral tissues cells, transfected with the genes encoding the Yamanaka factors (Oct3/4,
Sox2, Klf4, c-Myc).

Supporting Information
S1 Fig. HEK cells transfected after W/O droplet electroporation. Two fluorescence images
of HEK cells transfected 4 days after W/O droplet electroporation at 1.8 kV for 5 minutes.
Fluorescence signals in each cell were divided by the cell area to determine the mean intensity.
Negative control data were average signals from cells without electroporation. Mean intensity
of each cell was plotted against cell number in the same field. The red threshold line shows the
autofluorescent signal plus 2S.D. value of cells, which is approximately equivalent to 20% of the
maximum signal in the same field. The cells with higher fluorescence above the threshold sig-
nal were considered to be transfected cells.
(PDF)

S2 Fig. Mean intensity against number of days after W/O droplet electroporation.Mean
intensity of HEK cells 1, 4, 7, and 12 days after W/O droplet electroporation at 1.8 kV for
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5 minutes and of negative controls. Mean intensity was plotted against number of days after
W/O droplet electroporation. Data are means ± standard deviation (s.d.) of more than 10 cells
counted from at least four different fields on fluorescence microscopy images (��P< 0.0001;
unpaired, two-tailed Student’s t test).
(PDF)

S3 Fig. Images of hippocampus primary neural cell. Images of hippocampus primary neural
cell successfully double transfected with Venus and mCherry (red FP) by W/O droplet electro-
poration for 5 minutes. Scale bars, 30 μm.
(PDF)

S4 Fig. W/O droplet electroporation electrodes for 24-well plates. The droplet actuation
device with improved W/O droplet electroporation electrodes for all wells of disposable
24-well plates. Bouncing of water-in-oil droplets was achieved in all wells.
(PDF)

S5 Fig. The uptake of YO-PRO 1 measured after the droplet manipulation. Aliquots of 3 μL
of the prepared HEK cell suspension containing 10,000 cells with 1 μMYO-PRO 1 were added
to the oil, and a DC high voltage (2.0 or 3.0 kV) was applied. Transient pore formation of cell
membrane induce YO-PRO 1 (YP) uptakeby W/O droplet electroporation. Fluorescent signal
of cells stained with YO-PRO 1 were measured. Statistical analysis was performed using Stu-
dent's t-test. Statistical significance was recognized at � p< 0.05, �� p< 0.01.
(PDF)

S1 Movie. W/O droplet electroporation was performed under a DC electric field intensity
of approximately 2.5 kV/cm with electrodes for disposable 96-well plates. The droplets of
PBS buffer were colored by trypan blue without cells and plasmid DNA.
(AVI)
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