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Purpose: To assess the corneal keratometric values obtained using the VERION image-guided 

surgery system and other devices.

Methods: This study evaluated the right eyes of 115 cataract patients before intraocular lens 

(IOL) implantation through consecutive tests using 5 devices: VERION Reference Unit , Placido-

based corneal topography (OPD-Scan III), monochromatic light-emitting diodes (LenStar LS900 

and AL-Scan), and rotary prism technology (auto kerato-refractometer KR-8800). Analyzed 

parameters were corneal steep and flat keratometric values (Ks and Kf) and corneal astigmatism 

and axis. These parameters were evaluated using the one-sample two-tailed t-test and the 95% 

limits of agreement (95% LOAs) between the devices.

Results: The mean corneal cylinder value measurements were −0.97±0.63 D, −0.88± 
0.60 D, −0.90±0.69 D, −0.90±0.67 D, and −0.83±0.60 D with VERION, LenStar, AL-Scan 

(2.4 mm), OPD III, and KR-8800, respectively. Only KR-8800 showed a significant difference 

from VERION in the corneal cylinder value (P,0.05). The mean differences in the Kf and 

Ks of VERION compared to those of OPD III were 0.18±0.45 D and 0.17±0.38 D (P,0.05), 

respectively. The 95% LOAs of Bland–Altman analysis for the corneal astigmatism axis 

of the VERION with LenStar, AL-Scan (2.4 mm), OPD III, and KR-8800 were −26.25° to 

58.71°, −20.61° to 47.44°, −25.03° to 58.98°, and −27.85° to 65.17°, respectively.

Conclusion: None of the VERION parameters were significantly different from those of 

AL-Scan and LenStar. AL-Scan (2.4 mm zone) was especially similar to VERION. Wide LOAs 

are potential contributors to axis error in patients with toric IOL implants.

Keywords: phacoemulsification, toric IOL, corneal astigmatism, surgical induced astigmatism, 

image-guided surgery system

Introduction
Recent applications and developments have increased the accuracy of preoperative 

corneal shape and refractive power evaluations prior to phacoemulsification with 

intraocular lens (IOL) implantation.1,2 The toric IOL has been shown to have substantial 

efficacy in correcting astigmatism.3 Accurate keratometry values (K-values) can be used 

as part of surgical planning for corneal incision design, astigmatic keratotomy (AK), 

the management of surgery-induced astigmatism (SIA), and correcting postoperative 

residual astigmatism.4,5 Several previous studies have compared corneal astigmatism 

measurements obtained using a range of keratometers.1,6–12

The VERION image-guided system (Alcon, Fort Worth, TX, USA) is a new 

surgical-assisted platform that combines the use of the VERION Reference Unit and 

enables the measurement of K-values. Preoperative corneal curvature data can be 
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integrated with anterior segment imaging for intraoperative 

registration. Further, real-time visual image marking under 

microscopy can facilitate the placement of toric IOL during 

surgery.13 Corneal surface data may also be combined with 

the use of the femtosecond cataract surgery platform, LenSx 

(Alcon), for corneal incision design and limbal relaxing 

incisions.

The main aim of this study was to assess the utility of the 

VERION Reference Unit (Alcon) and to perform compari-

sons with commonly used keratometers containing mono-

chromatic light-emitting diodes (LEDs) (LenStar LS900; 

Haag-Streit, Switzerland, and AL-Scan Optical Biometer; 

Nidek, Japan), topographers based on the use of Placido 

rings (OPD-Scan III; Nidek), and a rotary prism system (auto 

kerato-refractometer KR-8800; Topcon, Japan).

Materials and methods
This retrospective study included cataract patients from the 

general population recruited from the private Universal Eye 

Center in Zhong-Li, Taiwan. Before phacoemulsification 

with IOL implantation surgery, corneal curvature measure-

ments for the right eye (115 eyes) of all subjects obtained 

with 5 different instruments were compared: the VERION 

Reference Unit, a LenStar LS900 optical low-coherence 

reflectometer (OLCR), an AL-Scan Optical Biometer, the 

Placido disk topography OPD-Scan III, and the auto kerato-

refractometer KR-8800. All examinations were performed 

under the same low-light conditions. The data captures for 

the 5 devices were obtained after ensuring a lack of head 

tilt, and the eye was aligned to the visual axis by a central 

fixation target or light spot.

All patients were informed about the risks and benefits 

prior to cataract surgery and provided written informed 

consent in accordance with the institutional guidelines and 

the Declaration of Helsinki regarding human research. This 

study was approved by the institutional review board of Antai 

Tian-Sheng Memorial Hospital (No 15-033-B1).

Patients with anterior segment disease, high or special 

ametropia, corneal irregular astigmatism, and pterygium were 

excluded from this study. As all devices were based on eye 

gaze, we further excluded individuals with severe refractive 

medium opacity, macular degeneration, retinal diseases, nys-

tagmus, and poor cooperation, which can affect measurement 

accuracy.14 Data sets were excluded if data for any of the 

parameters were not available. All operations were performed 

by the same skilled physician, and all data were obtained from 

the anterior corneal surface. Measured parameters included 

the flattest keratometry (Kf), steepest keratometry (Ks), and 

axis values presented as Kf, Ks, Kf, and Ks axis.

Devices
The VERION image-guided surgery system was first evalu-

ated in clinical trials in 2013. This system combines the pre-

operative measurement terminal VERION Reference Unit, 

which enables the measurement of keratometry parameters 

and anterior segment imaging-based biometric identification. 

The system is able to adjust focus for corneal astigmatism 

using 3 infrared projections on to the front corneal surface. 

The combination of 12 corneal-reflected light spots from 

monochromatic LED sources allows for a measurement area 

with a diameter of 2.8 mm.

The LenStar LS900 system also has an all-in-one inte-

grated design15 and is based on OLCR with an 820 nm 

wavelength super luminescent diode laser light source 

at a 20 µm–30 nm spectral coherence width. This device 

enables the measurement of corneal diameter (white-to-white 

[WTW]), central corneal thickness (CCT), anterior chamber 

depth (ACD), pupil diameter (PD), and axial length (AL). 

Keratometry uses 2 concentric rings of 32 (2×16) light points 

that are reflected off the anterior corneal surface, with each 

zone covering an area of 1.65 mm by 2.3 mm. The use of 

2 concentric rings allows high accuracy to be maintained 

even in patients with poor gaze.16

The AL-Scan is a device with an all-in-one integrated 

design that uses partial coherence interferometry technology 

for corneal keratometry. This device also enables the mea-

surement of WTW, CCT, ACD, PD, and AL values. Ker-

atometry is obtained over a corneal diameter range of 

2.4–3.3 mm, with 360 light spots reflected off and around 

the central cornea using monochromatic LEDs.

The OPD III scan device provides keratometry functions, 

anterior corneal shape measurement for corneal diameters 

of 3.0 mm, and K-values calculated as average Sim-K-values 

(simulated keratometry). Placido disk topography is provided 

by 33 blue rings with 11,880 data points. All device specifica-

tions discussed in this article refer to data provided in official 

information documents.

The KR-8800 auto kerato-refractometer (Topcon) 

provides keratometry measurements for corneal diameters 

ranging from 3.0 mm to 7.7 mm according to the presence 

of anterior corneal astigmatism, with K-values and corneal 

curvatures obtained over a range from 5.00 mm to 10.00 mm 

(0.01 mm, step display). This device relies on the defini-

tion of the steep and flat meridian cylinder axes set at 90° 

to each other. Corneal curvature radius measurements are 

performed using a 4-point-based ring-shape (symmetric 

spherocylindrical shape) light pattern projected on to the 

anterior surface of the cornea. Rotary prism technology 

allows unparalleled image analysis in the infrared range. 
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Auto kerato-refractometry is a common method used for 

evaluating clinical K-values.

statistical analyses
For all devices, K-values were calculated using the same 

corneal refractive index (n=1.3375). The following param-

eters were included in this analysis: Kf, Ks, Kf axial, Ks 

axial, corneal astigmatism, Kf–Ks, and average keratometry 

calculated as ave K = (Kf + Ks)/2. The statistical significance 

of the inter-device (VERION and the other 4 devices) differ-

ences in corneal K-reading parameters was evaluated with the 

one-sample two-tailed t-test. The correlation coefficient was 

also calculated using Pearson’s or Spearman’s correlation 

coefficients analysis. In addition, K readings were recorded 

in diopters for auto kerato-refractometry as 337.5/(radius of 

curvature in mm).

Before analyzing the astigmatic axis differences, the 

angle value differences were corrected and the relative angle 

difference values were defined for the purpose of quantifica-

tion and calculation (Figure 1). The minimum angle differ-

ence between VERION and the other devices was calculated 

using the following formula:

 

A 180 A A ,

if A A 90 ; A A A
dif 1 2

1 2 dif 1 2

= °− −

− ° = −

| |

| | | |
 

The A
dif

 is the angle of the cylinder axis difference; A
1
 is 

the cylinder axis values from Device 1, while A
2
 is the cylinder 

axis values from Device 2. Further, the axis values for the 

Bland–Altman plot17 were recalculated before analysis of the 

astigmatic axis, with 180° set as 0°, 175° as −5°, and 15° as 

195° or −165° (A −180° or A +180°). In the one-sample t-test 

analysis, the data were processed in the same manner.

The Kf, Kf axis, Ks, Ks axis, cylinder, and ave K were 

presented as the mean and standard deviations (SDs). One-

way analysis of variance was performed to compare the 

differences between the devices, and the Bonferroni post-

hoc test was used for multiple comparisons. The coefficient 

of variation (CV) was used to identify the variability of 

the differences between VERION and the other devices. 

Bland–Altman analysis17 was performed to assess the level 

of agreement between VERION and each device. The plots 

of the differences between the 2 measurement techniques 

against the average values obtained from each technique 

were used to assess the agreement between the VERION and 

other devices. The range of agreement in the Bland–Altman 

plot was defined as the 95% limit for each comparison 

(mean ±1.96 SD of the difference).

Statistical analyses were performed with IBM SPSS 

statistical software version 22 for Windows (IBM Corpora-

tion, Armonk, NY, USA). Two-tailed P,0.05 indicated 

statistical significance.

Results
Data were analyzed and reviewed from 115 cataract patients 

who had measurements taken between October 2014 and 

°
°

°

° °
°

° °
°

°° °

° °

°
°

°

Figure 1 examples of relative angle differences.
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December 2014. The final analysis was performed on 

115 eyes, with all corneal data obtained from the right eye. 

The mean age of the patients included in the study was 

62.80±10.91 years (range, 32–90 years). The mean corneal 

K-values obtained using the VERION image-guided surgery 

system were as follows: mean Kf, 43.89±1.59 D with a 

mean axis of 95.35°±58.33°; mean Ks, 44.76±1.64 D with a 

mean axis of 93.00°±55.19°; and mean corneal astigmatism 

(Kf–Ks), −0.97±0.63 D.

analysis of power of corneal astigmatism 
(Kf–Ks)
The mean corneal astigmatic powers measured with each 

device are shown in Table 1. The VERION system had 

slightly greater power values for corneal astigmatism than 

the other devices. The differences in corneal cylinder power 

between VERION and the other devices ranged from 0.06 D 

to 0.14 D. However, there were no statistically significant 

differences in corneal astigmatism observed between 

VERION and LenStar, AL-Scan (2.4 mm), or OPD III 

devices. When comparing VERION with KR-8800, a larger 

difference in keratometric power was observed than in 

comparisons with the other devices. The mean difference 

in corneal astigmatism was 0.14±0.26 D, with a statistically 

significant difference (t=−2.450; P,0.05).

Table 2 shows the corneal astigmatism differences between 

VERION and the other 4 devices. Compared to VERION, 

74 eyes (64%) measured with AL-Scan (2.4 mm) had 

corneal cylinder differences ,0.25 D the (0.25–0.50 D) and 

(0.50–0.75 D) ranges showed 9% and 21%, respectively.

Figure 2 shows the Bland–Altman plots for the agree-

ments in corneal cylinder measurements between VERION 

and the other devices. A low to moderate level of agreement 

was observed between the 2 values form VERON and other 

devices based on the 95% limits of agreement (LOAs). The 

width of the 95% LOAs in corneal cylinder power ranged 

from 1.03 D to 1.24 D for the differences between VERION 

and the 4 devices. The narrowest width for the 95% LOAs 

was between VERION and KR-8800 (1.03 D).

Flattest and steepest keratometry analysis
In this study, we compared the Kf, Ks, and ave K from 

VERION and 4 devices. The results are shown in Table 3. 

No statistically significant differences were found between 

VERION, LenStar, AL-Scan, and KR-8800. However, the 

mean differences in Kf, Ks, and ave K between the VERION 

and OPD III devices were 0.55±0.44 D, 0.58±0.50 D, and 

0.50±0.41 D, respectively, with statistically significant differ-

ences observed for all values (t=−2.769, P,0.05; t=−2.377, 

P,0.05; and t=−2.643, P,0.05, respectively).

axis analysis
The corneal astigmatism axis for VERION was compared to 

those for LenStar, AL-Scan (2.4 mm), and OPD III. Table 1 

lists the mean Kf axis for the devices. KR-8800 and VERION 

had large angle axis differences of ~3°. LenStar was closest 

Table 1 Comparability of corneal cylinder and astigmatic axis (Kf axis) values of all patients with 5 different devices displayed as 
mean ± sD

Device Method Measuring field Keratometry reading of corneal 
cylinder

Mean (D ± SD @ Degrees ± SD)

eye n=115
VeriOn Monochromatic leDs 2.8 mm −0.97±0.63 @ 95.35±58.33
lenstar Monochromatic leDs 1.65 mm and 2.3 mm −0.88±0.60 @ 94.10±55.99
al-scan (2.4 mm) Monochromatic leDs 2.4 mm −0.90±0.69 @ 93.79±55.95
OPD iii Placido rings 3.0 mm −0.90±0.67 @ 94.04±59.11
Kr-8800 rotary prism system 3.0 mm to 7.0 mm −0.83±0.60 @ 91.96±61.21

Abbreviations: Kf axis, flattest keratometry axis; SD, standard deviation; LEDs, light-emitting diodes.

Table 2 The percentage of eyes for corneal cylinder differences between the VeriOn reference Unit and other devices

Eye N=115 VERION – 
LenStar

VERION – AL-Scan 
(2.4 mm)

VERION – OPD III VERION – KR-8800

n (%) n (%) n (%) n (%)

.0.75 D 8 (7) 7 (7) 6 (5) 6 (5)
0.50–0.75 D 13 (11) 10 (9) 15 (13) 16 (14)
0.25–0.50 D 31 (27) 24 (21) 39 (34) 37 (32)
,0.25 D 63 (55) 74 (64) 55 (48) 56 (49)
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to VERION in the mean astigmatism axis. We found no 

statistically significant differences in the mean values using 

one-sample t-test.

Table 4 shows the variation in the astigmatic flat axis 

obtained from different devices. The astigmatic axis measure-

ments differed by ,10°, ranging from 52% to 61%. AL-Scan 

showed the smallest difference from VERION with 70 eyes 

(61%) in ,10° group, and KR-8800 was 60 eyes (52%) but 

showed 26 eyes (23%) in 10°–20° group.

The corneal astigmatic axis Bland–Altman plot for the 

devices showed only a low to moderate level of agreement 

between the 2 values. The 95% LOAs are presented in Figure 3. 

The largest width for the 95% LOA in astigmatic axis mea-

surement (93.02°) was between VERION and KR-8800.

analysis of CV values
According to the results of the differences in K-reading 

calculations, CV (SD/mean)18 was compared between the 

Figure 2 Bland–altman plot comparing the corneal cylinder obtained with VeriOn reference Unit and 4 other devices (lenstar, al-scan [2.4 mm], OPD iii, and 
Kr-8800).
Notes: The 95% lOas ranged from −0.32 D to 0.93 D, −0.28 D to 0.84 D, −0.22 D to 0.87 D, and −0.22 D to 0.81 D, respectively. Dotted lines ±1.96 sD.
Abbreviations: lOas, limits of agreement; sD, standard deviation.

Table 3 Measurement differences of flattest and steepest keratometry between the VERION and the other devices

Parameter VERION vs 
LenStar

VERION vs  
AL-Scan (2.4 mm)

VERION vs 
OPD III

VERION vs 
KR-8800

Kf (D) 0.22±0.47 0.20±0.46 0.18±0.45* 0.21±0.47
P-value; t 0.17; −1.37 0.14; −1.48 0.01; −2.77 0.12; −1.58

Ks (D) 0.19±0.42 0.15±0.41 0.17±0.38* 0.25±0.42

P-value; t 0.26; −1.13 0.28; −1.08 0.02; −2.38 0.08; −1.77

ave K (D) 0.20±0.37 0.17±0.36 0.18±0.35* 0.23±0.40
P-value; t 0.21; −1.27 0.19; −1.31 0.01; −2.64 0.09; −1.71

Note: *Statistically significant difference (P,0.05, one-sample two-tailed t-test).
Abbreviations: K, keratometry; Kf, flattest keratometry; Ks, steepest keratometry; ave K, average keratometry.
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devices. Table 5 shows the differences in CV values between 

VERION and the other devices. CVs for OPD III were lower 

than for the other devices. Astigmatism axis (Kf and Ks axes) 

CVs were larger than those for keratometric power (Kf, Ks, 

corneal astigmatism, and ave K). However, astigmatism axis 

CVs demonstrated a small range from 1.27 to 1.34, indicating 

the high accuracy of astigmatism axis measurements using 

the evaluated devices.

Analysis of correlation coefficients
All the parameters measured with the other devices were 

found to be significantly and moderately to highly correlated 

with those measured using the VERION system (P,0.05). 

Keratometric power values measured with each device 

were highly correlated (r =0.91–0.95). Corneal astigmatism 

(Kf–Ks) values recorded with each device were also highly 

correlated (r =0.79–0.82), with the exception of the LenStar 

device, which demonstrated a moderate correlation with 

measurements obtained using the VERION system (r =0.75). 

Astigmatism axis values were moderately correlated, with 

a tendency for greater Ks axis values than Kf axis values. 

Correlation coefficients for the Ks axis for each device 

(LenStar, AL-Scan [2.4 mm], AL-Scan [3.3 mm], OPD III, 

Table 4 The variation of astigmatic flat axis obtained from different devices

Eye N=115 VERION – LenStar VERION – AL-Scan VERION – OPD III VERION – KR-8800

n (%) n (%) n (%) n (%)

,10° 62 (54) 70 (61) 62 (54) 60 (52)
10°–20° 28 (24) 22 (19) 21 (18) 26 (23)
.10° 34 (30) 23 (20) 32 (28) 29 (25)

Figure 3 Bland–altman plot comparing the corneal astigmatic axis obtained using VeriOn reference Unit and 4 other devices (lenstar, al-scan [2.4 mm], OPD iii, and 
Kr-8800).
Notes: The 95% lOas ranged from −26.25° to 58.71°, −20.61° to 47.44°, −25.03° to 58.98°, and −27.85° to 65.17°. Dotted lines ±1.96 sD.
Abbreviations: LOAs, limits of agreement; Kf, flattest keratometry; SD, standard deviation.
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and KR-8800) were as follows: r =0.47, 0.58, 0.49, 0.45, 

and 0.49, respectively; Kf axis: r =0.61, 0.55, 0.47, 0.47, 

and 0.34, respectively.

Discussion
Postoperative visual acuity has been shown to be associ-

ated with the accuracy of keratometry measurements prior 

to cataract surgery,19 with astigmatism overcorrection or 

large degrees of axis misalignment known to induce patient 

discomfort.20 Viestenzet et al3 reported that astigmatism 

correction decreased by 3.33% for each degree of toric IOL 

rotation. Further, patients with 30° toric IOL rotation had 

obvious residual astigmatism, and astigmatism was higher 

in those with IOL axis rotation .30°. In this study, the 

mean corneal astigmatism was 0.96±0.58 D, ranging from 

0.07 D to 3.54 D. These results are similar to those reported 

by Hoffmann and Hütz.21 Ferrer-Blasco et al2 found that 

64.4% and 22.2% of cataract patients had (0.25–1.25) D 

and .1.25 D corneal astigmatism, respectively. In our 

study, the Kf, Ks, and corneal astigmatism values obtained 

with the VERION system were slightly greater than those 

obtained with other devices. The recent study by Mueller 

et al22 reported similar results in the comparison of VERION 

and LenStar LS900 (OLCR device), and Schultz et al23 also 

found that the Ks values of VERION were slightly greater 

than those of AL-Scan and OPD III.

The evaluation of the VERION system for residual 

astigmatism management with toric IOL surgery has been 

reported,24 and the use of a LenSx femtosecond laser system 

platform combined with the VERION system was also 

reported.13 However, the comparability, reliability, and repeat-

ability of pre-surgery corneal astigmatism measurements 

using the VERION system have yet to be fully evaluated 

(Google Scholar, as of April 5, 2017).10

In this study, corneal data measurements with each device 

based on different techniques and calculations are thought 

to result in different K-values measurements. Hashemi 

et al25 compared the LenStar, auto kerato-refractometer, and 

Pentacam–Scheimpflug technology anterior segment imaging 

systems and demonstrated variations in K-values obtained 

from each system. In this study, significant differences in Kf 

axis, Ks, and (Kf–Ks) values were observed between the auto 

kerato-refractometer and VERION systems. In particular, 

the difference in the mean Kf axis values between the auto 

kerato-refractometer and VERION systems was ~10.70°. 

This was greater than the differences between VERION 

and the other devices, which ranged from 5° to 6°. The auto 

kerato-refractometer, KR-8800, has demonstrated conve-

nience and utility in clinical practice but is only considered 

appropriate for regular corneal astigmatism measurements 

prior to toric IOL implantation. In other circumstances, this 

method may lose more data from peripheral corneal regions. 

Steepening changes to the corneal surface may also be due 

to keratoconus or high regular astigmatism. Only a propor-

tion of irregular astigmatism cases may present as central 

cornea steepening, clinically limiting the KR-8800 system in 

these situations.2 Another article reported similar differences 

between VERION and auto kerato-refractometer.26

The IOL master (Carl Zeiss Meditec AG, Jena, Germany) 

utilizes automated keratometry, similar to the VERION, 

LenStar, and AL-Scan devices. The IOL master uses 6 light 

spots projected on to the cornea in a hexagonal pattern, 

with a range from ~2.4 mm to 2.5 mm. Further, this system 

calculates the average of 3 consecutive measurements, 

which integrate a number of functions including K-values. 

The SRK/T formula-based toric IOL power calculations 

for the system are considered comparable to those for other 

devices.7 Many comparative studies have reported corneal 

astigmatism measurements using the IOL master.7,10,25 In a 

recent study, Visser et al10 evaluated the SMI Reference Unit 

(SensoMotoric Instruments, Boston, MA, USA) for surgery 

image integration, similar to the VERION Reference Unit 

technique. They found that the SMI Reference Unit, LenStar, 

and IOL master devices all had comparable reliability in 

providing accurate K-values measurements. Additionally, 

Nemeth et al27 reported that VERION has high repeatability 

and agreement with the IOL master.

Using the Placido disk image from OPD III, precise data 

obtained from the anterior corneal surface curvature has no 

relationship to the axis and reference points of automated 

keratometry. OPD III can quantify irregular astigmatism.28 

This study demonstrated significant differences in keratomet-

ric power (Kf, Ks, and ave K) between OPD III and VERION 

(P,0.05), with high correlations (correlation coefficients of 

Table 5 CV values for differences between the VeriOn reference 
Unit and other devices

Parameters 
(eye N=115)

LenStar AL-Scan 
(2.4 mm)

OPD III KR-8800

Kf 0.94 0.96 0.86 0.95
Ks 0.85 0.89 0.81 0.83
Kf–Ks 1.04 1.01 0.86 0.89
Kf and Ks axis 
(astigmatism axis)

1.34 1.29 1.25 1.27

ave K 0.84 0.86 0.82 0.86

Abbreviations: CV, coefficients of variation; K, keratometry; Kf, flattest 
keratometry; Ks, steepest keratometry; ave K, average keratometry.
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0.91, 0.93, and 0.94, respectively). However, no differences 

in corneal astigmatism axis values were observed. Both 

corneal topography and automated keratometry were found 

to be highly accurate in measuring the corneal astigmatism 

axis, corroborating a previous study by Mao et al.9 Lee et al19 

reported that measured corneal K-values tended to be over-

estimated by Placido-based videokeratography. However, 

this finding is in contrast to the results of this study, in which 

OPD III mean keratometric Kf, Ks, and ave K parameters 

were smaller than values measured with other automated 

keratometers (such as VERION, LenStar, AL-Scan [2.4 mm], 

and KR-8800), which ranged from ~0.2 D to 0.18 D, 0.02 D 

to 0.17 D, and 0.02 D to 0.17 D, respectively. In addition, 

OPD III had the smallest CV of any K-values for differ-

ences compared to VERION (Table 5). This discrepancy 

is attributable to the different measurement techniques and 

measuring field; however, these devices may still have utility 

in obtaining reference values.

When comparing the AL-Scan 2.4 mm and 3.3 mm 

K-reading values, the mean differences in central corneal 

and paracentral corneal zones were ~0.02–0.04 D. Regarding 

comparisons between the AL-Scan and VERION devices, 

the difference in values from the paracentral corneal zone 

(AL-Scan 3.3 mm) was ~1° greater than the difference in the 

central corneal zone values (AL-Scan 2.4 mm). In previous 

studies, Kaswin et al7 reported no difference in K-values 

between IOL master and either AL-Scan 2.4 mm or 3.3 mm 

measurements. Huang et al8 further found a high compara-

bility in K-values between IOL master and AL-Scan, with 

more accurate K-values obtained from the 2.4 mm zone for 

IOL power calculations.

In addition, Ho et al29 reported that ~10% of cataract patients 

had .1.00 D in corneal astigmatism, with a difference 

between the anterior surface and total corneal astigmatism 

of .0.50 D. Further, the authors suggested that clinicians 

should consider total corneal astigmatism and axis changes 

following toric IOL implantation in order to optimize post-

operative visual quality.

This study has 2 limitations. First, morphological changes 

of the total corneal surface were not evaluated and corneal 

pachymetry measurements can provide more accurate corneal 

data than that in this study.30 Second, although the VERION 

system can provide astigmatism axis data and integrate 

these data with anterior segment imaging, the customizable 

“horizontal line” reference point is the most likely reason for 

the differences observed with other devices. Although the 

default measurement zones for VERION and the other devices 

have a similar diameter, mean K-reading value differences 

were largely similar, likely due to the different characteristics 

of the devices. The results of the present comparisons indicate 

that preoperative keratometry measurements should not 

be dependent on a single device. Rather, a combination of 

different devices provides surgeons with more complete 

reference data.31 As the VERION Reference Unit is still a 

relatively novel device, further studies combining evaluations 

of corneal aberrations, IOL power calculation values, and 

postoperative visual outcomes are required.

Conclusion
This study demonstrated moderate to high correlations for 

all parameters measured using VERION compared to those 

measured using other devices. No differences were observed 

between the VERION Reference Unit, AL-Scan, and LenStar 

devices, which are all automated keratometers that rely on the 

projection of light onto the corneal surface in order to obtain 

K-values measurements. Values obtained using the AL-Scan 

2.4 mm zone method and VERION were particularly similar. 

The VERION, AL-Scan, LenStar, and OPD III devices allow 

accurate measurement of astigmatism axis values, with each 

biometer capable of providing highly accurate data for pre-

surgery planning. As more severe peripheral corneal shape 

deformations or irregular astigmatism may affect measure-

ment results, further corneal topography and pachymetry 

measurements may be required to obtain reference values 

in such cases. By understanding the utility and performance 

of different devices, surgeons can select the most appropri-

ate combination of devices for the evaluation of individual 

patients and clinical applications.
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