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A b s t r a c t

Introduction: Most clinical trials related to bioresorbable vascular scaffold (BVS) technology are limited to a highly selected 
patient population.

Aim: To evaluate early and long-term clinical outcomes of the Absorb everolimus-eluting BVS compared to the everolimus-elut-
ing metallic XIENCE V stent in routine clinical practice.

Material and methods: This is a multicenter, retrospective propensity score-matched comparative study, comprising 76 patients 
treated with a bare metal stents (BMS) and 501 with a XIENCE stent. Patients included in the study had stable and unstable angina 
and both types of myocardial infarction (STEMI and NSTEMI) as an indication for intervention and at least one significant de novo 
lesion in native coronary arteries. The primary endpoint was major adverse cardiovascular event (MACE), defined as death, myocar-
dial infarction (MI), or target vessel revascularization (TVR).

Results: Median follow-up was 400 days in both groups. After propensity score matching for patient baseline characteristics, only 
higher rate of predilatation, predominantly treated left anterior descending artery (LAD) and lower number of used stents in the BVS 
group remained statistically significant. After adjustment there was no difference in type of treated lesions. The MACE rate did not dif-
fer between BVS and drug-eluting stents (DES) groups (7.2% vs. 11.15%, respectively; p = 0.17). The TVR was 2.9% in both groups. Ex-
cept in the periprocedural period, there were no deaths or MI in the BVS group. There was no stent thrombosis in either studied group.

Conclusions: In routine clinical practice throughout long-term follow-up, clinical outcomes of patients who successfully received 
the Absorb BVS did not differ from those of patients who received the Xience stent. Longer follow-up data are required to determine 
whether these findings will persist beyond one year.

Key words: acute coronary syndrome, drug-eluting stent, stable angina, bioresorbable vascular scaffold, coronary percutaneous 
intervention.

Introduction
The introduction of drug-eluting stents (DES) to the 

treatment of atherosclerotic lesions in the coronary ter-
ritory significantly improved the clinical outcomes when 
compared to bare metal stents (BMS). Drug-eluting stents 
allow controlled release of antiproliferative drugs that ef-
fectively reduce neointimal hyperplasia. However, due to 
their permanent nature they do not eliminate the risk 

of late clinical events including very late restenosis, neo-
atherosclerosis, late stent thrombosis and stent fractures  
[1, 2]. Theoretically, a promising alternative is a bioresorb-
able vascular scaffold (BVS), which elutes an antiprolifer-
ative compound in a similar way to metallic DES and then 
resorbs naturally, leaving no permanent scaffold, allowing 
the vessel to restore its physiological functions and theo-
retically eliminate the risk of late clinical events [3].
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The Absorb BVS (Abbott Vascular, Santa Clara, USA) 
elutes everolimus, similarly to the XIENCE V, a  second 
generation DES, but the platform consists of a fully bio-
degradable polymer instead of a cobalt-chromium plat-
form.

Although initial clinical trials with BVS showed prom-
ising results, the long-term observations revealed several 
limitations, including high risk of target vessel related 
myocardial infarction and device thrombosis [4, 5]. As 
these outcomes are mostly related to a highly selected 
patient population, it is important to test the effects of 
BVS implantation in routine clinical practice including 
patients with stable angina and those presenting with 
acute coronary syndromes.

Aim
The aim of this study was to evaluate early and long-

term clinical outcomes of the Absorb everolimus-eluting 
BVS (Abbott Vascular, Santa Clara, USA) compared to the 
everolimus-eluting metallic XIENCE V DES (Abbott Vascu-
lar) in routine clinical practice.

Material and methods
Study design and population
This is a multicenter, retrospective propensity score-

matched comparison of patients with coronary artery 
disease who underwent PCI with BVS or Xience V stent 
implantation between July 2013 and June 2014 in eight 
Departments of American Heart of Poland (AHP). Seven-
ty-six patients who received an Absorb BVS (BVS group) 
and 501 consecutive subjects with implanted Xience 
stent (DES group) and met described below inclusion cri-
teria were selected for analysis.

The main inclusion criteria were adult patients with 
stable angina (SA), unstable angina (UA), non-ST segment 
elevated myocardial infarction (NSTEMI) or ST segment 
elevated myocardial infarction (STEMI), with at least one 
significant lesion in native coronary arteries.

Patients in whom stents other than those being test-
ed were implanted were excluded from the study. Con-
current use of the same type of stent (BVS or Xience V)  
was permitted. Subjects with contradictions for pro-
longed dual antiplatelet therapy (DAPT), in cardiogenic 
shock, with left ventricle ejection fraction (LVEF) < 35%, 
chronic kidney disease with eGFR < 30 ml/min/m2 or life 
expectancy < 12 months were excluded from the registry.

Procedural characteristics 
Loading doses of clopidogrel or ticagrelor with aspirin 

(as recommended by ESC guidelines) were given to all 
patients before or immediately after percutaneous pro-
cedures. During the procedure patients received 100 IU/ 
kg i.v. of unfractionated heparin, which was titrated to 
maintain an ACT > 300 s. Use of GP IIb/IIIa receptor inhib-
itors was at the operator’s discretion. All patients were 

advised to continue taking aspirin indefinitely and clopi-
dogrel or ticagrelor for at least 12 months.

Percutaneous coronary intervention was performed 
using standard techniques. The decision to use a partic-
ular stent type or procedural techniques was made inde-
pendently by the operator. 

Study endpoints and definitions
Due to the observatory nature of this study no 

preliminary hypotheses were generated. The primary 
endpoint of the study was major adverse cardiovascu-
lar event (MACE), defined as death of any cause, myo-
cardial infarction (MI) [6], including periprocedural MI 
and target vessel revascularization (TVR). Target vessel 
revascularization was defined as any symptomatic re-
peated revascularization (percutaneous or surgical) of 
a previously stented coronary artery. Device thrombosis 
(stent/scaffold) was defined with reference to the Aca-
demic Research Consortium Definitions of Stent Throm-
bosis [7].

Study device
The Absorb BVS (Abbott Vascular, Santa Clara, USA) is 

a fully bioresorbable vascular scaffold which consists of 
a fully biodegradable poly-L-lactide (PLLA) platform cov-
ered by an amorphous matrix of poly-D,L-lactide (PDLLA) 
and everolimus. It is gradually resorbed in the process of 
hydrolysis to non-inflammatory products, such as CO

2 or 
H2O [3]. The average strut thickness is 157 µm. Eighty 
percent of drug release occurs within 30 days. 

The Xience V (Abbott Vascular, CA, USA) is a cobalt- 
chromium stent coated with a non-erodible fluoropoly-
mer loaded with 100 mg/cm2 of everolimus. The thickness 
of the metallic struts and coating combined is approxi-
mately 90 µm (81 µm for the stent and 7.8 µm for the 
polymer ≈ 90) [8]. The antiproliferative drug concentra-
tion and release profile are similar in both stents. 

Data collection and follow-up
Clinical and procedural data were collected based 

on an anamnesis with patients and hospital electronic 
system containing all discharge information. The sites 
possess quality assurance ISO 9001 certificates and are 
frequently audited by the National Health Fund. The data 
on the incidence of other adverse events were collected 
by telephone interview with the patient or with her/his 
family and all outcomes of interest were confirmed with 
hospital discharge files.

Statistical analysis
Normally distributed parametric data were expressed 

as the mean and standard deviation. In cases of skewed 
distribution, data were expressed as median and inter-
quartile range. Nonparametric data were presented as 
an absolute number and percentage. 95% confidence 
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intervals (CIs) and relative risk (RR) for follow-up results 
were calculated. The parametric variables between the 
groups were compared using Student’s t-test, while a c2 
test was used for comparison of nonparametric data. If 
any analyzed group was smaller than 5 observations, the 
Fisher two-tailed exact test was used to evaluate statis-
tical significance. A p-value of < 0.05 was considered to 
indicate statistical significance. Because of the nonran-
domized nature of the study, propensity score analysis 
was used to adjust for differences in patients’ baseline 
characteristics. Additionally, the Kaplan-Meier method 
was performed to estimate the survival curve in both 
groups. All statistical analyses were performed using Sta-
tistica, version 12.0.

Results
Study population
Baseline clinical and demographic characteristics of 

both groups are presented in Table I. In both groups the 
patients were predominantly men (78% and 68% in BVS 
and DES group, respectively, p = 0.07).The prevalence of 
cardiovascular risk factors, such as hypertension, diabe-
tes and smoking, was similar in both groups.

Patients in the DES group were slightly older than the 
BVS group (60 vs. 65 years; p < 0.001, respectively). The 
main indication for PCI in both study groups was UA, but 
stable angina was significantly more prevalent in the BVS 
group (34% vs. 23%; p = 0.04). There was a higher in-
cidence of myocardial infarction (NSTEMI and STEMI) in 
the DES group. 

The most prominent difference between the groups 
was presence of multivessel disease (defined as the pres-

ence of greater than or equal to 70% luminal diameter 
stenosis in two or more major epicardial arteries), which 
was present in 38% of patients in the BVS group and 
60% of those with DES (p < 0.001). 

Propensity score matching of baseline clinical and 
demographic data resulted in bias reduction in most of 
the parameters (data presented in Table II). Only previous 
PCI procedure remained significantly different between 
studied groups. 

Procedural data and short-term results
Unadjusted procedural data are presented in Table III.  

The mean stent diameter and length were comparable 
between BVS and DES groups (3.0 vs. 2.9 mm; p = 0.26 
and 22.1 vs. 21.5  mm; p = 0.54, respectively). In the 
DES group, a significantly higher number of stents was 
needed during the procedure of interest (1.0 vs. 1.26,  
p = 0.001). The predilatation rate was significantly higher 
in the BVS group (76% vs. 38%, p < 0.001), while post-
dilatation was performed at a similar rate (36% vs. 40%, 
p = 0.54). Stents were more frequently implanted in the 
left anterior descending artery (LAD) in the BVS group 
than in the DES group (59% vs. 46%; p = 0.03). In the 
BVS group, the type of treated lesion was mostly A or B1 
(76%), whereas in the DES group there was an almost 
equal proportion of lesions of type A/B1 and B2/C (54% 
vs. 46%, respectively). There were no differences with re-
gard to incidence of ostial and bifurcated lesions. In both 
groups, there were no cases of intravascular ultrasound 
imaging or optical coherence tomography. There were no 
differences with regard to DAPT regimen.

After propensity score matching, only higher rate of 
predilatation, predominantly treated LAD and lower num-

Table I. Unadjusted baseline clinical and demographic data

Parameter BVS (n = 76) DES (n = 501) P-value

Age [years] 60 ±11.2 65 ±9.3 < 0.001

Male 78% 68% 0.07

Current smoker 20% 18% 0.64

Hypertension 82% 77% 0.38

Hyperlipidemia 54% 37% 0.006

Diabetes 30% 31% 0.96

Previous MI 28% 38% 0.07

Previous PCI 41% 50% 0.14

Previous CABG 1.3% 6.6% 0.12

Previous stroke 1.3% 4.4% 0.33

Peripheral artery disease 6.6% 8.4% 0.58

Multivessel disease 38% 60% < 0.001

Left ventricle ejection fraction (%) 55 ±9.0 52 ±8.9 0.005
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Table II. Adjusted (after propensity score matching) baseline clinical and demographic data

Parameter BVS (n = 39) DES (n = 69) P-value

Age [years] 60 ±11.0 60 ±9.0 0.93

Male 78% 67% 0.12

Current smoker 20% 29% 0.23

Hypertension 80% 83% 0.66

Hyperlipidemia 56% 43% 0.12

Diabetes 30% 36% 0.47

Previous MI 26% 32% 0.45

Previous PCI 38% 61% 0.006

Previous CABG 1.5% 1.5% 1

Previous stroke 1.5% 6% 0.36

Peripheral artery disease 7% 4.3% 0.71

Multivessel disease 41% 54% 0.12

Left ventricle ejection fraction (%) 55 ±9.2 55 ±6.9 0.99

Table III. Unadjusted procedural data

Parameter BVS (n = 76) DES (n = 501) P-value

Indication for PCI:

SA 34% 23% 0.04

UA 57% 52.5% 0.5

NSTEMI 7% 15% 0.02

STEMI 3% 9% 0.09

Target lesion location:

LAD 59% 46% 0.03

LCx 11% 16% 0.19

RCA 21% 23% 0.68

Other 9% 15% 0.17

Left main 0% 7% 0.006

Procedural data:

Predilatation 76% 38% < 0.001

Number of stents 1 – 100% 1 – 79% 
2 – 17% 
3 – 3% 

4 – 0.6% 

< 0.001

Stent/scaffold diameter [mm] 3 ±0.4 2.9 ±0.5 0.26

Stent/scaffold length [mm] 22.1 ±5.2 21.5 ±8.1 0.54

Postdilatation 36% 40% 0.54

Type of lesion: n = 76 n = 105

A/B1 76% 54% 0.009

B2/C 24% 46% 0.01

Ostial 7% 7.6% 0.85

Bifurcated 26% 28% 0.84

Calcified 5% 6% 0.87

Values are mean ± SD or n (%). 
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ber of used stents in the BVS group remained statistically 
significant. It is important to stress that after adjustment 
there was no difference in type of treated lesions (Table IV).

In short-term observation, the MACE rate between 
BVS and DES groups was comparable (1.3% vs. 1.4%;  
p = NS, respectively). In the BVS group one cardiac death 
occurred in the periprocedural period (rupture of the 
vessel during predilatation), while in the DES group five 
myocardial infarctions and five deaths were noted within  
30 days of follow-up. The differences remained insignifi-
cant after adjustment. 

Long-term results
Median follow-up was 400 days in both groups. Be-

fore adjustment for patient baseline characteristics, the 
occurrence of MACE was significantly higher in the DES 
than the BVS group (24% vs. 6.6%, p = 0.011) (Figure 1).  
The difference was predominantly due to higher inci-
dence (though not significant) of repeated revasculariza-

tion in the DES group (5.3% vs. 18%, p = 0.088). Detailed 
analysis demonstrated a numerically lower rate of TVR 
(2.6% vs. 7%, p = 0.44) and target lesion revasculariza-
tion (TLR) (1.3% vs. 6%, p = 0.37) in the BVS group than 
in the DES group, although the difference was minor 
and statistically insignificant. Similarly, survival curves 
favored the BVS, although the difference was not statis-
tically significant.

After adjustment, the MACE rate between studied 
groups did not differ significantly (BVS = 7.2% vs. DES = 
11.15%; p = 0.17). Repeated revascularization remained 
a major cause of adverse events, with a TVR rate of 2.9% 
in both groups (Figure 2). It is worth emphasizing that, 
except in the periprocedural period, there were no deaths 
or myocardial infarctions in the BVS group.

Discussion
Despite constant development of interventional de-

vices, new DES technologies still have a number of lim-

Table IV. Adjusted (after propensity score matching) procedural data

Parameter BVS (n = 69) DES (n = 69) P-value

Indication for PCI:

SA 29% 38% 0.27

UA 61% 49% 0.17

NSTEMI 7% 7% 1

STEMI 3% 6% 0.68

Target lesion location:

LAD 59% 42% 0.04

LCx 12% 9% 0.57

RCA 19% 19% 1

Other 10% 9% 0.77

Left main 0% 1.5% NS

Procedural data:

Predilatation 76% 39% < 0.001

Number of stents 1 –100% 1 – 81% 
2 – 13% 
3 – 4% 

4 – 1.5% 

0.0002

Stent/scaffold diameter [mm] 3 ±0.4 2.9 ±0.5 0.19

Stent/scaffold length [mm] 22.3 ±5.1 22.1 ±7.5 0.83

Postdilatation 36% 38% 0.74

Type of lesion:

A/B1 75% 72.5% 0.78

B2/C 25% 27.5% 0.54

Ostial 7% 7% 1

Bifurcated 26% 28% 0.78

Calcified 6% 6% 1

Values are mean ± SD or n (%). 
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 MACCE Death MI Repeated TVR TLR Stent thrombosis
    revascularization
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Figure 1. Unadjusted results at 1 year follow-up
BVS – bioresorbable vascular scaffold, DES – metallic drug eluting stent – Xience V.
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Figure 2. Adjusted results at 1 year follow-up
BVS – bioresorbable vascular scaffold, DES – metallic drug eluting stent – Xience V.
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itations that prompt searching for alternative methods 
to treat coronary artery disease (CAD). Their greatest dis-
advantage is permanent presence of foreign material in 
the vessel, which may lead to late adverse events, such 
as increased risk of very late stent thrombosis (> 1 year), 
acquired stent malapposition, strut fracture or delayed 
neointimal hyperplasia. It is not uncommon for these 
events to occur beyond the 5-year period [9].

In this context, BVS technologies seem to be particu-
larly attractive, as theoretically they may allow the vessel 
to heal and restore its physiological functions over time. 
These properties may eliminate very late adverse cardi-
ac events (including stent thrombosis). Moreover, biode-
gradable stents eliminate the concern that some patients 
have at the thought of having an implant in their bodies 
for the rest of their lives [10]. 

Our study, although relatively small, should be re-
garded as important, as it describes clinical data from 
a real life patient populations and compares them to the 
XIENCE V – an everolimus-eluting DES that is well estab-

lished on the market. The main finding of our study is 
that throughout the 1-year follow-up, clinical outcomes 
of patients who successfully received an Absorb BVS did 
not differ from those who received a  Xience V EES. As 
expected (due to the retrospective nature of the study) 
patients’ characteristics were slightly different between 
the groups. Patients who were implanted with a  BVS 
were younger, had higher LVEF, had lower prevalence of 
multivessel disease and were more likely to be treated 
in the context of stable angina. In addition, most of the 
lesions in the BVS group were classified as simple. This 
reflects the current routine clinical practice, in which 
physicians tend to select biodegradable technologies for 
younger patients and for relatively simple clinical scenar-
ios. Despite those discrepancies between studied groups, 
the propensity score analysis diminished the majority of 
them, making the registry more reliable. It is important 
to add that in the BVS group one cardiac death occurred 
but was classified as not related to the studied device as 
it occurred due to balloon predilatation. 
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A higher prevalence of stable angina and lower rate 
of multi-vessel disease were also reported by Rzeszutko 
et al. [11]. Similarly, the main periprocedural major ad-
verse event was coronary artery perforation. 

The current study revealed statistically higher pre-dil-
atation rates for the Absorb BVS as compared to the 
Xience V. This situation reflects mechanical properties 
of the polymeric scaffold, which implies careful vessel 
sizing before the implantation as well as proper vessel 
preparation. For these reasons the BVS should not be im-
planted into lesions that cannot be adequately prepared 
with balloon inflations or when the result of preparation 
is unsatisfactory [12]. According to the Polish National 
PCI Registry, comparable clinical outcomes between the 
BVS and DES could be achieved independently of vessel 
tortuosity, calcifications or bifurcation, provided that the 
lesion is properly prepared [13].

The results of our study are similar to those obtained 
in other trials that compared Absorb BVS to Xience stents. 
One such study is Absorb Japan, comprising 400 patients, 
who were randomized to the Absorb BVS group (n = 266 
patients) or the cobalt-chromium everolimus-eluting stent  
(CoCr-EES) group (n = 134 patients). The primary end-
point of the study was target lesion failure (TLF), de-
fined as a  composite of cardiac death, MI attributable 
to target vessel, or ischemia-driven target lesion revas-
cularization, powered by non-inferiority. At 12-month 
follow-up there was no significant difference between 
the two groups in terms of TLF (Absorb BVS = 4.2% vs. 
Xience = 3.8%; p non-inferiority < 0.0001). The second-
ary end-point evaluated after 13 months was in-seg-
ment late lumen loss (LLL), which was 0.13 ±0.30 mm  
for the Absorb BVS and 0.12 ±0.32 mm for the CoCr-EES 
(p non-inferiority < 0.0001). Overall, the study showed 
comparable clinical results between the Absorb BVS and 
the CoCr-EES in patients with de novo lesions, with the 
exception of complex lesions and with an optimal lesion 
preparation [14].

Another prospective, multicenter, single-blinded, ac-
tive-treatment controlled clinical trial, ABSORB III, mea-
sured the safety and efficacy of BVS compared to DES 
at one year in patients with CAD. The patients were ran-
domized to receive an everolimus-eluting BVS (n = 1,322) 
or a cobalt-chromium everolimus-eluting stent (CoCr-EES; 
n = 686). Although the primary endpoint of target lesion 
failure (TLF) showed no difference at 1-year follow-up 
(7.8% for Absorb and 6.1% for Xience; non-inferiority  
p < 0.007) [15], the recently published 3-year follow-up 
data presented some worrisome findings. The primary 
composite endpoint of target lesion failure throughout  
3 years of follow-up occurred in 13.4% of BVS patients 
and 10.4% of EES patients (p = 0.06), myocardial infarc-
tion related to the target vessel increased with BVS (8.6% 
vs. 5.9%; p = 0.03) and device thrombosis occurred in 
2.3% vs. 0.7% (p = 0.01). In BVS patients treatment of 

vessels with a reference diameter of less than 2.25 mm 
(based on qualitative comparative analysis) was an inde-
pendent predictor of 3-year TLF and scaffold thrombosis.

In a recently published meta-analysis the Absorb BVS 
was compared to the metallic EES (Xience; Abbott Vascu-
lar; Promus Element; Boston Scientific, Natick, MA, USA) 
[16]. It included 6 studies, comprising 3738 patients who 
had Absorb BVS (n = 2337) or EES (n = 1401) implanta-
tion. The results revealed comparable occurrence of TLR 
as a primary end-point evaluating its efficacy (p = 0.87), 
MI risk (p = 0.06) and death (p = 0.89) at 12-month fol-
low-up. However, at the same time, patients with a BVS 
had higher risk of definite or probable stent thrombosis 
(p = 0.05), particularly during the first 30 days after the 
procedure (p = 0.02). 

The similar finding of increased risk of stent throm-
bosis was also described in the GHOST registry, which 
revealed cumulative incidence of definite/probable scaf-
fold thrombosis at the level of 1.5% at 30 days and 2.1% 
at 6-month follow-up. All these results should be inter-
preted in the context of BVS construction limitations and 
implantation techniques [17]. The Absorb BVS has thick 
struts with an average thickness of 157 µm. Compared 
to other currently used metallic stents, this construction 
is more thrombogenic and is less forgiving in relation 
to suboptimal deployment (malapposition, underexpan-
sion, etc.). Thicker struts cause loss of laminar flow and 
increased platelet activation [18]. In a recently published 
study thin strut EES revealed decreased platelet aggrega-
tion and inflammatory cell adhesion in an animal mod-
el as compared to BVS. This finding may explain higher 
rates of stent thrombosis in BVS, particularly early after 
stent implantation [19].

Mattesini et al. compared the acute performance of 
the PLLA Absorb BVS with a  second-generation metal 
DES in complex coronary artery lesions with stent op-
timization under optical coherence tomography (OCT) 
guidance. Optical coherence tomography findings be-
tween the two groups were not statistically significant, 
which supports the hypothesis that properly selected pa-
tients, systematic aggressive lesion preparation, sizing of 
a BVS to the proximal reference vessel diameter (RVD), 
high pressure post-dilation, and use of OCT for optimiza-
tion enables us to achieve post-procedural area stenosis, 
minimal lumen area, and an eccentricity index similar to 
that of contemporary DES platforms that theoretically 
may decrease the thrombosis rate [20]. Indeed, in the 
sub-analysis of the Absorb III trial presented by G. Stone, 
it was found that procedural optimization applied in very 
thrombogenic arteries of less than 2.25 mm using high 
pressure post-dilatation (≥ 14 atm) was able to signifi-
cantly decrease the risk of scaffold thrombosis from 8.1% 
(all cases with no post-dilatation) to less than 2% (the 
rate of stent thrombosis in arteries above 2.5 mm was 
0.8% and did not differ from Xience stents) [21]. 
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Although in our study we did not use intravascular 
imaging for vessel sizing and implantation optimization, 
there was no stent thrombosis in either studied group 
either at short or long-term follow-up. The reason for this 
unexpectedly favorable result (especially in the light of 
results presented above) may be a trend toward selecting 
younger patients and relatively simple clinical scenarios 
that naturally decrease the risk of stent thrombosis. In 
addition, in our study we avoided small arteries that by 
visual estimation were 2.5 mm or smaller. This may have 
helped to eliminate the risk of thrombotic events. All pa-
tients in the study were prescribed with dual antiplatelet 
therapy for 12-month follow-up.

Conclusions
Bioresorbable vascular scaffold is a promising tech-

nology that is still at the early stage of development. In 
our study, which reflects current routine clinical practice 
for bioresorbable technologies, we found that through-
out 1-year follow-up, clinical outcomes of patients who 
successfully received an Absorb BVS did not differ from 
those of patients who received a Xience V EES. Long-term 
follow-up data are required to determine whether these 
findings will persist beyond 1 year. 
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