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INTRODUCTION

energy-based devices are nowadays being used widely in 
open and laparoscopic surgeries for dissection, cauteriza-
tion and vessel-sealing purposes. electrosurgery refers 
to the use of high frequency electric current for tissue 
cutting and coagulation processes (1). Since the discovery 
of electrosurgery in the modern era, various modalities of 
energy with dissection, cauterization and sealing properties 
have been produced particularly in laparoscopic surgery. 
However, despite the advantages of these devices, surgeons 
are faced with the risk of tissue damage due to peripheral 
thermal desorption. 

Various systems dependent on bipolar energy are being 
used on tissues and vessels in laparoscopic surgery (2,3). 
LigaSure™ fuses collagen and elastin in the vessel wall by 

applying a certain amount of bipolar energy and pressure. 
Heat desorption to adjacent tissues is approximately 2 
mm (4,5). plasmakinetics™ conducts system-pulse bipolar 
energy to tissues via the device allowing discontinuous tissue 
cooling which in turn restrains lateral heat desorption and 
tissue adhesion (6). In the system, high energy is conducted 
to the grasped tissue creating vapor zones. The current 
proceeds through highly resistant vapor zones via the least 
resistant pathway. Vapor zones collapse sequentially and 
with every new pulse of energy more tissue is coagulated 
between the tips of the device; consequently, the tissue is 
coagulated homogenously (7). enSeal® ensures sealing 
of the tissue by combining energy control of the bipolar 
sealing device with a compression mechanism. Thermal 
desorption is approximately 1 mm (8).
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The widespread use of electrosurgery in time will increase 
the effectiveness and minimize the risks of the devices. 
Our study aimed to compare the classic bipolar and three 
new bipolar energy modalities in terms of lateral thermal 
propagation in the uterine tubes. 

MATERIALS and METHOD

This prospective, randomized, single-blind study was 
conducted between September 2012 and July 2013 at the 
Clinic of Obstetrics and Gynecology of Izmir katip Çelebi 
University ataturk training and research Hospital. The 
study was approved by the ethics Committee of Izmir katip 
Çelebi University and the local academic board (2012-
37). It was consistent with the Declaration of Helsinki for 
Medical research Involving human subjects. Informed 
consent was obtained from all patients. 

eighteen patients aged 40-65 years undergoing hysterec-
tomy and bilateral salpingectomy of benign etiology were 
included in the study. patients with previous abdominal 
surgery, endometriosis, hydrosalpinx or tubal adhesions 
were excluded. patients diagnosed with malignancy, 
endometriosis or hydrosalpinx during frozen sections or 
postoperative pathologic assessment were also excluded 
from the study. 

Both uterine tubes were visualized and marked proximally 
3 cm from the uterine horn, distally 3 cm from the fimbrial 
end before the hysterectomy operation. energy was applied 
with 5 mm wide applicators of each modality. One modality 
was applied both on the distal and proximal segments of 
the right uterine tube, and a different modality was applied 
on the distal and proximal segments of the left uterine 
tube. Classic bipolar cautery was evaluated as the control 
group. application time of each device was standardized 
as the minimum time needed for an audible warning 
signal according to the tissue impedance. In the classic 
bipolar without an audible warning signal, the process 
was terminated after visualizing tissue vapor. Ultimately 
uterine tubes were excised by sharp dissection, marked 
for applicator treated areas and sent to the pathology 
laboratory (Figure 1). The uterine tubes were fixed in 
formalin, defined macroscopically and sampled. 3-5 micron 
thick sections were obtained from paraffin blocks of the 
uterine tube samples. H&e and Masson’s trichrome (Mt) 
stained sections were evaluated by a single pathologist; 
areas of damaged or necrotic tissue were morphometrically 
assessed and compared under light microscopy (Leica 
DM 4000 B, Leica-Software). The pathologist was blinded 
to the energy modality used. The incision made by the 
applicator was considered as the demarcation line; the 

amount of inflammatory response, tissue congestion, 
fibrosis and coagulation necrosis formed laterally from this 
line was recorded and the distance from normal tissue was 
measured (Figure 2,3). 

a total of 72 specimens from 18 patients, applying two 
different energy modalities on each patient, were evaluated. 

Figure 1: the shape of the uterine tube after energy application.  

Figure 2: Normal tubal view on the left and coagulation necrosis 
due to thermal damage on the right (H&e; x10). 

Figure 3: the red coloured area marked with a square indicates 
thermal damage. the black line is used to measure the propagation 
of the thermal damage (Masson’s trichrome; x10).
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were found to be significantly lower than the values for the 
proximal uterine tube (p<0.05) (table II). although there 
was no significant difference between distal and proximal 
uterine tubes in terms of dissemination of the lateral 
thermal damage in Ligasure™, enseal®, and classic bipolar 
applied cases, dissemination of the lateral thermal damage 
on the distal segments was found to be clinically lower than 
on the proximal segments. 

While analysing the damage on uterine tubes by each 
devices used, Ligasure™ was associated with increased 
thermal injury compared to plasmakinetics™ (p=0.007) 
(table III). When other pathologic parameters such as 
congestion, necrosis and fibrosis were analyzed by device, 
there were no statistically significant differences between 
the groups (p> 0.05).

DISCUSSION

In our study, three new bipolar energy modalities and 
the classic bipolar energy modality have been compared 
in terms of the risks they pose. Studies on thermal tissue 
damage related to variable energy modalities have been 
recently gaining importance in the literature. to our 
knowledge, there are no reported studies to date comparing 
four different bipolar energy modalities on the same tissue.

In a study of Carbonell et al. in which thermal damage 
propagations of plasmakinetics™ and LigaSure™ on vessels 
were investigated, thermal damage on the vessels was found 
to be equal and the damage in greater vessels was found 
to be wider (9). Unlike this study, our study demonstrated 
that Ligasure™ was associated with increased thermal injury 
compared to plasmakinetics™.

each energy modality was compared with other modalities 
in 3 patients, corresponding to 12 samples (Figure 4). 

Data were analyzed by the IBM SpSS 22.0 software (SpSS 
Inc., IBM, Chicago, IL, USa), and descriptive data were 
expressed as mean±standard deviations (SDs), median 
and range. The distribution of variables was assessed by 
the kolmogorov-Smirnov test. The effect of the device and 
uterine tubes on thermal damage propagation was evaluated 
by generalized estimating equations (Gee) model. p < 0.05 
was considered significant in all analyses.

RESULTS

The mean age, gravidity and parity of the patients included 
in the study were 48.4 ± 5.8, 2.8 ± 1.3 and 2.1 ± 1.02 
respectively. 16 patients were in the premenopausal and 2 
patients were in the postmenopausal period. Indications 
and type of the surgery performed are listed in table I. 

Values for spread diffusion of lateral thermal damage on 
the distal uterine tube tissue in terms of energy modalities 
applied are 2128 ± 1116 µm, 1671 ± 435 µm, 1721 ± 945 
µm, 1310 ± 445 µm for LigaSure™, enseal®, classic bipolar, 
and plasmakinetics™ respectively. Values for propagation 
of lateral thermal damage on the proximal uterine tube 
tissue in terms of energy modalities applied are 2294 ± 693 
µm, 1860 ± 858 µm, 1934 ± 604 µm, 1898 ± 474 µm for 
LigaSure™, enseal®, classic bipolar, and plasmakinetics™ 
respectively (table II).

When the thermal damage on distal and proximal uterine 
tubes caused by the devices used was considered, values 
for propagation of the lateral thermal damage (µm) on 
the distal uterine tube in plasmakinetics™ applied cases 

Figure 4: the chart of patient groups 
according to the use of the devices.
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damage propagation of enSeal® in our study was slightly 
lower than that of LigaSure™.

In another study, monopolar, harmonic (pov 3), harmonic 
(pov 4) and LigaSure™ were compared. Thermal damage 
propagation of LigaSure™ was measured to be 144.18 μm 

Sahin et al. reported that the thermal tissue damage and 
inflammatory response caused by enSeal® was lower than 
that of LigaSure™ in a study comparing the thermal damage 
and inflammatory responses of enSeal ® and LigaSure ™ on 
the liver (10). although not statistically significant, thermal 

Table I: Distribution of patient age, gravidity, parity, menopausal status, indications for hysterectomy and the type of surgery performed

n % (Mean±SD) Min. Max.
Age (years)     48.44±5.82 40 63
Menopausal status          

postmenopausal 2 11.1
premenopausal 16 88.9      

Gravidity     2.83±1.34 0 5
0 1 5.6
1 1 5.6
2 6 33.3
3 4 22.2
4 4 22.2
5 2 11.1      

Parity     2.11±1.02 0 5
0 1 5.6
1 2 11.1
2 11 61.1
3 3 16.7
5 1 5.6      

Indications for hysterectomy          
Simple endometrial Hyperplasia without atypia 1 5.6
endometrial polyp 2 11.1
Myoma Uteri 15 83.3      

Performed Surgery          
taH+BS* 10 55.6
taH+BSO** 5 27.8
taH+right USO+Left Salpingectomy*** 1 5.6
taH+Left USO+right Salpingectomy **** 2 11.1      

*Total abdominal hysterectomy and bilateral salpingectomy, **Total abdominal hysterectomy and bilateral salpingo-oophorectomy, ***Total abdominal 
hysterectomy and right salpingo-oophorectomy and left salpingectomy, ****Total abdominal hysterectomy and left salpingo-oophorectomy and right 
salpingectomy.

Table II: Comparison of the results of thermal damage propagation (µm) in terms of the devices applied on distal and proximal uterine tubes

Thermal damage propagation (µm)
Distal Proximal

Mean+s.d. Median Min-Max. Mean+s.d. Median Min-Max. p
LigasureTM 2128+1116 1745 1288-4890 2294+693 2133 1486-3419 1.000
EnSeal® 1671+435 1614 1112-2297 1860+858 1481 877-3369 1.000
Bipolar 1721+945 1486 656-3410 1934+604 1917 1005-2723 1.000
PlasmaKineticsTM 1310+445 1336 804-2250 1898+474 1646 1307-2713 0.022
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a few of the studies on this topic have been conducted on 
living human tissue, the rest being conducted on animals. 

a limitation of our study is that the pathology specimens 
were examined under light microscopy. pathological 
alterations in cell damage occur only during the third stage. 
Therefore, more comprehensive studies are needed to 
examine the early biochemical and ultrastructural changes 
thoroughly. In addition, the thermal damage propagation 
in our study was measured laterally but not vertically; the 
latter was rendered impossible by the presence of a tissue 
with a different structure, the peritoneum, under the 
uterine tube. 

Considering the recent advances in surgical energy 
modalities, nowadays the intention is to increase the 
effectiveness and minimize the risks of the devices. Herein, 
we found that Ligasure™ was associated with increased 
thermal injury on living human uterine tubes’ segments 
compared to plasmakinetics™ and that plasmakinetics™ 
may be preferable to reduce the lateral thermal damage. 
energy modalities used on human tissues necessitate 
clinical studies including larger series. 
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