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Peripheral blood stem cell (PBSC) transplantation following myeloablative therapy is a 
mainstay of treatment for various types of malignancies. This study aimed to evaluate the 
differences between the Optia MNC and COBE Spectra MNC systems (Terumo BCT, Ja-
pan) according to apheresis procedures and the parameters of apheresis, products, and 
collection. The clinical data of 74 patients who underwent autologous PBSC collection 
from July 2012 to July 2015 were reviewed retrospectively. The patients comprised 48 
(65%) men and 26 (35%) women with a median age of 56 yr (range, 23–66 yr). Of 216 
procedures, 111 (51%) and 105 (49%) were processed by using COBE and Optia MNC, 
respectively. PBSC collection rates, throughput, numbers of stem cells retrieved, collection 
efficacy, and platelet loss were compared. There were no significant differences in the 
median CD34+ cell counts of collected products (0.61×108 vs 0.94×108), CD34 collec-
tion efficiency (43.5% vs 42.1%), and loss of platelets (40.1% vs 44.7%). The Spectra 
Optia MNC apheresis system was comparable to the COBE Spectra system in collecting 
autologous CD34+ hematopoietic stem cells and retention of platelets.
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Peripheral blood stem cell (PBSC) transplantation following my-

eloablative therapy is a mainstay of treatment for various types 

of malignancies [1, 2]. Stem cell-rich populations for stem cell 

transplantation (SCT) are generated by enforced mobilization 

with granulocyte–colony-stimulating factor (G-CSF), with or with-

out chemotherapy. 

Two types of stem cell collection systems are currently utilized: 

manually modified and automated collection systems. The most 

commonly used system is the COBE Spectra apheresis system 

(Terumo BCT, Tokyo, Japan), which requires intermittent optical/ 

manual input from the operator, making it labor-intensive and 

prone to user-dependent variability [3, 4]. The quality of the cells 

collected with apheresis systems such as COBE has been re-

ported to depend on the operator and stable blood flow [5, 6]. 

The Spectra Optia MNC (Terumo BCT) has two programs for 

mononuclear cell (MNC) collections: the MNC program and the 

continuous MNC (CMNC) program [7]. We used the MNC pro-

gram, which has electronic features, including optical sensors 

for continuous automatic monitoring and stabilization of the in-

terface and monitoring of the collection flow line, as well as a 

novel tubing system that is specifically designed to reduce plate-

let (PLT) attrition. The CMNC program has a continuous collec-
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tion mode, which is similar to the MNC program of COBE Spec-

tra [5, 8, 9]. 

Although the two systems have been compared [6], we did 

not find a report of such a comparison study in Korea. There-

fore, the aim of this study was to evaluate the differences be-

tween the Optia MNC and COBE Spectra MNC systems accord-

ing to apheresis procedures and the parameters of apheresis, 

products, and collection. 

The study was approved by the Institutional Review Board in 

National Cancer Center, Korea (No. 2015-0272). The study in-

cluded 74 patients who underwent autologous PBSC transplan-

tation between July 2012 and July 2015, during which time both 

the Optia MNC and Spectra systems were used. The 74 patients 

comprised 48 (65%) men and 26 (35%) women with a median 

age of 56 yr (range, 23–66 yr). Of the 74 patients, 29 (39%) had 

B-cell lymphoma, 27 (36%) had multiple myeloma, 16 (22%) 

had natural killer (NK)/T-cell lymphoma, and 2 (3%) had Hodg-

kin’s disease. 

Stem cells were collected according to the institution’s mobili-

zation protocol, by using cytotoxic agents plus G-CSF (n=54, 

73%) or G-CSF alone (n=20, 27%). Patients mobilized with cy-

totoxic agents plus G-CSF were injected once daily with 10 μg 

G-CSF/kg body weight, and PBSCs were collected on the day 

that the hematopoietic progenitor cell (HPC) count was ≥5/μL 

or the white blood cell (WBC) count was >3,000/μL [10-12]. 

Patients mobilized with G-CSF alone were injected once daily 

for four days with the same dose of G-CSF prior to the apheresis 

procedure. WBC, PLT, MNC, and HPC counts, and Hct levels in 

the peripheral blood and PBSC products were determined by 

using an XE-2100 hematology analyzer (Sysmex Corporation, 

Kobe, Japan), with differential counts determined by manual 

counting. Peripheral blood parameters on each day of collection 

are shown in Table 1. 

Stem cells were collected according to the manufacturer’s rec-

ommendations [7], by using a central venous access (allowing 

for a flow of at least 65 mL/min). Large-volume leukapheresis to 

process more than 3–5-times the blood volume was performed 

with both devices for the collection each day. The whole blood-

to-anticoagulant (3,000 IU heparin with 500 mL of acid-citrate-

dextrose solution) ratio was 24:1 in both devices. 

The collection pump rate set for the COBE procedures was 

1.0–1.3 mL/min, and the separation factor remained constant 

during the apheresis procedure regardless of the actual WBC 

count. When we used the Optia MNC system, collection prefer-

ence was determined by the device algorithm. Buffy coat collec-

tion from the elutriation chamber was triggered manually when 

the operator observed a buffy coat overflow earlier than the red 

blood cell sensor. Patients undergoing stem cell collection were 

assigned to the COBE or Optia MNC system in a random manner. 

CD34+ cells were counted in pre- and post-apheresis periph-

eral blood samples and in a product sample by flow cytometry 

(FACS Canto II, Becton, Dickinson and Company, San Jose, CA, 

USA), using a single-platform assay (BD stem cell enumeration 

kit, Becton Dickinson and Company) [13, 14]. 

The CD34+ cell dose per kg body weight was determined. 

The apheresis target dose for one autologous SCT was ≥3×106 

CD34+ cells/kg body weight before freezing. The collection effi-

ciency was calculated by using the widely accepted ‘CE2’ model 

Table 1. Characteristics of patients who underwent autologous 
blood stem cell collection

Variable
COBE Spectra Optia MNC

P value
Median (range)

Number of patients 37 37

Sex

   Men 23 (62%) 25 (68%) 0.282

   Women 14 (38%) 12 (32%)

Age (yr) 57 (25–64) 56 (23–66) 0.812

Weight (kg) 64.5 (47.2–85.8) 64.8 (43.6–86.2) 0.961

Diagnosis 0.273

   B-cell lymphoma 17 (46%) 12 (32%)

   MM 10 (27%) 17 (46%)

   NK/T- cell lymphoma  8 (22%)  8 (22%)

   Hodgkin’s lymphoma 2 (5%) 0 (0%)

Mobilization regimen 0.191

   G-CSF only  7 (19%) 13 (35%)

   G-CSF with cytotoxic agents 30 (81%) 24 (65%)

Collection period 0.791

   ≤3 days 26 (70%) 28 (76%)

   >3 days  11 (30%)  9 (24%)

Peripheral blood parameters*

   WBC (×109/L) 10.36 (1.19–50.11) 17.23 (1.72–67.73) 0.007

   PLT (×109/L) 64 (14–403) 83 (37–252) <0.001

   MNC (%) 22 (5–91) 23 (7–79) 0.654 

   Hct (%) 28.8 (22.1–40.9) 29.5 (22.5–41.4) 0.338

   CD34+ (/μL) 8 (1–337) 13 (1–281) 0.267

   HPC (×109/L) 18 (0–451) 23 (0–740) 0.385

*Median value of the blood levels measured in the peripheral blood before 
the procedure. 
Abbreviations: WBC, white blood cell; PLT, platelet; MNC, mononuclear cell; 
HPC, hematopoietic progenitor cell; G-CSF, granulocyte colony-stimulating 
factor; MM, multiple myeloma. 
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[15, 16] as follows: (Total CD34+ cells obtained from apheresis 

×100)/[Peripheral CD34+ cells/μL×Apheresis volume proce-

ssed (μL)]. 

PLT loss during apheresis was calculated by using the formula: 

% PLT loss=[(PLT per μL before apheresis–PLT per μL after aph-

eresis)/PLT per μL before apheresis]×100 [16, 17]. 

All statistical analyses were performed by using Stata Statisti-

cal Software Release 12 (StataCorp LP, College Station, TX, USA). 

Descriptive data are presented as median with range. Compari-

sons were made by using Fisher’s exact test, Mann-Whitney U 

test, as appropriate; P <0.05 was considered statistically signifi-

cant. 

The 74 patients underwent a total of 216 autologous aphere-

sis procedures. There were no differences in sex, age, body wei-

ght, diagnosis, mobilization regimens, and duration of collection 

between the COBE and Optia MNC groups (Table 1). 

All procedures were well tolerated and no signs of clinical ad-

verse events such as citrate toxicity were observed for any of the 

apheresis procedures. The details of performance of the two aph-

eresis systems are summarized in Table 2. The total processed 

volume (TPV) was higher in the COBE group (P =0.001), whereas 

the flow rate was lower in the COBE group than in the Optia MNC 

group (77 mL/min vs 81 mL/min, P <0.001). However, the total 

procedure time was similar in the two groups (P =0.111). The 

parameters for stem cell preparations are summarized in Table 

2. The volume of the stem cell preparations was similar in the 

two systems (P =0.262). Although WBC (P <0.001) and MNC 

(P =0.007) counts were significantly higher and Hct (P =0.002) 

was significantly lower in preparations collected by Optia MNC 

than by COBE, there were no significant differences in total CD34+ 

(P =0.138) and PLT (P =0.438) counts. The median CD34+ col-

lection efficiency by the COBE and Optia MNC systems were 

similar (43.5% vs 42.1%, P =0.644), as were PLT losses after 

apheresis (40.1% vs 44.7%, P =0.165). Patients who received 

PLT transfusions before stem cell collection were excluded from 

the calculation of PLT loss (Table 2). 

The present results showed that the performance of two aph-

eresis systems, COBE and Optia MNC, was comparable for au-

tologous PBSC collection. Although the TPV was higher and the 

blood flow rate was lower with the COBE system than with the 

Optia MNC system, the procedure did not differ significantly. The 

higher flow rate observed with the Optia MNC system was likely 

due to the ability of this instrument to maintain a high flow rate 

in the allowable range. However, a previous study reported that 

the collection time for the same TPV was longer with the Optia 

MNC system than with the COBE system owing to discontinu-

ous collection [18]. Moreover, the TPV was smaller using the 

Optia MNC system, which induces early termination of aphere-

Table 2. Parameters of apheresis, products, and collection

Variable
COBE Spectra (N=111) Spectra Optia MNC (N=105)

P value
Median (range)

Apheresis information

   TBV (mL) 4,210 (2,950–5,350) 4,190 (2,970–5,420) 0.896

   TPV (mL) 18,000 (10,000–20,433) 16,241 (9,052–21,219) 0.001

   Blood flow (mL/min) 80 (65–90) 80 (70–90) <0.001

   Duration (min) 245 (140–325) 250 (170–325) 0.111

Products

   Volume (mL) 261 (130–357) 250 (90–430) 0.262

   Total WBCs (×1010) 3.18 (1.15–6.14) 3.66 (0.84–11.46) <0.001

   Total MNCs (×1010) 2.09 (0.57–4.45) 2.51 (0.57–10.77) 0.007

   Total CD34+ (×108) 0.61 (0.01–18.34) 0.94 (0.07–11.78) 0.138

   Total PLT (×109)* 351 (84.49–1237) 320 (70.69–1599) 0.438

   Hct (%) 9.8 (2.6–33.4) 8 (1.9–20.1) 0.002

Collection efficiency

   CD34 efficiency (%) 43.5 (6.6–121.4) 42.1 (7.8–91.4) 0.644

   PLT loss (%)* 40.1 (0–88.5) 44.7 (8.3–71.0) 0.165

*After excluding patients transfused before apheresis.
Abbreviations: TBV, total blood volume; TPV, total processed volume; WBC, white blood cell; MNC, mononuclear cell; PLT, platelet. 
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sis when the target dose is reached, even if a full apheresis cy-

cle has not been completed [8]. 

Previous studies have reported conflicting results about prod-

uct volumes with these two systems. One study found that the 

product volume and TPV were lower with the Optia MNC system 

than with the COBE system [16]. Another study, which compared 

three different apheresis systems (COM.TEC [Terumo BCT], CO-

BE, and Optia MNC) found that the product volume was lowest 

with the COBE system [18]. In contrast, our comparison of the 

Optia MNC and COBE systems showed no significant differences 

in product volume. Although sex, age, body weight, diagnosis, 

mobilization regimens, and collection duration were similar in 

the two groups, the peripheral blood WBC count was significantly 

higher in the Optia MNC group. Stem cell preparations obtained 

with the Optia MNC system may therefore have higher WBC and 

MNC counts. This result is in contrast to that of a previous study 

[19]. Although the peripheral blood PLT count was higher in the 

Optia MNC group, there were no significant differences in PLT 

counts in blood products and in PLT loss between the two groups. 

The Hct level in blood cell preparations was significantly lower 

in the Optia MNC group, consistent with previous findings [20]. 

This may reflect the chamber system in Optia MNC, which re-

duces non-target cells in the final product. Moreover, a similar 

CD34+ collection efficiency was observed in the two groups, con-

sistent with previous studies. Although this study was conducted 

at a single center, the results demonstrate that the collection ef-

ficiencies of Spectra and Optia MNC are comparable. 
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