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Background: The largest outbreak of Middle East respiratory syndrome coronavirus 
(MERS-CoV) infection outside Middle East Asia in 2015 has necessitated the rapid expan-
sion of laboratories that conduct MERS-CoV molecular testing in Korea, together with ex-
ternal quality assessment (EQA) to evaluate the assays used.

Methods: The EQA program consisted of two phases; self-validation and blind assess-
ment. For the first EQA phase, in vitro transcribed upstream region of the envelope gene 
(upE) and the open reading frame (ORF)1a RNAs were used at a concentration of 1,000 
copies/μL. The test panel for the second EQA phase consisted of RNA extracts from three 
samples, which were obtained from two MERS-CoV positive patients and one MERS-CoV 
negative patient.

Results: The first EQA phase results for 46 participants showed a linear relationship be-
tween the threshold cycle (CT) values of RNA materials and the logarithmic concentrations 
for both upE and ORF1a gene targets (R2 =0.73 and 0.75, respectively). The mean CT 
value for each concentration was different depending on which commercial kit was used 
for the assay. Among the three commonly used kits, PowerChek MERS Real-Time PCR kit 
(KogeneBiotech, Korea) showed the lowest CT values at all concentrations of upE and 
most concentrations of ORF1a. The second EQA phase results for 47 participants were 
100% correct for all tested samples.

Conclusions: This EQA survey demonstrates that the MERS-CoV molecular testing per-
formed in Korea during the 2015 outbreak is of robust capability. However, careful estab-
lishment and validation of a cut-off value are recommended to ensure good analytical 
sensitivity.

Key Words: External quality assessment, MERS-CoV, Molecular diagnostics, upE, ORF1a, 
Real-time PCR

Received: September 4, 2015
Revision received: November 11, 2015
Accepted: January 29, 2016

Corresponding author: Sung Sup Park
Department of Laboratory Medicine, Seoul 
National University Hospital, 101 Daehak-
ro, Jongno-gu, Seoul 03080, Korea 
Tel: +82-2-2072-3206
Fax: +82-2-747-0359 
E-mail: sparkle@snu.ac.kr

© The Korean Society for Laboratory Medicine
This is an Open Access article distributed under 
the terms of the Creative Commons Attribution 
Non-Commercial License (http://creativecom-
mons.org/licenses/by-nc/3.0) which permits 
unrestricted non-commercial use, distribution, 
and reproduction in any medium, provided the 
original work is properly cited.

INTRODUCTION

Middle East respiratory syndrome coronavirus (MERS-CoV) is a 

novel human pathogen associated with severe respiratory illness 

and was first detected in Saudi Arabia in 2012 [1, 2]. The confir-

matory MERS-CoV test recommended by WHO is based on the 

real-time reverse transcriptase-PCR (rRT-PCR) of two different 

targets—an upstream region of the envelope gene (upE; the first-

line screening) and a region within the open reading frame 

(ORF)1a—plus sequencing of the nucleocapsid (N) gene or the 

RNA-dependent RNA polymerase (RdRP) gene for confirmation 

[3-5]. 
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The first case of MERS-CoV infection in Korea was identified 

recently, in a 68-yr-old man who had travelled to the Middle 

East two weeks prior to his diagnosis [6]. Subsequently, 185 Ko-

reans were infected during a four-week period through contact 

in hospital or in the household environment [7]. This was the 

largest outbreak of MERS-CoV infections outside Middle East 

Asia, and necessitated the rapid expansion of laboratories to 

conduct MERS-CoV testing in a short period, as well as the use 

of assays that had not been approved for diagnostic purposes. 

Therefore, an urgent external quality assessment (EQA) was 

proposed in order to assess the quality of the assays used.

Here, we report our experience in EQA carried out during this 

MERS-CoV outbreak.

METHODS 

Owing to the rapid introduction of molecular diagnostics for 

MERS-CoV, the EQA program consisted of two phases. In the 

first phase, the participants performed a self-validation of their 

methods using known concentrations of distributed viral mate-

rial; in the second phase, the participants performed a blind as-

sessment using unknown concentrations of the distributed viral 

material.

1. Participants 
Information regarding the MERS-CoV EQA was sent to all insti-

tutional members of the Korean Society of Laboratory Medicine. 

Applications were received via the Korean Society of Laboratory 

Medicine and the Korean Hospital Association. In total, the 

number of laboratories that participated in the two phases of 

this EQA from June 12 2015 to July 10 2015 was 51 and 53, 

respectively. 

2. Specimen preparation 
For the first EQA phase, in vitro transcribed upE and ORF1a 

RNAs, provided by the University of Bonn Medical Center, Ger-

many, were used at a concentration of 1,000 copies/μL. The test 

panel for the second EQA phase consisted of RNA extracts from 

three samples (Sample A, B, and C), two from MERS-CoV-posi-

tive patients (representing high positive and low positive levels), 

and one from a patient who was MERS-CoV-negative. All materi-

als were assayed by using a rRT-PCR test for MERS-CoV RNA 

as previously described [3, 4]. Briefly, a 25-μL reaction was pre-

pared with 5 μL of RNA, 1 μL of each primer, 0.5 μL of probe, 1 

μL of enzyme mix, and 12.5 μL of 2× RT-PCR buffer. Reverse 

transcription was done at 55°C for 20 min, and PCR cycling 

conditions were 94°C for 3 min followed by 45 cycles of 94°C 

for 15 sec, 58°C for 30 sec. The EQA samples were shipped 

frozen on dry ice by a specialist courier. The following informa-

tion was collected from the participants: assay kit and platform 

used, cut-off CT value, and the results for each material.

3. Statistical analysis
Comparisons of threshold cycle (CT) values between assay kits 

or platforms were performed by using the Mann-Whitney test 

using MedCalc software package v12.2.1.0 (MedCalc Software, 

Ostend, Belgium). P values <0.05 were considered statistically 

significant.

RESULTS

The first EQA materials were distributed to 51 laboratories and 

46 results were returned (78.4% response rate), and the sec-

ond EQA materials were distributed to 53 laboratories and 47 

results were returned (88.6% response rate). Most of the partic-

ipants used commercial rRT-PCR kits; of these, PowerChek 

MERS Real-Time PCR kit (KogeneBiotech, Daejon, Korea) was 

the most common, followed by DiaPlexQ MERS Virus Detection 

kit (SolGent, Seoul, Korea), and AccuPower MERS-CoV Real-

Time RT-PCR kit (Bioneer, Daejon, Korea) (Tables 1 and 2). 

Only two participants in the first phase and one participant in 

the second phase of EQA used in-house rRT-PCR methods. All 

participants reported both upE and ORF1a results in a semi-

quantitative manner (CT value). Different cut-off values were 

employed, depending on the kit used: 39, 35, and 38 for Accu-

Power, PowerChek, and DiaPlexQ, respectively.

1. The first EQA phase
In the first phase of EQA, the participants performed a self-vali-

dation of their own protocols. The 46 participating laboratories 

used various concentrations, such as 1,000, 100, 10, and 1 

copies/μL. Of these, we excluded validation results at 2×102 

copies/μL for convenience of interpretation, and thus used only 

43 self-validation results in the final analysis. 

The results of first phase EQA are summarized in Table 1. The 

mean CT value for each concentration was different, depending 

on the commercial kit. Among the three commonly used kits, 

PowerChek showed the lowest CT values for all concentrations 

of upE and for most concentrations of ORF1a. The difference in 

CT values between PowerChek and non-PowerChek kits was 

significant for upE at concentrations ranging from 1,000 to 10 

copies/μL (P =0.0003, 0.0002, and 0.0393, respectively). How-
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ever, in the case of ORF1a, it was significant only at 1,000 and 

100 copies/μL but not at 10 copies/μL (P =0.0007, 0.0263, and 

1.0000, respectively).

The CT values of RNAs had a linear relationship with the loga-

rithmic concentrations for both upE and ORF1a in a boxplot 

(Fig. 1) (R2 =0.73 and 0.75, respectively). A linear relationship 

was also observed for the two common commercial kits, Pow-

erChek and DiaPlexQ: R2 =0.83 and 0.91 for upE; R2 =0.86 and 

0.71 for ORF1a, respectively.

Among the results obtained using the PowerChek kit, CT val-

ues from the ABI 7500 system (Applied Biosystems, Forster 

City, CA, USA) showed a tendency to be lower than those from 

BioRad CFX96 (Bio-Rad, Carlsbad, CA, USA), across concen-

trations, but were not statistically significant (Table 3). In addi-

tion, the CT values of upE were mostly lower than those of 

Table 1. Summary of results from the first phase of EQA

Sample 
(copies/μL)

Kit
CT (Mean±SD) N of 

participants*upE ORF1a

1,000 AccuPower 31.7±1.5 32.3±0.6 4

PowerChek 28.6±1.1 28.6±1.1 24

DiaPlexQ 29.6±0.5 30.0±1.2 5

Others† 30.1±1.0 29.5±0.9 4

Total 29.3±1.5 29.3±1.6 37

100 AccuPower 35.9±1.0 35.9±1.0 3

PowerChek 31.8±1.0 32.2±1.2 24

DiaPlexQ 33.1±0.9 32.5±1.1 5

Others‡ 33.9±1.4 33.5±1.9 2

Total 32.5±1.6 32.7±1.6 34

10 AccuPower NA NA 0

PowerChek 35.3±1.7 35.9±1.9 13

DiaPlexQ 38.0±0.0 35.0±0.0 1

Others‡ NA 36.5±2.0 2

Total 35.7±1.8 36.0±1.8 16

1 AccuPower NA NA 0

PowerChek 37.0±1.5 38.1±0.9 6

DiaPlexQ NA NA 0

Others‡ 37.8±1.5 37.5±2.4 2

Total 37.3±1.4 37.9±1.3 8

*The number of participants was different for each concentration because 
the first EQA phase was based on self-validation; †This includes two labora-
tory-developed tests, MERS-CoV Detection kit (Nanobiosys, Seoul, Korea) 
and ModularDx kit MERS-CoV (TIB MOLBIOL, Berlin, Germany); ‡This in-
cludes two laboratory-developed tests. 
Abbreviations: EQA, external quality assessment; CT, threshold cycle; NA, 
not applicable.

Table 2. Summary of results from the second phase of EQA

Sample
Correct 
results

Kit
CT (Mean±SD) N of 

participantsupE ORF1a

A AccuPower 28.1±0.6 29.8±0.2 4

PowerChek 25.8±0.9 26.5±0.7 31

DiaPlexQ 28.0±1.9 26.8±2.2 9

Others* 26.5±1.3 27.1±1.4 3

100% Total 26.6±1.6 27.0±1.6 47

B AccuPower 31.6±0.7 33.3±0.2 4

PowerChek 29.5±1.0 30.2±0.9 31

DiaPlexQ 30.5±1.8 30.6±2.4 9

Others* 30.1±1.3 30.7±1.4 3

100% Total 30.2±1.5 30.7±1.6 47

C AccuPower Negative Negative 4

PowerChek Negative Negative 31

DiaPlexQ Negative Negative 9

Others* Negative Negative 3

100% Total Negative Negative 47

*This includes laboratory-developed test, MERS-CoV Detection kit (Nano-
biosys, Seoul, Korea) and ModularDx kit MERS-CoV (TIB MOLBIOL, Berlin, 
Germany).
Abbreviations: EQA, external quality assessment; CT, threshold cycle.

Fig. 1. Boxplot of threshold cycle (CT) values of external quality as-
sessment (EQA) materials by target genes. The central line shows the 
median and the box covers the interquartile range. The four clusters 
for the upE gene and ORF1a gene represent 1,000, 100, 10, and 1 
copies/μL, respectively. Each cluster denotes results from all meth-
ods, PowerChek kit (KogeneBiotech), and DiaPlexQ kit (Solgent), re-
spectively, from left to right.
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ORF1a, but these were also not statistically significant (Table 3).

2. The second EQA phase 
In the second phase EQA, panel results for 47 participants were 

100% correct for all three samples tested (Table 2). The differ-

ence in mean CT values between commercial kits in the second 

EQA phase was similar to that for the first EQA phase. The Pow-

erChek kit showed the lowest CT values for upE and ORF1a, and 

these differences were statistically significant except for ORF1a 

in sample A (Sample A: P <0.0001 and P =0.0527 for upE and 

ORF1a, respectively; sample B: P <0.0001 and P =0.0486 for 

upE and ORF1a, respectively).

We analyzed the effect of real-time platform on the study re-

sults. Among the results obtained using the PowerChek kit, CT 

values from the ABI 7500 system were found to be lower than 

those from BioRad CFX96 in the two MERS-CoV-positive sam-

ples (Table 3). These differences were statistically significant ex-

cept for ORF1a in sample B.

The CT values of upE were also found to be lower than those 

of ORF1a in the two MERS-CoV-positive samples in the second 

EQA phase, but were not statistically significant (P =0.1742 and 

0.1552, respectively).

DISCUSSION

Recently, an international EQA of molecular diagnostics for 

MERS-CoV was conducted across 106 laboratories from six 

continents; this is the only published report on EQA of MERS-

CoV testing [8]. To the best of our knowledge, this study is the 

first EQA of MERS-CoV testing conducted in an affected region 

during an outbreak worldwide. The Korean outbreak of 2015 

was the largest outbreak of MERS-CoV infection outside Middle 

East Asia, which demanded a rapid expansion of MERS-CoV 

testing laboratories. Unapproved commercial kits for in vitro di-

agnostic use were introduced to clinical laboratories without for-

mal validation as a diagnostic test, which raised an issue of their 

quality. In this study, more than 46 laboratories participated in 

EQA over two phases and showed overall good results. Never-

theless, our EQA scheme has some limitations. First, this 

scheme could not reflect important practical steps, such as 

sample preparation or nucleic acid extraction, because both in 
vitro transcribed RNA and extracted RNA were used for EQA. 

Second, for the first phase, the analytical validation was set by 

using the participants’ own dilution scheme and there was no 

limitation on repeating the tests to obtain the final results. There-

fore, not all laboratories provided results for all of the concentra-

tions analyzed in this study, and some positive results for the 

lower concentrations could be from various test repeats. This 

means that the results from this EQA phase may be not suitable 

for inter-laboratory comparison. Third, the second phase as-

sessment comprised only three samples, including one each of 

strong positive and weak positive, but did not include diverse 

concentrations especially on the lower end of the analytical sen-

sitivity of rRT-PCR. Lastly, other coronaviruses, such as HCoV-

NL63 or HCoV-229E, were not included in the assessment of 

the analytical specificity of the diagnostic assays. 

In this survey, most participants used commercial rRT-PCR 

kits. Our results showed that significantly different CT values 

Table 3. Comparison of CT values between two real-time PCR platforms using PowerChek kit

EQA phase Materials Target
CT (Mean±SD)

P value*
ABI N BioRad N

1st 1,000 upE 28.2±1.3 10 29.0±0.8 13 NS

ORF1a 28.3±1.1 8 28.8±1.1 11 NS

100 upE 31.5±1.2 10 32.0±1.0 13 NS

ORF1a 31.7±0.7 10 32.4 ±1.4 12 NS

10 upE 34.5 ±1.2 5 36.1±1.2 7 NS

ORF1a 35.4±1.2 5 36.9±2.2 6 NS

2nd A upE 25.5±0.7 14 26.3±0.6 15 0.0011

ORF1a 26.4±0.7 14 26.8±0.7 15 0.0447

B upE 29.2±0.7 14 30.0±0.7 15 0.0035

ORF1a 30.0±0.9 14 30.5±0.8 15 NS

*The comparison of CT values between the two groups was performed by using the Mann-Whitney test because sample sizes of some groups were small.
Abbrviations: EQA, external quality assessment; CT, threshold cycle; NS, not significant.
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could be produced depending on the kit used. Though these 

kits are for semi-quantitative purposes and a difference in CT 

values does not correlate with differences in analytical sensitiv-

ity, a large difference in the CT values for the same material may 

influence the analytical sensitivity of the kit. Therefore, cut-off 

values should be carefully validated for each method in order to 

have optimal sensitivity for the detection of MERS-CoV in clinical 

settings. In addition, our study demonstrates that CT values 

might be different depending on the platform used for perform-

ing real-time PCR, even when using the same commercial kit. 

Therefore, the platform as well as the kit should be considered 

when establishing or validating the cut-off value of a kit.

It is known that the analytical sensitivity of MERS-CoV RT-PCR 

depends on the target gene tested; the ORF1a assay has a 

lower sensitivity compared with the upE assay [3]. In this survey, 

all participants reported both upE and ORF1a results. Both as-

says gave comparable results, and no significant difference be-

tween them was observed.

In summary, this EQA survey demonstrates that MERS-CoV 

molecular testing carried out in Korea during the 2015 outbreak 

was based on robust methods. However, careful establishment 

and validation of the cut-off value is recommended to ensure 

analytical sensitivity. 
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