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Abstract: Oral cancers are the 11th most common malignancy reported worldwide, accounting 

for 3% of all newly diagnosed cancer cases, and one with high mortality ratios among all 

 malignancies. The objective of this study was to study the electrical properties of cancerous 

tongue tissue (CTT) and normal tongue tissue (NTT). Five tongue cancer patients participated 

in this study. A disposable probe incorporating four silver electrodes was used to measure the 

electrical properties of CTT and the surrounding NTT of patients. Measurements were performed 

at six frequencies: 20 Hz; 50 kHz; 1.3 MHz; 2.5 MHz; 3.7 MHz; and 5 MHz, with the amplitude 

of the applied voltage limited to 200mV. Four measurement parameters of impedance (Z), phase 

angle (θ), real part of impedance (R), and imaginary part of impedance (X) of tongue tissue 

were assessed to see if there was any significant difference in the values obtained in CTT and 

surrounding NTT. The intraclass correlation coefficient showed that all measurements were 

reliable. A significant difference (P  0.05 for the four measurement parameters) was found 

at 50kHz between CTT and surrounding NTT. It was also found that Z and R of CTT were 

generally smaller than that of surrounding NTT. In conclusion, bioimpedance at a particular 

frequency is a potentially promising technique for tongue cancer screening.
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Introduction
Oral cancer is one of the most frequently occurring cancers worldwide and has a 

higher proportion of deaths per number of cases than, breast cancer or cervical cancer; 

because of late detection. Diagnostic delay has been shown to be a significant factor in 

disease progression. The time between diagnosis of premalignant lesion and malignant 

transformation is relatively short. Studies have demonstrated transformation occurred 

as soon as 6 months from time of biopsy to definitive cancer diagnosis.1

The term oral cancer encompasses a diverse group of tumors arising from the oral 

cavity (ie, lip, tongue, floor of the mouth, gums, and soft palate). The most common 

sites for oral cancer are the tongue and floor of the mouth. Oral cancer is a major 

public health issue in almost all countries of the world. Cancers of the oral cavity 

accounted for 274,000 cases worldwide in 2002, with almost two thirds occurring 

in men.2 According to the figures reported in 2004 by Bureau of Health Promotion, 

Department of Health, R.O.C. (Taiwan), the prevalence of oral cancer in Taiwan 

has increased 160% in the past ten years and the mortality has increased 110% with 

the average age of 53. Incidence rates in men are high in Western Europe, Southern 

Europe, Southern Asia, Southern Africa, and Australia/New Zealand.2 In females the 

incidence is relatively high in southern Asia.2
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The routine clinical practice to detect oral cancer is 

 initially made by visual inspection followed by the biopsy 

of any suspicious lesions found. However, oral cancer can 

go unnoticed, and therefore visual inspection is incapable of 

effectively screening or detecting cancerous changes in the 

oral cavity. Such delay in diagnosis may adversely affect 

the patients’ prognosis. A a result most oral cancer patients 

 present with advanced disease, have secondary tumors and 

suffer from other co-morbidities. Biopsy is an invasive 

method and this approach increases the emotional trauma to 

the patient waiting for a diagnosis. New methods for reliable, 

low-cost, noninvasive, and real-time screening or detection 

of oral cancer are thus warranted.

In recent times, ‘light biopsy’ with various optical 

methods, such as fluorescence,3,4 Raman5 and elastic scat-

tering6 spectroscopy, have been investigated to establish 

techniques for the screening and detection of oral cancer. 

However, none of these techniques has been proved to be 

totally reliable both in screening or detecting oral cancer, and 

limitations still exist. For example, fluorescence spectroscopy 

can be significantly hindered by the presence of tissue scat-

tering and absorption, and fails to account for confounding 

factors such as inflammatory changes that may produce 

fluorescence emission spectra, resulting in false-positive 

results. Raman spectroscopy shares the major limitation 

of other point-detection methods in that only a very small 

tissue volume is interrogated and it can be very sensitive to 

mucosal movement. Also the Raman spectroscopy technique 

is expensive, complex and difficult to adapt for in vivo use 

due to superimposed optical fiber and auto-fluorescence 

complicating the spectra. Elastic scattering spectroscopy is 

insensitive and imaging is very difficult. Source and detec-

tor fibers need to be sufficiently separated for the diffusion 

approximation to be valid, ie, 0.5 cm, but at this distance 

the technique would be insensitive to the size and shape of 

scattering centers. The intention of this study was therefore 

to investigate a new approach, namely bioimpedance, for 

reliable, low-cost, noninvasive, and real-time screening or 

detection of tongue cancer.

Bioimpedance is the measurement of the impedance 

signal, which is obtained by injecting a low-level sinusoi-

dal current into the tissue and measuring the voltage drop 

 generated by the tissue impedance. A bioimpedance signal 

gives information about electrochemical processes in the 

tissue and hence can be used for characterizing the tissue or 

for monitoring physiological changes. The electrical proper-

ties of tissue vary with the frequency of the applied electric 

field as seen from α-, β- and γ-dispersion.7 The α-dispersion 

occurs at low frequencies (10 Hz–10 kHz) and is mainly 

affected by the ionic environment that surrounds the cells. 

The β-dispersion (10 kHz–10 MHz) is a structure relaxation. 

At higher frequencies, the γ-dispersion is found to be related 

to water molecules. The α- and β-dispersion regions are 

more interesting in medical applications, since most changes 

between pathological and normal tissue occur in this range.8 

In this study the electrical properties of cancerous tongue 

tissue and surrounding normal tongue tissue were measured 

at α- and β-dispersion regions.

Bioimpedance is well established and has been intro-

duced into clinical investigation of breast cancer9–12 and 

cervical cancer.13–15 In 1999, TransScan TS2000 (TransScan 

Medical, Ltd., Sweden), an impedance-imaging device for 

breast  cancer detection, was approved for use by the Ameri-

can Food and Drug Administration as an adjunct to mam-

mography for the evaluation of equivocal breast lesions.16 At 

present, no studies using bioimpedance for the screening or 

detection of cancerous changes in the oral cavity have been 

reported in the literature. Many in vitro17–20and in vivo9–12 

studies showed that there are significant differences in 

electrical impedance between normal and malignant human 

breast tissues; malignant breast tumors have typically lower 

electrical impedance than surrounding normal tissues. The 

change in the electrical impedance of malignant tissue in 

comparison to surrounding healthy tissues are attributed to 

increased cellular water and salt content, altered membrane 

permeability, changed packing density, and orientation of 

cells.21 Other studies have also demonstrated that there are 

significant differences in electrical impedance between 

benign and malignant breast tumors.9,11,18,22 Therefore, the 

hypothesis of this study was that cancerous tongue tissue 

has lower impedance compared with surrounding normal 

tongue tissue.

The aim of this study was to investigate the electrical 

properties of cancerous tongue tissue and normal tongue 

tissue, in order to establish a new approach, namely bio-

impedance, for reliable, low-cost, noninvasive, and real-time 

screening or detection of tongue cancer.

Materials and methods
Five tongue cancer patients (4 men and 1 woman; T1 and T2 

stages of oral squamous cell carcinoma) were recruited in this 

study. The study was approved by The Institutional Review 

Board of Taichung Veterans General Hospital. Informed 

consent was obtained from each patient.

Four electrical properties of tongue tissue were 

measured and they were: impedance (Z); phase angle 
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(θ); real part of impedance (R); and imaginary part 

of impedance (X). Measurements were made using 

a disposable probe (Figure 1) with four 1-mm-diam-

eter silver electrodes (2 mm between electrode centers) 

mounted in square configuration on a plastic bar (5 mm 

width × 3 mm thick × 100 mm long). The disposable 

probe was connected to an impedance analyzer (Precision 

Impedance Analyzer WK6420C, Wayne Kerr Electron-

ics Ltd, Chichester, UK) for all measurements. On the 

other hand, the probe was evaluated in saline of known 

electrical conductivity and had an accuracy of ± 0.2Ω  

on measuring resistance.

Measurement procedures
Electrical properties of tongue tissue measurements were 

made with patients sitting on a chair. The disposable 

probe was placed in two separate positions on the patient’s 

tongue: 1) on cancerous tongue tissue (CTT) and 2) on 

surrounding normal tongue tissue (NTT). The definition of 

surrounding NTT in this study is defined as the tongue tissue 

10 mm away from the regional edge of the CTT.

At each position, electrical properties of tongue tissue 

measurements were made at six frequencies: 20 Hz; 50 kHz; 

1.3 MHz; 2.5 MHz; 3.7 MHz; and 5 MHz, with the amplitude 

of the applied voltage limited to 200 mV. In all cases, three 

separate sets of measurement of a position were made in suc-

cession in order to check reliability of the measurements.

Prior and subsequent to each patient measurement, their 

oral temperatures were orally measured using body-temperature 

thermometer (Terumo Digital Clinical Thermometer C402, 

Terumo Corporation Tokyo, Japan).

Statistical analysis
Intraclass correlation coefficient (ICC) was used to evaluate 

intrarater reliability (ICC 3,1) for the measurement of Z, 

θ, R, and X. Paired-sample t test was used to determine 

whether there were significant differences between CTT and 

surrounding NTT for the test parameters of Z, θ, R, and X 

at each frequency. All statistical analyses were carried out 

using SPSS software with the level of statistical significance 

set at 0.05.

Results
Five tongue cancer patients participated in this study. Their 

pre- and post-experimental oral temperatures were recorded 

and summarized in Table 1. Patients’ oral temperature ranged 

from 36.6°C to 36.8°C. No statistical significant difference 

was found on patients’ pre- and post-experimental oral 

temperatures.

ICC for the intrarater reliability (ICC 3,1) for the measure-

ment of electrical parameters (Z, θ, R, and X) of tongue tis-

sues at different frequencies are summarized in Table 2. ICC 

ranged from 0.83 to 1.00. All electrical parameter measure-

ments at each frequency for CTT and surrounding NTT had 

ICC  0.93, except surrounding NTT measurements of phase 

angle at 20 Hz (ICC = 0.88) and that of real part of impedance 

at 50 kHz (ICC = 0.83) and 5 MHz (ICC = 0.87).

The electrical properties of tongue tissues at different 

frequencies are summarized in Table 3 and Figures 2 and 3. 

It was found that the impedance of CTT and surrounding 

NTT decreased as the measurement frequency increased. 

The impedance of CTT was generally smaller than that of 

surrounding NTT. Moreover, the impedance of CTT was 

found to be significantly smaller than that of surrounding 

NTT at 20 Hz (P  0.05) and 50 kHz (P  0.001).

On the other hand, it was found that the phase angle of 

CTT and surrounding NTT reduced as the measurement 

frequency increased. The phase angle of CTT was usually 

larger than that of surrounding NTT. Furthermore, the phase 

angle of CTT was found to be significantly larger than that 

of surrounding NTT at 50 kHz (P  0.05).

The real part of impedance of CTT and surrounding 

NTT was found to decline as the measurement frequency 

Figure 1 The four-electrode disposable probe.

Table 1 Pre- and post-experimental oral temperature of patients

Patient 1 2 3 4 5

Oral Temp (°C) Pre-experimental 36.6 36.7 36.8 36.6 36.7

Post-experimental 36.6 36.8 36.8 36.6 36.7
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increased. It was also found that the real part of impedance 

of CTT was significantly smaller than that of surrounding 

NTT at 20 Hz (P  0.05) and 50 kHz (P  0.05).

The imaginary part of impedance of CTT and surrounding 

NTT was found to increase as the measurement frequency 

increased. The imaginary part of impedance of CTT was 

generally larger than that of surrounding NTT. In addition, 

the imaginary part of impedance of CTT was found to be 

significantly larger than that of surrounding NTT at 20 Hz 

(P  0.05) and 50 kHz (P  0.001).

Discussion
In this study, patients’ pre- and post-experimental oral 

temperatures were measured as impedance of tissue var-

ies with temperature.23 Results showed that only patient 2 

had changed (0.1°C) in oral temperature from 36.7°C to 

36.8°C after the experiment. Such temperature changes 

might be due to the patient’s real oral temperature change 

or due to instrumentation error during measurement as the 

body-temperature thermometer has the accuracy of ± 0.1°C. 

For the other patients, their pre- and post-experimental oral 

temperatures were constant. Among the patients, the lowest 

and the highest oral temperature were 36.6°C and 36.8°C 

respectively, with a temperature difference of only 0.2°C. 

Because the oral temperature difference among patients was 

not large, the effect of temperature on patients’ impedance 

was assumed to be minimal.

The ICC is a measure that can be used to quantify the 

reproducibility of a variable. At the same time, it is a measure 

of the homogeneity within groups (CTT and surrounding 

NTT) of replicate measurements relative to the total variation 

between groups. Portney and Watkins24 have suggested that 

ICC values above 0.75 are indicative of good reliability and 

those below 0.75 should be considered as poor to moderate. 

Portney and Watkins25 state; “For many clinical measure-

ments, reliability should exceed 0.90 to ensure reasonable 

validity.” All the ICC (3,1) measurements in this study, 

except surrounding NTT measurements of phase angle at 

Table 3 Impedance (Z), phase angle (θ), real part of impedance (R), and imaginary part of impedance (X) of tongue tissues measured at 
different frequencies. Results were expressed as means and standard deviations. Standard deviations were stated in parentheses

Freq  
(Hz)

Cancerous tongue tissue Surrounding normal tongue tissue

Z (ohm) θ (Deg) R (ohm) X (ohm) Z (ohm) θ (Deg) R (ohm) X (ohm)

20 4317.92 
(3639.79)

−22.74 
(6.52)

4049.90 
(3546.48)

−1440.95 
(912.31)

12771.50 
(6459.79)

−13.40 
(0.88)

12432.41 
(6301.02)

−2918.89 
(1432.33)

50 k 372.02 
(141.47)

−37.97 
(6.13)

290.08 
(106.61)

−228.91 
(121.27)

782.93 
(109.58)

−49.78 
(4.47)

500.77 
(34.46)

−599.18 
(121.27)

1.3 M 75.04 
(23.94)

−71.12 
(15.38)

22.96 
(19.72)

−69.29 
(13.86)

85.28 
(13.63)

−76.75 
(6.37)

18.90 
(8.80)

−82.79 
(13.86)

2.5 M 46.31 
(22.26)

−85.54 
(26.73)

−1.63 
(17.71)

−42.98 
(13.51)

50.63 
(13.25)

−96.53 
(11.03)

−5.91 
(7.94)

−49.69 
(13.51)

3.7 M 42.13 
(17.29)

−95.87 
(35.17)

−7.72 
(22.00)

−35.33 
(10.38)

41.51 
(8.96)

−102.14 
(12.16)

−8.20 
(5.24)

−40.24 
(10.38)

5 M 30.48 
(22.95)

−105.79 
(40.10)

−14.88 
(22.74)

−19.32 
(13.13)

29.25 
(13.33)

−105.03 
(9.26)

−6.98 
(4.11)

−28.11 
(13.13)

Table 2 Estimation of intra-rater reliability (ICC 3,1) for the measurement of impedance (Z), phase angle (θ), real part of impedance 
(R), and imaginary part of impedance (X) of cancerous and surrounding normal tongue tissues at different frequencies

Freq (Hz) Cancerous tongue tissue Surrounding normal tongue tissue

Z θ R X Z θ R X

20 0.99 0.99 0.99 0.99 0.99 0.88 0.99 0.99

50 k 0.98 0.95 0.97 0.99 0.95 0.93 0.83 0.95

1.3 M 1.00 0.99 0.99 1.00 0.99 0.98 0.98 0.99

2.5 M 1.00 1.00 1.00 1.00 1.00 1.00 0.99 1.00

3.7 M 1.00 1.00 1.00 1.00 0.99 0.98 0.95 0.99

5 M 1.00 1.00 1.00 1.00 0.99 0.90 0.87 0.99
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20 Hz (ICC = 0.88) and that of real part of impedance at 

50 kHz (ICC = 0.83) and 5 MHz (ICC = 0.87), exceeded 

0.90, which suggests they have exceeded the threshold for 

both good reliability and reasonable validity. Although the 

ICC (3,1) for the surrounding NTT measurements of phase 

angle at 20 Hz and that of real part of impedance at 50 kHz 

and 5 MHz were smaller than 0.90, they all exceeded 0.75 

which suggests they have good reliability.

Impedance measurements can be in two-electrode 

 configuration or four-electrode configuration. In this study, 

a four-electrode impedance measurement was employed as 

this led to the measured impedance being essentially indepen-

dent of the contact impedance between electrode and tissue. 

Because a four-electrode configuration was utilized in this 

study and human tongue is small, the disposable probe and 

its sensing area should be as small as possible. In this study, 

the sensing area of the probe was about 9 mm2 (3 × 3 mm) 

with the probe size of 5 mm width, 3 mm thick and 100 mm 

long. This ensured the probe was capable of being placed in 

most parts of the human tongue.

Tongue cancer is usually associated with the squamous 

cell carcinoma (SCC).26 SCC is a malignant neoplasm of 

mucosal origin27 and often causes abnormality of the covering 

mucosa of the oral cavity.28 In this study, α- and β-dispersion 

regions (20 Hz–5 MHz) for tongue tissue measurement of 

the electrical properties (Z, θ, R, and X) was conducted. Our 

findings showed that not all the frequencies within the α- and 

β-dispersion regions were suitable for use in distinguishing 

the CTT and surrounding NTT. Only the electrical proper-

ties measurement at 20 Hz (Z, R, and X measurements) and 

50 kHz (Z, θ, R, and X measurement) could significantly dis-

tinguish the CTT and surrounding NTT. Results also showed 
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that Z and R of CTT (Z ≅ 4318Ω at 20 Hz and 372Ω at 50 kHz; 

R ≅ 4050Ω at 20 Hz and 290Ω at 50 kHz) was significantly 

smaller (Z: a 3-fold decrease at 20 Hz and a 2-fold decrease at 

50 kHz; R: a 3-fold decrease at 20 Hz and a 1.7-fold decrease 

at 50 kHz) than that of the surrounding NTT (Z ≅ 12772Ω 

at 20 Hz and 783Ω at 50 kHz; R ≅ 12432Ω at 20 Hz and 

501Ω at 50 kHz). This might be due to the abnormality of the 

covering mucosa of the CTT. A possible explanation for the 

changes observed might be that at low frequency (1 MHz) 

most of the current flows around the cell without being able 

to penetrate into the cell and the measured values of Z and R 

are dominated by contributions from the most superficial 

layer of the oral mucosa. In NTT, cells are well packed and 

attached to each other, therefore the current at low frequency 

has a very narrow and tortuous intercellular route to follow, 

which therefore has high resistance. However, cancer cells 

normally have a phenomenon of metastases, which have the 

opposite effects on resistance. CTT has a wide extracellular 

space because of the loss of intercellular connections, a 

universal characteristic of cancer leading to metastases, and 

this would be expected to decrease resistance.

50 kHz resulted in significant separation of CTT from 

surrounding NTT on the 4 electrical properties (Z, θ, R, 

and X) measurement while 20 Hz resulted in significant 

separation of CTT from surrounding NTT on only 3 electri-

cal properties (Z, R, and X) measurement. Decision making 

based on 4 significant parameters is more reliable as com-

pared to 3 significant parameters, and so 50kHz is suggested 

as the optimum frequency for distinguishing the CTT and 

surrounding NTT.

Our findings were similar to those in the literature 

reporting on the bioimpedance measurements of breast 
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cancer.9–12,17–20 These literatures reported that malignant 

breast tumors have typically lower electrical impedance than 

surrounding normal tissues. Our results are also in agree-

ment with those reported by other researchers who found 

that cervical intraepithelial neoplasia normally has a lower 

electrical impedance than surrounding normal tissues.13–15 

As shown in Figure 2, CTT had relatively lower electrical 

impedance than surrounding NTT. Therefore, it can be seen 

that cancerous tissue generally has lower electrical imped-

ance than surrounding normal tissue.

Based on our findings, bioimpedance potentially provides 

a promising technique for squamous tongue cancer screening. 

It offers the benefits for high-risk patients who may suffer 

from tongue cancer to have regular tongue cancer screen-

ings at home. For example, smokers, alcoholics, and people 

chewing betel nuts in Taiwan.

The advantage of this method, as a potential screening 

test over the current screening methods, is that: it has a 

relatively low-cost; provides instant (ie, real-time) results; 

requires little training; and therefore could be easily used 

in primary care or in developing countries where the orga-

nizational structure and economical factors limit national 

screening programs. The potential advantages of real-time 

screening tests include: a reduction in patient anxiety; 

improved patient compliance; and the ability to repeat 

inadequate tests immediately.

Research is ongoing to recruit more tongue cancer 

patients, at different stages of the disease, to reduce the 

standard deviation among data and increase reliability. The 

electrical properties measurement at different distances away 

from the regional edge of the cancerous tongue tissue and the 

electrical properties measurement of pre- and post-operative 

tongue cancer patients is also being studied.

In conclusion, significant separation of CTT from 

 surrounding NTT could be achieved at 50 kHz electrical 

properties (Z, θ, R, and X) measurement. ICC showed that all 

measurements had good reliability. It was also found that Z 

and R of CTT were generally smaller than that of surrounding 

NTT. The advantage of this method as a potential screening 

test is that it can provide an immediate result and may be 

used by those with minimal training in the setting of primary 

care or in the developing world.
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