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Abstract. The aim of the present study was to evaluate the 
effect of the association between the implant apex and the 
sinus floor in posterior maxilla dental implantation by means 
of three‑dimensional (3D) finite element (FE) analysis. Ten 
3D FE models of a posterior maxillary region with a sinus 
membrane and different heights of alveolar ridge with different 
thicknesses of sinus floor cortical bone were constructed 
according to anatomical data of the sinus area. Six models were 
constructed with the same thickness of crestal cortical bone 
and a 1‑mm thick sinus floor cortical bone, but differing heights 
of alveolar ridge (between 10 and 14 mm). The four models of 
the second group were similar (11-mm-high alveolar ridge and 
1-mm-thick crestal cortical bone) but with a changing thick-
ness of sinus floor cortical bone (between 0.5 and 2.0 mm). 
The standard implant model based on the Nobel Biocare® 
implant system was created by computer-aided design (CAD) 
software and assembled into the models. The materials were 
assumed to be isotropic and linearly elastic. An inclined force 
of 129 N was applied. The maximum von Mises stress, stress 
distribution, implant displacement and resonance frequencies 
were calculated using CAD software. The von Mises stress 
was concentrated on the surface of the crestal cortical bone 
around the implant neck with the exception of that for the 
bicortical implantation. For immediate loading, when the 
implant apex broke into or through the sinus cortical bone, 
the maximum displacements of the implant, particularly at 
the implant apex, were smaller than those in the other groups. 
With increasing depth of the implant apex in the sinus floor 
cortical bone, the maximum displacements decreased and the 

implant axial resonance frequencies presented a linear upward 
tendency, but buccolingual resonance frequencies were hardly 
affected. This FE study on the association between implant 
apex and sinus floor showed that having the implant apex in 
contact with, piercing or breaking through the sinus floor 
cortical bone benefited the implant stability, particularly for 
immediate loading.

Introduction

It is well known that there are numerous factors that influ-
ence the stability of an implant, such as the amount of bone 
surrounding the implant and the quality of that bone (1), the 
size (2) and type (3) of implant and whether it is associated 
with one or two bony cortices (4). Implant length has proved to 
be an important factor for the success of implantation, particu-
larly for the atrophied posterior maxilla area (5,6); however, to 
the best of our knowledge, none of these studies have evaluated 
the association between implant apex and sinus floor cortical 
bone. Jeong et al (7) reported that bicortical implantation had 
the potential to increase the initial stability and reduce the 
stress of the cortical bone around the implant neck.

A key factor for the success or failure of a dental implant is 
the manner in which stresses are transferred to the surrounding 
bone (8), particularly for immediate loading implantation. It is 
not difficult to imagine that the sinus floor cortical bone can 
provide a support force for the implant. As the implant apex 
gets closer to the sinus floor, the cortical bone will stop the 
stress distribution and provide a bigger supporting force for 
the implant; however this conjecture is not easily verified by 
clinical studies.

Finite element analysis (FEA) has been widely used to 
predict the effect of clinical factors on the success of implan-
tation, and also to estimate the biomechanical performance 
associated with various alveolar bone and dental implant 
conditions (9). FEA allows the prediction of the stress distribu-
tion in the contact area of the implants with cortical bone, and 
around the apex of the implants in the surrounding bone. This 
method is advantageous for solving complex structural prob-
lems as it divides them into smaller and simpler inter-related 
sections through the use of mathematical techniques (10). 
Resonance frequency analysis (RFA) is a nondestructive 
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measurement that has been extensively used in clinical prac-
tice over the last five years (11). Resonance frequency, as a 
type of physical property, can also be simulated by FEA and 
has already been used in the biomechanical research of dental 
implantation (12,13).

In the present study, three-dimensional (3D) FE models 
and an implant were constructed. All factors other than the 
distance between the implant apex and the sinus floor cortical 
bone were excluded, in order to observe the association 
between them.

Materials and methods

Implant system. The standard implant with a diameter of 
4.0 mm and a length of 10.0 mm was modeled and placed in 
the 3D FE models of the sinus area. The shape and structure 
of the implant was modeled according to the Nobel Biocare® 
implant system (Nobel Biocare, Kloten, Switzerland). In order 
to simplify the analysis, the implant and the abutment were 
modeled as a unit.

Sinus geometric modeling. 3D-CAD models of the posterior 
maxilla with 0.3-mm thick (14) sinus membranes, different 
heights of alveolar ridge and different thicknesses of sinus 
floor cortical bone were generated using CAD software 
(SolidWorks 2012, Fukuoka, Japan). The geometry of the 
maxilla was defined by a bucco‑palatal section according to 
the anatomical aspects of the sinus area (15-18). Six models 
(models 1-1 to 1-6) were used to research different distances 
between the implant apex and sinus floor cortical bone. The 
alveolar ridge heights of these models were between 10 and 
14 mm, with 1 mm crestal cortical bone and sinus floor 
cortical bone. For model 1-1, the implant apex just broke 
through the sinus floor cortical bone (the upper surface of the 
sinus floor cortical bone and the apical surface of the implant 
were at the same level); for model 1-2, the implant apex broke 
through half the thickness of the sinus floor cortical bone; for 
model 1-3, the implant apex just made contact with the lower 
surface of the sinus floor cortical bone; and for the remaining 
models the implant apexes gradually deviated from the sinus 
floor. The other four models (models 2‑1 to 2‑4), with the 
same alveolar ridge height of 11 mm, were generated to inves-
tigate the different depths that the implant was embedded in 
different thicknesses of sinus floor cortical bone. The thick-
ness of the sinus floor cortical bone changed from 0.5 mm to 
2.0 mm in increments of 0.5 mm; relative to the sinus floor 
cortical bone the implant apex was thus separate, in contact 
with, penetrating through one-quarter of the bone thick-
ness or penetrating through one-half of the bone thickness, 
respectively. According to the design of the study, models 2-2 
and 1-3 were the same: Alveolar ridge height, 11 mm; crestal 
cortical bone thickness, 1 mm; and sinus floor cortical bone 
thickness, 1 mm.

Material properties. The material properties of different types 
of tissue, as well as the titanium implants in the models, were 
assumed to be homogeneous, isotropic and linearly elastic. 
Young's modulus, Poisson's ratio and the mass density of the 
materials used in the analysis were taken from the litera-
ture (2,19,20) and are shown in Table Ⅰ.

Interface conditions. The models were prepared with two 
types of interface conditions: One represented ideal osseoin-
tegration for traditional loading (loaded onto the body without 
force), with 100% union between the implants and maxilla; 
for the other type, the implant-bone interface was assumed 
to be a frictional interface (prior to osseous integration, i.e. 
immediate loading). In total, there were thus four groups: 
Groups 1 and 2 were based on models 1-1 to 1-6 with inter-
face conditions of either immediate or conventional loading, 
respectively; groups 3 and 4 were based on models 2-1 to 2-4, 
also with interface conditions of either immediate or conven-
tional loading, respectively. To ensure initial stability for the 
immediate loading condition, the model was constructed using 
nonlinear frictional contact elements, which allowed minor 
displacements between the implant and bone. Under these 
conditions, the contact zone transfers pressure and tangential 
forces (i.e. friction) but no tension. The friction coefficient 
between the implant and bone was set to 0.3 (21).

Loading and boundary conditions. An average force of 
129 N (22) inclined 30˚ posteriorly relative to the implant 
axis and 30˚ away from the sagittal plane was dispersed on 
the top of the implant abutment. ANSYS 12.1 FE software 
(ANSYS Inc., Harbin, China) was used for the FEA. The 
models were constrained in all directions at the nodes on the 
medial and distal bone surfaces, the top of the simulated sinus, 
the sinus walls and the sinus membrane. The models were 
meshed with four-node tetrahedral elements and eight-node 
hexahedral elements and composed of total elements varying 
from 94,453 to 106,347 and total nodes ranging from 333,087 
to 369,874 (Fig. 1). To assess the distribution of stresses, 
maximum von Mises stresses were visualized with stress 
contour plots. The biomechanical effects were also analyzed 
by considering the maximum displacement of the implant 
neck and apex. Additionally, buccolingual and axial resonance 
frequencies of the implant were analyzed. 

Statistical analysis. Data were evaluated by t-tests, and P≤0.05 
was considered to indicate a statistically significant difference.

Results

Stress distribution and maximum von Mises stress
Cortical bones of the alveolar ridge and sinus floor. The stress 
distributions of the cortical bone in immediate loading are 
shown in Fig. 2 (groups 1 and 2) and Fig. 3 (groups 3 and 4). 
Maximum von Mises stresses were also analyzed and are 
shown in Fig. 4A (groups 1 and 2) and Fig. 4B (groups 3 and 4).

The von Mises stress was concentrated on the surface 
of the crestal cortical bone around the implant neck, with 
the exception of that in model 1-1 (immediate loading) 
(Figs. 2 and 3). In model 1-1 (bicortical implantation), the 
implant apex broke through the sinus floor cortical bone, 
which resulted in the sinus floor cortical bone suffering more 
stress (73.44 MPa) than the crestal cortical bone (58.69 MPa) 
(Fig. 4A). The results of Fig. 4A show that the maximum von 
Mises stress of immediate loading was ~18% lower than that 
of conventional loading. The maximum von Mises stress of 
the crestal cortical bone increased with the increasing distance 
between the implant apex and the upper surface of the sinus 
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floor cortical bone. Until the implant apex separated from the 
lower surface of the sinus floor cortical bone (model 1‑4), the 
stress reached a peak value and then decreased with increasing 
distance, whether the loading was immediate or conventional. 
The stress of the sinus floor cortical bone was higher with 
immediate loading than that with conventional loading prior 
to the implant apex and sinus floor cortical bone separating. 
When there was cancellous bone between the implant apex 
and the sinus floor cortical bone, the stress of the sinus floor 
cortical bone was approximately the same in immediate and 
conventional loading.

The results of Fig. 4B show that the different penetration 
distances of the implant apex into the sinus floor cortical bone 
had little effect on the maximum von Mises stress of the crestal 
cortical bone (P>0.05); however the stress of the sinus floor 
cortical bone with immediate loading was affected, and the 
maximum von Mises stress increased from 6.01 to 34.48 MPa.

Sinus membrane. Maximum von Mises stresses of the 
sinus membrane were analyzed and are shown in Fig. 5A 
(groups 1 and 2) and Fig. 5B (groups 3 and 4). Fig. 5A shows 
that, as the distance increased between the implant apex and 
the upper surface of the sinus floor cortical bone, the maximum 

von Mises stress decreased significantly, particularly between 
models 1-1 and 1-2, with immediate loading. Fig. 5B shows 
that changing the distance that the implant apex pierced 
into the sinus floor cortical bone had little effect in reducing 
the maximum von Mises stress of the sinus membrane in 
conventional loading (P>0.05) but showed a marked effect in 
immediate loading; in immediate loading, the maximum von 
Mises stress decreased from 4.36x104 to 1.96x104 Pa.

Implant displacement. The data of the maximum displace-
ments of the implant neck and apex are shown in Fig. 6A 
(groups 1 and 2) and Fig. 6B (groups 3 and 4). The implant 
displacement cloud chart of group 3 is shown in Fig. 7 as an 
example. The results showed that the maximum displacement 
of the implant neck was bigger than that of the implant apex 
in all the models. For immediate loading, when the implant 
apex broke through or inside the sinus floor cortical bone, 
the implant maximum displacements, particularly for the 
implant apex, were smaller than those for the other condi-
tions (Fig. 6A). As the depth the implant apex reached into 
the sinus floor cortical bone increased, the maximum displace-
ments decreased (Fig. 6B). For conventional loading, as the 
distance between the implant apex and the sinus floor cortical 
bone increased, the maximum displacements of the implant 
neck and apex increased, although inconspicuously. As the 
depth the implant apex reached into the sinus floor cortical 
bone increased, the maximum displacements of the implant 
apex decreased significantly.

Implant resonance frequencies. Fig. 8 shows the two vibrational 
modes of the implant-bone system. The data of implant axial 
resonance frequencies are shown in Fig. 9A (groups 1 and 2) 
and Fig. 9B (groups 3 and 4), and implant buccolingual reso-
nance frequencies are shown in Fig. 10A (groups 1 and 2) and 
Fig. 10B (groups 3 and 4). As the distance between the implant 
apex and the sinus floor cortical bone lengthened (Fig. 9A), 
the values of the axial resonance frequencies increased 
significantly between models 1‑1 and 1‑2 in immediate and 
conventional loading. The resonance frequencies subsequently 
increased slowly. As the depth the implant apex penetrated 
into the sinus floor cortical bone increased, the axial resonance 
frequencies exhibited a linear upward tendency (Fig. 9B). The 
buccolingual resonance frequencies imperceptibly decreased 
as the distance between the implant apex and sinus floor 
cortical bone lengthened. No significant changes in frequency 
were observed when the penetration depth into the sinus floor 
cortical bone was adjusted (Fig. 10).

Table I. Properties ascribed to materials used in the finite element models.

Material Young's modulus (MPa) Poisson's ratio Mass density (g/cm³)

Titanium implanta 103,400 0.35 4.5
Cortical bonea   13,700 0.30 2.0
Cancellous bone (D3)a     1,370 0.30 1.0
Sinus membraneb          58 0.45 1.0

aReference 19; breferences 20 and 21; D3, 3rd class of the human alveolar bone classification according to Lekholm and Zarb (23).

Figure 1. Finite element model of sinus area dental implantation with bone 
containing 357,801 nodes and 101,050 elements. Sample model 1-3 is shown, 
exhibiting the following characteristics: Height of alveolar ridge, 11 mm; 
thickness of crestal cortical bone, 1 mm; sinus floor cortical bone, 1 mm; and 
a standard implant.



YAN et al:  INVESTIGATION OF THE ASSOCIATION BETWEEN IMPLANT APEX AND SINUS FLOOR 871

Figure 2. Stress distributions of cortical bones in immediate loading in groups 1 and 2. Maximum von Mises stress was concentrated in the crestal cortical 
bone around the implant neck with the exception of that in model 1-1.

Figure 3. Stress distributions of cortical bones in immediate loading in groups 3 and 4. Maximum von Mises stress of the sinus floor cortical bone increased 
significantly.
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Figure 5. Maximum von Mises stresses of the sinus membranes. (A) Groups 1 and 2 (models 1-1 to 1-6); (B) groups 3 and 4 (models 2-1 to 2-4).

Figure 6. Maximum displacements of the implant. (A) Groups 1 and 2 (models 1-1 to 1-6); (B) groups 3 and 4 (models 2-1 to 2-4). INI, implant neck of 
immediate loading; IAI, implant apex of immediate loading; INC, implant neck of conventional loading; IAC, implant apex of conventional loading.

Figure 4. Plot of stress distributions of cortical bones. (A) Groups 1 and 2; (B) groups 3 and 4. Alterations were made in (A) the distance between the implant apex 
and sinus floor cortical bone and (B) the depth of implant apex breakthrough into the sinus floor cortical bone. CI, crestal cortical bone of immediate loading; SI, 
sinus floor cortical bone of immediate loading; CC, crestal cortical bone of conventional loading; SC, sinus floor cortical bone of conventional loading.

  A   B

  A   B

  A   B
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Discussion

Mechanical analysis using the FE method has previously been 
utilized to reliably and accurately reveal the biomechanical 
behavior around dental implants without the risk or expense 
of implantation (2). The sinus area of the posterior maxilla is 

complex and it is not easy to establish an accurate and valid 3D 
FE model. In FEM research of a maxilla sinus area implant, 
Okumura et al (24) found no marked difference between 
conventional simplified 3D FE models and the full maxilla 
model created from computed tomography (CT) Digital 
Imaging and Communications in Medicine data. In order to 

Figure 8. Vibrational modes of the bone-implant complex. (A) Axial mode; (B) bending mode.

Figure 7. Implant displacement cloud chart of group 3. Maximum displacement decreased with the depth the implant apex pierced the sinus floor cortical bone.

  A   B
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exclude the influence of the anatomical variations of bone and 
to improve the comparability of the models, as suggested by 
Akca and Cehreli (25), the models used in the present study 
required a change in the height of the alveolar bone and the 
thickness of the sinus floor cortical bone. It was decided not to 
use an anatomical model of the maxilla provided by cone beam 
CT data; instead, 3D CAD models based on the anatomical 
data of the sinus area have been developed in this study.

Due to the poor quality and size of the alveolar ridge, 
the success rate of sinus area implantation is relatively low. 
Numerous studies have been conducted into dental implanta-
tion in the posterior maxilla (26,27), and clinical studies, 
animal experiments and FEM studies (28-30) have been 
carried out regarding the influence of bone quality and size 
on implants; however, to the best of our knowledge, no study 
concerning the association between an implant and the sinus 
floor cortical bone has been conducted. Sinus floor cortical 
bone has a tendency to be thin, which has made it less impor-
tant in the research of dental implantation in the sinus area.

The results of the present study showed that the asso-
ciation between the implant apex and the sinus floor cortical 
bone affected the stress distribution of the cortical bone, the 
implant micromotion and the implant resonance frequencies. 

In the clinic, it is usual to select an implant that is a little 
shorter than the height of the alveolar ridge to keep the 
implantation safe. The study showed that if the height of the 
alveolar ridge is much longer than the implant length, it may 
not benefit the stability of the implant. This was particularly 
true when the implant apex made contact with or broke into or 
through the sinus floor cortical bone, when the maximum von 
Mises stress of the crestal cortical bone around the implant 
neck was reduced and whether loading was immediate or 
conventional. When the implant apex just broke through 
the sinus floor cortical bone in immediate loading (bicor-
tical implantation), the sinus floor cortical bone suffered 
more stress than the implant neck cortical bone, which 
may increase the success rate of implantation. Although, 
the maximum von Mises stress of the sinus membrane was 
significantly increased in bicortical implantations, the sinus 
membrane was not supposed to be aggravated. Clinical and 
animal studies have shown that sinus membrane contact with 
the implant apex in sinus floor elevation without bone grafts 
also has a good success rate, without inflammation of aggra-
vation of the sinus membrane (30,31).

With regard to implant micromotion in the condition of 
immediate loading, when the implant apex made contact with 

Figure 9. Implant axial resonance frequencies. (A) Groups 1 and 2; (B) groups 3 and 4. Implant axial resonance frequency increased significantly with the depth 
that the implant apex broke into the sinus floor cortical bone.

  A   B

Figure 10. Implant buccolingual resonance frequencies. (A) Groups 1 and 2; (B) groups 3 and 4. Implant buccolingual resonance frequencies showed no clear 
differences with the bone changes around the implant apex.

  A   B
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the lower surface of the sinus floor cortical bone or broke into 
the sinus floor cortical bone, implant displacements of the 
neck and apex decreased significantly. This result indicated 
that the sinus floor cortical bone was beneficial to the initial 
stability of the implant. In particular, when the implant apex 
was inside the sinus floor cortical bone, implant micromo-
tion was reduced, and not too much stress passed to the sinus 
membrane; thus, a situation where the sinus floor cortical 
bone is thick enough to insert the implant apex inside it but 
without breaking through may be a better design of surgical 
treatment. For conventional loading, due to good osseointe-
gration, the bone around the implant apex may not greatly 
affect the implant stability.

RFA as a nondestructive measurement has been widely 
used in clinical practice in the last five years (11) but only 
buccolingual resonance frequencies are checked. There 
are, in fact, numerous types and directions of resonance 
frequencies that cannot be examined, particularly the axial 
resonance frequency. In an FEA study, both buccolingual 
and axial resonance frequencies can be tested. The present 
results showed that, as the implant apex moved closer to the 
sinus floor cortical bone and within it, the implant axial reso-
nance frequency increased but a change in the buccolingual 
resonance frequency was not evident. This suggests that the 
sinus floor cortical bone was beneficial in reducing implant 
axial resonance frequency, particularly when the implant 
apex was inside the sinus floor cortical bone. This means that 
the sinus floor cortical bone can improve implant stability in 
the axial direction but not the buccolingual direction.

In conclusion, this FE study of the association between 
the implant apex and the sinus floor cortical bone showed 
that the sinus floor cortical bone is beneficial for implant 
stability, particularly for immediate loading. In the situation 
where the implant apex contacts with, breaks into or breaks 
through the sinus floor cortical bone a significant reduction 
in the maximum von Mises stress of the sinus floor cortical 
bone, implant displacement and axial resonance frequencies 
can be observed. Further research concerning bicortical 
dental implantation in the posterior maxilla is required.
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