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ABsTRAcT         ARTIcLE InfO______________________________________________________________     ______________________
Introduction: Aim of this study is to investigate bacterial growth on non-infected de-
vices and compare antibiotic-coated and non-coated implants.
Materials and methods: The charts of 71 patients who underwent revision surgeries 
for penile prosthesis between 1995 and 2013 were reviewed. Of those, 31 devices were 
antibiotic-coated prostheses, while 40 of the implants were non-coated. Swab cultures 
were routinely obtained from corporal, pump or reservoir site during the operation. If 
a bacterial biofilm was determined on the prosthesis, it was also cultured.
Results: A total of 5 different organisms were cultured from 18 patients. Of them, 4 
devices were antibiotic-coated and the other 14 were non-coated devices. Staphylococ-
cus epidermidis was the most common organism, while Staphylococcus hominis, beta 
hemolitic streptococcus, Escherichia coli and Proteus mirabilis were also cultured. All 
patients who had positive cultures were treated with appropriate antibiotics for four 
weeks postoperatively. Median follow-up time was 41 months, ranging between 8 and 
82 months. One prosthesis (non-coated) became clinically infected in the follow-up 
period with a totally different organism. Culture positivity rates of antibiotic-coated 
and non-coated devices were 13% and 35% respectively and the result was significant 
(p=0.00254).
Conclusions: Positive bacterial cultures are present on non-infected penile prostheses 
at revision surgeries in some of the patients. Antibiotic coated prostheses have much 
less positive cultures than non-coated devices.
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InTRODucTIOn

Penile implants have been used for more 
than 40 years and are the standard of care for erec-
tile dysfunction in patients who do not respond to 
medical treatment. The morbidity rate associated 

with penile implants is relatively low, and patient 
satisfaction is high owing to improvements in te-
chniques, materials and design. Mechanical fai-
lure, which is the primary cause of reoperations 
following penile prosthetic surgery, has an inci-
dence ranging from 0-56% in large series (1-4). 
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The most common cause of mechanical failure is 
fluid leakage from the device (5). Other reasons 
of revision include corporal deformity, aneurismal 
dilatation of the cylinders, lateral extrusion and 
the desire of the patient for upsizing (5). Infection 
represents one of the most serious complications 
of penile prosthesis implantation surgeries. The 
prevalence of PPIs in modern series is estimated to 
be between 1% and 3% for first (virgin) implanta-
tion and between 10% and 18% for repeat implan-
tations (6, 7). Despite careful work and the use of 
copious antibiotic irrigation of the implant space 
and systemic prophylactic antibiotics, the inciden-
ce of infection ranges between 1% and 6.5% (1, 
8). These rates may further decline by 50% with 
the use of drug-coated prostheses for both first-
-time and repeat implantations (9, 10). Although 
infection rates are low, morbidity due to infec-
tion is serious. Additionally, infection may result 
in corporal fibrosis and penile shortening. These 
complications are responsible for patient dissatis-
faction and can render re-implantation difficult. 
An immediate salvage procedure with substantial 
success is used to prevent corporal fibrosis and 
penile shortening (11, 12).

Treatment of PPIs is difficult and costly, 
and the prevention of infections is accordingly 
of utmost importance. In the last 10 years, the-
re have been some technical and device-related 
modifications that have been adopted to reduce 
the risk of infection associated with penile pros-
thesis surgery (13). After 2001, manufacturers 
began to coat penile implants with an antibiotic 
impregnated material in an attempt to protect 
the devices from revision surgery because of in-
fection. However, the etiology of late prosthe-
sis infection is still controversial. The effect of 
hematogenous seeding has been discussed by 
many authors but not proven yet. It has been 
shown that, the majority of clinically non-infec-
ted penile prostheses possess organisms growing 
in the implant space that were cultured during 
the revision surgery (14, 15). The bacteria are 
inoculated into the implant space during the im-
plantation surgery because of local hematoma, 
edema, and necrosis. These bacteria secrete ex-
tracellular polysaccharide matrix called biofilm 
which enhances bacterial growth by acting as 

physical barrier to protect the bacteria from an-
tibiotics and host defense mechanisms (15, 16). 
These bacteria remain dormant in the implant 
space and do not cause clinical infection for 
many years until they become planktonic (i.e., 
free-floating). At that time, the symptoms of an 
active infection are manifested. The effect of mi-
croorganisms that were cultured in revision sur-
geries has not yet been investigated.

In this study, we aimed to investigate 
bacterial growth on non-infected penile pros-
theses. We also compared antibiotic-coated and 
non-coated implants during the revision surgery.

MATERIALs AnD METhODs

This study was a retrospective evaluation 
of prospectively followed patients who underwent 
penile prosthesis revision surgery due to non-in-
fected causes. We prospectively obtained cultures 
in a standard manner from patients who underwent 
either revision or explantation of clinically non-
-infected penile prostheses. We focused on a total 
of 71 consecutive patients who underwent revi-
sions for clinically non-infected reasons between 
1995 and 2013. The patients underwent revision 
surgery for mechanical failure in 57 cases (80.2%), 
cylinder aneurysms in 3 cases (4.2%), impending 
erosion of the device in 4 cases (5.6%), patient 
dissatisfaction in 4 cases (5.6%), and undersizing 
in 3 cases (4.2%). There was no evidence of clini-
cal infection in any patients prior to the revisions, 
and all of the patients had negative urine cultures. 
Thirty-one of the devices were coated with anti-
biotic, while 40 were non-coated. Swab cultures 
were routinely obtained from the corporal, pump 
or reservoir site during the operation. The cultures 
were obtained from all of the accessible compo-
nents after removal using swabs of the surface of 
the device and peri-prosthetic space. If a biofilm 
was detected on any part of the prosthesis, an 
additional swab culture was obtained from that 
area. The collected samples were enclosed in air-
-tight plastic tubing and then transported to the 
microbiology test laboratory. The swabs were ino-
culated on blood sheep agar and EMB agar pla-
tes and incubated for 48 hours. The agar plates 
were examined after 24 and 48 hours. Bacteria 
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exhibiting growth were identified using standard 
techniques based on morphological, cultural and 
biochemical characteristics. Antimicrobial sensi-
tivities were determined using the standard disc 
diffusion technique. Bacterial colony counts of the 
identified organisms were quantitated by our mi-
crobiology laboratory and reported.

All of the surgical procedures were per-
formed by a single surgeon (MMC) according to 
standard surgical protocols (i.e., a penoscrotal in-
cision). There were no complications during any 
of the surgeries. On the day of the revision sur-
gery, all of the patients underwent a 10-minute 
skin preparation procedure with a povidone-iodi-
ne scrub. Furthermore, all of the patients received 
perioperative intravenous antibiotics (a combina-
tion of amikacin 500mg and teicoplanin 400mg). 
During the procedure, antibiotic irrigation was 
routinely performed on the surgical sites. A spray 
solution containing antibiotics was only used on 
the non-coated devices. All of the patients conti-
nued to receive intravenous antibiotics postopera-
tively until discharge. Fluoroquinolones were also 
prescribed for 7 days after discharge. All of the 
patients who had positive cultures were treated 
with appropriate antibiotics for four weeks pos-
toperatively. After the revision surgery, urine and 
blood cultures were obtained from the symptoma-
tic patients to evaluate the incidence of postope-
rative infections.

Different types of three-piece hydraulic 
prostheses were evaluated in this study. Either 
AMS (American Medical Systems, Minnetonka, 
Minnesota, USA) or Coloplast (Mentor Corpo-
ration, Santa Barbara, California, USA) penile 
prostheses were used in all of the patients. The 
prostheses not coated with antibiotics included 

AMS-CX, AMS-Ultrex and Mentor Alpha devices; 
the antibiotic-coated prostheses included AMS-
-CX and AMS-LGX-devices. The non-coated im-
plants were old devices; they were used prior to 
2000 and did not absorb antibiotics.

All of the data were collected from the 
hospital record system, and the study was perfor-
med in accordance with the ethical standards laid 
down in the 1964 Declaration of Helsinki and its 
later amendments.

statistical analysis

All of the collected data were entered and 
analyzed using the SPSS 17.0 statistical program 
(SPSS Inc., Chicago, IL, USA). We used an inde-
pendent sample t-test and Fisher’s exact tests to 
compare the groups. Statistical significance was 
set at a p value of <0.05.

REsuLTs

A comparison between the antibiotic-co-
ated and non-coated groups is listed in Table-1. 
The mean ages of the patients in both groups were 
similar, as shown in Table-1. There were 9 and 11 
patients with diabetes mellitus in the antibiotic-
-coated and non-coated groups, respectively; this 
difference was not significant (p>0.05). A total of 
5 different organisms were cultured from 18 pa-
tients. Of these 18 devices, 4 were antibiotic coated 
and the other 14 were non-coated. Staphylococcus 
epidermidis was the most common organism; Sta-
phylococcus hominis, beta hemolitic streptococ-
cus, Escherichia coli and Proteus mirabilis were 
also cultured. Two different organisms were cultu-
red simultaneously in two different patients in the 

Table 1 - comparison of characteristics of both groups.

Antibiotic coated
(n=31)

Antibiotic non-coated
(n=40)

p

Mean age (years) 48.5 51.2 >0.05

Positive culture n (%) 4 (13) 14 (35) 0.002

Median follow-up (months) 29 (8 to 38) 53 (14 to 82) <0.05

Mean revision time after first implant (years) 7.1 (2.4 to 8) 9.4 (0.8 to 17) <0.05
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antibiotic non-coated group and in one patient in 
the antibiotic coated group. A biofilm was detec-
ted in two patients, and the parts of the devices 
were also cultured. Staphylococcus epidermidis 
was cultured from both biofilms. The numbers of 
cultured organisms from both groups are listed in 
Table-2. The mean follow-up time was 41 mon-
ths, with a range of 8-82 months. One prosthesis 
(non-coated) became clinically infected 17 mon-
ths after the first revision surgery with a comple-
tely different organism (E. coli S. epidermidis). We 
cultured E. Coli from the non-infected prosthesis 
in the revision surgery. Later, the same prosthesis 
became clinically infected with S. epidermidis. The 
positive cultures rates of the antibiotic-coated and 
non-coated devices were 13% and 35%, respec-
tively, and the difference was statistically signi-
ficant (p=0.002). We found that antibiotic-coated 
prostheses had a culture positivity rate that was 
62.9% lower than that of the non-coated group.

Within the antibiotic non-coated group, 
20 patients had AMS-CX devices, 8 patients had 
AMS-Ultrex devices, and 12 patients had Mentor 
Alpha devices; in the antibiotic-coated group, 26 
patients had AMS-CX devices and 5 patients had 
AMS-LGX devices.

DIscussIOn

While design modifications have decrea-
sed the incidence of mechanical failure, prosthe-

sis infection remains a significant complication 
of penile implants. The incidence of PPIs asso-
ciated with primary implantation is estimated to 
be between 1% and 3% for first implantation; the 
incidence of infection is higher after reoperation 
for revision or re-implantation (6, 7). Because tre-
atment of these infections typically requires re-
moval of the infected penile implant, preventing 
infections is crucial. It has been estimated that 
the majority of PPIs occur within the first year of 
implantation; the highest rate was noted within 
the first 3-6 months (17). In contrast, the mean 
revision time after implantation was 7.1 years in 
the antibiotic-coated group and 9.4 years in the 
non-coated group in our study Table-1. We be-
lieve that these long periods were due to lack of 
infection for revision surgeries.

Despite reducing the risk of infection with 
preoperative skin preparations, perioperative pro-
phylactic antibiotics, copious irrigation with an-
tibiotics and minimizing device-skin contact, the 
bacteria remains dormant on implants and may 
result in late prosthesis infection at later times. If 
revision of the device is necessary, the sequestered 
bacteria may be released and result in increased 
risks of infection in the new device (18). This situ-
ation may also lead to increased infection rates in 
revised penile prostheses.

Clinically apparent infections are related 
to the virulent species of bacteria and the host de-
fense mechanisms. Patients with diabetes mellitus 

Table 2 - Organisms cultured from uninfected penile prostheses during the revision surgery.

Antibiotic coated
(n=31)

Antibiotic non-coated
(n=40)

Cultured from 
one component

Cultured from more than 
one component

Cultured from one 
component

Cultured from more than one 
component

Staphylococcus 
Epidermidis

2 1 6 3

Escherichia Coli 1 - 2 1

Beta hemolytic 
streptococcus

1 - - -

Staphylococcus Hominis - - 2 -

Proteus Mirabilis - - 2 -

None 27 26
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are more susceptible to developing infections as a 
result of high glucose levels that encourage bacte-
rial growth. However, the number of patients with 
diabetes mellitus was not different significantly 
between our two study groups.

It has been shown that antibiotic-coated 
penile prostheses are associated with a lower risk 
of infection than non-coated devices. A recent 
study reported that antibiotic impregnated devi-
ces have a 1.62% infection-related revision rate; 
non-impregnated penile prostheses have a 4.24% 
infection-related revision rate at a 7 year follow-
-up. This difference was statistically significant 
(19). The authors concluded that the use of anti-
biotic-impregnated devices can decrease revision 
due to infection. Similarly, Wilson et al. found 
that antibiotic-coated penile prostheses resulted in 
fewer infections in virgin, non-diabetic and vir-
gin, diabetic patients than non-coated prostheses 
(20). Controversially, these authors also found that 
antibiotic-coated devices used in revision surgery 
did not reduce the infection rate if the antibio-
tic wash-out was not applied. Carson et al. (17) 
compared infection rates between penile prosthe-
ses impregnated with InhibiZone and prostheses 
without antibiotic. They found that prostheses 
with InhibiZone had significantly lower infec-
tion rates than non-coated prostheses at all of the 
time points that they evaluated. The decrease in 
infection rates between the groups was the largest 
during the first 60 days of implantation (82.4%). 
After 180 days, the decrease fell to 57.8%, but it 
maintained a constant level thereafter. Carson et 
al. concluded that antibiotic-coated group exhibi-
ted a 56.5% decrease in infection rate compared 
with the non-coated group after 1 year of surgery. 
Although Carson et al. studied a different popu-
lation than our cohort, we similarly found that 
antibiotic-coated prostheses had a culture positi-
vity rate that was 62.9% lower than that of the 
non-coated group after a long follow-up period.

Bacteria are also cultured from the penile 
prostheses that were explanted during a revision 
surgery owing to non-infected causes. Licht et 
al. obtained cultures from 65 clinically non-in-
fected penile prostheses and 22 artificial urinary 
sphincters during revision. These authors found 
that 43% of clinically non-infected penile pros-

theses (28 out of 65) exhibited a positive culture 
during revision surgery (21). Staphylococcus epi-
dermidis was the most common isolated organism 
and was found in 26 out of 65 penile prostheses 
(40%). Licht et al. also found that 3 penile prosthe-
ses became infected during the follow-up period. 
However, this study was moderately early and pu-
blished at the time when non-coated devices were 
being used commonly. In a more recent multicen-
tric study spanning three institutions, penile pros-
theses cultures were obtained from 77 clinically 
non-infected penile prostheses during the revision 
surgeries (15). Microorganisms were cultured from 
54 out of the 77 devices (70%). The authors also 
found that 49 out of 54 patients (90%) had posi-
tive culture for Staphylococcus genus; there were 
10 different species. They additionally evaluated 
the sensitivity of organisms to rifampin and te-
tracycline (minocycline) and concluded that all of 
the staphylococcal species were sensitive to these 
antibiotics. Licht et al. focused on only non-coa-
ted penile prostheses and did not make a compa-
rison between antibiotic-coated and non-coated 
devices. In an experimental study, Rajpurkar et al. 
(22) evaluated the effect of coating the surface of 
polyurethane (Bioflex) with a hydrophilic mate-
rial with and without antibiotics. These authors 
quantified bacterial colony counts both in vitro 
and in rats. They found that bacterial coloniza-
tion was the highest in the uncoated Bioflex ma-
terial, followed by the uncoated Bioflex with the 
antibiotic treatment, coated Bioflex and coated 
Bioflex with antibiotic treatment. They conclu-
ded that coated Bioflex with antibiotic treatment 
resulted in a 55% reduction in bacterial count 
compared with uncoated Bioflex. Moreover, they 
also found that coated Bioflex without antibio-
tic treatment correspondeds to a 41% reduction 
in bacterial colonization compared with uncoated 
Bioflex without antibiotic treatment. The findin-
gs of this experimental study support our results 
that antibiotic-coated materials experience less 
bacterial colonization than non-coated materials. 
This conclusion may lead to a decreased late in-
fection rate in antibiotic-coated penile prostheses. 
A study by Abouassaly et al. recovered findings 
similar to ours (23). The authors performed 55 
replacements of penile prostheses due to reasons 
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independent of infections; no salvage procedures 
were performed. Abouassaly et al. found only one 
case of clinical infection with a median follow-
-up duration of 32 months. They concluded that 
antibiotic-coated penile prostheses may decrease 
infection rates in patients undergoing replacement 
procedures owing to causes other than infection.

Skin flora are the most common source of 
PPIs; those organisms are introduced at the time of 
device implantation. Staphylococcus epidermidis 
is the most common organism cultured in infected 
prostheses, and it accounts for 35-80% of all posi-
tive cultures (8, 24). Parsons et al. also showed that 
Staphylococcus epidermidis was the most common 
organism cultured from infected prostheses and uri-
nary sphincters (25). Similarly, Staphylococcus epi-
dermidis was the most common isolated organism 
from revised penile implants that were revised owing 
to causes other than infection (15, 21). These orga-
nisms are of low virulence and are accessed during 
the implantation and survive in a biofilm secreted 
by the bacteria themselves. Our results confirmed 
that Staphylococcus epidermidis is the most com-
mon cultured organism in uninfected, revised penile 
prostheses. Staphylococcus aureus and Escherichia 
coli have also been shown to play a role in PPI (21, 
26, 27). We additionally cultured Staphylococcus 
hominis, beta hemolytic streptococcus and Proteus 
mirabilis from the non-infected devices.

This study had a few limitations. First, al-
though the patients were followed prospectively, 
the data were collected retrospectively from hos-
pital records. Second, there have been no similar 
and comparable studies in the literature with a 
large volume of data pertaining to non-infected 
penile prosthesis revision surgery and comparing 
antibiotic-coated and non-coated devices. Despite 
these limitations, this study for the first time cle-
arly showed that antibiotic-coated devices result 
in less bacteria colonization on the implant and 
peri-prosthetic space compared with non-coated 
devices, a situation that may decrease the inci-
dence of PPIs.

cOncLusIOns

Based on our results, positive bacterial cul-
tures are present on non-infected penile prosthe-

ses during the revision surgeries of some patients. 
Our results also suggest that, antibiotic-coated pe-
nile prostheses have less bacteria seeding on pros-
theses in revision surgeries. Therefore, antibiotic 
coating may prevent late PPIs, particularly after 
revision surgeries. We also confirmed that, Sta-
phylococcus epidermidis was the most common 
cultured organism from uninfected penile pros-
theses during revisions.

cOnfLIcT Of InTEREsT

None declared.

 
REfEREncEs

1. Wilson SK, Wahman GE, Lange JL. Eleven years of experience 
with the inflatable penile prosthesis. J Urol. 1988;139:951-2.

2. Woodworth BE, Carson CC, Webster GD. Inflatable penile 
prosthesis: effect of device modification on functional 
longevity. Urology. 1991;38:533-6.

3. Goldstein I, Bertero EB, Kaufman JM, Witten FR, Hubbard 
JG, Fitch WP, et al. Early experience with the first pre-
connected 3-piece inflatable penile prosthesis: the Mentor 
Alpha-1. J Urol. 1993;150:1814-8.

4. Lewis RW. Long-term results of penile prosthetic implants. 
Urol Clin North Am. 1995;22:847-56.

5. Henry GD, Wilson SK, Delk JR 2nd, Carson CC, Wiygul 
J, Tornehl C, et al. Revision washout decreases penile 
prosthesis infection in revision surgery: a multicenter study. 
J Urol. 2005;173:89-92.

6. Selph JP, Carson CC 3rd. Penile prosthesis infection: 
approaches to prevention and treatment. Urol Clin North Am. 
2011;38:227-35.

7. Carson CC 3rd, Mulcahy JJ, Harsch MR. Long-term infection 
outcomes after original antibiotic impregnated inflatable 
penile prosthesis implants: up to 7.7 years of followup. J 
Urol. 2011;185:614-8.

8. Carson CC. Infections in genitourinary prostheses. Urol Clin 
North Am. 1989;16:139-47.

9. Mandava SH, Serefoglu EC, Freier MT, Wilson SK, Hellstrom 
WJ. Infection retardant coated inflatable penile prostheses 
decrease the incidence of infection: a systematic review and 
meta-analysis. J Urol. 2012;188:1855-60.

10. Nehra A, Carson CC 3rd, Chapin AK, Ginkel AM. Long-term 
infection outcomes of 3-piece antibiotic impregnated penile 
prostheses used in replacement implant surgery. J Urol. 
2012;188:899-903.



ibju | Cultures of non-infeCted antibiotiC Coated and non-Coated penile prostheses

1189

11. Furlow WL, Goldwasser B. Salvage of the eroded inflatable 
penile prosthesis: a new concept. J Urol. 1987;138:312-4.

12. Mulcahy JJ. Long-term experience with salvage of infected 
penile implants. J Urol. 2000;163:481-2.

13. Hellstrom WJ, Montague DK, Moncada I, Carson C, Minhas 
S, Faria G, et al. Implants, mechanical devices, and vascular 
surgery for erectile dysfunction. J Sex Med. 2010;7:501-23.

14. Kava BR, Kanagarajah P, Ayyathurai R. Contemporary 
revision penile prosthesis surgery is not associated with 
a high risk of implant colonization or infection: a single-
surgeon series. J Sex Med. 2011;8:1540-6.

15. Henry GD, Wilson SK, Delk JR 2nd, Carson CC, Silverstein A, 
Cleves MA, et al. Penile prosthesis cultures during revision 
surgery: a multicenter study. J Urol. 2004;172:153-6.

16. Costerton JW, Stewart PS, Greenberg EP. Bacterial 
biofilms: a common cause of persistent infections. Science. 
1999;284:1318-22.

17. Carson CC 3rd. Efficacy of antibiotic impregnation of 
inflatable penile prostheses in decreasing infection in 
original implants. J Urol. 2004;171:1611-4. Erratum in: J 
Urol. 2004;172:781.

18. Welliver RC Jr, Hanerhoff BL, Henry GD, Köhler TS. 
Significance of biofilm for the prosthetic surgeon. Curr Urol 
Rep. 2014;15:411.

19. Mulcahy JJ, Carson CC 3rd. Long-term infection rates in 
diabetic patients implanted with antibiotic-impregnated 
versus nonimpregnated inflatable penile prostheses: 7-year 
outcomes. Eur Urol. 2011;60:167-72.

20. Wilson SK, Zumbe J, Henry GD, Salem EA, Delk JR, Cleves 
MA. Infection reduction using antibiotic-coated inflatable 
penile prosthesis. Urology. 2007;70:337-40.

21. Licht MR, Montague DK, Angermeier KW, Lakin MM. Cultures 
from genitourinary prostheses at reoperation: questioning 
the role of Staphylococcus epidermidis in periprosthetic 
infection. J Urol. 1995;154:387-90.

22. Rajpurkar A, Fairfax M, Li H, Dhabuwala CB. Antibiotic soaked 
hydrophilic coated bioflex: a new strategy in the prevention 
of penile prosthesis infection. J Sex Med. 2004;1:215-20.

23. Abouassaly R, Angermeier KW, Montague DK. Risk of infection 
with an antibiotic coated penile prosthesis at device replacement 
for mechanical failure. J Urol. 2006;176:2471-3.

24. Blum MD. Infections of genitourinary prostheses. Infect Dis 
Clin North Am. 1989;3:259-74.

25. Parsons CL, Stein PC, Dobke MK, Virden CP, Frank DH. 
Diagnosis and therapy of subclinically infected prostheses. 
Surg Gynecol Obstet. 1993;177:504-6.

26. Carson CC. Diagnosis, treatment and prevention of penile 
prosthesis infection. Int J Impot Res. 2003;15:S139-46.

27. Wilson SK, Delk JR 2nd. Inflatable penile implant infection: 
predisposing factors and treatment suggestions. J Urol. 
1995;153:659-61.

 

_______________________
Correspondence address:

Seyfettin Ciftci, MD
Department of Urology

University of Kocaeli Medical Faculty
Campus of Umuttepe, 41380, Kocaeli, Turkey

Telephone: + 90 506 968-1795
E-mail: seyfettinciftci@yahoo.com


