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Abstract 
At Physikalisch-Technische Bundesanstalt (PTB), superconducting 10 V circuits for the program- 
mable Josephson voltage standard (PJVS) are routinely manufactured on the basis of NbxSi1−x bar- 
rier junctions. This paper describes in detail the basic design principles for an operating frequen- 
cy of 70 GHz. It starts with single junctions, discusses their insertion into microstriplines and 
closes with the whole microwave circuit containing 69,632 NbxSi1−x barrier junctions arranged 
over 128 microstriplines connected in parallel. The microwave attenuation of this junction type is 
a key parameter for the 10 V design and we report its experimental determination. Special atten- 
tion has been devoted to subarrays with just a few Josephson junctions in one of the outermost 
striplines. The arrangement of these subarrays determines the optimum performance of the com- 
plete 10 V series array. The high performance of programmable 10 V circuits fabricated at PTB is 
characterized by measured operating margins in all subarrays of more than 1 mA centered at the 
same dc bias current. The observed modulation of the current margins, when changing the fre- 
quency around 70 GHz, is explained by microwave reflections caused by the rf waveguide inside 
the cryoprobe. We determine the current margins in dependence of the output power of a micro- 
wave synthesizer and show that 60 mW is sufficient to achieve current margins larger than 1 mA. 
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1. Introduction 
Nowadays programmable Josephson voltage standards (PJVS) [1] with output voltages up to 10 V replace more 
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and more conventional 10 V Josephson voltage standard (JVS) systems operated between 70 and 75 GHz [2]. 
PJVSs are based on series arrays of overdamped Josephson junctions (JJs) divided into smaller independently 
biased subarrays. The overdamped Josephson junctions are externally or intrinsically shunted and exhibit a cur- 
rent-voltage characteristic (IVC) with a negligible hysteresis. In contrast to underdamped and therefore hyste- 
retic SIS (S = superconductor, I = insulator) junctions used for conventional JVS systems, overdamped Joseph- 
son junctions display single-valued Shapiro steps under microwave irradiation. Each of these constant voltage 
steps, including 0U = , can be attributed to a definite dc bias current. This special property opens up new areas 
of application beyond simple dc metrology covered by the conventional JVS. Today, the PJVS constitutes, to- 
gether with the Josephson arbitrary waveform synthesizer (JAWS) based on pulse-driven Josephson junctions 
[3], the basis of modern ac voltage metrology. PJVS circuits representing the current state of technology are us- 
ing NbxSi1‒x barrier junctions. This junction type allows operating frequencies from 15 to 70 GHz by changing 
the Nb content [4]. For this reason, it complies perfectly with the strategy of PTB to retain an operating fre- 
quency of 70 GHz, or, in other words, to continue to use the microwave equipment in operation for the conven- 
tional JVS at most National Metrology Institutes (NMI). 

Section 2 of this paper describes the search for a suitable Josephson junction type and for a normal-conduct- 
ing barrier material (N) in SNS (S = superconductor) junctions that are required for a 70 GHz design. Thereafter, 
the basic design principles starting from single junctions, their integration into microstriplines and completion of 
the whole microwave circuit for 70 GHz will be discussed. Section 3 concentrates on experimental results ob- 
tained for different design variants regarding the arrangement of the smallest subarrays. The performance of 
programmable 10 V circuits fabricated at PTB is characterized by the measured current margins for all relevant 
array segments. Furthermore, we present measured current margins in dependence of the frequency in a small 
band around 70 GHz and discuss the requirements for the microwave power and their impact on the use of 
cryocoolers. A summary and some conclusions are given in Section 4. With this paper, the authors intend to 
provide an overview of the properties of 10 V PJVS circuits made by PTB and a useful guideline for their use. 
The main metrological applications of the 10 V circuits fabricated at PTB have been described in detail in a re- 
view paper by Behr et al. [5]. 

2. 70 GHz Design of 10 V Circuits for the PJVS 
2.1. Development of Robust Josephson Junctions Suitable for 70 GHz Operation 
To ensure optimum operation of a Josephson voltage standard, the product of critical current Ic and normal re- 
sistance: nR : c n cI R V=  (characteristic voltage) of the used Josephson junctions has to be matched to the mi- 
crowave frequency, i.e. it should be Vc ≈ 145 µV for 70 GHz (cf. 2.2.) [6]. 

While the proof-of-concept experiment [1] was still executed with externally shunted SIS junctions operated 
at 70 GHz, shortly thereafter the National Institute for Standards and Technology (NIST) favoured intrinsically 
shunted SNS junctions enabling larger Shapiro steps, i.e. a better adjustability of the operating point and larger 
noise immunity [7]. Due to the relatively low resistivity of the normal-conducting barrier materials commonly 
used and available at that time, e.g. AuPd, HfTi, or later on, TiNx, microwave design and operating frequency 
were fixed to the range from 15 to 20 GHz and were maintained in later developments with other barrier mate- 
rials. In contrast, PTB searched from the beginning for a junction technology which would allow retaining the 
operating frequency of 70 GHz used for conventional JVSs. A 70 GHz drive reduces the number of junctions 
necessary to reach a certain voltage level by a factor of 4 to 5, i.e. 70,000 JJs instead of 320,000 JJs for 10 V. 
The entire microwave distribution network for 70 GHz can be completely fabricated on chip. In this way, the 
requirements for fabrication technology and microwave design are more relaxed.  

Motivated by the reliable Nb-Al technology successfully established throughout the 1990s for the fabrication 
of conventional 10 V SIS JVSs at PTB [8] [9], the intrinsically shunted SINIS Josephson junctions (S = Nb, I = 
AlOx, N = Al) composed of two very transparent AlOx barriers quickly moved into the focus of the PTB re- 
searchers. The double-barrier structure of this junction type can be easily tuned to 70 GHz. As early as in 2000, 
PTB reported first programmable 10 V PJVS circuits with SINIS junctions for 70 GHz drive [10]. However, 
their limited resolution due to six subarrays and a step width of 200 µA restricted their applications to fast and 
simplified dc voltage calibrations. Continuous progress in fabrication technology and several design optimiza- 
tion steps led six years later to the first-ever 10 V PJVS circuit really suitable for ac applications [11]. These 10 V 
circuits with 69,632 series-connected SINIS JJs offered a high resolution and sufficient noise immunity be- 



F. Müller et al. 
 

 
109 

cause they were divided into 16 subarrays and the step width of all array segments was larger than 0.6 mA. 
However, wide adoption in ac metrology suffered from the low fabrication yield, because a few of the very thin 
insulating AlOx barriers ( )1 nmd ≤  of the SINIS junctions were obviously damaged by plasma-induced charg- 
ing effects occurring during several fabrication steps (dry etching) of the microwave circuits [12]. 

It is well known that SNS junctions with normal-conducting (N) barriers, which are usually relatively thick 
(d > 10 nm), are very robust and free of these yield problems connected to very thin insulating layers with pin- 
holes. For this reason, PTB was continuously and simultaneously to its SINIS activities, seeking a SNS junction 
type that can be simply implemented as a drop-in replacement in existing 70 GHz SINIS designs of PJVS cir- 
cuits. Finally, amorphous NbxSi1−x, “rediscovered” by the NIST [4], was the appropriate SNS-like normal-con- 
ducting material. The resistivity of NbxSi1−x, already known as a candidate for JJs since 1987 [13], can be tuned 
by its Nb content from insulating to metallic and represents an ideal N-barrier for SNS junctions. NIST first used 
this material for PJVS circuits driven around 15 GHz. In close cooperation between PTB (design, circuit fabri- 
cation) and NIST (trilayer deposition) the first 10 V PJVS circuits with 69,632 NbxSi1−x barrier junctions opera- 
ble at 70 GHz were realized in 2008 [12]. Two years later, NIST reported their first own 10 V arrays with about 
300,000 triple-stacked junctions and the same barrier material, tuned however for operating frequencies from 16 
to 20 GHz [14]. Another type of a 10 V PJVS circuit with double-stacked NbN-TiNx-NbN junctions operated at 
16 GHz and 10 K was developed by the Japanese National Institute of Advanced Industrial Science and Tech- 
nology (AIST) [15]. 

After the purchase of a special sputtering cluster tool allowing the automated deposition of the barrier by 
co-sputtering of Nb and Si in a separate chamber, PTB has been fabricating 10 V circuits with NbxSi1−x barrier 
junctions routinely and completely in-house since 2010. Details of this fabrication process are described else- 
where [12] [16]. Using this technology and benefiting from the advantages of the 70 GHz design mentioned 
above, we also fabricated the first-ever 20 V array for PJVSs simply by using 69,632 double stacked JJs instead 
of the single junctions in the 10 V design [17]. 

The NbSi technology has significantly improved the yield of PJVS circuits. For the first time, 10 V circuits 
with no defects, i.e. no “missing (shorted) junctions”, as compared to 10 V SINIS arrays [11], could be manu- 
factured in a complex fabrication process. 10 V arrays with NbxSi1−x barrier junctions show a much better per- 
formance than those with SINIS junctions. A current width of about 1 mA for the 1st Shapiro steps of all subar- 
rays is typical for the 10 V circuits fabricated at PTB (cf. 3.2.). 

2.2. Single Josephson Junctions with NbxSi1−x Barriers Optimized for 70 GHz 
The underlying physics of Nb-NbxSi1−x-Nb Josephson junctions has been thoroughly investigated by Scheller 
[18]. Major properties of the semiconducting NbxSi1−x tunneling barrier for different doping levels of Nb, its in- 
fluence on the 1 f -noise and on the specific capacitance have been summarized by Müller et al. [17]. By con- 
trolling the Nb content “x” and the thickness “d” of the NbxSi1−x barrier, it is possible to realize two limiting cases 
representing different junction types: 1) An SIS-like junction with a nearly maximum hysteresis in the IVC for 

0x =  (pure semiconductor) and 5 nmd ≈ , or on the other hand, 2) an SNS-like junction with no hysteresis in 
the IVC for 20%x ≥  (fully degenerate semiconductor) and 20 nmd ≥ . Junctions designed for an operating 
frequency of 70 GHz occupy a position between these limiting cases: They present a small (almost negligible) hys-
teresis and are strictly speaking neither SIS nor SNS junctions. In the following they are called NbxSi1−x barrier 
junctions. Their barrier is typically characterized by 10%x ≈ , 10.5 nmd ≈  and a specific capacitance of 
about 380 fF/µm2. This barrier composition enables a characteristic voltage of 145 VcV = µ  (with nR  deter- 
mined at 2 cI ). Such a value for Vc is optimal for an operating frequency 70 GHzf =  as the normalized fre- 
quency ( )2 1cnf eVΩ = ≈  [6]. Under this condition, Vc may also be derived from the second Josephson equa- 
tion describing the ac Josephson effect (cf. e.g. [19]): 

2 neU nhf=                                                                          (1) 

setting the integer 1n =  and cU V=  ( e = elementary charge, h =  Planck’s constant). On the other hand, it 
can be deduced from Equation (1) that a single Josephson junction under microwave irradiation of 70 GHz ge- 
nerates constant voltage steps corresponding to multiples of ±145 µV. Typically, PJVSs only use Shapiro steps 
of 1st (±145 µV) and 0th (0 V) order [1]. The current width, in the following also called current margin, of the 
1st Shapiro step reaches a theoretical maximum when the c nI R  product is adjusted to 145 µV. As current den- 
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sity jc and resistivity of a junction are up to a certain degree independently adjustable by the co-sputtering of Nb 
and Si, it is possible to obtain the desired c nI R  for a given (designed) junction area A. To select reasonable values 
of cj  and A, it should be taken into consideration that the value of the critical current c cI j A≈  determines the  
necessary rf power (together with the stripline impedance). Based on our experience with SINIS designs [12]  
where a maximum critical current of 3 mA was reasonable, we set max 5 mAcI ≤  for the present 10 V design  
with NbxSi1−x barrier junctions. The width “w” of the junction, perpendicular to the extension of the array, is an 
important parameter for the microwave impedance of the microstripline. For the present 10 V design a value of 

20 mw = µ  was chosen. The length “l” of the junction, which should be “short” to limit the length of the array, 
was fixed to 6 ml = µ . For these geometrical design parameters resulting in 2120 mA wl= = µ  of a single 
junction, it is possible to adjust current density and critical voltage to about 24 kA cmcj ≈  and 145 Vc nI R ≈ µ , 
thus enabling optimum formation of Shapiro steps. 

2.3. 70 GHz Design of Microstriplines with Embedded NbxSi1−x Barrier Junctions 
A simple approach to increase the voltage from 145 µV up to 10 V is the series connection of many junctions. In 
order to ensure that the “quantized” voltages U1 of each junction add to a much larger quantized voltage level, 
the series-connected JJs should have nearly the same shape of the IVC under microwave irradiation, i.e. Shapiro 
steps with the same current width and positioned at the same place of the IVC. This requires that nearly the same 
microwave current is injected into each junction, apart from a small scattering of the junction parameters. 
Therefore, microwave designs for series arrays used in all types of JVSs had to ensure a nearly homogeneous 
distribution of the rf power along the array. Superconducting microstriplines with embedded Josephson junction 
arrays can provide the required homogeneity [20] and were therefore used as a basic design element in most 
conventional 10 V JVS circuits with hysteretic (underdamped) SIS junctions driven at 70 GHz and above. The 
insertion of nonhysteretic (overdamped) junctions in superconducting striplines was therefore the first logical 
step in creating a 70 GHz design for a PJVS. However, a new and surprising effect was detected in this case [21]: 
In contrast to highly-hysteretic SIS junctions, arrays of embedded nonhysteretic junctions (SINIS, SNS) show 
self-oscillation coupling effects if their dc bias exceeds the critical current. These coupling effects [12] [22] oc- 
cur in “active” striplines with dc cI I> , and partly compensate the relatively large microwave attenuation ex- 
pected for the series connection of many JJs. The attenuation can be estimated according to Kautz for “passive” 
striplines ( )dc cI I< , a model that was originally successfully developed for embedded SIS junctions with 
so-called “zero-current” Shapiro steps ( )0dcI ≈  [23]. The maximum number of Josephson junctions that can be 
inserted in a single microstripline is the key parameter of the microwave design. For this reason, we determined 
experimentally the microwave attenuation for a stripline with embedded NbxSi1−x barrier junctions. The scheme 
of the setup used in the measurements is shown in Figure 1. The setup allows varying the microwave power 
supplied by means of an adjustable attenuator at the top of the cryoprobe. First we measure the step width of 
IVCout with no external attenuation ( )0D = . The attenuation of 1500 JJs is given by D when IVCin matches the 
previous IVCout. In the “passive” case ( )0dcI =  the measured attenuation per junction is about 0.022 dB (theo- 
retically: 0.04 dB). Coupling effects occur in “active” striplines ( )dc cI I>  and reduce this value to 0.009 dB/JJ. 
The deviation between experimental and theoretical value for the passive case is possibly due to the influence of 
the Si substrate on the microwave propagation. As a result, the microwave design has to take into consideration  
that short but inactive ( )0dcI =  array segments can present a higher attenuation than longer and active subar- 
rays. On the other hand, experience previously collected with SIS arrays for conventional JVSs [8] suggest that 
the maximum microwave attenuation should not exceed 5 dB to ensure a sufficiently homogeneous distribution 
of the rf power. As a result, the maximum number of NbxSi1−x barrier junctions in a single and actively driven 
stripline should be about 550. This number corresponds to an earlier result found for SINIS arrays that up to 500 
junctions the maximum current width of the 1st Shapiro step is only slightly reduced (to 80% of Ic) [24]. The 
present microwave design is realized on basis of the so-called inverted microstripline structure (Figure 2), 
which was already successfully used for SIS and afterwards for SINIS circuits [25]. In this design, the super- 
conducting ground plane is placed on top instead of underneath the array. Later on (cf. 2.4.), it will become ap- 
parent, that such an inverted microstripline substantially simplifies the microwave design for the whole circuit. 
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Figure 1. Schematic setup for microwave attenuation measure- 
ments.                                                

 

 
Figure 2. Scheme of an inverted stripline structure with embedded JJs.        

 
Moreover, it allows the direct deposition of the junction trilayer on a clean and polished wafer surface. It is 
known that a rough surface, due to a previous etching process or the deposition of a thick dielectric film, de- 
grades the quality of the trilayer, especially the sharpness of its interfaces. Last but not least, a Nb ground plane 
on top of the circuit protects the junction array very well. The microwave impedance “Z” of a single stripline 
(Figure 2) is an important design parameter that determines the necessary rf power to generate Shapiro steps of 
optimum size. For the design values: 1.2 μmh = , 24 μmw∗ =  ( )w w∗ ≥  and 4.5rε ≈  for SiO2 [26], the 
characteristic impedance of an “undisturbed” microstripline (neglecting the influence of the substrate and with- 
out junctions) becomes approximately 9Z ≈ Ω . Knowledge of this impedance allows a rough estimation of the 
rf power P that should be at least coupled into each “stripline-array”, according to 2 2P Zi=  with 2 ci I≈  (i: 
rf current) [27]. For 5 mAcI ≈ , a single microstripline requires approximately 0.5 mWP ≈ . 

2.4. 10 V Circuit Design with 69,632 NbxSi1−x Barrier Junctions 
The second generation of programmable 10 V circuits developed and fabricated at PTB [11] is subdivided into 
16 array segments whose junction numbers follow an almost binary sequence. The sequence is exactly binary at 
the beginning, 2m  (m: 0, 1, 2, 3) giving the numbers 1, 2, 4, and 8. The next segment with 17 junctions breaks 
this series and starts a new “binary” sequence according to 17 2 p×  (p: 0, 1, ⋅⋅⋅), resulting in: 17, 34, 68, 136, 
272, and so on. To approach the 10 V level as close as possible, we need a largest subarray with 34,816 junc- 
tions ( )11p = , leading to a total of 69,630 junctions in the array. The fundamental Josephson equation special- 
ly formulated for the programmable version of the Josephson voltage standard becomes: 

( ) ( ) 90JU t nM t f K −=                                                                     (2) 

with 0n = , or ±1 and 90 483597.9 GHz VJK − =  (Josephson constant). For 70 GHzf =  and 69,630M = , 
Equation (2) delivers a maximum voltage amplitude of ±10.0788 V which is very close to the 10 V level. To 
realize for special measurement purposes two equal halves of the circuit (each with 34,816 junctions), two extra 
single junctions have been added. Therefore, the total number of junctions amounts to 69,632.  

For the robust operation of rapidly programmable circuits with a “time-variant” number of junctions ( )M t , 
the current margins of each voltage step ( )U t  generated by the activated array segments should exceed a cer- 
tain minimum. From our experience and also supported by other researchers [28], a value of at least 0.8 mA is 
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desirable. The current width of a Shapiro step of order n: nI∆  generated by each junction (embedded in a strip- 
line) under microwave injection is proportional to the critical current cI  and varies with the rf current 1 2i P∼  
[27] according to the total amount of a Bessel function nJ : 

( )1 22n c nI J PI∆ =                                   (3) 

All 69,632 JJs of the 10 V design have to be distributed over microstriplines rf-driven in parallel, taking into 
account the following restrictions: 
• A binary number ( )2 1,2,N N =   of parallel-connected striplines should be used for geometrical reasons 

and for equal distribution of the rf power coupled by the antenna (Figure 3). In order to keep the necessary rf 
power for the whole circuit low, N should be as small as possible. 

• As the maximum number of junctions in one stripline is evaluated to be about 550 (cf. 2.3.), we concluded to 
use 128 (27) striplines. 

• To minimize their microwave attenuation, large “array-striplines” should always be biased collectively to 
benefit from the previously described self-oscillation effect. 

• Only small segments should be used unbiased ( )0dcI =  if placed in front of active subarrays. Due to the 
attenuation when unbiased, “large” subarrays must be placed after smaller segments, relative to the micro- 
wave propagation. 

• The active circuit area comprising all junctions should be concentrated as much as possible to minimize the 
parameter spread, which also means a minimum lateral distance between the striplines.  

• With the exception of the two outermost striplines, superconducting dc connections can only be made to the 
ends of the striplines. 

• To realize at the same time a series connection of all junctions and a parallel rf power supply for each strip- 
line, dc blocks have to be inserted at the output of the rf-distributing network (microwave splitters). 

The 10 V microwave design schematically depicted in Figure 3 is the result of these conditions. One 10 V 
chip covers an area of 24 mm × 10 mm. A finline antenna [29], built by the Nb ground plane and the Nb base 
metallization of the trilayer, captures microwave power from a rectangular waveguide. The rf power is divided 
by microwave splitters and fed over capacitors (dc blocks) into the array-striplines connected in parallel. All mi- 
crostriplines are extended by homogenous Nb strips beyond the array length in order to reach the microwave 
termination and to match all lengths. The microwave termination of each array stripline is necessary to avoid an 
inhomogeneous rf power distribution by standing waves. The use of a AuPd load as part of the circuit ground is 
a special feature of the PTB design. This resistive ground plane, together with the Nb strips which lie underneath 
and which are connected to the ends of the junction arrays, forms the continuation of the inverted microstripline 
structure. It seems to be the only reasonable design variant that enables the necessary superconducting connec- 
tion between the arrays and the 23 bonding pads arranged at the right part of the circuit. The alternative design 
variant, using AuPd strips and a superconducting ground plane extending over the whole circuit, would make it 
nearly impossible to establish superconducting connections between dc pads and all array segments. 

The distribution of the 69,632 NbxSi1−x barrier junctions over the 128 microstriplines is detailed in Table 1. 
From the “low potential dc pad”, connected to the end of the 1st row (Figure 3), the smallest array segments are 
originally arranged in decreasing (regular) order of junctions (68, 34, 17, 8, 4, 2, 1, 1, 1), before beginning with 
the 2nd row, the “natural” quasi-binary sequence is continued: 136, 272, 544, etc. For comparative studies, a 
small number of chips with a reversed order of the smallest segments in the 1st stripline have also been fabri- 
cated. Unbiased junctions in front of active array segments only occur in the 1st row of the 128 striplines, i.e. in 
an extreme case (reversed order) 135 passive junctions lie in front of one active Josephson junction. 

3. Experimental Investigations on 10 V PJVS Circuits with NbxSi1−x Barrier  
Junctions 

3.1. Measuring Setup and Instructions for Use 
The 10 V chips (Figure 4) are glued on special carriers and electrically connected by wire bonding. For an op- 
timum microwave coupling the antenna is inserted to 70% of its length in the slot of a WR12 waveguide. The 
use of a commercially available microwave synthesizer for frequencies around 70 GHz with a maximum output 
power of about 160 mW simplifies substantially the operation of the programmable circuit. This computer-con- 
trolled synthesizer only requires a 10 MHz reference signal without the need of a phase lock loop. To 
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Figure 3. Microwave design of a programmable 10 V circuit operated at 70 GHz. 
The magnification shows the 1st stripline with the smallest segments arranged 
in “regular” order.                                                 

 

 
Figure 4. Photograph of a 10 V PJVS circuit for operation at 70 GHz mount- 
ed on a special chip carrier.                                          

 
Table 1. Distribution of 69,632 Josephson junctions over 128 parallel-connected striplines in a programmable 10 V circuit 
with 16 subarrays.                                                                                       

Subarray N # Stripline Number of junctions M VN at 70 GHz (mV) 
1 1 68 9.84 
2 1 34 4.92 
3 1 17 2.46 

4 1 8 1.16 

5 1 4 0.579 

6 1 2 0.289 

7(3x) 1 1, 1, 1 0.145 

8 2 136 19.69 
9 3 + 4 272 (2 × 136) 39.37 

10 5 + 6 544 (2 × 272) 78.74 

11 7 + 8 1088 (2 × 544) 157.49 

12 9 to 12 2176 (4 × 544) 314.97 

13 13 to 20 4352 (8 × 544) 629.94 

14 21 to 36 8704 (16 × 544) 1259.89 
15 37 to 68 17,408 (32 × 544) 2 519.78 

16 69 to 128 34,816 (34 × 582 + 26 × 578) 5 039.56 

Entire Circuit 1 to 128 69,632 10 079.12 
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realize fast programmability, e.g. for the stepwise synthesis of an ac signal of low frequency (<2 kHz) [5], each 
of the 16 segments of the binary-divided 10 V array can be separately driven by its own rapidly switchable bias 
source. However, the IVCs presented in this paper have been recorded in most cases by using only one computer- 
controlled current source (resolution: 20 µA) and a digital voltmeter. 

Immediately after cooling down the array and before starting the operation, it is advised to check whether the 
circuit is free of magnetic flux. For this purpose, the IVC of the whole circuit without microwave injection 
should be visualized with high resolution using an oscilloscope. In case of trapped flux, one or more junctions 
display reduced critical currents. If there is a heater integrated in the cryoprobe, the array can be conveniently 
warmed up to remove the flux [30]. Otherwise one has to lift up the cryoprobe before slowly lowering it again 
(cooling down). Unfortunately, it is possible that even after repeated warming up and cooling down the flux re- 
mains trapped. This case occurs most likely after a quick warming up so that the circuit is covered by a lot of 
condensed water. Tiny magnetic particles from the surrounding magnetic shield or from other parts (screws) 
used for fixing the cryoprobe are possibly transported by the condensing atmosphere and/or flowing He gas. It is 
therefore advantageous to cover the inner surface of the cylindrical shield with a plastic material and to avoid 
screws made from alloys containing ferromagnetic components. To remove magnetic contaminants from the 
surface of the circuit, it is advised to do this with large precaution in a clean room under microscopic observa- 
tion. 

3.2. Current Margins and Effect of Parasitic Microwaves for Different Arrangements of  
the Smallest Subarrays 

The 70 GHz design with a nonuniform distribution of the junctions over the 128 parallel-connected striplines 
(Table 1) represents a trade-off between homogeneous microwave supply and geometrical constraints for the 
“binary” array segments. Each segment with more than 68 JJs occupies entirely one or more striplines, which 
are therefore always “active” when the considered segment is biased on the first-order Shapiro step ( )bias cI I> . 
In contrast, the smallest subarrays (1, 1, 1, 2, 4, ⋅⋅⋅, 68) are all embedded in the first (outermost) stripline. In this 
case, the microwave propagation along the stripline can be affected by inactive array segments. Our observa- 
tions indicate that the bias leads connecting the smallest subarrays can couple parasitic microwaves from the 
outside. The magnetic shield surrounding the cryoprobe sample space contains parasitic microwave radiation 
because the transition from the waveguide to the circuit antenna is not at all ideal and a certain amount of rf 
power leaks from the waveguide into the silicon wafer [26] and to the cavity of the cylindrical cryoperm shield. 
Parasitic microwave power injected in such a way can be superimposed on the “regularly” propagating micro- 
wave inside the stripline. 

For a rough evaluation of possible effects on the behavior of the circuits, we compare the number of “excel- 
lent” 10 V circuits with different designs A, B and C for the 1st stripline and D with a special ground plane. The 
investigated circuits come from 8 wafers which were processed within a period of two and a half years. Each 
wafer contained two chips of each of the designs A, B, C and D. Those 10 V circuits corresponding to the 
so-called “1 mA criterion” will be referred to as “excellent”, as they show a 10 V Shapiro step (all array seg- 
ments activated) of 1 mA or larger under microwave irradiation. Figure 5 displays, for an example, the IVC of 
an excellent 10 V circuit with design A. Table 2 lists the features of the used designs A, B, C and D. There are 
different arrangements of the smallest subarrays: “regular” (1, 1, 1, 2, ⋅⋅⋅, 68) or “reversed” (68, 34, ⋅⋅⋅, 1, 1, 1), 
each relative to the feeding point of the rf power (stripline input). Additionally, one can distinguish between a 
direct connection of the subarrays containing 1, 1, 1, 2 and 4 junctions and a connection over inserted sections of 
a homogeneous microstripline. The latter design modification was made to investigate whether very close bias 
leads (cf. Figure 3) couple parasitic microwaves in a different manner than more distant bias leads. We also 
tested chips with slots in the ground plane between the striplines (design D) aiming to reduce the flux trapping. 
A comparison of the numbers of excellent 10 V circuits resulting from each design variant (Table 2) suggests 
that the rather small modifications made are not really relevant for the behavior of the entire circuit. At this point 
it should be mentioned that characterization and classification of the fabricated 10 V circuits in “excellent” and 
“good to very good” ( 1 0.8I∆ =  to 1 mA) has been accomplished in most cases by measuring only the whole 
circuit, i.e. with all subarrays activated by one current source. Only in a few cases the large segments including 
the entire 1st stripline ( )( )1 7to NNΣ  have been measured too. For that reason, one of the motivations for this 
paper was also a more thorough investigation of the smallest subarrays ( )1 7toN N  and to demonstrate how 
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Figure 5. IVC of a 10 V PJVS circuit classified as “excellent” with 69,632 
NbxSi1−x barrier junctions. (a) without microwaves, (b) with microwaves at 
70.7 GHz and approximately 60 mW at the antenna. The insets show the 10 V 
step ( )1n =  and the zero-voltage step ( )0n =  with high resolution. Junc- 

tion parameters: 2.7 mAcI = ; ( )155 V at 2c n cI R I= µ .                    
 
Table 2. Design variants of 10 V circuits and the number of excellent 10 V circuits fabricated within two and a half years 
(for explanation see text).                                                                                 

Design variants A B C D 
order of smallest segments regular regular reversed regular 

connection between subarrays  
with 1, 1, 1, 2 and 4 junctions direct separated separated direct 

ground plane homogeneous homogeneous homogeneous slots between  
striplines 

number of excellent 10 V circuits 6 4 4 6 

 
their microwave properties depend on the design of the 1st stripline. 

The practical use of programmable voltage standards, especially if fast switchable dc bias sources are used, 
requires that both the 0th and the 1st constant voltage step of each array segment should be large enough to en- 
sure a good adjustability of the dc operating point and sufficient noise immunity. As a result, the zero-order 
Shapiro step has to be considered too, especially for the smallest subarrays in the 1st stripline. As explained in 
2.4, the subarrays closer to the microwave feeding point have the smaller number of junctions (except of design 
C) and can be easily overdriven. Figure 6, representative for the designs B and C, shows the current widths of 
the Shapiro steps with 0n =  and +1 for all array segments in the 1st stripline. 

For better comparability and considering thermal voltages, the microwave-induced steps of constant voltage 
are described by their relative voltage as a function of the dc bias current. Figure 6 illustrates that the current 
widths of the steps corresponding to 1, ,68M =   scatter more for 10 V circuits of design C. This observation 
demonstrates a better homogeneity of the microwave power along the 1st junction stripline in the case of a reg- 
ular order (design B) of the smallest array segments. Figure 6(a) displays, furthermore, that the array segment 

1N  with 68M = , lying at the end of the stripline and after 68 unbiased junctions, has a minimum step width 
of 1 1.8 mAI∆ =  or in relative units of 1 2 0.32cI I∆ ≈ . Design C (Figure 6(b)) in contrast, enables “only” a  
step width of 1.3 mA ( )1 2 0.16cI I∆ ≈  for the single junction ( )7N  at the end of the 1st stripline. Despite  
these differences, both designs fulfill, in principle, the 1 mA criterion for the smallest segments, i.e. they are  
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(a)                                                       (b) 

Figure 6. Current widths of the Shapiro steps 0n =  and 1n = +  of the smallest array segments 1N  to 7N . (a) 10 V 

PJVS circuit with design B. Junction parameters: 2.85 mAcI = ; ( )152 μV at 2c n cI R I= ; (b) 10 V PJVS circuit with design 
C. Junction parameters: 4 mA; 180μV (at 2 ).c c n cI I R I= =                                                         
 
well suited for ac applications. However, the 1 mA criterion is difficult to meet for the 0th step in some cases, 
when the critical current is “small” ( )3 mAcI ≤ . Such a situation can arise if parasitic microwave is coupled 
into the 1st stripline or if the load is incorrectly matched. In both cases the rf power distribution becomes inho- 
mogeneous and may lead to reduced 0th steps (below 1 mA) in one or more segments without significant changes 
to the 1st step. Figure 7 shows the Bessel functions of 0th and 1st order ( )0 1,J J  in dependence on the  
microwave current ( )1 2P∼  and explains this effect: In a certain range of the microwave power P  

(hatched region) the 0th step ( )0 02 cI I J x∆ ≈  is quickly reduced, whereas the width of the 1st Shapiro step 

( )1 12 cI I J x∆ ≈  remains nearly unchanged. 

In most cases, a slight change of the array position relative to the surrounding magnetic shield can lead to a 
significant change in the 0th step, so that 1 1 mAI∆ >  can be achieved for all subarrays in the 1st stripline. This 
behavior is most pronounced for circuits with design D. The comparative evaluation of 5 wafers with critical 
currents smaller than 5 mA delivers significantly smaller values for 0 2 cI I∆  while forming a 10 V step for 
circuits with the designs A and D. This is in our opinion due to a larger amount of parasitic microwave coupled 
into the 1st stripline from outside over the bias leads (Figure 3) and possibly favored by slots in the ground 
plane (design D). The aim to reduce the flux trapping (cf. 3.1.) by means of a ground plane with slots between 
the striplines has not been realized. 
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Figure 7. Plot of the Bessel functions of the 1st kind: ( )0J x  and ( )1J x . The argument of the functions is proportional to 
the injected microwave current 1 2i P∼ . The hatched region and arrow lines illustrate the drastic change in the 0th step 
widths for a change in microwave power P∆  which leaves the width of the 1st step unchanged.                        
 

In summary, one can conclude from these investigations that the design variants A and B with a regular order 
of the smallest subarrays are obviously most suitable for the operation of a programmable voltage standard, in 
which design B, having enough space between all lateral dc bias leads, is less sensitive to coupling of parasitic 
microwave. 

An outstanding feature of excellent 10 V circuits fabricated at PTB is that both small and large array segments 
can be operated on the 1st Shapiro step with the same dc bias current. This is a surprising property considering 
the unequal distribution of nearly 70,000 junctions over the 128 striplines connected in parallel. Figure 8(a) de- 
monstrates for a bias current of 6 mA that the current margins at each of the 16 voltage levels are at least 1 mA. 
In addition, we have also checked, for reasons explained previously, the current width 0I∆  of the zero-order 
steps for the same power level. Figure 8(b) displays these steps for the smallest segments from 1N  to 7N  
(regularly arranged). An investigation of the larger subarrays ( 8N  to 16N ) with regard to 0I∆  is unnecessary 
because their microwave-induced reduction of the critical current is comparatively small, which results without 
exception in large values 0 cI I∆ > . 

Whereas Figure 8 is typical for 10 V circuits with relatively large critical currents (compared to the design 
value of 5 mA), analogous microwave behavior could already be demonstrated earlier for circuits with an cI  of 
about 3 mA [5]. The fact that circuits with low ( )3 mAc cI I <  have similarly good properties ( )1 1 mAI∆ >  
as those with a “large” one ( )5 mAcI ≥  is a second outstanding feature of our 10 V samples. 

The thermal load generated by these circuits in operation at 10 V is therefore lower than 100 mW. This value 
has to be compared with the values reported in the literature for other designs of 10 V PJVSs: 350 mW at 4.2 K 
[31] or about 470 mW at 10 K [15]. 

3.3. Performance of Programmable 10 V Circuits with NbxSi1−x Barrier Junctions  
in a Narrow Band Close to 70 GHz 

Since the used microwave source (cf. 3.1.) delivers the largest amount of microwave power in a frequency range 
from 70 to 70.7 GHz, we restricted our investigations to this frequency band. Exact statements regarding the 
broadband properties of our circuits with NbxSi1−x barrier junctions are therefore not possible. However, from 
earlier investigations of 10 V SINIS circuits with basically the same microwave design except for the geometry 
and current density of the junctions, we assume that 10 V circuits with NbxSi1−x barrier junctions should work as 
well at 75 GHz, but would require more microwave power [11]. In any case, it should be noted that for optimal 
operation of the PJVS circuit the critical voltage of the junctions has to be adjusted according to 

( )2c nI R fh e=  close to the selected operating frequency. In principle, it is difficult to decide whether the de- 
sign of the circuit, including mismatches, or the design of the single junction (electrical parameters: ,c cV j ) is 
the reason for a special frequency behavior. The microwave response of 10 V circuits shows a lot of resonances 
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Figure 8. Current widths of all relevant Shapiro steps of a 10 V PJVS circuit (design A). Junction parameters: 6 mAcI = ; 

175 μVc nI R =  at ( )2 cI . (a) 1n =  for all array segments 1N  to 16N . The hatched region illustrates a current margin of 

1 mA for all array segments biased at 6 mA; (b) 0n =  for the array segments 1N  to 7N  in the 1st stripline.            
 
if the frequency of the synthesizer is changed by small steps from 69.6 and 70.9 GHz. Figure 9 depicts the cur- 
rent margins corresponding to 0 V ( )0n =  and to 10 V ( )1n =  for two different rf power levels if all subar- 
rays are activated by a single current source. The dashed line marks the region above which robust operation as 
a rapidly programmable voltage standard is possible. It can be seen that there are numerous frequencies where 
excellent operating conditions are fulfilled, i.e. where the 1 mA criterion holds. Obviously there is a regular 
modulation of the current margins best visible in Figure 9(a). We found an explanation for this phenomenon by 
investigating the measuring probe by means of a network analyzer. If the waveguide at the cold end of the mea- 
suring probe used to immerse the sample holder into a liquid helium dewar was shorted, resonances with a pe- 
riod of about 100 MHz could be observed in reflection. This period is clearly visible in Figure 9(a) and is cor- 
related to the length of the waveguide used for the measuring probe. The waveguide is approximately 1.25 m 
long and there are two reflections for the microwave, first at the WR12 waveguide input flange with a thin foil 
of PTFE to prevent helium gas losses, and second at the end of the WR12 waveguide in the cold part. Multiples 
of the half wavelength match in this length and cause the frequency modulation of the current margins. 

Figure 10 compares the frequency behavior of the two halves of a 10 V circuit. The largest array segment 
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Figure 9. Current width of the 10 V and 0 V steps as a function of the frequency (in a small band at approximately 70 GHz) 
for two different output power levels of a microwave synthesizer: (a) = 100 mW and (b) = 140 mW. Junction parameters: 

6 mAcI = ; ( )175 μV at 2c n cI R I= .                                                                        
 

 
Figure 10. Current width of the 5 V steps generated by the two halves of a programmable 10 V circuit as function of the 
frequency in a small band at approximately 70 GHz. Junction parameters: 6 mAcI = ; ( )175 μV at 2c n cI R I= .            
 

16N  (34,816 JJs) with an almost homogeneous distribution of the junctions over the striplines #69 to #128 
(Table 1) displays at nearly all frequencies for the 5 V step ( )1n =  larger current margins than the other half 
of the circuit (sum of segments 1N  to 15N ) which is characterized by an inhomogeneous distribution of the 
junctions over the striplines #1 to #68. Nevertheless for some frequencies just below 70 GHz, the current mar- 
gins of both halves are in principle identical. For such a frequency, the current margins at 5 V ( )1n =  and at 0 V 
( )0n =  have been determined as a function of the rf power (synthesizer output) in case the whole circuit is dri- 
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ven by a single current source. Figure 11 demonstrates that 10 V circuits, even with a relatively large critical 
current, can be driven by a microwave power of about 60 mW, provided a suitable frequency has been selected. 
Therefore commercial Gunn diodes with a maximum output power of 80 to100 mW can be used in principle too. 
However, it seems more difficult to look for a suitable frequency with a Gunn diode than with a computer-con- 
trolled microwave synthesizer. 

4. Summary and Conclusion 
This paper presents the state of the art for 10 V programmable Josephson voltage standards (PJVS) at PTB. The 
technological progress from the appearance of the fundamental idea in 1995 to the current state of technology, 
characterized by the use of NbxSi1−x barrier junctions, is described. The barrier of this special kind of Josephson 
junctions can be tuned for a wide range of driving frequencies. The operation of the arrays in the same micro- 
wave frequency range that has already been used for conventional JVSs, around 70 GHz, strikes us as the most 
obvious and promising way for PJVSs. We therefore decided on this frequency range very early even before the 
reappearance of Josephson junctions with NbxSi1−x barriers. The paper underlines the advantages of a 70 GHz 
drive and discusses step by step the creation of a 10 V design based on striplines with embedded NbxSi1−x barrier 
junctions connected in parallel for the microwaves. 

Different designs for the arrangement of the junctions in the outermost stripline and the nature of the ground 
(cover) plane have been experimentally compared by evaluating the current margins for the steps ( )0n =  and 
( )1n = . In addition, the susceptibility to flux trapping and to coupling of parasitic microwaves has been inves- 
tigated. Optimum 10 V circuits for PJVSs have homogeneous (gapless) ground planes and a regular order of the 
smallest array segments with enough space between them (design B). It is shown that a complete and safe clas- 
sification of the circuit performance is only possible by evaluating the current margins for the steps of order 
( )0n =  and ( )1n =  of all array segments in the 1st stripline. 

We show that the PTB circuits classified as “excellent” can be operated with the same dc bias current in all 
array segments while keeping the current margins larger than 1 mA. The resonances in the current margins of 
the PJVS circuits observed in a small frequency band around 70 GHz have been related to the length of the wa- 
veguide used in the measuring probe. In addition, 10 V circuits with small critical currents ( )3 mAcI ≤  
present low thermal loads (<100 mW), due to the combined dc and rf power, and are therefore very advanta- 
geous for operation in cryocoolers. Even though a powerful compact microwave synthesizer was used for the 
experiments described in this paper, the results obtained indicate that also Gunn diodes with an output power of 
about 100 mW can be used for the routine operation of 10 V PJVSs. 
 

 

Figure 11. Current width of the 5 V ( )1n = and 0 V ( )0n =  steps generated by the two halves of a programmable 10 V circuit 
as a function of the output power of a microwave synthesizer operated at 69.98 GHz (cf. Figure 10). Junction parameters: 

6 mAcI = ; ( )175 μV at 2c n cI R I= . (a) current widths of the two 5 V steps; (b) current width of the 0 V step of the entire 
circuit.                                                                                                
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The results clearly demonstrate that the fabrication process of arrays with NbxSi1−x barrier junctions has 
achieved the major technological requirements to be robust, reliable, and reproducible. State of the art 10 V cir- 
cuits are available for routine use in PJVSs that successfully extend the application of Josephson voltage stan- 
dards more and more from dc to ac. 
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