Quantitative Oxygenation Venography from MRI Phase

Audrey P. Fan$^{1,2}$, Berkin Bilgic$^{1,2}$, Louis Gagnon$^{2,3}$, Thomas Witzel$^2$, Himanshu Bhat$^4$, Bruce R. Rosen$^{2,3}$, and Elfar Adalsteinsson$^{1,2,3}$

$^1$Magnetic Resonance Imaging Group, Research Laboratory of Electronics, Department of Electrical Engineering and Computer Science, Massachusetts Institute of Technology, Cambridge, MA 02139, USA.

$^2$Athinoula A. Martinos Center for Biomedical Imaging, Department of Radiology, Massachusetts General Hospital, Charlestown, MA 02129, USA.

$^3$Harvard-MIT Health Sciences and Technology, Cambridge, MA 02139, USA.

$^4$Siemens Medical Solutions USA Inc., Charlestown, MA 02129, USA.

Running head: Quantitative Oxygenation Venography

Keywords: Venous oxygen saturation, quantitative susceptibility, brain oxygenation, venography

Address correspondence to:
Audrey Fan
32 Vassar Street, Room 36-792
Massachusetts Institute of Technology
Cambridge, MA 02139
Tel: (617) 324-1957
Fax: (617) 324-3644
Email: apfan@mit.edu

Approximate word count: 202 (Abstract) 5168 (Body)
Abstract

**Purpose:** To demonstrate acquisition and processing methods for quantitative oxygenation venograms that map in vivo oxygen saturation ($\text{SvO}_2$) along cerebral venous vasculature.

**Methods:** Regularized quantitative susceptibility mapping (QSM) is used to reconstruct susceptibility values and estimate $\text{SvO}_2$ in veins. QSM with $\ell_1$- and $\ell_2$-regularization are compared in numerical simulations of vessel structures with known magnetic susceptibility. Dual-echo, flow-compensated phase images are collected in three healthy volunteers to create QSM images. Bright veins in the susceptibility maps are vectorized and used to form a 3-dimensional vascular mesh, or venogram, along which to display $\text{SvO}_2$ values from QSM.

**Results:** Quantitative oxygenation venograms that map $\text{SvO}_2$ along brain vessels of arbitrary orientation and geometry are shown in vivo. $\text{SvO}_2$ values in major cerebral veins lie within the normal physiological range reported by $^{15}$O PET. $\text{SvO}_2$ from QSM is consistent with previous MR susceptometry methods for vessel segments oriented parallel to the main magnetic field. In vessel simulations, $\ell_1$-regularization results in less than 10% $\text{SvO}_2$ absolute error across all vessel tilt orientations and provides more accurate $\text{SvO}_2$ estimation than $\ell_2$-regularization.

**Conclusion:** The proposed analysis of susceptibility images enables reliable mapping of quantitative $\text{SvO}_2$ along venograms and may facilitate clinical use of venous oxygenation imaging.
INTRODUCTION

Continuous oxygen delivery to neural tissue is necessary to maintain normal brain function and viability. Noninvasive imaging of brain oxygenation would provide new metabolic biomarkers to study cerebral physiology at rest and during functional activity (1,2). Oxygenation imaging can also improve understanding of disorders in which oxygen supply to the brain is disturbed, such as stroke (3-5), tumor (6,7), and multiple sclerosis (8,9). In acute stroke, for instance, metabolic indicators such as local oxygen extraction have been shown to identify tissue at risk of infarction and guide treatment of the disease (4).

Gradient echo MRI can be used to quantify venous oxygen saturation (SvO₂) in individual veins from the magnetic susceptibility shift between vessels and brain tissue. This susceptibility shift is modulated by the presence of paramagnetic deoxyhemoglobin molecules, and through the blood hematocrit relates to the oxygenation level of the vein (10). Previous MRI studies have modeled cerebral veins as long cylinders to quantify blood oxygenation from T₂* signal decay profiles internal and external to the vessel (11-13), as well as from phase signal differences between the vein and tissue (10,14). Advantages of the phase-based approach, known as MR susceptometry, include use of gradient echo acquisitions that are readily available on most scanners and self-calibration to absolute SvO₂ via reference phase values in cerebral tissue.

Recently, MR susceptometry has been applied to study oxygenation in large draining veins of the brain (14,15) and locally in smaller pial vessels (16,17) that are parallel to the main field (B₀). In addition, susceptibility-based SvO₂ has been combined with MRI flow measurements from arterial spin labeling (16) and phase-contrast imaging (15,18) to assess the cerebral metabolic rate of oxygen consumption. Other studies have also considered the effect of vessel tilt angle and cross-section on oxygenation estimates (19,20). Although these simulations revealed good SvO₂ agreement with expected values in near-parallel veins after correction for vessel tilt, nearly 40% absolute SvO₂ error was found for tilt angles of 50° or greater relative to B₀ (20). As a result, clinical application of phase-based SvO₂ imaging is currently restricted to vessel segments within a limited range of orientations that prevents use of the technique across the brain.

To address these limitations, we propose to measure oxygenation directly on quantitative susceptibility mapping (QSM) images reconstructed from MRI phase images. From QSM, susceptibility values are available along any vein without cylinder orientation assumptions,
enabling SvO₂ estimation in a larger set of vessels. Susceptibility mapping has been developed to assess iron deposition (21,22), probe the anisotropic structure of white matter tracts in the brain (23), and characterize cerebral pathology including lesions (24) and microbleeds (25). QSM reconstruction is challenging because k-space information of the observed field map is innately undersampled or damped due to nulls and small values in the dipole kernel near the magic angle (54.7°) (26,27), such that recovery of the underlying susceptibility is ill-posed. Current QSM approaches condition the inversion problem of estimating magnetic susceptibility from MRI phase by k-space thresholding of large values in the deconvolution kernel near the magic angle (28,29); collecting multiple sets of phase data where the subject is placed in different physical positions between scans (22,30); or applying mathematical regularization through use of priors on the expected susceptibility distribution (21,31-33). These QSM methods present different artifact and noise properties (34), and careful selection of QSM reconstruction settings is necessary for accurate SvO₂ measurements.

In this work, we propose a new method to analyze and visualize susceptibility maps for robust SvO₂ estimation in veins across the brain. The reconstruction process combines QSM with vascular graphing routines originally developed for high-resolution optical imaging of microvasculature (35). Cerebral veins in QSM maps are vectorized into a representation of nodes and edges, such that SvO₂ values can be averaged along physiological vessel segments for increased signal-to-noise (SNR). Importantly, the graph structure also allows for evaluation of the fidelity of oxygenation measurements across various tilt angle orientations of cerebral veins in vivo. Through this approach, quantitative oxygenation venograms that map SvO₂ along each vessel are shown in healthy volunteers at 3 Tesla.

**METHODS**

**Relationship between SvO₂ and magnetic susceptibility**

The proposed method estimates SvO₂ from magnetic susceptibility measurements in venous blood. The susceptibility shift between venous blood and water (Δχ<sub>vein-water</sub>) is dominated by the oxygenation-dependent concentration of paramagnetic deoxyhemoglobin molecules in blood. This susceptibility difference is related to SvO₂ in the vessel as (10):

\[
\Delta \chi_{\text{vein-water}} = (1 - \text{SvO}_2) \cdot \Delta \chi_{\text{do}} \cdot Hct + \Delta \chi_{\text{oxy-water}} \cdot Hct \tag{Eq.1}
\]
where hematocrit \((Hct)\) is the percent of blood that consists of erythrocytes, \(\Delta \chi_{do}\) is the susceptibility shift per unit hematocrit between fully oxygenated and fully deoxygenated erythrocytes, and \(\Delta \chi_{oxy-water}\) is the susceptibility shift between oxygenated blood cells and water.

Here \(\Delta \chi_{do}\) is assumed to be 0.27ppm (cgs) for calibration of SvO\(_2\) values, as previously done for femoral veins (19) and large, draining brain vessels (15). The value was first reported by Spees et al. (36) and was recently corroborated in an independent MRI study (37). However, this assumed \(\Delta \chi_{do}\) is different from earlier reported values of 0.2ppm (38,39) and 0.18ppm (10), which have also been used to calibrate SvO\(_2\) measurements (14,17). The current paper adopts \(\Delta \chi_{do} = 0.27\)ppm from the more recent studies, which address several potential sources of measurement error in earlier work, such as erythrocyte settling within stationary samples. It is noted that use of the earlier value \(\Delta \chi_{do} = 0.18\)ppm leads to lower SvO\(_2\) estimates by \(-13\%\) absolute oxygenation (16). In contrast, oxygenated blood exhibits a much smaller diamagnetic shift of \(\Delta \chi_{oxy-water} = -0.03\)ppm (10), and given a physiological \(Hct\) of 40\% (40), the susceptibility contribution of oxygenated erythrocytes (-0.01ppm) is small compared to the paramagnetic shift driven by deoxygenated hemoglobin.

As magnetic susceptibility measurements are intrinsically relative, reproducible quantification of SvO\(_2\) from blood susceptibility requires a reference with respect to a standard tissue region. In previous work, venous susceptibility has been referenced to neighboring brain tissue (16,17). However, this approach does not account for regional variations in tissue susceptibility between gray and white matter (41) or increased susceptibility in iron-rich structures of the basal ganglia (21). In this study, blood susceptibility is instead referenced to cerebrospinal fluid (CSF), by assigning 0ppm to the mean susceptibility of the anterior portion of the ventricles (42,43). Care was taken to avoid voxels near paramagnetic choroid plexus structures that could distort reference susceptibility values (44).

Although susceptibility imaging can provide physiological information about oxygen saturation in veins, there is no MRI contrast mechanism to directly measure susceptibility. Instead, the underlying susceptibility distribution \(\chi\) of the brain, if placed in a strong magnet, induces field perturbations through a complex and nonlocal relationship (26). In practice, MRI is sensitive to the resulting field distribution \(b\), which manifests on gradient echo phase images as \(\phi = \gamma \cdot b \cdot TE\). Here, \(\gamma\) is the proton gyromagnetic ratio and \(TE\) is the echo time.
To simplify the estimation of susceptibility from phase for the purpose of SvO₂ measurements, MR susceptometry studies have modeled vessel segments as infinite cylinders. For veins approximated as long cylinders approximately parallel to B₀, a simple analytical relationship exists between the local field and blood susceptibility in the vein:

\[
\Delta b_{\text{vein-water}} = \frac{1}{6} \cdot 4\pi \cdot \Delta \chi_{\text{vein-water}} \cdot (3\cos^2 \theta_{\text{vein}} - 1) \cdot B_0
\]  

[Eq. 2]

where \( \theta_{\text{vein}} \) denotes the vein tilt angle relative to B₀. The majority of MR susceptometry literature investigates oxygenation in veins parallel to the main field (14-17), although a few have also considered perpendicular geometries (12,13).

### Regularized approaches for quantitative susceptibility mapping

As an alternative, this work proposes to measure SvO₂ through reconstruction of 3D quantitative susceptibility maps, from which blood susceptibility and oxygenation level can be directly read along cerebral veins. Instead of applying a cylinder model for cerebral vessels, the new method makes prior assumptions about spatial variations in the underlying susceptibility distribution. Regularization is a mathematical technique to incorporate such prior information to solve an ill-posed problem, and several regularized approaches have been explored to reconstruct susceptibility maps from single-orientation field maps (21,32,33,45).

In this work, the regularization terms impose prior beliefs on the spatial gradients of susceptibility. For instance, the \( \ell_1 \)-norm penalty term promotes a sparse number of non-zero spatial gradients in \( \chi \), such that the optimal \( \chi \) is favored to be piecewise constant within anatomical tissue boundaries. The \( \ell_1 \)-regularized optimization problem is:

\[
\chi^* = \arg \min_{\chi} \| b - F^{-1} DF \chi \|_2^2 + \lambda_1 \cdot \| G \chi \|_1
\]

[Eq. 3]

where \( \| y \|_2 = \sqrt{y^T \cdot y} \) and \( \| y \|_1 = \sum y_i \). Here \( G = [G_x \ G_y \ G_z]^T \) is the gradient operator and \( \lambda_1 \) is a weighting parameter that trades off between data consistency (first term) and imposed spatial prior (second term). The \( \arg \min \) notation stands for argument of the minimum, i.e. the optimal susceptibility distribution which minimizes the value of the expression.

In contrast, the \( \ell_2 \)-norm penalty promotes a slowly-varying, smooth \( \chi \) solution with a large number of small gradient coefficients. The \( \ell_2 \)-regularized method solves the following optimization problem:
\[ \chi^* = \arg \min_{\chi} \| b - F^{-1}DF\chi \|^2_2 + \lambda_2 \cdot \| G\chi \|^2_2 \]  

[Eq. 4]

This study compares \( \ell_1 \)- and \( \ell_2 \)-regularization in the context of quantifying susceptibility shifts within narrow vessel structures.

Numerical simulations

To assess the fidelity of SvO\(_2\) measurements from QSM, numerical phantoms were generated with known susceptibility values in vessels. The susceptibility phantoms were simulated with matrix size = 240 x 240 x 154; spatial resolution = 1 x 1 x 1 mm\(^3\); brain anatomy based on the SRI24 brain atlas (46); and susceptibility values of -8.995, -9.045, and -9.04 ppm respectively for gray matter, white matter, and CSF (41). To minimize phase wrapping due to bulk susceptibility interfaces, voxels outside of the brain were assigned susceptibility values identical to gray matter. Veins were approximated as cylinders with 2-mm radius and length-to-radius ratio of 20, with susceptibility values corresponding to SvO\(_2\) = 65\% and Hct = 40\%.

Local field maps were simulated from the constructed susceptibility distributions through multiplication with the dipole kernel in k-space (26). To avoid aliasing, each susceptibility map was padded to 480 x 480 x 308 matrix size with gray matter values prior to convolution. Phase images were then simulated from the field maps for TE = 20ms and field strength of 3 Tesla, while the associated magnitude signal was assumed to be uniform across the brain. Gaussian noise was added to the real and imaginary part of the complex signal to achieve SNR of 35.6, which was the mean SNR observed across the brain in a healthy subject at TE = 20ms. We note that in practice, venous blood signal experiences faster T\(_2^*\) decay (~25ms) relative to the surrounding brain tissue (~56ms) such that SNR levels would not be spatially uniform as in the simulations. After addition of noise, the phase images were rescaled into field maps that served as the numerical input into the QSM algorithm.

Initial simulations with a parallel vessel compared \( \ell_1 \)- and \( \ell_2 \)- regularized QSM for 46 regularization parameters, chosen logarithmically between 10\(^{-6}\) and 10\(^2\). The optimal weightings \( \lambda_1 \) and \( \lambda_2 \) were selected by the discrepancy principle. The discrepancy principle is a heuristic approach that identifies the optimal \( \lambda \) for which the squared residual of the data consistency term in the optimization (Eq. 3 and 4) matches the noise variance of the data (47). Finally, numerical simulations were repeated for vessel tilt angles ranging from 0-90\(^\circ\) relative to \( B_0 \).
intervals of 5°, through modifying the vessel model in object space while maintaining the same
vein length and susceptibility values.

**MRI Acquisition**

Experiments were performed on a Siemens 3 Tesla MAGNETOM Trio a Tim System with a 32-
channel receive head coil. Three healthy volunteers (2 female and 1 male, ages 25-26 years)
were scanned with written consent under the local Institutional Review Board.

We implemented a dual-echo gradient echo sequence with flow compensation along all spatial
axes at each echo (48). High-resolution gradient echo scans were acquired: repetition time (TR) = 26 ms; TE = 8.1, 20.3 ms; matrix size = 384 x 336 x 224; resolution = 0.6 x 0.6 x 0.6 mm³; flip
angle = 15°; bandwidth (BW) = 260 Hz/pixel; GRAPPA acceleration factor = 2; phase partial
Fourier = 75%; acquisition time (TA) = 15:42 min. Separate low-resolution, single-echo gradient
echo scans were also collected with the same spatial coverage: TR = 15 ms; TE = 6-10 ms
spaced by 1 ms; matrix size = 128 x 112 x 56; resolution = 1.8 x 1.8 x 2.4 mm³; FA = 15°; BW = 260 Hz/pixel; TA = 1:20 min per echo. No shimming was performed between the scans, and
uncombined magnitude and phase images were saved for all acquisitions.

**Quantitative susceptibility map reconstruction**

The RF phase offset map corresponding to TE=0 was estimated separately for each receive
channel from the five acquired echoes at the lower resolution (49). The estimated offset maps
were subtracted from each receive channel of the 0.6-mm resolution data before coil
combination with weighted averaging (50). This process was performed independently to
generate 0.6-mm isotropic resolution phase images, $\phi_{TE1}$ and $\phi_{TE2}$, at TE = 8.1 and 20.3ms
respectively.

After coil combination, $\phi_{TE1}$ and $\phi_{TE2}$ were unwrapped via FSL Prelude in 3D (51) with use of
brain mask defined from the magnitude images by the FSL Brain Extraction Tool (52). Unreliable voxels with nonlinear phase evolution across echo times were identified as high
spatial frequency structures on the phase offset map $\phi_{0,hires} = \phi_{TE1} - (\phi_{TE2} - \phi_{TE1}) \cdot TE_1 / (TE_2-TE_1)$
(22). A voxel was considered unreliable if $|\phi_{0,hires} - \phi_{0,smooth}|$ exceeds pi/4 radians, where $\phi_{0,smooth}$
represents a 4th-order polynomial fit to the high-resolution $\phi_{0,hires}$ map. The corrupt voxels
constituted 2.1% of total brain voxels on average and were removed from the brain mask for all subsequent processing.

For each volunteer, a field map estimate was calculated as \( b = \phi_{TE2} / (\gamma \cdot TE \cdot B_0) \). Background field contributions were estimated by 100 iterations of the projection onto dipole fields (PDF) routine (53) for removal, resulting in a local field map as input into the QSM algorithm. The optimal \( \lambda \) parameters were determined in one subject via the discrepancy principle, based on the noise variance \( \sigma_{\text{scaled}}^2 = \left[ \frac{\sigma}{(A \cdot \gamma \cdot B_0 \cdot TE \cdot 10^{-6})} \right]^2 \) where \( \sigma^2 \) is the underlying standard deviation of noise estimated from the complex signal at \( TE = 20.3 \text{ms} \); and \( A \) is the mean magnitude intensity across the brain for the subject. Only the \( \ell_1 \)-regularized susceptibility maps were further processed to create venograms, and the same optimal \( \lambda \) weighting was used across all volunteer datasets. CSF susceptibility was averaged for each volunteer from manually drawn ROIs (mean volume = 4.8 ± 1 cm³), and subtracted from the QSM map.

**Vessel graphing and display of quantitative SvO₂ venograms**

Each in vivo susceptibility map was thresholded at \( \chi > 0.15 \text{ppm} \) to preserve venous structures with relatively high susceptibility values. The Volumetric Image Data Analysis (VIDA) software, originally developed to vectorize 3D vascular volumes from optical imaging for quantitative analysis, was adapted to graph vessels in the thresholded \( \chi \) maps (35). The output of VIDA is a graph representation of the venous vasculature as nodes (placed inside the vessels) and edges (between the nodes to indicate connected vessel segments). Vessel diameter was automatically estimated at each node as described in (54). Manual editing was performed to adjust node positions that did not accurately align with vasculature, and to adjust vessel diameter for larger veins if underestimated by the automated procedure.

The graphed output was then rendered into a volumetric mesh, or venogram, which displays the venous vasculature in 3D with appropriate thickness (55). Cylindrical ROIs were created around each vessel edge based on the edge diameter. To minimize partial volume effects, \( \chi_{\text{vein}} \) was estimated for each vessel edge based on the maximum value of the corresponding cylindrical ROI. All oxygenation values made in vivo assumed \( \text{Hct} = 40\% \) and \( \Delta \chi_{\text{do}} = 0.27 \text{ppm} \). For increased SNR, SvO₂ values were averaged along each connected vein segment.
RESULTS

Effect of $\ell_1$- versus $\ell_2$- regularization on SvO$_2$

In numerical simulation, the optimal regularization weightings determined by the discrepancy principle was $\lambda_1 = 3.0 \cdot 10^{-4}$ and $\lambda_2 = 1.5 \cdot 10^{-2}$ for $\ell_1$- and $\ell_2$- regularized QSM, respectively. Figure 1 illustrates the simulated vessel on reconstructed susceptibility maps for the under-regularized ($\lambda$ smaller than optimum), optimally-regularized, and over-regularized ($\lambda$ larger than optimum) solutions. Figure 2 displays absolute error in SvO$_2$ values directly reconstructed from the QSM maps against various $\lambda$. Note that both QSM algorithms show similar profiles in Figure 2, with largest SvO$_2$ error corresponding to large $\lambda$. At the optimal regularization weighting, $\ell_1$-based QSM resulted in 1.6% absolute SvO$_2$ error relative to the true value of 65% in the vein; while $\ell_2$-based QSM resulted in 6.9% absolute SvO$_2$ overestimate due to underestimation of $\chi$. This finding is consistent with literature reports of susceptibility underestimation with $\ell_2$-regularized QSM algorithms (34).

Similar in vivo values for $\lambda_1 = 4.5 \cdot 10^{-4}$ and $\lambda_2 = 1.0 \cdot 10^{-2}$ were identified from the first volunteer. A sagittal slice from the corresponding $\ell_1$- and $\ell_2$- regularized QSM maps is depicted in Figure 3. This slice contains a cortical pial vein, for which SvO$_2$ values were directly estimated $\Delta\chi_{vein-CSF}$. As in the numerical phantom, $\ell_1$-regularized QSM provided a lower SvO$_2$ of 66.5% in this vein compared to SvO$_2$ of 70.3% estimated by $\ell_2$-regularized QSM. Based on these initial experiences, further venogram processing was performed on $\ell_1$- instead of $\ell_2$- regularized QSM images to avoid potential SvO$_2$ overestimation as observed in the phantom.

Comparison between SvO$_2$ from MR susceptometry and QSM

SvO$_2$ values were measured directly on susceptibility maps and compared to SvO$_2$ values from model-based MR susceptometry. The SvO$_2$ comparisons were made on 10 parallel vessel segments manually identified from an in vivo dataset acquired at TE = 20.3ms. Vessels included in the analysis were visible in at least three consecutive axial slices and were viewed in the sagittal and coronal slices to confirm their orientation relative to $B_0$. The same regions of interest (ROIs) identified in each vessel and in CSF were used for all measurements.

The phase volume was processed using homodyne filtering on a slice-by-slice basis (56). The Hanning filter widths were calculated to be 96/512, 64/512, and 32/512 of the image matrix size.
to match typical SWI processing parameters. Figure 4a-c displays the axial phase images after filtering and highlights a sample parallel vein used in the analysis. Phase measurements from the filtered images were modeled with a parallel cylinder to estimate SvO$_2$ (Eq. 2). The mean SvO$_2$ values corresponding to different filter widths were statistically different, with $P$-values significant at the 0.01% level after Bonferroni adjustment for multiple comparisons (Fig. 5).

Additional oxygenation measurements were made through application of MR susceptometry (Eq. 3) on the local field map after PDF removal of global fields. The mean SvO$_2$ value across vessels modeled from the local field map (65.8% ± 4%) was not statistically different from the mean SvO$_2$ value directly measured from the QSM map (66.1% ± 5%) at the 5% significance level ($P = 0.91$, paired t-test with correction for multiple comparisons). The variance of SvO$_2$ estimates were also not different across the phase, fieldmap, and QSM techniques ($P=0.63$ by Bartlett’s test for equal variances). Furthermore, $X_{water}$ estimates from ventricle ROIs in the QSM maps were stable across subjects (mean values of 0.001 ± 0.05, 0.003 ± 0.04, and 0.016 ± 0.05 ppm respectively), without large filter-dependent variations in CSF values observed in SWI homodyne filtering.

**SvO$_2$ reconstruction profile across vessel tilt angle**

SvO$_2$ estimated from $\ell_1$- and $\ell_2$-regularized QSM is plotted across vein tilt angles for numerical simulations (Fig. 6a,b). Both algorithms resulted in similar SvO$_2$ profiles over tilt angle, with maximum SvO$_2$ overestimate at approximately 45° relative to the main field. For all vessel orientations, $\ell_2$-regularized QSM resulted in greater overestimation of mean SvO$_2$ relative to $\ell_1$-regularized QSM ($P<10^{-4}$, paired t-test for each tilt angle). The error in mean SvO$_2$ measured by the $\ell_1$-based algorithm was less than 10% absolute oxygenation for all vessel tilt angles. For 15/18 of the investigated vessel orientations, $\ell_2$-regularized QSM exhibited greater SvO$_2$ variance relative to $\ell_1$-regularized QSM ($P<0.05$, $F$-test for variance equality).

**Quantitative oxygenation venograms in vivo**

Brain vessels were graphed from thresholded QSM maps in each volunteer with default VIDA parameters, including rod filter half-size of 5 voxels (Fig. 7). Across all subjects, the venous vasculature was represented on average by 1032 ± 70 edges inside the vessels. The average length of an edge was 2.7 ± 0.1 mm, and SvO$_2$ values were averaged along vessel segments of mean length 23.5 ± 2 mm. The resulting quantitative oxygenation venograms that display
absolute SvO$_2$ are shown in Fig. 8. Mean SvO$_2$ across all graphed vein segments, was 62.5% ± 10%, 66.7% ± 7%, and 61.8% ± 10% respectively for each subject. SvO$_2$ for individual major cerebral vessels identified on the venograms ranged between 47.7% and 75.3% (Table 1). Significant SvO$_2$ differences were found between the individual veins ($P<10^{-4}$, one-way analysis of variance across subjects). For instance, the superior anastomic vein was found to have higher SvO$_2$ relative to the straight or transverse sinuses, which may indicate the presence of residual partial-volume effects in the method.

Because the vessels were graphed from the volunteer QSM maps, it was also possible to probe SvO$_2$ across vessel tilt angle relative to B$_0$ in vivo. The vein tilt angle was determined for each vessel segment from the spatial coordinates of its two end nodes. The SvO$_2$ values measured in vivo for one volunteer are plotted versus tilt angle for all vessel edges in Fig. 6c. SvO$_2$ values ranged between 64.3% and 69.1% over all vein tilt angles in this subject.

DISCUSSION

We have introduced a new method to reconstruct quantitative oxygenation venograms that display SvO$_2$ values along the venous vasculature of the human brain. The proposed method applies QSM analysis onto MRI phase images, which are sensitive to oxygenation-dependent variations of magnetic susceptibility in venous blood. For this study, we demonstrate feasibility of the technique in healthy subjects at 3 Tesla. Mean cerebral SvO$_2$ at baseline in these volunteers ranged from 61.8% to 66.7%, which is consistent with recent SvO$_2$ measurements of 61.0% ± 6% and 57.0% ± 6% by autoradiographic (57) and dynamic (58) and $^{15}$O PET imaging, respectively.

Previous studies have used phase images to quantify SvO$_2$ through modeling brain vessels as long, parallel cylinders (10,14-17). While this susceptometry approach is relatively straightforward to implement, reliable SvO$_2$ estimation in practice depends on accurate knowledge of vessel tilt and manual identification of vessel segments for which the infinite cylinder model is appropriate. For these reasons, the set of brain vessels amenable to oxygen saturation measurements via MR susceptometry is limited. To achieve orientation-independent, 3D reconstruction of veins, Haacke et al. instead applied inverse filter truncation to SWI phase images after high-pass filtering (59). This literature described the effect of vessel size on vein contrast in the susceptibility images and found physiological reasonable SvO$_2$ in vessels that...
were 8mm or 16mm in size. In contrast, our study proposes to reconstruct comprehensive oxygenation venograms through use of regularization with prior information imposed on the spatial gradients of $\chi$.

One challenge with the proposed technique is selection of the regularization weighting parameter $\lambda$ for accurate SvO$_2$ estimation. Under-regularized solutions may present increased noise level and streaking artifacts values near the air-tissue interfaces, while over-regularization may result in an overly smoothed susceptibility map that underestimates $\chi_{\text{vein}}$, resulting in nearly 40% absolute error SvO$_2$ for large $\lambda$ values. In practice, because the ground truth susceptibility distribution is unknown, selection of $\lambda$ necessarily relies on heuristic approaches. Here the discrepancy principle was used to identify the optimal parameters of $\lambda_1 = 4.5 \cdot 10^{-4}$ and $\lambda_2 = 1.0 \cdot 10^{-2}$ for $\ell_1$- and $\ell_2$-regularized QSM in vivo. These values are similar to $\lambda_1 = 2.0 \cdot 10^{-4}$ and $\lambda_2 = 1.5 \cdot 10^{-2}$ identified via a distinct heuristic known as the L-curve approach (60) in a separate study from our group (21).

In previous work with large anatomical structures such as the basal ganglia, the choice of $\ell_1$ versus $\ell_2$ norm did not heavily influence susceptibility values for iron quantification (21). However, we detected higher SvO$_2$ in vessels from $\ell_2$-regularized QSM relative to $\ell_1$-regularized QSM, both in numerical simulation and in vivo. This finding suggests that the smooth QSM solution promoted by $\ell_2$-regularization is a suboptimal prior compared to the piecewise-constant solution promoted by $\ell_1$-regularization for susceptibility quantification in narrow vascular structures. We also observed that $\ell_1$-regularization provided less SvO$_2$ estimation variance for the majority of vessel tilt orientations in simulation compared to $\ell_2$-regularization.

This study also compared SvO$_2$ values from the new QSM approach with traditional MR susceptometry methods in the literature. One drawback to homodyne filtering of phase images used in past studies is the effect of filter length on oxygenation values. Not surprisingly, we found that mean SvO$_2$ estimated from phase was statistically different for various Hanning filter lengths, which comports with previous work attributing up to 12% SvO$_2$ variation to filter size differences (61). In this work, background field was removed via the PDF algorithm, which is expected to provide more accurate, parameter-independent removal of global field compared to homodyne filtering. Model-based SvO$_2$ values from the resulting local field map were not statistically different from SvO$_2$ values directly calibrated from the QSM maps. These results
suggest that the new QSM method is consistent with previous MR susceptometry approaches for oxygenation assessment in vessels parallel to $B_0$.

Furthermore, marked improvement in SvO$_2$ accuracy was achieved for veins that were not parallel to $B_0$ through use of QSM instead of MR susceptometry. One major benefit of vessel graphing in the study was the ability to probe SvO$_2$ values versus vessel tilt angle in vivo. Mean SvO$_2$ in vivo varied between 64.3% and 69.1% in vivo across all vessel tilt angles, which is consistent with less than 10% error over all vessel tilt angles expected from our numerical simulations with $\ell_1$-QSM. SvO$_2$ estimates from QSM are thus more robust across vessel orientation than MR susceptometry, which exhibits nearly 40% error for vessel tilt angles near the magic angle (20). As such, QSM enables oxygenation assessment over the full range of vessel tilt angles, which was previously unattainable by MR susceptometry.

Nonetheless, our numerical simulations suggest residual SvO$_2$ bias from QSM at some vessel tilt angles, with peak at 45° relative to $B_0$. This residual bias may occur for vessel orientations that contain considerable Fourier energy at the nulls and small values of the dipole kernel. In the future, we will explore the incorporation of priors based on vascular anatomy into the QSM reconstruction to reduce this observed bias. For this purpose, the proposed vessel graphing may provide valuable 3D vascular models directly from bright veins in the QSM maps. Our technique will benefit from improvements to graphing routines, such as pre-processing of MR data with contrast enhancement methods, which may also reduce the need for manual editing to achieve reliable venograms.

We note that in this work, hematocrit values were assumed to be uniformly $Hct = 0.40$ for each subject. Hematocrit is widely variable between individuals, and typical values range between 0.41 and 0.46 (62). For the in vivo susceptibility values estimated in this study, this variability corresponds to estimated mean SvO$_2$ range between 64.6% (for low hematocrit) and 68.4% (for high hematocrit) across the volunteers. Additionally, there is a considerable gender difference in $Hct$, with normal values ranging between 0.41 – 0.54 for males and between 0.37 – 0.47 for females (62). In future work, this parameter may be measured in each subject using a finger prick blood draw for more accurate oxygenation estimates.

Another limitation of the study is potential partial volume effects between narrow veins and the surrounding tissue, which may persist despite our use of the maximum value in each cylindrical vessel ROI to estimate $\chi_{\text{vein}}$. Partial voluming can lead to underestimation of $\Delta \chi_{\text{vein-water}}$ from the QSM map, and thus overestimation in SvO$_2$. This effect may explain why SvO$_2$ in the smaller
superior anastomic vein tended to be higher than SvO$_2$ in larger draining veins such as the sagittal sinus (Table 1). Partial voluming may also explain much of the variation in SvO$_2$ at each tilt angle for the in vivo plot from Figure 6b. In future work, we propose use of vascular anatomical priors with more accurate estimates of vessel diameter to explicitly model and minimize partial volume effects.

The proposed method take advantage of higher SNR at ultra-high field such as 7 Tesla to achieve resolutions of 0.4mm isotropic or smaller (44) for SvO$_2$ analysis in smaller cerebral veins that are more indicative of regional brain oxygen metabolism. Maximum intensity projections of QSM maps at 7 Tesla have been presented as a potential approach to visualize and probe blood oxygenation in small brain vessels (63). However, long acquisition times (~16 minutes) and QSM reconstruction times (~1 hour per dataset) currently preclude efficient application of our method to large matrix sizes. Acquisition of larger datasets at 7 T will require more efficient sampling to maintain high spatial resolution with shorter scan times (64). Similarly, fast reconstruction at the MRI scanner is necessary for clinical settings and can accelerated with use of graphical processing cards (65).

For the new technique to be clinically applicable, further work is necessary to assess the source of variability in tracked vessel locations and SvO$_2$ values between subjects. For instance, the venogram structures in Figure 8 varied between the three volunteers and it is unclear whether these differences are normal or can attributed to limitations in vessel tracking routines. To address this question, QSM venograms may be compared with standard venography MRI methods such as time-of-flight and phase-contrast scans in future work. Furthermore, spatial variations in SvO$_2$ were found across the venograms. This observation is not expected because previous PET studies revealed fairly uniform oxygenation levels across the brain (66). Non-physiological sources of this variability may include imperfect vessel tracking, suboptimal extraction of $\chi_{\text{vein}}$ values, partial volume effects, and residual angle-dependent bias in SvO$_2$ and should be addressed in future work.

We have proposed a novel method for quantitative oxygenation venography from QSM. Our study presented physiologically meaningful SvO$_2$ values for individual vessels, including large draining veins such as the superior sagittal and transverse sinuses; as well as smaller pial veins such as the superior anastomic vein. The MRI acquisition for the new method is related to SWI scans which have already found use in the clinic (67-69). In addition to SWI magnitude contrast for veins, our method can provide baseline SvO$_2$ values along the venous vasculature from the
same dataset. If current limitations with the method are successfully overcome, quantitative oxygenation venograms may have direct impact in clinical management of disease such as acute stroke and brain tumor; and may provide earlier biomarkers for diagnosis of neurodegenerative disorders such as MS, Alzheimer’s and Huntington’s Diseases.

ACKNOWLEDGEMENTS

This work is supported by the National Science Foundation Graduate Research Fellowship, the Advanced Multimodal Neuroimaging Training Program (R90-DA023427), and a grant from the National Institutes of Health (R01-EB007942).
Table 1. Mean absolute SvO₂ (%) levels in major veins of the brain for three healthy volunteers

<table>
<thead>
<tr>
<th>Vein</th>
<th>Subject 1</th>
<th>Subject 2</th>
<th>Subject 3</th>
<th>Mean across subjects</th>
</tr>
</thead>
<tbody>
<tr>
<td>Superior Sagittal Sinus</td>
<td>61.8 ± 9</td>
<td>67.6 ± 6</td>
<td>62.0 ± 10</td>
<td>63.8 ± 3</td>
</tr>
<tr>
<td>(SSS)</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Inferior Sagittal Sinus</td>
<td>62.7 ± 10</td>
<td>67.6 ± 10</td>
<td>62.0 ± 12</td>
<td>64.1 ± 3</td>
</tr>
<tr>
<td>(ISS)</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Straight Sinus (SS)</td>
<td>47.7 ± 11</td>
<td>53.4 ± 4</td>
<td>56.2 ± 3</td>
<td>52.4 ± 4</td>
</tr>
<tr>
<td>Transverse Sinus (Right)</td>
<td>56.6 ± 6</td>
<td>60.0 ± 6</td>
<td>58.6 ± 8</td>
<td>58.4 ± 2</td>
</tr>
<tr>
<td>(TS-R)</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Transverse Sinus (Left)</td>
<td>51.7 ± 6</td>
<td>57.5 ± 6</td>
<td>50.7 ± 10</td>
<td>53.3 ± 4</td>
</tr>
<tr>
<td>(TS-L)</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Superior Anastomic Vein</td>
<td>75.3 ± 4</td>
<td>70.2 ± 5</td>
<td>71.0 ± 7</td>
<td>72.2 ± 3</td>
</tr>
<tr>
<td>(SAV)</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>
**FIGURE CAPTIONS**

**Figure 1.** Susceptibility mapping results with $\ell_1$- and $\ell_2$- regularization in numerical simulation of a parallel vessel. The optimal regularization weighting parameters determined by the discrepancy principle were $\lambda_1 = 3.0 \cdot 10^{-4}$ and $\lambda_2 = 1.5 \cdot 10^{-2}$. Images are also shown for under-regularized solutions with smaller regularization weighting than optimum ($\lambda_1 = 5.0 \cdot 10^{-5}$ and $\lambda_2 = 2.0 \cdot 10^{-3}$); as well as over-regularized solutions with larger regularization weighting than optimum ($\lambda_1 = 3.0 \cdot 10^{-3}$ and $\lambda_2 = 0.2$).

**Figure 2.** Plot of absolute $\text{SvO}_2$ error in venous oxygenation (%) from QSM across regularization weighting parameters in numerical simulation. At the optimal weighting of $\lambda_1 = 3.0 \cdot 10^{-4}$, $\ell_1$-regularized QSM resulted in 1.6% error. In contrast, at the optimal weighting of $\lambda_2 = 1.5 \cdot 10^{-2}$, $\ell_2$-regularized QSM resulted in 6.9% error.

**Figure 3.** The same sagittal slice is shown from in vivo susceptibility maps from $\ell_1$- and $\ell_2$-regularized QSM. The susceptibility maps were created at the optimal regularization parameters for the in vivo data, $\lambda_1 = 4.5 \cdot 10^{-4}$ and $\lambda_2 = 1.0 \cdot 10^{-2}$. The zoomed inset highlights a cortical pial vessel on the susceptibility maps. $\text{SvO}_2$ from QSM in this cortical vein was 66.5% and 70.3% for $\ell_1$- and $\ell_2$-regularization, respectively.

**Figure 4.** Parallel vessel identified on the same slice in phase, field map, and susceptibility images. The phase images at $\text{TE} = 20.3\text{ms}$ are shown after removal of background signal and phase wraps with Hanning filter of width 96/512, 64/512, and 32/512 of the image matrix size respectively. The field map image is shown after removal of undesired global fields estimated by projection onto dipole fields (53). The susceptibility map was reconstructed with $\ell_1$-regularization at the optimal weighting of $\lambda_1 = 4.5 \cdot 10^{-4}$. The same cross-section of the parallel vessel is shown in all insets (blue arrows).
**Figure 5.** Comparison of SvO$_2$ from MR susceptometry with SvO$_2$ from QSM in 10 parallel vessels from one volunteer. SvO$_2$ values from phase and field map images are made using MR susceptometry, in which vessels are modeled as long cylinders. In contrast, SvO$_2$ from QSM is directly quantified from susceptibility values recovered in the vessels. Mean SvO$_2$ values from phase images corresponding to different filter widths are statistically different with $P$-values $<10^{-2}$ after Bonferroni correction. However, there is no detectable difference between mean SvO$_2$ from QSM and mean SvO$_2$ from MR susceptometry applied on the field map.

**Figure 6.** Mean SvO$_2$ from QSM in numerical simulation across vessel tilt angle with respect to the main field ($B_0$) for $\ell_1$-regularized (A) and $\ell_2$-regularized QSM algorithms (B). The error bars indicate standard deviation of estimated SvO$_2$ and the dotted line delineates the true simulated value of 65% (dotted line). (C) Mean SvO$_2$ from QSM across vessel tilt angle observed in vivo from one healthy volunteer. Each data point represents a SvO$_2$ measurement from a single vessel edge.

**Figure 7.** Susceptibility map in one healthy volunteer thresholded at $\chi > 0.15$, and the corresponding vessels that are graphed by the Volumetric Image Data Analysis software in MATLAB (35). In this volunteer, the venous vasculature is represented by a total of 1090 edges inside the vessels.

**Figure 8.** Quantitative oxygenation venograms which display baseline SvO$_2$ along each vein in three healthy volunteers. In the first subject, major veins in the brain are labeled, including the superior sagittal sinus (SSS), inferior sagittal sinus (ISS), straight sinus (SS), transverse sinus (TS), and superior anastomotic vein (SAV).
References


61. Langham MC, Magland JF, Floyd TF, Wehrli FW. Retrospective correction for induced magnetic field inhomogeneity in measurements of large-vessel hemoglobin oxygen saturation by MR susceptometry. Magnetic resonance in medicine : official journal of the


