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Introduction: Inoperable airway stenoses are currently treated by placing stents. A major problem of covered
stents is missing mucociliary clearance, which is caused by covering the native respiratory epithelium. By
coating a stent with respiratory epithelium, this problem can be overcome. However, no methods are available
for efficient endoscopic cell seeding.
Methods: We designed a flexible endoscopic spraying device based on a bronchoscope and tested it with
respiratory epithelial cells. With this device cells can also be applied in a thin layer of fibrin glue. We evaluated
the survival rate directly after spray application with a live-dead staining and the long-term differentiation
capacity with histology and electron microscopy. Furthermore, the random distribution of cells when applied in
a tube was analyzed and the macroscopic and microscopic characteristics of the endoscopic spray were in-
vestigated using high-speed visualization.
Results: Spray visualization revealed a polydisperse character of the spray with the majority of droplets larger
than epithelial cells. Spray application does not influence the survival rate and differentiation of respiratory
epithelial cells. After 4 weeks, cells built up a pseudostratified epithelial layer with cilia and goblet cells. When
cells are applied in a thin layer of fibrin gel into a tube, a nearest neighbor index of 1.2 is obtained, which
suggests a random distribution of the cells.
Conclusions: This spraying device is a promising tool for application of various cell types onto stents or implants
with high survival rates and homogeneous distribution as shown in this study for ovine respiratory epithelial cells.
The system could also be used for cell therapy to locally apply cells to the diseased parts of hollow organs. For the
first time, the fluid dynamics of a spray device for cells were examined to validate in vitro results.

Introduction

A irway obstruction can be caused by various pa-
thologies, for example, carcinoma, trauma, or infec-

tion.1 Remaining untreated, complete airway obstruction
might be imminent. When surgical treatment is not an op-
tion for the patient, stenting is the palliative treatment of
choice. Silicone stents are currently the gold standard for
most diseases. Still, they have serious disadvantages as a high
migration risk and mucostasis, which occurs in about 30% of

patients.2 Bare-metal stents might offer an alternative as they
have a lower migration risk, but they are not suitable for ma-
lignant stenoses as they do not prevent tumor ingrowth.3

Thus, as new method for palliative treatment of patients
with malignant airway stenosis we developed the PulmoStent
concept, based on the vascular BioStent,4,5 as shown in
Figure 1. When combining a covered metal stent with a tissue
engineered epithelial lining, mucostasis and the migration risk
can be overcome. For implantation of stents, they have to be
crimped to a small diameter. Respiratory epithelial cells are
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highly sensitive; crimping a cell seeded stent might harm the
epithelial layer. To be able to coat the stent with epithelial cells
in situ, we developed a novel and highly innovative method for
flexible endoscopic spray application of cells.

Cell spraying was already described for different applica-
tions in vitro and in vivo.6–9 However, there are no reports on
(flexible) endoscopic cell application. Previously, we could
show that respiratory epithelial cells have a survival rate of
almost 90% of the control after spraying with a commercially
available fibrin glue nozzle and are able to differentiate with
pseudostratified appearance and ciliogenesis in vitro.10 As
adhesion layer, we used fibrin gel that was shown to be a
suitable scaffold for respiratory epithelium11 and was already
frequently used for spray application of cells.7,12,13

In this methodology article, we describe the setup for
endoscopic spray application of respiratory epithelial cells,
in vitro studies of cell behavior after spraying, and exami-
nations of fluid dynamics of the system. Thus, we provide
in-depth information on this new technology for the appli-
cation of cells in tubular structures.

Materials and Methods

Cell isolation and culture

Ovine tracheae were harvested from sheep euthanized for
other purposes at the Institute of Laboratory Animal Science
in the University Hospital Aachen under sterile conditions
and immediately placed in transport buffer (100 mM HEPES,
140 mM NaCl [Sigma-Aldrich], 2.5 mM KCl, 10 mM glucose
[both Merck], and 1% antibiotic-antimycotic solution [ABM;

Gibco]; pH 7.4). The procedures used conform to the ‘‘Guide
for the care and use of laboratory animals’’ published by the
U.S. National Institutes of Health (The National Academies
Press, 2011). Respiratory epithelial cells were isolated ac-
cording to a protocol first published by Yamaya et al.14 In
short, the mucosa was incised longitudinally, mucosa strips
were removed and placed into a solution of 1.8 U/mL prote-
ase XIV (Sigma-Aldrich), and incubated at 4�C overnight.
After removal of the strips and centrifugation, the cells were
dispersed in Dulbecco’s modified Eagle’s medium, seeded in
cell culture flasks, and maintained in a humidified incubator
at 37�C and 5% CO2. After 48 h, the medium was changed to
Airway Epithelial Cell Growth Medium (PromoCell). When
cells reached 70–80% confluence, cells were detached using
0.05% trypsin/0.02% EDTA solution (PAN-Biotech). Re-
spiratory epithelial cells in passage 1 were used for this study.

Spray setup

To our knowledge, no device for spraying cells by flexible
endoscopy exists. Thus, a new setup was developed, which al-
lows spraying based on a clinically used bronchoscope and a
commercially available catheter. This allows application of cells
under visual control. The setup is shown in Figure 2. A double-
lumen catheter is inserted in the working channel and sealed
with a rubber leaflet valve. The catheter is carefully pushed
forward until its end is 1.5 mm before the outlet of the working
channel (Fig. 2B). Compressed air is connected to the working
channel with a sterile filter in between. A pressure regulator and
a gauge were used to achieve a fixed air pressure of 0.6 bar. The
materials used for setup of the device are listed in Table 1.

With this system, cells can be administered endoscopically
within a fibrin layer. Fibrinogen (20 mg/mL; Calbiochem) and
a polymerization solution (7.5 mM Tris-buffered CaCl2 and 6
IU/mL thrombin) are delivered separately via the respective
lumens of the catheter and polymerize rapidly after spraying.

Cell survival

For all in vitro studies, the cell suspension was directly
sprayed to the respective substrate (see below in this section
and in ‘‘Cell differentiation.’’) with a distance of 1.5 cm.
As positive control we used a setup without airflow as de-
scribed in Thiebes et al.10 As a second positive control, the

FIG. 1. PulmoStent concept. A metal stent with a nutrient-
permeable cover is coated with respiratory epithelial cells
for mucociliary clearance. Color images available online at
www.liebertpub.com/tec

FIG. 2. Spraying setup. (A)
Overview and (B) double-lumen
catheter in working channel. (1)
Bronchoscope, (2) catheter, (3)
leaflet valve, (4) extension tubing,
(5) sterile filter, (6) pressure gauge
and regulator, and (7) syringe
holder. Color images available on-
line at www.liebertpub.com/tec
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bronchoscopy setup was used without airflow to see the
general effect of flow through the catheter on the cells.

Live-dead staining was conducted with calcein AM (AAT
Bioquest) and propidium iodide (PI; Sigma-Aldrich). Cells
were counted with Neubauer chamber and resuspended in
Dulbecco’s phosphate buffered saline (Gibco). Living cells
were stained with calcein AM (4mM), for 30–60 min at
37�C. Then, 200 mL cell suspension was sprayed to wells of
a 12-well plate (CellStar; Greiner Bio-One) with a density of
8 · 104 cells/cm2. After performing the spraying experiment,
PI (1mg/mL) was added to stain dead cells. The number of
samples was five; from each sample five images were taken
at distinct areas of the well. Images were acquired with a
fluorescence microscope (Observer Z1 and Axio Imager;
Carl Zeiss) and a high resolution CCD camera (AxioCam
MRC; Carl Zeiss).

For automated analysis, the images were processed with a
self-written macro for counting particles in ImageJ (Version
1.44p). All images were processed with the same parameters
to ensure comparability.

Statistical analysis

Mean values and standard deviations were calculated for
each parameter. Statistical significance between control and
study groups was tested with an unpaired, two-tailed student’s
t-test in Microsoft Office Professional Plus 2010 Excel Version
14. A p-value above 0.05 was considered as not significant.

Cell differentiation

The differentiation experiments were accomplished under
sterile conditions. For long-term culture, respiratory epi-
thelial cells were directly sprayed onto three Transwell in-
serts (Corning) in a 12 well-plate with a density of 8 · 104

cells/cm2. The insert membrane was precoated with colla-
gen (from human placenta, Bornstein and Traub Type IV,
0.7 mg/cm2; Sigma-Aldrich). For experiments with fibrin
gel, commercial fibrinogen and polymerization solution
were prepared as previously described and cells resuspended
in the polymerization solution.15 Fibrinogen and polymeri-
zation solution were drawn into separate syringes. For the
experimental group without fibrinogen, the cell-medium
suspension was applied with both syringes simultaneously.

Transepithelial electrical resistance was measured (Fig. 3
for average of all study groups, n = 1). After 7 days of cul-
ture, air–liquid interface culture was established and a
modified Airway Epithelial Cell Growth Medium with re-

tinoic acid was used (50 nM; Sigma-Aldrich; protocol from
PromoCell). Medium was changed every other day.

Histology and immunohistochemistry

Preparation for histology, periodic acid Schiff’s (PAS) re-
action of paraffin sections and immunohistochemistry staining
was conducted as described before by Cornelissen et al.11 In
short, samples were fixed in Carnoy’s fixative (60% ethanol,
30% chloroform, and 10% acetic acid) for 30 min and dehy-
drated with increasing alcohol concentrations (TP1020-1;
Leica) before embedding in paraffin. Samples were sectioned
with 3mm thickness (Microtom Slide 2003, pfm Medical AG
with blade S35, Feather) and stained with PAS by oxidation
with periodic acid (Emsure; Merck), subsequent staining with
Schiff’s reagent (Merck) and counterstaining of the nuclei
with hematoxylin (Sigma-Aldrich).

Samples for immunohistochemistry were stained with
either anti-pan-cytokeratin (species: rabbit; Acris) with a
concentration of 1:100 and Alexa Fluor-488 with a con-
centration of 1:400 (goat anti-rabbit IgG; Life Technologies)
or anti-claudin-1 (species: rabbit; Biorbyt) with a concen-
tration of 1:100 and Alexa Fluor-594 with a concentration of
1:400 (goat anti-rabbit IgG; Life Technologies).

Scanning electron microscopy

Electron microscopy was performed at the core facility
for electron microscopy of the Medical Faculty of RWTH
Aachen University. The cells were fixed in 3% glutaralde-
hyde, rinsed with sodium phosphate buffer (0.2 M, pH 7.39;
Merck), and dehydrated consecutively in increasing acetone
concentrations. The samples were critical-point dried in
CO2, and sputter coated (Leica EM SC D500) with a
12.5 nm gold-palladium layer. Samples were analyzed using
a scanning electron microscope (ESEM XL 30 FEG; FEI,
Philips) with accelerating voltage of 7.5–10 kV (ESEM XL
30 FEG; FEI, Philips) in a high vacuum mode.

Spraying in tubes

To find out if the cells are distributed randomly when
coating the lumen of a tube, a nearest neighbor analysis was
conducted.16 The lumens of three 20 mL syringes (inner

Table 1. Material Used for the Spraying Setup

Item Company and specification

Bronchoscope 60512VG; Karl Storz
Catheter Duplocath 180 Application Catheter;

Baxter
Rubber leaflet valve 13991 DA; Karl Storz
Extension tubing 4097262, Heidelberger Verlängerung;

B. Braun AG
Sterile filter SLFG025LS, Millex; Merck Millipore
Pressure regulator

and gauge
110.34 KD and 421.014-8; Riegler

Syringe holder Duploject sleeve; Baxter

FIG. 3. Average transepithelial electrical resistance
(TEER). Measured in one well of each study group.
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diameter: 20 mm; BD Medical) were covered with a piece of
paper, which was subsequently coated with cells by slowly
moving the bronchoscope tip inside the syringe. We used
vascular smooth muscle cells that were stained with calcein
AM before spraying (isolation and culture was described by
Tschoeke et al.17). Immediately after the spray process, the
paper was removed from the syringe and cut lengthwise. A
tile image of the calcein-stained cells on the paper was taken
with Zeiss Zoom.V16 and ZEN pro software (2012, blue
edition). To analyze the cell distribution, all images that
showed the sample were analyzed with the process Find
Maxima and Analyze Particles with ImageJ (Version 1.47v).
The average distance of the nearest neighbor (NN) was cal-
culated with the Nearest Neighbor Distances-plugin (pro-
grammed by Yuxiong Mao) and the following formulas in
Microsoft Office Professional Plus 2010 Excel Version 14:

NNExpected ¼
1

2
�

ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
area

counted cells

r
(1)

NN Index¼ AvgNN

ExpectedNN
(2)

The Nearest Neighbor Index is the ratio between the
measured average distance between two neighboring cells
and the expected distance for random distribution. It allows
a statement on whether the particles are distributed ran-
domly or not. It ranges between 0 and 2.1419; if it is close to
0, the particles are clustered, if it is around 1, they are
distributed randomly and if it is close to 2.1419, the particles
are arranged in a uniform way.18

Fluid dynamic analysis

Different visualization methods can be used to capture
images of a propagating spray. For the spray of this study,
conventional photography is less suitable due to the high
fluid velocity (Fig. 4). Therefore, high-speed imaging was
applied to guarantee sharp images without motion blur.

A continuous xenon-arc lamp was used for diffusive back-
ground illumination. A macro objective provides the required
magnification of the spray phenomenon. The recorded high-
speed video consists of 200 single images that show the steady
state propagation of the spray. The total length of the video was

13.33 ms (Supplementary Video S1; Supplementary Data are
available online at www.liebertpub.com/tec). Table 2 sum-
marizes the optical setup.

The recorded video was postprocessed with a self-
developed algorithm that was implemented in MATLAB.
Each image of the video was analyzed in the same way:

(1) Fourier filtering: Inhomogeneous illumination
(Fig. 4B, C) of the images was removed using a fast
Fourier filtering by frequencies/types of structures.19

(2) Binarization: The grayscale image was binarized for
later object tracking. The threshold for binarization
was fixed to 15%. This value results from a sensitivity
analysis that guarantees independence of the binar-
ization threshold from background noise, that is, each
detected structure represents liquid.

(3) Structure tracking: Figure 5A shows an image with
its tracked structures, each characterized by its area,
position, and equivalent diameter.20 Based on this
method all droplets (even the smallest) are taken into
account. Due to the limited resolution of the optical
setup, the determination of diameters of smallest
droplets is limited by the image scale to 44.8 mm
(length of one pixel), that is, smaller droplets are also
assigned to this first droplet size class.

Then, images were further interpreted on microscopic and
macroscopic level: The distribution of droplet area (pixel
area) was determined and further used to calculate the dis-
tribution of equivalent droplet diameters. Furthermore, a
mean droplet diameter D10 was defined as the equivalent
diameter of the arithmetic mean droplet area. Additionally,
spray was characterized on macroscopic scale by its cone

FIG. 4. Images of the en-
doscopic water spray. (A)
Taken by a conventional
camera using scattered light
for illumination (Nikon
D800, Zeiss Macro Planar
T50 f/2). (B, C) Achieved
using high-speed visualiza-
tion with diffusive backlight
for illumination. Different
magnifications of the images
are shown.

Table 2. Parameters of the Optical Setup

Optical parameter Value

Light source Continuous xenon-arc white light
Camera Photron FastCam SAx, 8 bit
Camera lens Zeiss Macro Planar T100 f/2
Frame rate 15,000 fps
Shutter speed 2.5 ms
Image size 1024 · 848 pixels
Scale 22.322 pixels/mm
Magnification 0.448
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angle. At last, a virtual boarder was defined that represents
the tube wall. This virtual wall was used for analyzing the
mass fraction, size, and velocity of droplets that would coat
the given stent (Fig. 5B).

Results and Discussion

In a first experiment, we measured the cell survival rate
directly after spraying with the endoscopic system and after
administering the cells through the catheter without com-
pressed air. As a positive control, a nonsprayed cell sus-
pension was analyzed. The results can be seen in Figure 6:
with values of 99.9% and 98.5%, respectively, no significant
influence on the survival rate can be found.

This is especially interesting as in a previous study, we
found a significant reduction of cell viability after spraying
with a commercially available fibrin spray nozzle (Tisseel
Easyspray set; Baxter) by 11.5%.10 In general, the setup of
the nozzle is similar: a core consisting of two outlets for the
cell suspension and compressed air flowing out around.
However, even small changes in dimension of the nozzle
and air velocity can influence the spray and thus shear and
elongation stresses acting on the cells.21 The outlet area of
the air flow around the catheter might have an important

impact as it directly influences the air velocity. Hence, the
geometry of the new endoscopic spraying device appears to
favor cell survival compared to the previously used spray
nozzle although the cells have to pass a much longer dis-
tance through the catheter.

When evaluating whether the spraying process has an
influence on respiratory epithelial cells, testing their dif-
ferentiation capacity afterward is highly important. Here,
we added a study group in which the cells were sprayed in
fibrin gel to prove that adding fibrin gel as adhesion layer
does not have an influence on differentiation. The results
of the differentiation experiment are shown in Figure 7,
the nonsprayed control in the left, sprayed cells in the
middle, and cells sprayed within fibrin gel in the right
column.

Figure 7A–F depicts sections stained by PAS, Figure 7G–I
shows scanning electron microscopy images. In all groups, a
pseudostratified appearance with columnar-shaped cells is
seen with basal cells on the lower side. Apically, there are
ciliated cells (arrows) and goblet cells (arrowheads) present.
The cilia can also be seen in the electron microscopy images.
Figure 7J–O shows immunohistochemistry stainings of the
respective groups. Figure 7J–L shows uniform pan-
cytokeratin expression in all groups. Figure 7M–O shows
uniform expression of Claudin-1. Claudin-1 is a protein of
tight junctions that proves the barrier function of the epithe-
lial layer. This shows that long-term differentiation capacity
is neither influenced by application with the endoscopic spray
device nor by embedding them in a fibrin gel spray with the
same setup. The respective native controls can be seen in the
Supplementary Figure S1. Interestingly, in our previous
study, the fibrin gel appeared to slow the process of differ-
entiation and ciliogenesis. As the new setup also has a higher
survival rate, this could have an influence on the speed of
differentiation: If more cells survive the application process,
the cells form a confluent layer more rapidly and hence start
the differentiation process earlier.

In addition to the in vitro studies in wells as described
above, we tested the device for covering the lumen of tubular
structures. As a simple setup, the lumen of a syringe was
covered with paper and coated with calcein-stained cells. To
visualize the cells, the paper could be easily removed from the
syringe and cut lengthwise to unfold the lumen. The calcein-
stained cells were then analyzed for random distribution on
the paper by nearest-neighbor analysis.

FIG. 5. Analyzed spray im-
ages. (A) Shows a single shot of
the high-speed visualization
after image postprocessing.
Structures that were tracked by
the algorithmare highlighted by
a circle that corresponds to the
equivalent diameter of the ob-
ject. (B) Shows the cumulated
sum of all images after Fourier
filtering (step 1) supplemented
by the steady state cone angle
and tube wall position. Color
images available online at
www.liebertpub.com/tec

FIG. 6. Cell survival when applied and sprayed with
catheter. Application and spraying of respiratory epithelial
cells with a catheter does not influence the survival rate.
Error bars indicate standard deviation. No significance to
control with p < 0.05. REC, respiratory epithelial cells.
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The nearest-neighbor index of all samples is 1.2 with a
range of 1.10–1.31. As the value is higher than 1, it displays
that the cells are not clustered and the endoscopic spraying
device allows coating of tubular constructs with cells with
homogeneous distribution.

To conclude, a high survival rate and a random distri-
bution of cells are achieved using the novel endoscopic
spray setup. Both parameters indicate a good applicability of
this nozzle for future implant covering. Experimental veri-
fication of this conclusion was done based on a microscopic
and macroscopic study of the endoscopic spray using water
as surrogate (Fig. 5).

In a first step, droplets were extracted from binarized
images and characterized by their size, resulting in a relative
density function and a relative cumulative distribution of
droplet area and droplet diameters (Fig. 8). Size bins are
equally spaced for droplet area (Fig. 8A) but show a de-
creasing width for droplet diameters (Fig. 8C), since droplet
diameters result from a square root function of droplet areas.

Due to this effect the mean droplet diameter is determined
using the mean arithmetic droplet area.

It is shown that the majority of droplets has a diameter
much larger than respiratory epithelial cells (typical size:
<20mm) with a mean diameter of D10 = 161.9mm. There-
fore, no significant influence of droplet formation on cell
survival rates is expected, which is consistent with the high
values of survival rates (98.5%) found before. However,
there is still potential for improvements: The resulting spray
has a polydisperse character, which might not facilitate a
homogeneous covering of implants. Future work should aim
at a more monodisperse spray. Moreover, sizes of many
droplets (about 50%) are in the range of the smallest de-
tectable liquid structures. Therefore, future investigations
should aim for a higher image resolution.

Spatial variations of droplet sizes and local mass flows were
neglected based on the global spray characterization in Fig-
ure 8. As shown in Figure 9, this simplification could be
misleading, because droplet sizes vary significantly over spray

FIG. 7. Long-term differ-
entiation of respiratory epi-
thelial cells. Nonsprayed
control (A, D, G, J, M), cells
after spray application without
(B, E, H, K, N) and with fibrin
gel (C, F, I, L, O). (A–F)
Periodic acid Schiff’s reaction;
(D–F) show magnifications of
(A–C). Epithelial cells show a
columnar shape with cilia on
all samples (arrows); goblet
cells can also be seen (arrow-
heads). (G–I) Scanning elec-
tron microscopy images show
cilia on cell surface in all
samples. (J–O) Im-
munohistochemistry of pan-
cytokeratin (J–L) and claudin-
1 (M–O) show uniform ex-
pression of the epithelial mar-
ker and tight junction proteins,
respectively. Color images
available online at www
.liebertpub.com/tec
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radius: large droplets are mainly found on the spray axis, small
droplets mainly at the spray edge. This important spray
characteristic has a direct impact on the covering process in
hollow organs or tubes. If tube walls are orientated parallel to
the jet axis, the covering process will be mostly determined by
the spray edge (and therefore mainly by small droplets).

This is confirmed by Figure 10, showing the mass fraction
coating the wall (Fig. 10A) and the arithmetic mean diam-
eter D10 of impacting droplets (Fig. 10B), each as a function
of nozzle distance. Due to the fact that spray characteriza-
tion in Figure 10 was done without any tube but in free flow,
transferability of results is only allowed on the basis of two

FIG. 8. Relative density
and cumulative distribution
of droplet area (A, B) and
droplet diameters (C, D) of
the endoscopic spray. Values
are based on the analysis von
200 consecutive images of
the high-speed visualization.
The mean droplet diameter
accounts for D10 = 161.9 mm.
Color images available on-
line at www.liebertpub
.com/tec

FIG. 9. Distribution of arithmetic mean
diameter over 200 analyzed spray images.
The image highlights the predominant travel
direction of the single droplets. Color images
available online at www.liebertpub.com/tec
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main assumptions: (1) the tube wall does not significantly
influence droplet’s trajectories close to the wall, (2) droplets
remain (are stuck) at the tube wall, once hitting it (bouncing
and splashing are neglected).

Based on Figure 10A it is found that with this setup only a
small mass fraction hits the wall (up to 4%) inside the given
nozzle distance range, because the predominant mass frac-
tion (the large droplets) is located on the spray axis (Fig. 9).
Even though hitting droplets are comparatively small-sized,
they are still larger than cells and a sufficiently high survival
rate is guaranteed (Fig. 10B). The mass fraction hitting the
wall can be easily increased by moving the tip of the flexible
endoscope toward the wall and thus allowing also the larger
droplets to hit it.

With a high survival rate, differentiating respiratory epi-
thelial cells and randomly distributed cells in coated tubes,
we present a novel and effective device for spray application
of cells into tubular implants. Such implants could be stents
or full prostheses. Especially for airway stents this flexible
endoscopic method appears to be highly promising and es-
sential as a layer of respiratory epithelial cells on a stent
would probably not withstand the process of crimping and
deployment.

Not only stents or other tubular implants can be coated with
cells with our device, but also the field of cell therapy could
benefit significantly. A recent study by Feizpour et al. in
guinea pig has shown that intratracheal administration of
adipose-derived stromal cells can improve biochemical pa-
rameters and blood cells counts in chronic obstructive pul-
monary disease; differential white blood cell counts were
restored, interleukin-8 concentration and broncho-alveolar
lavage fluid improved compared with intravenous adminis-
tration.22 Similar results have been obtained by Curley et al.
in treatment of ventilator-induced lung injury in rats.23 In-
tratracheal administration of mesenchymal stromal cells in-
creased the repair in terms of higher arterial oxygenation,
lower inflammation, and histologic injury compared with a
nontreated control. When comparing intratracheal and in-
travenous administration, the improvements were compara-
ble but more mesenchymal stromal cells were retained in the
lung when administered intratracheally.

To administer cells in a human or large animal lung, using
our endoscopic spraying device is highly feasible. When
embedding the cells in fibrin gel, a very limited amount of
liquid is needed, thus preventing instillation of too much
liquid that further harms the lung. O2 can be used in this
case as compressed air.

Nevertheless, the spraying device can be used not only in
the respiratory system, but basically in all tubular/hollow
organs like, for example, the gastrointestinal (GI) tract. As
described by Flores et al. cell therapy with different cell
types is feasible in inflammatory bowel disease.24 With the
spray administration of the respective cells, cell migration
and homing is not a critical factor anymore. In the latter
application, using compressed CO2 to spray the cells has the
advantage that it is tissue-absorbable and thus causing less
flatulence in the GI tract.25 Depending on the application
different endoscopes (bronchoscope, gastroscope, and co-
lonoscope) have to be used. As all medical endoscopes have
a working channel, the catheter for the spray application can
be inserted. For the GI-tract, that is, the large intestine, a
major difficulty will be sacculation of the mucosa that
complicates coating the entire surface. The cell type and
number is always dependent on application and disease.
Navarro et al. demonstrated that the distance of the nozzle
to the substrate is important and can have an influence on
cell survival.26 Thus, for new applications, this influence
should be tested when seeding cells into tubes of different
diameters.

Similarly, the application of endothelial cells onto im-
plants, stents, or tissue-engineered constructs for the car-
diovascular system is a highly promising option for our
device. This can prevent thrombogenicity of the implants.27

In the case of cardiovascular application, there might be
some modifications necessary to reduce the outer diameter
of the system and due to the risk of embolus formation in
situ application might not be feasible. Nevertheless, the
setup can also be used for in vitro application of endothelial
cells before implantation.

Conclusions

We present here a novel and easy setup for spraying cells
in a liquid or a two-component hydrogel endoscopically into
tubular structures. With the setup cells can be applied under
visual control. It is based on a conventional bronchoscope
combined with a double-lumen catheter and compressed air.
The system was evaluated by spray application of respira-
tory epithelial cells, which show unchanged survival rate
and differentiation after long-term culture. To be able to
fully understand the processes when spraying cells with our
device we also analyzed its fluid dynamics and found
droplet sizes mainly larger than cells, which can explain the
high survival rate. However, the mass fraction of droplets

FIG. 10. Analysis of spray coating a stent
with a diameter of 20 mm. (A) Mass distri-
bution of droplets coating the tube and (B)
corresponding droplet size distribution for
the total spray and spray-wall interaction.
Color images available online at www
.liebertpub.com/tec
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hitting stent or tube walls is still relatively low when ad-
justing the endoscope tip parallel to the walls. Other nozzle
designs might be more feasible for this application and will
be investigated in future.

The setup can be used not only in the respiratory system
but for covering tubular implants or stents with cells in any
organ or for administration of cells to various hollow organs
as cell therapy. Thus, this device for spray application of
cells promises a good survival rate and even distribution of
cells in a variety of different applications.
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