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Abstract
Direct measurement of insulin is critical for basic and clinical studies of insulin secretion.

However, current methods are expensive and time-consuming. We developed an insulin

assay based on homogenous time-resolved fluorescence that is significantly more rapid

and cost-effective than current commonly used approaches. This assay was applied effec-

tively to an insulin secreting cell line, INS-1E cells, as well as pancreatic islets, allowing us

to validate the assay by elucidating mechanisms by which dopamine regulates insulin

release. We found that dopamine functioned as a significant negative modulator of glucose-

stimulated insulin secretion. Further, we showed that bromocriptine, a known dopamine D2/

D3 receptor agonist and newly approved drug used for treatment of type II diabetes mellitus,

also decreased glucose-stimulated insulin secretion in islets to levels comparable to those

caused by dopamine treatment.

Introduction
Insulin is an anabolic hormone that regulates metabolism and energy homeostasis. The release
of insulin by pancreatic beta cells in response to increases in extracellular glucose promotes glu-
cose uptake in insulin-sensitive tissues [1]. Disruption of the regulation of insulin secretion
leads to profound global metabolic effects that can result in diabetes mellitus and tissue damage
[2]. Many aspects of insulin release, including the mechanisms regulating glucose-stimulated
insulin secretion (GSIS), require further study. For example, emerging evidence suggests that
peripheral dopamine (DA) is an important modulator of GSIS [3]. Moreover, several antipsy-
chotic drugs, which target DA D2-like receptors including D2 (D2R) and D3 (D3R) receptors,
significantly dysregulate insulin secretion [3,4]. Thus, a rapid, cost-effective and scalable assay
for quantitating insulin levels would facilitate further studies of GSIS and drug-induced
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metabolic syndromes and, more generally, would be useful in a variety of clinical, academic
and industrial settings.

To date, the predominant methods used to measure insulin are radioimmunoassay (RIA)
and enzyme-linked immunosorbent assay (ELISA) [5–7]. RIA was the first widely used assay
for insulin detection [5]. However, this approach is limited by potential safety concerns due to
the use of radiolabeled antigen, the instability of the reagents and the need for extended incuba-
tion and washing steps [8]. The development of an ELISA-based assay has allowed for the
detection of insulin without the need for radioactive reagents. Although ELISA is currently the
gold standard assay for measuring insulin, it is expensive (>$2/sample), and, like RIA, is also
labor intensive and thus relatively low-throughput [9–11]. The recently developed homoge-
nous insulin assay, AlphaLISA, relies on oxygen channeling chemistry to generate singlet oxy-
gen which initiates a chemiluminescent reaction following insulin binding [11]. This approach,
which requires fewer overall steps compared to ELISA, has facilitated higher-throughput
screening. Nevertheless, this assay displays limited signal stability, as it is highly sensitive to
ambient light exposure, singlet oxygen sequestration and photobleaching [12]. Thus, a real
need still exists for a reliable, rapid and affordable insulin assay amenable to high-throughput
studies. To address this, here we used homogenous time-resolved fluorescence (HTRF) [13,14]
to design a cell-based assay for rapid detection and measurement of insulin, resulting in a sim-
ple yet robust, cost-effective ($0.20/sample) and sensitive insulin detection assay capable of
being read by numerous microplate readers. We then used this assay to measure insulin release
from two complementary experimental systems: INS-1E cells, a widely used and well-charac-
terized insulin-secreting rat beta cell-derived cell line [15] as well as from mouse pancreatic
islets. As a proof-of-principle, we further validated our HTRF insulin assay by examining the
roles of DA and D2R/D3R signaling in mediating GSIS, which we and colleagues have recently
shown to act as components of an autocrine/paracrine negative feedback mechanism [3,16,17].
Lastly, we expanded on these findings by examining effects of bromocriptine, a known dopa-
mine D2/D3 receptor agonist [18,19], on GSIS in mouse islets using our HTRF-based assay.
Though bromocriptine was recently newly approved for treatment of type II diabetes mellitus
[18,20–23], to date, the precise molecular mechanisms responsible for its efficacy remain
poorly understood. Here, consistent with earlier data suggesting that the drug can modify GSIS
[24], we show that bromocriptine acts directly on islets as a negative mediator of GSIS, provid-
ing a putative molecular mechanism for its actions in the pancreas.

Materials and Methods

Cell Culture
Rat beta cell-derived INS-1E cells (gift of P. Maechler, Université de Genève; [15]) were main-
tained in a humidified 37°C incubator with 5% CO2. The cells were cultured with RPMI 1640
medium (Life Technologies, Norwalk, CT) supplemented with 5% (v/v) heat inactivated fetal
bovine serum, 2 mM L-glutamine, 10 mMHEPES, 1 mM sodium pyruvate, 100 units/mL peni-
cillin, 100 μg/mL streptomycin, and 50 μM 2-mercaptoethanol.

Mice and Pancreatic Islet Preparation
All animals were housed and handled in accordance with all appropriate NIH guidelines
through the Columbia University Institute of Comparative Medicine. The institutional review
board and ethics committee of Columbia University Medical Center approved the study. We
abided by all appropriate animal care guidelines including ARRIVE guidelines for reporting
animal research (S1 File) [25,26]. All efforts were made to ameliorate animal suffering. Animal
sacrifice was humanely performed by cervical dislocation for adult mice.
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Wildtype C57Bl6/J mice were purchased from rotavirus-free colonies of Jackson Laboratory
(Bar Harbor, ME). For mouse pancreatic islet preparations, wildtype 8–10 week old male and
female C57Bl6/J mice weighing ~25–30 g were used. Mice were housed in cages with a 12:12
light:dark cycle and had access to food and water ad lib at all times. Pancreatic islets were iso-
lated via collagenase digestion as described previously [27]. Each experiment used 3 mice to
obtain sufficient numbers of islets for that respective day’s conditions with every condition per-
formed either in triplicate or quadruplicate (21 mice used in total). Islets were seeded at the fol-
lowing densities: 10 islets per well in 24-well plates or single islets in each well of a 96-well
plate. We then standardized the islets per well based on islet size and morphology using a dis-
secting microscope according to methods established in earlier studies [28–31]. Islets of rela-
tively uniform size and shape were evenly distributed throughout the wells, as indicated by
Hopcroft et al. (1985) and Colella et al. (1985) [29,30]. The islets were then cultured free-float-
ing overnight in RPMI 1640 media supplemented with 10% fetal bovine serum prior to experi-
mental use the following day.

Compounds
The compounds used in the present study were as follows and purchased from Sigma-Aldrich
(St. Louis, MO) unless indicated otherwise: D-glucose, dopamine (3-hydroxytyramine HCl),
HEPES, sodium pyruvate, penicillin, streptomycin, 2-mercaptoethanol. Human, bovine and
porcine insulin were also obtained from Sigma-Aldrich. Rodent (rat/mouse-reactive) insulin
was obtained from ALPCO (Salem, NH). Human proinsulin was obtained from R&D Systems
(Minneapolis, MN) and human C-peptide was purchased from AnaSpec, EGT (Fremont, CA).
Bromocriptine mesylate was purchased from Tocris (Bristol, United Kingdom).

HTRF insulin assay
The HTRF insulin detection assays were performed in either half-area, 96-well or 384-well
plates (Greiner Bio-One, Monroe, NC) by adding both anti-insulin antibody coupled to Euro-
pium cryptate and a second anti-insulin antibody coupled to XL665 (Cisbio Bioassays, Bedford,
MA) to the respective samples in a 1:1 ratio (total antibody volume:sample volume). Antibody
incubation was conducted for 2 h at room temperature (25°C) with pH 7 buffer unless other-
wise specified. The resulting fluorescence emissions were read by a multi-mode microplate
reader (PHERAstar FS, BMG Labtech, Ortenberg, Germany) which utilized a 337 nm nitrogen
laser for fluorophore excitation, a 620 nm filter for Europium cryptate fluorescence reading,
and a 665 nm filter for the XL665 fluorescence detection. Data were reported as the ratio of
fluorescence measured at 665nm (XL665) and 620 nm (Europium cryptate) with the signal at
620 nm functioning as an internal standard following a 40 μs time delay. Insulin standards
were set up for each plate by diluting known insulin concentrations (0.312–15 ng/mL). HTRF
measurements of these standards were fit to a standard curve fit with a second order polyno-
mial (quadratic) regression line (y = B0+B1x+B2x

2) via GraphPad Prism software (version 6.0,
GraphPad Software, Inc., La Jolla, CA) allowing for interpolation of raw HTRF values from the
experimental samples to known insulin concentration values.

The ability of the assay’s antibodies to recognize insulin across species involved measure-
ment of HTRF signals of increasing concentrations of human, bovine, porcine and rodent insu-
lin. The respective HTRF signals were plotted as Log [insulin concentration] versus the ΔF%
where ΔF% was defined as [(mean HTRF ratio of a sample)–(mean HTRF ratio of the zero
standard)/(mean HTRF ratio of the zero standard)]; the zero standard was defined as a sample
with assay buffer only (0 ng/mL insulin). This permitted comparison of HTRF signals from the
respective species’ insulin across a range of insulin concentrations (0.01–10 nM). Additionally,
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we measured the ability of the assay’s antibodies to recognize either human proinsulin or
human insulin C-peptide. In the case of the proinsulin recognition, we measured the respective
HTRF signals across a range of proinsulin concentrations (12.3–195 pM) and compared with
equivalent concentrations of human insulin. We also measured HTRF signals for C-peptide
across a broad concentration range (2–20,000 pM).

For cell-based glucose stimulation experiments, we measured the amount of insulin secreted
in collected supernatant as well as residual cellular insulin content from whole cell lysate. INS-
1E cells were seeded into individual wells of a 24-well plate at an initial seeding density of 5.0 x
105 cells/well unless described otherwise. RPMI 1640 media was exchanged 24 h after cell seed-
ing and experiments were conducted the following day. On the day of the insulin secretion
assay, the INS-1E cells underwent a glucose starvation step (1 h, 37°C) by exchange of RPMI
1640 medium (which contains 11 mM glucose) with glucose-free (0 mM glucose) KRB buffer
(132.2 mM NaCl, 3.6mM KCl, 5mMNaHCO3, 0.5 mMNaH2PO4, 0.5 mMMgCl2, 1.5 mM
CaCl2, and 0.001 g/mL bovine serum albumin), as described previously [15]. The cells were
then stimulated with glucose (20 mM glucose unless specified otherwise) in KRB buffer for 90
min, 37°C; 20 μL of supernatant from each sample was subsequently collected for the insulin
assay. Similarly, for mouse islets secretion studies, islets seeded in either 24-well or 96-well
plates (for single islet secretion experiments) were glucose-starved in KRB buffer containing
2.8 mM glucose (1 h, 37°C) as described in earlier studies [3,32]. Following starvation, the islets
were stimulated with 20 mM glucose in KRB in the presence or absence of additional drugs. At
the conclusion of stimulation, we collected 10 μL of supernatant from each sample to measure
secreted insulin content. For the INS-1E-cell-based assay (conducted in the 96-well plates),
10 μL of each antibody (20 μL total antibody volume) was added to 20 μL of cell supernatant.
Likewise, in the islet-based assays (conducted in 384-well plates), 5 μL of each antibody was
added to 10 μL of islet supernatant. Following 30–90 min of glucose stimulation of the INS-1E
cells, HTRF signal from the supernatant was ultimately reported either as insulin concentration
values (in ng/mL) or as the percent of maximal stimulated insulin secretion which was calcu-
lated as the ratio of [insulin concentration for a respective sample]/[maximal insulin concen-
tration within an experiment]. Further, GSIS was defined as the difference between maximal
stimulated and basal (unstimulated) insulin release with effects of drugs on GSIS determined
relative to this difference; the unstimulated condition was defined as 0 mM glucose for experi-
ments using INS-1E cells and 2.8 mM glucose for pancreatic islet studies of GSIS as based on
earlier studies [3,15,32].

To measure intracellular insulin content in INS-1E cells, we first washed adherent INS-1E
cells with KRB buffer to remove any secreted insulin from the supernatant. We next added a
Triton X-100-based cell lysis solution consisting of 25% (v/v) 4x concentrated cell lysis buffer
(4X Cell phospho/total protein lysis buffer #1 containing 25% Triton X-100, pH 7; Cisbio Bio-
assays, Bedford, MA) and 75% KRB (v/v) to the cells. The cells were then shaken at 25°C for 30
min. Insulin content of the prepared lysates was subsequently determined via HTRF. Similarly,
to assay intracellular insulin content in pancreatic islets, islets from wildtype C57Bl6/J mice
were isolated (as described earlier) and cultured overnight in RPMI 1640 supplemented with
10% newborn calf serum overnight (5% CO2, 37°C). Islets were then lysed after treatment with
25% (v/v) 4x Cell phospho/total protein lysis buffer #1 and 75% KRB (v/v) at 25°C for 30 min.
The resulting islet lysate was used to determine intra-islet insulin concentration by HTRF.

Given that insulin concentrations in cell and islet-derived supernatants and lysates were
typically greater than the concentrations used to generate the standard curves, to determine
accurate insulin concentrations, we needed to bring our samples’ insulin concentrations into
the standard curve’s linear range by appropriately diluting our samples. Following interpola-
tion of the diluted insulin concentrations, we obtained the insulin concentrations of the
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original, undiluted samples by multiplying the diluted insulin concentrations by the respective
dilution factors for each treatment condition.

ELISA insulin assay
INS-1E cells were seeded at an initial density of 5.0x105 cells/well in each well of a 24-well plate
as described in the preceding section. Following 90 min of glucose stimulation, in parallel to
HTRF measurements, 20 μL of supernatant was transferred to a 96-well plate and insulin levels
were measured using the insulin rodent ELISA chemiluminescence kit [American Laboratory
Products Company (ALPCO), Salem, NH] as described previously [33,34]. Briefly, the ELISA
assay conducted was a sandwich type immunoassay using a 96-well microplate coated with an
anti-insulin monoclonal antibody. Samples and insulin standard controls were added to the
plate, incubated for 2 h at room temperature with shaking and followed by 6 washes. Chemilu-
minescent signal was subsequently read on a PHERAstar FS microplate reader using a 1 s inte-
gration time.

Cell viability assay
Effects of glucose stimulation on cell viability were determined using the VivaFix Cell Viability
Assay (Bio-Rad Laboratories, Inc., Hercules, CA) that relies on fluorescent VivaFix dye that is
concentrated into dead cells while excluded from live ones. INS-1E cells were seeded at an ini-
tial density of 5.0x105 cells/well in a 24-well plate. RPMI 1640 media was exchanged 24 h after
cell seeding and experiments were conducted the following day. We stimulated cells with 20
mM glucose (90 min, 37°C) while unstimulated control cells remained in KRB buffer (0 mM
glucose, 90 min, 37°C) according to conditions identical to our HTRF insulin assay. Cells from
each respective condition were collected with Enzyme Free Cell Dissociation Solution (EMD
Millipore, Billerica, MA) and resuspended in Dulbecco’s PBS buffer (DPBS; Thermo Fisher Sci-
entific Inc., Waltham, MA). Cells were incubated with VivaFix dye (30 min, 37°C), washed
twice with DPBS, and placed into a flow cytometer (BD Accuri C6 Flow Cytometer; BD Biosci-
ences, Franklin Lakes, NJ). Labeled and unlabeled cells in both stimulated versus unstimulated
conditions were then counted by plotting the differences in fluorescence intensity measured at
675 ± 12 nm using BD CSampler Software (BD Biosciences).

Z´-factor analysis
Z0-factor values for the HTRF insulin assay were calculated from multiple samples in a single
experiment as described in Zhang (1999) [35]. We determined these values by comparing
HTRF readings from different insulin concentrations (1 ng/mL versus 10 ng/mL or 2.5 ng/mL
versus 10 ng/mL). Briefly, we obtained HTRF ratios from multiple replicates of each of these
insulin concentrations (1, 2.5 and 10 ng/mL) that were read on a given day and used these val-
ues to calculate the mean HTRF signal and standard deviations (SD) for these respective con-
centrations. The Z´-factor was then defined as 1-[3(SDhigher concentration−SDlower concentration)/
(Meanhigher concentration−SDlower concentration)] or the ratio defining the separation of respective
HTRF signals between any two insulin concentrations based on bounds defined by 3 SD. We
also established the Z0-factor for our cell-based GSIS assay by comparing multiple replicates of
HTRF readings from supernatant samples collected from glucose-stimulated (20 mM glucose)
versus unstimulated (KRB alone with 0 mM glucose) INS-1E cells on a single experimental
day. Mean secreted insulin values were obtained from unstimulated background (KRB alone
condition) and stimulated (20 mM glucose) conditions.
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Statistical Analyses
SPSS (version 18.0, IBM, Armonk, NY) was used for all statistical analyses unless stated other-
wise. Fitting insulin concentrations derived from HTRF and ELISA assays to a linear regression
curve yielded both the coefficient of determination (R2) and slope indicating extent of agree-
ment for the respective insulin values derived from the respective methods. The R2 value for
insulin standard curves was derived via interpolation of ratiometric fluorescence readings to a
second order quadratic polynomial curve. Sigmoidal dose response curves were fit via non-lin-
ear regression of Log (ligand) versus either HTRF signal or normalized % maximal insulin
secretion values. All curve fittings were plotted using GraphPad Prism (version 6.0). The
respective signal to noise ratios (SNR) for the HTRF and ELISA signals were calculated as a
ratio of the average fluorescence intensity to the standard deviation of background fluores-
cence. The coefficient of variance (CV) of HTRF measurements for estimating reagent stability
was calculated as a ratio of the standard deviation (σ) to the mean (μ), or σ/μ, using the HTRF
ratios obtained from measurement of the 10 ng/mL human insulin standard across 19 separate
experimental days over a total period of 4 months.

The respective limits of detection (LOD) for the HTRF and ELISA-based insulin assays
were determined by first calculating the Limit of Blank (LOB), where LOB is the highest appar-
ent analyte concentration expected to be measured in blank sample (0 ng/mL standard) repli-
cates, or LOB = meanblank + 1.645(SDblank) [36]; we used 48 blank replicates consisting of KRB
buffer for the LOB calculation. We then calculated the LOD using either the HTRF ratios or
ECL signal associated with the LOB and the standard deviation associated with replicates of the
lowest concentration human insulin standard (0.156 ng/mL) used in our assays, based on the
formula: LOD = LOB + 3(SDlow concentration insulin sample) where the value was expressed as an
HTRF ratio or ECL signal [36,37]. These respective values were then fit to an insulin standard
curve to derive the final LOD insulin concentration (expressed in ng/mL). Like the LOD, the
limit of quantitation (LOQ) for both HTRF and ELISA insulin detection assays was determined
using the HTRF ratios or ECL signals associated with the LOB and the standard deviation asso-
ciated with replicates of the lowest concentration human insulin standard (0.156 ng/mL),
based on the formula: LOD = LOB + 10(SDlow concentration insulin sample) [37]. The resulting val-
ues were fit to an insulin standard curve to derive the final LOD concentration as expressed in
ng/mL. For both LOD and LOQ calculations, GraphPad 6.0 was used to determine respective
standard deviation values as well the fits for the insulin standard curves (second order polyno-
mial quadratic regression).

For analysis of drug effects on HTRF insulin assay readings from cells and islets, respective
treatment conditions were compared to control conditions via univariate ANOVA (α = 0.05)
followed by Bonferroni post-hoc tests to compare between-group differences using SPSS. For
determination of the proportion of secreted insulin to total cellular stores and for comparisons
in single islet secretion assays, we used a 2-tailed t-test to determine significance. EC50 and IC50

values were computed via a nonlinear, least-squares regression analysis using GraphPad Prism.

Results and Discussion
The HTRF insulin assay we developed relies on a combination of fluorescence energy transfer
(FRET) and time resolved (TR) technologies to quantify insulin levels [13,14,38]. This assay
uses insulin-binding antibodies labeled with either a long-emitting energy donor, Europium
cryptate (EuK), or the near-infrared energy acceptor, XL665, the emission spectrum of which
is minimally contaminated by fluorescence from other compounds in solution [14] (Fig 1A).
When both antibodies recognize their respective insulin epitopes, efficient and long-lived
FRET occurs between the EuK donor and the XL665 acceptor (Fig 1B). We measured emission
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ratiometrically [665 nm (acceptor)/620 nm (donor)] to reduce well to well variation [14]. Spe-
cific detection of the stable EuK-XL665 FRET signal was significantly enhanced by the addition
of a time delay that filtered out interference from transient assay buffer and protein autofluor-
escence (Fig 1C). We used this detection method to measure insulin released from cells or islets
treated in the following manner: (1) insulin-secreting cells or islets were stimulated with secre-
tagogue (i.e., glucose), followed immediately by (2) the transfer of the insulin-containing super-
natant (or cell lysate) to a separate plate where the donor and acceptor-coupled insulin
antibodies were added, incubated and measured directly without the need for additional wash
steps (Fig 1D).

We first examined effects of pH, incubation time and temperature on the measurement of
insulin standards, given that antibody-based detection assays in general are sensitive to these
parameters [39]. Incubation at pH 7 produced higher HTRF values compared to pH 5 or 9
(p<0.001; Fig 2A), although robust signals were still detected at the pH extremes. We next
assessed the change in signal strength over time by measuring HTRF values following 2, 12 and

Fig 1. Principles of the HTRF insulin assay. (A) The HTRF assay is based on detection of a measurable FRET signal upon binding of anti-insulin
antibodies coupled to the energy donor, Europium cryptate (EuK), and those with the near-infrared energy acceptor, XL665. (B) In the absence of insulin
binding, there is no detectable FRET fluorescence and only donor emission is measured (λem = 620 nm) due to physical separation between the donor and
acceptor fluorophores (>10 nm). When both antibodies concurrently bind insulin, the resulting physical proximity between the donor/acceptor pair results in
FRET and an acceptor emission (λem = 665 nm; red emission curve). FRET is measured ratiometrically [665 nm (acceptor)/620 nm (donor)]. (C)Given the
long-lived nature of the donor fluorescence, a 40 μs time delay prior to fluorescence measurement significantly enhances signal specificity by eliminating
shorter-lived autofluorescence. (D) Applying these principles, we developed a homogenous insulin assay whereby levels of secreted insulin in the
supernatant or within the cell are transferred to a plate where the donor and acceptor-coupled insulin antibodies are directly added, incubated and read by a
plate reader.

doi:10.1371/journal.pone.0148684.g001
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48 h incubations. Overall, there was a progressive increase in signal strength over time (Fig
2B). Importantly, the 2 h antibody incubation produced a robust signal and a standard curve
with a well-defined linear range, suggesting a reasonable balance between signal intensity to
detect changes in insulin concentration and total assay time (Fig 2B). Our detection of a strong
HTRF signal for at least 48 h also suggests that the assay reagents were stable throughout this
period. We further examined reagent stability over a 4 month period, finding a highly reliable
HTRF signal with a coefficient of variation (CV) that was only 4.3% (n = 19 trials).

We also observed a temperature-dependent difference in HTRF signal whereby antibody
incubation at room temperature (25°C) produced a greater HTRF signal compared to incuba-
tion at 37°C during a 2 h incubation (p<0.001; Fig 2C). Additionally, we examined the species
cross-reactivity of the insulin antibodies (Fig 2D). The antibodies recognized rodent, bovine,
porcine and human insulin with no significant differences in HTRF signal (p>0.05) across a

Fig 2. Validation of HTRF insulin assay conditions. (A) pH significantly affected the ratiometric HTRF signal across a range of human insulin
concentrations [F(2, 40) = 21.35, p<0.001]. Antibody incubation at pH 7 yielded the greatest HTRF signal compared to other pHs (p<0.001). (B) 2 h antibody
incubation was sufficient to produce a robust HTRF signal, with longer antibody incubation times (12 and 48 h) further increasing HTRF signal. (C) There was
a temperature-dependent difference in HTRF values when antibodies were incubated for 2 h at room temperature (RT, 25°C) versus 37°C [F(1,29) = 16.57,
p<0.001] with higher signal observed at RT. (D) There was no significant difference in HTRF signal between human, rodent, porcine and bovine insulin
across a range of concentrations (0.01–10 nM; p>0.05). Panels A-C: Data are represented as the mean emitted HTRF ratio ± SEM. Panel D:Data are
represented as %ΔF of the HTRF signal for the respective species. For all panels, the data are from experiments performed in triplicate in 384-well plates.

doi:10.1371/journal.pone.0148684.g002
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range of insulin concentrations (0.01–10 nM). Furthermore, we examined whether the insulin
antibodies cross-reacted with either C-peptide or proinsulin. The antibodies did not recognize
C-peptide concentrations as high as 20 μM and demonstrated �10% recognition of proinsulin
compared to mature insulin across a low concentration range (up to100 pM) (S1 Fig). Despite
a small degree of proinsulin recognition at high concentrations in vitro, it is likely not relevant
for applications that are based on measurement of secreted insulin of which>97% is in the
mature form [40]. Additionally, intracellular insulin stores are comprised almost exclusively of
crystallized mature insulin with proinsulin constituting only ~10% of the total cellular insulin
[40].

Using the parameters identified above (pH 7, 2 h incubation, 25°C), we measured insulin
release from rat pancreatic beta cell-derived INS-1E cells, one of the most widely used and
well-characterized cell lines currently used to study GSIS [15]. In contrast to other beta cell-
derived cell lines, an important advantage of using INS-1E cells is their robust, reproducible
insulin secretory response following glucose stimulation [15]. Because secretion of insulin is a
dynamic process, we profiled the kinetics of release following glucose stimulation. Insulin
release was significantly higher following 20 mM glucose treatment compared to unstimulated
cells (KRB alone) over a 90 min time course [F(3,112) = 77.64, p<0.001; Fig 3A]. Since the glu-
cose concentration of the culture media is 11 mM [15], we addressed the potential confound of
the media’s effects on GSIS through institution of a 1 h glucose starvation step prior to our
experimental manipulations (see Materials and Methods). This initial glucose starvation step
has been used widely since it improves the sensitivity of insulin-secreting cells to subsequent
GSIS, thus providing a greater dynamic range of secretory [41,42]. A glucose starvation step
also has the additional benefit of synchronizing the cells across treatments, which ultimately
reduces cell-to-cell variability in rates of GSIS [43]. To further optimize this assay, we examined
the effect of cell density on GSIS. As expected, the level of insulin secretion induced by 20 mM
glucose increased linearly with the number of INS-1E cells seeded per well (R2 = 0.99), with the
least inter-experimental variability at the two highest seeding cell densities tested (Fig 3B).
Consequently, we used an initial seeding density of 5.0x105 cells/well for all subsequent experi-
ments. On the day of the assay (2 days post-seeding), the final cell density was 9.5 ± 0.3x105

cells/well.
We next examined the concentration-dependence of GSIS in INS-1E cells (Fig 3C) and

found the EC50 of glucose to be 5.91 ± 0.02 mM (R2 = 0.85). Moreover, because previous work
has shown that islets release only a fraction of their total cellular insulin stores during GSIS
[44], we determined the percentage of the maximal glucose-stimulated insulin release (at 20
mM glucose stimulation) relative to the total intracellular insulin content and found it to be
2.22 ± 0.37% compared to 0.56 ± 0.06% in the unstimulated state (0 mM glucose) (p<0.001; S2
Fig).

Based on the above data, we chose a concentration of 20 mM glucose (90 min, 37°C) to elicit
GSIS in our subsequent experiments. We assessed for potential glucotoxicity with a fluorescent
dye-based cell viability assay in INS-1E cells (see Materials and Methods) and found no signifi-
cant difference in the number of dead cells in the 20 mM glucose-stimulated group compared
to the unstimulated control (p>0.05; data not shown). These data therefore strongly suggested
that our glucose stimulation conditions were not cytotoxic.

We next compared the HTRF insulin assay directly with an ELISA-based insulin assay by
measuring secreted insulin from 20 mM glucose-stimulated cells from the same samples and
found close correlation between the two assays (slope = 1.15 ± 0.16, R2 = 0.84; Fig 4). We also
calculated the lower limits of detection (LOD) and quantitation (LOQ) for the HTRF assay:
0.17 ng/mL and 0.35 ng/mL of insulin, respectively (S3 Fig, Panel A). Though the ELISA assay
had slightly lower LOD and LOQ values (0.05 and 0.13 ng/mL insulin, respectively; S3 Fig,

Rapid Insulin Assay by Homogenous Time-Resolved Fluorescence

PLOS ONE | DOI:10.1371/journal.pone.0148684 February 5, 2016 9 / 17



Fig 3. HTRFmeasurement of insulin secretion in INS-1E cells. (A)Glucose stimulation (20 mM, 37°C) significantly increased insulin secretion from
pancreatic beta cell-derived INS-1E cells after 30, 60 and 90 min of treatment compared to unstimulated control (0 mM glucose; p<0.001). (B) Levels of
secreted insulin in response to glucose stimulation (20 mM glucose, 90 min, 37°C) increased as a function of seeding cell density (R2 = 0.99); range of
variability is indicated by the dotted lines representing SEM above and below the respective points. (C) Cells were stimulated with increasing concentrations
of glucose (0.3–30 mM; 90 min, 37°C) and the resulting insulin secretion was fit to a sigmoidal curve (EC50 = 5.91 ± 0.02 mM, R2 = 0.85). Data are
represented as %maximal insulin secretion based on mean HTRF values ± SEM from n�3 independent experiments. HTRFmeasurements were performed
in 96-well plates with secretion experiments performed in triplicate.

doi:10.1371/journal.pone.0148684.g003

Fig 4. Comparison between HTRF and ELISA insulin detection assays. Supernatants collected from
glucose-stimulated INS-1E cells (20 mM glucose, 90 min, 37°C) were measured concurrently with HTRF or
ELISA insulin assays. The respective HTRF and ELISA assay-derived insulin concentration values were
plotted. A linear regression curve of the data showed close correlation of the insulin values from the two
methods (slope = 1.15 ± 0.16, R2 = 0.84). Results are represented as mean insulin concentrations ± SEM
performed in triplicate in 3 independent experiments.

doi:10.1371/journal.pone.0148684.g004
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Panel B), the HTRF assay had a superior signal to noise ratio (SNR) of 10.02 compared to 6.68
for ELISA–a ~50% improvement. Further, we calculated the Z´-factor for the HTRF assay to
be 0.89 (1 versus 10 ng/mL insulin; S4 Fig, Panel A), demonstrating that the assay is suitable
for high-throughput screening (HTS) (where the Z´-factor is typically�0.50) [35]. We also
determined the Z´-factor for the cell-based secretion assay to be 0.64 (S4 Fig, Panel B), which
takes into account variability of secretion intrinsic to GSIS [15] and is similar to the Z´-factor
calculated for other fluorescence-based insulin secretory assays intended for HTS, including
the recently developed luciferase-tagged insulin reporter (Z´-factor = 0.62) [9,45].

To complement the findings in INS-1E cells, we used the HTRF insulin assay to measure
GSIS directly in isolated wildtype C57Bl6/J mouse-derived pancreatic islets. Similar to our find-
ings in INS-1E cells, there was a 4-fold increase in insulin release in response to stimulation
with 20 mM glucose compared to the unstimulated control (2.8 mM glucose, 90 min, 37°C; Fig
5A). We were able to detect GSIS from single islets (p<0.001; Fig 5B), underscoring the appli-
cability of our assay to future higher-throughput applications. In addition to secreted insulin,
we also measured intra-islet insulin concentrations in wildtype pancreatic islets. We found that
the intra-islet insulin concentration per islet was 187.2 ng/mL, which is consistent with previ-
ously reported values [46]. Moreover, the intracellular insulin concentration per islet remained
relatively constant, whereas the insulin concentration per well increased in proportion to the
islet number (5 islets/well: 902.4 ± 47.3 ng/mL; 10 islets/well: 1938.7 ± 47.3 ng/mL) (S5 Fig)

Given recent work suggesting that DA can decrease GSIS as part of an autocrine and/or
paracrine negative feedback mechanism [3,16,17], we applied the HTRF insulin assay to our
cell-based system both to further elucidate the role of DA in GSIS as well as to provide addi-
tional validation of the assay in a biological context. We found that DA dose-dependently
inhibited GSIS in INS-1E cells (IC50 = 1.28 ± 0.06 μM, R2 = 0.93; Fig 6A). Maximal inhibition
was achieved at 10 μMDA, which fully blocked GSIS (defined as the difference between maxi-
mal stimulated and basal insulin secretion). Similarly, DA treatment (10 μM) of islets signifi-
cantly inhibited GSIS by 70.7 ± 6.8% (p<0.001; Fig 6B). These data provided the requisite
proof-of-principle confirmation of our assay’s ability to detect effects of dopaminergic signal-
ing on GSIS.

Beyond validation of the HTRF assay, we used the assay to shed light on the cellular mecha-
nisms of action of bromocriptine, which has recently been approved for improving glycemic
control in type II diabetes [20,22]. Though bromocriptine lowers elevated blood glucose and
insulin levels in rodent models [47–50] as well as in humans [21,51–54], the precise mecha-
nisms by which this drug achieves these effects remain poorly understood. To date, the major-
ity of work studying bromocriptine’s metabolic effects has focused on its actions in the central
nervous system (CNS) [18]. However, a potentially important clue to elucidating the drug’s
metabolic actions is its agonism of D2R and D3R [55]. Thus, given our data here, prior work
demonstrating a role for DA signaling in inhibiting pancreatic islet GSIS [3,16,17], and evi-
dence of D2R and D3R expression in insulin-secreting pancreatic islets [16], we hypothesized
that bromocriptine may act directly on pancreatic islet D2R and/or D3R to modify GSIS. Con-
sistent with this hypothesis, 10 μM bromocriptine significantly reduced GSIS by 67.4 ± 8.1% in
mouse islets (p<0.001) which is a level of GSIS inhibition similar to that caused by DA (Fig
6B). These findings validate earlier reported findings [24] and suggest that, in addition to its
actions in the CNS, bromocriptine can also act directly on pancreatic islets.

While we and colleagues demonstrated earlier that DA D2-like receptors are expressed in
insulin-secreting pancreatic beta cells [3,16,17], there is recent evidence in both rat and human
islets suggesting that other pancreatic islet cell types (alpha, delta and pancreatic polypeptide
cells) also express DA receptors (including D2R) [56,57]. This opens the possibility that bro-
mocriptine’s inhibition of GSIS may be due to the drug’s effects on multiple dopamine
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Fig 5. HTRFmeasurement of GSIS in pancreatic islets. (A) The HTRF insulin assay was applied to wildtype C57Bl6/J mouse-derived pancreatic islets.
Islets (10/well) stimulated with 20 mM glucose demonstrated 3.8-fold stimulation of insulin secretion compared to the unstimulated control (2.8 mM glucose;
p<0.001). (B) The HTRF insulin assay detected robust GSIS in single mouse islets, compared to unstimulated individual islets (p<0.001). Data are
represented as %maximal insulin secretion (Panel A) or as secreted insulin concentration (ng/mL; Panel B) based on mean HTRF values ± SEM from n�3
independent experiments. HTRFmeasurements were performed in hextuplicate in 96-well plates.

doi:10.1371/journal.pone.0148684.g005

Fig 6. HTRFmeasurement of dopamine and bromocriptine effects on insulin secretion in cells and islets. (A) Increasing concentrations of dopamine
(DA) caused dose-dependent inhibition of GSIS in INS-1E cells, which was best fit to a sigmoidal curve (IC50 = 1.28 ± 0.06 μM, R2 = 0.93). (B) Similarly,
treatment of wildtype mouse islets with 10 μMDA significantly and comparably inhibited GSIS (p<0.001) by 70.7 ± 6.8%. Consistent with a role for
dopaminergic signaling as a negative mediator of GSIS, treatment of islets with10 μM bromocriptine inhibited GSIS by 67.4 ± 8.1%. For INS-1E cell-based
and mouse islet experiments (Panels A and B, respectively), data are represented as %maximal insulin secretion based on mean HTRF values ± SEM from
n�3 independent experiments. For all panels, HTRFmeasurements were performed in 96-well plates with INS-1E cell secretion experiments performed in
triplicate and mouse islet experiments performed in hextuplicate.

doi:10.1371/journal.pone.0148684.g006
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receptor-expressing islet cell types. Taken together, these data provide a framework with which
to further dissect the underlying molecular mechanisms for bromocriptine’s clinically-relevant
effects on insulin release [18,20,21].

Conclusions
We have demonstrated that our HTRF-based insulin assay is a powerful tool with several
advantages over the current predominantly used approaches for insulin measurement (i.e.
ELISA and RIA) including the ability to rapidly and effectively measure insulin secretion with
fewer steps and at less cost per sample (summarized in Table 1 and S1 Table). The HTRF insu-
lin assay provides a platform not only for the identification of novel mechanisms regulating
GSIS but also for further development of rapid HTS assays with which to identify new therapies
for disorders of insulin secretion, thus significantly expanding our methodological toolbox.

Supporting Information
S1 Fig. Insulin antibody recognition of mature versus immature forms of insulin. Insulin
antibodies exhibited significantly greater recognition of mature human insulin (in blue) com-
pared to human proinsulin across a range of concentrations (0–200 pM) [(F1, 5) = 14.00;
p = 0.01). At concentrations up to 100 pM, there was�10% recognition of proinsulin com-
pared to mature insulin. There was no recognition of human C-peptide (in green) by the insu-
lin antibodies even at concentrations as high as 20 μM. Data are represented as %ΔF of the
HTRF signal for the respective insulin species and are from experiments performed in triplicate
in 384-well plates.
(TIF)

S2 Fig. Secreted insulin relative to total cellular stores. The percentage of insulin secreted
from INS-1E cells relative to total cellular stores increased 4-fold in response to glucose stimu-
lation (20 mM, 90 min, 25°C) compared to the unstimulated (0 mM glucose) control
(p<0.001). Results are represented as mean percentages ± SEM from 3 independent experi-
ments performed in triplicate.
(TIF)

S3 Fig. Limits of Detection and Quantitation for HTRF and ELISA insulin assays. (A) The
limit of detection (LOD) for the HTRF insulin assay (0.165 ng/mL insulin) was derived from

Table 1. Advantages of the HTRF-based insulin assay compared to ELISA and RIA approaches. Here we show the main advantages of an HTRF insu-
lin assay over comparable RIA and ELISA-based methods. Though all three methods are similarly sensitive and specific for insulin detection, the homoge-
nous nature of the HTRF assay eliminates numerous reagents and mixing, washing and blocking steps, making the assay shorter, less expensive and more
amenable to medium and high-throughput screens.

HTRF ELISA RIA

Fewer steps: Prepare fewer solutions and
mix fewer reagents

Many time-intensive steps: Multiple incubation,
blocking and washing steps

Many time-intensive steps: Long incubation steps
and high number of reagents

Lowest cost per sample ($0.02/sample) Relatively High cost per sample (>$2/sample) Medium to high cost per sample ($~1.50/sample)

Results within 2 h Results from 4 h to overnight Multiple-day results

Non-radioactive Non-radioactive Radiation exposure risk

Amenable to medium/high throughput
screening

Relatively low throughput Relatively low throughput

Homogenous assay Non-homogenous assay Non-homogenous assay

Highly sensitive and specific Highly sensitive and specific Highly sensitive and specific

doi:10.1371/journal.pone.0148684.t001
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the sum of the mean HTRF ratiometric signals from 48 separate blank samples (0 ng/mL insu-
lin) + 3 standard deviations from the mean. Likewise, limit of quantitation (LOQ) for the
HTRF ratio (0.345 ng/mL insulin) was calculated from the mean HTRF ratio from the blank
samples as above + 10 standard deviations from this mean. These values were then fit to a low
concentration range insulin standard curve (0.156–1.250 ng/mL) to obtain the insulin concen-
trations corresponding to the HTRF assay LOD (in black) or LOQ (in red). (B)We calculated
the LOD and LOQ for the ELISA insulin assay (0.05 and 0.13 ng/mL insulin, respectively) simi-
larly by fitting the corresponding ECL signal to the low concentration range insulin standard
curve (0.100–1.000 ng/mL),
(TIFF)

S4 Fig. Z´-factor measurements for the HTRF insulin assay. (A) The Z´-factor for the HTRF
assay was measured comparing 1 ng/mL versus 10 ng/mL insulin, which yielded a Z´-factor
score of 0.89. Similarly, a comparison of 2.5 ng/mL versus 10 ng/mL provided a Z´-factor score
of 0.85. Results were based on calculations from 40 data points of insulin concentrations and
were originally presented as a poster [58]. (B) The HTRF values measured from supernatants
of glucose-stimulated (20 mM glucose, 90 min, 37°C) and unstimulated (0 mM glucose, 90
min, 37°C) INS-1E cells were also used to calculate the Z´-factor (described in the Materials
and Methods); n = 24 replicate samples for both stimulated and unstimulated conditions. Bro-
ken lines indicate 3 standard deviations from the mean of each respective group. The Z´-factor
score of 0.64 indicates the assay’s suitability for high-throughput studies.
(TIFF)

S5 Fig. HTRF measurement of intra-islet insulin. The HTRF insulin assay was used to deter-
mine the intra-islet insulin concentration using pancreatic islets from wildtype C57Bl6/J mice.
Intra-islet insulin was measured from islet lysates collected from either 5 or 10 islets per well;
the insulin concentration per well increased in proportion to the islet number (5 islets/well:
902.4 ± 47.3 ng/mL; 10 islets/well: 1938.7 ± 47.3 ng/mL). Data are represented as total intra-
islet insulin concentration (ng/mL) based on mean HTRF values ± SEM; HTRF measurements
were performed in hextuplicate in 96-well plates.
(TIFF)

S1 File. NC3Rs ARRIVE Guidelines Checklist.We abided by all appropriate animal care
guidelines as outlined in the ARRIVE guidelines checklist for reporting animal research.
(PDF)

S1 Table. Step by step comparison of HTRF versus ELISA and RIA-based approaches to
insulin detection. Comparison of HTRF, ELISA and RIA-based insulin detection approaches
emphasizes the significantly reduced number of steps associated with the HTRF assay versus
the predominantly used ELISA and RIA methods: 4 steps for HTRF compared to 16 and 15
steps for ELISA and RIA methods, respectively.
(PDF)

Acknowledgments
We are grateful to Drs. Christoph Kellendonk, Holly Moore, and Jacob Ballon for helpful dis-
cussions, Ms. Eve Vagg for her assistance with figure illustration and to Drs. Utpal Pajvani and
Alberto Bartolome Herranz for their advice in mouse pancreatic islet preparations. We also
acknowledge Drs. Emmanuel Claret, Cedric Leroy, Anne-Laure Pablo, Cathy Drexler, Didier
Tousch, Gérard Ribes, René Gross and Patrick Seguin for their contributions in calculating the
Z0-factor which was originally presented as a poster [58].

Rapid Insulin Assay by Homogenous Time-Resolved Fluorescence

PLOS ONE | DOI:10.1371/journal.pone.0148684 February 5, 2016 14 / 17

http://www.plosone.org/article/fetchSingleRepresentation.action?uri=info:doi/10.1371/journal.pone.0148684.s004
http://www.plosone.org/article/fetchSingleRepresentation.action?uri=info:doi/10.1371/journal.pone.0148684.s005
http://www.plosone.org/article/fetchSingleRepresentation.action?uri=info:doi/10.1371/journal.pone.0148684.s006
http://www.plosone.org/article/fetchSingleRepresentation.action?uri=info:doi/10.1371/journal.pone.0148684.s007


Author Contributions
Conceived and designed the experiments: ZJF TJM JV NG NP PD PEH RJF FCS JAJ ZF. Per-
formed the experiments: ZJF TJM JV NG ZF. Analyzed the data: ZJF TJM JV NG NP PD PEH
RJF FCS JAJ ZF. Contributed reagents/materials/analysis tools: JV NG NP PEH RJF FCS JAJ
ZF. Wrote the paper: ZJF TJM PD JAJ ZF.

References
1. Duvillie B, Cordonnier N, Deltour L, Dandoy-Dron F, Itier JM, Monthioux E, et al. (1997) Phenotypic

alterations in insulin-deficient mutant mice. Proc Natl Acad Sci U S A 94: 5137–5140. PMID: 9144203

2. Kahn SE, Hull RL, Utzschneider KM (2006) Mechanisms linking obesity to insulin resistance and type 2
diabetes. Nature 444: 840–846. PMID: 17167471

3. Simpson N, Maffei A, Freeby M, Burroughs S, Freyberg Z, Javitch J, et al. (2012) Dopamine-mediated
autocrine inhibitory circuit regulating human insulin secretion in vitro. Mol Endocrinol 26: 1757–1772.
PMID: 22915827

4. Garcia-Tornadu I, Ornstein AM, Chamson-Reig A, Wheeler MB, Hill DJ, Arany E, et al. (2010) Disrup-
tion of the dopamine d2 receptor impairs insulin secretion and causes glucose intolerance. Endocrinol-
ogy 151: 1441–1450. doi: 10.1210/en.2009-0996 PMID: 20147524

5. Yalow RS, Berson SA (1960) Immunoassay of endogenous plasma insulin in man. J Clin Invest 39:
1157–1175. PMID: 13846364

6. Kawasaki E, Eisenbarth GS (2000) High-throughput radioassays for autoantibodies to recombinant
autoantigens. Front Biosci 5: E181–190. PMID: 11056082

7. Kratzsch J, AckermannW, Keilacker H, BeschW, Keller E (1990) A sensitive sandwich enzyme immu-
noassay for measurement of insulin on microtiter plates. Exp Clin Endocrinol 95: 229–236. PMID:
2194826

8. Daijo JE, Sportsman JR (1999) A time-resolved fluorescence immunoassay for insulin in rodent
plasma. J Pharm Biomed Anal 19: 335–342. PMID: 10704099

9. Burns SM, Vetere A, Walpita D, Dancik V, Khodier C, Perez J, et al. (2015) High-throughput lumines-
cent reporter of insulin secretion for discovering regulators of pancreatic Beta-cell function. Cell Metab
21: 126–137. doi: 10.1016/j.cmet.2014.12.010 PMID: 25565210

10. Imai S, Naito S, Takahashi T, Yamauchi A, Nakamura E, Takagi H, et al. (2014) Development of an
ultrasensitive immunoassay using affinity maturated antibodies for the measurement of rodent insulin.
Anal Biochem.

11. Eglen RM, Reisine T, Roby P, Rouleau N, Illy C, Bosse R, et al. (2008) The use of AlphaScreen technol-
ogy in HTS: current status. Curr ChemGenomics 1: 2–10. doi: 10.2174/1875397300801010002 PMID:
20161822

12. Vuojola JV, Soukka T (2014) Luminescent lanthanide reporters: new concepts for use in bioanalytical
applications. Methods Appl Fluoresc 2: 1–28.

13. Mathis G (1999) HTRF(R) Technology. J Biomol Screen 4: 309–314. PMID: 10838427

14. Degorce F, Card A, Soh S, Trinquet E, Knapik GP, Xie B (2009) HTRF: A technology tailored for drug
discovery—a review of theoretical aspects and recent applications. Curr ChemGenomics 3: 22–32.
doi: 10.2174/1875397300903010022 PMID: 20161833

15. Merglen A, Theander S, Rubi B, Chaffard G, Wollheim CB, Maechler P (2004) Glucose sensitivity and
metabolism-secretion coupling studied during two-year continuous culture in INS-1E insulinoma cells.
Endocrinology 145: 667–678. PMID: 14592952

16. Rubi B, Ljubicic S, Pournourmohammadi S, Carobbio S, Armanet M, Bartley C, et al. (2005) Dopamine
D2-like receptors are expressed in pancreatic beta cells and mediate inhibition of insulin secretion. J
Biol Chem 280: 36824–36832. PMID: 16129680

17. Ustione A, Piston DW (2012) Dopamine synthesis and D3 receptor activation in pancreatic beta-cells
regulates insulin secretion and intracellular [Ca(2+)] oscillations. Mol Endocrinol 26: 1928–1940. doi:
10.1210/me.2012-1226 PMID: 22918877

18. Holt RI, Barnett AH, Bailey CJ (2010) Bromocriptine: old drug, new formulation and new indication. Dia-
betes Obes Metab 12: 1048–1057. doi: 10.1111/j.1463-1326.2010.01304.x PMID: 20977575

19. Seeman P, Van Tol HH (1993) Dopamine receptor pharmacology. Curr Opin Neurol Neurosurg 6:
602–608. PMID: 8104554

20. Valiquette G (2011) Bromocriptine for diabetes mellitus type II. Cardiol Rev 19: 272–275. doi: 10.1097/
CRD.0b013e318229d2d2 PMID: 21983314

Rapid Insulin Assay by Homogenous Time-Resolved Fluorescence

PLOS ONE | DOI:10.1371/journal.pone.0148684 February 5, 2016 15 / 17

http://www.ncbi.nlm.nih.gov/pubmed/9144203
http://www.ncbi.nlm.nih.gov/pubmed/17167471
http://www.ncbi.nlm.nih.gov/pubmed/22915827
http://dx.doi.org/10.1210/en.2009-0996
http://www.ncbi.nlm.nih.gov/pubmed/20147524
http://www.ncbi.nlm.nih.gov/pubmed/13846364
http://www.ncbi.nlm.nih.gov/pubmed/11056082
http://www.ncbi.nlm.nih.gov/pubmed/2194826
http://www.ncbi.nlm.nih.gov/pubmed/10704099
http://dx.doi.org/10.1016/j.cmet.2014.12.010
http://www.ncbi.nlm.nih.gov/pubmed/25565210
http://dx.doi.org/10.2174/1875397300801010002
http://www.ncbi.nlm.nih.gov/pubmed/20161822
http://www.ncbi.nlm.nih.gov/pubmed/10838427
http://dx.doi.org/10.2174/1875397300903010022
http://www.ncbi.nlm.nih.gov/pubmed/20161833
http://www.ncbi.nlm.nih.gov/pubmed/14592952
http://www.ncbi.nlm.nih.gov/pubmed/16129680
http://dx.doi.org/10.1210/me.2012-1226
http://www.ncbi.nlm.nih.gov/pubmed/22918877
http://dx.doi.org/10.1111/j.1463-1326.2010.01304.x
http://www.ncbi.nlm.nih.gov/pubmed/20977575
http://www.ncbi.nlm.nih.gov/pubmed/8104554
http://dx.doi.org/10.1097/CRD.0b013e318229d2d2
http://dx.doi.org/10.1097/CRD.0b013e318229d2d2
http://www.ncbi.nlm.nih.gov/pubmed/21983314


21. Kok P, Roelfsema F, Frolich M, van Pelt J, Stokkel MP, Meinders AE, et al. (2006) Activation of dopa-
mine D2 receptors simultaneously ameliorates various metabolic features of obese women. Am J Phy-
siol Endocrinol Metab 291: E1038–1043. PMID: 16803851

22. Mahajan R (2009) Bromocriptine mesylate: FDA-approved novel treatment for type-2 diabetes. Indian J
Pharmacol 41: 197–198. doi: 10.4103/0253-7613.56070 PMID: 20523873

23. Mikhail N (2011) Quick-release bromocriptine for treatment of type 2 diabetes. Curr Drug Deliv 8: 511–
516. PMID: 21696353

24. de Leeuw vanWeenen JE, Parlevliet ET, Maechler P, Havekes LM, Romijn JA, Ouwens DM, et al.
(2010) The dopamine receptor D2 agonist bromocriptine inhibits glucose-stimulated insulin secretion
by direct activation of the alpha2-adrenergic receptors in beta cells. Biochem Pharmacol 79: 1827–
1836. doi: 10.1016/j.bcp.2010.01.029 PMID: 20138024

25. Drummond GB, Paterson DJ, McGrath JC (2010) ARRIVE: new guidelines for reporting animal
research. Exp Physiol 95: 841. doi: 10.1113/expphysiol.2010.053785 PMID: 20610775

26. Kilkenny C, BrowneWJ, Cuthill IC, Emerson M, Altman DG (2010) Improving bioscience research
reporting: the ARRIVE guidelines for reporting animal research. PLoS Biol 8: e1000412. doi: 10.1371/
journal.pbio.1000412 PMID: 20613859

27. Carter JD, Dula SB, Corbin KL, Wu R, Nunemaker CS (2009) A practical guide to rodent islet isolation
and assessment. Biol Proced Online 11: 3–31. doi: 10.1007/s12575-009-9021-0 PMID: 19957062

28. Reaven EP, Gold G, Walker W, Reaven GM (1981) Effect of variations in islet size and shape on glu-
cose-stimulated insulin secretion. HormMetab Res 13: 673–674. PMID: 7033094

29. Hopcroft DW, Mason DR, Scott RS (1985) Standardization of insulin secretion from pancreatic islets:
validation of a DNA assay. HormMetab Res 17: 559–561. PMID: 3908266

30. Colella RM, Bonner-Weir S, Braunstein LP, Schwalke M, Weir GC (1985) Pancreatic islets of variable
size—insulin secretion and glucose utilization. Life Sci 37: 1059–1065. PMID: 3897755

31. Jahr H, Gottschling D, Zuhlke H (1978) Correlation of islet size and biochemical parameters of isolated
islets of Langerhans of rats. Acta Biol Med Ger 37: 659–662. PMID: 367019

32. Zhang Z, Liew CW, Handy DE, Zhang Y, Leopold JA, Hu J, et al. (2010) High glucose inhibits glucose-
6-phosphate dehydrogenase, leading to increased oxidative stress and beta-cell apoptosis. Faseb j
24: 1497–1505. doi: 10.1096/fj.09-136572 PMID: 20032314

33. Cheung AT, Dayanandan B, Lewis JT, Korbutt GS, Rajotte RV, Bryer-Ash M, et al. (2000) Glucose-
dependent insulin release from genetically engineered K cells. Science 290: 1959–1962. PMID:
11110661

34. Duttaroy A, Zimliki CL, Gautam D, Cui Y, Mears D, Wess J (2004) Muscarinic stimulation of pancreatic
insulin and glucagon release is abolished in m3 muscarinic acetylcholine receptor-deficient mice. Dia-
betes 53: 1714–1720. PMID: 15220195

35. Zhang JH, Chung TD, Oldenburg KR (1999) A Simple Statistical Parameter for Use in Evaluation and
Validation of High Throughput Screening Assays. J Biomol Screen 4: 67–73. PMID: 10838414

36. Armbruster DA, Pry T (2008) Limit of blank, limit of detection and limit of quantitation. Clin Biochem Rev
29 Suppl 1: S49–52. PMID: 18852857

37. Armbruster DA, Tillman MD, Hubbs LM (1994) Limit of detection (LQD)/limit of quantitation (LOQ): com-
parison of the empirical and the statistical methods exemplified with GC-MS assays of abused drugs.
Clin Chem 40: 1233–1238. PMID: 8013092

38. Ayoub MA, Trebaux J, Vallaghe J, Charrier-Savournin F, Al-Hosaini K, Gonzalez Moya A, et al. (2014)
Homogeneous time-resolved fluorescence-based assay to monitor extracellular signal-regulated
kinase signaling in a high-throughput format. Front Endocrinol (Lausanne) 5: 94.

39. Doucet J, Zhao A, Fu J, Avrameas A (2013) Development and validation of an ELISA at acidic pH for
the quantitative determination of IL-13 in human plasma and serum. Dis Markers 35: 465–474. doi: 10.
1155/2013/290670 PMID: 24222716

40. Leahy JL (1993) Increased proinsulin/insulin ratio in pancreas extracts of hyperglycemic rats. Diabetes
42: 22–27. PMID: 8420818

41. Granata R, Settanni F, Biancone L, Trovato L, Nano R, Bertuzzi F, et al. (2007) Acylated and unacy-
lated ghrelin promote proliferation and inhibit apoptosis of pancreatic beta-cells and human islets:
involvement of 3',5'-cyclic adenosine monophosphate/protein kinase A, extracellular signal-regulated
kinase 1/2, and phosphatidyl inositol 3-Kinase/Akt signaling. Endocrinology 148: 512–529. PMID:
17068144

42. Granata R, Settanni F, Trovato L, Gallo D, Gesmundo I, Nano R, et al. (2014) RFamide peptides
43RFa and 26RFa both promote survival of pancreatic beta-cells and human pancreatic islets but exert
opposite effects on insulin secretion. Diabetes 63: 2380–2393. doi: 10.2337/db13-1522 PMID:
24622796

Rapid Insulin Assay by Homogenous Time-Resolved Fluorescence

PLOS ONE | DOI:10.1371/journal.pone.0148684 February 5, 2016 16 / 17

http://www.ncbi.nlm.nih.gov/pubmed/16803851
http://dx.doi.org/10.4103/0253-7613.56070
http://www.ncbi.nlm.nih.gov/pubmed/20523873
http://www.ncbi.nlm.nih.gov/pubmed/21696353
http://dx.doi.org/10.1016/j.bcp.2010.01.029
http://www.ncbi.nlm.nih.gov/pubmed/20138024
http://dx.doi.org/10.1113/expphysiol.2010.053785
http://www.ncbi.nlm.nih.gov/pubmed/20610775
http://dx.doi.org/10.1371/journal.pbio.1000412
http://dx.doi.org/10.1371/journal.pbio.1000412
http://www.ncbi.nlm.nih.gov/pubmed/20613859
http://dx.doi.org/10.1007/s12575-009-9021-0
http://www.ncbi.nlm.nih.gov/pubmed/19957062
http://www.ncbi.nlm.nih.gov/pubmed/7033094
http://www.ncbi.nlm.nih.gov/pubmed/3908266
http://www.ncbi.nlm.nih.gov/pubmed/3897755
http://www.ncbi.nlm.nih.gov/pubmed/367019
http://dx.doi.org/10.1096/fj.09-136572
http://www.ncbi.nlm.nih.gov/pubmed/20032314
http://www.ncbi.nlm.nih.gov/pubmed/11110661
http://www.ncbi.nlm.nih.gov/pubmed/15220195
http://www.ncbi.nlm.nih.gov/pubmed/10838414
http://www.ncbi.nlm.nih.gov/pubmed/18852857
http://www.ncbi.nlm.nih.gov/pubmed/8013092
http://dx.doi.org/10.1155/2013/290670
http://dx.doi.org/10.1155/2013/290670
http://www.ncbi.nlm.nih.gov/pubmed/24222716
http://www.ncbi.nlm.nih.gov/pubmed/8420818
http://www.ncbi.nlm.nih.gov/pubmed/17068144
http://dx.doi.org/10.2337/db13-1522
http://www.ncbi.nlm.nih.gov/pubmed/24622796


43. Hiram-Bab S, Shapira Y, Gershengorn MC, Oron Y (2012) Serum deprivation induces glucose
response and intercellular coupling in human pancreatic adenocarcinoma PANC-1 cells. Pancreas 41:
238–244. doi: 10.1097/MPA.0b013e3182277e56 PMID: 22129530

44. Rorsman P, Renstrom E (2003) Insulin granule dynamics in pancreatic beta cells. Diabetologia 46:
1029–1045. PMID: 12879249

45. Burns SM V A, Wagner BK, Altshuler D. High-Throughput Screening for Insulin Secretion Using A
Novel Luminescent Reporter Assay; 2012; Philadelphia, PA.

46. Yan D, Zhao Y, Gao X, Zhou Y (2015) Acute intravenous glucose load impairs early insulin secretion
and insulin content in islet beta cells in mice. Life Sci.

47. Cincotta AH, Schiller BC, Meier AH (1991) Bromocriptine inhibits the seasonally occurring obesity,
hyperinsulinemia, insulin resistance, and impaired glucose tolerance in the Syrian hamster, Mesocrice-
tus auratus. Metabolism 40: 639–644. PMID: 1865827

48. Cincotta AH, MacEachern TA, Meier AH (1993) Bromocriptine redirects metabolism and prevents sea-
sonal onset of obese hyperinsulinemic state in Syrian hamsters. Am J Physiol 264: E285–293. PMID:
8447396

49. Ezrokhi M, Luo S, Trubitsyna Y, Cincotta AH (2014) Neuroendocrine and metabolic components of
dopamine agonist amelioration of metabolic syndrome in SHR rats. Diabetol Metab Syndr 6: 104. doi:
10.1186/1758-5996-6-104 PMID: 25937836

50. Cincotta AH, Tozzo E, Scislowski PW (1997) Bromocriptine/SKF38393 treatment ameliorates obesity
and associated metabolic dysfunctions in obese (ob/ob) mice. Life Sci 61: 951–956. PMID: 9296333

51. Pijl H, Ohashi S, Matsuda M, Miyazaki Y, Mahankali A, Kumar V, et al. (2000) Bromocriptine: a novel
approach to the treatment of type 2 diabetes. Diabetes Care 23: 1154–1161. PMID: 10937514

52. Cincotta AH, Meier AH (1996) Bromocriptine (Ergoset) reduces body weight and improves glucose tol-
erance in obese subjects. Diabetes Care 19: 667–670. PMID: 8725871

53. Meier AH, Cincotta AH, Lovell WC (1992) Timed bromocriptine administration reduces body fat stores
in obese subjects and hyperglycemia in type II diabetics. Experientia 48: 248–253. PMID: 1547854

54. Kalra S, Kalra B, Agrawal N, Kumar S (2011) Dopamine: the forgotten felon in type 2 diabetes. Recent
Pat Endocr Metab Immune Drug Discov 5: 61–65. PMID: 22074579

55. Lancranjan I (1981) The endocrine profile of bromocriptine: its application in endocrine diseases. J Neu-
ral Transm 51: 61–82. PMID: 6455501

56. Chen Y, Hong F, Chen H, Fan RF, Zhang XL, Zhang Y, et al. (2014) Distinctive expression and cellular
distribution of dopamine receptors in the pancreatic islets of rats. Cell Tissue Res 357: 597–606. doi:
10.1007/s00441-014-1894-9 PMID: 24825414

57. Zhang Y, Zheng R, Meng X, Wang L, Liu L, Gao Y (2015) Pancreatic Endocrine Effects of Dopamine
Receptors in Human Islet Cells. Pancreas 44: 925–929. doi: 10.1097/MPA.0000000000000357 PMID:
25931261

58. Claret EJ, Leroy C, Pablo AL, Drexler C, Tousch D, Ribes G, et al. (2004) A high-throughput HTRF
assay for human/rat insulin. Cisbio International.

Rapid Insulin Assay by Homogenous Time-Resolved Fluorescence

PLOS ONE | DOI:10.1371/journal.pone.0148684 February 5, 2016 17 / 17

http://dx.doi.org/10.1097/MPA.0b013e3182277e56
http://www.ncbi.nlm.nih.gov/pubmed/22129530
http://www.ncbi.nlm.nih.gov/pubmed/12879249
http://www.ncbi.nlm.nih.gov/pubmed/1865827
http://www.ncbi.nlm.nih.gov/pubmed/8447396
http://dx.doi.org/10.1186/1758-5996-6-104
http://www.ncbi.nlm.nih.gov/pubmed/25937836
http://www.ncbi.nlm.nih.gov/pubmed/9296333
http://www.ncbi.nlm.nih.gov/pubmed/10937514
http://www.ncbi.nlm.nih.gov/pubmed/8725871
http://www.ncbi.nlm.nih.gov/pubmed/1547854
http://www.ncbi.nlm.nih.gov/pubmed/22074579
http://www.ncbi.nlm.nih.gov/pubmed/6455501
http://dx.doi.org/10.1007/s00441-014-1894-9
http://www.ncbi.nlm.nih.gov/pubmed/24825414
http://dx.doi.org/10.1097/MPA.0000000000000357
http://www.ncbi.nlm.nih.gov/pubmed/25931261

