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A b s t r a c t 

Introduction: Recent studies point to analysis of T-wave alternans as a prom-
ising indicator of an increased risk of life-threatening ventricular arrhyth-
mias. In this study the occurrence of T-wave alternans in the high-resolution 
ECGs recorded during the exercise stress test and scintigraphic tests (SPECT) 
in patients with ischemic heart disease was examined. 
Material and methods: The study group consisted of 33 patients after myo-
cardial infarction. In the group of patients after myocardial infarction and 
with low left ventricular ejection fraction correlations of 70% between the 
test results of T-wave alternans and SPECT and 60% between the test results 
of T-wave alternans and stress test were found. 
Results: In the group of patients after myocardial infarction but with high 
left ventricular ejection fraction correlations were respectively 39% and 
48%. The analysis of the electrocardiographic maps showed a strong depen-
dence of this correlation on the T-wave alternans amplitude and location of 
the ECG measuring electrode on the chest. The results might suggest that in 
patients after myocardial infarction and at increased risk for sudden cardiac 
death T-wave alternans may also provide information about cardiac electri-
cal instability associated with ischemia. 
Conclusions: It can also be assumed that the position of the electrode 
where the highest level of the T-wave alternans was detected can indicate 
the location of the ischemic region of the heart.

Key words: T-wave alternans, stress test, single-photon emission 
computed tomography, arrhythmia, sudden cardiac death.

Introduction

The development of reliable indicators of the sudden cardiac death 
(SCD) risk in patients with ischemic heart disease is one of the most im-
portant challenges for modern cardiology. Research into cardiac electrical 
signals, the analysis of which can detect abnormal heart function, is of 
particular interest. Currently, there is no generally accepted non-invasive 
indicator of SCD risk other than the left ventricular ejection fraction [1, 2].  
The most effective indicators include the occurrence of arrhythmic 
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events in Holter ECG recordings, the occurrence 
of ventricular late potentials in the averaged ECG, 
heart rate variability, the duration and dispersion 
of ventricular repolarization, and the left ventricu-
lar ejection fraction. 

Recent studies point to analysis of T-wave al-
ternans (TWA) as a  promising indicator of an 
increased risk of life-threatening ventricular ar-
rhythmias [3–5]. T-wave alternans is an electro-
cardiographic abnormality involving a  disorder 
of ventricular repolarization in the consecutive 
regular heart beats. It electrically describes cyclic 
changes, occurring in every second heart beat, in 
the shape and amplitude of the T-wave. Figure 1 
shows an example of an ECG waveform with TWA. 
Alternately appearing T-waves of a higher (A) and 
lower (B) amplitude are visible.

One of the first computer-assisted attempts 
to assess the repolarization process by examina-
tion of T-wave alternans was the spectral method 
proposed by Adam et al. [6] and then modified by 
Smith et al. [2]. The TWA was assessed on the ba-
sis of the averaged power spectra of signals con-
sisting of time-synchronized samples of consec-
utive T-waves, calculated for 128 heart beats [2]. 
T-wave alternans is an indicator of the risk of SCD 
which allows one to detect lesions well in advance 
and initiate treatment and the healing process in 
the early stages of the disease. It is assumed that 
it is the expression of dynamic heterogeneity of 
cardiac repolarization. The mechanisms of the for-
mation as well as the course of the repolarization 
alternation process and its links with the rest of 
the phenomena that occur in the myocardium are 
not fully known and are still under investigation. 
Based on the results of the previous works, it is 
known that the process can be to varying degrees 
nonstationary. The prognostic value of TWA has 
been proven in patients with post-MI cardiac fail-
ure [7–9], chronic heart failure [10] and dilated 
cardiomyopathy [11]. 

Treadmill or bicycle exercise testing, using 12-
lead ECG monitoring, remains a useful option in 
patients with suspected stable coronary artery 

disease because of its simplicity and widespread 
availability [12]. An increased effort on a treadmill 
or cycle ergometer is intended to produce con-
trolled myocardial ischemia due to oxygen defi-
ciency. No increase in pulse rate or systolic blood 
pressure adequate to the degree of physical ac-
tivity indicates advanced coronary artery disease 
associated with impaired left ventricular function. 
Exercise-induced ischemia may be local. The appli-
cation of electrocardiographic imaging in the form 
of maps of potentials on the surface of the human 
body allows one to estimate the location of these 
changes [13, 14]. 

Greater sensitivity in the diagnosis of coronary 
heart disease is obtained by applying perfusion 
scintigraphy (SPECT) [15]. An analysis of scinti-
graphic images recorded during the resting phase 
and during exercise allows for a local assessment 
of myocardial blood perfusion, enabling one to de-
termine the location and extent of ischemia. At 
the same time, perfusion scintigraphy is used to 
assess the presence of reversible myocardial isch-
emia in patients after myocardial infarction. The 
size of the area covered by necrosis or reversible 
ischemia determines the prognosis of a  patient 
and any decision regarding coronary revascular-
ization. 

The aim of this study was to evaluate the 
T-wave alternans in the high-resolution ECG maps 
recorded during the stress test as a risk marker of 
cardiac ischemia in MI patients. The SPECT was 
used as a reference method.

Material and methods

Examined patients

The study group consisted of 33 patients after 
myocardial infarction. The characteristics of the 
group are shown in Table I.

Patients eligible for this study had current in-
dications for the diagnosis of coronary artery dis-
ease using the cardiac SPECT examination. The 
TWA recordings were made during the stress test 
on a cycle ergometer, which is part of the SPECT 
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Figure 1. Fragment of ECG signal with present T-wave alternans phenomenon
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protocol. All the patients gave their consent to 
be included in the study. The study was carried 
out at the Central Clinical Hospital of the Medi-
cal University of Warsaw. The examinations were 
approved by the University Bioethics Committee.

Signal measurement and analysis

The ECG signals were recorded using Active-Two, 
a  multi-lead ECG system (Biosemi, Amsterdam, 
Netherlands). Sixty-four active electrodes were 
positioned according to the University of Amster-
dam system [16]. The applied electrode arrange-
ment is shown in Figure 2.

The ECG signals were acquired during the stress 
test carried out on the cycle ergometer in an un-
shielded room in the hospital. The stress test pro-
tocol started with the initial load of 50 W, which 

was then increased by 25 W every 2 min. For the 
study of T-wave alternans this protocol was mod-
ified. At the moment of obtaining a heart rate of 
100 beats per minute the standard stress test pro-
tocol was interrupted for 2 min. At that time, the 
load was manually adjusted in such a way as to 
obtain a constant heart rate of 100 beats per min 
(±5 beats per minute). For the assessment of the 
T-wave alternans testing results, a part of the elec-
trocardiogram recorded during manual control was 
subjected to further analysis. The fluctuations of 
the isoelectric line were eliminated from the ECG 
using the third-degree polynomial method [17]. 
The QRS complex was detected by the algorithm 
developed by Jiapu Pan and Willis Tompkins [18]. 
The location of the T-wave was determined based 
on an array of data describing the relationship be-
tween the QT and RR times [19]. All the disrupted 

Table I. The study group of patients after myocardial infarction 

Number of 
patients

Age Left ventricular 
ejection frac-
tion (LVEF)

LVDD BMI STEMI NSTEMI

LVEF ≤ 40 10 69 (SD 8.59) 36.70 (SD 3.83) 5.13 (SD 0.81) 26 (SD 3.65) 8 (80%) 2 (20%)

LVEF > 40 23 58 (SD 8.45) 52.78 (SD 7.05) 5.00 (SD 0.57) 28 (SD 4.13) 19 (83%) 4 (17%)

p < 0.005 p < 0.005 NS NS

Figure 2. Arrangement of ECG electrodes 
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cycles were eliminated from the recorded ECG sig-
nal. The alternans ratio was determined using the 
spectral method with incoherent averaging. The 
power spectrum was determined separately for 
the data vectors of the consecutive time synchro-
nized T-wave samples (a  single vector describes 
changes in the amplitude of a determined T-wave 
sample in the consecutive heart beats). The cu-
mulative power spectrum was obtained by aver-
aging the squares of the FFT modules calculated 
for each vector (the spectra of vectors containing 
signals of alternans for the consecutive samples 
of the analyzed T-waves were averaged). The am-
plitude of T-wave alternans in the cumulative pow-
er spectrum was represented by a spectrum band 
with the frequency of 0.5 cycles/beat. The T-wave 
alternans coefficient (AR) was determined accord-
ing to the formula:

 AR = ;
P0.5 – noise

σ
noise

where: P
0.5

 is the power of the signal at the 
TWA frequency of 0.5 cycles/beat; noise, σ

noise
 re-

spectively, are the mean and the standard devia-
tion of the power of noise assessed in the window 
of the cumulative power spectrum located outside 
the alternans frequency band (from 0.35 to 0.45 
cycles/beat).

The value of the T-wave alternans coefficient 
equal to or greater than 2.5 [a.u.] indicates the 
detection of a diagnostically relevant T-wave alter-
nans [7]. The values of the T-wave alternans coef-
ficients were determined independently in all the 
64 leads. 

The exercise stress test was continued until 
a diagnostic result was obtained [18]. The result 
was classified as non-diagnostic when it was nec-
essary to interrupt the test. The stress test was 
classified as positive in the case of:
•  lowering of the ST segment by 0.1 mV (60 ms 

after the J point) or more in two adjacent leads, 
•  elevation of the ST segment by 0.2 mV, 
•  the occurrence of chest pain, 
•  the occurrence of ischemia symptoms, 
•  the necessity of test interruption at a low load, 
•  instances of life-threatening cardiac arrhythmias.

All patients underwent myocardial perfusion 
scintigraphy to have the myocardial blood supply 
assessed at rest and during stress testing. The 
SPECT data were acquired 60 min after intrave-
nous administration of 500–740 MBq techne-
tium-99m MIBI. The radiopharmaceutical, with 
myocardial distribution proportional to the blood 
supply, was injected during the stress test at the 
time of maximum effort. The images were acquired 
with the aid of a two-head gamma camera (Vari-
cam Elscint) for 20 s in 32 steps between the right 
anterior 45° and left posterior 45° (zoom 1.28)  

then stored in a 64 × 64 matrix. Transverse slices of 
acquired data were reconstructed by filtered back 
projection using a Butterworth filter order 5 and 
cut-off frequency of 0.35 Nyquist. Images were 
re-orientated according to the long axis of the left 
ventricle. The test was considered positive if the 
myocardial reversible perfusion defect was greater 
than 10% of the muscle of the left ventricle. 

Results

The distribution of the diagnostically relevant 
T-wave alternans coefficients obtained from the 
electrocardiographic maps for selected patients 
is shown in Figure 3. Only coefficients with val-
ues above the threshold of diagnostically relevant 
T-wave alternans (2.5 [a.u.]) are presented.

There were maps for patients in whom the value 
of the T-wave alternans coefficient exceeded the 
aforementioned diagnostic threshold in at least 
one electrocardiographic lead. The analysis of the 
T-wave alternans testing results showed that a di-
agnostically relevant value of the alternans coeffi-
cient most frequently occurred in leads 30 and 60. 
The study group was divided into two subgroups: 
TWA (+) – the patients in whom the value of the 
T-wave alternans coefficient exceeded 2.5 [a.u.] 
in at least one lead; and TWA (–) – the patients 
in whom the value of the T-wave alternans coeffi-
cient was below the medical diagnostic threshold. 
There was a maximum value of the T-wave alter-
nans coefficient calculated in one of the 64 leads, 
determined independently for each patient. 

In all analyzed signals from the patients from 
the study group three tests were performed: 
T-wave alternans analysis, stress test and SPECT 
examination. The results were classified as positive 
(in the case of TWA medically significant T-wave 
amplitude alternations were detected; in the case 
of stress test and SPECT myocardial ischemia was 
detected) or negative (abnormalities were not 
detected). The results were marked respectively 
1 and 0 and comparison of the results was per-
formed. Detection compatibility was marked as 
positive when two results were positive (1 s). The 
data about positive detections and detection com-
patibility are shown in Table II.

Discussion 

The development of high-resolution measure-
ment techniques and computer-assisted advanced 
analysis of the ECG data allowed for accurate as-
sessment of abnormalities in different parts of the 
ECG and their relations to heart disease. Unfor-
tunately, ventricular repolarization abnormalities, 
reflecting pathological T-wave changes, are still 
poorly understood. The most common method of 
ventricular repolarization analysis is the measure-
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ment of the QT interval. This test does not give 
any information about its instantaneous abnor-
malities, which may occur without significant pro-
longation of the QT interval, though it determines 
the total duration of ventricular repolarization. 
The major problem in this measurement is to en-
sure the accuracy and repeatability of determining 
the T-wave end and its relation to HR. 

The SPECT test was used in our study for the 
evaluation of ischemia in patients after myocardi-
al infarction. The stress test was performed during 
the stress part of SPECT. At that time, the T-wave 
alternans test was being carried out as well. It was 
necessary because TWA is a phenomenon strong-
ly dependent on heart rate. To diagnostically eval-
uate the T-wave alternans test results, it is neces-

sary to carry out ECG recordings at the heart rate 
of 100 beats per minute.

The analysis of the maps of T-wave alternans 
coefficient values showed strong differentiation 
in the level of the received TWA signals on the 
location of the receiving electrode on the thorax. 
In some of the examined patients the T-wave al-
ternans would not have been detected using the 
traditional standard twelve-lead system, as a di-
agnostically important signal level was recorded 
in the leads outside the standard layout [20–22].

It should be stressed that multiple lead electro-
cardiography, like the commonly used standard 
ECG, is non-invasive, safe and inexpensive for the 
patient. It can be assumed that the location of the 
infarction scar on the heart has a strong influence 

Figure 3. Maps of alternans coefficient values on the thorax of the selected patients with diagnostically relevant 
T-wave alternans
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Table II. Results of T-wave alternans test, ECG stress test and SPECT and detection compatibility

Positive test result Detection compatibility

T-wave alternans 
(TWA)

Stress test 
(ST)

SPECT TWA vs. SPECT TWA vs. ST ST vs. SPECT

LVEF ≤ 40 7 (70%) 5 (50%) 6 (60%) 7 (70%) 6 (60%) 5 (50%)

LVEF > 40 8 (35%) 12 (52%) 12 (52%) 11 (48%) 9 (39%) 13 (57%)

on the strength of the received T-wave alternans 
signal for specific locations of the electrodes. 

The comparison of the results of the T-wave al-
ternans test with the stress test result and then 
with the SPECT test result showed a  significant 
correlation dependence (respectively 60% and 
70% concordant) in the patients after myocardi-
al infarction and with low left ventricular ejection 
fraction, in contrast to the study performed in 
the patients with a high left ventricular ejection 
fraction (respectively 39% and 48% concordant). 
This may indicate higher detection sensitivity of 
the TWA and SPECT methods in detecting isch-
emia, which is associated with an increased risk 
of life-threatening ventricular arrhythmias. 

The area of ischemia, especially the post-in-
farct scar, may influence the propagation pat-
tern of the depolarization and the repolarization 
waves in the heart muscle. The resulting distur-
bances may create condition blocks and form the 
re-entry-type arrhythmia which may cause car-
diac death. The causes of the T-wave alternans 
in electrocardiograms has not yet been clearly 
defined. It can be assumed that the changes in 
propagation caused by ischemia may create con-
ditions conducive to the formation of TWA. It is 
necessary to carry out long-term observation of 
the patients included in the study group and on 
this basis separate the patients at increased risk 
of ventricular arrhythmia (a classification on the 
basis of previous arrhythmic events or mortality 
in long-term observation). 

In conclusion, the results of the tests carried 
out in the patients with ischemic heart disease 
after myocardial infarction showed a  significant 
correlation of the T-wave alternans and results of 
the ECG stress test and the SPECT test in the pa-
tients with low left ventricular ejection fraction, 
unlike the results obtained in the patients with 
high ventricular ejection fraction. The analysis of 
the electrocardiographic maps showed a  strong 
dependence of this correlation on the T-wave al-
ternans amplitude and location of the ECG mea-
suring electrode on the chest.

The results might suggest that in patients af-
ter myocardial infarction and at increased risk 
for sudden cardiac death, T-wave alternans may 
also provide information about cardiac electrical 
instability associated with ischemia. It can also be 

assumed that the position of the electrode where 
the highest level of the T-wave alternans was de-
tected can indicate the location of the ischemic 
region of the heart.
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