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Abstract

Objectives

The aim of this study was to compare conventional versus steerable catheter guided coro-

nary sinus (CS) cannulation in patients with advanced heart failure undergoing cardiac

resynchronization therapy (CRT).

Background

Steerable catheter guided coronary sinus cannulation could reduce fluoroscopy time and

contrast medium use during CRT implantation.

Methods

176 consecutive patients with ischemic and non-ischemic heart failure undergoing CRT

implantation from January 2008 to December 2012 at the University Hospital of Cologne

were identified. During the study period two concurrent CS cannulation techniques were

used: standard CS cannulation technique (standard-group, n = 113) and CS cannulation

using a steerable electrophysiology (EP) catheter (EPCath-group, n = 63). Propensity-

score matched pairs of conventional and EP-catheter guided CS cannulation made up the

study population (n = 59 pairs). Primary endpoints were total fluoroscopy time and contrast

medium amount used during procedure.

Results

The total fluoroscopy time was 30.9 min (interquartile range (IQR), 19.9–44.0 min) in the

standard-group and 23.4 min (IQR, 14.2-34-2 min) in the EPCath-group (p = 0.011). More

contrast medium was used in the standard-group (60.0 ml, IQR, 30.0–100 ml) compared to

25.0 ml (IQR, 20.0–50.0 ml) in the EPCath-group (P<0.001).
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Conclusions

Use of steerable EP catheter was associated with significant reduction of fluoroscopy time

and contrast medium use in patients undergoing CRT implantation.

Introduction
Cardiac resynchronization therapy (CRT) is recommended in patients with heart failure and
QRS delay [1, 2]. The beneficial effects on morbidity and mortality of CRT have been clearly
demonstrated in several large randomized trials [3–5].

CRT device implantation has been broadly established [6]. Most of the technical implantation
procedure is similar to conventional pacemaker and defibrillator implantation. Atrial and right
ventricular leads and defibrillator coils are implanted in common transvenous pacemaker implan-
tation techniques [7]. The challenging part during CRT device implantation is the coronary sinus
(CS) cannulation and lead positioning for left ventricular pacing. These steps mainly trigger fluo-
roscopy time, contrast medium use and total procedure duration. Alternative CS cannulation and
lead implantation could increase the efficiency, reduce radiation and contrast agent use.

Methods

Inclusion criteria
Patients with transvenous implantation of de novo cardiac resynchronization therapy (CRT)
with or without defibrillator (CRT-D vs. CRT-P) from January 2008 to December 2012 at the
University Hospital of Cologne were identified. All patients had guideline-conform indication
for CRT. Data of experienced physicians, defined as previous implantation of 20 or more CRT
devices, were included. Physician used the EP catheter were confident with EP catheters and
skilled in EP procedures.

Retrograde coronary sinus cannulation
Conventional coronary sinus cannulation was performed using standard, not selectively steerable
preformed sheets, multi purpose or other coronary catheter and different coated wires. This
method was compared with retrograde CS cannulation using full steerable EP catheter (Polaris,
Boston Scientific) electrophysiology catheter and standard sheet (Attain command catheter, Med-
tronic; Fig 1). Intracardial electrographic signals were not used for localization and access the CS.

Data collection and study endpoints
All patients receiving CRT during study period were identified and the electronic patient charts
and implantation records were retrospectively analyzed. During implantation procedure total
fluoroscopy time was electronically calculated and digitally recorded. Contrast medium
amount was manually calculated and digitally recorded. All other procedure relevant data were
covered by implantation sheet.

Ethics
Patients data was anonymized, analyzed retrospectively and de-identified prior to analysis. In
accordance to local law retrospective analysis requires no ethics votum and no written
informed consent. ClinicalTrials.gov Identifier NCT01922544.
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Statistical methods
Qualitative variables were summarized by count (percentage), quantitative variables by mean
(standard deviation) or median (interquartile range), contingent on distributional characteris-
tics (e.g. skewness). A propensity score, i.e. the probability of having received EPCath, was
derived by multiple logistic regression including the variables age, body-mass-index, ischemic
cardiomyopathy, myocardial infarction number of implanted leads and use of defibrillator.
Patients from both treatment groups were then matched on the propensity score with tolerance
±0.05. Groups were compared either by means of exact Fisher, two-sample t-, and exact Wil-
coxon rank sum test (n = 113 vs. n = 63) or exact binomial, paired t-, and exact Wilcoxon
signed rank test (n = 59 pairs), respectively. Calculations were done with SPSS Statistics soft-
ware (IBM Corp., Armonk, NY, USA).

Results
During study period 217 subjects with CRT device implantation were identified. Of these 25
subjects were excluded because of previous device implantation and 16 due to less experienced
physician. 176 subjects were included into analysis. Using propensity score matching data of
59 subjects with conventional implantation (standard-group) and 59 subjects undergoing CS
cannulation using a steerable EP catheter (EPCath-group) were identified for comparison
(Fig 2).

Fig 1. Original X-ray showing CS cannulation in LAO 30° view. 1. A.1-3. Standard cannulation technique using preformed sheets and hydrophilic wire.
B.1-3. Steerable EP catheter with exact cannulation. C.1-2.CS angiogram and coronary wire guided LV-lead positioning.

doi:10.1371/journal.pone.0143292.g001
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Demographic data of subjects pre- and post-matching are shown in Table 1. In most sub-
jects right atrial, right ventricular and coronary sinus leads were implanted (74.6% in the Stan-
dard-group vs. 71.2% in the EPCath-group; p = 0.82).

Total fluoroscopy time was significantly lower in the EPCath-group compared to standard-
group (23.4 min (IQR, 14.2 to 34.2) vs. 30.9 min (IQR, 19.0 to 44.0 min) p = 0.011; Table 2).
Less contrast agent was used during implantation in the EPCath-group (25.0 ml (IQR 20.0 to
50.0 ml) compared to conventional-group (60.0 ml (IQR 30.0 to 100.0 ml; p<0.001; Table 2).
Overall success rate of complete CRT implantation was 93.2% (EPCath-group) vs. 89.8% (stan-
dard-group; p = 0.75). In four subjects in the EPCath-group and in four subjects in the stan-
dard-group CS cannulation was obtained but no adequate LV-lead position could be achieved.

Fig 2. Study flow chart.

doi:10.1371/journal.pone.0143292.g002
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In two subjects in the control-group CS access failed. Major complication like coronary sinus
dissection, pericardial effusion or tamponade did not occur in any subjects.

Discussion
Gaining access to the CS and lead positioning for left ventricular pacing are the most challeng-
ing and time-consuming steps during CRT implantation. Indeed, inability to access coronary
venous system is the most common cause of implant failure [8]. Therefore, new CS cannulation
strategies are required to increase the resynchronization efficiency and to diminish the

Table 1. Demographic data in standard vs. EPCath-group before and after propensity score matching.

Before PS matching After PS matching

Standard-group n = 113 EPCath-group n = 63 p Standard-group n = 59 EPCath-group n = 59 p

Men (%) 33 (29.2) 14 (22.2) 0.38a 15 (25.4) 14 (23.7) 1.00d

Age (years, mean ± SD) 68.8 ± 9.4 68.7 ± 9.6 0.96b 69.0 ± 10.7 68.9 ± 9.8 0.94e

BMI, kg/m2, median (IQR) 25.4 (23.4 to 27.9) 24.8 (23.4 to 27.1) 0.35c 25.7 (23.5 to 27.7) 24.9 (23.4 to 27.3) 0.93f

Ischemic cardiomyopathy (%) 58 (51.3) 33 (52.4) 1.00a 41 (69.5) 33 (55.9) 0.13d

Myocardial infarction (%) 38 (33.6) 25 (39.7) 0.51a 33 (55.9) 25 (42.4) 0.17d

Hypertension (%) 73 (64.6) 38 (60.3) 0.63a 38 (64.4) 36 (61.0) 0.86d

Diabetes mellitus (%) 37 (32.7) 21 (33.3) 1.00a 22 (37.3) 21 (35.6) 1.00d

3-Lead implantation (%) 81 (71.7) 43 (68.3) 0.73a 44 (74.6) 42 (71.2) 0.82d

CRT-D (%) 72 (64.9) 55 (87.3) 0.001a 53 (89.8) 51 (86.4) 0.50d

SD ‘standard deviation’, IQR ‘interquartile range’
a Exact Fisher test
b Two-sample t-test
c Exact Wilcoxon rank sum test
d Exact binomial test
e Paired t-test
f Exact Wilcoxon signed rank test

doi:10.1371/journal.pone.0143292.t001

Table 2. Primary and secondary endpoints in standard vs. EPCath-group before and after propensity score matching.

Before PS matching After PS matching

Standard-group
n = 113

EPCath-group
n = 63

p Standard-group
n = 59

EPCath-group
n = 59

p

Primary endpoints

Total fluoroscopy time (min), median
(IQR)

29.8 (19.2 to 48.6) 23.4 (14.3 to 33.2) 0.005a 30.9 (19.0 to 44.0) 23.4 (14.2 to 34.2) 0.011c

Contrast agent amount (ml), median
(IQR)

60 (30 to 100) 25 (20 to 50) <0.001a 60 (30 to 100) 25 (20 to 50) <0.001c

Secondary endpoint

Success (%) 103 (91.2) 59 (93.7) 0.77b 53 (89.8) 55 (93.2) 0.75d

IQR ‘interquartile range’
a Exact Wilcoxon rank sum test
b Exact Fisher test
c Exact Wilcoxon signed rank test
d Exact binomial test

doi:10.1371/journal.pone.0143292.t002

EP-Catheter Guided CS-Lead Implantation

PLOS ONE | DOI:10.1371/journal.pone.0143292 November 23, 2015 5 / 7



duration and risks of the operation. Three-dimensional electroanatomic mapping or sensor
based electromagnetic tracking systems might be beneficial for CS lead implantation [9, 10].
Both techniques are limited in usability to due the higher costs and availability in catheter labo-
ratories without electrophysiology.

The current study provides the first systematical assessment of steerable catheter cannula-
tion for CS lead implantation. Our single center comparison of two CS probing techniques
demonstrates fast and effective CRT implantation using a steerable electrophysiology catheter.
The technique of CS accessing using steerable catheter is not novel and has been routinely used
during electrophysiological procedures for many years.

In the present study total radiation time was decreased by 24% using steerable EP catheter.
As frequency of cardiac procedures using X-ray radiation are rapidly increasing, limitation of
total radiation time beside other prevention strategies is essential for both, health care employ-
ees and patients. The present study confirms the results demonstrated by Wang et al. where
steerable EP catheter and additional use of intracardial signals has been shown to shorten the
procedure time [11]. Another major issue in cardiovascular interventions is the necessity of
nephrotoxic contrast agent use. Contrast induced nephropathy (CIN) significantly affects mor-
bidity and mortality in patients with impaired renal function [12]. Especially in heart failure
patients reduced ejection fraction has been associated with an increased risk for CIN [13, 14].
In this respect, steerable EP catheter may decrease the rate of contrast-induced complications
in patients undergoing CRT implantation.

In conclusion, using a new steerable EP catheter significantly decreases procedure and fluo-
roscopy times, and may become the new standard during CRT implantation. The retrospective
character of the study might limit the conclusions, although avoiding bias in technique com-
parisons is generally challenging even in prospective randomized trials.
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