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Purpose: The purpose of this study was to evaluate the visual, refractive, and aberrometric 

outcomes as well as the level of patient satisfaction and photic phenomena after myopic laser 

in situ keratomileusis (LASIK) surgery using wavefront-guided (WFG) ablations based on 

measurements obtained with a high-resolution aberrometer.

Patients and methods: This study was a prospective analysis including 253 eyes of 

127 patients (aged between 19 years and 54 years) undergoing WFG LASIK using the STAR 

S4 IR Excimer Laser System combined with the iDesign System and iFS Femtosecond Laser. 

Visual, refractive, and aberrometric outcomes during a 2-month follow-up as well as patient 

satisfaction and photic phenomena were evaluated by means of a questionnaire.

Results: A total of 85% (215/253) and 99% (251/253) of eyes achieved a postoperative 

(Postop) uncorrected distance visual acuity of 20/16 and 20/20, respectively, and all eyes 

achieved an uncorrected distance visual acuity of 20/25. Postop spherical equivalent values were 

within ±0.25 D and ±0.50 D in 97% and 100% of eyes, respectively. Likewise, manifest cylinder 

was ,0.25 D in 97% (245/253) of eyes. A statistically significant reduction was found in the total 

root mean square (P,0.001) and in the level of primary spherical aberration (P=0.001). Postop 

difficulties related to vision were graded as minimal, with low levels of photic phenomena and 

high levels of patient satisfaction. The level of difficulty to perform daily activities and the level 

of glare perceived by patients while driving car were significantly decreased (P,0.001).

Conclusion: WFG LASIK surgery using the technology evaluated is predictable and effective 

for the correction of myopia and leads to high levels of patient satisfaction.

Keywords: LASIK, patient satisfaction, Wave-front guided LASIK, high resolution aberrom-

eter, photic phenomena, glare

Introduction
The use of accurate static references for centration, the improvement of accuracy of 

wavefront aberration measurements, and the refinement of ablation profiles are techno-

logical advances that have led the corneal refractive surgery to a high level of efficacy, 

predictability, and accuracy.1–3 Specifically, these advances have allowed surgeons to 

overcome some limitations concerning the characterization of ocular aberrations and 

therefore to obtain improved outcomes using wavefront-guided (WFG) ablation pro-

files, even in the more complex cases.2,4–6 There is a variety of studies confirming the 

safety and efficacy of WFG laser in situ keratomileusis (LASIK) for the correction of 

spherocylindrical refractive errors with the latest laser platforms as well as the ability 

of these treatments to minimize the induction of higher order aberrations (HOAs) and 

reduce the level of some preexisting HOAs.1–3,5–15
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Although the evidence on the objective improvement in 

visual, refractive, optical, and visual quality parameters with 

WFG treatments is consistent, there is still limited scientific 

evidence on the subjective benefit of these procedures for 

patients in terms of patient satisfaction and reduction of 

photic phenomena. He and Manche16 evaluated patient self-

reported visual symptoms at 1 year after surgery in eyes 

undergoing WFG LASIK and wavefront-optimized (WFO) 

photorefractive keratectomy. The average of all symptoms 

was lower in eyes receiving the WFO treatments, although 

the differences did not reach statistical significance.16 

Yu et al17 found that the rate of visual symptoms, such as 

glare, halo, and night driving difficulty, decreased after 

WFG LASIK. The aim of the current study was to evaluate 

the visual, refractive, and aberrometric outcomes as well 

as the incidence of photic phenomena and the level of 

patient satisfaction after LASIK surgery for the correction 

of myopia using WFG profiles designed according to the 

aberrometric measurements obtained with a new high-

resolution aberrometer.

Patients and methods
Patients
This study was a prospective analysis including 253 eyes of 

127 patients (aged between 19 years and 54 years) undergo-

ing LASIK for the correction of myopia or myopic astigma-

tism. Written informed consent was obtained from all 127 

patients before being enrolled in the study. Subjects were 

informed about his or her rights, the purpose of the study, 

the procedures to be undergone, and the potential risks and 

benefits of participation. The sample included a total of 253 

eyes, with a mean preoperative (Preop) manifest spherical 

equivalent (SE) value of −4.41±1.94 D (range −0.75 D 

to −9.50 D) and a mean cylinder value of −0.85±0.72 D 

(range −4.75–0.00 D). The mean age of patients included in 

the study was 33.7±9.4 years (range 19–54 years).

The Advanced CustomVue platform (Abbott Medical 

Optics Inc, Santa Ana, CA, USA) was used in this study. 

This platform combines the VISX STAR S4 IR Excimer 

Laser System and the new Hartmann–Shack aberrom-

eter iDesign (Abbott Medical Optics Inc). The exclusion 

criteria for the study were hyperopia or hyperopic astig-

matism, a residual corneal stromal bed of ,300 µm after 

programming the laser ablation, age ,18 years, previous 

corneal or intraocular surgery, active ocular pathology, a 

history of uveitis, autoimmune disease, and a history of 

recurrent corneal erosion or epithelial basement dystrophy. 

Users of soft contact lens and rigid gas permeable contact 

lens were asked to remove their lenses at least 2 weeks or 

1 month prior to the Preop examination. All flaps were 

created using the iFS Femtosecond Laser (Abbott Medical 

Optics Inc).

Since the study involved only CE-marked technology and 

all tests performed were within the routine practice of the 

hospital, no ethics committee approval was required.

Clinical protocol
All patients underwent a complete Preop ophthalmological 

examination that included measurement of uncorrected 

distance visual acuity (UDVA), corrected distance visual 

acuity (CDVA), manifest and cycloplegic refraction, bio-

microscopy, corneal topography, ultrasound pachymetry, 

intraocular pressure measurement, aberrometry (4 mm and 

5 mm pupils), and dilated fundoscopy. All patients followed 

the same postoperative (Postop) schedule of visits, includ-

ing 1 day, 1 week, and 2 months after surgery. The Postop 

examinations included UDVA and CDVA, corneal topogra-

phy, biomicroscopy, and intraocular pressure measurement. 

Besides these tests, patient satisfaction and the incidence of 

photic phenomena were evaluated Preop and at 2 months 

postoperatively by means of a self-developed questionnaire. 

Specifically, the patients were asked to score the difficulty 

and complaints associated with some activities as well as 

the incidence of some visual symptoms (scale 0= best score 

and 9= worst score): difficulty with daily activities, dry eye 

problems, problems due to changes in visual performance 

during the day, double image, glare/halos at night, glare/

halos during work, glare/halos during car driving, glare/halos 

while watching TV or working with the computer, and glare/

halos at night when lightened traffic signs are visualized. 

Likewise, the following questions were asked postoperatively 

to assess the level of patient satisfaction with the surgery 

outcome: is visual performance better compared to your 

Preop expectations?, would you do the same surgery again?, 

how satisfied are you with your vision?, did your quality of 

life improve after surgery?, and would you recommend the 

surgery to friends and relatives?

surgery
All surgeries were performed by two experienced refractive 

surgeons (AKD and JR) under topical anesthesia. Treat-

ments were programmed to ensure complete coverage of 

the scotopic pupil, and Preop aberrometric measurements 

obtained with the high-resolution aberrometer iDesign were 

considered for the calculation of the ablation profile that 

was uploaded to the STAR S4 IR Excimer Laser System. 

Corneal flaps were created using the iFS Femtosecond Laser, 

programming flaps with a diameter of 8.9 mm and a depth 

www.dovepress.com
www.dovepress.com
www.dovepress.com


Clinical Ophthalmology 2016:10 submit your manuscript | www.dovepress.com

Dovepress 

Dovepress

2491

WFg lasiK surgery for the correction of myopia

of 110 µm. After the creation of the flap, the laser beam was 

focused on the cornea using the reticule of the microscope 

and then the programmed treatment was applied. Standard 

topical Postop treatment consisting of a combination of 

dexamethasone and gentamicin eye drops four times a day 

for 5–7 days was administered to all patients. Also, patients 

were instructed to use an artificial tear solution at least every 

2 hours on the day of surgery and at least four times a day 

during 1 month.

statistical analysis
SPSS statistics software package Version 19.0 for Windows 

(IBM Corporation, Armonk, NY, USA) was used for 

statistical analysis. The normality of data samples was 

evaluated by means of the Kolmogorov–Smirnov test. 

When parametric analysis was possible, the Student’s 

t-test for paired data was used for comparisons between 

the Preop and Postop data, whereas the Wilcoxon rank 

sum test was applied to assess the significance of such 

differences when parametric analysis was not possible. 

For all statistical tests, a P-value ,0.05 was considered as 

statistically significant.

Results
The sample included a total of 253 eyes, with a mean 

Preop manifest SE value of −4.41±1.94 D (range −0.75 D 

to −9.50 D) and a mean cylinder value of −0.85±0.72 D 

(range −4.75–0.00 D). The mean age of patients included in 

the study was 33.7±9.4 years (range 19–54 years).

Visual and refractive outcomes
The visualization of the data concerning efficacy, predictabil-

ity, and safety was based on the publication of Dupps et al.18 

Figure 1A summarizes the distribution of Postop UDVA at 

2 months after surgery in the sample of eyes evaluated. As 

shown, the percentage of eyes that achieved 20/16, 20/20, 

and 20/25 or better UDVA at 2 months after surgery was 

85% (215/253), 99% (250/253), and 100%, respectively 

(efficacy index 1.15; Figure 1A). Regarding refraction, 

the 2-month Postop manifest SE and cylinder values were 

within ±0.25 D in 97% (245/253) of eyes (Figure 1). All eyes 

had a 2-month Postop SE and cylinder values within ±0.5 D 

(Figure 1D and E). Concerning safety, all eyes maintained 

CDVA or gained one LogMAR line (safety Index 1.15; 

Figure 1B). The reduction of the SE value achieved after 

surgery was statistically significant (Preop: −4.43±1.88 D 

vs −0.03±0.12 D, P,0.001). Figure 1C shows the achieved 

SE correction at the end of the follow-up plotted against the 

intended. A strong and statistically significant correlation 

was found among the achieved and the intended correction 

(r=0.998, P,0.01). Figure 1E shows that Postop results 

stayed stable over 2 months.

aberrometric outcomes
Figure 2 summarizes the corneal aberrometric outcomes 

obtained in the analyzed sample. As shown, a statistically 

significant reduction was found in the total root mean square 

(RMS) value (P,0.001). A significant reduction was also 

observed in the Zernike term corresponding to the primary 

spherical aberration (P=0.001). In contrast, a small but sta-

tistically significant change was observed in the RMS value 

corresponding to higher aberrations (P,0.001).

Patient satisfaction and photic 
phenomena
A total of 80 patients finally answered the subjective ques-

tionnaire evaluating subjectively the patient vision and the 

incidence of photic phenomena. Table 1 shows the Preop 

and 2-month Postop results obtained with this subjective 

questionnaire. In general terms, Postop difficulties related 

to vision were graded as minimal, with low levels of photic 

phenomena (Table 1). Furthermore, there was a significant 

decrease in the level of vision-related difficulty to perform 

daily activities as well as a significant decrease in the level 

of glare perceived by patient while driving car (P,0.001) 

with surgery (Table 1).

Besides all these questions about Preop and Postop 

patient vision and photic phenomena perception, the patients 

were asked postoperatively about their satisfaction with 

the surgery outcome. The following mean scores (scale 

from 0 to 9; 0= completely false, 9= completely true) were 

obtained: 8.59 (SD 0.84; median 9.00, range 5–9) for “Is 

visual performance better compared to your expectations?”, 

8.47 (SD 1.76; median 9.00, range 0–9) for “Would you do 

the same surgery again?”, 8.71 (SD 0.58; median 9.00, range 

7–9) for “How satisfied are you with your vision?”, 8.80 

(SD 0.59; median 9.00, range 6–9) for “Did your quality 

of life improve after surgery?”, and 8.74 (SD 0.69; median 

9.00, range 6–9) for “Would you recommend the surgery to 

friends and relatives?”.

Discussion
This study evaluated the performance in terms of visual, 

refractive, and aberrometric outcomes of myopic WFG 

LASIK using a high-resolution wavefront sensor. The effi-

cacy of the surgery was good in the sample evaluated, with 

20/20 UDVA achieved in almost all cases (99% [250/253]) 

and visual acuity beyond 20/20 reported in a high percentage 
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Figure 1 standard graphs reporting refractive surgery outcomes.
Notes: (A) Uncorrected distance visual acuity, (B) change in corrected distance visual acuity, (C) se attempted vs achieved, (D) se refractive accuracy, and (E) refractive 
astigmatism.
Abbreviations: se, spherical equivalent; Postop; postoperative; Preop; preoperative; CDVa, corrected distance visual acuity.
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Figure 2 Preop and 2-month Postop data in the analyzed sample.
Abbreviations: Preop, preoperative; Postop, postoperative; rMs, root mean square; hOa, higher order aberration; Z(4,0), Zernike coefficient with its sign corresponding 
to the primary spherical aberration.

Table 1 Preoperative and 3-month postoperative results

Question Preoperative score
mean (SD)
median (range)

3-month postoperative score
mean (SD) 
median (range)

P-value

Difficulties with daily activities 1.90 (2.06)
1.00 (0.00 to 8.00)

0.40 (0.80)
0.00 (0.00 to 4.00)

,0.001

Dry eye problems 1.83 (2.28)
1.00 (0.00 to 8.00)

2.15 (1.85)
2.00 (0.00 to 8.00)

0.460

Problems due to change of visual 
performance during the day

1.06 (1.52)
0.00 (0.00 to 7.00)

0.78 (1.30)
0.00 (0.00 to 6.00)

0.107

Double image 0.13 (0.77)
0.00 (0.00 to 6.00)

0.14 (0.45)
0.00 (0.00 to 2.00)

0.894

glare at night 2.05 (2.13)
2.00 (0.00 to 7.00)

1.90 (1.86)
2.00 (0.00 to 8.00)

0.187

glare during work 0.57 (1.19)
0.00 (0.00 to 6.00)

0.40 (0.82)
0.00 (0.00 to 3.00)

0.192

glare during car driving 3.16 (2.18)
3.00 (0.00 to 9.00)

2.31 (1.87)
2.00 (0.00 to 8.00)

,0.001

glare while watching TV/PC 0.79 (1.49)
0.00 (0.00 to 7.00)

0.47 (0.95)
0.00 (0.00 to 6.00)

0.064

Glare when read lightened traffic 
signs at night

1.55 (2.04)
1.00 (0.00 to 8.00)

1.33 (1.57)
1.00 (0.00 to 8.00)

0.192

halos in the night 1.39 (1.94)
0.00 (0.00 to 7.00)

1.63 (2.03)
1.00 (0.00 to 9.00)

0.715

halos during work 0.23 (0.71)
0.00 (0.00 to 4.00)

0.32 (1.20)
0.00 (0.00 to 9.00)

0.495

halos when driving car 2.00 (2.01)
1.00 (0.00 to 7.00)

2.01 (2.03)
2.00 (0.00 to 9.00)

0.237

halos when watching TV/PC 0.35 (0.83)
0.00 (0.00 to 4.00)

0.46 (1.35)
0.00 (0.00 to 9.00)

0.161

Halos when reading traffic sign 
in the night

1.25 (1.85)
0.00 (0.00 to 7.00)

1.32 (1.86)
1.00 (0.00 to 9.00)

0.388

Notes: Preoperative and 3-month postoperative results obtained with the subjective questionnaire used to evaluate subjectively the level of patient’s vision and the incidence 
of photic phenomena in the iDesign group (scale from 0 to 9; 0= best score, 9= worst score).
Abbreviation: sD, standard deviation.

www.dovepress.com
www.dovepress.com
www.dovepress.com


Clinical Ophthalmology 2016:10submit your manuscript | www.dovepress.com

Dovepress 

Dovepress

2494

Moussa et al

of cases (84% [213/253]). This is consistent or even better 

than the results of previous series evaluating the visual per-

formance after myopic LASIK surgery with different laser 

platforms using WFG profiles.2,3,7–15 Tanzer et al10 found a 

percentage of 98% of eyes achieving 20/20 UDVA in a group 

of naval aviators undergoing myopic LASIK with the VISX 

STAR S4 IR. In a study conducted recently by Schallhorn 

et al,2 a total of 93.4% of eyes undergoing WFG LASIK 

for the correction of myopia with the same excimer laser 

platform (VISX STAR S4 IR laser + iDesign aberrometer) 

used in our study achieved 20/20 UDVA postoperatively. 

Percentages of eyes with 20/20 UDVA after WFG LASIK 

ranging from 80% to 95% have been reported for other exci-

mer laser platforms.3,12,15,17 Likewise, our results are better 

than those obtained with the same excimer laser used in our 

study using an aberrometer of lower resolution (WaveScan; 

AMO, Abbott Medical Optics Inc.) for the characterization 

of ocular aberrations.9,14 It should be considered that the 

WaveScan system is a Hartmann–Shack aberrometer that 

captures an average of 240 data points for a 7.0-mm pupil, 

whereas the iDesign aberrometer is an improved version of 

this system, allowing the analysis of 1,257 data points for a 

7.0-mm pupil. Indeed, significant differences in the measure-

ments of refraction and ocular aberrations obtained with these 

two aberrometers have been previously reported.5

Regarding refraction, an excellent level of predict-

ability of the refractive correction was achieved, with 97% 

(245/253) of eyes with a 2-month Postop manifest SE value 

within ±0.25 D of emmetropia and a manifest cylinder 

value of 0.00 D or 0.25 D. All eyes showed a Postop SE 

value within ±0.50 D of emmetropia. This excellent level 

of predictability is similar to that obtained with the same 

laser technology and better than those obtained with WFG 

LASIK based on measurements obtained with other types 

of aberrometers.2,3,7,9,12,15,17 Specifically, 83.9%, 88.0%, and 

86.5% of eyes within ±0.50 D have been reported by Wu 

et al,3 Taneri et al,12 and Ryan and O’Keeffe15 after WFG 

LASIK using other laser platforms. This suggests that the 

resolution of the aberrometer used for planning the WFG 

ablation profiles in our study has a crucial role in the achieve-

ment of a better level of predictability of the refractive cor-

rection. Indeed, there is some scientific evidence showing the 

high control of HOAs and excellent refractive predictability 

achieved with WFG LASIK treatments performed using the 

excimer laser and the high-resolution Hartmann–Shack aber-

rometer used in the current study.2,7 The control of potential 

torsional misalignments of the laser platform evaluated has 

been already shown to increase significantly the predictability 

of refractive correction achieved with LASIK as well as to 

reduce the induction of HOAs.19,20 In our series, a significant 

reduction in the total RMS value and the level of spherical 

aberration was observed. Therefore, myopic LASIK treat-

ments with the laser platform evaluated avoid the induction 

of spherical aberration and even reduce this aberration in 

some cases. Other authors have reported no spherical aber-

ration change or minimal increase after WFG LASIK for the 

correction of a similar range of myopic refractive errors.1,10,12,14 

Khalifa et al found in a sample of myopic eyes with SE val-

ues ranging from −6.63 D to 0.00 D that the mean change 

in spherical aberration after WFG LASIK using the STAR 

S4 IR Excimer Laser System combined with the WaveScan 

aberrometer was 0.18 µm (6-mm pupil).14 Mean changes 

of +0.05 µm and +0.01 µm were reported by Tanzer et al10 

and Jabbur et al21 at 3 months and 6 months, respectively, 

both also using the WaveScan aberrometer.10,21 The RMS 

value corresponding to HOAs experienced a statistically 

significant increase but of very small magnitude (0.02 µm) 

and was not clinically relevant considering the variability 

of this parameter in the normal healthy population.22 This 

confirms the ability of the treatment applied for maintaining 

the level of HOAs within a physiological range.22

Besides the visual, refractive, and corneal aberrometric 

outcomes, patient satisfaction and incidence of photic 

phenomena were also evaluated. For such a purpose, a self-

developed questionnaire was designed according to the most 

common complaints and disturbances referred by patients 

after LASIK in our clinical practice. The patients were asked 

to grade different difficulties related to vision and visual 

disturbances using a numerical scale ranging from 0 to 9, 

9 being the worst situation. A significant improvement was 

found in the level of difficulty related to vision to perform 

daily activities as well as in the level of glare perceived by 

patients while driving car. The reduction in vision-related 

difficulty to perform daily activities seems to be related to 

the predictable refractive correction and the corneal aberro-

metric control achieved with the surgery, providing complete 

spectacle independence. The potential contribution of the 

significant improvement in the self-perceived uncorrected 

vision that is referred in some occasions by patients after 

LASIK should also be considered.23 Regarding the reduction 

in the glare perceived while driving car, it may be attribut-

able to the effective control of corneal HOAs, leading to the 

preservation of the optical performance of the eye. Yu et al17 

demonstrated in a comparative study evaluating patient satis-

faction and visual symptoms after WFG and WF-optimized 

LASIK that the rate of visual symptoms such as glare, halo, 

and night driving difficulty decreased postoperatively after 

both treatment protocols. Future studies should be performed 
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to evaluate the correlation between changes in different types 

of HOAs and visual performance after WFG LASIK and 

the reduction in the incidence of photic phenomena with 

the excimer laser technology evaluated. Regarding patient 

satisfaction, it was maximal for most of the patients (close to 

9 that represented the best score), as in previous studies.17,24 

Yu et al found that 95% of patients in a sample of myopes 

undergoing WFG-LASIK were satisfied with the surgery 

and would recommend the procedure to a friend or family 

member.17 Awwad et al24 found a significant improvement 

in the quality of life after WFG-LASIK for the correction of 

myopic refractive errors between −1.00 D and −7.50 D, with 

the main changes pertaining to psychological well-being and 

social role, more than the changes in visual function.

Conclusion
WFG LASIK using the excimer laser technology evalu-

ated combined with the high-resolution aberrometer is 

predictable and efficacious for the correction of myopia or 

myopic astigmatism. The high-level refractive correction 

and ocular optics lead to high levels of patient satisfaction 

and minimal incidence of Postop photic phenomena. Further 

studies about the correlation of the visual, refractive, and 

aberrometric benefits of WFG treatments with the level of 

patient satisfaction and photic phenomena perception with 

a longer follow-up should be performed.
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