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Introduction
Intraoral digital radiography has been used widely in 

the field of dentistry. The use of this imaging method may 
improve the diagnosis of carious lesions. Digital imaging 
modalities eliminate chemical processing and hazardous 
waste materials. Further, the obtained images can be elec-
tronically transferred to other healthcare providers with-

out any alteration of the original image quality.1

A photostimulable phosphor (PSP) system has been re-
ported to be comparable with three different charge-cou-
pled device (CCD) systems2 and conventional film3 in 
the detection of approximal caries. All processes that can 
increase the quality of, save, or in some way, modify dig-
ital images are recognized as acceptable processing oper-
ations. Different image processing methods such as con-
trast and brightness adjustment, histogram equalization, 
and noise reduction have been evaluated in various stud-
ies.4-7 Image enhancement serves as a tool that modifies 
and improves the original version of an image. Increasing 
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contrast, adjusting brightness, and reducing unsharpness 
and noise can improve subjective enhancement. Møystad 
et al.4 revealed that enhanced storage phosphor images 
compared with unenhanced images improved the detec-
tion of approximal caries.

Magnification is another option in digital software that 
can be adjusted. Haak et al.8 have shown that the magni-
fication of images on a cathode ray tube (CRT) monitor 
may significantly influence the observer’s ability to accu-
rately detect approximal caries; further, they have assert-
ed that the image size ratios of 1 : 1 and 1 : 2 produced 
higher diagnostic validity than any other ratio.

In different maxillofacial radiology clinics, various 
processing methods of intraoral radiographs are used for 
the detection of radiographic details. However, there is 
no standard method of image processing that has been 
accepted to improve caries diagnosis, and this is a com-
mon challenge for researchers and dentists. Thus, in view 
of the value that radiological detection of non-cavitated 
proximal caries has and the potential ability to manipulate 
digital radiographs so as to improve the quality of im-
ages, the aim of this study was to assess the influence of 
the changes that different variables such as sharpness and 
enhancement with or without magnification have on the 
accuracy of digital PSP systems in the detection of cari-
ous lesions.

Materials and Methods
This in vitro study was performed on 48 posterior teeth 

(96 proximal contacts) that had been extracted during 
orthodontic or periodontologic treatment with caries-free 
or carious proximal surfaces; this set of teeth included 
24 premolars and 24 molars. Recurrent caries were artifi-
cially built in a number of teeth (19 surfaces) by leaving 
caries therein following cavity preparation or by applying 
a wax layer (thickness: approximately 1 mm) on the re-
maining caries undergoing restoration. The teeth were set 
in six different plaster models to reconstruct anatomical 
proximal contacts. Each pair of these plaster models of 
the upper and lower jaws occluded each other.

Then, six bitewing radiographs were taken using a PSP 
sensor (Digora, Soredex, Helsinki, Finland) having exposure 
parameters of 70 kVp, 7 mA, and 0.16 s, and subsequently, 
exposed by a Miniray intraoral X-ray unit (Soredex, Helsinki, 
Finland). A bitewing film holder (Kerr Hawe SA, Bioggio, 
Switzerland) was used for sensor posi tioning (Fig. 1). The 
image files were scanned with a Digora Optime image 

reader device (Digora, Helsinki, Finland) and were pro-
cessed using Scanora version 0.8 software (Digora, Helsin-
ki, Finland) in six digital processing steps and later saved 
as JPG images. 

All originally captured images were processed using a 
six-step method as follows: (1) applying the “Sharpening 
2” and one-time “Noise Reduction” processing options 
to the original images (Figs. 2A and B); (2) applying the 
“Magnification 1:3” option to the image obtained in the 
first step; (3) enhancing the original image by using the 
“Diagonal/” option (Fig. 3A); (4) reviewing the chang-
es brought about by the third step of image processing 
and then applying “Magnification 1:3” to the image ob-
tained in the third step (Figs. 3A and B); (5) applying the 
“Sharpening UM” option to the original image; and (6) 
analyzing the changes brought about by the fifth step of 
image processing, and finally, applying “Magnification 
1:3” to the image obtained in the fifth step. The images 
processed in each step were saved in separate folders. 

It should be noted that “Sharpening 2,” “Noise Reduc-
tion,” “Diagonal/,” and “Sharpening UM” are process-
ing functions in the Scanora 0.8 software. For example, 
“Sharpening” induces the sharpening of the original im-
age and has values ranging from 1 to 4 with the highest 
value designated as “Sharpening UM” (Fig. 4). 

The three observers, who are specialists in the field of 
operative dentistry with over four years of experience 
each, reviewed and evaluated the resulting images after 
a mean interval of three days on a 17-inch monitor (Dell, 
Round Rock, TX, USA). The observers had unlimited 
viewing time and recorded their opinions concerning 

Fig. 1. Photograph shows the film positioning and tube setting 
method.
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the presence or absence of decay, on specially designed 
forms by using a four-point scoring system (1. definitely 
not caries; 2. probably not caries; 3. probably caries; 4. 
definitely caries). During the statistical analysis, observer 
scores of 1 and 2 signified the absence of caries (0) and 
the scores of 3 and 4 indicated the presence of caries (1). 
The detected dental caries were classified and numbered 
as (1) enamel, (2) dentine, or (3) recurrent.

After the images were viewed, the teeth were subse-
quently sectioned for a histological analysis to serve as 
the gold standard for radiographic examination by using 
a generic metal disc and a micromotor handpiece rotor 
M45 (Marathon, Henan, China) at a speed of 35,000 rpm; 
the disc and the rotor were perpendicular to the occlusal 

surface in the mesiodistal dimension.
The samples were then examined using a stereomicro-

scope (Olympus SZ X12, Tokyo, Japan) that had a magni-
fication power of 8 ×  to 50 × . In this study, the data were 
transferred to IBM SPSS Statistics for Windows version 
19 software (IBM Corp., Armonk, NY, USA) for statisti-
cal analysis. A chi-squared test was used to determine and 
compare the diagnostic accuracy level of the three ob-
servers. Diagnostic accuracy indices including sensitivity, 
specificity, and positive and negative predictive values 
were determined. Cohen’s kappa test was used to deter-
mine the observer agreement. Statistical significance was 
considered to be less than 0.05 (p<0.05).

Fig. 2. Selection of the “Sharpening 
2” option for the original image (A), 
and then, application of the “Noise 
Reduction” feature once (B).

A B

Fig. 3. Enhancement of the original 
image by selecting the “Diagonal/” 
option (A), and then, application of 
“Magnification 1:3” (B).

A B

Fig. 4. Selection of the “Sharpening 
2” option.
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results
This in vitro study was performed on 96 proximal con-

tacts of 48 extracted teeth to evaluate the effects of a six-
step digital processing method on the diagnostic accuracy 
of detecting non-cavitated proximal caries on PSP imag-
es. 

The results of the microscopic evaluation revealed that 
69.8% of the sample contact points had dental caries. Ena-
mel, dentine, and recurrent carious lesions were reported 
at a frequency of 29.85%, 46.27%, and 23.88%, respec-
tively.

The observers’ diagnostic accuracy as observed during 
the six different processing steps is presented in Table 1. 
The lowest and highest diagnostic accuracy levels were 
reported at the fourth and the sixth steps. The overall ac-

curacy level was determined to be 41.7% on the basis of 
the 576 proximal contact reports filed by the three observ-
ers. The accuracy levels of these three observers ranged 
from fairly weak (18.8) to intermediate (54.2) at various 
steps, and the differences were deemed to be statistically 
significant (p = 0.0001). As shown in Table 1, Step 4 was 
the only step in which a statistically significant difference 
was determined compared to all the other steps (p<0.05).

As presented in Table 2, the sensitivity, specificity, pos-
itive predictive, and negative predictive values were high-
er for Observers 1 and 2 at the sixth step.

Kappa values were divided into six categories accord-
ing to the level of observer agreement (Table 3). Accord-
ing to Cohen’s kappa test (Table 4), the high levels of 
agreement were noted between Observers 1 and 2 and 
between Observers 1 and 3 at the sixth step (that is, kappa 

Table 1. Comparison of the diagnostic accuracy of three observers at different steps of digital photostimulable phosphor system image 
processing in the detection of proximal caries.

    Step Accuracy (%) Step 2 Step 3 Step 4 Step 5  Step 6 Total

1 42.7 0.49 0.3 0.001*  0.25 0.11 
2 47.9  0.08 0.001* 0.67 0.39 
3 35.4   0.01* 0.03 0.01 0.0001
4 18.8    0.001 0.001 
5 51.0     0.67 
6 54.2

Overall 41.7

*p<0.05

Table 2. Diagnostic accuracy indices at different digital image processing steps (%).

Step Observer Sensitivity Specificity Positive predictive value Negative predictive value

1 1 34.33 96.55 95.83 38.89
 2 28.36 93.10 90.48 36.00
 3 31.34 100.00 100.00 38.67
2 1 43.28 96.55 96.67 42.42
 2 37.31 89.66 89.29 38.24
 3 44.78 100.00 100.00 43.94
3 1 29.85 100.00 100.00 38.16
 2 26.87 89.66 85.71 34.67
 3 38.81 93.10 92.86 39.71
4 1 58.21 20.69 62.90 17.65
 2 32.84 82.76 81.48 34.78
 3 43.28 96.55 96.67 42.42
5 1 47.76 89.66 91.43 42.62
 2 46.27 89.66 91.18 41.94
 3 47.76 96.55 96.97 44.44
6 1 52.24 96.55 97.22 46.67
 2 38.81 100.00 100.00 41.43

 3 47.76 96.55 96.97 44.44
Total 1 44.28 83.33 85.99 39.30
 2 35.07 90.80 89.81 37.71
 3 42.29 97.13 14.97 42.14
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values of 0.70 and 0.73, respectively). The highest agree-
ment was obtained between Observers 2 and 3 at the fifth 
step (kappa value = 0.76). The agreement level as deter-
mined by the corresponding kappa value was deemed 
good at the sixth step for all observers.

However, according to de Paola and Alman,9 the percen-
tage agreement level tends to be higher when a caries-free 
surface is included in the calculation of a specific agree-
ment level. Thus, in our study, the consistency ratio (CR) 
was used. According to Table 5, the rate of agreement was 
the highest between each pair of observers at Step 6 for 
the detection of caries. The agreement level of our three 
observers with respect to the detection of the various types 
of dental caries is shown in Table 6. Overall, the inter-ob-
server agreement at Step 2 for all types of caries was high-
er than at the other steps of PSP image processing.

discussion
Radiography is a standard diagnostic tool used for the 

evaluation of approximal caries that are not readily visible 
by dental practitioners. Digital radiography is a relatively 
new diagnostic method; recently, this method has been 

used increasingly in dental clinics.
Radiography and clinical findings are considered to be 

routine diagnostic tools in the diagnosis of approximal 
caries. Unfortunately, currently, there is no relatively sen-
sitive or precise method available for the early detection 
of caries. Detection of a non-cavitated lesion in the early 
stage is crucial for preventing the progression of the car-
ious lesion and for preserving the tooth structure through 
conservative but not restorative treatment.10-12 

In a study by Syriopoulos et al. on the radiographic 
detection of approximal caries by comparing dental films 
with digital systems, the ability of dentists to recognize 
caries, and not the imaging modality, was the main vari-
able.13 Therefore, in our investigation, we used three 
observers who had both the same specialty and more than 
four years of experience of caries detection. By impos-
ing these criteria, we could reduce observer variation in 
the detection. Hintz et al. have suggested that stereomi-
croscopy is the most reliable method to validate various 
studies on the accuracy of caries detection.14 Therefore, 
evaluation of sectioned teeth by stereomicroscopy is rec-
ommended to ensure the accuracy of caries detection.

Møystad et al. have compared X-ray films with en-
hanced and unenhanced storage phosphor images and 

Table 3. Levels of observer agreement according to the kappa value analysis.

  Agreement Poor Fair Moderate Good Excellent

Kappa value <0.20 0.20-0.40 0.41-0.60 0.61-0.80 0.81-1.00

Table 4. Inter-observer agreement in the evaluation of approximal 
caries at various image processing steps (kappa value and standard 
error).

Steps Observers 1-2 Observers 1-3 Observers 2-3

1 0.44 (0.08) 0.58 (0.08) 0.54 (0.08)
2 0.55 (0.08) 0.65 (0.07) 0.55 (0.08)
3 0.52 (0.09) 0.41 (0.09) 0.37 (0.09)
4 0.12 (0.06) 0.16 (0.07) 0.32 (0.09)
5 0.58 (0.08) 0.63 (0.08) 0.76 (0.06)
6 0.70 (0.07) 0.73 (0.07) 0.75 (0.07)

Table 5. Consistency ratio (%) for the evaluation of the presence 
of approximal caries.

Step Observers 1 and 2 Observers 1 and 3 Observers 2 and 3

1 60.71 60.71 61.54
2 56.76 76.47 61.11
3 46.43 37.14 36.11
4 30.00 36.23 34.09
5 64.29 61.90 81.08
6 71.43 76.32 72.73

Table 6. Inter-observer agreement according to the type of dental 
caries detected (kappa value and standard error).

Step   Caries Observers 1-2 Observers 1-3 Observers 2-3

1 Enamel 0.01 (0.01) 0.01 (0.01) 0.01 (0.01)
 Dentine 0.66 (0.14) 0.87 (0.09) 0.66 (0.14)
 Recurrent 0.60 (0.24) 0.61 (0.24) 1.00 (0.00)
2 Enamel 1.00 (0.00) 0.48 (0.31) 0.48 (0.31)
 Dentine 0.71 (0.13) 0.73 (0.13) 0.57 (0.15)
 Recurrent 1.00 (0.00) 1.00 (0.00) 1.00 (0.00)
3 Enamel 1.00 (0.00) 1.00 (0.00) 0.32 (0.24)
 Dentine 0.68 (0.14) 0.47 (0.15) 0.33 (0.16)
 Recurrent 1.00 (0.00) 0.32 (0.19) 0.32 (0.19)
4 Enamel 1.00 (0.00) 0.38 (0.28) 0.38 (0.28)
 Dentine 0.67 (0.13) 0.58 (0.15) 0.62 (0.14)
 Recurrent 0.77 (0.22) 0.77 (0.22) 1.00 (0.00)
5 Enamel 0.39 (0.28) 0.29 (0.18) 0.31 (0.24)
 Dentine 0.53 (0.15) 0.58 (0.14) 0.58 (0.15)
 Recurrent 0.30 (0.28) 0.30 (0.28) 0.61 (0.24)
6 Enamel 0.65 (0.23) 0.30 (0.25) 0.49 (0.32)
 Dentine 0.68 (0.14) 0.85 (0.10) 0.69 (0.14)
 Recurrent 0.46 (0.26) 0.77 (0.22) 0.61 (0.24)



The effects of noise reduction, sharpening, enhancement, and image magnification on diagnostic accuracy of a photostimulable phosphor system...

- 86 -

have shown that the enhancement of PSP images im-
proved the detection of approximal caries.4 An additional 
study on the effect of image magnification on the diagnos-
tic accuracy of approximal caries has also revealed that 
magnified PSP images had a higher diagnostic accuracy 
level than the unmagnified form.3 

In the present study, the overall diagnostic accuracy 
level of approximal caries was 41.7%, ranging from weak 
to intermediate. In fact, the application of different digital 
processing methods did not increase the diagnostic accu-
racy. The reasons for this finding could be related to the 
various factors that will be discussed herein. It seems that 
the selection of the type of digital processing method to 
use is somewhat individualized. In this study, the observ-
ers were only allowed to observe radiographs after apply-
ing different processing steps. Our observers had notably 
more experience in assessing conventional radiographs 
than in evaluating PSP images. Accordingly, the observers 
primarily used a combination of radiographic and clinical 
findings even though the use of only radiographic images 
would have been effective in the detection of caries. An-
other reason for the decreased diagnostic accuracy is that 
the actual depth of a carious lesion is often deeper than 
that seen radiographically, and this is attributed to the fact 
that carious lesions confined to the enamel may not be 
obvious until about 30%-40% demineralization has oc-
curred.15

Histological examination of the 96 dental surfaces show-
ed that 30.2% of the surfaces were non-carious. However, 
of the surfaces of carious lesions, 29.85% were confined 
to the enamel, 46.27% extended into the dentinoenamel 
junction (DEJ) and the dentine, and 23.88% were classified 
as recurrent caries. According to Abesi et al.16 and Sene-
adza et al.,17 diagnostic accuracy is related to the depth of 
the carious lesion. In our study, nearly 30% of the carious 
lesions were enamel caries, which could have influenced 
the diagnostic accuracy level, and because these carious 
lesions were not sufficiently deep, the diagnostic accuracy 
decreased. The Yoshiura study has shown that perception 
plays an important role in the diagnosis of approximal car-
ies, and therefore, the diagnostic accuracy is correlated with 
the psychophysical properties of the imaging system,18 thus 
implying that an improvement in the quality of the physical 
image leads to increased diagnostic performance.

The highest diagnostic accuracy level for proximal car-
ies detection was obtained at Step 6 and the second high-
est at Step 5. Therefore, the application of the “Sharp-
ening UM” and “Magnification 1:3” processing options 

improved the accuracy of caries detection. The lowest 
accuracy level was achieved at Step 4 and the second 
lowest at Step 3. This indicates that the application of the 
“Diagonal/” enhancement and “Magnification 1:3” image 
processing options had a lesser effect on the accuracy lev-
el of caries detection.

Most of the magnified digital images processed at Steps 
2 (47.9%) and 6 (54.2%) had significantly higher accu-
racy levels than those in the unmagnified state at Steps 
1 (42.7%) and 5 (51%). These findings are similar to the 
results obtained by Svanaes et al.3 Therefore, our study 
has shown that the 1:3 magnification of digital images can 
influence observer performance in the detection of ap-
proximal caries. 

Overall, diagnostic accuracy indices including the sen-
sitivity, specificity, and positive and negative predictive 
values reveal the highest rank at Step 6 for Observers 1 
and 2 and the second highest at Steps 5 and 6 for Observer 
3. A noteworthy point is that the changes in image quality 
at Step 6 increased the diagnostic accuracy level of all ob-
servers, and this step was the common point of agreement 
for them. Thus, the application of the “Sharpening UM” 
and “Magnification 1:3” processing options increased the 
levels of observer accuracy in the detection of approximal 
caries. 

According to the inter-observer agreement based on 
kappa values, the observer agreement in the evaluation of 
approximal caries was good at Steps 5 and 6. However, 
the agreement levels of each pair of observers based on 
the type of caries revealed that at Step 2, the agreement 
in the detection of enamel and recurrent caries was high-
er than at other steps and with respect to dentine caries, 
was dominant at Step 6. The agreement of observers in 
the diagnosis of dentine caries was moderate to good and 
that in the detection of recurrent caries was moderate to 
excellent. Therefore, various image enhancements and the 
phenomena of digital processing could compensate for the 
low resolution of digital imaging to accurately diagnose 
caries.

In the determination of the observer agreement level, in-
tact surfaces were also included, which led to an increased 
agreement level. Thus, for solving this problem, a CR that 
focused only on carious surfaces was used. In our study, 
the highest CR (%) of the inter-observer agreement was 
reported to range from 0.70 to 0.75 at Step 6. 

In the investigative study by Naitho et al. on the ob-
server agreement in the detection of proximal caries with 
direct digital intraoral radiography, observers were permit-
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ted to change display settings such as brightness and con-
trast in a dark room. The overall kappa value in their study 
was moderate (0.439).19 In our study, the inter-observer 
agreement levels in different steps ranged from moderate 
to good.

In summary, our findings show that the application of 
“Sharpening UM” with the “Magnification 1:3” process-
ing option improved diagnostic accuracy and observer 
agreement as opposed to other image processing proce-
dures.

Acknowledgments
We would like to thank Ms. Julie Monti Safari, a free-

lance English language consultant, for her dedication in 
editing the present article. In addition, we are grateful to 
Dr. Ehsan Kazemnejad, a statistician associated with the 
Guilan University of Medical Sciences, for his help in an-
alyzing the statistical data. Finally, we wish to express our 
gratitude to Mr. Pejman Kiani, a radiographic technician 
at the Guilan University of Medical Sciences Faculty of 
Dentistry, for his support in taking digital images.

references
  1.   White SC, Pharoah MJ. Oral radiology; principles and inter-

pretation. 6th ed. St Louis: Mosby; 2014. p. 41.
  2.   Wenzel A, Borg E, Hintze H, Gröndahl HG. Accuracy of car-

ies diagnosis in digital images from charge-coupled device 
and storage phosphor systems: an in-vitro study. Dentomaxil-
lofac Radiol 1995; 24: 250-4.

  3.   Svanaes DB, Møystad A, Risnes S, Larheim TA, Gröndahl 
HG. Intraoral storage phosphor radiography for approximal 
caries detection and effect of image magnification: compari-
son with conventional radiography. Oral Surg Oral Med Oral 
Pathol Oral Radiol Endod 1996; 82: 94-100.

  4.   Møystad A, Svanaes DB, Risnes S, Larheim TA, Gröndahl 
HG. Detection of approximal caries with a storage phosphor 
system. A comparison of enhanced digital images with dental 
Xray film. Dentomaxillofac Radiol 1996; 25: 2026.

  5.   Shrout MK, Russell CM, Potter BJ, Powell BJ, Hildebolt CF. 
Digital enhancement of radiographs: can it improve caries di-
agnosis? J Am Dent Assoc 1996; 127: 469-73.

  6.   Svanaes DB, Moystad A, Larheim TA. Approximal caries 

depth assessment with storage phosphor versus film radiog-
raphy. Evaluation of the caries-specific Oslo enhancement 
procedure. Caries Res 2000; 34: 448-53.

  7.   Li G, Yoshiura K, Welander U, Shi XQ, McDavid WD. De-
tection of approximal caries in digital radiographs before and   
after correction for attenuation and visual response. An in vi-
tro study. Dentomaxillofac Radiol 2002; 31: 113-6.

  8.   Haak R, Wicht MJ, Nowak G, Hellmich M. Influence of dis-
played image size on radiographic detection of approximal 
caries. Dentomaxillofac Radiol 2003; 32: 242-6.

  9.   de Paola PF, Alman J. Assessment of the reliability of radio-
graphic diagnosis in a clinical caries trial. J Dent Res 1972; 
51: 1431-7.

10.   Crawley DA, Longbottom C, Cole BE, Ciesla CM, Arnone 
D, Wallace VP, et al. Terahertz pulse imaging: a pilot study of 
potential applications in dentistry. Caries Res 2003; 37: 352-9.

11.   Bottenberg P, Jacquet W, Stachniss V, Wellnitz J, Schulte AG. 
Detection of cavitated or non-cavitated approximal enamel 
caries lesions using CMOS and CCD digital X-ray sensors 
and conventional D and F-speed films at different exposure 
conditions. Am J Dent 2011; 24: 74-8.

12.   Behere RR, Lele SM. Reliability of Logicon caries detector in 
the detection and depth assessment of dental caries: an in-vi-
tro study. Indian J Dent Res 2011; 22: 362.

13.   Syriopoulos K, Sanderink GC, Velders XL, van der Stelt PF. 
Radiographic detection of approximal caries: a comparison 
of dental films and digital imaging systems. Dentomaxillofac 
Radiol 2000; 29: 312-8.

14.   Hintze H, Wenzel A, Larsen MJ. Stereomicroscopy, film radi-
ography, microradiography and naked-eye inspection of tooth 
sections as validation for occlusal caries diagnosis. Caries Res 
1995; 29: 359-63.

15.   White SC, Pharoah MJ. Oral radiology; principles and inter-
pretation. 6th ed. St Louis: Mosby; 2014. p. 288. 

16.   Abesi F, Mirshekar A, Moudi E, Seyedmajidi M, Haghanifar S, 
Haghighat N, et al. Diagnostic accuracy of digital and conven-
tional radiography in the detection of non-cavitated approxi-
mal dental caries. Iran J Radiol 2012; 9: 17-21.

17.   Seneadza V, Koob A, Kaltschmitt J, Staehle HJ, Duwenhoeg-
ger J, Eickholz P. Digital enhancement of radiographs for 
assessment of interproximal dental caries. Dentomaxillofac 
Radiol 2008; 37: 142-8. 

18.   Yoshiura K. Image quality assessment of digital intraoral ra-
diography - perception to caries diagnosis. Jpn Dent Sci Rev 
2012; 48: 42-7.

19.   Naitoh M, Yuasa H, Toyama M, Shiojima M, Nakamura M, 
Ushida M, et al. Observer agreement in the detection of prox-
imal caries with direct digital intraoral radiography. Oral Surg 
Oral Med Oral Pathol Oral Radiol Endod 1998; 85: 107-12.


