
Asian J Sports Med. 2016 June; 7(2):e30668.

Published online 2016 June 11.

doi: 10.5812/asjsm.30668.

Research Article

Smartphone and Universal Goniometer for Measurement of Elbow
Joint Motions: A Comparative Study

Behnam Behnoush,1 Nasim Tavakoli,2 Elham Bazmi,3 Fariborz Nateghi Fard,3 Mohammad Hossein
Pourgharib Shahi,4 Arash Okazi,1,* and Tahmineh Mokhtari1

1Department of Forensic Medicine, Medical School, Tehran University of Medical Sciences, Tehran, IR Iran
2Shiraz University of Medical Sciences, Shiraz, IR Iran
3Legal Medicine Research Center, Tehran, IR Iran
4Sports Medicine Research Center, Neuroscience Institute, Tehran University of Medical Sciences, Tehran, IR Iran

*Corresponding author: Arash Okazi, Department of Forensic Medicine, Medical School, Tehran University of Medical Sciences, Tehran, IR Iran. Tel: +98-9124067027, E-mail:
okazi@live.com

Received 2015 June 16; Revised 2015 November 01; Accepted 2015 November 22.

Abstract

Background: Universal goniometer (UG) is commonly used as a standard method to evaluate range of motion (ROM) as part of
joint motions. It has some restrictions, such as involvement of both hands of the physician, leads to instability of hands and error.
Nowadays smartphones usage has been increasing due to its easy application.
Objectives: The study was designed to compare the smartphone inclinometer-based app and UG in evaluation of ROM of elbow.
Materials and Methods: The maximum ROM of elbow in position of flexion and pronation and supination of forearm were exam-
ined in 60 healthy volunteers with UG and smartphone. Data were analyzed using SPSS (ver. 16) software and appropriate statistical
tests were applied, such as paired t-test, ICC and Bland Altman curves.
Results: The results of this study showed high reliability and validity of smartphone in regarding UG with ICC > 0.95. The highest
reliability for both methods was in elbow supination and the lowest was in the elbow flexion (0.84).
Conclusions: Smartphones due to ease of access and usage for the physician and the patient, may be good alternatives for UG.

Keywords: Range of Motion, Elbow Joint, Smartphone, Goniometry

1. Background

The evaluation of permanent impairment has impor-
tant role for damage determination and employability
(1). ‘Impairment’ according to the sixth edition of man-
ual American medical association (AMA) is defined as any
changes in normal situation or function of a body parts
or organs. These changes can be evaluated by the medical
criteria (2). Nowadays, for determination of joint impair-
ments, such as elbow joint, several devices and techniques
are used, such as linear measures of distances by a ruler or
tape, palpation, observation estimations, photography, go-
niometer and digital tools (3).

Goniometer, due to low cost, portability and reliabil-
ity, was used for measurement of joints range of motions
(ROM) and considered as a standard method for ROM de-
termination. One of the limitations of this technique is
that the physicians should use their two hands for the ex-
aminations and in this case, keeping stable of the limbs is
too difficult and can lead to some problems in reading the
angles. Digital instruments are light and portable for joint
movement measurement (electrical inclinometer) and its
usage is similar to goniometer. The only drawback for this

device is its higher cost compared to goniometer (4).

Another application was electronic inclinometer (in-
clinometer application on a smartphone). In this case,
the phone is placed on the angle along the horizontal line
shown by its application and then the angle will be evalu-
ated (5).

The use of smartphone as a digital inclinometer has
significant benefits, such as availability, appreciable cost
of inclinometer applications; and easy measurement due
to the commercial band which fixes the device in consid-
ered places. So during the examinations, examiners do not
need both hands, and also it enables the patients to eval-
uate their process of healing and the efficacy of treatment
by themselves at home (5).

2. Objectives

The purpose of this study was to compare two methods
of universal goniometer (UG) and smartphone inclinome-
ter application reliability, commonly used to determine el-
bow joint maximum ROM.
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3. Materials and Methods

This study was designed to compare the use of digi-
tal tools and UG (standard and common technique) in the
measuring of elbow joint maximum ROM. The sixty sub-
jects participated in this study, with the age range of 22 -
72 years. Inclusion criteria for this study were healthy sub-
jects without having chronic orthopedic disorders, such as
old fractures, articular pain or discomfort.

3.1. Instruments

For evaluation, two techniques including UG and
smartphone were used. The UG had a 360° conveyor (1° ac-
curacy, European Product) and two 12-cm arms and a smart-
phone (HTC model) with Android operating system and
equipped with Bubble inclinometer-based app (model 12-
1056, Fabrication Enterprises; White Plains, New York) was
used in the present study (Figure 1).

3.2. Measurements

This study was double blinded and assessors and sta-
tistical analyser were not aware of the detail of study. The
elbow of dominant hand was chosen for determining the
ROM as a big extremity joint and the range of active move-
ments was measured. At the elbow joint, flexion, supina-
tion and pronation of forearm movements were studied.
Each movement was measured three times with two meth-
ods by each forensic medicine specialist. Then all the
data were record in data sheets. Three forensic medicine
specialists were trained to evaluate the ROM of elbow by
the two devices including UG and smartphone and active
movements of elbow joint were matched between these
specialists. The UG was considered as a clinical standard
technique.

All the specialists had measured all the factors of study
in all patients. The data sheets were used to collect the
data. The subjects were examined in three separate rooms
with same facilities after a brief interview about the pro-
cess of the study. The observers were blinded during the
study. At first, the acromion process, lateral epicondyle
of the humerus and the middle part of wrist were identi-
fied and the longitudinal axes of arm and forearm were de-
termined. Then the elbows and forearms were located in
the neutral position and UG was placed on the lateral epi-
condyle and stable arm was placed toward the acromion
process. Also, the smartphone was set on the zero point of
horizontal line along the elbow. The subject was asked to
flex his/her elbow and the angle was evaluated by the mov-
ing arm of UG and placing phone along the subject arm.

For supination and pronation evaluations by smart-
phone, the wrist strap was used. In the sitting position,

the subject arm was located along the body and the fore-
arm was placed between these two positions and the palm
was toward the body and thumb was located at 90˚ status.
The opposite hand was fixed at 90˚ abduction status on a
wall to prevent any lateral replacing of the body. The Smart-
phone was located at the zero point of vertical gravity of
the hand of subjects. Then the subjects move their forearm
to the entire angle of the pronation and supination posi-
tions, and the related angle was recorded.

For supination and pronation evaluations by goniome-
ter, a pen was gripped in the subject hand to detect the axis
better and the fixed arm was located on this axis. There was
one hour rest for subjects after first evaluation by goniome-
ter and the second one by smartphone.

3.3. Statistical Analysis

The data was analyzed by SPSS (ver. 16) statistical soft-
ware. For evaluation of the agreement with two methods,
paired t-test and intra-class correlation (ICC) was used (6).
The validity and reliability of the measurements of our
three examiners were examined by, testing the inter-rater
reliability and for each instrument ICC test and two-way
random effects were used. The results of this model were
reported on ICC and 95% confidence interval (95% CI).

In the second step, paired t-test was used for compari-
son of mean values of these two instruments. This test can
measure the concurrent validity for the instrument. Also,
the correlation was used for evaluation of validity of meth-
ods. At the end of study, agreement examination of two
methods was evaluated by ICC test, two-way mixed effects
model or absolute agreement and bland-altman.

4. Results

The mean age was 42.25 ± 11.39 years. The number of
males was 47 and females were 13. In Table 1, validity and
reliability of values measured by three physicians for UG
were shown. According to one-way random average mea-
sures, the results showed that the reliability of measuring
between each of the three physicians and for each of the
three movements was high and for the elbow joint supina-
tion was the highest.

The reliability of measured variables by the three
physicians for smartphone was shown in Table 2. The re-
liability of measuring for all movements was very high.

The concurrent validity for two methods and each
movement was used in Table 3. The concurrent validity in
all movements of the two methods was high.

The agreements of results were shown in Table 3.
According to two-way random average measures, of

the absolute agreement of both smartphone and goniome-
ter in each movement was evaluated. In addition, the
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Figure 1. Instruments

A, Smartphone (HTC) with Android operating system and equipped with Bubble software; B, The plastic goniometer with 360° conveyor (1° accuracy, European Product).

Bland-Altman test for each three movements was shown in
Figure 2A - C.

As specified, in the four cases (6.67%), the evaluated
ROM of flextion and suppination and in five cases (8.33%)
pronation movement are outside of the agreement range.
Due to the placement of confidence interval difference in
the distance of confidence interval agreement, the results
measured by smartphone had significant agreement with
UG.

5. Discussion

Several studies have been conducted to determine the
ROM of the elbow joint (7-10). There are a few reports on the
comparison of smartphone and UG in the measurement of

ROM of dominant hand elbow joint as a great joint in the
upper limb.

UG and digital methods are similar in the terms of edu-
cation, portability and light weight. However, both hands
should be used in determining the ROM of the elbow join
by goniometric method. So not only it is more difficult but
also some errors may happen during different measure-
ments.

For example, the initial state of the center of rotation
and the long axis of the limb was visually estimated. This
can lead to the measurement errors (11, 12). The results
showed that both the methods of smartphone and UG
had higher agreements on all movement evaluations. The
measurements taken by smartphone were similar to UG.
Further, the results showed that the difference between
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Table 1. The Comparison of the Measurements Reliability by Goniometer and Smart-
phone Between Three Physicians (Inter-Rater Reliability)

Movement Type ICC 95% CI

Goniometer

Elbow Flexion .77 0.64 - 0.85

Elbow pronation .79 0.69 - 0.87

Elbow supination .91 0.86 - 0.94

Smartphone

Elbow Flexion .95 0.93 - 0.97

Elbow pronation .98 0.97 - 0.98

Elbow supination .98 0.97 - 0.98

Table 2. The Comparison of the Validity of Smartphone and Goniometer in Each
Movement

Movement Type/Methods Mean ± SD P Value Correlation

Elbow flexion .07 .73

Goniometer 136.15 ± 2.3

Smartphone 136.55 ± 2.49

Elbow pronation .25 .84

Goniometer 73.54 ± 4.35

Smartphone 73.95 ± 5.04

Elbow supination .28 .92

Goniometer 67.15 ± 7.09

Smartphone 67.55 ± 7.59

Table 3. The Comparison of the Absolute Agreement of Smartphone and Goniome-
ter in Each Movement

Movement Type ICC 95% CI

Elbow flexion .84 0.73 - 0.9

Elbow pronation .90 0.84 - 0.94

Elbow supination .96 0.93 - 0.97

the measurements made by the three physicians in the
method of smartphone was less than UG. (Tables 1 and 2)
These findings indicated high validity and reliability of
smartphone for evaluation of elbow joint ROM.

Similar studies were performed in 2012 to compare the
UG and inclinometer methods to evaluate the movements
of the shoulder joint. The results showed that the relia-
bility and validity of the measurements was performed by
smartphone are similar to goniometer measurements (4,
5, 12-14).

In a similar study conducted by Kolber et al. (2012), the
elevation of the shoulder joint at the level of scapula (Scap-

Figure 2. The Agreement of the Elbow

A, flexion, agreement for flexion elbow measurement. 4.60 = 6.679 (outside the lim-
its of agreement. Mean difference -0.408. 95% limits of agreement (-3.856. 3.040).
95% limits of difference (-0.862, 0.046). Averages lies between 128.250 and 139.083.
Points outside limits labled by smart phone; B, pronation, agreement for pronation
elbow measurements. 5.60 = 8.3% outside limits of agreement. Mean difference: -
0.408. 95% limits of agreement (-5.775. 4.959).95% limits of difference (-1.115, 0.299).
Averages lie between 57.500 and 79.000; C, supination measurement by goniometer
as a standard method and smartphone. Agreement for supination elbow measure-
ments. 4.60 = 6.67% outside the limits of agreement. Mean difference: -0.400, 95%
limits of agreements: (-5.989. 5.189). 95%limits of difference: (-1.136. 0.336). Averages
lie between 53.500 and 78.167.

tion) was measured. The results indicated a maximum dif-
ference of ± 11° found in the measurement of this angle by
smartphone and goniometer (15); however, there was less
differences in this study.

Mitchell et al. (2014) evaluated the value of active move-
ment measurement of the shoulder joint by two methods
of iPhone smartphone and goniometer on 94 female cases.
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Similar to our results, they reported a high reliability of
smartphone in determining the ROM of shoulder (16).

The comparative studies were not limited to shoulder
and elbow joints. These studies were conducted for mea-
suring the anterior curve of the spine by the digital in-
clinometer (Saunders model) (17). Also, Prushansky et al.
(2010) showed that there was no significant difference in
the measurements of cervical movement recorded from
digital instrument and ultrasound methods in healthy
subjects. These measurements were taken for the move-
ments around the sagittal and frontal axes. The results
showed that the rotational movements, measured by digi-
tal instruments, had higher range (18). Yaikwawongs et al.
(2009) compared the relaiblity of ROM in the knee joint in
two techniques including digital compass goniometer and
roentgenographic picture. ICC was calculated 0.973 (19). In
other study, Ockendon et al. (2012) repeated this study and
the validity of smartphone versus knee goniometer was es-
timated for five healthy volunteers. The intra-observer cor-
relation was 0.982 for the smartphone (20). Cleffken et
al. (2007) compared two methods of digital goniometry
and electronic digital inclinometer (EDI 320) in 42 healthy
subjects. They showed that active maximum flexion had
lower excursions than passive maximum flexion. In addi-
tion, passive maximum flexion showed higher levels of re-
producibility (19-21).

Jenny et al. (2013) compared the reliability of mea-
suring by smartphone and standard routine method mea-
surements of flexion range of knee joint in 10 patients with
TKA. The measurements were performed six times for each
method (i.e., totally 12 times). They showed that the smart-
phone usage after TKA was one of the most reliable ways of
measuring (22).

Another goniometry for knee joint is photographic-
based goniometry. Here, the photos were taken of the knee
transferred from the camera to the computer and were
interpreted by the software. Now, in the smartphones,
there is some special software, called Dr Goniometer (Dr
G) that automatically performs all the process. Ferriero et
al. (2013) compared the DrG software on the smartphone
with the conventional photographic-based goniometry in
35 subjects. According to results, intra-rater and inter-rater
correlations were always calculated more than 0.958 in
this study. The results showed that Dr G software was a re-
liable method to measure the ROM of knee and is much
easier than the conventional method (23). Measurement of
ROM of hip joint has important role for evaluation of lower
limb injuries.

According to the previous studies, goniometer has
high reliability in measuring of ROM of hip joint both in
healthy subjects and patients with femoroacetabular im-
pairment. Although this instrument has less reliability

compared to the electromagnetic tracking system. Accord-
ing to the recent study, Charlton et al. (2014) evaluated the
reliability of smartphone to measure the flexion, rotation,
abduction and adduction movement of the hip joint. This
study was conducted on 20 healthy young men. The final
results showed that the smartphone had good to excellent
reliability for most of the movements but it had moderate
to good reliability on abduction, adduction and external
rotation (6).

In this study, the lowest ICC was for elbow flexion, when
using the gonoimeter (0.77). Although the ICC values of
smartphone for all the movements are > 0.9, the least
value was belonged to the elbow flexion. However, Blonna
et al. (2012) evaluated ICC of visual estimation compared to
clinical goniometry in 50 elbows. ICC for visually-based go-
niometry was 0.97 for both extension and flexion estima-
tions of elbow (24).

Another study was conducted to evaluate the fifth
metacarpophalangeal joints and that the results showed
high value of ICC (> 0.95) (25).

In this study, the results suggest high reliability and va-
lidity of smartphone to evaluate the active movement of
the elbow of dominant hand. One of the important works
in legal and forensic medicine is to determine the degree
of impairment. However, the results need to be replicated
in future studies by more samples. It seems that easily han-
dling of the smartphones by the patients and physicians
and acceptable reliability of this device in measuring of the
ROM are some advantages of this method.

5.1. Conclusion

The results of present study indicate high reliability
and validity of smartphone inclinometer application in
measuring the active movements of dominant hand el-
bow joint. In legal and forensic medicine, justice is impor-
tant to determine the amount of impairment which this
method could be introduced to their centers.

5.2. Limitations

In this study, healthy volunteer subjects without acute
and chronic defects in upper limb joints were evaluated.
But it should be noted that if there is any abnormality in
the upper extremity, the studies must be repeated. For ex-
ample, if there is a disruption in the shoulder joint, also
some measurements in the elbow joint will be affected. In
this study, we had to inform subjects about process of pro-
cedures. SO, the blindness of study could be affected.

Aging as a confounding factor can affect the results. In
this study, the maximum age was 57 years. However, the
subjects were recommended for training before the mea-
surements.
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Also, in this study gender effects, as a confounding fac-
tor, on the reliability of measurements was not considered.
According to the cultural problems, the number of female
subjects was less in this study.

5.3. Suggestions

According to the results and present study limitations,
it is suggested that in the future, studies can be conducted
for different age and gender groups at different days to
eliminate any confounding factors and systemic error.
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