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Article focus
 � To investigate the effect of micromotions 

on the viability of human osteoblasts.
 � To investigate how micromotions influ-

ence the activity of human osteoblasts.

Key messages
 � a novel in vitro system for application of 

micromotions up to 100 µm was tested 
on human osteoblasts.

 � 25 µm sine micromotions increased live 
cell numbers and affected osteoblast 

differentiation by decreasing collagen 
type I synthesis rates and by increasing 
osteocalcin transcripts.

 � Micromotions reduced osteoprotegerin/
receptor activator of Nf-κB ligand ratio in 
human osteoblasts.

Strengths and limitations
 � This study reveals how shear stress, 

induced by micromotions of an implant, 
affects function of human osteoblasts and 
therefore influences osseointegration.

effects of interfacial micromotions on 
vitality and differentiation of human 
osteoblasts

Objectives
enhanced micromotions between the implant and surrounding bone can impair osseoin-
tegration, resulting in fibrous encapsulation and aseptic loosening of the implant. since 
the effect of micromotions on human bone cells is sparsely investigated, an in vitro system, 
which allows application of micromotions on bone cells and subsequent investigation of 
bone cell activity, was developed.

Methods
Micromotions ranging from 25 µm to 100 µm were applied as sine or triangle signal with 1 Hz 
frequency to human osteoblasts seeded on collagen scaffolds. Micromotions were applied 
for six hours per day over three days. During the micromotions, a static pressure of 527 pa 
was exerted on the cells by Ti6Al4V cylinders. osteoblasts loaded with Ti6Al4V cylinders and 
unloaded osteoblasts without micromotions served as controls. subsequently, cell viability, 
expression of the osteogenic markers collagen type I, alkaline phosphatase, and osteocalcin, 
as well as gene expression of osteoprotegerin, receptor activator of nF-κB ligand, matrix 
metalloproteinase-1, and tissue inhibitor of metalloproteinase-1, were investigated.

Results
Live and dead cell numbers were higher after 25 µm sine and 50 µm triangle micromotions 
compared with loaded controls. collagen type I synthesis was downregulated in respective 
samples. The metabolic activity and osteocalcin expression level were higher in samples treated 
with 25 µm micromotions compared with the loaded controls. Furthermore, static loading and 
micromotions decreased the osteoprotegerin/receptor activator of nF-κB ligand ratio.

Conclusion
our system enables investigation of the behaviour of bone cells at the bone-implant inter-
face under shear stress induced by micromotions. We could demonstrate that micromo-
tions applied under static pressure conditions have a significant impact on the activity of 
osteoblasts seeded on collagen scaffolds. In future studies, higher mechanical stress will be 
applied and different implant surface structures will be considered.
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 � In the presented in vitro system, strategies can be 
tested that promote activity of bone cells when faced 
with micromotions.

 � In the presented in vitro system, it is not possible to 
exert a dynamic pressure on bone cells during appli-
cation of micromotions. In the experiments, a pol-
ished titanium surface was used rather than a 
stochastically rough or geometric surface structure.

introduction
Cementless total hip arthroplasty (THa) is increasingly 
performed, especially for younger patients demanding 
high mobility.1,2 excellent osseointegration of the endo-
prosthesis is critical for long-term stability and survival 
outcome. osseointegration is defined as the process 
leading to a direct contact between the bone and the 
load-bearing implant that form a structural and func-
tional unit without the interposition of fibrous tissue 
and relative progressive movement of the implant in 
the bone stock.3,4 The process involves an inflamma-
tory, proliferative, and remodelling phase during which 
a callus is formed, subsequently replaced by immature 
woven bone, and finally converted into lamellar bone.5 
osseointegration is influenced by: the implant design; 
surface structure and properties; status of press fit; 
intrinsic factors, including status of host bed, regenera-
tive capacity, or medical condition; and extrinsic fac-
tors, such as medication, radiation, physical stimulation, 
and loading conditions.6-13 If osseointegration is not 
sufficient, micromotions of the implant relative to the 
surrounding bone tissue can occur. enhanced micro-
motions result in fibrous encapsulation of the implant 
and facilitate aseptic loosening, making revision sur-
gery necessary.

amplitudes of micromotions that promote or prevent 
osseointegration are widely discussed in the litera-
ture.14-19 It has been shown that interfacial micromotions 
of less than 30 µm do not interfere with osseointegration, 
while micromotions larger than 40 µm can impair osseo-
integration, resulting in the formation of fibrous tissue 
and fibrocartilage at the bone-implant interface and 
hypertrophy of the surrounding trabecular bone.14,16-18 
In line with these findings, Duyck et al19 showed a lower 
bone-implant contact when micromotions greater or 
equal to 30 µm were applied. Micromotions of an implant 
act on bone cells by exerting pressure and shear stress 
forces.20 The impact of shear stress on orientation of 
osteo blast cell clusters, cell morphology, and elongation 
has been previously reported.21 To gain a better under-
standing of how micromotions influence bone cell activ-
ity, an in vitro system, which allows application of defined 
micromotions in a range of 0 µm to 100 µm under static 
pressure loading conditions, was developed. To approach 
the activity pattern of patients who underwent total joint 
arthroplasty, micromotions were applied for six hours a 

day with a frequency of 1 Hz, which represents a normal 
gait cycle.

Materials and Methods
experimental set-up. The system for application of micro-
motions consists of two parts (fig. 1). The lower com-
ponent supports the linear piezo positioning system. 
on top of the positioning system, a specific holder for 
a six-well plate is fixed. The upper part of the position-
ing system holds six slight bearings in which pins linked 
with highly polished titanium alloy (Ti6al4v) cylinders 
are suspended. The cylinders, scaling 30 mm in diameter 
and 8 mm in height, rest on the bottom of each well with 
a static pressure load of 527 Pa resulting from the cylin-
der dimensions. The dimensions of the Ti6al4v cylinders 
cover most of the bottom of the well while permitting gas 
exchange, micromotions, and moderate displacement of 
the medium. The linear piezo positioning system moves 
the six-well plate containing the human osteoblasts 
against the Ti6al4v cylinders. The following micromo-
tions were applied for six hours per day with a frequency 
of 1 Hz: 25 µm sine, 50 µm sine, 100 µm sine, and 50 µm 
triangle micromotions. The sine and triangle waveforms 
are depicted in figure 2 for 50 µm micromotions applied 
with a frequency of 1 Hz. The linear piezo positioning 
system displaces the six-well plate 50 µm linear in one 
direction and 50 µm back to the original position within 
one second. The maximum velocities and accelerations 
resulting from the applied micromotions are shown in 
the table in figure 2. The mean accuracy of micromotions 
ranging from 20 µm to 100 µm determined prior to the 
present study was -2.46% (sd 1.03) for sinusoidal micro-
motions and -4.55% (sd 1.47) for triangle micromotions 
due to the inertia of the system.

Human osteoblasts were isolated from the femoral 
heads of patients undergoing THa after the approval of 
the local ethical Committee (a 2010–10) and agreement 
from the patients, as previously described.22 Briefly, the 
spongiosa was digested with collagenase a and dispase II 
(Roche, Basel, Switzerland) for three hours at 37°C. The 
cell suspension was filtered and the isolated cells 
expanded in Dulbecco’s Modified eagle Medium (DMeM) 
without calcium, containing 10% fetal calf serum, 1% 
N-2-hydroxyethylpiperazine-N-2-ethane sulfonic acid 
(HePeS) buffer, 2.5 µg/ml amphotericin B, and 100 u/ml 
penicillin/streptomycin under standard cell culture con-
ditions. The medium was enriched with 10 mM β- 
glycerophosphate, 50 µg/ml ascorbic acid, and 100 nM 
dexamethasone for osteogenic differentiation during cell 
cultivation and experiments. Donor cells used in cell 
experiments were obtained from five females (mean age 
70.8 years (sd 11.5)) and four males (mean age 61.3 
years (sd 12.1)). Donors were chosen randomly with 
regard to age and gender. Where possible, the same 
donors were used for different experimental parameters.
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Collagen scaffolds of bovine origin (MedSkin Solutions 
Dr. Suwelack aG, Billerbeck, Germany), measuring 
16 mm in diameter and 1 mm in height, were bonded to 
the well bottoms with a biocompatible silicon paste 
(Korasilon; Kurt obermeier GmbH & Co. KG, Bad 
Berleburg, Germany); 1 × 105 cells in the third passage of 
culture were seeded on top of the collagen material. The 
following day, the lid of the cell culture plate was 
removed and the plate was placed into the system for 
micromotions so that Ti6al4v cylinders rested on the col-
lagen scaffolds. Micromotions differing in magnitude 
and waveform, as described above, were applied to oste-
oblasts for a total of three days. osteoblasts on collagen 
scaffolds without loading (unloaded control) and osteo-
blasts loaded with static compression by the weight of 
the Ti6al4v cylinders (loaded control) served as controls 
(fig. 1). loaded samples were chosen as reference sam-
ples because application of micromotions always involves 

combined compression-tension loading of the samples. 
furthermore, it represents the initial situation in the bone 
where a press-fit implanted endoprosthesis exerts a con-
stant pressure to the surrounding bone.
Cell biological and molecular methods. for assessment 
of cell viability, the collagen scaffolds were transferred 
to a new well plate and the cells growing on the colla-
gen material were stained with a live/Dead assay kit (life 
Technologies Corp., Carlsbad, California). fluorescent 
images were taken with a Nikon eclipse 120 fluores-
cence microscope (Nikon Instruments, Tokyo, Japan). 
The metabolic activity was measured by water soluble 
tetrazolium (WST-1) assay (Cell Proliferation Reagent; 
Roche, Basel, Switzerland) by incubation of the collagen 
material with WST-1 reagent diluted 1:10 in cell culture 
medium. In order to quantify the living cells, the col-
lagen scaffolds were digested in collagenase a for one 
hour. The living cells were counted after Trypan blue 

Slight bearing

Ti6Al4V cylinder

Lid

Six-well plate

Stage supporting six-well plate

Linear piezo positioning
system

Ti6Al4V cylinder

Micromotions

Collagen scaffold with osteoblasts

Loaded controlUnloaded control

Fig. 1

System for application of micromotions. The stage supporting the six-well plate is fixed on top of the linear piezo positioning system. The lid of the system 
holds the titanium alloy (Ti6al4v) cylinders mounted on slight bearings and resting on the samples. There are three experimental groups: osteoblasts seeded 
on collagen scaffolds (unloaded control); Ti6al4v cylinders resting on collagen scaffolds with osteoblasts under static loading conditions (loaded control); and 
the six-well plate containing collagen scaffolds with osteoblasts, which is moved by the linear positioning system relative to static Ti6al4v cylinders (micromo-
tions, 25 µm to 100 µm).
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Characteristics of applied micromotions. Depiction of a 50 µm sine (light orange function) and 50 µm triangle (dark orange function) micromotion applied with 
1 Hz frequency. The table shows the maximum velocity and maximum acceleration of the applied micromotions resulting from the magnitude and waveform 
of the micromotions applied with 1 Hz frequency.
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staining of the resulting cell suspension to discriminate 
between live and dead cells. Due to the very low number 
of dead cells counted after collagen digestion, the live/
Dead staining images were used for quantification of the 
dead cells by counting the red fluorescing nuclei using 
the open source image processing program ImageJ (NIH, 
Bethesda, Maryland).

afterwards, the osteoblasts were lysed in TriReagent 
(Zymo Research, Irvine, California) and total RNa was 
extracted using the Direct-zol RNa MiniPrep Kit (Zymo 
Research). Reverse transcription of messengerRNa (mRNa) 
was done with the High Capacity cDNa Reverse Trans-
cription Kit (applied Biosystem, foster City, California) 
following the manufacturer’s instructions, and a semi-
quantitative real-time polymerase chain reaction was 
performed in triplicates using innuMIX qPCR MasterMix 
SyGreen (analytik Jena aG, Jena, Germany) for collagen 
type I (Col1a1), alkaline phosphatase (alP), osteocalcin 
(oC), matrix metalloproteinase-1 (MMP-1), tissue inhibi-
tor of metalloproteinase-1 (TIMP-1), osteoprotegerin 
(oPG) and receptor activator of Nf-κB ligand (RaNKl). 
Ct values were normalized to the housekeeping gene 
 hypoxanthine guanine phosphoribosyltransferase (HPRT). 
Primer sequences are shown in Table I. Polymerase chain 
reaction was performed following the manufacturer’s 
instructions per the following process: 95°C for two min-
utes, 40 cycles of 95°C for five seconds, and 65°C for 25 
seconds. for further analyses, the ΔΔCt method was 
applied. The relative expression of each target mRNa 
was normalized to the housekeeping gene according to 
the equation: ΔCt = Cttarget - CtHPRT. The relative amount 
of target mRNa of unloaded samples and samples treated 
with micromotions was compared with the mRNa level 
of the loaded control using the equation ΔΔCt = 
ΔCtunloaded control/micromotion – ΔCtloaded control. for the expres-
sion ratio of the bone remodelling markers the following 
equation was used: ΔΔCt = ΔCtoPG/TIMP-1 – ΔCtRaNKl/MMP-1. 

The resulting gene expression is presented as the 2-ΔΔCt 
value.

Propeptide of pro-collagen type I was measured in cell 
culture supernatant as a measure of Col I synthesis using 
the enzyme-linked immunosorbent assay (elISa) (Micro-
vue CICP eIa; Quidel Corporation, San Diego, California).

for quantification of alP activity, osteoblasts were 
washed twice with Tris-buffered saline and lysed in dis-
tilled water containing 1% Triton X and 1% phenyl-
methylsulfonyl fluoride (PMSf) for ten minutes at room 
temperature. Cell lysates were incubated with 1 mM 
p-nitrophenyl phosphate (PNPP), 100 mM 2-amino-2- 
methyl-1-propanol, and 5 mM magnesium chloride (MgCl2) 
in distilled water for one hour at 37°C, and absorbance of 
the solution was detected at 405 nm in a microplate reader 
(Tecan Group ltd, Männedorf, Switzerland).
Data illustration and statistical analysis. each test was 
conducted with osteoblasts obtained from six patients. 
Data are depicted as box plots showing the median, 25th 
and 75th percentile, and minimum and maximum. values 
for metabolic activity, alP activity, and pro-collagen 
type I were normalized to relative live cell counts. Data 
of unloaded samples and samples dedicated to micro-
motions were compared with loaded controls and are 
depicted as fold change. The statistical testing was done 
with GraphPad Prism 7 (GraphPad Software, la Jolla, 
California). Differences to loaded controls were statistically 
analyzed using Wilcoxon’s signed-rank test. Differences 
between different treatment groups were analyzed using 
the Kruskal–Wallis test and Dunn’s multiple comparison 
Test. The level of significance was set to p < 0.05.

Results
influence of micromotions on viability of human osteo-
blasts. In unloaded samples, human osteoblasts grew 
confluently on top of the collagen material. Compared 
with the unloaded group, cell confluence on the collagen 
surface was reduced in loaded samples and appeared low-
est in samples dedicated to micromotions (fig. 3a). living 
cell numbers were quantified after collagenase digestion 
of the collagen material (fig. 3b). loading of osteoblasts 
did not change the amount of living cells compared with 
unloaded samples. However, significantly higher live cell 
counts were found after loading and additional applica-
tion of 25 µm sine (1.28-fold) and 50 µm triangle micro-
motions (1.32-fold, both p = 0.0313), but not after 50 µm 
sine or 100 µm sine micromotions, compared with loaded 
controls. Dead cells were also quantified by evaluation 
of fluorescent images (fig. 3b). In unloaded samples, 
significantly fewer dead cells were detected compared 
with loaded samples (0.58-fold, p = 0.0039). as with live 
cell counts, the numbers of dead cells were significantly 
higher after 25 µm sine (1.45-fold) and 50 µm triangle 
micromotions (1.27-fold) compared with loaded controls 
(both p = 0.0313). furthermore, the differences between 

Table i. Primer sequences of osteogenic genes

HPRT forward Primer: 5’-CCCTGGCGTCGTGaTTaGTG-3’
 Reverse Primer: 5’-TCGaGCaaGaCGTTCaGTCC-3’
Col1a1 forward primer: 5’- aCGaaGaCaTCCCaCCaaTC -3’
 Reverse primer 5’- aGaTCaCGTCaTCGCaCaaC -3’
alP forward primer: 5’- CaTTGTGaCCaCCaCGaGaG -3’
 Reverse primer 5’- CCaTGaTCaCGTCaaTGTCC -3’
oC forward primer: 5’- TCaGCCaaCTCGTCaCaGTC -3’
 Reverse primer 5’- GGTGCaGCCTTTGTGTCC -3’
MMP-1 forward primer: 5’- aGaGCaGaTGTGGaCCaTGC -3’
 Reverse primer 5’- TCCCGaTGaTCTCCCCTGaC -3’
TIMP-1 forward primer: 5’- aTTGCTGGaaaaCTGCaGGaTG -3’
 Reverse primer 5’- GTCCaCaaGCaaTGaGTGCC -3’
oPG forward primer: 5’- aGGCGaTaCTTCCTGTTGCC -3’
 Reverse primer: 5’- GaTGTCCaGaaaCaCGaGCG -3’
RaNKl forward primer: 5’- TCTTCTaTTTCaGaGCGCaGaTGG-3’
 Reverse primer 5’- CTGaTGTGCTGTGaTCCaaCG-3’

HPRT, hypoxanthine guanine phosphoribosyltransferase; Col1a1, 
collagen type I; alP, alkaline phosphatase; oC, osteocalcin; MMP-1, matrix 
metalloproteinase-1; TIMP-1, tissue inhibitor of metalloproteinase-1; oPG, 
osteoprotegerin; RaNKl, receptor activator of Nf-κB ligand
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unloaded samples and 25 µm sine (p = 0.0004), as well 
as unloaded samples and the 50 µm triangle micromo-
tion group (p = 0.0081), were statistically significant. The 
metabolic activity of osteoblasts (fig. 3c) was significantly 
higher in samples treated with 25 µm sine micromotions 
compared with loaded controls (1.41-fold, p = 0.0313). 
The comparison of treatment groups further showed a 
significant difference between the unloaded control and 
25 µm sine micromotions (p = 0.0176).
influence of micromotions on expression of osteogenic 
markers. Gene expression analysis, depicted in figure 
4a, showed a significantly lower expression of Col1a1 

in osteoblasts after treatment with micromotions, com-
pared with loaded controls, reaching significance when 
treated with 50 µm triangle (0.43-fold) and sine micro-
motions (0.69-fold, both p = 0.0313). alkaline phos-
phatase expression was slightly higher after 25 µm sine 
micromotions compared with loaded controls (1.18-
fold). osteocalcin expression was significantly upregu-
lated during treatment with 25 µm sine micromotions 
compared with loaded controls (1.67-fold, p = 0.0053). 
With respect to protein levels, Col I synthesis (fig. 4b) 
was highest in unloaded samples, showing a signifi-
cantly higher synthesis rate (2.04-fold) compared with 

Unloaded control Loaded control 25 µm sine
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Cell viability of human osteoblasts: a) live/Dead staining of osteoblasts growing on collagen material. live cells appear green; nuclei of dead cells fluoresce 
red; white bar represents 100 µm. b) Graph showing the relative cell count of live and dead cells in unloaded samples and samples treated with micromotions 
compared with loaded controls. c) Graph showing the metabolic activity of osteoblasts in unloaded samples and samples treated with micromotions compared 
with loaded controls. *p < 0.05, †p < 0.01 compared with loaded control (Wilcoxon’s signed-rank test); ‡p < 0.05, §p < 0.01, ¶p < 0.001 comparison between 
different groups (Kruskal–Wallis test and Dunn’s multiple comparison test).
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the loaded controls (p = 0.0313). In line with the gene 
expression data, the Col I synthesis was significantly 
lower after 25 µm sine (0.80-fold) and 50 µm triangle 
micromotions (0.65-fold) compared with loaded controls 
(both p = 0.0313). The multiple comparison of unloaded 
samples and micromotion groups showed significant dif-
ferences between the unloaded control and 25 µm sine 
micromotions (p = 0.0096) and the unloaded control and 
50 µm triangle micromotions (p = 0.0001). The alP activ-
ity of osteoblasts was not significantly affected by the 
loading or micromotions (fig. 4c).
influence of micromotions on bone remodelling. expression 
of TIMP-1 was 10³ to 104 times higher than MMP-1 expres-
sion in all samples (fig. 5a). No significant changes in gene 
expression were detected while comparing all groups. The 
oPG expression compared with the RaNKl expression was 
highest in unloaded samples (9.03-fold, fig. 5b). Static 
loading alone, as well as treatment with micromotions, 
decreased the oPG:RaNKl expression ratio. The oPG: 

RaNKl expression ratio was significantly lower after 25 µm 
sine (0.90-fold, p = 0.036) and 50 µm triangle (0.61-fold, 
p = 0.013) micromotions, compared with oPG:RaNKl 
expression in unloaded controls.

Discussion
We showed that 25 µm sine and 50 µm triangle micro-
motions applied with a velocity of 100 µm/s or less 
resulted in significantly higher numbers of osteoblasts 
being associated with higher numbers of detectable 
dead cells. The highest metabolic activity of human oste-
oblasts was found when 25 µm micromotions were 
applied. live cell counts and metabolic activity were not 
significantly lower after the application of micromotions 
compared with the loaded and unloaded control, show-
ing that the applied mechanical strains were not too 
extensive for the viability and proliferation of osteoblasts. 
However, smaller numbers of osteoblasts were visible on 
the collagen scaffolds in the fluorescent staining of living 
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cells after the loading and application of micromotions. 
Therefore, we hypothesize that the mechanical strain 
induces migration of osteoblasts into the collagen mate-
rial and inhibits confluent growth on the surface of the 
scaffolds. The expression of osteogenic genes was also 
altered by micromotions, resulting in lower Col I synthe-
sis after 25 µm sine and 50 µm triangle micromotions. 
Increased oC expression was detected with 25 µm sine 
micromotions. additionally, the oPG:RaNKl ratio was 
decreased by the applied micromotions, indicating that 
bone remodelling might be influenced by micromotions 
via the promotion of bone resorption by facilitating 
osteo clast activation.5 In contrast, no significant differ-
ences were found in the ratio of the gene expression of 
TIMP-1 and MMP-1 between the experimental groups. 
In all groups, TIMP-1 expression was clearly higher than 
MMP-1 expression, indicating that collagen matrix is 
protected from degradation. However, TIMP-1 protein 
and phosphorylation of MMP-1 protein, which deter-
mines the activity of the enzyme, were not investigated, 
which represents a limitation of this study.

In our study, different effects could be observed when 
50 µm micromotions were applied with the same fre-
quency but as sine or triangle signals. Discriminating 
between sine and triangle signals involves the limitation 
that each triangle signal can be decomposed into its 
frequency- dependent sine and cosine fractions according 
to the fourier transform. Since the amplitudes of the har-
monics with frequencies higher than 1 Hz are at least ten 
times smaller than the amplitude of the first harmonic at 
1 Hz, we assumed that the effects of these on the cells are 
comparably low. The main difference between the 50 µm 
triangle and sine signal is that the triangle waveform 

results in a smaller maximum velocity and acceleration 
compared with the sine waveform, and therefore applies 
shear stress that is more similar to 25 µm sine micromo-
tions. It demonstrates that the effects of micromotions are 
likely due to the applied velocities and acceleration forces 
that operate on the cells and that result from the signal 
form and applied frequency, and not only from the mag-
nitude of the micromotions. Since the piezo positioning 
system used here is limited to 100 µm, higher shear stress 
can be achieved by increasing the frequency.

Pioletti et al23 applied a comparable pressure of 500 Pa 
to MG-63 osteoblast-like cells and investigated the 
effects of 10 µm sine micromotions applied with 1 Hz 
continuously for 24 hours. While the cell viability of oste-
oblasts was not affected by loading or micromotions, 
expression of osteogenic markers Col1a1, oC, and 
osteonectin was reduced by loading. an additional 
application of 10 µm micromotions elevated the expres-
sion of osteogenic genes compared with loading alone, 
especially in the case of osteocalcin; its expression even 
reached the level of the unloaded controls after micro-
motion application.23 another study applied cyclic 
micromotions ranging from 0 µm to 1000 µm with a 
pressure load of 23 Pa and a frequency of 13 Hz to osteo-
blasts and found reduced metabolic and alP activity.24 
Negative effects are likely to result from high velocities 
occurring from stimulation with 13 Hz and high ampli-
tudes of micromotions. The application of 100 µm with 
1 Hz in our study did not affect metabolic and alP activ-
ity. These findings indicate that small micromotions 
stimulate osteoblast differentiation and thereby promote 
osseointegration whereas higher micromotions interfere 
with bone formation.
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expression of genes responsible for bone remodelling in human osteoblasts: a) fold change of tissue inhibitor of metalloproteinase-1 (TIMP-1) versus matrix 
metalloproteinase-1 (MMP-1); and b) osteoprotegerin (oPG) versus receptor activator of Nf-κB ligand (RaNKl) in unloaded and loaded osteoblasts and osteo-
blasts treated with micromotions (*p < 0.05 comparison between different groups (Kruskal–Wallis test and Dunn’s multiple comparison test). The colours 
correspond with the extent of strain exerted on the cells: unloaded control (white), no strain exerted on the cells; loaded control (light orange), affected by the 
static loading; micromotion (dark orange), strain on the cells (loading and micromotions).
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as in other studies, the application of micromotions 
involved the application of a certain pressure to model an 
interface between bone cells and the implant. Therefore, 
the effects of loading, as well as the synergistic effects of 
loading and micromotions, were investigated but micro-
motions alone were not. The polished surface of the 
Ti6al4v cylinders is a limitation of our study, as cement-
less implants have a rough surface for initial implant 
 fixation into the surrounding bone tissue, appropriate 
ingrowth of bone, and an optimal force transfer.25,26 
Depending on implant design and structure, strains at the 
bone-implant interface vary during application of micro-
motions and give rise to areas that permit or restrict bone 
growth.27 Moreover, our system is not able to apply 
dynamic loading of the samples, and the loading forces 
are much smaller than those exerted on the bone tissue 
by the implant during the gait cycle in vivo.28 Nevertheless, 
the combination of a defined static pressure and a range 
of micromotions exerting shear stress with varying veloci-
ties and accelerations was able to elicit specific cell reac-
tions. The beneficial effects of small micromotions on 
osteoblast activity could be confirmed, while 50 µm and 
100 µm sine micromotions had no impact or only a slight 
negative impact on osteoblast activity, being in line with 
literature stating that, in vivo, micromotions of 150 µm, 
but not 20 µm, induce extended fibrous tissue formation 
directly around an implant and thus impair osseointegra-
tion.16 The relationship between bone-implant contact 
and micromotions was also demonstrated on transverse 
sections of retrievals of uncemented hips under gait and 
stair-climbing test conditions.29 It was also observed that 
micromotions alter osteoblast activity. However, it is not 
only the question of whether bone formation is taking 
place but also of how the bone is remodelled and the 
bone architecture altered in the implant periphery.30 In 
vivo studies have shown that extended micromotions 
result in enhanced bone density surrounding the implant, 
forming a dense shell of bone separated from the implant 
by fibrous tissue – a situation associated with reduced 
implant stability when observed in radiographs. Bone 
remodelling might be induced by microfractures and high 
stresses appearing during progressive micromotions.16,19

In future studies, Ti6al4v specimens will be modified 
so that surfaces varying in geometry and roughness can 
be tested. furthermore, different bone substitute materi-
als and composites, such as seeding substrate, can be 
used instead of collagen material to further approach 
physiological conditions. It is also planned to model more 
complex motion sequences with the respective accelera-
tion forces associated with walking or stair- climbing. Sine 
and triangle waveforms are ideal harmonic oscillations, 
but do not comply with the more stochastic oscillations 
we assume at the bone-implant interface.

In summary, we presented a system that enables the 
investigation of bone cell behaviour at the bone-implant 

interface under micromotion-induced shear stress. osteo-
blasts cultured on collagen scaffolds were strongly 
affected by 25 µm sine and 50 µm triangle micromotions, 
resulting in enhanced numbers of living and dead cells 
and reduced Col I synthesis. Micromotions of 25 µm fur-
ther increased metabolic activity and gene expression of 
osteocalcin.
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