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 Background: This study aimed to determine the efficacy and safety of recombinant Mycobacterium tuberculosis ESAT-6 pro-
tein for diagnosis of pulmonary tuberculosis (TB).

 Material/Methods: A phase II trial was performed in 158 patients with pulmonary TB (145 initially-treated and 13 re-treated) and 
133 healthy subjects. Skin testing was carried out by injecting purified protein derivative (PPD) (on left fore-
arm) or recombinant ESAT-6 protein at a dosage of 2, 5, or 10 µg/mL (on the right forearm) in each subject. 
Reaction activity and adverse events were monitored at 24, 48, and 72 h following the injection. Receiver op-
erating characteristic curves were plotted to determine the areas under the curves (AUCs) and the cut-off in-
duration diameters for the optimal diagnostic performance.

 Results: The reaction activity was significantly increased upon recombinant ESAT-6 injection in pulmonary TB patients 
compared with healthy subjects. In pulmonary TB patients, the reaction was dose-dependent, and at 48 h, 
10 µg/mL recombinant ESAT-6 produced a reaction similar to that produced by PPD. The AUCs for a 10 µg/mL 
dosage were 0.9823, 0.9552, and 0.9266 for 24 h, 48 h, and 72 h, respectively, and the induration diameters 
of 4.5–5.5 mm were the optimal trade-off values between true positive rates and false positive rates. No seri-
ous adverse events occurred in any subjects.

 Conclusions: Recombinant ESAT-6 protein is efficacious and safe for diagnosing pulmonary TB. Based on the reaction, per-
formance, safety, and practicability, we recommend that 10 µg/mL at 48 h with an induration cut-off value of 
5.0 mm be used.
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Background

Tuberculosis (TB), an infectious disease caused by 
Mycobacterium tuberculosis, is one of the major morbidities 
and mortalities worldwide [1–3]. M. tuberculosis typically af-
fects the lungs (so-called pulmonary TB) although it can also 
affect other sites (extrapulmonary TB). Pulmonary TB is a se-
rious medical problem with social and economic burdens, es-
pecially in developing countries. Several factors may delay 
the diagnosis and treatment of pulmonary TB, such as health 
care system delays [4]. Many regimens have been established 
for the treatment of pulmonary TB over the last several de-
cades, including isoniazid, rifampicin, pyrazinamide, ethambu-
tol, and streptomycin. However, eradication of pulmonary TB 
has been proven elusive. In 2009, the treatment success rate 
among new cases of smear-positive pulmonary TB was 87% 
world-wide [5]; treatment fails in the remaining cases due to 
the resistance of M. tuberculosis to antimicrobials. The preva-
lence of pulmonary TB is increasing annually, and the incidence 
rate was reported to be 0.114% in Sichuan, China in 2005 [6]. 
Early detection of M. tuberculosis infection will enable early 
treatment of the infection, which will help prevent pulmonary 
TB and reduce incidence of the disease. In addition, accurate 
diagnosis of pulmonary TB, especially at the early stage, will 
ensure early treatment and thus increase the success rate in 
the treatment of pulmonary TB. Therefore, early and accurate 
detection of M. tuberculosis is critical.

A variety of technologies have been used to diagnose pulmo-
nary TB, including medical imaging (e.g., chest radiography), 
microbiology tests (e.g., sputum smear microscopy), histopa-
thology, and immune-based tests (eg, serologic, antibody de-
tection tests, antigen detection tests, interferon-g release as-
says, and skin tests) [7]. Among these, the skin test is the most 
widely used screening approach. The delayed-type hypersen-
sitivity skin test reaction to tuberculin purified protein deriv-
ative (PPD) is widely used for the detection of M. tuberculo-
sis infection [8]. However, the main drawback of this method 
is the lack of specificity, as it cannot distinguish M. tubercu-
losis infection from bacilli Calmette-Cuérin (BCG) vaccination 
or infection with non-tuberculous Mycobacteria [9,10]. Thus, 
screening and development of novel antigens is given high pri-
ority for the improvement of the current tools for pulmonary 
TB prevention, diagnosis, and disease management.

Region of difference 1 (RD1) is reported to be absent from strains 
of M. bovis BCG but is present in virulent strains of the tested M. 
bovis and M. tuberculosis [11–13]. RD1-encoded proteins, such 
as the early secreted antigenic target 6-kDa protein (ESAT-6) 
and culture filtrate protein 10 (CFP-10), have been developed as 
new specific diagnostic tests for M. tuberculosis infection [14]. 
However, the sensitivity, specificity, and safety of RD1-encoded 
proteins still need to be further evaluated. A recombinant 11 kD 

protein at the RD1 region of M. tuberculosis, which is equiva-
lent to ESAT-6, has been successfully expressed [15]. It has been 
demonstrated that this protein can differentiate infection with 
live M. tuberculosis from immunization with killed M. tubercu-
losis, live BCG, or mycobacterioses other than TB in guinea pigs 
[16]. However, its promise for the use in the skin test has never 
been evaluated in humans. In a phase I study, we performed a 
preliminary assessment of the safety of a recombinant M. tuber-
culosis ESAT-6 protein in Chinese volunteers [17]. Then, we per-
formed a phase II trial to examine the diagnostic performance 
and safety of the recombinant M. tuberculosis ESAT-6 protein 
used as a skin test for the diagnosis of pulmonary TB.

Material and Methods

Reagents

The recombinant ESAT-6 was produced in compliance with 
good manufacturing process conditions and provided by Beijing 
Xiangrui Biological Products Co., Ltd. (Beijing, China) at differ-
ent concentrations.

Study subjects

A total of 158 patients with confirmed pulmonary TB, ranging 
from 18 to 65 years old, were selected in the Third Affiliated 
Hospital to Wenzhou Medical College and the Center for Disease 
Control and Prevention of Shanggao County, between January 
1, 2009 and August 31, 2009. All these patients met pulmo-
nary TB diagnostic criteria and received BCG vaccination ther-
apy. None of the patients had vital organ failures, diabetes, 
autoimmune diseases, acute infectious disease, human immu-
nodeficiency virus infection, nervous system diseases, long-
term corticosteroid treatment, or any concurrent anti-tumor 
therapy. Patients who attended or were participating in oth-
er trials in the previous 3 months were excluded. Pregnant or 
breast-feeding women, and patients with allergic diathesis or 
drug or alcohol addiction were also excluded.

The selected patients consisted of 2 groups of patients, 145 
treated initially and 13 re-treated. Initially-treated patients 
were defined as those with no previous anti-TB treatment or 
with previously irregular treatment or with less than 1 month 
of anti-TB chemotherapy. Re-treated patients were defined as 
those who failed initial treatment: pulmonary TB recurred after 
initial treatment for a complete course, continuous positivity 
in the sputum for 1–2 years without formal chemotherapy, or 
occurrence of new lesions or recurrence or deterioration of the 
lesions after surgical resection of the affected lung. In addition, 
133 healthy volunteers aged 21–60 years who attended rou-
tine physical examinations were selected as a control cohort. 
Those with previous or current pulmonary and extrapulmonary 
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tuberculosis, respiratory or other systemic symptoms, acute 
or chronic diseases, acute infectious disease, skin disease or 
skin allergy due to various causes, or close contact with indi-
viduals with TB were excluded from the healthy control cohort.

Written informed consent was obtained from every subject, 
and this study was approved by the Ethics Committee at 
Beijing Chest Hospital.

Detection of M. tuberculosis in the sputum and diagnosis 
of bacterium-positive and bacterium-negative pulmonary 
TB

Acid-fast smears were performed using a standard concentra-
tion method and the Ziehl-Neelsen acid-fast stain. Mycobacterial 
cultures were performed using Löwenstein-Jensen media. The 
sputum bacterium-positive status of M. tuberculosis was de-
fined as when the sputum smear for acid-fast bacilli and/or 
culture was positive for M. tuberculosis within 3 months prior 
to the experiment. Sputum bacterium-negative status of M. tu-
berculosis was defined as when both of the above tests were 
continuously negative within 3 months before the experiment.

A subject was diagnosed as having pulmonary TB when 3 of 
the following items from 1–6 or 1 of items from 7 and 8 were 
met [18]: (1) typical clinical symptoms and chest X-ray results; 
(2) efficient anti-tuberculous chemotherapy; (3) exclusion of 
nontuberculous lung disease; (4) strongly positive for 5 IU 
PPD-T and positive for serum anti-TB antibody; (5) positive 
sputum as detected by PCR; (6) TB as determined by histopa-
thology of extra-pulmonary organs; (7) positive for acid-fast 
bacilli as examined by BALF; and (8) TB as determined by his-
topathology of bronchi or lung tissues. Subjects who met the 
diagnostic criteria for pulmonary TB and were sputum-positive 
for M. tuberculosis were defined as having bacterium-positive 
pulmonary TB, whereas those who met the diagnostic criteria 
for pulmonary TB but were sputum-negative for M. tuberculo-
sis were defined as having bacterium-negative pulmonary TB.

Skin	testing

PPD skin testing was performed by injecting 5 internation-
al units (IU) (0.1 mL) of TB-PPD (TB-PPD; Beijing Xiangrui 
Biologicals Co., Ltd., Beijing, China) (n=291) into the skin of 
the volar aspect of the left forearm. Then, recombinant ESAT-
6 skin testing was performed by injecting 2 (n=94), 5 (n=100), 
or 10 µg/mL (n=97) of recombinant ESAT-6 (Beijing Xiangrui 
Biologicals Co., Ltd., Beijing, China) into the skin of the volar 
aspect of the right forearm. Subjects were monitored 24, 48, 
and 72 h after the test. The diameter in millimeters (mm) of 
the induration at each skin test site was measured at each vis-
it. Testing and reading were performed by highly experienced 
technicians using standardized procedures. At each visit, any 

adverse events, including skin reactions, were recorded. In 
addition, all subjects received follow-up 7 days after the test, 
and those who experienced adverse events at this time were 
treated appropriately if necessary and followed-up 7 days later.

Data collection and statistical analysis

The primary objective of this study was to determine the di-
agnostic performance of different doses of the recombinant 
ESAT-6 protein used in a skin test and identify the optimal dose. 
Thus, the primary endpoint was diagnostic performance, as re-
flected by the receiver operating characteristic (ROC) curve and 
subsequent sensitivity, specificity, positive (PPV) and negative 
(NPV) predictive values, and accuracy resulting from the ROC 
curve. In addition, the safety profiles (ie, the occurrence and 
extent of adverse events including skin reactions) of the recom-
binant ESAT-6 protein used in a skin test were also assessed.

The ROC curves were plotted in MATLAB R2010 (The MathWorks, 
Inc. Natick, USA). The best cut-off value for each dosage of re-
combinant ESAT-6 protein for clinical use was defined as the 
corresponding point in the ROC curve which was closest to 
the upper left corner, and thus with the highest overall accu-
racy of the test [19]. Then, the optimal dose was defined as 
the dose that produced the highest accuracy with satisfacto-
ry safety profiles. In addition, continuous data were present-
ed as means ± standard error of the mean (SEM). ANOVA with 
a post hoc test was used to determine the difference in nu-
merical variables among the different doses of recombinant 
ESAT-6 protein, whereas the paired t-test was used to deter-
mine the difference in numerical variables between the PPD 
and each of the different doses of recombinant ESAT-6 pro-
tein. The statistical analysis was performed with SPSS soft-
ware (version 16.0, SPSS Inc. IL, USA). A P value of <0.05 was 
considered as statistically significant.

Results

Demographic characteristics of the study subjects

As shown in Table 1, a large portion of the study subjects in the 
healthy control group, the initially-treated patients and the re-
treated patients were 20 to 39 year-old adults. More subjects 
over 40 years of age were found in re-treated patients as com-
pared with other groups. There were more males than females 
in each group. The majority of the pulmonary TB patients un-
derwent chest X-ray examination only once, whereas in the re-
treated patient group, more subjects had received a chest X-ray 
examination at least twice. Moreover, an elevated incidence of 
pulmonary TB cavity was detected in re-treated patients as com-
pared with the initially-treated patients. Most of the patients in 
the initially-treated and re-treated groups had a short course 
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of treatment (less than 1 week). More patients with bacteri-
um-positive results were observed in the re-treated group as 
compared with the initially-treated patients (76.9% vs. 56.6%).

Reactions to recombinant ESAT-6 at different doses and 
time points

Skin testing results in healthy controls (n=133), initially-treated 
patients (n=145), and re-treated patients (n=13) are present-
ed as percentages of subjects with different ranges of indura-
tion diameters in each group (Figure 1). As shown in Table 2, 
significantly increased reaction activity was detected upon re-
combinant ESAT-6 or PPD injection in pulmonary TB patients as 
compared with healthy subjects. Moreover, the reaction activity 
was gradually enhanced with the increased dosage of recom-
binant ESAT-6 protein in healthy subjects as well as in pulmo-
nary TB patients. Administration of 2 µg/mL recombinant ESAT-
6 produced significantly smaller induration as compared with 

PPD injection at all time-points in patients with pulmonary TB. 
Administration of 5 µg/mL or 10 µg/mL recombinant ESAT-6 
produced the skin reaction similar to that obtained by PPD at 
all time-points in initially-treated patients (Table 2). However, 
5 µg/mL recombinant ESAT-6 produced a weaker reaction than 
PPD in re-treated patients at all time points. Whereas the skin 
reaction to 10 µg/mL recombinant ESAT-6 was similar to that 
to PPD at 48 h, it was stronger at 24 h, but weaker at 72 h 
than that to PPD in re-treated patients (Table 2). These results 
indicate that 10 µg/mL recombinant ESAT-6 administration at 
48 h produced a reaction similar to the PPD test at the same 
time in initially-treated and re-treated patients.

Diagnostic performance of recombinant ESAT-6 at different 
doses and different time-points

To evaluate the specificity and sensitivity of skin testing with 
recombinant ESAT-6 in pulmonary TB patients, ROC curves 

Healthy control
(n=133)

Initially-treated patients 
(n=145)

Re-treated patients 
(n=13)

Age

 <20 yrs  1 (0.8)  4 (2.8)  0 (0)

 20–39 yrs  73 (54.9)  101 (69.7)  9 (69.2)

 ≥40 yrs  59 (44.4)  40 (27.6)  4 (30.8)

Gender

 Male  76 (57.1)  100 (69.0)  11 (84.6)

 Female  57 (42.9)  45 (31.0)  2 (15.4)

Chest radiography

 Less than once  1 (0.7)  0 (0)

 Once  113 (77.9)  7 (53.8)

 Twice  18 (12.4)  4 (30.8)

 More than twice  13 (9.0)  2 (15.4)

With pulmonary TB cavity  21 (14.5)  6 (46.2)

Course of the treatment

 <1 wk  129 (89.0)  11 (84.6)

 1–2 wks  13 (9.0)  0 (0)

 >2 wks  3 (2.1)  2 (15.4)

Sputum bacterium status

 Positive  82 (56.6)  10 (76.9)

 Negative  63 (43.4)  3 (23.1)

Table 1. Demographical and clinical characteristics of the study subjects.

Data were presented as the number of cases and the percentages in parenthesis.
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were drawn (Figure 2). Due to the small number of re-treated 
patients (n=13), this cohort was combined with the initially-
treated patients (n=145) for evaluation. The areas under the 
curves (AUCs) for a dose of 10 µg/mL were 0.9823, 0.9552, 

and 0.9266 for 24, 48, and 72 h, respectively, suggesting the 
high specificity and sensitivity of ESAT-6 skin testing (Figure 
2). Based on the above ROC curves, a cut-off value can be set 
at between 4.5 and 5.5 mm (e.g., 5.0 mm) to obtain a good 
trade-off between true positive rates (TPRs) and false positive 
rates (FPRs). Accordingly, the sensitivity, specificity, PPV, NPV, 
and accuracy at the cut-off value of 5.0 mm were generated 
for 3 doses at different time-points (Table 3).

More initially-treated patients showed a strong positive (dou-
ble circle) reaction 48 h after PPD than healthy subjects and re-
treated patients (15.2%, 0.8%, and 0%, respectively, Table 4). 
However, approximately one-fourth of the initially-treated pa-
tients at doses 5 or 10 µg/mL ESAT-6 and one-third of re-treat-
ed patients at a dose of 10 µg/mL ESAT-6 presented a double 
circle, whereas none of the healthy control showed a double 
circle with the same treatment, suggesting the enhanced sensi-
tivity of recombinant ESAT-6 protein as compared with PPD. All 
3 re-treated patients with strong reaction for the ESAT-6 skin 
test were sputum bacterium-positive (Table 4). However, ap-
proximately half of the initially-treated patients with a strong 
reaction to the 5 or 10 µg/mL ESAT-6 skin test were sputum 
bacterium-positive.

Safety

To further examine the safety of recombinant ESAT-6 pro-
tein administration, all subjects were carefully monitored af-
ter injection. A slight itch at the site of injection was not re-
corded. One case in 5 µg/mL and 1 case in 10 µg/mL ESAT-6 
protein administration had an obvious itch at the injection 
site after injection. No severe adverse events occurred in 
healthy subjects after skin testing with recombinant ESAT-
6 protein at a dose of 2, 5, or 10 µg/mL, although 2 cas-
es had skin blisters after 10 µg/mL ESAT-6 protein admin-
istration. However, 2 cases had itch and 5 cases had skin 
blisters after PPD injection. In addition, no adverse events 
occurred in initially-treated or re-treated patients after re-
combinant ESAT-6 protein administration, while 2 initially-
treated patients showed increased alanine and aspartate 
aminotransferases (ALT and AST) levels on Day 7 after PPD 
skin test. Fever before and after skin test was present in 19, 
24, and 23 subjects, and the skin test did not enhance fe-
ver status. Therefore, the incidence of fever may not be re-
lated to the skin test.

Recommendation of the cut-off of diameter of induration, 
the optimal dose and time-point

Based on the reaction, the diagnostic performance, safety pro-
files, and practicability, we recommend that administration of 
10 µg/mL at 48 h with an induration cut-off value of 5.0 mm 
be used for recombinant ESAT-6 skin testing.
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Figure 1.  Skin testing results for healthy controls (n=133), 
initially-treated patients (n=145) and re-treated 
patients (n=13). Data were presented as percentage of 
the total subjects in each group.
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Discussion

Diagnosis of TB is generally based on clinical suspicion and the 
response to anti-TB immune therapy. Although detection of 
acid-fast bacilli or mycobacterial cultures provides indicative 
values, it cannot serve as a definite diagnostic method due to 
its complicated procedures. The tuberculin skin test (i.e., the 
PPD test) has been the most widely-used approach for screen-
ing apparently healthy subjects for infection with M. tubercu-
losis since the early 1930s [10]. In addition, the PPD test is the 
most widely-used skin test for the detection of M. tuberculo-
sis infection [8]. However, the specificity of the test is poor 
due to the cross-reactivity with proteins present in other my-
cobacteria, such as M. bovis BCG [9,10]. Therefore, there is an 
urgent need to develop novel proteins or antigens for the di-
agnosis of the diseases.

The recombinant ESAT-6 protein at the RD1 region has been 
successfully expressed and reported to be capable of distin-
guishing infection with M. tuberculosis from immunization with 
BCG or mycobacterioses other than TB in guinea pigs [15,16]. 
However, the efficacy and safety of its application in skin test-
ing for pulmonary TB patients has not yet been fully illustrat-
ed. Therefore, we investigated the dosage, reaction and reac-
tion time, performance, and safety for the use of recombinant 
M. tuberculosis ESAT-6 protein for the diagnosis of pulmonary 
TB. In the present study, 145 initially-treated and 13 re-treated 
patients with pulmonary TB were included. More pulmonary 
TB patients were males, which is consistent with other stud-
ies in the Chinese population, and is also in accordance with 
other populations in low-income countries [6,20,21].

Wu et al. reported for the first time the use of recombinant 
ESAT-6 protein in skin testing in human volunteers [22]. Their 
results showed that 1.0 µg (in 0.1 mL) of purified recombinant 
ESAT-6 antigen of M. tuberculosis produced a similar intensity 
of reaction in the skin test to that produced by the PPD anti-
gens in humans [22]. In the same year, Arend et al. carried out 
a double-blind randomized phase I study to compare the effica-
cy of recombinant dimmer ESAT-6 synthesized in Lactococcus 
and tuberculin as a skin test reagent in the diagnosis of tuber-
culosis infection [23]. They showed that in treated TB patients, 
the responses to recombinant dimmer ESAT-6 were optimal at 
0.1 µg (in 0.1 mL) [23]. Our phase I study showed that intra-
dermal injection of 0.1 mL of 1 (15 cases), 5 (18 cases), and 
10 µg/mL (10 cases) recombinant ESAT-6 protein is safe for 
human volunteers, and only a few local adverse events such 
as pain, itching, and blister occurred following ESAT-6 injec-
tion [17]. In the present study, administration of 0.1 mL of all 
doses, ranging from 2 to 10 µg/mL of ESAT-6, was well-toler-
ated by healthy volunteers and patients with pulmonary TB. 
Two healthy subjects had skin blisters after PPD injection and 
2 initially-treated patients showed increased ALT and AST lev-
els on Day 7 after the PPD skin test, whereas no serious ad-
verse events were observed in subjects injected with recom-
binant ESAT-6 protein. These findings indicate the safety of 
recombinant ESAT-6 protein for clinical use of skin testing at 
doses from 2 to 10 µg/mL; however, it should be noted that 
the present study was not sufficiently powered to demonstrate 
complete safety profiles.

In patients with pulmonary TB, administration of 2 µg/mL re-
combinant ESAT-6 produced significantly smaller induration 

Time
point (h)

2 µg/mL ESAT-6
(n=94)

5 µg/mg ESAT-6
(n=100)

10 µg/mL ESAT-6
(n=97)

50 IU/mL PPD
(n=291)

Mean ±SEM Ratio Mean ±SEM Ratio Mean ±SEM Ratio Mean ±SEM

Healthy subjects 
(n=133)

24  0.2±0.2* 0.16  1.0±0.4 0.78  1.0±0.4 0.82  1.3±0.3

48  0.5±0.3* 0.18  2.5±0.9 0.94  1.1±0.6 0.43  2.6±0.5

72  0.7±0.4* 0.31  3.1±0.9 1.29  1.3±0.7 0.54  2.4±0.4

Initially-treated 
patients (n=145)

24  14.1±0.9*# 0.77  19.6±1.3# 1.08  20.7±1.2# 1.14  18.2±0.7#

48  17.7±1.7*# 0.65  29.5±2.9# 1.08  29.8±2.9# 1.09  27.4±1.2#

72  16.9±2.0*# 0.60  30.0±3.5# 1.07  30.9±3.1# 1.10  28.0±1.4#

Re-treated patients
(n=13)

24  9.8±1.8# 0.61  14.1±5.0# 0.88  20.9±4.2# 1.30  16.1±2.6#

48  13.5±3.8# 0.55  14.5±5.2# 0.58  23.3±7.2# 0.94  24.7±3.7#

72  15.5±5.0# 0.55  14.1±4.8# 0.50  17.3±7.2*# 0.61  28.4±4.1#

Table 2. Skin testing results at indicated time points for healthy subjects, initially-treated patients and re-treated patients.

Data are presented as mean ± SEM (mm in diameter) or ratio of ESAT-6 over PPD. * P<0.05 compared with PPD; # P<0.05 compared 
with healthy subjects.
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compared with PPD injection at all time-points. Administration 
of 5 µg/mL or 10 µg/mL recombinant ESAT-6 produced the skin 
reaction similar to that obtained by PPD at all time-points in 
initially-treated patients, whereas 5 µg/mL recombinant ESAT-6 

produced a weaker reaction than PPD in re-treated patients 
at all time-points. Notably, the skin reaction to 10 µg/mL re-
combinant ESAT-6 was similar to that to PPD at 48 h, and it 
was stronger at 24 h, but weaker at 72 h than that to PPD in 
re-treated patients. Therefore, the optimal reaction time was 
set as 48 h following the injection, which is also in accordance 
with the use of the recombinant ESAT-6 antigen [22]. It should 
be mentioned that, in guinea pigs, the strongest reaction was 
observed 24 h after recombinant ESAT-6 protein injection at 
doses of 5 to 20 µg/mL [16]. This discrepancy may be due to 
the differences in the maximum response times between the 
animal model and humans.

The optimal cut-off value for skin testing of ESAT-6 needs to 
be carefully considered. Although administration of 2 µg/mL 
ESAT-6 at 24 h produced the best accuracy (97.87%) at a cut-
off of 5.0 mm, the induration size was smaller than PPD in-
jection at the same time-points. Also, 10 µg/mL at 24 h gives 
gave a high accuracy (94.85%). However, considering that the 
skin reaction to 10 µg/mL recombinant ESAT-6 was similar to 
that to PPD only at 48 h, we recommend choosing a dose of 
10 µg/mL and a reaction time of 48 h for recombinant ESAT-6 
skin testing. In the present study, based on the ROCs, a cut-off 
induration diameter of 6.0 mm was generated. However, for 
practicability, we would recommend a cut-off value of 5.0 mm 
to keep it consistent with that for PPD. Thus, in the present 
study, a skin test with recombinant ESAT-6 protein at a dose 
of 10 µg/mL, for a reaction time of 48 h and with an indura-
tion cut-off of 5.0 mm, yielded an accuracy of 89.69%, which 
is higher than that of PPD (85.17%).

The interferon gamma assay is also commonly used to diag-
nose TB infection, showing the highly specificity. Considering 
the high cost and complex operation by conducting interferon 
gamma assay, it is not suitable for countries with high prev-
alence of TB infection, such as China. Therefore, the recom-
binant ESAT-6 protein is better because it is easy to use and 
is low-cost.

Moreover, this phase II study aimed to determine the efficacy 
and safety of recombinant ESAT-6 protein for diagnosis of pul-
monary TB. In China, BCG vaccination is part of the national im-
munization program, and thus most (if not all) of the healthy 
subjects have already received BCG vaccination. Therefore, the 
BCG vaccination history was not specifically recorded, which 
is obviously a limitation of the present study, as we could not 
compare the effects of ESAT-6 recombinant protein between 
BCG-vaccinated or non-vaccinated subjects. In our phase III 
study, we will carefully choose the study cohort with a ran-
domized controlled double-blind design. We will choose sub-
jects with both ESAT-6 and PPD negative reactivity and give 
them BCG vaccination. Then, we will compare the different di-
agnostic effects of ESAT-6 and PPD.
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Figure 2.  Receiver operating characteristic (ROC) curves for ESAT-
6 injection at 2 µg/mL (A), 5 µg/mL (B) and 10 µg/mL 
(C). The turning point of each ROC curve is marked 
with an arrow, with the corresponding diameter of the 
induration, true positive rate, and false positive rate 
indicated.
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Conclusions

Recombinant ESAT-6 protein is efficacious and safe for diagnos-
ing pulmonary TB. Based on the reaction, performance, safety, 
and practicability, a dose of 10 µg/mL at 48 h with an indura-
tion cut-off value of 5.0 mm is recommended for the skin test-
ing of recombinant ESAT-6 injection. This phase II dose-find-
ing trial provides proof of principle of a specific skin test for 
human use. Future investigation will be continued to investi-
gate the association between the diagnostic value of skin test-
ing with recombinant ESAT-6 protein and disease course of TB.

Time points (h) Sensitivity (%) Specificity (%) PPV (%) NPV (%) Accuracy (%)

2 µg/mL ESAT-6 24 98.04 97.67 98.04 97.67 97.87

48 92.16 95.35 95.92 91.11 93.62

72 82.35 90.70 91.30 81.25 86.17

5 µg/mL ESAT-6 24 90.57 89.36 98.04 97.07 92.00

48 88.68 82.98 95.92 91.11 88.00

72 86.79 80.85 91.30 81.25 81.00

10 µg/mL ESAT-6 24 98.15 93.02 98.04 97.67 94.85

48* 94.44 90.70 94.00 90.91 89.69

72 88.89 90.70 91.30 81.25 83.51

50 IU/mL PPD 24 90.45 86.47 88.75 88.46 88.62

48 90.45 78.95 83.53 87.50 85.17

72 96.82 80.30 85.39 95.50 89.27

Table 3.  Sensitivity, specificity, positive predictive value (PPV), negative predictive value (NPV), and accuracy of different doses of 
recombinant ESAT-6 with a cut-off value of 5.0 mm at different time points.

* Recommended for recombinant ESAT-6 skin testing, with consideration of reaction, diagnostic performance, safety profiles, and 
practicability.

Subjects
Number (%) of subjects with strong (double circle) reaction

2 µg/mL ESAT-6 5 µg/mL ESAT-6 10 µg/mL ESAT-6 50 IU/mL PPD

Healthy subjects (n=133)  0  0  0  1 (0.8)

Initially-treated patients (n=145)  2 (4.3)  13 (26.5)  12 (24.5)  22 (15.2)

Sputum bacterium-positive  0  6 (12.2)  5 (10.2)  9 (6.2)

Sputum bacterium-negative  2 (4.3)  7 (14.3)  7 (14.3)  13 (9.0)

Re-treated patients (n=13)  1 (25)  0  2 (33.3)  0

Sputum bacterium-positive  1 (25)  0  2 (33.3)  0

Sputum bacterium-negative  0  0  0  0

Table 4.  The number of subjects with strong (double circle) recombinant ESAT-6 protein or PPD positive reaction at 48 h, in relation to 
sputum bacterium status of M. tuberculosis.

Acknowledgements

The authors thank Medjaden Bioscience Limited for assisting 
in the preparation of this manuscript.

Statement

The funders had no role in study design, data collection and 
analysis, decision to publish, or preparation of the manuscript.

976
Indexed in: [Current Contents/Clinical Medicine] [SCI Expanded] [ISI Alerting System]  
[ISI Journals Master List] [Index Medicus/MEDLINE] [EMBASE/Excerpta Medica]  
[Chemical Abstracts/CAS] [Index Copernicus]

Sun Q-F et al: 
Recombinant ESAT-6 protein and pulmonary TB

© Med Sci Monit, 2013; 19: 969-977
CLINICAL RESEARCH

This work is licensed under a Creative Commons
Attribution-NonCommercial-NoDerivs 3.0 Unported License



References:

 1. Cegielski JP, Chin DP, Espinal MA et al: The global tuberculosis situation. 
Progress and problems in the 20th century, prospects for the 21st century. 
Infect Dis Clin North Am, 2002; 16: 1–58

 2. Corbett EL, Watt CJ, Walker N et al: The growing burden of tuberculosis: 
global trends and interactions with the HIV epidemic. Arch Intern Med, 
2003; 163: 1009–21

 3. Barry CE III, Boshoff HI, Dartois V et al: The spectrum of latent tuberculo-
sis: rethinking the biology and intervention strategies. Nat Rev Microbiol, 
2009; 7: 845–55

 4. Guneylioglu D, Yilmaz A, Bilgin S et al: Factors affecting delays in diagno-
sis and treatment of pulmonary tuberculosis in a tertiary care hospital in 
Istanbul, Turkey. Med Sci Monit, 2004; 10(2): CR62–67

 5. Xue L, Fletcher GC, Tolkovsky AM: Autophagy is activated by apoptotic sig-
nalling in sympathetic neurons: an alternative mechanism of death exe-
cution. Mol Cell Neurosci, 1999; 14: 180–98

 6. Yang XY, Zhang NM, Diao X et al: Epidemiological analysis of pulmonary 
tuberculosis in Sichuan Province, China, 2000–2006. Int J Infect Dis, 2008; 
12: 534–41

 7. Pai M, Minion J, Sohn H et al: Novel and improved technologies for tuber-
culosis diagnosis: progress and challenges. Clin Chest Med, 2009; 30: 701–
16, viii

 8. American Thoracic Society and Centers for Disease Control: Diagnostic 
standards and classification of tuberculosis. Am Rev Respir Dis, 1991; 142: 
725–35

 9. Harboe M: Antigens of PPD, old tuberculin, and autoclaved Mycobacterium 
bovis BCG studied by crossed immunoelectrophoresis. Am Rev Respir Dis, 
1981; 124: 80–87

 10. Huebner RE, Schein MF, Bass JB Jr: The tuberculin skin test. Clin Infect Dis, 
1993; 17: 968–75

 11. Mahairas GG, Sabo PJ, Hickey MJ et al: Molecular analysis of genetic differ-
ences between Mycobacterium bovis BCG and virulent M. bovis. J Bacteriol 
1996; 178: 1274–82

 12. Talbot EA, Williams DL, Frothingham R: PCR identification of Mycobacterium 
bovis BCG. J Clin Microbiol, 1997; 35: 566–69

 13. Behr MA, Wilson MA, Gill WP et al: Comparative genomics of BCG vaccines 
by whole-genome DNA microarray. Science, 1999; 284: 1520–23

 14. Andersen P, Munk ME, Pollock JM, Doherty TM: Specific immune-based di-
agnosis of tuberculosis. Lancet, 2000; 356: 1099–104

 15. Chen BW, Xu M, Xu JH et al: Gene cloning, expression and potency of re-
combinant 11 kD protein at RD1 region of Mycobacterium tuberculosis. Chin 
J Biologicals, 2006; 19: 468–70

 16. Xu M, Luo YA, Li YL et al: Differentiation of infection with Mycobacterium 
tuberculosis by recombinant Mycobacterium tuberculosis 11000 protein. 
Chin J Tuberc Respir Dis, 2006; 29: 762–65

 17. Du WX, Chen BW, Lu JB et al: Preclinical study and phase I clinical safety 
evaluation of recombinant Mycobacterium tuberculosis ESAT6 protein. Med 
Sci Monit Basic Res, 2013; 19: 146–52

 18. Guidelines for the diagnosis and treatment of pulmonary tuberculosis (2001 
Edition). Journal of Internal Intensive Medicine, 2001; 8: 225–29

 19. Zweig MH, Campbell G: Receiver-operating characteristic (ROC) plots: a fun-
damental evaluation tool in clinical medicine. Clin Chem, 1993; 39: 561–77

 20. Martinez AN, Rhee JT, Small PM, Behr MA: Sex differences in the epidemiol-
ogy of tuberculosis in San Francisco. Int J Tuberc Lung Dis, 2000; 4: 26–31

 21. Borgdorff MW, Nagelkerke NJ, Dye C, Nunn P: Gender and tuberculosis: a 
comparison of prevalence surveys with notification data to explore sex dif-
ferences in case detection. Int J Tuberc Lung Dis, 2000; 4: 123–32

 22. Wu X, Zhang L, Zhang J et al: Recombinant early secreted antigen target 6 
protein as a skin test antigen for the specific detection of Mycobacterium 
tuberculosis infection. Clin Exp Immunol, 2008; 152: 81–87

 23. Arend SM, Franken WP, Aggerbeck H et al: Double-blind randomized Phase 
I study comparing rdESAT-6 to tuberculin as skin test reagent in the diag-
nosis of tuberculosis infection. Tuberculosis (Edinb), 2008; 88: 249–61

977
Indexed in: [Current Contents/Clinical Medicine] [SCI Expanded] [ISI Alerting System]  
[ISI Journals Master List] [Index Medicus/MEDLINE] [EMBASE/Excerpta Medica]  
[Chemical Abstracts/CAS] [Index Copernicus]

Sun Q-F et al: 
Recombinant ESAT-6 protein and pulmonary TB
© Med Sci Monit, 2013; 19: 969-977

CLINICAL RESEARCH

This work is licensed under a Creative Commons
Attribution-NonCommercial-NoDerivs 3.0 Unported License


