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Introduction To evaluate the impact of design features of the synthetic mid-urethral slings on tissue integrity 
and inflammatory responses.
Material and methods In total 30 female Sprague-Dawley rats were implanted with type I monofilamen-
tous, macroporous polypropylene meshes: Gynecare TVT-Obturator tape® (Ethicon Inc., Johnson & John-
son, Somerville, NJ, USA) and I-STOP® (CL Medical Inc., Lyon, France). All animal groups were sacrificed  
at set time intervals – 6 weeks, 3 months, 6 months, 9 months and 12 months – and the abdominal wall 
was harvested with mesh strips for histological evaluation.
Results All mesh strips appeared to be well incorporated into the abdominal wall, and no signs of shrink-
age was noticed. All specimens showed a thin/delicate, loose, fibrous interface between the synthetic graft 
plate and abdominal wall, along with mild inflammatory reactions from 6 weeks to 12 months.
Conclusions Both mesh brands induced comparable, minimal foreign body reactions and integrated well 
into the host tissues despite differences in architectural features. TVT-O® and I-STOP® evoked similar low-
grade inflammatory responses up to 12 months in this animal model.
Structural differences and architectural features of polypropylene slings used in this study have had no 
impact on tissue integrity and inflammatory responses.
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INTRODUCTION

Female stress urinary incontinence (SUI) is defined 
as an involuntary leakage of urine upon effort, exer-
tion, sneezing or coughing [1]. It is a common con-
dition with worldwide prevalence and incidence es-
timated to be 5–61% and 4–11%, respectively [2, 3]. 
Trans-obturator mid-urethral sling procedures with 
synthetic tapes have proven to be efficient therapeutic 
options. The rate of complications, especially extru-
sion/vaginal erosion, is approximately 1.1 to 3% [4, 5].  
The remaining post-operative complications such as 
voiding dysfunction, de novo urgency, chronic pain 

and dyspareunia, entail longer recovery affecting the 
patients' quality of life and sometimes requiring reop-
eration and sling removal. Complications depend on 
the patients' general condition, prior pelvic surgeries, 
placement technique, tape material and structure [6].
Whereas, clinical factors indicating success in mesh 
procedures have been well-investigated, the struc-
tural differences and architectural features of tapes 
have not been sufficiently studied. Existing varia-
tions in manufacturing have led. 
Loosely-woven or knitted, monofilamentous, macropo-
rous polypropylene meshes appear to better integrate 
in tissues than multifilament or cadaveric materials 
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[5]. However, it is known that different knitting pat-
terns of polypropylene tapes can significantly change 
their biomechanical properties and further contribute 
to the hypothesis that histological responses can vary 
[7]. The literature does not provide strong evidence 
on this issue.
Gynecare TVT-O® slings (Ethicon Inc., Johnson  
& Johnson, Somerville, NJ, USA) have been associated 
with a low rate of extrusion/erosion (1.7%) at 4 years 
[8]. I-STOP® (CL Medical Inc., Lyon, France) has been 
reported to elicit few complications at 7 years, making 
them significantly effective [9]. Both slings are made 
of type I macroporous, monofilamentous polypropylene 
mesh [10], but differ according to knitting mode and 
edge design. TVT-O® is characterized by high elasticity, 
in contrast to I-STOP®, which is non-elastic [11].
Elasticity is the physical property of materials that 
returns them to their initial shape after suppression  
or deformation [12]. It has not been established wheth-
er elasticity and elastic modulus impact the long-term 
performance of mesh implants [13, 14]. Furthermore, 
studies have shown that the chemical, physical, and 
morphological characteristics of implanted synthetic 
materials play a role in modulating cellular events 
and tissue reactions [15]. Polypropylene mesh elicits 
ongoing host inflammatory responses. However, the 
data are scant when it comes to histological evaluation  
of implants with different mechanical features (espe-
cially elastic modulus) and knitting patterns made with 
polypropylene, the most popular artificial material in-
tegrated into pelvic reconstruction surgery. Histologi-
cal assessment could provide a synthesis of cellular and 
humoral immunity processes linking tissue responses 
to possible complications.
The objective of the present study was to evaluate 
the impact of these design specificities and structural 
differences on tissue integration and inflammatory 

Table 1. Textile properties of the meshes used (as provided  
by manufacturers)

Mesh type TVT-O I-STOP

Material Polypropylene Polypropylene

Structure Monofilament Monofilament

Fiber size (diameter) 0.15 mm 0.15 mm

Pore size 1379 µm 100 µm

Knitting Knitted (interlock) Knitted

Mesh edges Tanged Not tanged,  
curled edges

Mesh thickness 0.63 mm 0.3 mm

Elasticity Extensible Non-extensible  
(low elasticity)

reactions. Reduction of tissue responses with effec-
tive integration will lower the risk of adverse clinical 
consequences [16, 17, 18].

MATERIAL AND METHODS

Ethics statement

This study complied with Canadian Council on Ani-
mal Care guidelines and was approved by the McGill 
University Animal Care Committee.

Study design

30 Sprague-Dawley (SD) rats were randomly allo-
cated into 5 different groups: 
Group 1 – 6 rats euthanized after 6 weeks
Group 2 – 6 rats euthanized after 3 months
Group 3 – 6 rats euthanized after 6 months
Group 4 – 6 rats euthanized after 9 months
Group 5 – 6 rats euthanized after 12 months
All animals initially underwent mesh implantation of 
the type I monofilamentous, macroporous polypropyl-
ene meshes Gynecare TVT-Obturator tape® (Ethicon 
Inc., Johnson & Johnson) and I-STOP® (CL Medical 
Inc.), prepared in 20 × 10 mm strips, and were fol-
lowed for pre-determined periods. Table 1 summarizes 
the characteristics of both slings, while Figure 1 pres-
ents both meshes before implantation. The rats were 
euthanized at the end of each period and the implanted 
meshes were retrieved for histological evaluation.

Animals and implants

30 female SD rats, 90 days of age and weighing  
250–300 g each (Charles River Laboratories, St. 
Constant, Quebec, Canada), were housed separately  

Figure 1. Appearance of mesh strips before implantation:  
TVT-O® (right) and I-STOP® (left).
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in regular cages. They were maintained under the 
same feeding, temperature, humidity and lighting 
conditions.

Surgical procedure

Meshes were implanted in all 30 rats, and the surgi-
cal procedures were performed with autoclaved in-
struments. The rats were anaesthetized with a mix-
ture of isoflurane 5%-oxygen 1.5 l/min for induction 
and isoflurane 2.5%-oxygen 0.8 l/min for mainte-
nance. Analgesia (buprenorphine 0.05 mg/kg of body 
weight) was sustained subcutaneously every 8 hours 
for 2 days post-operatively, via 24 G needle. The ab-
domen of each rat was shaved and disinfected with 
2% chlorhexidine solution.
A midline abdominal incision (3 cm) was made and 
covered with sterile drape. Both brands of sterile 
mesh strip were fastened to the inner surface of the 
abdominal wall, one to the right and the other to the 
left of midline, at 2-cm distance, with 6/0 prolene 
sutures (Johnson & Johnson) fixed at the 4 corners 
of each strip. The peritoneal cavity and abdominal 
fascia were closed with 4/0 PDS II sutures (John-
son & Johnson) in a running manner. The skin was 
closed with interrupted 3/0 PDS II sutures (Johnson 
& Johnson).

Euthanasia

Animals from each group were euthanized at the des-
ignated time intervals (6 weeks, 3 months, 6 months, 
9 months and 12 months) in a CO2 chamber.

Sample collection

After each animal was sacrificed in an aseptic 
manner, a midline abdominal incision was made 
and skin was dissected from the abdominal fascia.  
The abdominal wall, including the mesh strips, 
was harvested from each side. Final implant size  
in width and length was measured and analyzed. 
The explanted tissues were then placed in 10% 
phosphate-buffered formalin and subsequently em-
bedded in paraffin.

Histological evaluation

Paraffin blocks were cut into 5-µm slices by micro-
tome and stained with hematoxylin-eosin (H&E) 
and Masson's trichrome. They were cut at a dis-
tance from the original sutures to avoid inappro-
priate tissue reactions. Histopathological analysis 
was performed by an uropathologist (LRB) blinded  
to the mesh types. The degree of inflammation 

Table 2. Histological scoring system of tissue inflammation

Grade of inflammation Description

0 (absent) No inflammation or <5% of the 
analyzed sample

1 (mild)

Inflammatory reaction 5-25%  
of analyzed sample; scarce  

inflammatory infiltrate, confined to 
areas of giant cell reaction if present

2 (moderate)

Inflammatory reaction 25-70%  
of analyzed sample; moderate 
inflammatory infiltrate in areas  
of giant cell reaction area and  

involving adjacent connective tissue 

3 (severe)

>70% of the analyzed sample; 
marked inflammatory infiltrate in 

areas of giant cell  
reaction and prominently involving 

connective tissue

was recorded on the basis of a 4-point scale, along 
with the presence of giant cell reactions, and grad-
ed as 0 (absent), 1 (mild), 2 (moderate) and 3 (se-
vere) in terms of acute and chronic inflammation  
(Table 2) to specifically compare histological dif-
ferences [19]. The samples were also analyzed  
for fibrosis, necrosis and neovascularization and 
each feature was scored as absent (less than 5%  
of the analyzed sample), mild (5–25% of the ana-
lyzed sample), moderate (25–50% of the analyzed 
sample) or severe (more than 50% of the analyzed 
sample). Sample size of a long-term evaluation, 
lasting at least 1 year, of tissue integration and 
inflammatory responses to polypropylene meshes  
in an in vivo rat model has never been undertaken 
before, so that sample size could not be calculat-
ed from previous studies. Therefore, the number  
of included rats was decided in consultation with 
the McGill University Animal Care Committee,  
according to the principles of replacement, reduc-
tion and refinement.

Statistical analysis

Data analysis was conducted with IBM SPSS Sta-
tistics, version 23.0 (IBM Corporation, Armonk, 
NY, USA) to ascertain differences between groups.  
The 5 distinct groups (plus 1 control) were com-
pared 2 by 2 according to the 2-sided Mann-Whitney 
U test in terms of strip width and length. Categori-
cal variables of inflammation degree and histologi-
cal responses were compared by Chi-square Statistic 
and the Kruskal- Wallis test. Statistical significance 
was set at p <0.05, and Dunn's test was applied  
to identify differences between the groups.
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revealed that minimal to small numbers of lympho-
cytes and plasmocytes were noted in 2 specimens 
with TVT-O® strips at 6 months and in 3 speci-
mens at 9 months (Figure 4), while the presented 
abnormalities were observed in one I-STOP® strip  
at 9 months. At 12 months, specimens of both 
strip types showed a small number of plasmocytes 
and lymphocytes. When groups of each sling type 
were pooled, data on both types of meshes in terms  
of acute and chronic inflammation were not statisti-
cally different (p >0.05).

RESULTS

Macroscopic evaluation

No post-operative complications were observed  
in all 5 experimental groups. All wound sites healed 
without signs of infection, wound dehiscence or skin-
mesh protrusion. At the harvest times indicated,  
all mesh strips appeared to be well incorporated into 
the abdominal wall. There was no adhesion to the 
intraperitoneal organs. All strips maintained their 
original dimensions and morphological appearance 
up to 12 months without any statistical difference  
(p >0.05) (Figures 1, 2).

Histological evaluation

All specimens showed a thin/delicate, loose, fibrous 
interface between the synthetic graft plate and 
abdominal wall, starting from the 6-week evalua-
tion and maintained for up to 12 months (Figures 
2, 3), usually with modest foreign body giant cell 
reactions (mono- and multinucleated histiocytes) 
centered on the synthetic constituent, sometimes 
associated with rare lymphocytes, plasma cells, eo-
sinophils or siderophages.

Inflammatory reactions

Mild foreign body giant cell reactions (graded 1) cen-
tered on the synthetic constituents were apparent  
in all specimens (p >0.05) with both strip types, 
from 6 weeks up to 12 months (Figure 3). Out-
comes of histological assessment are presented  
in Table 3. Only at 3 months both strips induced 
the occurrence of rare eosinophils as signs of acute 
inflammation. Assessment of chronic inflammation 

Figure 2. Appearance of mesh strips upon explantation at 12 
months: TVT-O® (A) and I- STOP® (B).

Figure 3. Histological evaluation of I-STOP® mesh at 3 months. 
(A) Thin, uniform layer of fibrous tissue (arrows) interposed be-
tween the abdominal wall (left half) and apposed graft (right 
half). No associated intrinsically-active fibrosis or acute/chronic 
inflammation is apparent (H&E, 100x original magnification). 
(B) Mild foreign body reactions of mono- and multinucleated 
histiocytes surround the synthetic constituent without con-
comitant acute or chronic lymphoplasmacytic inflammation 
(arrows) (H&E, 200x original magnification).

Figure 4. Histological evaluation of TVT-O® mesh at 6 months. 
In addition to foreign body reactions (arrowheads) surround-
ing the synthetic constituent, which appears as empty lacunae, 
there is evidence of mild to moderately-active fibrosis, includ-
ing a small number of admixed lymphocytes and plasma cells 
(arrows) (H&E, 200x magnification).
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6W – 6 weeks, 3M – 3 months, 6M – 6 months, 9M – 9 months, 12M – 12 months

Active fibrosis
 
At 6 weeks, all specimens with I-STOP® strips pre-
sented mild to moderate, active fibrosis centered 
on the synthetic material, whereas none of the  
TVT-O® specimens manifested fibrosis (p <0.05).
Active fibrosis disappeared from 3 months  
up to 12 months, except in 1 specimen at 9 months 

with mild intension of fibrosis. No fibrosis was 
seen with TVT-O® strips at the different evaluation  
intervals, except in 2 specimens at 9 and 12 months 
where focal, mild, active fibrosis was centered on 
the synthetic material (Figures 3, 4). However, 
when groups of each sling type were pooled, data  
on both types of meshes were not statistically dif-
ferent (p >0.05).

Table 3. Histological features of investigated meshes at different time points

Acute inflammation Chronic inflammation Fibrosis Necrosis Neovascularization

6 weeks

6W-TVT-1 0 1 0 0 0

6W-TVT-2 0 1 0 0 0

6W-TVT-3 0 1 0 0 0

6W-ISTOP-1 0 1 1 0 0

6W-ISTOP-2 0 1 1 0 2

6W-ISTOP-3 0 1 2 0 0

3 months

3M-TVT-1 1 0 0 0 0

3M-TVT-2 1 0 0 0 0

3M-TVT-3 1 0 0 0 0

3M-ISTOP-1 1 0 0 0 0

3M-ISTOP-2 1 0 0 0 0

3M-ISTOP-3 1 0 0 0 0

6 months

6M-TVT-1 0 0 0 0 0

6M-TVT-2 0 1 0 0 0

6M-TVT-3 0 1 0 0 1

6M-ISTOP-1 0 0 0 0 0

6M-ISTOP-2 0 0 0 0 0

6M-ISTOP-3 0 0 0 0 1

9 months

9M-TVT-1 0 1 1 0 0

9M-TVT-2 0 1 0 0 0

9M-TVT-3 0 1 1 0 0

9M-ISTOP-1 0 0 0 0 0

9M-ISTOP-2 0 1 1 0 0

9M-ISTOP-3 0 0 0 0 0

12 months

12M-TVT-1 0 1 1 0 0

12M-TVT-2 0 1 0 0 0

12M-TVT-3 0 1 1 0 1

12M-ISTOP-1 0 1 0 0 0

12M-ISTOP-2 0 1 0 0 0

12M-ISTOP-3 0 1 0 0 1
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on the study conducted by Klinge et al. who implant-
ed polypropylene mesh in the abdomen of rats for  
90 days [28]. A small-pore mesh (with a mean pore 
size of 480 µm) was associated with intense chronic 
inflammation accompanied by extensive scar bridg-
ing. Conversely, the large-pore mesh (with a mean 
pore size of 2800 µm) exhibited scarring similar  
to the control group. The authors that pore size  
is a significant factor in the tissue response and 
the overall biocompatibility of polypropylene mesh. 
However, our study showed that the difference  
in pore sizes was of little importance. More im-
portantly, their observation lasted only 3 months, 
whereas results presented by us were collected dur-
ing a 1-year period. Moreover, in the study of Klinge, 
the small-pore mesh was of monofilament design, 
whereas the large-pore was of multifilament design. 
Since multiple studies have showed that tissue integ-
rity and histological response vary between mono-
filament and multifilament meshes, conclusions  
of pore size impact presented in this study are rather 
overestimated. Both TVT-O® and I-STOP® meshes, 
investigated in our study, are characterized by the 
monofilament structure. Recently, Sindhwani et al. 
studied in vivo changes in pore dimensions of a tex-
tile implant and demonstrated the dynamic nature 
of the material during the tissue integration process 
[29]. They stated that this phenomenon depends 
more on mesh-produced material than architectural 
features, but more research is warranted. Neverthe-
less, researchers of hernia implants stress that re-
liable analysis based on mesh materials is not cur-
rently possible to perform as recordings of them are 
restricted to brand names [30]. Thus, system clas-
sifications should be based on biological response. 
Studies investigating meshes enriched by coating bio 
components seem to support this idea [31].
Cobb et al. suggested that reducing the weight  
of polypropylene mesh beyond that currently con-
sidered as light-weight may lower the host response  
and inflammation, thereby reducing potential mor-
bidity [32]. However, given the multifactorial nature 
of complications, the overall impact of reducing mesh 
volume and weight is unclear. Data obtained from 
our study presents that architectural and structural 
differences, resulted in different mesh weights, have  
no impact on histological response indicating mesh-
produced material to be the crucial factor for tissue 
incorporation. This finding is concurrent with re-
sults presented by Roman et al. [33]. Moreover, Ozog  
et al. demonstrated that reduction of mesh weight may 
have a negative impact on procedure's process [34]. 
They implanted an ultra-lightweight polypropylene 
mesh into the abdomen of rabbits and deemed the 
handling characteristics of this mesh inappropriate  

Neovascularisation

No differences were evident at the various evalua-
tion periods between all specimens, with both sling 
types displaying focal neovascularisation (p >0.05).

Necrosis

Both strip types manifested no signs of necrosis  
at the different evaluation intervals (p >0.05).

DISCUSSION

Polypropylene mid-urethral slings are widely ad-
opted by urologists and gynaecologists for SUI treat-
ment. Complications of these procedures, although 
rare, could be deleterious to a patient’s condition  
and possibly a source of legal conflicts. Among poten-
tial complications, vaginal extrusion is most likely 
associated with mesh material [6].
Based on the classification of synthetic meshes, first 
developed for hernia surgery [10], type I macropo-
rous, monofilamentous polypropylene meshes have 
been shown to induce mild histological foreign body 
reactions, in contrast to other mesh types used for 
SUI procedures [20]. Our project went one step 
further and proved that the architectural features  
of polypropylene meshes have no impact on histo-
logical tissue responses in a 1-year period. The na-
ture and intensity of inflammatory reactions may be 
critical for acceptance or rejection, and could subse-
quently influence mechanical properties as well as 
sling efficacy [21, 22].
Various marketed mid-urethral sling brands differ in 
the knitting and weaving properties of polypropyl-
ene material. Aside from pore size, surface features 
may impact tissue integration [23, 24]. Thus, each 
material should be evaluated individually. TVT-O®  
is commonly used worldwide in clinical practice  
and reported to evoke a low incidence of erosion  
and vaginal extrusion. I-STOP® is more recent, 
confined mainly to Europe for the time being, but  
is known to elicit a low incidence of complications  
as well. Both are made from polypropylene. Howev-
er, TVT-O® is extensible and thicker, characterized 
by tangled edges and interlocking knitting patterns 
[25]. On the other hand, I-STOP® is a non-extensible 
tape with low elasticity, curled edges and smaller 
pore sizes [26].
Recently published non-systematic review confirmed 
that polypropylene evokes a less inflammatory  
or similar host response when compared with oth-
er materials used in SUI mesh devices, with large-
pore and light-weight meshes being favoured [27] 
The conclusion of the pore size impact was based  
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In another analysis, a Brazilian group [38] com-
pared inflammation and collagen production induced  
by 4 sling materials in female rats They stated that 
polypropylene caused more intense and longer-last-
ing inflammatory reactions with greater visceral pen-
etration than autologous fascia or swine intestinal 
submucosa. The present results do not correspond 
with these conclusions. The major bias in their find-
ings was the short analysis time: 90 days. This time-
period does not allow evaluation of appropriate his-
tological responses to artificial materials [36].
Previous in vitro studies have revealed that TVT-O® 
and, to a lesser degree, I-STOP® both release mate-
rial particles after elongation [24]. This issue, based 
on the present results, does not seem to impact in-
flammatory responses in the host and could be at-
tributed to mesh integration that causes minimal 
friction and avoids the risk of mechanical damage 
[24]. However, it has not been investigated whether 
these released particles have an effect on the ease 
of removal secondary to complications. Further re-
search has to look at this phenomenon.
In addition, data extrapolated from the treatment  
of pelvic organ prolapse and hernia surgery indicated 
that mesh-induced chronic inflammation was corre-
lated with chronic pain [16] and reduced mesh flex-
ibility [39], which are significant issues in SUI sur-
gery. In the present study, the absence of significant 
chronic inflammatory reactions with up to 12 months 
follow-up would explain the good tolerance and func-
tional results obtained with these meshes.
The limitation of the present experiments, as in all 
studies of animal models, is that data extrapolation 
to humans could be hazardous, since it is not possi-
ble to exactly replicate implantation, and the human 
body could adjust the local environment in times  
of stress and wound-healing. The impact of anatom-
ical location is crucial and current evidence suggests 
the pelvic region exhibits a more exaggerated host 
response than the abdominal region [27]. Although 
both tapes were not implanted sub-urethrally,  
as it is usually the flashpoint of sling procedures, 
we considered that the extensive dissection needed 
to place the tapes sub-urethrally might have af-
fected the outcomes., as a result of local reactions  
to surgery and prolonged anesthesia have significant 
contribution to final results. Furthermore, mesh 
implantation into the rat peritoneal cavity provides  
an environment akin to that in clinical practice for 
SUI incontinence procedures, and might have simi-
lar impact on physical properties because of inflam-
matory responses. The urethro-pelvic ligament, 
which supports the bladder neck/urethra and is 
assisted by slings in humans, arises from the endo-
pelvic fascia, which is a continuation of the parietal 

because of folding upon insertion, which was not ob-
served with the heavier mesh.
Most previous studies have evaluated tissue reac-
tions to synthetic slings for up to 3 months. In cur-
rent literature, Gerullis et al. reported the longest 
time interval for the analysis of synthetic mesh in-
tegration [35]. In their experiment, lasting up to 
24 months, they analyzed three different hernia 
meshes implanted in 14 sheep, euthanized at 4 dif-
ferent time points. However, investigated meshes 
were made from different materials (polypropyl-
ene, reinforced polypropylene and polyvinylidene 
fluoride). Our experiment investigated the longest 
interval between implantation and retrieval of ure-
thral slings made from exactly the same material 
(polypropylene), but with different architectural 
features, allowing sufficient time for host-graft in-
teraction stability [36]. In this work, both meshes 
induced comparable, minimal foreign body reactions 
and integrated well into host tissues up to 12 months 
with no signs of infection, extrusion or erosion, even 
though one would expect that these mesh types with 
different architectural features, could provoke dif-
ferent inflammatory reactions once implanted in the 
host. Also, since the 2 meshes have different elas-
tic properties, the absence of significant differences 
in tissue reactions indicates that this parameter  
is not influential, at least for mesh integration and 
tissue reactions. Riccetto et al. [37] evaluated tissue 
reactions, inflammation, and collagen fiber density 
elicited by monofilament and multifilament poly-
propylene meshes in subcutaneous tissues of female 
rats. Although tissue reactions and inflammatory 
responses were not statistically different, stereo-
logical analysis disclosed significant variations be-
tween mono- and multifilament meshes. Monofila-
ment materials induced more collagen deposition 
and greater density of collagen fibers, indicating 
fibrosis as a possible, more favourable biocompat-
ibility factor of implantation mesh procedures on 
short-term evaluation. These authors stated that 
collagen fibers developing among mesh filaments 
could evoke its complete integration and minimal 
or absent inflammatory responses. Complete inte-
gration would reduce the risk of mechanical dam-
age. The present study obtained similar results with  
I-STOP® in terms of fibrosis at 6 weeks. However, 
their analysis lasted only 120 days, whereas the cur-
rent work showed that monofilament meshes do 
not induce excessive fibrosis over a 1-year period, 
representing appropriate long-term follow-up in an 
animal implantation model [36]. This outcome cor-
responds with clinical data, which have argued that 
excessive and prolonged fibrosis could predispose to 
mesh complications [16].
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ers should be aware that other researchers have not 
yet validated the present histological evaluation. 
However, the same pathologist who was blinded  
to the mesh type analyzed all pathology specimens. 
In addition, the constructed histological grading 
system allowed systematic evaluation of individual 
specimens to compare outcomes with both meshes.

CONCLUSIONS

Despite different structural features, both TVT-O® 
and I-STOP® similarly induced minimal inflam-
matory responses that were maintained for up to  
12 months in the present animal model. The architec-
tural features of polypropylene meshes had no impact 
on histological responses in this experiment.
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peritoneum. Moreover, implantation techniques 
are more challenging in animals and could expose 
them to unnecessary complications and contamina-
tion due to any local surgical procedures. Rat ani-
mal model allows to make our results comparable 
to previously published studies [27]. Furthermore, 
anatomical location is a factor that cannot be ad-
justed when correcting SUI which may in turn lead  
to a higher level of complications in some patients. 
Also, additional factors, such as incision length, 
menopausal status and previous pelvic surgery  
or radiation, cannot be overlooked as they could 
affect tissue reactions to sling materials. Interspe-
cies differences between animals and humans are 
considerable and an ideal animal model is yet to be 
determined [27]. Synthetic sling length in the pres-
ent model may have had an impact as well, since 
the magnitude of inflammatory responses may grow 
with increased sling surface. Recently published 
study emphasizes the fact that the surface area  
of implanted material is proportional to the host-
produced response [27]. The cause of this is multi-
factorial and includes patient and material factors. 
However, they clearly added that the presented is-
sue is very difficult to investigate with various ani-
mal models. Grading inflammatory responses is one  
of the major drawbacks of pathology studies,  
as intra-observer variations are well-known. Read-

1. Abrams P, Cardozo L, Fall M, et al. 
Standardization Sub-committee of the 
International Continence Society. The 
standardization of terminology in lower 
urinary tract function: report from the 
Standardization Sub-committee of the 
International Continence Society. Urology. 
2003; 61: 37-49.

2. Walker GJ, Gunasekera P. Pelvic organ 
prolapse and incontinence in developing 
countries: review of prevalence and risk 
factors. Int Urogynecol J. 2011; 22:  
127-135.

3. Milsom I, Altman D, Lapitan MC, et al. 
Epidemiology of urinary (UI) and faecal  
(FI) incontinence and pelvic organ  
prolapse (POP). In: Abrams P, Cardozo L,  
Khoury S, Wein AJ, Editors. Incontinence: 
4th International Consultation  
on Incontinence. Paris, France: Health 
Publications Ltd., 2009; 35-112.

4. Latthe PM, Singh P, Foon R, et al. Two 
routes of transobturator tape procedures 
in stress urinary incontinence:  
a meta-analysis with direct and indirect 

comparison of randomized trials. BJU Int. 
2010; 106: 68-76.

5. Burkhard FC, Lucas MG, Berghmans LC, 
et al. European Association of Urology 
(EAU), EAU Guidelines on the Urinary 
Incontinence in Adults [Internet] 
Published: March 2016 [Accessed: 
September 2016]. Available from: 
https://uroweb.org/guideline/urinary-
incontinence

6. Lee D, Zimmern PE. Management  
of complications of mesh surgery.  
Curr Opin Urol. 2015; 25: 284-291.

7. Bigozzi MA, Provenzano S, Maeda F, et al.  
In vivo biomechanical properties of 
heavy versus light weight monofilament 
polypropylene meshes. Does the knitting 
pattern matter? Neurourol Urodyn. 2017; 
36: 73-79.

8. Liapis A, Bakas P, Creatsas G. Efficacy  
of inside-out transobturator vaginal  
tape (TVTO) at 4 years follow up. Eur  
J Obstet Gynecol Reprod Biol. 2010;  
148: 199-201.

9. Lienhart J, Vautherin R, Grisard-Anaf M, 
Frobert JL. Seven-year follow-up of 331 
I-Stop transobturator sling cases in female 
urinary incontinence treatment. Prog Urol. 
2014; 24: 750-756.

10. Amid PK. Classification of biomaterials  
and their related complications  
in abdominal wall hernia surgery.  
Hernia. 1997; 1: 15-21.

11. Jijon A, Hegde A, Arias B, et al. An inelastic 
retropubic suburethral sling in women 
with intrinsic sphincter deficiency. Int 
Urogynecol J. 2013; 24: 1325-1330.

12. Cobb WS, Peindl RM, Zerey M, et al. Mesh 
terminology 101. Hernia. 2009; 13: 1-6.

13. Li X, Kruger JA, Jor JW, et al. Characterizing 
the ex vivo mechanical properties  
of synthetic polypropylene surgical mesh. 
J Mech Behav Biomed Mater. 2014; 37: 
48-55.

14. Calvo B, Pascual G, Peña E, et al. 
Biomechanical and morphological study  
of a new elastic mesh (Ciberlastic) to repair 

References



Central European Journal of Urology
162

abdominal wall defects. J Mech Behav 
Biomed Mater. 2016; 59: 366-378.

15. Anderson JM, Rodriguez A, Chang DT. 
Foreign body reaction to biomaterials. 
Semin Immunol. 2008; 20: 86-100.

16. Nolfi AL, Brown BN, Liang R, et al. Host 
response to synthetic mesh in women with 
mesh complications. Am J Obstet Gynecol. 
2016; 215: 206.e1-8.

17. Pierce LM, Rao A, Baumann SS, et al. Long-
term histologic response to synthetic and 
biologic graft materials implanted in the 
vagina and abdomen of a rabbit model. 
Am J Obstet Gynecol. 2009; 200: 546.e1-8.

18. Wang AC, Lee LY, Lin CT, et al. A histologic 
and immunohistochemical analysis of 
defective vaginal healing after continence 
taping procedures: a prospective case-
controlled pilot study. Am J Obstet 
Gynecol. 2004; 191: 1868-1674.

19. Kumar V, Abbas AK, Aster JC. Inflammation 
and repair. In: Kumar V, Abbas AK, Aster JC, 
Editors. Textbook: Robbins Basic Pathology, 
9th Edition. Philadelphia, United States, 
Elsevier Inc., 2013; Chapt. 2, pp. 29-73.

20. Elmer C, Blomgren B, Falconer C, et al. 
Histological inflammatory response  
to transvaginal polypropylene mesh  
for pelvic reconstructive surgery. J Urol. 
2009; 181: 1189-1195.

21. Zhang K, Han J, Yao Y, et al. Local 
reaction to the different meshes at the 
vesicovaginal space in rabbit model.  
Int Urogynecol J. 2012; 23: 605-611.

22. Kavvadias T, Kaemmer D, Klinge U, Kuschel S,  
Schuessler B. Foreign body reaction 
in vaginally eroded and noneroded 
polypropylene suburethral slings in the 
female: a case series. Int Urogynecol  
J Pelvic Dysfunct. 2009; 20: 1473-1476.

23. Bogusiewicz M, Wróbel A, Jankiewicz K,  
et al. Collagen deposition around 
polypropylene tapes implanted in the 
rectus fascia of female rats. Eur J Obstet 
Gynecol Reprod Biol. 2006; 124: 106-109.

24. Pariente JL, Villars F, Bram R,  
Ibarboure E. Mechanical evaluation  
of various suburethral tapes used  
for the treatment of stress urinary 
incontinence. Prog Urol. 2005; 15:  
1106-1109.

25. Ethicon Company. Johnson and Johnson 
[Internet]; Gynecare TVT Obturator  
System Tension-Free Support for 
Incontinence. Description and Specs. 
Published: May 2015 [Accessed: 
September 2016]. Available from: 
http://www.ethicon.com/healthcare-
professionals/products/uterine- pelvic/
incontinence-slings/gynecare-tvt-
obturator-system-tension-free-support-
incontinence.

26. Genesis Medical Limited. CL Medical 
[Internet]. The I-STOP tape. Description 
and Specs. Published: September 2015 
[Accessed: September 2016]. Available 
from: https://genmedhealth.com/wp- 
content/uploads/2015/09/I-Stop-Female-
Binder-Nov-2014-EMAIL-format.pdf.

27. Kelly M, Macdougall K, Olabisi O, McGuire 
N. In vivo response to polypropylene 
following implantation in animal models:  
a review of biocompatibility. Int 
Urogynecol J. 2017; 28: 171-180.

28. Klinge U, Klosterhalfen B, Birkenhauer V, 
Junge K, Conze J, Schumpelick V. Impact  
of polymer pore size on the interface  
scar formation in a rat model. J Surg Res. 
2002; 103: 208-214.

29. Sindhwani N, Liaquat Z, Urbankova I,  
Vande Velde G, Feola A, Deprest J. 
Immediate postoperative changes  
in synthetic meshes - In vivo 
measurements. J Mech Behav  
Biomed Mater. 2015; 55 :228-235.

30. Klinge U, Klosterhalfen B. Modified 
classification of surgical meshes for  
hernia repair based on the analyses  
of 1,000 explanted meshes. Hernia.  
2012; 16: 251-258.

31. Gerullis H, Georgas E, Eimer C, et al. 
Coating with autologous plasma improves 

biocompatibility of mesh grafts  
in vitro: development stage of a surgical 
innovation. Biomed Res Int. 2013; 2013: 
536814.

32. Cobb WS, Burns JM, Peindl RD,  
et al. Textile analysis of heavy weight,  
mid-weight, and light weight 
polypropylene mesh in a porcine  
ventral hernia model. J Surg Res.  
2006; 136: 1-7.

33. Roman S, Urbánková I, Callewaert G,  
et al. Evaluating Alternative Materials 
for the Treatment of Stress Urinary 
Incontinence and Pelvic Organ Prolapse:  
A Comparison of the In Vivo Response  
to Meshes Implanted in Rabbits. J Urol. 
2016; 196: 261-269.

34. Ozog Y, Konstantinovic ML, Werbrouck E,  
De Ridder D, Edoardo M, Deprest J. 
Shrinkage and biomechanical evaluation  
of lightweight synthetics in a rabbit  
model for primary fascial repair.  
Int Urogynecol J. 2011; 22: 1099-1108.

35. Gerullis H, Klosterhalfen B, Borós M, 
Lammers B, Eimer C, Georgas E, Otto T. 
IDEAL in meshes for prolapse, urinary 
incontinence, and hernia repair. Surg 
Innov. 2013; 20: 502-508.

36. Anderson J. Biological responses  
to materials. Annu Rev Mater Res.  
2001; 31: 81-110.

37. Riccetto C, Miyaoka R, de Fraga R,  
et al. Impact of the structure  
of polypropylene meshes in local tissue 
reaction: in vivo stereological study.  
Int Urogynecol J. 2008; 19: 1117-1123.

38. de Almeida SH, Rodrigues MA,  
Gregório E, et al. Influence of sling  
material on inflammation and collagen 
deposit in an animal model. Int J Urol. 
2007; 14: 1040-1043.

39. Klosterhalfen B, Klinge U, Schumpelick V. 
Functional and morphological evaluation 
of different polypropylene-mesh 
modifications for abdominal wall repair. 
Biomaterials. 1998; 19: 2235-2246. 


