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Clinical Outcomes and Capsular Bag Stability 
of a Four-Point Haptic Bitoric Intraocular Lens
Florian T. A. Kretz, MD; Detlev Breyer, MD; Karsten Klabe, MD; Gerd U. Auffarth, MD, PhD;  
Hakan Kaymak, MD

ABSTRACT

PURPOSE: To evaluate the visual, refractive, and aber-
rometric outcomes of a bitoric intraocular lens (IOL) and 
its stability and alignment within the capsular bag.

METHODS: A retrospective study including 41 eyes 
of 24 patients with preexisting corneal astigmatism of  
0.75 diopters or greater undergoing cataract surgery 
with implantation of the bitoric IOL AT TORBI 709M (Carl 
Zeiss Meditec, Jena, Germany). Visual and refractive 
outcomes were evaluated during a 3-month follow-up 
period. The misalignment between intended and real 
axis and the levels of corneal, internal, and ocular aber-
rations (KR-1W; Topcon, Tokyo, Japan) were also evalu-
ated.

RESULTS: A total of 76% and 97% of eyes had a post-
operative spherical equivalent within ±0.50 and ±1.00 
diopters of emmetropia, respectively. Likewise, a total 
of 86% and 95% of eyes had a postoperative absolute 
value of refractive cylinder of 0.50 or less and 1.00 or 
less diopters, respectively. Mean postoperative correct-
ed distance visual acuity was 0.00 logMAR (20/20 Snel-
len). Mean values of postoperative monocular and bin-
ocular uncorrected distance visual acuity were 0.10 and 
0.00 logMAR (20/25 and 20/20 Snellen), respectively. 
The aberrometric analysis confirmed that the magnitude 
of ocular higher-order aberrations was mainly due to 
corneal optics and that the corneal astigmatism correc-
tion was sufficient with the toric IOL. Mean absolute IOL 
misalignment was 3.5º with values ranging from 0º to 
10º.

CONCLUSIONS: The bitoric IOL AT TORBI 709M is able 
to provide a predictable correction of corneal astigma-
tism with low postoperative levels of ocular higher-order 
aberrations.

[J Refract Surg. 2015;31(7):431-436.]

new concept of toric intraocular lens (IOL) has been 
recently developed and released, the bitoric IOL. 
This type of IOL distributes cylinder power symmet-

rically on the front and back surface of the IOL, and not only on 
one surface as with toric IOLs currently available.1 This optical 
design has the theoretical advantage of obtaining IOLs of better 
optical quality when high cylinders should be corrected.2 One 
example of this type of toric IOL is the AT TORBI 709M (Carl 
Zeiss Meditec, Jena, Germany), which uses bitoric, monofo-
cal, and aspheric (aberration neutral) optics.1 Previous studies 
have shown excellent visual and refractive outcomes after cata-
ract surgery with implantation of this specific model of IOL.1,2 
These outcomes were consistent with low levels of IOL rota-
tion, allowing an optimized alignment of the astigmatic correc-
tion.1-3 The aim of the current study was to evaluate the visual, 
refractive, and aberrometric outcomes with this bitoric IOL and 
its stability and alignment within the capsular bag.

PATIENTS AND METHODS
Patients

In this retrospective study, 41 eyes of 24 patients with 
significant amounts of corneal astigmatism who underwent 
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cataract surgery were included. Inclusion criteria were 
patients with cataract or presbyopia/pre-presbyopia 
suitable for refractive lens exchange seeking spectacle 
independence, and a preexisting corneal astigmatism 
of 0.75 diopters (D) or greater. Exclusion criteria were 
patients with a history of glaucoma or retinal detach-
ment, abnormal iris, corneal irregular astigmatism, 
macular degeneration or retinopathy, neurophthalmic 
disease, a history of ocular inflammation, or previous 
ocular surgery. In all cases, cataract surgery with im-
plantation of the bitoric IOL AT TORBI 709M had been 
performed. All patients had been adequately informed 
about the surgery and signed a consent form. The study 
adhered to the tenets of the Declaration of Helsinki and 
was approved by the local ethics committee.

examination Protocol
Before surgery, a complete ophthalmological ex-

amination had been performed in all cases, including 
manifest refraction, keratometry, monocular and binoc-
ular uncorrected and corrected distance visual acuity, 
Goldmann applanation tonometry, slit-lamp examina-
tion, corneal topography, biometry (IOLMaster v.4.3; 
Carl Zeiss Meditec), and funduscopy. Postoperatively, 
patients were examined at 1 day and 1 and 3 months 
after surgery. After this initial follow-up, all patients 
were examined annually. The postoperative examina-
tion protocol was identical to the preoperative proto-
col, with the additional evaluation of corneal, internal, 
and ocular aberrations (KR-1W; Topcon, Tokyo, Japan). 
This analysis was performed under pupil dilation and 
considered a pupil aperture of 5.0 mm for the analy-
sis. The following parameters were calculated and 
recorded for the corneal, internal, and ocular optics: 
astigmatism (Z2

-1, Z2
1), coma (Z3

-1, Z3
1), higher-order ab-

errations (HOA) root mean square, and the Zernike co-
efficient for spherical aberration (Z4

0). The results of the 
last postoperative visit were considered for the analysis 
of the outcomes achieved (4 years after surgery).

surgery
All surgeries were performed by the same experi-

enced surgeon (DB) using a standard technique of 
micro-incision sutureless microcoaxial phacoemulsi-
fication. All incisions were made at the steepest cor-
neal meridian that was marked with a Pendel marker 
(G-33764; Geuder, Heidelbrg, Germany) prior to sur-
gery with the patient’s head vertically aligned to con-
trol and prevent cyclorotation during surgery. Topical 
anesthesia and mydriatic drops were instilled in all 
cases before initiating the surgical procedure. After 
capsulorhexis creation and phacoemulsification, the 
IOL was inserted into the capsular bag using the A6 

injector and AT Smart cartridge (Carl Zeiss Meditec 
AG, Jena, Germany). Once inserted into the capsular 
bag, the IOL was rotated to align the IOL cylinder axis 
with the steepest corneal axis. The same postoperative 
treatment was administered to all patients, consisting 
of corticosteroid-antibiotic combination eye drops.

In all cases, Z CALC software (Carl Zeiss Meditec 
AG) was used for the calculation of the IOL power to 
implant, considering the emmetropia as the target re-
fraction. Z CALC is a web-based computer program 
for the calculation of toric IOLs (https://zcalc.meditec.
zeiss.com/zcalc/#login).

the iol
The AT TORBI 709M toric IOL is a foldable, one-

piece, bitoric, monofocal, and aspheric (aberration 
neutral) lens made of a hydrophilic acrylic material 
with hydrophobic surface properties. It has an overall 
length of 11.0 mm and an optic diameter of 6.0 mm. 
The angulation of haptics in relation to the IOL optic 
is 0°. The lens powers are available from -10.0 to +32.0 
spherical diopters and 1.0 to 12.0 cylindrical diopters. 
This IOL has been designed to be implanted through a 
1.8-mm corneal incision.

study design
The concept of the study was developed in coopera-

tion with the International Vision Correction Research 
Centre & David J. Apple International Laboratory for 
Ocular Pathology, Department of Ophthalmology, Uni-
versity of Heidelberg, Heidelberg, Germany. The Inter-
national Vision Correction Research Centre & David J. 
Apple International Laboratory for Ocular Pathology, 
Department of Ophthalmology, University of Heidel-
berg also served as the reading center for objective 
data, analysis, and evaluation.

statistical analysis
SPSS version 15.0 (IBM, Armonk, NY) for Windows 

was used for statistical analysis. The Kolmogorov–
Smirnov test was used to check the normality of the 
data distribution. When parametric analysis was pos-
sible, the Student’s t test for paired data was performed 
for all parameter comparisons between preoperative 
and postoperative examinations. Otherwise, when 
parametric analysis was not possible, the Wilcoxon 
rank sum test was applied to assess the significance of 
differences between consecutive examinations. In all 
cases, the same level of significance (P < .05) was con-
sidered. The relationship between variables was evalu-
ated by means of the Pearson or Spearman correlation 
coefficient whether the condition of normality could 
be assumed or not.
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RESULTS
The study enrolled a total of 41 eyes of 24 patients 

with ages ranging from 50 to 75 years (mean age: 63 
years). Mean preoperative manifest sphere and cylin-
der were -1.50 D (range: -13.75 to +7.00 D) and -1.70 
D (range: -0.25 to -7.00 D), respectively. Mean preop-
erative spherical equivalent (SE) was -2.40 D (range: 
-14.00 to +6.12 D) and mean preoperative logMAR cor-
rected distance visual acuity was 0.30 (20/40 Snellen) 
(range: 0.00 to 0.90 logMAR [20/20 to 20/160 Snellen]).

Visual acuity and refractiVe outcomes
A statistically significant change was observed after 

surgery in manifest sphere, cylinder, and SE (P < .05) 
(Figure 1). Mean postoperative manifest sphere, cylin-
der, and SE were +0.08, -0.35, and -0.05 D, respectively. 
A total of 76% and 97% of eyes had a postoperative SE 
within ±0.50 and ±1.00 D of emmetropia, respectively 
(Figure 2). Regarding manifest cylinder, a total of 86% 
and 95% of eyes had a postoperative absolute value of 
0.50 D or less and 1.00 D or less, respectively (Figure 3). 
Figure 4 displays the distribution of preoperative cor-
neal astigmatism and postoperative refractive astigma-
tism in a single angle plot. Although the distribution of 
preoperative corneal astigmatism was largely scattered, 
the distribution of postoperative refractive cylinder was 
concentrated around the value of zero (Figure 4). Neither 
overcorrection nor undercorrection was observed when 
the magnitude of the attempted correction in terms of 

SE was plotted against the level of achieved correc-
tion (Figure 5). The cylindrical power of the implanted 
IOL was moderately correlated with the magnitude of 
postoperative refractive cylinder (r = -0.43) and poorly 
correlated with the postoperative manifest sphere (r = 
0.24) (Figure 6). When the refractive results were strati-
fied according to the preoperative magnitude of corneal 

Figure 1. Summary of the refractive outcomes, showing the mean preop-
erative (gray bars) and postoperative (red bars) values of sphere, cylinder, 
and spherical equivalent (SE).

Figure 2. Distribution of the postoperative manifest spherical equivalent 
(SE). D = diopters

Figure 3. Distribution of the postoperative manifest cylinder. D = diopters



434

Capsular Bag Stability/Kretz et al

astigmatism (group 1: < 1.00 D; group 2: between 1.01 
and 2.5 D; and group 3: > 2.50 D), no statistically signifi-
cant differences in postoperative sphere (group 1: -0.25 
± 0.87 D; group 2: +0.15 ± 0.87 D; and group 3: +0.31 ± 
0.51 D, P = .32), cylinder (group 1: -0.29 ± 0.24 D; group 
2: -0.21 ± 0.28 D; and group 3: -0.67 ± 0.56 D, P = .07), 
or SE (group 1: -0.39 ± 0.86 D; group 2: +0.05 ± 0.86 D; 
and group 3: -0.03 ± 0.43 D, P = .35) were noted among 
the corneal astigmatism subgroups.

Regarding the visual outcomes, a statistically signifi-
cant improvement was observed in corrected distance 
visual acuity after surgery (P < .05), with a mean post-
operative value of 0.00 ± 0.05 logMAR (range: -0.10 to 
0.20 logMAR) (20/20 Snellen) compared to a mean pre-
operative value of 0.314 ± 0.206 logMAR (range: 0.20 to 
0.90 logMAR) (Figure A, available in the online version 
of this article). Mean postoperative values of monocu-
lar and binocular uncorrected distance visual acuity of 

0.10 ± 0.20 (range: -0.12 to 0.54 logMAR) and 0.00 ± 
0.10 logMAR (range: -0.16 to 0.34 logMAR) (20/25 and 
20/20 Snellen), respectively, were found (Figure A).

aberrometric outcomes
Figure B (available in the online version of this arti-

cle) displays the postoperative levels of ocular, corneal, 
and internal astigmatism, HOAs, coma, and spherical 
aberration. The correction of corneal astigmatism re-
sults from the IOL are also shown in Figure B. Like-
wise, the magnitude of HOAs was shown to be mainly 
due to the corneal optics.

iol Position
Mean absolute IOL misalignment was 3.5°, with 

values ranging from 0° to 10° (Figure A). When the 
postoperative axis of the IOL was plotted against the 
axis of implantation, no clear trend to clockwise or 
counterclockwise rotation was observed (Figure 7).

DISCUSSION
In the current study, mean values of postoperative 

monocular and binocular uncorrected distance visual 
acuity were 0.10 and 0.00 logMAR (20/25 and 20/20 
Snellen), respectively. This excellent visual outcome 
suggests that the bitoric IOL evaluated is able to pro-
vide a high level of precision in the refractive cor-
rection of corneal astigmatism after cataract surgery. 
Indeed, a good level of refractive predictability was ob-
tained in our series, with 76% and 97% of eyes having 
a postoperative SE within ±0.50 and ±1.00 D of emme-
tropia, respectively, and 86% and 95% of eyes having 
a postoperative absolute value of manifest cylinder of  
0.50 D or less and 1.00 D or less, respectively.

These outcomes are similar to those reported previ-
ously evaluating the same type of bitoric IOL.1-4 Bascaran 
et al.,1 using exactly the same toric IOL and vector analy-
sis, found that 100% of eyes were within ±1.00 D and 

Figure 6. Scattergram showing the relationship of the cylindrical power of 
the intraocular lens (IOL) with the postoperative manifest sphere and cylinder.

Figure 5. Scattergram showing the relationship between the targeted and 
achieved postoperative spherical equivalent correction.

Figure 4. Single angle plots showing the distribution of preoperative corneal 
astigmatism (blue dots) and postoperative refractive astigmatism (red dots).
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95.2% within ±0.50 D for the astigmatic power vector 
components J0 and J45. Scialdone et al.2 found in a pro-
spective, randomized, comparative study aimed at evalu-
ating a conventional toric IOL and the AT TORBI 709M 
that 94.4% of eyes in both groups had a polar value along 
90° meridian of refractive astigmatism within ±0.50 D.

Likewise, our results in terms of predictability of 
refractive correction were also comparable to those re-
ported for other modalities of toric IOLs5-8 and in some 
cases even better.9,10 Visser et al.9 found that residual 
refractive astigmatism of -1.00 D or less was achieved 
in approximately 90% of samples of eyes implanted 
with a toric multifocal IOL. Ahmed et al.6 found in a 
sample of eyes implanted with a toric IOL that the SE 
was within ±0.50 D of target in 77% of eyes.

The optimization of the constant and formulas for IOL 
power calculation with this type of toric IOL seems to 
be one of the main reasons for the achieved refractive 
precision. Indeed, a limited correlation was found be-
tween the cylindrical power of the IOL implanted and 
the postoperative refractive cylinder. An acceptable lev-
el of refractive precision was achieved even when the 
correction of high levels of astigmatism was intended. 
Cylindrical overcorrection or undercorrection is not un-
common with toric IOLs when high astigmatisms are 
corrected.11-13 Hoffmann et al.11 found in a case series 
enrolling 40 eyes of 30 patients implanted with high cyl-
inder powers (range: 3.00 to 6.00 D) of a specific toric IOL 
(Acrysof toric IOL; Alcon Laboratories, Inc., Fort Worth, 

TX) a mean residual cylinder of 0.67 ± 0.32 D. Visser et 
al.13 reported that the residual refractive cylinder after 
implantation of the same toric IOL was less than 0.75 D 
in 62% of eyes and less than 1.00 D in 81% of eyes. All of 
these outcomes are better in our study, with 95% of eyes 
showing a postoperative refractive cylinder of 1.00 D or 
less and a mean residual refractive cylinder of -0.35 D.

Another factor contributing to the good level of re-
fractive predictability observed in our study was the 
positional stability of the IOL. Toric IOL rotation may 
lead to an ineffective correction of astigmatism.14-17 
Viestenz et al.17 estimated that 11.5° of toric IOL rota-
tion would lead to residual astigmatism that is 40% of 
the initial astigmatic power and 3° resulting in 10% of 
the initial power. In our sample, a mean deviation of 
3.5° was found, with only 1 case showing 10° of mis-
alignment and all of the remaining eyes showing de-
viations of 8° or less. This confirms that the rotational 
stability of the evaluated bitoric IOL was good in most 
cases, which is consistent with the level of rotational 
stability reported for other toric IOLs.8,18,19 Mendicute 
et al.8 reported a mean IOL rotation of 3.63° in eyes im-
planted with the Acrysof toric IOL, with 96% of eyes 
showing an IOL rotation of 10° or less. With the same 
type of toric IOL, Alió et al.18 obtained a mean value of 
IOL rotation of 3.35° ± 3.56°. Sheppard et al.5 found a 
mean absolute IOL misalignment from the intended axis 
of 3.4° (range: 0° to 12°) in a sample of eyes implanted 
with the Tecnis toric IOL (Abbott Medical Optics, Inc., 

Figure 7. (A) Scattergram showing the relationship of the postoperative axis of the intraocular lens (IOL) and the axis of implantation and (B) distribu-
tion of the IOL misalignment.

A B
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Santa Ana, CA). In comparison to previous studies also 
evaluating the AT TORBI 709M IOL, a similar rotational 
stability was observed.2,3 Vickovic et al.3 reported a me-
dian IOL axis rotation of 3.0° (interquartile range: 2.0° to 
4.0°) and Scialdone et al.2 found an IOL misalignment 
of less than 5° in 66.6% of eyes (maximum 11°). In con-
trast, Bascaran et al.1 reported a higher mean value of 
rotation (4.42° ± 4.31°), with only 86% of cases showing 
an IOL rotation of less than 10°. Besides differences in 
the evaluated sample, differences in the procedure for 
evaluating IOL misalignment or rotation may account 
for part of the discrepancies with other study results.

Corneal, internal, and ocular aberrometric outcomes 
were also investigated to obtain more information about 
the optical behavior of the evaluated toric IOL. As may 
be expected, large amounts of postoperative internal 
astigmatism were present due to the implantation of the 
toric IOL. This internal astigmatism provided a compen-
sation for corneal astigmatism leading to reduced levels 
of ocular astigmatism, which was the aim of the surgical 
procedure. Regarding HOAs, low internal levels of this 
type of optical aberration were found in our series, con-
firming the contribution of the optimized optics of the 
evaluated bitoric IOL to the preservation of the ocular 
optical quality, as reported in a previous study.2 There-
fore, the magnitude of ocular HOAs after the implan-
tation of the evaluated bitoric IOL seems to be mainly 
due to the corneal optics. An analysis of corneal aberra-
tions is recommended before the implantation of toric 
IOLs to obtain information about the potential levels of 
ocular HOAs that are going to be present after surgery. 
It should be considered that reduced levels of internal 
aberration have been observed after the implantation of 
other modalities of toric IOLs, with the majority of post-
operative ocular HOAs arising from the cornea.20,21

The AT TORBI 709M bitoric IOL is able to restore 
distance visual function in eyes with cataract and cor-
neal astigmatism, providing a predictable correction of 
corneal astigmatism with low postoperative levels of 
ocular HOAs due to its minimal trend of misalignment 
and rotation and its optimized optical properties.
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Figure A. (1) Change in monocular corrected distance visual acuity (CDVA) and (2) mean values of monocular and binocular uncorrected distance 
visual acuity (UDVA) and CDVA.
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Figure B. (1) Mean values of ocular, corneal, and internal astigmatism, (2) root mean square (RMS) for higher-order aberrations (HOAs), 
(3) coma, and (4) spherical aberration.
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