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AbstrAct

Spectrophotometric and spectrofluorimetric methods were developed for the determination of dothiepin 
hydrochloride (DOP) in different dosage forms. The spectrophotometric method (Method I) is based on 
formation of a binary complex with eosin at 540 nm in acetate buffer of pH3.7. The absorbance-concentration 
plot is rectilinear over the range 1-10 μg/mL with LOD of 0.18 μg/mL and LOQ of 0.54 μg/mL. The 
spectroflurimetric method (Method II) is based on the quantitative quenching effect of Dothiepin on the 
native fluorescence of eosin at the same pH. The quenching of the fluorescence of eosin was measured at 543 
nm after excitation at 304 nm. The fluorescence-concentration plot is rectilinear over the range 0.3-8 μg/mL 
with LOD of 0.11 μg/mL and LOQ of 0.34 μg/mL. The proposed methods were successfully applied to the 
analysis of commercial tablets and capsules containing the drug. Statistical comparison of the results with 
those of the reference method revealed good agreement and proved that there were no significant differences 
in the accuracy and precision between the two methods respectively. (Int J Biomed Sci 2010; 6 (4): 327-334)
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InTrODucTIOn

Dothiepin hydrochloride (DOP) (dosulepin 
HCl; 3-(6H-di-benzo [b,e] thiepin-11-ylidene) 
propyldimethylamine hydrochloride; Fig. 1) (1) is a tricyclic 
antidepressant drug used widely to treat endogenous 
depression (2). The few analytical methods published 
for its determination include use of potentiometry (3), 
spectrophotometry (4-6), HPLC (7, 8) and GC-MS (9, 10).  

Up till now, nothing has been reported concerning the 
spectrofluorimetric analysis of DOP. Spectrofluorimetric 

analysis is considered a sensitive tool, therefore, our 
target was to develop and validate simple and sensitive 
spectrophotometric and spectrofluorimetric methods for 
the determination of DOP especially in pharmaceutical 
preparations. Comparing to the other few reported 
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Figure 1. Structural formula of Dothiepin HCl (DOP).
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methods, the two methods are sensitive, rapid, accurate 
and reproducible. The reported spectrophotometric meth-
ods require heating steps (4, 5) and this in turn affects re-
producibility of the method. The other reported derivative 
method (6) is less sensitive than the proposed methods. 
The spectrophotometric method depends on measuring the 
product in the colorimetric region to avoid any interference 
from common tablet excipients. The reagent used is 
relatively inexpensive and its solution is stable for at least 
two weeks. The proposed methods are based on measuring 
the absorbance of the reaction product between eosin and 
DOP at 540 nm (Method I) or measuring the decrease in 
the fluorescence intensity of eosin upon addition of DOP 
at 543 nm after excitation at 304 nm (Method II). Both 
methods were successfully applied to the analysis of DOP 
in tablets and capsules.

ExPErIMEnTaL

apparatus
• The spectrophotometric measurements were estab-

lished using Shimadzu UV-Visible 1601 recording 
Spectrophotometer (P/N 206-67001). Recording 
range, 0-1.0; wavelength 540 nm. 

• The spectrofluorimetric measurements were made 
using Perkin Elmer LS 45 Luminescence Spectrom-
eter equipped with 150 Watt Xenon arc lamp and 
quartz cell (1 cm).

Materials
All materials and reagents were of analytical grade.
• Dothiepin hydrochloride was kindly supplied by El-

Kahira, Pahrmaceutical and Chemical Industry Com-
pany Cairo, Egypt. The purity of the drug was found 
to be 99.23% according to the reference method (5);

• Prothiaden® tablets each contain 75mg dothiepin 
HCl/tablet. Batch #73191;

• Prothiaden® capsules each contain 25mg Dothiepin 
HCl/capsule. Batch #73222. Both are product of Ka-
hira Pahrmaceutical and Chemical Industry Compa-
ny Cairo. They were obtained from lacal pharmacy.

reagents
• Eosin (Riedel-De-Haen AG-D-3016 Seeize 1) 4 × 10-3 

M aqueous solution for spectrophotometric method and 
1.87 × 10-5 M aqueous solution for spectroflurimetric 
method. Both solutions were freshly prepared in dis-
tilled water and further diluted with the same solvent to 
the appropriate concentration. 

• Acetate buffer solution (0.2 M) was prepared by mix-
ing appropriate volumes of 0.2 M sodium acetate and 
0.2 M acetic acid and adjusting the pH to 3.7 using 
pH Meter.

• Freshly distilled water was used.

Preparation of stock and standard solutions
A stock solution of dothiepin HCl was prepared by dis-

solving 20.0 mg of dothiepin HCl in 100.0 mL of distilled 
water and was further diluted with the same solvent as ap-
propriate. The standard solution was stable for 2 weeks 
when kept in the refrigerator.
 
construction of the calibration curves

a) Spectrophotometric method (Method I). Aliquots 
of DOP covering the working concentration range (1-10 µg/
mL) were transferred into a series of 10 mL volumetric flasks 
and diluted to about 7 ml with distilled water. 1mL of 4 × 10-3 
M eosin solution was added to each flask, and the solutions 
were mixed well and diluted to the volume with acetate buf-
fer (pH3.7). The absorbance value was measured at 540 nm 
against an appropriate blank prepared simultaneously. The 
measured absorbance was plotted vs the final concentration in 
µg mL-1 to get the calibration graph. Alternatively, the regres-
sion equation was derived.

b) Spectrofluorimetric method (Method II). The 
same procedure adopted for spectrophotometric method 
was followed except that, 2.8 mL of 1.87 × 10-5 M eosin 
was used and dilution of the standard solution to obtain the 
working concentration range of 0.3-8 µg/mL. The fluores-
cence intensity of the resulting solution was measured at 
543 nm after excitation at 304 nm. The difference in the 
fluorescence intensity (ΔF) was plotted vs the final con-
centration of the drug (µg/mL) to get the calibration curve. 
Alternatively, the regression equation was derived.

applications
Procedure for capsules and tablets: The contents 

of 10 capsules were emptied and mixed well. For tab-
lets, twenty tablets were weighed and pulverized well. 
A weighed quantity of the powdered capsules or tablets 
equivalent to 20.0 mg of DOP was transferred into a small 
conical flask and extracted with 3 × 30 mL of distilled 
water. The extract was filtered into a 100 mL volumetric 
flask. The conical flask was washed with few mLs of wa-
ter. The washings were passed into the same volumetric 
flask and completed to the volume with the same solvent. 
Aliquots covering the working concentration range were 
transferred into a series of 10 mL volumetric flasks. The 
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procedure described under "Construction of calibration 
graph" was applied. The nominal content of the capsules 
or tablets was determined either from the previously 
plotted calibration graph or using the corresponding re-
gression equation.
 
rESuLTS anD DIScuSSIOn

Eosin has been utilized for the determination of many 
pharmaceutical compounds of interest either through spec-
trophotometric measurment such as, fluoroquinolone anti-
bacterials (11) gliclazide (12) ramipril and enalapril (13) or 
through spectrofluorimetric measurement such as, ramipril 
(14), fluphenazine and olanzapine (15)  and some histamine 
H1-receptor antagonists (16).  

The purposes of the present study were to develop 
simple and sensitive spectrophotometric and spectro-
fluorimetric methods for the determination of DOP in its 
pharmaceutical formulations without prior extraction pro-
cedures or using organic solvents.

In the present study, DOP was found to form an ion 
pair red complex with eosin at pH3.7 with maximum 
absorbance at 540 nm (Fig. 2). The formed complex is 
mainly due to the electrostatic interaction between the 
studied drug and anionic functional group of eosin under 
acidic pH. The formed ion pair complex is not fluores-
cent; therefore, the decrease in the fluorescence of eosin 
upon the addition of the drug was the basis fot the spec-
trofluorimetric measurement at 543 nm after excitation at 
304 nm (Fig. 3).

Optimization of Experimental conditions
The spectrofluorimetric and spectrophotometric prop-

erties of the product as well as the different experimen-
tal parameters affecting its development and stability 
were carefully studied and optimized. Such factors were 
changed individually while the others were kept constant. 
These factors include; the pH, type of buffer, volume of 
buffer, volume of eosin and time of reaction.

In spectrophotometric measurement, due to the slight 
solubility of the complex formed in aqueous solutions, 
and because eosin solution is more concentrated than that 
used in spectrofluorimetric method, it was difficult for the 
produced color to be accurately and precisely measured. 
Previous reports to solve such problem including: extrac-
tion with organic solvent has been an approach (17, 18) or 
addition of non ionic surfactants, such as methyl cellulose 
and Tween 80 (12, 19). 

Upon addition of non ionic surfactants to prevent 
complex precipitation, the reproducibility was found to 
be adversely affected. Therefore, the method described 
by El-Brashy et al. (11) was adopted. It is based on keep-
ing the sample concentration at maximum dilution before 
adding the dye solution, and mixing well before the addi-
tion of acidic buffer. Accordingly, the complex stability 
was achieved and precipitate formation was avoided with 
good precision.

Effect of pH. The pH is a critical factor in the com-
plex formation, since it affects the ionization of eosin. The 
influence of pH of acetate buffer on the quenching of the 
fluorescence intensity of eosin was studied over the pH 
range 3-5. It was found that increasing pH values resulted 
in a subsequent increase in ΔF up to 3.5. This increase re-
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Figure 2. Absorption spectra of: a) dothiepin HCl only (6.0 μg/
mL); b) Reaction product of dothiepin HCl (5.5 µg/mL) with 
(1.5 × 10-4 M) eosin at pH3.7; c) Blank eosin (1.5 × 10-4 M ) at 
pH3.7.

 

0

100

200

300

400

500

600

700

250 300 350 400 450 500 550 600
Wavelength (nm.)

Fl
uo

re
sc

en
ce

 In
te

ns
ity

a b

a` b`

Figure 3. Excitation and emission spectra of: (à , b`) Blank 
eosin (1.87× 10-5 M) at pH3.7; (a, b) Reaction product of eosin 
(1.87 × 10-5 M) and DOP (8 μg/mL).
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mains constant until pH4. After which a slight decrease in 
ΔF was achieved. Therefore, acetate buffer of pH3.7 was 
chosen as the optimum pH throughout the study (Fig. 4).

Effect of volume of eosin. The optimum volume of the 
reagent was determined for the drug. For spectroflurimet-
ric method; it was found that 2.8 mL of eosin (1.87 × 10-5 

M) was sufficient to produce the maximum ∆F. For the 
spectrophotometric method 1 mL of eosin (4 × 10-3 M) was 
suitable to develop the maximum absorbance (Fig. 5).

Effect of time of reaction and standing. The effect of 
time on the quenching of the fluorescence intensity of eosin 
was also studied. It was found that the decrease in the fluo-
rescence intensity of eosin was immediate upon addition of 
DOP and remained constant for more than 30 min. In spec-
trophotometric method; the intensity of the final color was 
stable for 48 h without precipitation of the complex.

analytical Performance
The absorbance-concentration plot was found to be lin-

ear over the range of 1-10 µg/mL. While, the difference in 
the fluorescence (∆F) concentration plot was linear over 
the range of 0.3-8.0 µg mL-1. Linear regression analysis of 
the data are shown in Table 1.

Linear regression analysis of the data gave the follow-
ing equations: 

Table 1. Performance data of the proposed method

Parameter Spectrofluorimetric 
Method

spectrophotometric 
Method

ref. 
method 

(12)

Concentration 
range (µg/mL)

0.3-8 1-10 50-250

LOD (µg/mL ) 0.11 0.18

LOQ (µg/mL) 0.34 0.54 

Correlation 
coefficient ( r)

0.9999 0.9998

Slope 28.30 0.086

Intercept 40.53 0.138

Sy/x 1.42 6.14 × 10-3

Sa 0.96 4.67 × 10-3

Sb 0.22 7.89 × 10-4

% Error 0.50 0.37  

% RSD 1.12 0.99

Mean found 
(%) 

100.17  99.58 101.30

± S.D. 1.12 0.99 0.38

Student’s 
t-value

0.044 (2.37) 0.05 (2.30)

Variance ratio 
F-test

6.23 (6.59) 4.83 (5.41)

Applications tablets and capsules tablets and capsules

Values between parentheses are the tabulated t and F values respec-
tively, at p=0.05 (26). Sy/x, standard deviation of the residuals; Sa, 
standard deviation of the intercept of regression line; Sb,  standard 
deviation of the slope of regression line; % Error, RSD%/√n.
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Figure 4. Effect of pH of 0.2 M acetate buffer on the decrease 
of the fluorescence   intensity  of eosin using 4 μg/mL of DOP.

0

1.500

1.000

0.500

0.000
0.0 0.5 1.0 1.5 2.0

50

100

150

200

0.0 1.0 2.0 3.0 4.0
Volume of Eosin (mL)

Volume (mL)

∆F
Ab

so
rb

an
ce

 

 

b

a

Figure 5. a) Effect of volume of eosin (1.87 × 10-5 M) on the 
decrease of the fluorescence intensity of eosin using 4 μg/mL of 
DOP. b) Effect of volume of eosin (1.5 × 10-4 M) on the absor-
bance of the reaction product of DOP (8 μg/mL).
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A=0.138 + 0.086C (r=0.9998)
∆A=40.53 + 28.30C (r=0.9999)

where A is the absorbance in 1 cm cell, C is the concentra-
tion of the drug (µg/mL), ∆F is the native fluorescence of 
eosin solution (Fº) - fluorescence of the reaction product 
(F), and r is the correlation coefficient.       

The limit of quantitation (LOQ) was calculated accord-
ing to ICH Q2 Recommendation (20) by establishing the 
lowest concentration that can be measured, below which 
the calibration graph is non linear and was found to be 
0.54 and 0.34 µg/ mL for methods I and II respectively. 
LOQ was calculated from the following equation (20): 

LOQ=10 Sa/slope    
The limit of detection (LOD) was also calculated ac-

cording to ICH Q2 Recommendation (20) and was found 
to be 0.18 and 0.11 µg mL-1 for methods I and II respective-
ly. LOD was calculated from the following equation (20):

LOD=3.3 Sa/slope
The proposed method were evaluated by calculating 

the accuracy as percent relative error and precision as per-
cent standard deviation (RSD %) (Table 1).

Validation of the method
The proposed methods were tested for linearity, speci-

ficity, accuracy and precision.

Linearity
Under the described experimental conditions, the cali-

bration graphs for the two methods were constructed by 
plotting the absorbance value in method I or difference 
in the fluorescence intensity (∆F) in method II vs concen-
tration in µg mL-1. The regression plots showed a linear 
dependence of ∆F and absorbance values on the drug 
concentrations over the range cited in Table 1. Regression 
equations, intercepts, slopes and correlation coefficients 
for the calibration data are presented in Table 1.

The validity of the method was evaluated by statisti-
cal evaluation of the regression lines regarding standard 
deviation of the residual (Sy/x), standard deviation of the 
intercept (Sa) and standard deviation of the slope (Sb). The 
small values of the figures point out to the low scattering 
of the points around the calibration graphs and high preci-
sion (Table 1).

accuracy
Statistical analysis (21) of the results, obtained by the 

proposed and the reference methods for dothiepin HCl 
using Student’s t-test and variance ratio F-test, shows no 
significant difference between the performance of the two 

methods regarding the accuracy and precision, respective-
ly (Table 1).

The reference method (5) is based on spectrophotomet-
ric measuring of the reaction product of DOP with 4-chloro-
7-nitrobenzofuran (NBD-Cl) in the presence of 0.1 mol L-1 

sodium bicarbonate at 470 nm after a fixed time 60 min at 
room temperature. It is tedious and time consuming meth-
od. Meanwhile, its reproducibility is poor and, in addition  
NBD-Cl as  irritant reagent which preclude its use.

Precision
repeatability. The repeatability was performed 

through replicate analysis of two concentrations of the 
drug (2, 5 μg/mL) for Method I and (4, 10 μg/mL) for 
Method II in pure form on three successive times, and the 
results are shown in Table 2. The low values of standard 
deviations, % Error indicate high accuracy of the proposed 
methods, while low values of % RSD indicates high preci-
sion of the proposed methods (Table 2).

Intermediate precision. It was performed through re-
peated analysis of the drug in pure form, using the con-
centrations (2, 5 μg/mL) for Method I and (4, 10 μg/mL) 
for Method II for a period of three successive days. The 
low values of standard deviations, % Error indicate high 
accuracy of the proposed methods, while low values of 
% RSD indicates high precision of the proposed methods 
(Table 2).

robustness of the method
The robustness of the proposed methods  was demon-

strated by the constancy of the difference in the fluores-
cence intensity (∆F) with the minor changes in the experi-
mental parameters such as pH3.7 ± 0.2 and change in the 
volume of eosin, (1.87 × 10-5 M), using 2.8 ± 0.2 mL. These 
minor changes that may take place during the experimen-
tal operation didn’t greatly affect the decrease in the fluo-
rescence intensity of eosin.

Pharmaceutical applications
The proposed method was applied to the determination 

of the studied drug in its dosage forms including tablets 
and capsules. Also the proposed method was tested for 
specificity and accuracy for tablets and capsules analysis 
(Table 3).

Specificity
The specificity of the method was investigated by ob-

serving any interference encountered from the common 
tablet and capsule excepients, such as talc, lactose, starch, 
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avisil, gelatin, and magnesium stearate. These excepients 
didn’t interfere with the proposed method. 

accuracy
The results of the proposed method were compared 

with those obtained using the reference method (5). Sta-
tistical analysis (21) of the results obtained using Student’s 

t-test and variance ratio F-test revealed no significant dif-
ference between the performance of the two methods re-
garding the accuracy and precision, respectively (Table 2). 

Mechanism of the reaction
The stoichiometry of the reaction between the studied 

drug and eosin was studied adopting the limiting logarith-
mic method (22). The decrease in the fluorescence inten-
sity of the reaction product was alternatively measured in 
the presence of either eosin or DOP. Plots of log [DOP] vs 
log ∆F and log [eosin] vs log ∆F gave two straight lines, 
the values of the slopes were 0.52:1.13 for DOP: eosin re-
spectively (Fig. 6). Hence, it is concluded that, the molar 
reactivity of the reaction is 1:2 drug: eosin. Based on the 
obtained molar ratio, A schematic proposal for the reaction 
pathway between the studied drug and eosin is shown in 
the following scheme (Fig. 7).

cOncLuSIOn

The present study describes two sensitive methods for 
the determination of dothiepin without interference from 
common tablet excipients. From economic point of view, 

Table 2. Validation of the proposed method for the determination 
of dothiepin HCl  in pure form

Sample 
concentration

% recovery 
(repeatability)

% recovery 
(Intermediate precision)

Method I

2 µg/mL  100.8 100.45

99.5 98.57

99.0 100.34

X` 99.77 99.79

± SD 0.35 1.25

% RSD 0.35 1.25

% Error 0.20 0.72

5 µg/mL   100.34 99.43

99.50 102.00

99.98 101.67

X` 99.94 101.03

± SD 0.34 0.23

% RSD 0.34 0.23

% Error 0.20 0.13

Method II

4 µg/mL 100.56 101.24

98.67 101.55

102.06 102.97

X` 100.43 101.92

± SD 2.40 0.99

% RSD 2.40 0.99

% Error 1.38 0.57

10 µg/mL  97.98 99.98

98.57 100.93

100.34 99.45

X` 98.96 100.12

± SD 1.25 1.05

% RSD 1.25 1.05

% Error 0.73 0.60
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Figure 6. Stoichiometry of the reaction between drugs and 
eosin (1.87 × 10-5 M) adopting limiting logarithmic method. (A) 
Log [dothiepin] vs log∆F; (B) Log[eosin] vs log∆F.
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Table 3. Application of the proposed spectrofluorimetric method for the determination of dothiepin HCl 
in commercial tablets and capsules 

Preparation
Spectrofluorimetric method ref. method (12)

amount taken (µg/mL) % Found amount taken (µg/mL) % Found

Prothiaden tables (75.0 mg DOP HCl/Tablet)a 2.0 100.89 50.0 101.33

4.0 101.55 100.0 101.56

8.0 100.33 150.0 101.17

 ± SD 100.92 ± 0.40 101.35 ± 0.20

Student’s t test 0.005

Variance ratio F test 9.703

Prothiaden capsule (25.0 mg DOP HCl/capsule)b 2.0 101.97 50.0 100.54

4.0 101.12 100.0 101.24

8.0 100.55 150.0 100.62

 ± SD 101.21 ± 0.40 100.8 ± 0.44

Student’s t test 0.88

Variance ratio F test 3.48

Prothiaden tablets (75.0 mg DOP HCl/Tablet) 2.0 100.67 50.0 101.33

5.0 100.54 100.0 101.56

10.0 101.55 150.0 101.17

 ± SD 100.92 ± 0.71 101.35 ± 0.20

Student’s t test 1.29

Variance ratio F test 0.13

Prothiaden capsule (25.0 mg DOP HCl/capsule) 2.0 99.98 50.0 100.54

5.0 101.55 100.0 101.24

10.0 101.20 150.0 100.62

 ± SD 100.91 ± 0.25 100.8 ± 0.44

Student’s t test 0.21

Variance ratio F test 4.63

The tabulated values of t and F are (2.78) and (19.00) respectively, at p=0.05 (26). Each result is the average of three separate determinations. 
aProduct of Kahira Pharm. & Chem.Ind. Co.; b Product of Kahira Pharm. & Chem.Ind. Co.

Figure 7. The proposal of the mechanism for the reaction between DOP and eosin.
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the proposed methods are simple, rapid and inexpensive. 
They also have wider linear range with good accuracy 
and precision beside the use of water as diluting solvent. 
The most important advantage of the methods is that the 
ion-pair formed is measured directly without need for pre-
treatment of the drug and extraction with organic solvent. 
Hence, it can be applied for the routine quality control of 
the studied drug in its dosage forms.

rEFErEncES

1. The British Pharmacopoeia. London: The stationary office. Electronic 
version. 2009.

2. Brunton LL, Blumenthal DK, Buxton ILO, Parker KL. Goodman & 
Gilman’s Manual of Pharmacology and Therapeutics. USA: McGraw-
Hill Medical. Electronic version.2008 .

3. Ghani NTA, El-Nashar RM, Bioumy AA. Flow injection potentio-
metric determination of dothiepin hydrochloride Anal. Lett. 2004; 37: 
3237-3254.

4. Taha EA, Soliman SM, Abdellatef HE, Ayad MM.  Colorimetric meth-
ods for the determination of some tricyclic antidepressant drugs in 
their pure and dosage forms. Mikrochim. Acta. 2002; 140: 175-182.

5. Taha EA. Kinetic spectrophotometric methods for the determination 
of dothiepin hydrochloride in bulk and in drug formulation. Anal. and 
Bioanal. Chem. 2003; 376:  1131-1136.

6. Kashyap R, Iyer LR, Singh MM. Application of derivative ultra-violet 
spectroscopy - a study of antidepressants. Indian J. Forensic Sci. 1990; 
4: 203-216.

7. Kawahara K, Awaji T, Uda K, Sakai Y. Determination of four metabo-
lites of dothiepin in urine by high-performance liquid chromatogra-
phy. J. Pharm. Biomed. Anal.  1987; 5: 183-189.

8. Taylor PJ, Charles BG, Norris R, Salm P, Ravenscroft PJ. Measurement 
of dothiepin and its major metabolites in plasma by high-performance 
liquid chromatography. J. Chromatogr. Biomed. Appl. 1992; 119 (1 (J. 
Chromatogr., 581)): 152-155.

9. Song SM, Marriott P, Kotsos A, Drummer OH, Wynne P. Comprehen-
sive two-dimensional gas chromatography with time-of-flight mass 
spectrometry (GC &times; GC-TOFMS) for drug screening and con-
firmation. Forensic Science International 2004; 143: 87-101.

10. Song SM, Marriott P, Wynne P. Comprehensive two-dimensional gas 
chromatography - quadrupole mass spectrometric analysis of drugs. J 
Chromatogr. 2004; 1058: 223-232.

11. El-Brashy AM, Metwally ME, El-Sepai FA. Spectrophotometric deter-
mination of some fluoroquinolone antibacterials by binary complex 
formation with xanthene dyes. Farmaco. 2004; 59: 809-817.

12. El-Enany N. Spectrophotometric determination of gliclazide in phar-
maceuticals and biological fluids through ternary complex formation 
with eosin and palladium (II). Farmaco. 2004; 59: 63-69.

13. Ayad MA, Shalaby AA, Abdellatef HE, Hosny MM. Spectrophotomet-
ric and AAS determination of ramipril and enalapril through ternary 
complex formation. J. Pharm. Biomed. Anal. 2002; 28: 311-32.

14. Abdellatef HE. Spectrophotometric and spectrofluorimetric methods 
for the determination of ramipril in its pure and dosage form. Spectro-
chim. Acta, Part A 2007; 66: 701-706.

15. Belal F, El-Brashy AM, El-Enany N, El-Bahay N. Spectrofluorometric 
determination of olanzapine and fluphenazine hydrochloride in phar-
maceutical preparations and human plasma using eosin: application 
to stability studies. J. AOAC. Int. 2008; 91: 1309-1317.

16. Gazy AA, Mahgoub H, El-Yazbi FA, El-Sayed MA, Youssef RM. 
Determination of some histamine H1-receptor antagonists in dosage 
forms. J. Pharm. Biomed. Anal.2002; 30: 859-867.

17. Chernov›yants MS, Podgornaya EB, Cheryshev AV, Metelitsa AV, 
Knyazhanskii MO. Identification and extraction-spectrophotometric 
or extraction-fluorimetric determination of organic nitrogen-con-
taining triiodides, new biologically active compounds. J. Anal. Chem. 
2000; 55: 245-248.

18. Zhebentyaev AL, Zhernosek AK. Extraction-spectrophotometric 
determination of berberine sulfate in tablets using eosin as a reagent. 
Pharmazie. 1996; 51: 252-255.

19. El-Walily AFM, Belal F, Bakry RS. Spectrophotometric and spectro-
fluorimetric determination of ciprofloxacin and norfloxacin by ternary 
complex formation with eosin and palladium (II). J. Pharm. Biomed. 
Anal. 1996; 14:  561-569.

20. International Conference on Harmonization (ICH) Guidelines. (www.
ich.org). 2007.

21. Miller JN, Miller JC. Statistics and Chemometrics for Analytical  
Chemistry. 5th Ed. Harlow, England: Pearson Education Limited. 
2005: 39-73: 107-149.

22. J. Rose. Advanced Physicochemical Experiments. London: Pitman. 1964; 
67.  


