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Abstract: Supercontinuum radiation sources are attractive for spectroscopic 
applications owing to their broad wavelength coverage, which enables 
spectral signatures of multiple species to be detected simultaneously. Here 
we report the first use of a supercontinuum radiation source for broadband 
trace gas detection using a cavity enhanced absorption technique. Spectra 
were recorded at bandwidths of up to 100 nm, encompassing multiple 
absorption bands of H2O, O2 and O2-O2. The same instrument was also used 
to make quantitative measurements of NO2 and NO3. For NO3 a detection 
limit of 3 parts-per-trillion in 2 s was achieved, which corresponds to an 
effective 3σ sensitivity of 2.4×10-9 cm-1Hz-1/2. Our results demonstrate that a 
conceptually simple and robust instrument is capable of highly sensitive 
broadband absorption measurements. 
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1. Introduction 

Supercontinuum (SC) radiation sources are attractive for spectroscopic applications in 
physics, chemistry and biology [1-4], owing to their unique combination of high spectral 
brightness and broadband wavelength coverage [5,6]. These features enable spectral 
signatures of multiple species to be detected simultaneously. The use of SC radiation in 
spectroscopic gas sensing applications has so far been restricted to direct absorption 
techniques [7-9], which can lack the sensitivity required for trace level detection or for the 
observation of weak spectral features. The detection of trace gases over broad spectral 
bandwidths is, however, desirable for many applications ranging from atmospheric sensing 
and industrial process control to medical diagnostics. In order to be as versatile as possible, 
Thorpe et al. proposed that a spectroscopic gas sensing system should fulfill the following 
criteria [10]: (i) broad spectral bandwidth, ideally 100 nm or more, for target selective 
multiple species measurements; (ii) high sensitivity for trace level detection; (iii) high 
acquisition speeds for real-time monitoring applications; and (iv) sufficient spectral resolution 
for species specificity. To this list of criteria one can also add: (v) a simple and robust design 
for operation in a diverse range of application environments. Cavity based absorption 
techniques, which employ high finesse optical cavities to achieve long sample absorption path 
lengths, have been shown to achieve the high sensitivity required for trace gas detection. A 
number of experimental schemes including cavity enhanced absorption spectroscopy (CEAS) 
[11], cavity ringdown spectroscopy (CRDS) [12,13] and noise-immune cavity-enhanced 
optical heterodyne molecular spectroscopy (NICE-OHMS) [14], have been reported with 
sensitivities of better than 10-10 cm-1Hz-1/2. Most implementations of these techniques with 
coherent light sources have however been restricted to either narrow spectral bandwidths or 
long acquisition times, thus limiting their capability for fast response multiple species sensing. 

Broadband CRDS, in which an optical cavity containing the absorption sample is excited 
by a short broadband radiation pulse, with the subsequent decay of light exiting the cavity 
monitored simultaneously in both time and wavelength, has been demonstrated by a number 
of groups [15]. Experiments have used broadband pulsed dye lasers together with schemes for 
simultaneous time and wavelength resolved detection based on either a rapidly scanned 
mirror, diffraction grating and charge coupled device (CCD) camera [16], or a grating 
spectrometer and time resolved CCD camera employing controlled on-chip charge transfer 
[17]. Acquisition of single-shot spectra covering 15 nm have been demonstrated using such 
schemes [16].  

Even broader bandwidths have recently been achieved, both in the visible and near-
infrared (IR) spectral regions, using optical frequency comb radiation sources [10,18,19]. 
Multiple species trace level detection over spectral bandwidths of around 100 nm has been 
achieved using a frequency comb CRDS instrument [10,18]. The broad wavelength coverage 
was achieved by employing a scanning grating spectrometer and a single element detector, 
which resulted in long acquisition times. However, the frequency comb CRDS scheme has 
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also been combined with a rapidly scanned mirror/CCD camera detection approach to achieve 
much faster acquisition times (∼1ms), albeit over a more modest spectral bandwidth (15 nm) 
[10].  

Furthermore, optical frequency combs have been employed for CEAS measurements, 
where the steady state intensity transmitted by an optical cavity under continuous wave 
excitation is monitored. In the visible spectral region a bandwidth of 4 nm has been achieved 
using a grating spectrometer for detection [20], with similar performance demonstrated in the 
near-UV spectral region [21]. In the near-IR, multiple species detection over 200 nm (divided 
into sequentially recorded 25 nm sections) at a spectral resolution of 0.8 GHz has also been 
demonstrated using a virtually imaged phased array spectrometer [19].  

It is prudent to note that when employing an optical frequency comb for cavity absorption 
measurements, the frequency comb must be actively matched with the mode structure of the 
high finesse cavity to ensure that the comb components are resonantly coupled into the cavity 
modes. While this requirement enables extremely efficient coupling of radiation into the 
cavity, it also introduces significant experimental complexity, which somewhat compromises 
the robustness of instruments for field applications. An interesting alternative approach is to 
use a frequency comb in combination with a scanning enhancement cavity to achieve high 
resolution multi-wavelength measurements. A Vernier spectrometer based on this principle 
was recently demonstrated covering a bandwidth of 8 nm at a spectral resolution of 1 GHz 
[22].  

Broadband CEAS has also been demonstrated using incoherent light sources, such as 
light emitting diodes (LED) and Xe arc lamps [23]. High sensitivity CEAS measurements 
covering spectral ranges of 100 nm using a lamp [24], and 60 nm using an LED [25] have 
been reported. These approaches facilitate the production of compact, robust and low cost 
instrumentation, however, the low spectral brightness of incoherent sources ultimately forces 
the use of either increased integration times, or cavity lengths, to achieve sensitivities 
comparable to those that can be attained using a supercontinuum source. 

In this article, we report upon a broadband CEAS scheme using a supercontinuum source 
that is capable of acquiring spectra over bandwidths of 100 nm in seconds. The sensitivity of 
the instrument is demonstrated through trace level detection of NO2 and NO3, with a 3σ 
detection limit of 3 parts per trillion by volume (pptv) achieved for NO3. The technique is 
conceptually simple and fulfils all the criteria for multi-species trace gas sensing outlined 
above. The use of a SC light source gives access to a very wide spectral window, here 
covering more than 1500 nm in the visible and near-IR spectral regions. In addition, the use of 
a non-confocal cavity alignment yields a quasi-continuous mode structure [26], which 
combined with the dense mode structure of the supercontinuum source (here 10 MHz), 
ensures broadband cavity transmission without the requirement for any active longitudinal 
cavity mode matching. This represents a significant simplification with respect to the mode 
matched approaches discussed above and allows for a robust experimental set-up. The 
disadvantage of this scheme is the reduced efficiency with which light is coupled into the 
optical cavity [27]. However, this is compensated by the high spectral brightness of modern 
SC sources, and in the work presented here, sufficient photon fluxes for high sensitivity 
broadband CEAS measurements were obtained in signal integration times of 2 s. Finally, it is 
noted that the CEAS scheme does not require extremely fast temporal resolution in the 
detection system, so enabling the use of conventional array detectors.  

2. Spectrometer set-up and operation 

The experimental set-up for supercontinuum based cavity enhanced absorption spectroscopy 
is shown in Fig. 1. The light source is a SC fibre laser (Fianium SC400) with a 10 MHz 
repetition rate, which determines the SC mode spacing, and 2 Watt nominal average output 
power. An achromatic lens is employed to collimate the SC radiation, which exits the 
photonic crystal fibre (PCF) used for its generation, into a beam with a diameter of 2.5 mm 
and a M2 factor of about 1.1. The divergence of the collimated beam is wavelength dependent, 
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and the collimation is therefore optimised for operation at visible wavelengths. The SC 
spectrum extends from 400 nm to above 2000 nm, which provides access to a very wide 
spectral region. In this work, however, limitations imposed by the high reflectivity bandwidth 
of available cavity ringdown mirrors imposed an upper limit to the working wavelength range 
of approximately 100 nm. Nevertheless, within these bounds the performance of the 
supercontinuum based CEAS approach is explored, and extension to wider bandwidths is 
discussed in section 4. The SC radiation is spectrally filtered to match the bandwidth of the 
high reflectivity cavity mirrors. First the visible part of the output is isolated using a 
combination of an IR separation unit (Fianium) and a hot mirror (Comar 716 GK 25). Then a 
spectral bandwidth of about 100 nm is isolated using an interference filter centred at 670 nm 
(Comar 670 IW 12), see Fig. 2 (a). The total power available after filtering is around 7 mW. 
The duration of the ytterbium based fibre laser master pump source is about 5 ps, whereas the 
100 nm wide spectrally filtered SC pulses are estimated to be broadened to around 200 ps due 
to dispersion in the PCF. 

 

 
 
Fig. 1. Experimental set-up for broadband SC-CEAS. For spectral filtering a combination of a 
beamsplitter, a hot mirror and a broadband interference filter was employed. Beam steering 
mirrors used to direct the filtered SC radiation into the cavity are not shown. 

 
The light is passively coupled into a 1.15 m long optical cavity formed by two highly 

reflective mirrors (Los Gatos Research, 99.995 % nominal reflectivity at 660 nm, 1 m radius 
of curvature). No effort is made to spatially match the supercontinuum beam to the 
fundamental TEM00 mode of the cavity, and therefore higher-order transverse modes are also 
excited. This is desirable for broadband experiments, as for a cavity length away from the 
confocal arrangement the transverse and longitudinal mode spacing is non-degenerate, and 
thus yields a dense quasi-continuous mode structure resulting in a finite transmission at all 
wavelengths [26].  

 

 
 

Fig. 2. (a) Measured mirror reflectivity curve (blue) and filtered SC output (red), (b) cavity 
throughput corresponding to the empty cavity (N2 flushed) and filled cavity (humidified air). 

 
A 1 inch diameter, 1.14 m long glass tube is positioned between the cavity mirrors to 

enable the cavity volume to be purged with controlled synthetic gas mixtures during 
experiments. All experiments reported here were performed at atmospheric pressure. The light 
transmitted through the cavity, see Fig. 2 (b), is collected by a plano-convex achromatic lens 
(Newport PAC040), coupled into a multimode fibre (d=400 μm) and spectrally dispersed 

#95735 - $15.00 USD Received 2 May 2008; revised 10 Jun 2008; accepted 11 Jun 2008; published 23 Jun 2008

(C) 2008 OSA 7 July 2008 / Vol. 16,  No. 14 / OPTICS EXPRESS  10182



using a grating spectrometer (PI Acton SP2300). For broad spectrometer coverage (130 nm) a 
600 grooves/mm grating is employed, which results in a resolution of 0.3 nm full width half at 
maximum (FWHM). For higher resolution experiments, a 1800 grooves/mm grating is used, 
which provides a spectral coverage of 28 nm at 0.1 nm FWHM resolution. Wavelength 
calibration of the spectrograph is performed using Ne atomic emission lines, which are also 
used to define the instrument’s slit function. An air cooled CCD camera (PI Acton Pixis 400B, 
1340×400 pixels) is used to record spectra with an on chip integration time of 2 seconds, 
corresponding to the average of 20 million supercontinuum pulses. Each spectral element of 
the CCD detector records data averaged over thousands of laser and cavity modes, which 
further acts to wash out any effects of resonant mode coupling.  

The short term stability of the instrument was assessed by evaluating the cavity 
throughput intensity over 100 consecutive 2 s spectra acquired as the cavity was flushed with 
dry N2. The standard deviation of the throughout intensity was calculated for each CCD pixel 
within the range 630 – 720 nm. The stability was found to vary between 0.2 and 0.5 % across 
the wavelength range, which reflected the change in absolute light intensity reaching the 
detector. The stability over longer acquisition periods, which will ultimately determine the 
frequency with which calibration of the instrument is necessary, will form the subject of a 
future study. 

CEAS experiments were performed by measuring the steady state intensity transmitted by 
the optical cavity both in the presence (I) and absence (I0) of an absorbing sample. The latter 
condition was met by purging the cavity volume with dry nitrogen. The sample absorption 
coefficient α(λ) was subsequently determined from [23] 

d

R

I

I )(1
1

)(

)(
)( 0 λ

λ
λλα −

⎟⎟
⎠

⎞
⎜⎜
⎝

⎛ −=  (1) 

where d is the cavity mirror to mirror separation distance and R(λ) the wavelength dependent 
cavity mirror reflectivity.  

As indicated by Eq. (1), in order to calculate absolute absorber concentrations from 
CEAS intensity measurements, the reflectivity of the cavity mirrors must be determined. In 
previous broadband CEAS experiments, methods adopted for this purpose have included the 
direct measurement of R(λ) by broadband cavity ringdown spectroscopy using pulsed 
radiation from a broadband dye laser together with time resolved CCD detection [25]. An 
alternative approach used CEAS measurements of absorption by a species present within the 
cavity at a well defined concentration, e.g. O2-O2 [28] or NO2 [29]. With knowledge of the 
species’ absorption cross section, the sample absorption coefficient could be calculated, which 
subsequently enabled R(λ) to be determined indirectly from inversion of Eq. (1). The later 
method is advantageous, firstly as it requires no additional experimental equipment beyond 
that already used for CEAS measurements, but more fundamentally because R(λ) is 
determined using the same light source and cavity excitation geometry used for sample CEAS 
measurements. This is of importance because the effective magnitude of R(λ) depends upon 
the range of transverse cavity modes excited by the input radiation. In the current work, a 
variant of the later method using absorption by both O2-O2 and NO2 was adopted. This 
method has been applied previously to broadband LED based CEAS experiments [28] and is 
described only briefly here.  

Firstly, the known collision-induced absorption by the O2-O2 dimer [30] was measured in 
pure oxygen around 630 nm, which allowed the absolute value of the mirror reflectivity to be 
determined at this wavelength. The relative mirror reflectivity profile across the remainder of 
the measurement bandwidth (620-740 nm) was subsequently determined from the structure of 
the wide bandwidth spectrum of NO2 [31] present at an arbitrary concentration. The absolute 
mirror reflectivity was then obtained by constraining the relative reflectivity to the absolute 
measurement at 630 nm. In principle, the mirror reflectivity could have been determined 
directly from NO2 present at a known concentration, however NO2 is readily lost to surfaces 
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making the preparation of such a sample technically challenging. Figure 2 (a) shows the 
determined mirror reflectivity, which peaks at R=0.99994 around 660 nm, corresponding to an 
effective cavity ringdown time of 64 μs and an effective absorption path within the 1.15 m 
long optical cavity of 19.2 km. The uncertainty in the derived mirror reflectivity propagates to 
subsequent CEAS measurements through the (1-R(λ)) factor detailed in Eq. 1. The estimated 
total uncertainty in (1-R(λ)) is 8%, with contributions arising from the uncertainty in the O2 
pressure within the cavity (5%), the O2-O2 absorption cross section (2%), the cavity length 
(1%) and the errors associated with the I0/I term in Eq. 1 (0.5%) and the retrieval of O2 
concentrations from measured spectra (2%). 

3. Proof of principle measurements 

3.1 Qualitative spectra illustrating the wavelength coverage of the SC-CEAS instrument  

Initial experiments sought to demonstrate the broad spectral coverage of SC-CEAS by 
probing multiple absorption features of H2O and O2. Humidified air was generated by 
bubbling synthetic air (Air Liquide) through a water bubbler at a rate of 5 litres per minute. 
Independent humidity measurements performed using a commercial thermohygrometer 
(Vaisala HMP41) indicated a sample relative humidity of 77% at 23°C. Figure 3 shows an 
example spectrum, which simultaneously captures two vibrational overtone bands of H2O and 
three electronic transitions of O2 and O2-O2, detected across a 100 nm acquisition range. The 
bandwidth, limited here by the working wavelength ranges of the cavity mirrors and 
spectrometer, compares favorably with alternative broadband CEAS setups and exceeds that 
of any other coherent source arrangements. The extension to even wider wavelength coverage, 
where the potential of the SC source could be more fully exploited, is discussed in section 4. 

 

 
Fig. 3. Broadband SC-CEAS spectrum of synthetic air humidified to 77% RH at 23°C. The 
spectrum captures 100 nm of spectral information at a resolution of 0.3 nm FWHM and was 
acquired in a single measurement with an integration time of 2 s. The baseline region of the 
spectrum where no absorption features are found (663-683 nm) has a standard deviation of 
1.6×10-9 cm-1. 
 

Figure 4 shows higher resolution spectra of both the H2O 4ν and 4ν+δ polyads, measured 
in synthetic air humidified to 40% relative humidity at 23°C, and the O2 B band, recorded in 
dry synthetic air. In principle, the absorber concentration could be determined from each 
spectrum by fitting the measured absorption structure to reference H2O/O2 absorption cross 
sections. However, this procedure is complicated here as both the H2O and O2 absorption 
linewidths are significantly narrower than the sampling resolution of the CEAS instrument 
(typically 0.005 nm and 0.01 nm FWHM for H2O and O2 respectively compared to the 
instrument resolution of 0.1 nm FWHM). Consequently, the instrument is unable to resolve 
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the saturation of strong H2O and O2 lines which occurs over the long absorption path lengths 
encountered within the cavity. The net result is the distortion of measured absorption structure 
away from that expected from the convolution of the high resolution H2O/O2 absorption cross 
sections with the instrument slit function. Similar complications affecting broadband CRDS 
spectra of H2O and O2 have been discussed in detail previously, together with a method for 
the analysis of affected spectra [15]. However, the adaptation of this method to the analysis of 
broadband CEAS spectra lies beyond the purpose of this work. 
 

 
Fig. 4. High resolution SC-CEAS spectra of the 4ν and 4ν+δ polyad vibrational overtones of 
water vapour and the oxygen B band. The spectra were acquired in an integration time of 2 s at 
a resolution of 0.1 nm FWHM. The baseline of the O2 spectrum (685-686.5 nm) has a standard 
deviation of 4.7×10-9 cm-1. 

 
3.2 Quantitative trace level detection of NO2 and NO3 using SC-CEAS  

Further experiments were performed to demonstrate the sensitivity of SC-CEAS through trace 
level measurements of two molecules of particular importance in the atmospheric sciences, 
NO2 and NO3. Measurements were performed in the wavelength region 640-675 nm, where 
both molecules exhibit well structured absorption [31,32]. NO2 samples were prepared by 
diluting a small flow of NO2 from a cylinder source (BOC, 50 ppm) into a 5 litres per minute 
carrier flow of dry nitrogen. NO3 samples were prepared from the thermal decomposition of 
N2O5 entrained into a flow of dry nitrogen as it passed over crystalline N2O5 held within a dry 
ice cold trap. 

Absorber concentrations were retrieved from measured broadband spectra by differential 
fitting, as routinely applied to differential optical absorption spectroscopy [33]. Firstly, the 
NO2 absorption cross section was reduced to the resolution of the CEAS instrument by 
convolution with the measured instrument slit function. This procedure was not necessary for 
the broad NO3 absorption feature which contains no high resolution structure. The NO2/NO3 
absorption cross sections were used to analyse data by fitting the following equation to the 
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measured absorption structure using a Levenberg-Marquardt routine, 
α(λ) = nxσx(λ) + aλ2 + bλ + c, where x is NO2 or NO3, n the molecular number density 
(molecule cm-3) and σ the absorption cross section (cm2). The absorber’s number density was 
subsequently converted to a volume mixing ratio by dividing nx by the total molecular density 
at 1 atmosphere pressure. The addition of polynomial fitting coefficients a, b and c accounted 
for smoothly varying background contributions to the measured spectra. 

Figure 5 (a) shows a spectrum of NO2, together with a fit to the measured absorption 
structure that retrieves a NO2 concentration of 125 parts per billion by volume (ppbv). This 
spectrum illustrates that the performance of the current instrument is already sufficient for 
environmental monitoring applications in urban environments, where NO2 concentrations of 
several 10s ppbv are common [34]. Despite this, it is noted that the 640-675 nm operating 
spectral region provides far from optimal sensitivity for NO2

 detection. Around 500 nm the 
differential absorption cross section of NO2 is some 10-15 times larger [31] and would yield a 
corresponding 10-15 times improvement in sensitivity. The precision with which the absorber 
concentration was retrieved is 0.7 ppbv (0.6%), which indicates the statistical error associated 
with the spectral fitting procedure. The total uncertainty is somewhat larger than this and is 
dominated by systematic contributions from the mirror reflectivity calibration (8% uncertainty 
in 1-R(λ) term) and the NO2 absorption cross section (3%). Also shown in Fig. 5 (a) is the 
residual spectrum, calculated from the difference between the measured and fitted spectra. It 
has a standard deviation 3.5×10-9 cm-1, which further indicates the low baseline noise level of 
the measurements.  

Figure 5 (b) shows a spectrum of 38 pptv NO3. It demonstrates trace level NO3 detection 
at a sensitivity sufficient for ambient sensing in the nocturnal planetary boundary layer. The 
precision of the fit is 0.8 pptv (2.1%), which is again smaller compared to uncertainties 
associated with the mirror reflectivity calibration (8%) and the NO3 absorption cross section 
(10%).  

 

    
Fig. 5. SC-CEAS spectra of a) NO2 and b) NO3. Each spectrum (red) was fitted (black) to 
retrieve the respective absorber concentrations shown. The residuals (blue) have standard 
deviations of 3.5×10-9 cm-1 and 3.2×10-9 cm-1 for NO2 and NO3 respectively. Spectra were 
acquired at a resolution of 0.1 nm FWHM in a 2 s integration time. 

 
3.3 Evaluation of the instrument’s detection limit for NO3  

A quantitative assessment of the instrument’s detection sensitivity was conducted using NO3 
as an example target molecule. The sensitivity was estimated by retrieving NO3 absorber 
concentrations from consecutive spectra acquired as the cavity was purged with dry N2. Here, 
as both I0 and I were recorded under identical conditions, the resulting spectra contained no 
NO3 absorption structure and were composed solely of characteristic instrument noise. 
Nevertheless, a NO3 concentration was retrieved from each spectrum (as described in section 
3.2) and the detection sensitivity estimated from the statistical spread of concentration values 
about the 0 pptv level.  

a)                                                                b) 
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Figure 6 shows the time series of NO3 concentrations retrieved from 95 consecutive 
spectra, acquired in a total acquisition period of 190 s. Also shown is a histogram of the 
concentration distribution, which is characterised by a Gaussian distribution with a 1σ width 
of 1.0 pptv.  
 

 
Fig. 6. Time series of NO3 concentrations retrieved from consecutive 2 s spectra characteristic 
of the instrument’s baseline noise level (upper panel). The standard deviation of the NO3 
concentration distribution (lower panel) indicates a 3σ detection limit of 3 pptv. 

 
Estimating the NO3 detection sensitivity as three times the standard deviation indicates a 

limit of 3 pptv in a 2 s acquisition time. This measurement lends itself to compare the 
performance of the broadband SC-CEAS approach to that of equivalent single wavelength 
measurements of NO3 made by conventional cavity ringdown spectroscopy. Noting that the 
peak NO3 cross section at 662 nm is 2.2×10-17 cm2molecule-1 [32], one finds that a 3 pptv 
detection limit corresponds to an effective single wavelength minimum detectable absorption 
coefficient of 2.4×10-9 cm-1Hz-1/2. This value is lower than that obtained from (3 times) the 
standard deviation of the residual spectrum shown in Fig. 5 (1.4×10-8 cm-1Hz-1/2), which 
indicates the effective gain in sensitivity that arises from adopting a spectrally broadband 
approach. It also shows that the performance of the broadband SC-CEAS method is 
comparable to the generally more complex and less flexible single wavelength cavity based 
techniques, for which absorption sensitivities (1σ) in the range 7×10-10 - 4×10-11 cm-1Hz-1/2 

have been reported for NO3 [35-37]. 

4. Conclusions 

An experimental scheme using a supercontinuum source for highly sensitive broadband cavity 
enhanced absorption spectroscopy was demonstrated for the first time. Trace level 
measurements of a range of gas phase species were performed at spectral bandwidths of up to 
100 nm. In addition, a quantitative 3σ detection limit for NO3 of 3 pptv in 2 s was determined, 
corresponding to a minimum detectable absorption coefficient of 2.4×10-9 cm-1Hz-1/2 for an 
equivalent single wavelength measurement of NO3 performed at 662 nm. The performance of 
the technique, together with its conceptual simplicity and robust nature, make it ideally suited 
to a range of gas phase sensing applications. In addition, a number of improvements are 
possible which would push the technique towards even higher detection sensitivity and wider 
spectral coverage. For example, optical throughput, and thus sensitivity, could be improved by 
employing SC sources of higher spectral brightness and by more energy efficient spectral 
filtering. In order to extend the spectral bandwidth of measurements, the limit imposed by the 
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high reflectivity range of conventional cavity ringdown mirrors (ca 100 nm) must be 
overcome. Potential options include the simultaneous excitation of multiple cavities, each 
optimised for different wavelength regions, or the use of optical cavities based on total 
internal reflection [38]. Such developments would enable the full potential of the 
supercontinuum source for broadband spectroscopy to be exploited. The spectral resolution of 
measurements could also be improved, while maintaining broadband spectral coverage, by 
using an echelle spectrometer, a virtually imaged phased array spectrometer [19,39], or a 
Fourier transform spectrometer [40, 41] in place of the standard grating spectrometer 
employed here.  

Despite the initial demonstration of the technique being performed at visible wavelengths, 
the SC-CEAS method is by no means limited to the visible part of the spectrum, as SC 
generation has been demonstrated extending from the UV [42] to the mid-IR [43] spectral 
region. Extension into the latter is of particular interest for trace gas sensing as many gaseous 
species of interest exhibit strong transitions at mid-IR wavelengths. An additional exciting 
avenue for development lies with application of the technique to liquid phase absorption 
measurements [44], or surface adsorption phenomena studied using an approach akin to 
evanescent wave cavity ringdown spectroscopy [45]. The broad bandwidth, high sensitivity 
and fast time resolution of SC-CEAS make it potentially very well suited to applications in 
each of these fields. 
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