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ABSTRACT

MicroRNAs (miRNAs) are involved in many biological
pathways, and detecting miRNAs accurately is crit-
ical for diagnosing a variety of diseases including
cancer. However, most current methods for miRNA
detection require lengthy sample preparation and
amplification steps that can bias the results. In addi-
tion, lack of specificity and reproducibility give rise
to various challenges in detection of circulating miR-
NAs in biological samples. In this work, we applied
the Single Molecule Array (Simoa) technique to de-
velop an ultra-sensitive sandwich assay for direct de-
tection of multiple miRNAs without pre-amplification.
We successfully detected miRNAs at femtomolar
concentrations (with limits of detection [LODs] rang-
ing from 1 to 30 fM) and high specificity (distinguish-
ing miRNAs with a single nucleotide mismatch). This
method was effective against a range of diverse tar-
get sequences, suggesting a general approach for
miRNA detection. To demonstrate the practical ap-
plication of this technique, we detected miRNAs in a
variety of sample types including human serum and
total RNA. The high sensitivity and simple workflow
of the Simoa method represent excellent advantages
for miRNA-based diagnostics of human diseases.

INTRODUCTION

MicroRNAs (miRNAs) constitute a class of short non-
coding regulatory RNAs that play a major role in control
of gene expression by repressing protein synthesis at the
post-transcriptional level (1). As key components of gene
expression regulation, miRNAs are involved in many bio-
logical pathways and thus represent a rich source of biolog-
ical information (2,3). miRNAs can have immense regula-
tory power––one miRNA can regulate expression of hun-
dreds of messenger RNAs (mRNAs) (4). miRNAs also reg-
ulate a broad range of cellular pathways––of particular in-
terest are pathways associated with development and can-
cer (5–8). Aberrant expression of certain miRNAs, such as

miR-21, miR-141 and the let-7 family, has been implicated
in various types of cancer (9–11). Due to their associations
with cancer, as well as other disease states, miRNAs have
attracted wide interest as biomarkers (12,13). Circulating
miRNAs with diagnostic utility have been detected in many
biological samples including blood, saliva, and urine (13–
16).

Detection of miRNAs is challenging for several reasons.
miRNA biogenesis is a complex process that includes the
presence of precursor (pre) and primary (pri) miRNAs (17)
as well as sequence isoforms known as isomiRs, which give
rise to miRNAs of varying lengths and sequences (18). Ad-
ditionally, miRNAs that belong to the same family may
have a high degree of homology, posing a challenge for dis-
crimination of miRNAs. Furthermore, miRNAs are present
at low levels, comprising ∼0.01% of the total RNA mass in
a given sample (19). In many cases, additional extraction
and purification steps are necessary to isolate the miRNA
fraction, but each additional processing step risks further
degradation and loss of the miRNA of interest. Thus, an
optimal method for miRNA detection must have minimal
sample handling and processing steps, high specificity for
differentiating similar miRNAs, and high sensitivity for de-
tecting miRNAs present at low concentrations.

Currently RT-qPCR is the gold-standard method for
miRNA detection, largely due to its low limit of detec-
tion (LOD). A variety of PCR-based strategies have been
developed for detecting the expression levels of miRNAs
in clinical samples (20,21). However, the requirement for
reverse transcription necessitates an additional step that
introduces sample loss and substantial variation into the
assay (22). In addition, RT-qPCR suffers from target-
based amplification bias and other issues that complicate
quantification. To avoid amplification biases, a number of
amplification-free ‘direct detection’ techniques have been
applied for miRNA detection, such as electrochemical sen-
sors (23,24), and nanotechnology-based approaches (25).
Although some of these recently developed direct detec-
tion techniques are highly sensitive, it remains challenging
to quantitatively measure homologous miRNAs that are
present in low concentrations.
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Many miRNA detection methods rely on hybridization
of the target miRNA to complementary probes. The north-
ern blot has been widely used to detect miRNAs (26,27)
but has major drawbacks including low sensitivity and
low throughput. Microarrays have been used to overcome
limitations in throughput and provide relative expression
of thousands of miRNAs in a sample (28). Disadvan-
tages of microarrays include the need for reverse tran-
scription and enzymatic pre-amplification. More recently,
next-generation sequencing (NGS) has been widely used to
survey miRNAs (29,30). NGS also requires amplification
to detect low abundance targets; however, in some cases,
molecular barcoding can be implemented to overcome am-
plification biases (31). NGS methods facilitate miRNA dis-
covery and allow variations in miRNA sequence to be iden-
tified. Despite their advantages, most methods described do
not provide quantitative measurements with high specificity
and sensitivity and minimal sample processing.

To overcome these limitations, we applied the Single
Molecule Array (Simoa) platform, a technology capable
of detecting single biomolecules with ultra-high sensitivity
(32,33). This ultra-sensitive detection technique has been
previously demonstrated for a variety of protein biomarkers
(34,35) as well as for DNA (36), but has not yet been suc-
cessfully applied to miRNA detection. In this study, we de-
veloped Simoa assays to measure concentrations of several
miRNAs with clinical relevance. To validate the method,
we detected synthetic miRNAs spiked into human serum
samples and endogenous miRNAs in total RNA samples
derived from cell lysates. We successfully measured single
molecules of miRNA with high sensitivity (LODs in the
low femtomolar range) and specificity (distinguishing miR-
NAs containing a single nucleotide difference). Our method
involves a simple workflow and delivers quantitative and
highly sensitive results without reverse transcription or tar-
get amplification.

MATERIALS AND METHODS

Probe design

Locked nucleic acid (LNA) capture and detection probes
were designed to be partially complementary to their in-
tended target miRNA. The length of each probe and the
placement of bases within each LNA probe were then se-
lected based on the following criteria: (i) consistent melt-
ing temperature for both capture and detection probe; (2)
strong predicted binding between each probe and the tar-
get sequence; (3) low cross-reactivity between the capture
and detection probes (in the absence of target). For each
target miRNA, proposed designs for the candidate capture
and detection probes were checked using the LNA Oligo
Tm Prediction and LNA Oligo Optimizer tools on the Ex-
iqon website (https://www.exiqon.com/oligo-tools). Probe
designs were manually iterated to maximize the ratio of
predicted target binding/predicted capture-detector bind-
ing and to ensure the secondary structure score for capture-
detector hybridization remained low (below 20). Consider-
ations for the complementarity and melting temperature of
capture and detection probes as applied to the general pop-
ulation of human miRNA are described in Supplementary
Figures S4–S6 and Supplementary Table S4.

Covalent coupling of capture probes to paramagnetic mi-
crobeads

Custom-made LNA capture probes were purchased
from Exiqon. Carboxylated 2.7 �m paramagnetic
beads, non-encoded for single-plex assays and dye-
encoded (488, 647 and 700 nm) for multiplex assays,
were purchased from Quanterix. 5 × 108 beads were
washed three times with 0.01 M NaOH. 1-Ethyl-3-(3-
dimethylaminopropyl)carbodiimide hydrochloride (EDC)
and N-hydroxysulfosuccinimide (sulfo-NHS) were recon-
stituted in 2-(N-morpholino)ethanesulfonic acid (MES)
buffer (50 mM, pH 6.0) to a final concentration of 50
mg/ml. 100 �l of each of the EDC and sulfo-NHS were
added to the beads. The beads were activated on a shaker
for 30 min. After activation, the beads were washed once
with coupling buffer (1× phosphate buffered saline [PBS],
0.5 M NaCl, 0.1% Tween 20, pH 7.4). 20 nmol of the
capture probe were diluted into 200 �l of coupling buffer
and added to the beads. The beads were incubated at room
temperature with shaking for three hours. The beads were
then washed with wash buffer (1× PBS, 1% Tween 20)
and incubated in 200 �l of quenching buffer (100 mM
Tris–HCl, pH 7.4) with shaking for 45 min. The beads
were washed twice with wash buffer and incubated in 200
�l of blocking buffer (1× PBS, 1% bovine serum albumin
[BSA]) with shaking for 45 min. The beads were then
washed three times with wash buffer and resuspended in
a bead storage buffer (50 mM Tris–HCl, 150 mM NaCl,
10 mM ethylenediaminetetraacetic acid [EDTA], 0.1%
Tween 20 and 1% BSA). The beads were counted using a
Beckman–Coulter multisizer. Two three-plex Simoa assays
were developed. The first three-plex assay simultaneously
measured let-7a, let-7b and let7c, which were coupled to
488, 647 and 700 nm dye-encoded beads, respectively. The
second three-plex assay simultaneously measured miR-21,
miR-141 and miR-16 coupled to 488, 647 and 700 nm
dye-encoded beads, respectively.

Setup of miRNA Simoa assays

Synthetic target miRNAs were purchased from IDT. Syn-
thetic miRNAs were serially diluted in hybridization buffer
(5× saline-sodium citrate [SSC] in diethyl pyrocarbonate
[DEPC]-treated water) to desired concentrations. Capture
beads (prepared as described above) were diluted to a con-
centration of 50 000 beads/�l for single-plex assays and
90 000 beads/�l for three-plex assays (with 30 000/�l
beads per target) in hybridization buffer. Biotinylated LNA-
modified detection probes were purchased from Exiqon and
diluted to a concentration of 20 nM in hybridization buffer.
100 �l of sample, 10 �l capture beads and 10 �l of biotiny-
lated detection probes were added to a low binding 96-well
plate (Corning, CLS3651) and incubated at 50◦C, with the
exception that the let-7 multiplex assay was incubated at
55◦C, with shaking for 2 h. The beads were then washed
eight times with System Wash Buffer 1 (Quanterix), warmed
to 50◦C, using a microplate washer (BioTek). Streptavidin-
�-galactosidase (S�G) Concentrate (Quanterix) was di-
luted to 200 pM in S�G Diluent (Quanterix). 100 �l of
S�G was added to each well and the plate was incubated
at room temperature with shaking for 20 min. The beads
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were then washed eight times with System Wash Buffer
1. The enzyme-labeled beads were then reconstituted in a
dilution buffer (1× sodium chloride–sodium phosphate–
EDTA [SSPE] and 1.6% dextran sulfate in DEPC-treated
water), transferred onto a new 96-well plate (Quanterix)
and loaded onto the HD-1 Analyzer (Quanterix) for anal-
ysis. All samples were measured in triplicate unless other-
wise noted. Resorufin �-D-galactopyranoside (RGP), Wash
Buffer 1, Wash Buffer 2 and Simoa Sealing Oil were pur-
chased from Quanterix and loaded onto the Simoa HD-1
Analyzer based on the manufacturer’s instructions. In the
HD-1 Analyzer software, the assay was defined based on
the ‘Acute care assay neat 2.0’ with an incubation time of
one cadence.

Direct detection of miRNA in human serum using Simoa as-
says

Healthy human serum samples were purchased from
BioReclamationIVT. Sodium dodecyl sulfate (SDS, final
w/v 2%) and Proteinase K (final 0.16 U/ml) (New England
Biolabs) were added to the serum samples. The serum sam-
ples were vortexed and incubated at room temperature for
15 min. The serum samples were then heated to 90◦C for
2 min, diluted in hybridization buffer and spiked with syn-
thetic miRNA to desired concentrations.

Detection of microRNAs in total RNA samples using Simoa
assays

Human Lung Total RNA (ThermoFisher, AM7968) was se-
rially diluted 10-fold in hybridization buffer and tested us-
ing the three-plex Simoa assay for miR-21, miR-141 and
miR-16. To determine concentrations of miRNAs in these
samples, a calibration curve for each target miRNA was fit
to a 4PL nonlinear regression with a 1/y2 weighting fac-
tor, and unknown values were interpolated using the Simoa
HD-1 Analyzer Software (Quanterix).

Detection of microRNAs in total RNA using qPCR

The following RT-qPCR reagents were purchased from
ThermoFisher: qPCR Taqman assays for miR-21, miR-
141 and miR-16 (4440886), TaqMan Universal Master Mix
II (4440043), and TaqMan MicroRNA Reverse Transcrip-
tion Kit (4366596). Reverse transcription of known stan-
dards and four dilutions of Human Lung Total RNA, cor-
responding to 100, 10, 1 and 0.1 ng of total RNA, was
performed in triplicate. qPCR was performed based on the
manufacturer’s instructions using a CFX96 real-time PCR
system and CFX Manager Software for data analysis (Bio-
rad).

RESULTS

Simoa assay with a bead-based sandwich protocol

We applied the Simoa assay to miRNA detection by devel-
oping a bead-based sandwich protocol (Figure 1A). To in-
crease hybridization specificity, we used LNA-modified cap-
ture and detection probes with sequences complementary

to either 11 or 12 bases of the target miRNA (Supplemen-
tary Table S1). Before performing the Simoa assay, LNA-
modified capture probes specific to a target miRNA were
covalently coupled to paramagnetic microbeads. A sam-
ple containing the target miRNA was incubated with the
capture probe-coupled microbeads and biotinylated detec-
tion probes, forming a sandwich complex. The beads were
then washed to remove unbound miRNA. The beads la-
belled with both target miRNA and biotinylated detection
probes were then labelled with an enzyme, S�G, via biotin–
streptavidin interaction and detected by enzymatic readout
in the Simoa platform (Figure 1B). The signal from the
assay was measured in units of average enzyme per bead
(AEB), as previously described (33).

To test the performance of the assay, we selected several
target miRNAs that have been previously associated with
cancer. These targets include miR-16, miR-21, miR-141,
miR-25, miR-126 and miR-155. The melting temperatures
of these miRNAs are representative of the general popu-
lation of miRNAs (Supplementary Table S4). Known con-
centrations of each target miRNA were then measured us-
ing the singleplex assays. As shown in Figure 2, we obtained
similar performance for all assays, with limits of detection
of 1–30 fM.

Multiplexed detection of miRNAs

Simultaneous detection of multiple different target miR-
NAs in a single sample increases throughput and requires
less sample volume compared to detection of each target
individually. When making multiplexed measurements, the
presence of multiple target miRNAs in a sample can po-
tentially introduce cross-reactivity that limits the practical
utility of an assay. We chose three widely-used miRNA
biomarkers, miR-16, miR-21 and miR-141, to test our di-
rect detection approach in a multiplex format. To enable
multiplexing, we used paramagnetic beads labelled with dif-
ferent fluorescent dyes to produce distinct bead subpopula-
tions. Each subpopulation of beads was then further mod-
ified with capture probes for a specific miRNA. After in-
cubation with three specific biotinylated detection probes,
we measured three miRNAs simultaneously with an aver-
age limit of detection of ∼10 fM (Figure 3A), demonstrat-
ing that multiplexing does not compromise sensitivity. To
assess specificity, we tested the multiplex assay with increas-
ing concentrations of each target miRNA individually (Fig-
ure 3B). Results showed this multiplex assay demonstrated
high specificity for its intended targets, with minimal off-
target signals even at high concentrations.

Multiplexed detection of homologous miRNAs with a single
nucleotide mismatch

A major challenge in miRNA detection is distinguishing be-
tween miRNAs with very similar sequences. The challenge
of cross-reactivity becomes especially pronounced when
performing multiplexed measurements, as the number of
probes and potential off-targets increases. To evaluate the
specificity of the Simoa direct detection approach against
highly homologous miRNAs, we tested miRNAs that dif-
fered by only one or two nucleotides. As representative tar-
get miRNAs with highly similar sequences, we chose three
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Figure 1. Schematic of miRNA detection using Simoa. (A) Overview of the sandwich protocol. Capture probes were covalently coupled to microbeads, and
then incubated with target miRNA and biotinylated detection probes to form a sandwich complex. The beads were washed and incubated with S�G and
RGP (enzyme and substrate) to produce a fluorescent product. (B) Detection was performed in the Simoa format as previously reported (32). As shown
in the side view, following hybridization, microbeads suspended in fluorogenic substrate were loaded onto an array of femtoliter-size wells. After loading,
the wells were sealed with oil, resulting in an array of isolated reaction chambers each of which contained either zero or one bead. If the enzyme-labeled
complex was present on a bead, it generated a fluorescent product resulting in a detectable fluorescent signal. The array was imaged and analyzed to
determine the total number of beads, and the number of ‘active’ wells was counted to calculate the average enzyme per bead (AEB). As shown in the top
view, the number of active wells increased with increasing target concentration.

Figure 2. Calibration curves for various miRNAs. LODs were calculated as three standard deviations above the blank for each assay: (A) miR-16 (LOD
0.76 fM), (B) miR-21 (LOD 1.60 fM), (C) miR-141 (LOD 0.58 fM), (D) miR-25 (LOD 27.34 fM), (E) miR-126 (LOD 8.94 fM) and (F) miR-155 (LOD
4.37 fM).
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Figure 3. Three-plex Simoa assay for miR-21, miR-141 and miR-16, and cross reactivity profiles. (A) Multiplex assay for the simultaneous direct detection
of three different miRNAs. (B–D) Cross-reactivity of the multiplex assay in the presence of (B) only miR-21, (C) only miR-141 and (D) only miR-16.

members from the human let-7 family: let-7a, let-7b and
let-7c. We designed 20 different capture probes, specific to
let-7c, with varying melting temperatures and number of
LNA bases (Supplementary Table S2). We tested the selec-
tivity of each probe against increasing concentrations (0, 1,
10 and 100 fM) of let-7c, and also tested the specificity of
these capture probes against 100 fM of let-7b, which dif-
fers by a single nucleotide (Supplementary Figure S1). This
screen was performed at room temperature and four hours
of incubation. To identify probes with low cross-reactivity,
we compared the on-target to off-target ratio (signal at 100
fM of let-7c over signal of 100 fM of let-7b, Supplemen-
tary Figure S2). Notably, probe 1, which does not contain
any LNA bases, was the least cross-reactive. We then com-
pared the signal to noise ratio (signal at 100 fM of let7c over
signal of the blank) and selected probes 12, 17, 18 and 19
for further optimization. We tested the effects of incubation
time and temperature on assay performance. For these four
probes, we observed that higher specificity was obtained at
60◦C, while the assay signal was substantially lower at 65◦C
(closer to the melting temperature of the probes). We chose
to use probe 12 for further multiplexed assay development.
We also note that we did not observe a clear correlation be-
tween the performance of the Simoa assay, the number of
LNA residues, and the predicted melting temperature of the
probes.

Based on these results, we developed a three-plex Simoa
assay to measure let-7a, let-7b and let-7c simultaneously
(Figure 4A). For the let-7a and let-7b probes, we chose a
probe design in which the LNA bases were placed in the
same positions as the let-7c probe. We spiked in varying
concentrations of let-7a, let-7b and let-7c, in the absence
of the other two targets, to determine the cross-reactivity
of each target miRNA against the different capture probes
(Figure 4B). We then tested mixed samples of varying con-
centrations of let-7a, let-7b and let-7c (Figure 4C). The ini-
tial measurements of these mixed samples were not accu-

rate due to cross-reactivity (Supplementary Figure S3). To
compensate for the cross-reactivity of off-target miRNAs,
we applied a correction to the signal by fitting the corre-
sponding cross-reactivity curve (Supplementary Figure S3
and Table S3). The resulting measurements of target miR-
NAs were in good agreement with the spiked-in concentra-
tions. In samples S5 and S10, measurements of let-7c were
substantially higher than the actual spike-in concentrations
even after correcting for cross-reactivity. Nevertheless, we
were able to accurately quantify the concentrations of let-
7a, let-7b and let-7c in most of these samples.

Measuring miRNA concentrations spiked into human serum

Detection of circulating miRNAs in serum is a promising
strategy for minimally-invasive diagnostics. While measure-
ments of miRNAs in serum often involve a preliminary
RNA isolation step, we explored the potential for detecting
miRNAs directly in serum without RNA isolation. One ma-
jor challenge for direct detection of miRNAs in serum is the
influence of matrix effects that may interfere with the assay.
To evaluate the use of the Simoa direct detection assay with
serum samples, we spiked known concentrations of miR-21
and miR-141 into healthy human serum. When miRNA was
spiked directly into untreated serum, the miRNA was unde-
tectable, presumably due to degradation (data not shown).
However, when we pre-treated the serum with Proteinase K
and SDS, followed by heating, the spiked-in miRNAs were
detectable, as previously reported (37). As shown in Figure
5, further dilutions of serum in hybridization buffer had a
relatively small effect on the measurements. These results
suggest that, at least for dilution factors below 1:4, matrix
effects from the serum do not interfere substantially with
the detection process. Notably, 1 fM of spiked-in miRNA
was detectable in the serum matrix.
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Figure 4. Three-plex Simoa assay for let-7a, let-7b and let-7c and cross-reactivity profiles. (A) Target, capture, and detection probe sequences used in
this assay, and multiplex assay results for the direct detection of three different miRNAs simultaneously. (B–D) Cross-reactivity of the multiplex assay
in the presence of (B) only let-7a, (C) only let-7b and (D) only let-7c. (E) Detection of let-7a, let-7b and let-7c in 12 samples using the three-plex Simoa
assay. Actual spike-in concentrations for each of let-7a, let-7b and let-7c in the samples (S1–S12) are given in the table, and measured concentrations (after
compensating for off-target signal as shown in Supplementary Figure S3 and Supplementary Table S3) are indicated in the plot.
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Figure 5. Direct detection of (A) miR-21 and (B) miR-141 spiked into human serum at varying dilutions.

miRNA detection in total RNA

Accurate quantification of miRNAs in total RNA is useful
for applications in both fundamental biology and clinical
diagnostics. To explore the utility of the Simoa assay for de-
tecting miRNAs in total RNA, we tested a commercially
purchased sample of total RNA isolated from cell lysates.
We serially diluted each of these samples ten-fold and mea-
sured miR-21, miR-141 and miR-16 using the three-plex
Simoa assay. As shown in Figure 6A, endogenous miR-
NAs were detectable and readily quantifiable, exhibiting a
linear trend that corresponded to the decreasing concen-
tration of total RNA. The miRNAs were measured over a
wide range, which spanned four orders of magnitude, and
with a low LOD of ∼10 fM, corresponding to 0.1 ng of to-
tal RNA. As a control, we also tested a subset of samples
against the beads from the let-7 multiplex assay to confirm
that the signal was not due to non-specific binding (data not
shown). To confirm the accuracy of the results, we used RT-
qPCR against a set of known standards for use as a calibra-
tion curve and a subset of the samples that were previously
tested using the Simoa assay. As shown in Figure 6B, the
RT-qPCR results were in good agreement with the Simoa
measurements for both relative and absolute quantification.

DISCUSSION

The emergence of miRNAs as potential biomarkers for can-
cer and other diseases necessitates new approaches to detect
miRNAs with high sensitivity and specificity. RT-qPCR re-
mains the gold standard method for nucleic acid detection,
but suffers from target amplification bias, sample loss due to
reverse transcription, and lack of multiplexing capabilities.
In addition, miRNAs represent particularly challenging tar-
gets for RT-qPCR due to their short sequence length, re-
quiring nonstandard primers. Direct detection of miRNAs
is a promising alternative to RT-qPCR but it is often diffi-
cult to detect low concentrations of miRNAs without target
amplification. In this study, we developed a direct detection
assay, based on the Simoa technology, which is capable of
extremely high-sensitivity measurements of miRNAs. The
Simoa platform has been used to detect protein biomark-
ers at subfemtomolar concentrations but the method re-
ported here is the first implementation of Simoa for miRNA
detection. There are several advantages to the Simoa for-

mat, including high sensitivity, specificity, minimal process-
ing steps and multiplexing capabilities.

The Simoa direct detection approach can be used to
measure a wide range of miRNAs. Several considerations
must be taken into account when designing the LNA-
modified capture and detection probes. Flexibility in probe
design is limited due to the short length of miRNAs and
thus the complementary sequence of the capture and de-
tection probe pairs is pre-determined by the sequence of
the target miRNA. LNA-modified probes can be used
to increase specificity and have frequently been used for
specific hybridization and multiplexed detection of miR-
NAs (26,27,38). A general LNA probe design strategy re-
quires consideration of self-complementarity and cross-
hybridization with other probes, which must be avoided
to reduce the background signal. These considerations are
particularly important in multiplexed assays, in which the
number of probes and potential cross-reactive off targets
increases. Additionally, it is important to ensure that the
melting temperature for both capture and detection probes
is similar. Due to the short length of miRNAs, it is of-
ten not possible to obtain similar melting temperatures for
the capture and detection probes. We have demonstrated
high sensitivity of our Simoa direct detection approach even
when the melting temperatures of the capture and detection
probes differed by over 30◦C, as exemplified by the miR-
155 assay (Supplemental Table S4). Additional information
on sequence complementarity and melting temperatures for
miRNA probes is provided in Supplementary Figures S4–
S6.

Another challenge with miRNA detection is the abil-
ity to distinguish between homologous miRNAs. Sequence
analysis of the general population of mature human miR-
NAs against the capture and detection probes used in this
study revealed that over 96% of the probes contain three
or more mismatches (Supplemental Figure S4). Addition-
ally, in our Simoa direct detection approach, both capture
and detection probes must bind to the target miRNA to
produce a signal. Consequently, we do not expect cross-
reactivity from off-target miRNAs to have substantial ef-
fects when using the Simoa approach to measure miRNAs.
Some miRNA families, such as the let-7 family, have a high
degree of homology; in these cases, the signal arising from
cross-hybridization must be accounted for (Figure 4 and
Supplemental Figure S3). It may also be challenging to de-
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Figure 6. Direct detection of miR-21, miR-141 and miR-16 in a total RNA sample. Samples were serially diluted and concentrations were measured using
the three-plex Simoa assay. (A) AEB values of the samples at varying amounts of total RNA. (B) Concentrations of miR-21, miR-141 and miR-16 in
varying amounts of total RNA measured using RT-qPCR and the three-plex Simoa assay.

tect IsomiRs, a class of miRNAs with minor sequence vari-
ations including substitutions, deletions, insertions, and 5′
or 3′ end cleavage, using the described method. Neverthe-
less, using the Simoa approach, we successfully measured
highly homologous miRNAs that differed by only one or
two nucleotides.

We sought to apply the Simoa-based direct detection ap-
proach to measure miRNAs in serum without a separate
isolation step. We observed that spiked-in miRNA was un-
detectable in untreated serum; however, when the serum was
pre-treated, 1 fM of spiked miRNAs was detectable (Fig-
ure 5). This result is consistent with previous findings that
show exogenous miRNAs are undetectable upon addition
to serum or blood, while endogenous miRNAs are stable
(37). We also successfully demonstrated detection of three
different miRNAs simultaneously in samples containing as
little as 0.1 ng total RNA. When we compared the accuracy
of our direct detection approach to the current gold stan-
dard tool, RT-qPCR, the results were in good agreement
(Figure 6). Thus, our Simoa direct detection approach can
provide highly sensitive, multiplexed, and accurate quantifi-
cation of miRNAs.

The direct hybridization approach described here does
not require pre-labelling, reverse transcription, or ampli-
fication steps. The total time required for the assay is ∼5
h, including about 1.5 h of ‘hands on’ time. Furthermore,
multiplexing capabilities enable measurements of several
miRNAs simultaneously and thus enhance efficiency. The
simple and automated nature of this assay suggests that it
can easily scale up to higher throughput for routine test-
ing. Additionally, the high sensitivity and specificity of the
Simoa direct detection approach make it a promising tool
for miRNA detection.

SUPPLEMENTARY DATA

Supplementary Data are available at NAR Online.
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