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Abstract. It has long been speculated that underlying variations in
tissue anatomy affect in vivo spectroscopic measurements. We inves-
tigate the effects of cervical anatomy on reflectance and fluorescence
spectroscopy to guide the development of a diagnostic algorithm for
identifying high-grade squamous intraepithelial lesions �HSILs� free of
the confounding effects of anatomy. We use spectroscopy in both
contact probe and imaging modes to study patients undergoing either
colposcopy or treatment for HSIL. Physical models of light propaga-
tion in tissue are used to extract parameters related to tissue morphol-
ogy and biochemistry. Our results show that the transformation zone,
the area in which the vast majority of HSILs are found, is spectroscopi-
cally distinct from the adjacent squamous mucosa, and that these
anatomical differences can directly influence spectroscopic diagnostic
parameters. Specifically, we demonstrate that performance of diag-
nostic algorithms for identifying HSILs is artificially enhanced when
clinically normal squamous sites are included in the statistical analy-
sis of the spectroscopic data. We conclude that underlying differences
in tissue anatomy can have a confounding effect on diagnostic spec-
troscopic parameters and that the common practice of including clini-
cally normal squamous sites in cervical spectroscopy results in artifi-
cially improved performance in distinguishing HSILs from clinically
suspicious non-HSILs. © 2009 Society of Photo-Optical Instrumentation Engineers.
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Introduction

he effectiveness of reflectance and fluorescence spectros-
opy for noninvasive in vivo diagnosis of cervical squamous
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nue, Cambridge, MA 02139. Tel: �617� 258-7667; Fax: �617� 253-4513;
-mail: jedza@mit.edu
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intraepithelial lesions �SILs� has been extensively evaluated.
Contact probes, as well as imaging techniques with wide-area
surveillance capabilities, have been tested clinically in various
stages, from pilot to phase III clinical studies.1–10 The results
show the potential of reflectance and fluorescence spectros-
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opy, individually or in combination, to improve the effective-
ess of disease detection.

The sources of spectroscopic contrast in tissue reflectance
nd fluorescence due to cervical dysplasia include loss of dif-
erentiation of the epithelial cells,11 degradation and reorgani-
ation of stromal collagen by matrix metalloproteinase
ctivity,12,13 and angiogenesis.14 Several researchers have de-
eloped physically based models to extract tissue spectro-
copic parameters and used them to develop disease diagnos-
ic algorithms.3,7,15–17 The advantage of the model-based
pectroscopy techniques is that they provide an understanding
f the origins of spectroscopic contrast between normal and
iseased tissue, and the diagnosis is based on quantitative
nformation about tissue morphology and biochemistry.

We note that cervical tissue spectroscopy is affected not
nly by disease, but also by age,18,19 menopausal status,19,20

ime after the application of acetic acid,9 and normal varia-
ions in cervical anatomy.2,10,19 For example, spectroscopic
ifferences between normal squamous mucosa �the ectocer-
ix, the outer zone of the cervix� and glandular mucosa �the
ndocervix, the inner zone of the cervix� have been noted
reviously2,10 and explained by differences in anatomy. An-
ther important source of normal variations in anatomy is the
ynamic changes that occur in the cervix during reproductive
ife, specifically the process of squamous metaplasia in the
ransformation zone �the region between the ectocervix and
he endocervix�.11,21,22

Although a minority of cervical neoplasia is found in the
ctocervix, the vast majority of clinically significant neoplas-
ic lesions �high-grade intraepithelial lesions, HSILs� are
ound within the transformation zone.11,22 Normal anatomical
ariations between the transformation zone and normal squa-
ous mucosa should be reflected in tissue spectroscopy and,

f significant, must be accounted for when developing spectral
iagnostic algorithms. Furthermore, ectocervix and endocer-
ix are easily identified by colposcopic examination.23 There-
ore, in order to improve the accuracy of clinical HSIL detec-
ion, spectroscopy must accurately identify HSILs within the
ransformation zone. In order to achieve this goal, spectros-
opy must be able to reliably resolve the disease process in
he context of the background microanatomic complexity in-
erent in the cervix.

Historically, spectroscopic studies have included clinically
ormal squamous sites, either nonbiopsied or histopathologi-
ally confirmed, in the validation set for diagnosing
SILs.2,4,6,8,10 Mourant et al.7 and Georgakoudi et al.3 noted

n apparent increase in diagnostic power when clinically nor-
al tissues were included in the validation set. Georgakoudi

t al. also noted that normal squamous tissue and the transfor-
ation zone had different spectroscopic properties, consistent
ith the Freeberg et al.19 observation that tissue type influ-

nces both reflectance and fluorescence measurements. Free-
erg et al. concluded that understanding the effects of
natomy on spectroscopy may have a significant impact on
iagnostic algorithm development. Nevertheless, this has not
een further explored, and the reasons for differences in diag-
ostic power when clinically normal tissues were included
ave not been explained.

In this study, we demonstrate the effects of cervical
natomy on spectroscopy with an aim to facilitate the devel-
pment of a diagnostic algorithm free of the confounding ef-
ournal of Biomedical Optics 044021-
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fects of cervical anatomy. We use spectroscopy in both con-
tact probe and imaging modes to study patients undergoing
either colposcopic examination or treatment via the loop elec-
trosurgical excision procedure �LEEP� for uterine cervical
squamous neoplasia. Physical models are used to fit the spec-
tra and extract parameters related to tissue morphology and
biochemistry. The extracted parameters are then used to de-
velop spectroscopic algorithms with two aims: �1� to charac-
terize changes in spectroscopic parameters due to anatomy,
and �2� to examine the effects of anatomy on the apparent
performance of diagnostic algorithms for identifying HSILs.

2 Materials and Methods
2.1 Data Collection
The clinical in vivo study was conducted at the Boston Medi-
cal Center �BMC�. The protocol was approved by the BMC
Institutional Review Board, as well as the Committee on the
Use of Humans as Experimental Subjects of the Massachu-
setts Institute of Technology.

The contact probe study involved 43 patients undergoing
colposcopic evaluation following an abnormal Pap smear. For
each patient, reflectance and fluorescence spectra were col-
lected from a clinically normal squamous �CNS� site as well
as abnormal sites using a fiber-optic-based clinical device de-
veloped by our laboratory known as the fast excitation emis-
sion matrix �FastEEM�. The instrument and the calibration
procedures have been previously described.24 The optical fiber
probe, which samples an area of tissue �1 mm in diameter,
was disinfected with CIDEX OPA �Advanced Sterilization
Products, Irvine, California� before each procedure. After the
application of acetic acid �5% solution� to the cervix during
colposcopy, the probe was brought into gentle contact with
the tissue. Each measurement, which consisted of the average
of five sets of white-light reflectance spectra �300 to 800-nm
emission� and five sets of nine fluorescence spectra �308
460-nm excitation�, was acquired in approximately
3 seconds. Two to three measurements were acquired for
each tissue site. Colposcopically abnormal sites were then bi-
opsied and evaluated by histopathology. Clinically normal
sites were not biopsied.

The contact probe study was extended to the imaging
mode using a new technique, quantitative spectroscopy imag-
ing �QSI�.25 In vivo imaging data were acquired using the QSI
device from two patients who were referred for LEEP due to
prior abnormal biopsy results. For each patient, reflectance
and fluorescence spectra from the entire cervix were obtained.
QSI illuminates a 1-mm2 region of the cervix with visible and
337-nm fluorescence excitation light and collects reflectance
and fluorescence spectra. Once the measurement for one re-
gion is completed, another 1-mm2 region is interrogated via
raster scanning until a 2.1 cm�2.1 cm area of the cervix
with 441 interrogation points �pixels� is examined.

2.2 Histopathology
Each contact probe biopsy specimen underwent standard his-
topathology processing. The hematoxylin and eosin stained
tissue sections were evaluated by three experienced patholo-
gists using standard diagnostic criteria �C.C., A.M., T.D.�.
Consensus diagnosis �agreement of two of the three patholo-
gists� was used as the diagnostic gold standard. Each biopsied
July/August 2009 � Vol. 14�4�2
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ite was classified as either HSIL or biopsied non-HSIL �nega-
ive for SIL or low-grade squamous intraepithelial lesion,
SIL�. All sites were further examined by a single pathologist

C.C.� for the absence or presence of features consistent with
he transformation zone.

Upon submission to pathology, the two LEEP specimens
tudied by imaging instrument were cut into 12 pieces corre-
ponding to the 12 clock directions per standard of care. From
ach piece, a section extending from endocervix through the
ransformation zone to ectocervix was prepared for evaluation
nder a microscope. For each section, a single pathologist
ecorded the extent and location of any HSIL present with
illimeter precision. The location and the extent of the en-

ocervix, transformation zone, and ectocervix were also re-
orded. The end result was a combined anatomy/disease map
howing the location of cervical tissue zones, as well as the
ocation of HSIL on the cervix.

.3 Data Analysis

.3.1 Contact probe
he results from four patients were excluded due to instru-
ent malfunctions �e.g., CCD camera overheat, probe dam-

ge�. Raw spectra for each set of measurements were exam-
ned, and those with poor overlap between repeat

easurements were excluded. We excluded three study sites
or which all sets in a measurement were inconsistent ��10%
verage standard deviation between measurements� as well as
our sites for which the tissue started bleeding due to probe
ontact.

.3.2 Diffuse reflectance spectroscopy �DRS�

he reflectance spectra were analyzed using the diffusion ap-
roximation model developed by Zonios et al.26 to extract
roperties such as the reduced scattering coefficient, �s� and
he absorption coefficient, �a. An analytical expression was
sed to describe �s�;

�s���� = A� �

�0
�−B

+ C� �

�0
�−4

�mm−1� , �1�

here the wavelength, �, is expressed in units of microns, and

0 is equal to 0.7 �m. The A parameter is related to scatterer
ensity, and the B parameter is related to the size of the Mie
catterers. The first term on the right-hand side of this expres-
ion has been commonly used by other researchers to model
cattering from cells and tissues. We found that the second
erm was required to accurately model reflectance at shorter
avelengths ��400 nm�, in which scattering from Rayleigh
articles is significant. Reflectance spectra were fit over the
ange of 350 to 750 nm using a constrained nonlinear least-
quares fitting algorithm.

The absorption coefficient was modeled as the sum of the
emoglobin and �-carotene absorption coefficients as fol-
ows:

�a��� = �a
Hb��� + �a

�-car��� �mm−1� . �2�

he absorption coefficient of hemoglobin was modified by a
orrection factor to account for the fact that hemoglobin is
onfined to blood vessels, rather than homogeneously distrib-
ournal of Biomedical Optics 044021-
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uted in the tissue.27 This effect, called vessel packaging, is
caused by the fact that blood vessels are opaque to 420 nm
light, which is strongly absorbed by hemoglobin, but become
more transparent to longer wavelengths of light. As a result,
the intensity of the Soret band �420 nm� is reduced relative to
that of the weaker hemoglobin absorption bands. We used the
correction factor Cdif f�� ,bvr� developed by van Veen et al.28

and Svaasand et al.29 to account for the effects of vessel pack-
aging:

Cdif f��� = �1 − exp�− 2 · �a
blood��� · bvr�

2 · �a
blood��� · bvr

	 , �3�

where bvr is the effective blood vessel radius in units of mm,
and �a

blood��� is the absorption coefficient of whole blood in
units of mm−1, given by:

�a
blood��� = log 10 · 150 mg/mL · ��1 − ���Hb���

+ ��HbO2
���� , �4�

where � is the oxygen saturation of hemoglobin, and �HbO2
and �Hb are the well-known extinction coefficients of oxygen-
ated and deoxygenated hemoglobin.30 We assume that the he-
moglobin concentration of whole blood is 150 mg /mL �Ref.
28�, and impose a lower limit of 2.5 �m for bvr, since the
minimum diameter of a capillary is on the order of
5 to 7 �m.31 The absorption coefficient of hemoglobin, �a

Hb,
is then given by the expression:

�a
Hb��� = Cdif f��� · 	 · �a

blood��� �mm−1� , �5�

where 	 is the volume fraction of blood sampled and is de-
scribed by the ratio:

	 = �Hb�/150, �6�

with Hb the total concentration of hemoglobin in units of
mg/mL.

The absorption coefficient of �-carotene, �a
�-car, is given

by:

�a
�-car��� = log 10 · ��-car� · ��-car��� , �7�

where ��-car� is the concentration of �-carotene in mg/ml,
and ��-car is its extinction coefficient.32 Although �-carotene
has not been previously used in modeling reflectance mea-
surements of the cervix, there are numerous reports in the
literature of its presence in cervical cells as well as in
plasma.33,34

2.3.3 Intrinsic fluorescence spectroscopy �IFS�

An intrinsic fluorescence algorithm based on the photon-
migration model was used to correct the tissue fluorescence
emission spectra for distortions introduced by absorption and
scattering.14 The intrinsic fluorescence spectra were fit using a
linear combination of tissue fluorophore basis spectra. The
tissue fluorophore basis spectra were extracted from the in-
trinsic fluorescence spectra using multivariate curve reso-
lution �MCR�.35 The areas under the IFS spectra, as well as
the basis spectra, were normalized to unity. We focus the
analysis to IFS excited at 340 nm, an excitation wavelength
July/August 2009 � Vol. 14�4�3
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vailable for both the contact probe system and the imaging
ystem. For 340-nm excitation, the intrinsic fluorescence
mission spectra could be accurately modeled as a linear com-
ination of two fluorophores, the reduced form of nicotina-
ide adenine dinucleotide �NADH� and collagen �Coll�. The

FS spectra were fit to extract the fractional contribution of
hese two components.

.3.4 Spectroscopy parameters
sing the DRS and IFS models described earlier, we obtained
ine parameters from modeling contact probe tissue reflec-
ance and fluorescence: A �mm−1�, B, C �mm−1�, Hb �mg/ml�,
, bvr �mm�, �-car �mg/ml�, Coll, and NADH. These nine
arameters were used in the development and statistical
nalysis of the diagnostic algorithms as described in the fol-
owing.

.3.5 Imaging data analysis
he same DRS and IFS analysis applied to the contact probe
ata was also applied to the imaging data. Unlike the contact
robe data, which extends to the ultraviolet �UV� region, the
maging instrument collects reflectance spectra only over the
isible wavelength range. Reflectance spectra were fit over
he range of 400 to 700 nm using a constrained nonlinear
east-squares fitting algorithm. For this wavelength range, the
nalysis of the reflectance spectra did not require inclusion of
he C parameter or bvr. Additionally, reflectance data col-
ected with the imaging instrument did not demonstrate the
bsorption features of �-carotene. The output of the imaging
ata analysis is 21�21 parameter maps for each of the six
arameters: A �mm-1�, B, �Hb� �mg/ml�, �, Coll, and NADH.

.3.6 Development and testing of spectroscopic
algorithms

e studied spectroscopic parameters from different zones of
he cervix, using both contact probe and imaging modes. Tis-
ue parameters were correlated with histopathology diagnosis
or all data collected from the imaging patients and clinically
uspicious sites from the probe data set. In the case of contact
robe CNS sites, tissue parameters were correlated with clini-
al impression. A two-sided Wilcoxon rank sum test was used
o test the hypothesis that the extracted spectroscopic param-
ter distributions of different tissue zones or different groups
f sites were different. A p-value of �0.05 was considered
ignificant. The spectral algorithms were developed by using
ogistic regression models to identify the significant spectro-
copic parameters providing the diagnostic information. The
ikelihood ratio test was used to assess the significance of
ach of the spectroscopic parameters in the logistic regression
odel.36 A p-value �0.05 was considered to be significant.
eave-one-out cross-validation �LCV� was used to construct

eceiver-operator characteristic �ROC� curves for the spectral
lgorithms. The ROC curve is a plot of sensitivity �true-
ositive rate� against 1-specificity �false-positive rate� for a
ange of cutoff points �probability thresholds�. The discrimi-
ation ability was evaluated by the area under the ROC curve
AUC�, as well as the sensitivity and specificity. The AUC
epresents the overall accuracy of the model across the entire
ange of thresholds. Perfect separation is characterized by an
UC value of 1, and the inability to differentiate between two
ournal of Biomedical Optics 044021-
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groups is characterized by an AUC value of 0.5. In the fol-
lowing, we report a point on the ROC curve that is the short-
est distance away from the point of perfect separation �100%
sensitivity and 100% specificity�, defined by:

min 
�1 −
sensitivity

100
�2

+ �1 −
specificity

100
�2�1/2

. �8�

We refer to this point whenever we quote sensitivity and
specificity values.

To examine the impact of including CNS sites in the vali-
dation set, we constructed and tested five data sets with vary-
ing percentages of CNS sites. For each percentage of CNS
sites, we determined the significant parameters that differen-
tiate HSIL sites from everything else �biopsied non-HSILs
and CNS�. In order to evaluate the discrimination ability
based on absorption, scattering, and fluorescence separately,
we first tested a logistic regression algorithm based on each of
the parameters alone. Next, we developed a logistic regression
model based on a combination of significant spectroscopic
parameters providing the highest diagnostic power.

3 Results
3.1 Data Set
As shown in Table 1, our contact probe data set consisted of
33 CNS sites and 51 clinically suspicious biopsied sites, out
of which 30 were negative for SIL, 12 were LSIL, and 9 were
HSIL. For the purposes of developing a diagnostic algorithm
that aims to detect the clinically significant HSIL sites, the
sites evaluated on histology as negative for SIL and the LSIL
sites were combined as biopsied non-HSIL. We emphasize
that these biopsied non-HSIL sites do not include the 33 CNS
sites. The imaging data was collected from two LEEP pa-
tients, which were entirely free of HSIL by histopathology.
Imaging data provided 51 additional normal squamous �NS�
sites and 45 additional normal transformation zone �NT� sites,
representing all analyzable data in these two categories.

3.2 Microscopic Characterization
Histopathology evaluation confirmed that 36 of 51 contact
probe biopsied sites were from the transformation zone. Fif-
teen sites could not be histologically confirmed as transforma-
tion zone �e.g., stroma was not visible on the histology slides
to ensure full assessment, or glandular elements were not
present�. All of the HSIL sites except one for which stroma
was not visible were confirmed to be from the transformation
zone.

Table 1 Contact probe data set.

Clinical category Histology category Number of
sites

Normal (CNS) Not biopsied 33

Suspicious
Non-HSIL

Negative for
SIL 30

LSIL 12

HSIL 9
July/August 2009 � Vol. 14�4�4
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.3 Normal Squamous Mucosa and Normal
Transformation Zone Are Spectrally Different

.3.1 Contact probe results
n order to determine the spectroscopic differences between
he transformation zone and normal squamous mucosa, we
ompared histologically confirmed normal transformation
one �NT� sites with the CNS sites. Our data set consisted of
0 NT sites that showed no evidence of dysplasia. Based on
he Wilcoxon rank sum test, the majority of the extracted
pectroscopic parameters were significantly different between
he CNS and NT sites. Compared to the NT sites, the CNS
ites exhibited significantly higher values of Coll and A, and
ower values of C, Hb, �, �-car, and bvr. When logistic
egression and LCV were performed, CNS could be differen-
iated from NT based on Coll and Hb with an AUC, sensitiv-
ty, and specificity of 0.87, 90%, and 73%, respectively. The
ontribution of other parameters was negligible. The box plots
f the three most significant parameters, A, Hb, and Coll, as
ell as the ROC curve for differentiating CNS from NT, are

hown in Fig. 1.

.3.2 Imaging results
n order to ensure that the results shown in Fig. 1 were not
trictly due to clinically suspicious nature of contact probe NT
ites, we used imaging data to perform the same comparison.
ased on the Wilcoxon rank sum test, all extracted reflectance
nd fluorescence parameters were significantly different be-
ween the NS and NT sites. Just as in the case of the contact
robe data, the NS sites exhibited significantly higher values
f Coll and A and lower values of Hb and � than NT sites.
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ig. 1 Discrimination of CNS from NT using contact probe data. Box
lots of: �a� A parameter �mm−1�; �b� hemoglobin concentration �Hb�,
mg/ml�; �c� fraction of IFS due to collagen �Coll�; �d� LCV ROC plot
or the logistic regression algorithm differentiating CNS from NT based
n Coll and Hb: ROC curve �solid line�, the 45-deg line �AUC=0.5�,
he point of representative sensitivity/specificity �circle�, and the short-
st distance from the point of perfect separation �dashed line�. Box
lots: median �horizontal line within the box�, upper and lower quar-
iles �upper and lower edges of the box, respectively�, extent of the
ata �whiskers�, and outliers �crosses, data points that are more than
.5 times the interquartile range below the lower quartile or above the
pper quartile�.
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Additionally, NS sites exhibited higher values of the B param-
eter than for the NT sites. When logistic regression and LCV
were performed, CNS could be differentiated from NT based
on Coll and Hb, with an AUC, sensitivity, and specificity of
0.98, 98%, and 98%, respectively. The box plots of the three
most significant parameters, A, Hb, and Coll, as well as the
ROC curve for the logistic regression model for differentiat-
ing the NS from the NT sites using imaging data, are shown in
Fig. 2.

3.4 Normal Squamous Mucosa and HSIL Are
Spectrally Different Due to Anatomy
Differences

As we have shown in the previous section, normal anatomical
variations are reflected in tissue spectroscopy. To determine
whether normal variations in anatomy impact spectroscopy
differences between normal squamous mucosa and HSIL, the
vast majority of which are found in the transformation zone,
we investigated the spectral difference between CNS and bi-
opsied non-HSIL and HSIL. Based on the Wilcoxon rank sum
test, a majority of the extracted parameters were significantly
different for CNS and biopsied non-HSIL, as well as HSIL.
Just as in the case of CNS versus NT, the CNS sites exhibited
higher values of Coll and A and lower values of C, Hb, �, and
bvr than both biopsied non-HSIL and HSIL sites. When lo-
gistic regression and LCV were performed, biopsied non-
HSIL sites could be differentiated from CNS using Coll and
Hb, with an AUC, sensitivity, and specificity of 0.88, 81%,
and 85%, respectively. With these same parameters, HSIL
sites could be differentiated from CNS with an AUC, sensi-
tivity, and specificity of 0.92, 89%, and 97%, respectively.
Box plots for the three most significant parameters, A, Coll,
and Hb, are shown in Figs 3�a�–3�c�, respectively. The corre-
sponding ROC plots are shown in Fig. 3�d�.
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Fig. 2 Discrimination of CNS from NT using imaging data. Box plots
of �a� A parameter, �b� Hb, �c� Coll �same units as in Fig. 1�, and �d�
LCV ROC curve for the logistic regression algorithm based on Coll
and Hb for differentiating CNS from NT sites: ROC curve �solid line�
and the 45-deg line �AUC=0.5�.
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.5 Diagnostic Performance for HSIL Detection Is A
Function of the Percentage of CNS Sites
Included in the Validation Set

o quantify the effect of including CNS sites in the validation
et on diagnostic performance for identifying HSIL, we con-
tructed and tested five data sets with varying percentages of
NS sites. For each data set, we used the same nine HSIL

ites as the positive group, while the negative group contained
ercentages of CNS sites ranging from 0 to 100%, randomly
elected from all CNS sites, as shown in Table 2.

For each data set, we first determined the significant pa-
ameters for differentiating the positive �HSIL� group from
he negative �biopsied non-HSIL and CNS� group using the

ilcoxon rank sum test. As shown in Table 2, non-HSIL sites
0% CNS group� can be differentiated from HSIL by A, Hb,
nd Coll parameters. As the percentage of CNS in the nega-
ive group increased, the number of significant parameters
ncreased. All spectroscopic parameters except �-carotene
ere significantly different when the negative group consisted
nly of CNS sites.

We then calculated the AUC for the logistic regression
odel based on each of the significant parameters separately,

nd finally for the combination of parameters that produced
he best diagnostic performance. For each data set, a combi-
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ig. 3 Discrimination of CNS from HSIL and non-HSIL. Box plots of
a� A parameter, �b� Hb, �c� Coll �same units as in Fig. 1�, and �d� LCV
OC curve for the logistic regression algorithm based on Coll and Hb

or differentiating CNS sites from HSIL sites �dashed line�, and CNS
ites from non-HSIL sites �solid line�, the 45-deg line �AUC=0.5�, and
he points of representative sensitivity/specificity �circles�.

Table 2 Significant parameters for differentiating
as a function of the percentage of CNS sites incl

CNS �% negative� 0%

Number of non-HSIL/Number
of CNS

42/0 4

Significant
parameters

A, Hb,
Coll

A
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nation of Coll and Hb provided the best diagnostic perfor-
mance. For the individual parameters �Fig. 4�, as well as the
combination providing the best diagnostic performance, the
AUC increased as the percentage of CNS increased.

4 Discussion
Although the potential confounding effect of anatomical
variations on spectroscopic diagnostic algorithms have long
been suspected,3,19 these effects have never been formally ex-
amined. Specifically, in spite of known spectroscopic differ-
ences between normal squamous mucosa and transformation
zone, these anatomically different tissue sites have been his-
torically combined during development of diagnostic algo-
rithms for cervical neoplasia.2,4,6,8,10 In this paper, we demon-
strate that combining anatomically different sites into the
diagnostic algorithm will result in higher than clinically rel-
evant levels of diagnostic performance.

The results from the contact probe �Fig. 1� and imaging
studies �Fig. 2� demonstrated that the transformation zone is
spectroscopically distinct from the normal squamous mucosa.
Regardless of the clinical impression �suspicious versus not�,
no differences in the parameter trends were observed, con-
firming that the spectroscopic differences are related to
anatomy and not clinical impression. Both contact probe and
imaging data demonstrated that NT sites exhibit lower values
of Coll and A and higher values of Hb compared to the nor-
mal squamous sites. These findings are consistent with the
transformation zone comprising both squamous and glandular
features. Higher hemoglobin concentration for NT sites com-
pared to normal squamous sites could be explained by the fact

rom negative sites �biopsied non-HSIL and CNS�
the test sample.

50% 80% 100%
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A, Hb,
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�, bvr Coll
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Fig. 4 Area under the LCV ROC curve �AUC� for logistic regression
models based on �1� A parameter �circles�, �2� Coll �diamonds�, �3�
Hb �squares�, and �4� Coll and Hb �crosses� as a function of percent-
age of CNS sites included in the data set.
HSIL f
uded in

25%

2/14

, Hb,
Coll
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hat the normal squamous mucosa is covered by stratified
quamous epithelium, while in the glandular mucosa, small
apillary loops are located directly beneath the single layer of
ucus-secreting columnar cells. The lower scattering within
T is likely related to less stromal collagen fibers than in the

quamous mucosa. The same anatomical difference may ex-
lain the lower collagen fluorescence in NT compared to
quamous mucosa. Thus, normal squamous mucosa is ana-
omically and spectroscopically different from the transforma-
ion zone �comprising both squamous and glandular features�,
ven in the absence of clinical and histological abnormality.

CNS sites are spectroscopically distinct from the transfor-
ation zone, and the same parameters that distinguish CNS

rom transformation zone also separate CNS from HSIL �Fig.
�. These findings indicate that the spectral differences seen
etween normal squamous and HSIL sites are largely due to
natomical differences between normal squamous mucosa and
he transformation zone, and not due to a disease state. These
ndings also explain why Mourant et al.7 and Georgakoudi et
l.3 saw an improvement in diagnostic performance for dys-
lasia when CNS was included in their analysis. Similarly,
ther studies including clinically normal squamous sites �bi-
psied or not� in the analysis may have reported higher levels
f performance than clinically relevant.2,4,6,8,10

We further demonstrate that the magnitude of the con-
ounding effect is directly proportional to the percentage of
NS sites included in the validation �Fig. 4�. We find that as

he percentage of CNS in the negative group decreases, the
umber of significant parameters differentiating HSIL from
verything else also decreases �Table 2�. The data demonstrate
hat the confounding influence of including CNS affects not
nly the performance levels but also the number of specific
pectroscopic parameters that can be used in the diagnostic
lgorithm. The affected parameters include those describing
he scattering, absorption, and fluorescence properties of tis-
ue.

Conclusions

ormal transformation zone is anatomically, histologically,
nd spectroscopically different from the normal squamous
ucosa. As the vast majority of the HSILs are found in the

ransformation zone, the spectral differences between normal
quamous mucosa and HSIL are largely due to normal ana-
omical differences. Based on our findings, including clini-
ally normal squamous sites into the data set that is used to
evelop or evaluate the performance of the algorithm for de-
ection of HSIL is a confounding artifact that artificially in-
reases performance values with respect to the key differen-
iation to be made—namely, distinguishing HSILs from
linically suspicious non-HSILs. In order to properly evaluate
he accuracy of clinical disease detection, spectroscopic data

ust be analyzed within the appropriate anatomical context.
his becomes a critical issue for wide-area imaging, where
ata must be appropriately processed to account for underly-
ng normal anatomical variations. The importance of consid-
ring anatomy likely applies to other organs and disease states
nd requires further investigation.
ournal of Biomedical Optics 044021-
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