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Use of an external-cooling device for 
the treatment of heat stroke
Byung-Chan Lee, Jung Youn Kim, Sung Hyuk Choi, Young Hoon Yoon
Department of Emergency Medicine, Korea University College of Medicine, Seoul, Korea

Heat stroke is caused by losing control of one’s body temperature. It can be life threatening with-
out proper treatment. In this case report, we describe a heat stroke patient treated with an exter-
nal-cooling device, which is commonly used for therapeutic hypothermia after cardiac arrest. A 
67-year-old woman was found unconscious with spontaneous breathing in a sauna. Her body 
temperature was 40.5°C when she arrived at the emergency department, and she was diagnosed 
with heat stroke. At seven hours after applying the Arctic Sun Temperature Management System 
(Medivance), her body temperature declined to 36.5°C, with neurologic improvement (Glasgow 
Coma Scale score increased from 3 to 12). She was admitted to an intensive care unit and dis-
charged 14 days after admission without any neurological sequelae. In conclusion, an external-
cooling device can be used effectively for heat stroke, in addition to therapeutic hypothermia af-
ter cardiac arrest.
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What is already known 
Traditional heat stroke treatments should be stopped when the body tempera-
ture reaches around 39°C because it is difficult to precisely target the desired 
body temperature. 

What is new in the current study
Rapid cooling using an external-cooling device appears to be an easier and 
more effective method for controlling the body temperature of heat stroke pa-
tients. 
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INTRODUCTION

Heat stroke is diagnosed according to clinical features. It is a life-
threatening condition requiring emergency treatment and is asso-
ciated with a high mortality rate. Heat stroke is accompanied by 
an elevated body temperature (>40°C) and an alteration of con-
sciousness.1 It mainly occurs when excessive heat is absorbed 
from outside the body.
 Therapeutic hypothermia (TH) aims to improve neurological 
outcomes in postresuscitation patients; several external-cooling 
devices are currently used for the management of temperature.2,3 

Here, we report a case of heat stroke treated with an external-
cooling device.

CASE REPORT

A 67-year-old healthy woman was transported to the emergency 
department by the emergency medical services. She was found 
unconscious in a sauna 1 hour before she arrived at the emer-
gency department. Her Glasgow Coma Scale (GCS) was 3, and her 
rectal temperature was 40.5°C. The patient’s blood pressure was 
120/80 mmHg; pulse was 96 beats/min; and respiratory rate was 
28 breaths/min. There were second-degree burns on the right 
arm, trunk, and leg, from which we could infer that she was in 
the right decubitus position. Total burn area of body surfaces was 
18%. She was unconscious, but she breathed spontaneously with 
good oxygen saturation. Therefore, we decided to treat the pa-
tient without intubation and sedation. She had slightly increased 
liver function tests: aspartate transaminase and alanine transam-
inase were 68 IU/L and 39 IU/L, respectively (normal range, 10 to 
36 IU/L). Creatinine was normal at 0.94 mg/dL (normal range, 0.5 
to 1.1 mg/dL). Initial arterial blood gas analysis with 5 L oxygen 
via nasal prong revealed PaO2, 188 mmHg; PaCO2, 34 mmHg; 
SpO2, 100%; pH, 7.40; and base excess, -3.7 mmol/L. 
 Upon arriving at the emergency department, intravenous cold 
saline infusion and burn treatment were initiated. Brain magnetic 
resonance imaging was performed to exclude a cerebrovascular 
event. Meanwhile, the patient’s body temperature dropped to 
39.5°C, but her level of consciousness remained at the GCS score 
of 3. In order to accelerate cooling, an external-cooling device 
(Arctic Sun Temperature Management System, Medivance, Louis-
ville, CO, USA) was applied. A total 2.3 L of Hartman solution and 
normal saline was administered for an 8-hour period. External 
cooling was started 1 hour after entering the hospital, and her 
body temperature dropped to 38.3°C 1 hour after the external-
cooling (Fig. 1. Two hours after arrival). A frowning reaction in re-
sponse to stimuli (GCS score, 6) also occurred at this time point. 

Three hours after arrival (2 hours after the external-cooling), her 
body temperature dropped to 37.8°C (Fig. 1), and she became re-
sponsive to stimuli and showed a pain avoidance reaction (GCS 
score, 9). At 7 hours, her body temperature dropped to 36.5°C, 
and she began to open her eyes spontaneously (GCS score, 12). 
Since the patient’s neurological response was in rapid recovery, 
we stopped the cooling and maintained her body temperature at 
36.5°C for an additional 12 hours. The patient became alert when 
the device was removed. She was admitted to an intensive care 
unit, and moved to a general ward after one day. At 18 days after 
hospital admission, she was discharged without any neurological 
complications.

DISCUSSION

Even if the ambient temperature changes, the human body tries 
to maintain a constant body temperature through autonomous 
function. However, continuous extreme heat from the outside, or 
excessive physical activity in a sufficiently hot environment, may 
lead to various heat associated disease. Heat stroke is a poten-
tially life-threatening disease, and an effective drug treatment for 
heat stroke has not been established. If serious, death due to 
multiple organ dysfunction, such as brain edema and abnormal 
liver function, may occur. It is known that a worse prognosis is 
often associated with long-term exposure at a slightly lower 
temperature than a short-term exposure at a high temperature. 
Heat stroke occurs frequently during physical labor or exercise in 
a hot and humid environment. In this case, the patient apparently 
lost body temperature control while lying in a sauna. 
 Traditional heat stroke treatments include external-cooling 
methods (e.g., cold-water immersion and evaporative cooling) 
and internal-cooling methods (e.g., lavaging stomach, bladder, 
and rectum with cold water, or intravenous injection of cold sa-
line). These treatments should be stopped when the body tem-
perature reaches around 39°C because it is difficult to precisely 

Fig. 1. The patient’s body temperature (BT) and Glasgow Coma Scale 
(GCS) after arriving at the emergency department. External-cooling ini-
tiation (hour 1, 39.5°C) and recovery to GCS 12 (hour 7, 36.5°C) are in-
dicated by arrows.
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target the desired body temperature with these methods. Re-
cently, various devices for temperature management have been 
introduced as options for postresuscitation care. One of these de-
vices, the Arctic Sun Temperature Management System is an ex-
ternal-cooling device. These devices are expected to be used for 
temperature management, such as fever control, because they 
can effectively target a desired body temperature. There has been 
limited reports of the device’s use for treatment of heat stroke. 
 The report by Hong et al.4 is the first case in which an external-
cooling device was used to successfully treat heat stroke. Subse-
quently, Lee et al.5 reported similar findings. In both of these in-
stances, the body temperatures of treated patients were lowered 
to 33°C using a modified postresuscitation TH protocol followed 
by waking of the patients. However, in the case reported here, we 
applied the device to a spontaneously breathing patient, while 
observing neurological improvement without intubation and se-
dation. In addition, we focused on body temperature control (tar-
get temperature set at 36.5°C) rather than hypothermic tempera-
ture treatment. Our patient quickly regained consciousness and 
showed good neurologic outcome and body temperature control. 
 In regards to heat stroke in animals, studies have shown that 
moderate hypothermia after heat stroke inhibited excessive gen-
eration of superoxide anion radical and inflammatory reactions in 
blood and liver; suppressed acute lung inflammation and injury; 
and reduced multiorgan dysfunction.6-8 
 In conclusion, rapid cooling using an external-cooling device 
appears to be an easier and more effective method for controlling 
the body temperature of heat stroke patients than other external 
cooling methods, such as cold-water immersion. The latter is dif-
ficult to conduct in the usual emergency department. Further-
more, compared with traditional internal-cooling methods, body 
temperature can be controlled to the desired temperature with a 
lower likelihood of neurologic complications using the present 
method. Additional studies will be needed to confirm these ob-
servations.
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