
© 2016 Lv et al. This work is published and licensed by Dove Medical Press Limited. The full terms of this license are available at https://www.dovepress.com/terms.php  
and incorporate the Creative Commons Attribution – Non Commercial (unported, v3.0) License (http://creativecommons.org/licenses/by-nc/3.0/). By accessing the work you 

hereby accept the Terms. Non-commercial uses of the work are permitted without any further permission from Dove Medical Press Limited, provided the work is properly attributed. For permission 
for commercial use of this work, please see paragraphs 4.2 and 5 of our Terms (https://www.dovepress.com/terms.php).

International Journal of Nanomedicine 2016:11 4213–4220

International Journal of Nanomedicine Dovepress

submit your manuscript | www.dovepress.com

Dovepress 
4213

O r I g I N a l  r e s e a r c h

open access to scientific and medical research

Open access Full Text article

http://dx.doi.org/10.2147/IJN.S113560

In situ precise electrospinning of medical glue 
fibers as nonsuture dural repair with high sealing 
capability and flexibility

Fu-Yan lv1,*
rui-hua Dong1,*
Zhao-Jian Li2,*
Chong-Chong Qin1

Xu Yan1,3

Xiao-Xiao he1

Yu Zhou4

Shi-Ying Yan1

Yun-Ze long1,3

1Collaborative Innovation Center 
for Nanomaterials & Optoelectronic 
Devices, College of Physics, 
Qingdao University, 2Department 
of Neurosurgery, Affiliated 
Hospital of Qingdao University, 
3Industrial Research Institute of 
Nonwovens & Technical Textiles, 
College of Textiles & Clothing, 
4Medical College, Qingdao University, 
Qingdao, People’s Republic of China

*These authors contributed equally 
to this work

Purpose: In this work, we propose an in situ precise electrospinning of medical glue fibers 

onto dural wound for improving sealing capability, avoiding tissue adhesion, and saving time 

in dural repair.

Methods: N-octyl-2-cyanoacrylate, a commercial tissue adhesive (medical glue), can be elec-

trospun into ultrathin fibrous film with precise and homogeneous deposition by a gas-assisted 

electrospinning device.

Results: The self-assembled N-octyl-2-cyanoacrylate film shows high compactness and flexibil-

ity owing to its fibrous structure. Simulation experiments on egg membranes and goat meninges 

demonstrated that this technology can repair small membrane defects quickly and efficiently.

Conclusion: This method may have potential application in dural repair, for example, working 

as an effective supplementary technique for conventional dura suture.

Keywords: cyanoacrylates, electrospun fibers, in situ repair dural, gas-assisted electrospinning 

apparatus

Introduction
In recent years, technological advancement and technical improvement have lowered 

morbidity and mortality rates of many neurosurgical procedures.1–3 However, dural 

repair and reconstruction after major operations remain a challenge for neurosurgeons.4,5 

It is well known that intact dura matters cover the brain surface and function as a natural 

barrier to prevent cerebrospinal fluid (CSF) leakage. Postoperative CSF leakage is a 

life-threatening complication that can lead to various consequences, such as meningeal 

pseudocyst and arachnoiditis.6–8 Currently, suture remains the most frequently adopted 

methods in dural repair regardless of the location of defects. However, suture operation, 

even dural destretching suture, is very difficult to be carried out, when dural defects 

are friable or located in relatively inaccessible areas.9 In particular, the prevalence of 

meningeal tear accompanied with spinal operations urges the discovery of more safe 

and efficient dural repair techniques.

Cyanoacrylates (CAs),10 fibrin glue,11 and CO
2
 laser12 have been used to achieve 

dural closure, to prevent infections, and to provide a surface along which the dura can 

be regenerated. CAs are the generic name of the CA-based “fast-acting” adhesives, 

such as methy-2-cyanoacrylate and ethyl-2-cyanoacrylate (commonly sold under trade 

names like super glue). N-octyl-2-cyanoacrylate (NOCA), an easily biocompatible 

and bioresorbable polymer glue, provides an alternative to conventional rigid fixation 

techniques.13 CA medical adhesives have been investigated for use as tissue adhesive 
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in wound closure since 1959.14 Compared to other materials, 

CAs have several advantages, including convenience of 

use, relative painlessness, and no need of removal, which 

provide an acceptable cosmetic effect for external use.15 

The CA tissue adhesives are liquid monomers that become 

self-polymerized in an exothermic reaction upon contact 

with tissue surfaces and form strong yet flexible film bond-

ings on the apposed wound edges.16 The traditional methods 

to deliver NOCA adhesive include injection, daubing, and 

spraying, all of which are problematic. First, it is difficult to 

control the homogeneity and thickness of the coating layer 

with those traditional techniques. Second, it is difficult to 

control the deposition range in adherence to surrounding 

tissue, which may cause serious tissue adhesion and inflam-

matory response after dural repair. Furthermore, the tissue 

adhesions are associated with numerous postsurgical com-

plications, including patient’s pain, functional obstruction, 

and sometimes difficult reoperative surgery.17

Electrospinning has been recognized as a highly facile 

and efficient nanotechnology to produce continuous fibers 

with diameters ranging from a few micrometers to a few 

nanometers.18 Various polymers major in solvent solution 

and melt form have been successfully electrospun into 

ultrathin fibers in recent years.19 A thin charged jet is formed 

when the electrostatic force generated by a high operating 

voltage overcomes the surface tension of the polymer droplet 

during conventional eletrospinning. The jet is accelerated 

toward the grounded collector and produces fibers in the 

form of a nonwoven mat.20 With large surface-to-volume 

ratio and high porosity, electrospun nanofibers from natural 

and synthetic biomedical polymers can be made for appli-

cations in biomedical,21–23 energy storage,24,25 environment 

engineering,26–28 health care,29,30 biotechnology,31,32 etc.

In this study, we attempt to develop NOCA ultrathin fibers 

by the solvent-free electrospinning technique, in which the 

NOCA monomers undergo self-assembly into micro/nanofibers 

in the presence of hydroxide ions. This study is expected to 

introduce for the first time a nonsuture dural repair technique 

via electrospun NOCA fibers. A novel gas-assisted electrospin-

ning apparatus was self-designed to in situ electrospin NOCA 

fibers on the dura defects. After electrospinning, we character-

ized the morphology and structure of the NOCA fibers. In vitro 

experiment revealed that the self-assembled electrospun NOCA 

membrane has properties of high strength, good flexibility, and 

waterproofness without resulting in leakage even under a pres-

sure of 78 mmHg. Furthermore, we showed that the gas-assisted 

electrospinning apparatus could precisely deposit ultrafine fibers 

on the desired site to form a continuous and compact protective 

film and avoid tissue adhesion in the simulation experiment.

Methods
Medical glue (Otologic and Craniocerebral Glue series), 

mainly composed of NOCA and a little medical poly(methyl 

methacrylate) as an additive (in order to increase viscosity), 

was purchased from Guangzhou Baiyun Medical Adhesive 

Co., Ltd (Guangzhou, People’s Republic of China) and used 

directly without further treatments.

gas-assisted electrospinning apparatus
A gas-assisted electrospinning apparatus is self-designed to 

electrospin NOCA fibers and achieve precise deposition for 

dural repair (Figure 1). The apparatus consists of the follow-

ing four parts: high-voltage power supply, syringe pump, air 

pump, and a three-way handle spinneret.33 The handle spin-

neret is connected to the positive electrode of the high-voltage 

power supply (DW-P303-1ACFO; Tianjin Dongwen, Tianjin, 

People’s Republic of China), which could provide 6–10 kV 

voltage to produce fibers. A syringe pump is applied to 

maintain a stable and precise feeding rate of the electrospun 

solution. In addition, to facilitate the electrospinning process 

and control the fiber deposition scope, we connected a gas 

pump to the auxiliary spinneret, which blows and exerts a 

stretching force on the electrospinning solution.

Sample characterization and evaluation
The morphologies of the NOCA ultrathin fibers were 

characterized by optical microscope (BX51; Olympus 

Corporation, Tokyo, Japan) and scanning electron microscopy 

(SEM; TM-1000; Hitachi Ltd., Tokyo, Japan). The inter-

molecular structure was determined by Fourier transform 

infrared (FTIR) spectrometer (Nicolet iN10; Thermo Fisher 

Scientific, Waltham, MA, USA). In vitro experiments were 

carried out on fresh bovine pericardium purchased from the 

market to study the flexibility and integrity of the NOCA 

nanofibrous membranes.

In vitro and in vivo surgical simulation 
of dural repair
In vitro simulation experiments were first carried out on eggs 

to determine the sealing property of the electrospun NOCA 

nanofibrous membranes. After removal of the outer shell, 

two kinds of common operative incisions were cut on egg 

membranes. The incisions were treated with NOCA film via 

the gas-assisted electrospinning apparatus. Furthermore, we 

carried out in vivo modeling experiment on goat brain in 

order to determine the efficacy of this nonsuture technique. 

All animal-handling procedures were performed according to 

the Guide for the Care and Use of Laboratory Animals of the 

National Institutes of Health and followed the guidelines of 
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the Animal Welfare Act. All the procedures involving animal 

use were approved by the Chancellor’s Animal Research 

Committee at Qingdao University.

Results and discussion
In vitro characterization and evaluation 
of NOCA nanofibrous membrane
Figure 2 shows the morphologies of the NOCA fibers pre-

pared by the gas-assisted electrospinning apparatus. Dif-

ferent from the conventional electrospinning and spraying 

processes, the electrospun NOCA fibers were rapidly 

polymerized into a solid self-assembled membrane on the 

surface of wound when a high voltage was applied. In our 

present electrospinning process, the applied high voltage was 

10 kV, and the distance from the spinneret to the collector 

was 6–8 cm. The solution feeding rate was 15 µL min−1 with 

the airflow velocity of 12 L min−1. Figure 2B shows the SEM 

image of the electrospun NOCA coating on the goat dural, 

which was fabricated with a feeding rate of 25 µL min−1 in 

30 seconds. The self-assembled NOCA nanofibers formed a 

very compact film and barrier preventing leakage.

Figure 1 A schematic illustration of the in situ electrospinning of NOCA nanofibers for dural repair.
Abbreviation: NOca, N-octyl-2-cyanoacrylate.

Figure 2 Morphologies of the NOCA fiber prepared by the gas-assisted electrospinning apparatus.
Notes: seM images of (A) NOCA nanofibers and (B) surface morphology of in situ electrospun NOCA fiber coating on the goat dural.
Abbreviations: NOca, N-octyl-2-cyanoacrylate; SEM, scanning electron microscopy.
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The structure of the electrospun NOCA polymer was 

characterized with FTIR spectrum analysis (Figure 3). The 

wave ranging from 4,000 cm−1 to 480 cm−1 was obtained. 

Table 1 shows the main band assignments. The peaks at 

2,250 cm−1 and 1,750 cm−1 are characteristic of the –C≡N 

and –C=O groups of the polymer, respectively. The signifi-

cant decrease in =CH– stretching vibration (3,000 cm−1) could 

be ascribed to the opened C=C bond of the vinyl structure in 

NOCA monomer unit. The presence of peak corresponding 

to the –OH bond at 3,400 cm−1 proved the hydroxyl group 

as an anionic initiator inducing polymerization. In addition, 

the peak corresponding to a great number of CH
2
 units in 

the main carbon chain at 724 cm−1 was also found. The pres-

ence of –C≡N stretching mode in the spectrum demonstrated 

the existence of NOCA in the electrospun fibers (Table 1).

Due to the fragility and ossification of the dura, the 

suppleness of the dural closure was considered in the study. 

Therefore, we evaluated the flexibility of the electrospun 

NOCA membrane. Figure 4A–E represents several states of 

the bending process. First, the bovine pericardium was chosen 

as a substitute of the dura, and a defect of 2 cm in length 

was made. Then, the defect was covered by an electrospun 

NOCA layer using the gas-assisted electrospinning apparatus. 

One minute later, the membrane was bent to multiangle and 

recovered back to its original state without any breakage, 

indicating that the electrospun NOCA film had good strength, 

elasticity, and flexibility and thus met the requirements of 

dural closure and reconstruction.

Making watertight and meticulous dural closure is an 

essential step after intradural neurosurgical operations. It has 

been reported that fibrous membrane of NOCA glue has 

high strength and strong tissue-bonding ability.31 We first 

evaluated the bonding strength and watertightness of the 

electrospun NOCA nanofibrous membranes in water leak-

age tests (Figure 5). After mounting the bovine pericardium 

securely on the bottom of poly(methyl methacrylate) pipe, 

we produced a defect with a scalpel. The defect was then 

covered by a layer of NOCA nanofiber film in 30 seconds 

using the gas-assisted electrospinning apparatus. Strikingly, 

we found no water leakage for 12 hours under the pressure 

of 78 mmHg, indicating that the electrospun NOCA fiber 

membrane is compact and strong. Further experiment showed 

that the electrospun NOCA nanofibrous membrane could 

stand as high as 125 mmHg pressure without water seeping, 

while the traditional sprayed NOCA film could only sustain 

a relatively low pressure of 38 mmHg.

Different from the conventional electrospinning and 

spraying, one remarkable characteristic of our self-designed 

gas-assisted electrospinning apparatus is precise deposition 

Figure 3 Fourier transform infrared spectrum of the electrospun NOCA medical glue membrane.
Abbreviation: NOca, N-octyl-2-cyanoacrylate.

Table 1 Major mid-IR vibrational modes and wave numbers 
exhibited by electrospun NOCA fibers

Description of vibrations Wave numbers (cm−1)

–O–H stretching 3,400
C–H stretching vibrations (symmetric and 
asymmetric) of –CH2– and ch3– groups 

3,080–2,800

–c≡N stretching vibration 2,250
–c=O stretching vibration 1,750
ch2 and ch3 scissoring and bending region 1,500–1,350
–(ch2)n– plane bending vibration 724

Abbreviations: NOca, N-octyl-2-cyanoacrylate; IR, infrared.

www.dovepress.com
www.dovepress.com
www.dovepress.com


International Journal of Nanomedicine 2016:11 submit your manuscript | www.dovepress.com

Dovepress 

Dovepress

4217

In situ electrospun medical glue fibers suture dura

on a desired site, namely, the deposition range and deposition 

location can be precisely controlled under the assistance 

of gas. As shown in Figure 6, the deposition width was 

investigated with different distances. With an increase in 

electrospinning distance, the deposition width increases 

gradually. When the spinning distance is 4–5 cm, the deposi-

tion width is ~8 mm.

surgical simulation of dural repair in vitro 
and in vivo
The efficacy of electrospun NOCA membrane was first 

determined in the modeling experiment on eggs (Figure 7). 

The outer shell of fresh eggs was removed, and two kinds of 

common wounds were created on the egg membranes: one 

wound with a width of 2–4 cm and the other with an area 

of 4–9 cm2. The air pump was turned on before electrospin-

ning, which could not only precisely direct electrospinning 

and deposition but also help to clean the collector surface. 

When a high voltage was applied, the electrospun NOCA 

fibers were deposited and rapidly polymerized on the wound 

surface to form a solid self-assembled membrane. After 

electrospun for 20 seconds, the dural wound was rapidly 

covered by a layer of NOCA fibrous film. No tissue fluid 

was observed when eggs were inverted 1 minute after wound 

closure, demonstrating that the eletrospun NOCA membrane 

is leakage proof.

If an unintended dural rent or pinhole tear occurs, it 

is tamponaded to prevent CSF loss. Figure 8 presents the 

operation procedure of dural repair in a goat brain using the 

gas-assisted electrospinning apparatus. Gross appearance 

of every stage in the simulation experiment was observed 

(as shown in Figure 8 and Video S1). Figure 8A shows 

that a defect of 7 cm in length was produced by the scalpel. 

Remarkably, considering the fragility of the large defect, the 

dura was primarily sutured to avert rupture (Figure 8B). Then, 

the NOCA fibers were precisely electrospun onto the defect 

by the gas-assisted electrospinning apparatus (Figure 8C). 

Consistently, we found that the dural defect was repaired by 

the NOCA membrane in 30 seconds. As shown in Figure 8D, 

the in situ electrospun NOCA fibers can not only produce 

good sealing but also have precise deposition effectively 

avoiding tissue adhesion, which makes the procedure more 

secure and simple. The above operation was repeated in ten 

goat brains with similar result, indicating that this technique 

is reliable and replicable.

Figure 4 Optical images during the bending process to test the flexibility of the electrospun NOCA film.
Abbreviation: NOca, N-octyl-2-cyanoacrylate.

Figure 6 Deposition width under different electrospinning distance of NOCA fibers.
Abbreviation: NOca, N-octyl-2-cyanoacrylate.

Figure 5 Water leakage test to evaluate watertight property of NOCA membrane.
Abbreviation: NOca, N-octyl-2-cyanoacrylate.
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Figure 7 Dural repair simulation experiment in egg membrane via NOCA ultrathin fibers.
Notes: (A) Two types of defects: (i) a narrow wound with a length of 2–4 cm, a solid self-assembled membrane was formed to cover the dural wound (dotted oval; ii) and 
(iii) a large wound with area of 4–9 cm2, covered with a layer of mater and sprayed with NOCA to avoid tissue fluid (dotted square; iv). (B) Schematic illustration of the 
membrane repair of two types of wounds via electrospun NOCA fibers.
Abbreviation: NOca, N-octyl-2-cyanoacrylate.

Conclusion
NOCAs were successfully electrospun into ultrathin fibrous 

film via the solvent-free electrospinning technique. The 

morphology and structure of the NOCA membrane were 

characterized by the SEM and FTIR. A home-made gas-

assisted electrospinning apparatus was designed to realize 

precise and homogeneous deposit of NOCA ultrathin fibers 

onto the dural defects. The in vitro simulation experiment 

on egg membranes and in vivo experiment on goat brains 

showed that this flexible and compact self-assembled mem-

brane could not only rapidly suture dural defects but also 

avoid tissue adhesion. Compared with typical conventional 
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Figure 8 Dural repair in a goat brain model via the in situ electrospinning of NOCA fibers.
Notes: Optical images show the procedure of in vivo simulation experiment. (A) A defect of 7 cm in length was produced. (B) The dura was primarily sutured to avert 
rupture. (C) The NOCA fibers were precisely electrospun onto the defect. (D) The dural defect was repaired by the NOCA membrane. Scale bar represents 20 mm.
Abbreviation: NOca, N-octyl-2-cyanoacrylate.

spraying, the dosage of electrospinning method is much less 

and thus has lower heat dissipation. This technology may be 

very promising in surgery especially on dural repair with high 

sealing capacity and low tissue adhesion. However, further 

studies are needed to test the practicability of this technology 

and the applicability of other adhesive agents as well.
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