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Maxillofacial Prosthesis

Evaluation of hardness and surface 
roughness of two maxillofacial silicones 
following disinfection

Abstract: The purpose of this study was to evaluate the Shore A hard-
ness and surface roughness of two silicones for maxillofacial prosthet-
ic treatment, under the infl uence of chemical disinfection and storage. 
Twenty-eight specimens were obtained, half of which were made of Si-
lastic MDX 4-4210 silicone and, the other half were made of Silastic 732 
RTV silicone. The specimens were divided into four groups: Silastic 732 
RTV and MDX 4-4210 with disinfection 3 times a week with Efferdent 
tablets and the same materials without disinfection. The hardness of the 
materials was analyzed with a Shore A Durometer. The surface rough-
ness was established by a digital portable roughness tester, initially and 2 
months after the confection of the specimens. A variance test was applied 
(2-way ANOVA), followed by Tukey test (the level of signifi cance was 
set at 1%). The storage time factor statistically infl uenced (p < 0.01) the 
materials’ properties of hardness and roughness. MDX 4-4210 (28.59 
Shore A, 0.789 Ra) presented higher values than Silastic 732 RTV (18.08 
Shore A, 0.656 Ra) for both properties. Regarding the disinfection pe-
riod, there was no signifi cant difference in any of the materials tested. 
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Introduction
Maxillofacial prosthetics is the science and art 

of anatomical, functional, or cosmetic reconstruc-
tion by means of artifi cial replacement of head and 
neck structures that are missing or defective. Loss of 
parts of the head and neck can be caused by surgery, 
trauma, or developmental malformations. Despite 
the advances in reconstructive and plastic surgery, 
replacement of the more intricate facial structures 
still requires the use of man-made materials as ex-
ternal prostheses.

Two major problems are associated with maxil-
lofacial prostheses used to rehabilitate patients with 
extra-oral-facial deformities, namely: 1) the degra-
dation of static and dynamic physical properties of 
elastomers, and 2) discoloration of the prostheses in 
a service environment.1,2

The wearing time for facial prostheses averages 
from 3 months to 1 year. Deterioration is mainly 
caused by environmental exposure to ultraviolet 
(UV) light, air pollution, and changes in humidity 
and temperature.3

Chemical disinfection can produce some prop-
erty alterations of the silicones used as a maxillofa-
cial prosthesis material, so it is important to evalu-
ate these alterations during prosthesis fabrication. 
Sterilization of dental instruments, equipment and 
materials has long been suggested and accepted as 
a requirement in the dental care area. Without this 
procedure, patients, laboratory assistants and den-
tists are more susceptible to infections. It is there-
fore absolutely necessary to use a chemical desin-
fection material when dealing with prostheses. 
Furthermore, this chemical solution should not be 
aggressive to human tissues and must preserve the 
silicone properties.4 

To avoid possible infections, an ophtalmic pros-
thesis should be removed and disinfected periodi-
cally with neutral pH soap and water and then re-
inserted in the patient’s ophthalmic cavity.5

In light of the considerations above, the aim of 
this investigation was to assess the Shore A hardness 
and roughness of two silicones for use in facial pros-
thesis, under the infl uence of chemical disinfection 
and of storage time in room temperature. 

Material and Methods
Silastic MDX 4-4210 (Dow Corning Corpora-

tion, Midland, MI, USA) and Silastic 732 RTV 
(Dow Corning do Brasil Ltd., Hortolândia, SP, Bra-
zil) were used for manufacturing the specimens.

In order to obtain the specimens, a metallic cy-
lindrical matrix of 3 mm in height and 30 mm in di-
ameter was used, together with a ring-shaped metal-
lic frame. The Silastic 732 RTV silicon was confi ned 
inside the matrix with the external surface exposed 
to the environment for 24 hours. According to the 
manufacturer, the release of acetic acid from this 
silicone is stabilized 24 hours after the beginning 
of the polymerization process. The Silastic MDX 4-
4210 material was confi ned inside the matrix with 
the external surface exposed to the environment for 
3 days since, according to the manufacturer’s in-
structions, the material is partially cured after 24 
hours, allowing its handling, but fi nal cure follow-
ing the release of formaldehyde occurs within ap-
proximately 3 days. 

After this period, each specimen was carefully 
separated from the metallic matrix, in order to avoid 
distortions. Thus, 28 specimens were obtained and 
divided into 4 groups, with 7 samples in each group: 

Group 1 - Silastic MDX 4-4210 disinfected with 
effervescent tablets.
Group 2 - Silastic MDX 4-4210 disinfected with 
neutral soap.
Group 3 - Silastic 732 RTV disinfected with ef-
fervescent tablets.
Group 4 - Silastic 732 RTV disinfected with neu-
tral soap.
For Shore A hardness evaluation, a digital du-

rometer (GSD 709 Teclock, Osaka, Japan) was used. 
The Shore A Durometer executes hardness tests on 
a rubber in accordance with ASTM D 22401 desig-
nation.6 The potency of measurement is established 
between 0 and 100 Shore, with ± 1% tolerance. The 
load applied is 1.25 Kp (= 12.5 N). 

For the surface roughness test, a portable digital 
roughness tester was used (model RP100, Tonka Sul 
Americana Ltda., Amparo, SP, Brazil) with 0.01 μm 
accuracy and 6 mm measurement course. For each 
specimen, 3 readings were done which, later, were 
transformed in mean values. The metallic matrix 
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roughness was 0.6 Ra.
All specimens were stored in a plastic recipient, 

without covering, on a workbench in a laboratory 
whose temperature was controlled to 23 ± 2°C dur-
ing the period of 60 days, receiving artifi cial light, 
but without incidence of direct natural light. These 
conditions simulated those conditions to which 
prostheses are submitted during their clinical use by 
patients, in other words, in contact with the envi-
ronment. 

The specimens were disinfected daily with neu-
tral pH soap and water (control group) or with Ef-
ferdent tablets (Pfi zer Consumer Healthcare, Morris 
Plains, NJ, USA) 3 times a week. After the disinfec-
tion and 60-day storage periods, new readings were 
performed, as described previously. After obtaining 
the results, a variance test (ANOVA) was applied, 
followed by the Tukey test (the level of signifi cance 
was set at 1%). 

Results
The Silastic 732 RTV and Silastic MDX 4-4210 

mean values for Shore A hardness and roughness 
are shown in Tables 1 through 6. As can be ob-
served in tables 1, 2, 4 and 6, there were statisti-
cally signifi cant differences between the mean 
values of Shore A hardness and roughness of the 
silicones tested (p < 0.01). In Tables 3 and 5, it can 
be observed that the chemical disinfection did not 
infl uence statistically (p < 0.01) the mean values of 
hardness and roughness. 

Discussion
Shore A hardness is an indicative measure of a 

material’s texture and fl exibility. According to Lew-
is, Castleberry7 (1980) and May8 (1978), the ideal 
values of Shore A hardness would be between 25 
and 35 units. As can be seen in Table 1, only the 
MDX 4-4210 material presented values within this 
interval. The values obtained for this material are 

Table 1 - Mean values and standard deviations (SD) of 
Shore A hardness for the tested silicones (Tukey Test - the 
level of significance was set at 1%).

MDX 4-4210 (SD) 732 RTV (SD) p Value

Mean value 28.59 (1.2) 18.08 (0.72) 0.00001*

*Statistical Difference (p < 0.01).

Table 2 - Mean values and standard deviations (SD) of 
Shore A hardness for the tested silicones under the influence 
of storage period (Tukey Test - the level of significance was 
set at 1%).

 Initial (SD) Final (SD) p Value

Mean value 21.65 (1.51) 25.02 (1.094) 0.00001*

*Statistical Difference (p < 0.01).

Table 3 - Mean values and standard deviations (SD) of 
Shore A hardness for the tested silicones under the influence 
of chemical disinfection (Tukey Test - the level of significance 
was set at 1%).

 With 
Disinfection (SD)

Without 
Disinfection (SD)

p Value

Mean value 23.09 (1.76) 23.58 (0.41) 0.12471**

**No Statistical Difference (p < 0.01).

Table 4 - General comparison of roughness mean values 
(Ra) and standard deviations (SD) for the tested silicones 
(Tukey Test - the level of significance was set at 1%). 

 MDX 4-4210 (SD) 732 RTV (SD) p Value

Mean Value 0.789 (0.031) 0.656 (0.034) 0.00001*

*Statistical Difference (p < 0.01).

Table 5 - Roughness (Ra) mean values and standard de-
viations (SD) for the tested silicones under the influence of 
chemical disinfection (Tukey Test - the level of significance 
was set at 1%). 

 With 
Disinfection (SD)

Without 
Disinfection (SD)

p Value

Mean Value 0.723 (0.034) 0.722 (0.022) 0.89090**

**No Statistical Difference (p < 0.01).

Table 6 - Roughness (Ra) mean values and standard de-
viations (SD) for the tested silicones under the influence of 
storage time (Tukey Test - the level of significance was set 
at 1%). 

 Initial (SD) Final (SD) p Value

Mean Value 1.214 (0.039) 0.231 (0.026) 0.00001*

*Statistical Difference (p < 0.01).
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practically coincident with the results of Bell et al.9 
(1985) and Wolfaardt et al.10 (1985). Sanchez et al.11 
(1992) also compared the physical properties of two 
silicones for facial prostheses, and observed values 
below the ideal range (19.9 units). The authors state, 
however, that this greater softness is desirable and 
that the materials are a good choice for facial pros-
theses, even with values below 25 Shore A units. 
Soft materials are more similar to the human skin, 
and they may show low values of modulus of elastic-
ity and hardness.12 In one of their studies, Moore 
et al.13 (1977) obtained Shore A hardness values of 
approximately 26.8 units for Silastic MDX 4-4210, 
and its hardness could be reduced to approximately 
18.4 units with the use of silicone fl uids. 

In the present study, after the storage period, an 
increase in Shore A hardness was noticed for both 
materials (Table 2), showing that the storage time 
produced a signifi cant increase in the hardness of 
the specimens. This fact is due to the continuous po-
lymerization of those materials, in addition to the 
evaporation of acetic acid and formaldehyde.14

Regarding the infl uence of chemical disinfection 
(Table 3), it was observed that this factor did not 
produce a signifi cant difference in the hardness val-
ues of the specimens when compared to the groups 
without disinfection. 

Based on the results presented on Table 4, it is 
possible to observe that there was a signifi cant dif-
ference in roughness when the values of both ma-
terials were compared, with MDX 4-4210 showing 
higher roughness values. This is probably because 
MDX 4-4210 has a higher fi ller concentration in its 

composition, which promotes a higher roughness. 
In addition, it has a higher hardness and rupture re-
sistance as it hinders rupture during rupture testing 
because of the fi ller added to it, which provides a 
mechanical interlocking among the different materi-
als of its composition.4

As regards the infl uence of chemical disinfection 
on roughness (Table 5), it was possible to observe 
that no signifi cant difference occurred, irrespective 
of the material and storage period.

Table 6 shows that the roughness (Ra) readings 
at the initial period presented a higher mean value 
than that of the matrix (0.6 Ra). After 60 days of 
storage, the roughness values decreased, irrespective 
of the material and the chemical disinfection. This 
can be explained by the continuous polymerization 
process, which promotes a more complete polymeric 
chain, making the silicone surface smoother with 
time.14

Conclusions
The storage time factor had a statistically signifi -

cant infl uence on the materials’ Shore A hardness 
and roughness, and MDX 4-4210 presented higher 
values than Silastic 732 RTV for both properties. 
Regarding the disinfection period, there was no sig-
nifi cant difference for any of the materials. 
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