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Abstract
Naegleria fowleri is the causative agent of the fatal disease primary amebic meningoen-

cephalitis. Detection of N. fowleri using conventional culture and biochemical-based assays

is time-consuming and laborious, while molecular techniques, such as PCR, require labora-

tory skills and expensive equipment. We developed and evaluated a novel loop-mediated

isothermal amplification (LAMP) assay targeting the virulence-related gene for N. fowleri.
Time to results is about 90 min and amplification products were easily detected visually

using hydroxy naphthol blue. The LAMP was highly specific after testing against related mi-

croorganisms and able to detect one trophozoite, as determined with spiked water and cere-

brospinal fluid samples. The assay was then evaluated with a set of 80 water samples

collected during the flooding crisis in Thailand in 2011, and 30 natural water samples from

border areas of northern, eastern, western, and southern Thailand. N. fowleri was detected
in 13 and 10 samples using LAMP and PCR, respectively, with a Kappa coefficient of 0.855.

To the best of our knowledge, this is the first report of a LAMP assay for N. fowleri. Due to its

simplicity, speed, and high sensitivity, the LAMPmethod described here might be useful for

quickly detecting and diagnosing N. fowleri in water and clinical samples, particularly in re-

source-poor settings.

Introduction
Although many species of Naegleria have been described, only N. fowleri has been associated
with human disease [1]. It is a free-living protozoan pathogen widely distributed in nature,
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which can cause a rapidly fatal disease of the central nervous system called primary amebic
meningoencephalitis (PAM). N. fowleri presents three morphological stages, namely the tro-
phozoite, flagellate, and cyst stages. Under favorable conditions, the vegetative trophozoites
multiply and feed in the environment. However, under nutrient-limiting conditions, the tro-
phozoite can transform into a non-feeding flagellated form which swims to the water surface
and transforms into the ameboid trophozoite to feed on bacteria [2]. The trophozoites can also
transform into a cyst stage to protect themselves from harsh conditions, such as food depriva-
tion and desiccation. Due to the free-living nature of N. fowleri, PAM is generally acquired
while swimming and diving in freshwater lakes or ponds where the parasite is splashed or in-
haled into the nasal passage, before migrating via the olfactory nerve into the brain [1]. It has
been suggested that the trophozoite, the only infectious form, displays a prominent sucker-like
structure that is used to ingest bacteria and yeast in the environment as well as brain tissue dur-
ing infection [3]. PAM has a short incubation period of normally 2 to 5 days and infection usu-
ally results in death within 3–7 days after the onset of symptoms [1]. As a consequence, the
majority of patients die before they are able to receive appropriate clinical intervention. There-
fore, efficient, rapid and timely diagnosis is crucial in order to start treatment due to the aggres-
siveness of the amoeba. A major problem of PAM is that symptoms of the disease are similar to
and often misdiagnosed as bacterial meningoencephalitis, resulting in incorrect management
[4, 5]. Conventional diagnosis usually relies on microscopic examination followed by cultiva-
tion and confirmation of N. fowleri in the cerebrospinal fluid (CSF). Morphological criteria,
however, are inadequate for distinguishing N. fowleri from nonpathogenic Naegleria spp. and
other free-living amoebae. Immunological tests based on rise in antibody titer are also not help-
ful as PAM progresses rapidly, meaning this method usually provides only late or post-mortem
diagnosis [6].

Water supplies can be potential sources of contamination in public and private swimming
pools [7], and we likely encounter N. fowleri during our normal everyday life involved with
water. Therefore, an investigation of the occurrence and distribution of N. fowleri in local
water is important because of its possible public health implications and epidemiological stud-
ies, e.g., identifying sources of recent infection or risk assessment [8]. To detect N. fowleri in en-
vironmental samples, water samples must be concentrated and cultured on non-nutrient agar
plates. This requires an incubation period of at least 48 h on non-nutrient agar, followed by
subcultures and identification of Naegleria spp. using mouse pathogenicity tests, immunologi-
cal or biochemical tests [9]. For these reasons, the current diagnosis of infection and identifica-
tion of N. fowleri remains unsatisfactory, because culture and mouse pathogenicity are time-
consuming, expensive, laborious, and prone to ethical issues. Fortunately, there has been a con-
siderable effort to develop a more reliable and efficient technique for the rapid diagnosis of
PAM. Due to advancements in molecular detection, PCR and real-time PCR have been devel-
oped and seem to be the most sensitive methods for the rapid identification of N. fowleri in en-
vironmental and clinical samples [6–11]. Despite the high efficiency of PCR-based techniques,
they have inherent disadvantages, such as high cost and requiring highly specialized equipment
for the amplification and detection of the amplified products, and associated laboratory skills.
These factors make PCR unsuitable in developing countries or resource-poor settings [12].
Thus, a rapid, simple cost-effective assay is needed to complement the current methods.

Recently, loop-mediated isothermal amplification (LAMP) has been used as a simple, highly
specific method for amplifying DNA. The method is based on the autocycling strand-displace-
ment DNA synthesis functions performed by the enzyme Bst DNA polymerase, where the tar-
get DNA is amplified greatly from a few copies of DNA in< 1 hour, requiring no special
reagents under isothermal conditions [13, 14]. LAMP-positive products can also be confirmed
by adding a fluorescent DNA intercalating dye or a metal indicator before the reaction,
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allowing observation with the naked eye; all steps, from amplification to detection, are con-
ducted in one reaction tube. To date, LAMP has been successfully developed to detect Ent-
amoeba histolytica [15] and Acanthamoeba [16] but not N. fowleri.

In the present study, we developed the first visual closed-tube LAMP specifically for the de-
tection of N. fowleri, and successfully detected the organism in spiked water and clinical CSF
samples. Our results indicate that this LAMP is sensitive, specific, and could be developed into
an early diagnostic method for PAM, as well as an alternative tool in epidemiological surveys.

Materials and Methods

Ethics statement
The use of leftover CSF for making spiked samples was approved by the Ethics Committee of
the Faculty of Tropical Medicine, Mahidol University (MUTM 2006–063) and the Ethics Re-
view Committee for Research in Human Subjects, Ministry of Public Health, Thailand
(Ref. No. 33/2550). A written informed consent form regarding the use of leftover CSF speci-
mens for future research purposes was obtained from the patients. The CSF was completely
anonymous and was not linked with the patients’ identification.

Parasites and bacteria
Naegleria fowleri, Naegleria gruberi, Acanthamoeba spp., trophozoites, isolated from environ-
mental samples from our previous study [17] and confirmed by morphology, culture, mouse
pathogenicity and sequencing.

Giardia duodenalis—cysts, cultured and confirmed by PCR.
Cryptosporidium parvum—oocysts, cultured and confirmed by PCR.
Entamoeba histolytica—trophozoites, cultured and confirmed by PCR.
Entamoeba coli—cysts, detected by morphology.
Toxoplasma gondii—oocysts, kindly provided by Prof. Marie Laure Darde, University Hos-

pital, Department of Parasitology, Biological Resource Centre for Toxoplasma, Limoges,
France.

Neospora caninum—tachyzoites, cultured and confirmed by PCR.
Blastocystis—confirmed by sequencing.
Enterocytozoon bieneusi—confirmed by sequencing.
Escherichia coli—kindly provided by the Department of Microbiology and Immunology,

Faculty of Tropical Medicine, Mahidol University.
Cryptococcus neoformans—kindly provided by Prof. Srisurang Tantimavanich, Department

of Clinical Microbiology, Faculty of Medical Technology, Mahidol University.
Mycobacterium tuberculosis—strain H37Rv, kindly provided by the Central Chest Institute

of Thailand.

LAMP primer design
A set of five primers for LAMP were designed according to the published sequence of N. fowleri
virulence-related protein (GenBank accession no. M88397) [18] using PrimerExplorer ver. 4
(http://primerexplorer.jp/elamp4.0.0/index.html). A forward inner primer (FIP), a backward
inner primer (BIP), two outer primers (F3 and B3) and a loop primer (LB) were used for the
LAMP. The primers were aligned and checked for specificity using NCBI GenBank and com-
parative genome Basic Local Alignment Search Tool (BLAST) analysis. The oligonucleotide
primers were synthesized with High Affinity Purification by Bio Basic Inc. (Ontario, Canada).
The sequences and lengths of the primers are shown in Table 1.
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LAMP assay. The LAMP conditions were optimized with different parameters, including
the concentrations of outer primers (0.1 to 0.4 μM), inner primers (1.2 to 2.0 μM), loop primer
(0.2 to 1.0 μM), MgSO4 (5 to 10 mM), dNTPmix (1 to 2 mM), hydroxy naphthol blue (HNB)
(80–160 μM), betaine (0 to 1 M), enzyme (2 to 10 U), assay temperature (60, 62, or 64°C) and
incubation time (60, 90, or 120 min). Nine parameters, not including incubation time, were op-
timized one at a time and each optimization experiment was repeated three times. A non-tem-
plate control (sterile water) as negative control and a positive control (DNA extracted from 100
N. fowleri trophozoites) were included for each LAMP run. The results were considered posi-
tive when the LAMP product showed a significant difference between positive amplification,
i.e., when color changes from violet to sky blue; and negative amplification, which remains vio-
let with the presence or absence of the ladder-like pattern bands after electrophoresis. On the
basis of the above optimization steps, the final reaction mixture (25 μl) contained 0.2 M each of
outer primer (F3, B3), 1.6 M each of inner primer (FIP, BIP), 0.8 M of loop primer (LB), 1X of
supplied ThermoPol buffer, 8 mMMgSO4 (New England Biolabs, Ipswich, MA, USA), 1.4 mM
dNTP mix (Thermo Scientific, Vilnius, Lithuania), 0.8 M betaine (Sigma-Aldrich, St. Louis,
MO), 120 μMHNB (Sigma-Aldrich), 8 units of Bst DNA polymerase (New England Biolabs)
with 2 μl total DNA as a template. Amplification was conducted at 64°C for 60 min and termi-
nated at 80°C for 5 min.

Specificity of the LAMP primers. To investigate LAMP primer specificity, DNA tem-
plates isolated from organisms described earlier were subjected to LAMP. In addition, DNA ex-
tracted from CSF from non-PAM patients and healthy human blood were included in the test.
The specificity test was repeated twice. Negative controls were included for all experiments.

Determinations of lower limit of detection by LAMP and PCR in spiked
CSF and water samples with pure cultures
The lower limit of detection of the LAMP assay was determined using known amounts of N.
fowleri in pure cultures. The trophozoites were counted under a microscope with a hemocy-
tometer and further serial 10-fold dilutions were prepared in phosphate buffered saline (PBS),
ranging from 104–1 cells. N. fowleri in each dilution was added into each 250 ml of water col-
lected from a pond which was previously tested to be free of N. fowleri by microscopy and
PCR, and 200 μl of pooled leftover CSF from non-PAM patients. CSF was obtained from HIV
patients with neurological abnormalities. The water samples with cells were then centrifuged at
2,500 rpm for 10 min at 20°C as described by Puzon et al. [19]. Supernatant was discarded and
samples resuspended in 1 ml of PBS, transferred to a 1.5 ml tube and reconcentrated by centri-
fugation at 10,000 rpm for 10 min at 20°C. Supernatant was then removed by pipette, before
samples were resuspended in 200 μl PBS. Genomic DNA was extracted using a QIAamp DNA
minikit (Qiagen, Hilden, Germany). LAMP sensitivity was compared with the conventional
nested PCR method for N. fowleri [9]. Spiking experiments with different concentrations were
repeated three times. In addition, another set of spiked water and CSF samples were subjected

Table 1. Details of the primer set targetingN. fowleri virulence-related protein used for amplification in the LAMP assay.

Primers No. of bases Sequence (5’-3’)

F3 20 TGGATGGAGTAAGAGAGTTG

B3 25 TGAGTGTAGTTAATAATTCCTGTAC

FIP 46 GCAATGGATTGATTTGGAACGCAACAATGAAAGAAACTTTGCACCT

BIP 38 TTCCGTAGATTGGACGTCCATCCATCCATTTGGATCGG

LB 25 GCATTAGGAGTGAGAAGAAAGACTG

doi:10.1371/journal.pone.0120997.t001
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to DNA extraction using the heating method to compare the sensitivity obtained with DNA ex-
traction by a commercial kit, to shorten the total completion time and to simplify the LAMP
assay for the feasible diagnosis of field samples. The last dilution with all three samples testing
positive was considered as the detection limit.

DNA extraction and PCR assays
Genomic DNA was purified from the organisms listed above for specificity testing, the spiked
dilutions for sensitivity test and the water samples for validating the LAMP, using a QIAamp
DNAminikit (Qiagen, Germany) per manufacturer’s protocol and the DNA was eluted in
100 μl TE buffer. 2 μl of the DNA template was used in LAMP and PCR. The extracted DNA
was stored at -80°C until use.

For DNA extraction by heating method, 200 μl of each spiked water dilution was heated di-
rectly at 95°C for 10 min without the centrifugation and resuspension steps. The samples were
then centrifuged at 14,000 rpm for 10 min and 2 μl of the supernatant was used as the
DNA template.

Classical nested PCRs from previously published primers targeting Mp2Cl5 sequence [9]
were selected to compare and evaluate the sensitivity and efficiency of the LAMP. The forward
primer,Mp2Cl5.for (5’-TCTAGAGATCCAACCAATGG-3’) and the reverse primer,Mp2Cl5.
rev (5’-ATTCTATTCACTCCACAATCC-3’) were used in the first round of PCR amplifica-
tion, which contained 1X Taq buffer, 2.5 mMMgCl2, 0.6 μM each of primer, 0.2 mM each of
dNTP (Thermo Scientific, Vilnius, Lithuania), 2.5 units of Taq DNA polymerase (Thermo Sci-
entific, Vilnius, Lithuania), and 2 μl of extracted DNA. Reactions were cycled 35 times with
first denaturation at 95°C for 5 min, followed by denaturation at 95°C for 1 min, annealing at
65°C for 1 min and extension at 72°C for 2 min. TheMp2Cl5.for-in (5’-GTACATTGTTTT-
TATTAATTTCC-3’) andMp2Cl5.rev-in (5’-GTCTTTGTGAAAACATCACC-3’) primers
which amplified 110-bp fragment products were used for the nested PCR. The mixtures for the
second PCR were the same as in the first round, except that the concentration of each primer
was 0.5 μM. Two microliters of the PCR product from the first-round PCR were used in the
second PCR. The LAMP and PCR products (7.5 μl) were analyzed by 2% agarose gel electro-
phoresis, stained with ethidium bromide, and observed under UV transillumination.

Collection of environmental water samples for N. fowleri analysis
We conducted a survey for N. fowleri in Thailand to validate the applicability of the newly de-
veloped LAMP assay. Eighty water samples from different locations were collected from stag-
nant water around the houses and near the markets during the flooding crisis in Nakhon
Pathom Province, Thailand, during November 2011. 30 water samples were collected from riv-
ers, canals, rain (from a rainwater tank supplying a house), tap (from a public water distribu-
tion system), ground and underground water in Nan, Phayao, Kanchanaburi, Chantaburi,
Trat, and Trang Provinces, Thailand, from January 2012 to December 2013 (S1 Fig). Samples
were collected in sterile glass bottles and labeled with date, time, and place of collection. The
water samples were processed in the manner described in US EPAMethod 1623 with some
modifications [20]. Briefly, 1,000 ml of water from each site were added to a sterile bottle and
immediately sent to the laboratory. Each water sample was concentrated by multiple centrifu-
gation steps (10 min at 3,500 rpm) and the pellet was resuspended in 1 ml of PBS, kept for
DNA extraction using a QIAamp DNA minikit. Each sample was tested in triplicate by both
LAMP and PCR assays.

All of the positive detection from environmental samples by LAMP were further tested for
confirmation as N. fowleri by bidirectional sequencing of LAMP products [21]. To do this, 1 μl

LAMP for Detection of Naegleria fowleri

PLOSONE | DOI:10.1371/journal.pone.0120997 March 30, 2015 5 / 15



of LAMP product was used as template in a PCR reaction with primers that flank within the
LAMP product of the N. fowleri virulence-related protein, F2 (5’- CAATGAAAGAAACTTTG-
CACCT-3’) and B2 (5’- TCCATCCATTTGGATCGG -3’) (0.3 μM each of primer), dNTPs
(0.2 mM), Taq buffer (1X), MgCl2 (1.5 mM) and Taq DNA polymerase (1 unit) in final volume
25 μl. The reaction was run as follows: 2 minutes at 95°C, 35 cycles of 95°C 30 sec, 55°C for 30
sec, 72°C 30 sec, followed by 10 minutes extension at 72°C. The PCR product was run on an
agarose gel, purified, and sequenced on an ABI3730xl DNA Analyzer (Applied Biosystems).
The sequences were analyzed and identified using the MEGABLAST search program (http://
www.ncbi.nlm.nih.gov) from the GenBank database.

Statistical analysis
McNemar's test was used to test for differences between the LAMP and PCR detection rates.
The test was 2-sided and exact probabilities were calculated. The agreement between LAMP
and PCR was also calculated through the Kappa coefficient with 95% confidence level [22]. All
analyses were conducted with SPSS for Windows 18.0 (SPSS Inc.).

Results

LAMP primer specificity
The specificity of the designed LAMP primers was examined by testing with genomic DNA of
N. fowleri, N. gruberi, Acanthamoeba spp., G. duodenalis, C. parvum, E. histolytica, T. gondii,
N. caninum, Blastocystis, E. bieneusi, E. coli, C. neoformans, andM. tuberculosis, as well as
human genomic DNA and water collected from a pond which was previously tested to be free
of N. fowleri. According to the results of the specificity test (Fig 1), only N. fowleri was detected
as a positive color change (Fig 1A), which was confirmed by a ladder-like pattern on the aga-
rose gel (Fig 1B), while DNA of other organisms and human DNA could not be amplified in
the developed LAMP assay. These results demonstrated the specificity of the designed LAMP
primer set for detecting the N. fowleri virulence-related protein gene.

Comparison of LAMP and conventional PCR in spiked samples
To determine the analytical sensitivity of the LAMP assay, 10-fold dilutions of N. fowleri tro-
phozoites from 1,000 to 1 cell(s)/250 ml of water and 200 μl of CSF, were used as templates for
the LAMP and PCR experiments. The same dilutions were also used as templates for the PCR.
In both techniques, the detection limit was 1 trophozoite in 250 ml of spiked water which is
equivalent to 4 trophozoites in the field samples of 1,000 ml (Fig 2 and Table 2A) and 1 tropho-
zoite in 200 μl of spiked CSF samples extracted by QIAamp DNA minikit. However, in the
samples extracted using the heating method, the lower concentration of 1 trophozoite was de-
tected by LAMP in two of three repeats in spiked water and all of three repeats in spiked CSF
samples, compared with one of three repeats of 1 trophozoite in both spiked water and spiked
CSF for PCR. This indicates that the LAMP assay has a higher sensitivity than PCR (Table 2B)
under these conditions.

Performance of LAMP for N. fowleri detection in water samples
A total of 110 field water samples were collected from suburban and rural areas in central,
northern, eastern, western, and southern Thailand, to validate the applicability of the LAMP
for detection of N. fowleri, compared with PCR. The techniques reported similar results, where
LAMP detected N. fowleri DNA in 5 of 80 samples (6.25%) and PCR detected 4 samples (5%)
in flood water; 4 positive samples by PCR were also positive by LAMP (Table 3). In the other
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water types, 8 of 30 were found positive by LAMP (1 rain, 3 surface, 3 ground, and 1 tap water)
and 6 samples were positive by PCR (3 surface, 2 ground, and 1 tap water). There were discrep-
ancies for a total of 3 samples (1 flood in Nakhon Pathom Province, 1 rain and 1 ground in
Nan Province). All LAMP positive detections were confirmed by sequencing. Proceeding bio-
informatics analysis showed that the sequences of the LAMP products were perfectly (99–
100%) matched with the virulence-related protein sequence (M88397) deposited in the Gen-
Bank database (data not shown). According to this data set, the overall detection rate between
LAMP and PCR in water samples was not significantly different (2-sided McNemar's test,
P = 0.25) (Table 3). Application of the Kappa coefficient test revealed a level of agree-
ment = 0.855. A Kappa value> 0.6 is considered an index of substantial agreement, with a
value> 0.8 indicating almost perfect agreement [23] (Table 4).

Discussion
LAMP is a highly specific, sensitive, rapid, and reproducible gene amplification assay. The
main advantages of LAMP over other techniques are that it is easy to perform, can produce a
lot of specific amplification products at a constant temperature without the need for expensive
equipment, and the amplification reaction result can be determined visually by the naked eye
[14]. Such a test could provide a useful diagnostic tool in a clinical laboratory or a field study,
particularly in resource-poor countries. LAMP has been widely used for the detection of

Fig 1. Specificities of the LAMP assay for the detection of N. fowleri. (A) Specificity of LAMP assay using HNB (note the sky-blue color for a positive
sample). (B) Confirmation of results of the LAMP products using agarose gel (2%) electrophoresis. In panels A and B: M, 100 bp DNA Ladder (Thermo
Scientific); 1, N. fowleri; 2, N. gruberi; 3, Acanthamoeba spp.; 4,G. duodenalis; 5, C. parvum; 6, E. histolytica; 7, Entamoeba coli; 8, T. gondii; 9, N. caninum;
10, Blastocystis; 11, E. bieneusi; 12, Escherichia coli; 13, C. neoformans; 14,M. tuberculosis; 15, CSF from non-PAM patients; 16, blood sample of healthy
donor; 17, N. fowleri-free pond water; 18, no template control.

doi:10.1371/journal.pone.0120997.g001
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protozoan infections [15, 16, 24], but not for N. fowleri. To the best of our knowledge, this is
the first report developing LAMP as a convenient tool for N. fowleri detection.

Possibly because PAM is a rare disease, only a few of the potential DNA targets of the para-
site have been explored. Until now, the most popular DNA target allowing for the discrimina-
tion of Naegleria spp. in environmental samples was the complete ribosomal internal
transcribed spacer region (ITS) [4]. Another commonly used target is the 18S rRNA that was
applied to the detection of Naegleria spp. in formalin-fixed paraffin embedded brain tissue

Fig 2. (A) The Lower limit detection of LAMP and PCR results in spiked water samples (Table 2A) was determined bymaking 10-fold dilutions from
N. fowleri ranging from 104–1 cells/250 ml of water, processed and extracted by QIAamp DNAminikit. Analytical sensitivity showed identical results in
the LAMP (A1-A6) and PCR assays (B7-B12). (B) Electrophoresis results of the LAMP products from A1-A6 (B1-B6) and PCR products (110 bp) (B7-B12).
M, 100 bp DNA Ladder; Neg, negative control.

doi:10.1371/journal.pone.0120997.g002
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using real-time PCR [11] and in CSF using multiplex real-time PCR [10]. However, for the spe-
cific detection of N. fowleri, PCR targeting a cloned fragment of N. fowleri (MCM strain) [25],
Mp2Cl5 [9] and virulence-related genes [26] have been described. Successful amplification of
the LAMP relies on the specificity of the designed primers. With respect to the recently de-
scribed genes, previous efforts to design and develop LAMP based on the Mp2Cl5 met with
limited success, because of unsuccessful LAMP primer designs by Primer Explorer ver. 4 soft-
ware. Although the program could generate primer sets for the Mp2Cl5 gene, these primers ex-
hibited low sensitivity or unspecific amplification results. This is probably due to the shorter
length sequences of the genes (650 bp in Mp2Cl5 vs. 1577 bp in virulence-related gene), which
make it difficult to get good primers for use in LAMP [27]. In contrast, we successfully ampli-
fied the virulence-related gene [18] by LAMP with primers designed by the software. This gene
is a robust diagnostic target because it is specific for N. fowleri, which is important for diagnos-
tic identification; if primers are well-designed, it will allow for the highly specific identification
of N. fowleri from other Naegleria spp. (N. lovaniensis, N. australiensis, N. gruberi, N. ander-
soni, and N. jadini) and other protozoa, as described previously [26].

The specificity of the LAMP primers was tested by screening different DNAs derived not
only from N. gruberi, but also from different parasites which could be found in water samples
(including Acanthamoeba, Giardia, Cryptosporidium, Escherichia, Entamoeba, etc.) and other
pathogens that cause CNS diseases and symptoms similar to those observed in PAM (Toxoplas-
ma, Cryptococcus,Mycobacterium) (see Fig 1). Although the LAMP was not tested with closely
related animal model pathogens and thermophilic species of Naegleria, N. australiensis and N.
italica, and the commonly found thermophilic species, N. lovaniensis, it has extremely high
specificity, as the reaction only occurs when the six distinct regions within the DNA target are
recognized by the four primers [28]. Moreover, sequencing results of all positive LAMP results
from field water samples (Table 4) confirmed the ability of primers to specifically detect N.

Table 2. Lower limits of detection of LAMP and PCR assays.

(A) Lower limit detection test of spiked samples with DNA extracted by QIAamp DNA minikit

Sample type Trophozoites/reaction

104 103 102 10 1

Spiked water

LAMP +a + + + +

PCR + + + + +

Spiked CSF

LAMP + + + + +

PCR + + + + +

(B) Lower limit detection test of spiked samples DNA extracted by heating method

Sample type Trophozoites/reaction

104 103 102 10 1

Spiked water

LAMP + + + + ± (2/3)

PCR + + + + ± (1/3)

Spiked CSF

LAMP + + + + +

PCR + + + + ± (1/3)

a +, triplicated assay showed all positive; ±, triplicated assay showed both positive and negative (positive

number/test number);-, triplicated assay showed all negative.

doi:10.1371/journal.pone.0120997.t002
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fowleri alone. Based on the data described above, our newly developed LAMP method was
highly specific for N. fowleri. However, it has been reported that LAMP can result in non-tem-
plate amplification due to several factors, including the nature of LAMP primers and the reac-
tion conditions, which include high concentrations of primer and magnesium [29]. Therefore,
it may be necessary to optimize the system to ensure that the LAMP meet the requirements of
specificity and sensitivity.

This study also demonstrated that the LAMP method described here is highly sensitive in
spiked water and CSF samples. The detection limit of the PCR was 5 pg of N. fowleri DNA or 5
intact N. fowleri amoebae in spiked tap water and water collected in rivers and lakes [9]. In

Table 3. Categories of water samples tested in this study with numberN. fowleri-positive by LAMP and PCR.

Location and type of water (No. of sample) Area characteristic LAMP positive/examined PCR positive/examined

Nakhon Pathom Province Suburban 　 　

- Flood (80) 5/80 4/80

Nan Province Rural

- Rain (6) 1/6 0/6

- Surface (4) 1/4 1/4

- Ground (1) 1/1 0/1

- Stream (1) 0/1 0/1

Phayao Province Rural

- Surface (3) 1/3 1/3

Kanchanaburi Province Rural

- Rain (2) 0/2 0/2

- Ground (2) 0/2 0/2

Chantaburi Province Rural

- Rain (2) 0/2 0/2

- Tap (2) 1/2 1/2

- Ground (1) 1/1 1/1

Trat Province Rural

- Tap (1) 0/1 0/1

- Ground (1) 1/1 1/1

Trang Province Rural

- Rain (1) 0/1 0/1

- Surface (2) 1/2 1/2

- Ground (1) 0/1 0/1

Total (110)* 13/110 (11.8%) 10/110 (9%)

*P value for McNemar's test = 0.25

doi:10.1371/journal.pone.0120997.t003

Table 4. Agreement (Kappa) between the detection ofN. fowleri by LAMP and PCR in water samples.

No. of samples

PCR result LAMP positive LAMP negative Total Kappa value*

Positive 10 0 10 0.855

Negative 3 97 100

Total 13 97 110 　

*P <0.001

doi:10.1371/journal.pone.0120997.t004
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real-time PCRs, the detection limits were 1 copy of the Mp2Cl5 DNA sequence [6] and approx-
imately 3 cell equivalents in water samples [30]. Therefore, the detection of target DNA by
LAMP compared with detection by previous molecular methods was at least equivalent (Fig 2)
or more sensitive, which was confirmed by the results in Table 2B showing that the detection
limit of LAMP was as sensitive as the currently used assays for the detection of N. fowleri.

Many rapid detection assays have recently been developed and optimized to overcome con-
ventional culture and microscopy techniques to detect N. fowleri in clinical and environmental
samples. Many other studies also reported the superior sensitivity of real-time PCR over PCR,
immunohistochemistry, or culture [5, 8, 11, 30]. The total reaction time (60 min) used for
LAMP assay reported here was similar to real-time PCR assays developed by others [6, 8, 10,
11], but markedly faster than conventional PCRs [9, 25, 26] by at least 2–3 hours, therefore sig-
nificantly reducing assay time. Although real-time PCR assays are powerful, sensitive, and effi-
cient tools for detecting N. fowleri, the requirement of an expensive thermal cycler has limited
their application for field diagnostic tests. In contrast, the LAMP test requires only a dry block
or water bath for the amplification, which is the main benefit over real-time PCR. Moreover,
the possibility of using heat-processed samples without compromising sensitivity eliminates
the need for a conventional DNA extraction step, requires less equipment and reduces the like-
lihood of sample contamination, shortening the time taken compared with PCR-based tech-
niques (10 min by heating method vs. 20 min by DNA extraction kit or at least 2 h by standard
Phenol/Chloroform DNA extraction) [31]. However, a disadvantage of the LAMP with heating
method is that the DNA cannot be stored reliably long-term. [32]. Another advantage of the
LAMP method is the use of HNB, which aids in monitoring the reaction. It can be added to the
reaction mixture before incubation so that amplification is completed in a closed-tube system
and reduces the risk of carry-over contamination in the post-PCR process [33]. When com-
pared with other visible endpoint detection methods, such as visualization of turbidity, the
judgment of positive and negative results using HNB as a colorimetric endpoint indicator can
be easily distinguished by color changes (Fig 1) and this intercalating dye is also stable in solu-
tion for months [34].

In this study, 13 of the environmental samples were positive by LAMP and 10 by PCR. The
detection rates of the two assays did not differ (P>0.05) and there was excellent agreement be-
tween assays (Kappa value>0.81) [23], indicating that LAMP and PCR are similarly capable of
detecting N. fowleri in water. Of 80 floodwater samples tested, 5 and 4 were positive by LAMP
and PCR, respectively. Naegleria spp. and Acanthamoeba spp. were identified by culture during
the flood disaster in Chiang Mai, Thailand [35]. To date, this is the first report of the direct
identification of N. fowleri in flood water by molecular methods. In many areas of Thailand,
the flood rose so rapidly that countless people could not evacuate in time and had no way to es-
cape. Some made it to rooftops, others tried to find their way to a dry place by swimming
through the floodwaters [36]. In addition, many children took the opportunity to play and en-
gage in water-related activities during this time. Although there is no mention of PAM as a re-
sult of flooding, in a situation like this, identifying N. fowleri quickly would help to indicate
that clinicians should be aware of PAM and include it in the differential diagnosis of meningo-
encephalitis [37].

When the non-flood water was examined, again, higher numbers of N. fowleri were identi-
fied compared with PCR, with 1 ground and 1 rain positive samples for LAMP, which were
negative for PCR. The inconsistent results in this study are likely due to the lower detection
limit of the LAMP as shown in the tested spiked water samples. Another contributing factor
could be PCR inhibitors from the natural characteristics of environmental samples, which
could affect the Taq DNA polymerase used in conventional PCR but may not affect the Bst po-
lymerase used in LAMP [15, 38].
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Unfortunately, data from previous studies conducted in Thailand only showed the presence
of Naegleria spp. in environmental water from canals (1.4%) [39], natural or man-made lakes
(28.6%) [40], hot springs (35.3%) [41], and thermal water ponds (19%) [42]. Only 1 study re-
vealed the presence of N. fowleri in 10% of water samples (warm and fresh ponds in industrial
areas) as characterized by morphology, pathogenicity and pathology in rats [43]. The higher
prevalence of N. fowleri found in non-flood water samples in this study (26.6%) may be due to
the larger volume of collected water (1,000 ml vs. 300 ml in the previous study [43] or the
higher sensitivity of the LAMP technique (Table 2B).

N. fowleri has been isolated from soil, domestic water supplies, well water, artificially heated
industrial water sources, chlorinated swimming pools, natural hot springs and hot tubs [7, 44–
46]. The primary sources of water for many Thai citizens in rural areas are surface and ground-
water. Untreated domestic sewage and industrial waste-water have increased in the surface
water bodies [43]. It is unclear how N. fowleri were found in the tab and rain water in this
study. However, once introduced, they were able to colonize even though there is a small risk
associated with these kinds of water. Infection with N. fowleri was thought to be acquired
through modes other than conventional swimming or diving in ponds and lakes. Immersion of
the head in a trough of water in a school playground, total immersion in bathwater and playing
in a warm muddy puddle after rain have been described as sources of infection with the amoe-
ba [7]. N. fowleri have been detected in studies of household plumbing and related surfaces and
free-living amoeba are detected routinely in household plumbing and appurtenances. The Lou-
isiana homes neti pot deaths and the play slide death tested positive for N. fowleri at various
points in the premise plumbing [47–48].

One limitation to this study was the lack of real PAM specimens since cases are very rare.
Although the LAMP here demonstrated a good lower detection limit in spiked CSF, the practi-
cality of the technique is unclear without testing using clinical specimens [12]. Therefore, more
studies are needed to demonstrate the feasibility of the application of the highly sensitive and
specific LAMP assay to clinical specimens such as CSF, tissues or nasal discharges as well as to
other types of environmental samples e.g. soil, dust etc. Moreover, the LAMP assay could be
further developed into a real-time quantitative format [38], to assess the risk of PAM in associ-
ation with the number of parasites.

In conclusion, for the first time we successfully developed a LAMP assay with significant po-
tential for development into a field-based diagnostic system. It could be used away from the
laboratory and in environments where access to expensive equipment is not possible, since it
requires minimal equipment for both DNA extraction and subsequent LAMP analysis. Howev-
er, further study of the LAMP method using real clinical specimens and a larger number of en-
vironmental samples will be needed to validate the assay. Such a test might help to apply the
appropriate treatment in clinical practice, or for use in large-scale epidemiological studies in
the future.

Supporting Information
S1 Fig. Map showing the sampling areas from different water sources in this study.
(TIF)

Acknowledgments
We thank Dr. Saengduen Moonsom and Mr. Amorn Lekkla for assistance in the laboratory.

LAMP for Detection of Naegleria fowleri

PLOSONE | DOI:10.1371/journal.pone.0120997 March 30, 2015 12 / 15

http://www.plosone.org/article/fetchSingleRepresentation.action?uri=info:doi/10.1371/journal.pone.0120997.s001


Author Contributions
Conceived and designed the experiments: AM AR. Performed the experiments: AM AR CS.
Analyzed the data: AM SS. Contributed reagents/materials/analysis tools: AM HM SP AR KK
YS DN. Wrote the paper: AM HM.

References
1. Trabelsi H, Dendana F, Sellami A, Sellami H, Cheikhrouhou F, Neji S, et al. Pathogenic free-living

amoebae: epidemiology and clinical review. Pathol Biol (Paris). 2012; 60: 399–405. doi: 10.1016/j.
patbio.2012.03.002 PMID: 22520593

2. Preston TM, King CA. Locomotion and phenotypic transformation of the amoeboflagellate Naegleria
gruberi at the water-air interface. J Eukaryot Microbiol. 2003; 50: 245–251. PMID: 15132167

3. Marciano-Cabral F. Biology of Naegleria spp. Microbiol Rev. 1988; 52: 114–133. PMID: 3280964

4. da Rocha-Azevedo B, Tanowitz HB, Marciano-Cabral F. Diagnosis of infections caused by pathogenic
free-living amoebae. Interdiscip Perspect Infect Dis. 2009; 2009: 251406. doi: 10.1155/2009/251406
PMID: 19657454

5. Heggie TW. Swimming with death: Naegleria fowleri infections in recreational waters. Travel Med Infect
Dis. 2010; 8: 201–206. doi: 10.1016/j.tmaid.2010.06.001 PMID: 20970721

6. Madarova L, Trnkova K, Feikova S, Klement C, Obernauerova M. A real-time PCR diagnostic method
for detection of Naegleria fowleri. Exp Parasitol. 2010; 126: 37–41. doi: 10.1016/j.exppara.2009.11.001
PMID: 19919836

7. Marciano-Cabral F, MacLean R, Mensah A, LaPat-Polasko L. Identification ofNaegleria fowleri in do-
mestic water sources by nested PCR. Appl Environ Microbiol. 2003; 69: 5864–5869. PMID: 14532037

8. Robinson BS, Monis PT, Dobson PJ. Rapid, sensitive, and discriminating identification of Naegleria
spp. by real-time PCR and melting-curve analysis. Appl Environ Microbiol. 2006; 72: 5857–5863.
PMID: 16957204

9. Reveiller FL, Cabanes PA, Marciano-Cabral F. Development of a nested PCR assay to detect the path-
ogenic free-living amoebaNaegleria fowleri. Parasitol Res. 2002; 88: 443–450. PMID: 12049462

10. Qvarnstrom Y, Visvesvara GS, Sriram R, da Silva AJ. Multiplex real-time PCR assay for simultaneous
detection of Acanthamoeba spp., Balamuthia mandrillaris, andNaegleria fowleri. J Clin Microbiol. 2006;
44: 3589–3595. PMID: 17021087

11. Schild M, Gianinazzi C, Gottstein B, Muller N. PCR-based diagnosis of Naegleria sp. infection in forma-
lin-fixed and paraffin-embedded brain sections. J Clin Microbiol. 2007; 45: 564–567. PMID: 17121998

12. McKenna JP, Fairley DJ, Shields MD, Cosby SL, Wyatt DE, McCaughey C, et al. Development and clin-
ical validation of a loop-mediated isothermal amplification method for the rapid detection of Neisseria
meningitidis. Diagn Microbiol Infect Dis. 2011; 69: 137–144. doi: 10.1016/j.diagmicrobio.2010.10.008
PMID: 21251556

13. Mori Y, Notomi T. Loop-mediated isothermal amplification (LAMP): a rapid, accurate, and cost-effective
diagnostic method for infectious diseases. J Infect Chemother. 2009; 15: 62–69. doi: 10.1007/s10156-
009-0669-9 PMID: 19396514

14. Tomita N, Mori Y, Kanda H, Notomi T. Loop-mediated isothermal amplification (LAMP) of gene se-
quences and simple visual detection of products. Nat Protoc. 2008; 3: 877–882. doi: 10.1038/nprot.
2008.57 PMID: 18451795

15. Liang SY, Chan YH, Hsia KT, Lee JL, Kuo MC, Hwa KY, et al. Development of loop-mediated isother-
mal amplification assay for detection of Entamoeba histolytica. J Clin Microbiol. 2009; 47: 1892–1895.
doi: 10.1128/JCM.00105-09 PMID: 19321720

16. Lek-Uthai U, Passara R, Roongruangchai K, Buddhirakkul P, Thammapalerd N. Rapid identification of
Acanthamoeba from contact lens case using loop-mediated isothermal amplification method. Exp Para-
sitol. 2009; 121: 342–345. doi: 10.1016/j.exppara.2008.12.009 PMID: 19135994

17. Nacapunchai D, LamomC, Ruangsittichai C, Sriwichai P. Isolation of free-living amebae from soil and
water resources in Thailand. J Trop Med Parasitol. 1999; 22: 22–26.

18. HuWN, Kopachik W, Band RN. Cloning and characterization of transcripts showing virulence-related
gene expression in Naegleria fowleri. Infect Immun. 1992; 60: 2418–2424. PMID: 1587609

19. Puzon GJ, Lancaster JA, Wylie JT, Plumb IJ. Rapid detection ofNaegleria fowleri in water distribution
pipeline biofilms and drinking water samples. Environ Sci Technol. 2009; 43: 6691–6696. PMID:
19764236

LAMP for Detection of Naegleria fowleri

PLOSONE | DOI:10.1371/journal.pone.0120997 March 30, 2015 13 / 15

http://dx.doi.org/10.1016/j.patbio.2012.03.002
http://dx.doi.org/10.1016/j.patbio.2012.03.002
http://www.ncbi.nlm.nih.gov/pubmed/22520593
http://www.ncbi.nlm.nih.gov/pubmed/15132167
http://www.ncbi.nlm.nih.gov/pubmed/3280964
http://dx.doi.org/10.1155/2009/251406
http://www.ncbi.nlm.nih.gov/pubmed/19657454
http://dx.doi.org/10.1016/j.tmaid.2010.06.001
http://www.ncbi.nlm.nih.gov/pubmed/20970721
http://dx.doi.org/10.1016/j.exppara.2009.11.001
http://www.ncbi.nlm.nih.gov/pubmed/19919836
http://www.ncbi.nlm.nih.gov/pubmed/14532037
http://www.ncbi.nlm.nih.gov/pubmed/16957204
http://www.ncbi.nlm.nih.gov/pubmed/12049462
http://www.ncbi.nlm.nih.gov/pubmed/17021087
http://www.ncbi.nlm.nih.gov/pubmed/17121998
http://dx.doi.org/10.1016/j.diagmicrobio.2010.10.008
http://www.ncbi.nlm.nih.gov/pubmed/21251556
http://dx.doi.org/10.1007/s10156-009-0669-9
http://dx.doi.org/10.1007/s10156-009-0669-9
http://www.ncbi.nlm.nih.gov/pubmed/19396514
http://dx.doi.org/10.1038/nprot.2008.57
http://dx.doi.org/10.1038/nprot.2008.57
http://www.ncbi.nlm.nih.gov/pubmed/18451795
http://dx.doi.org/10.1128/JCM.00105-09
http://www.ncbi.nlm.nih.gov/pubmed/19321720
http://dx.doi.org/10.1016/j.exppara.2008.12.009
http://www.ncbi.nlm.nih.gov/pubmed/19135994
http://www.ncbi.nlm.nih.gov/pubmed/1587609
http://www.ncbi.nlm.nih.gov/pubmed/19764236


20. U.S. Environmental Protection Agency (USEPA). Method 1623: Cryptosporidium and Giardia in water
by filtration/IMS/FA. Office of Water, U.S. Environmental Protection Agency, Washington, DC; 2005.

21. Adams ER, Schoone GJ, Ageed AF, Safi SE, Schallig HD. Development of a reverse transcriptase
loop-mediated isothermal amplification (LAMP) assay for the sensitive detection of Leishmania para-
sites in clinical samples. Am J Trop Med Hyg. 2005; 82: 591–596.

22. Armitage P, Berry G, Matthews JNS. Statistical methods in medical research. 4th ed. Massachusetts:
Blackwell Science; 2001.

23. Viera AJ, Garrett JM. Understanding interobserver agreement: the kappa statistic. FamMed. 2005; 37:
360–363. PMID: 15883903

24. Koloren Z, Avsar C, Sekeroglu ZA. [Diagnosis of protozoa by loop-mediated isothermal amplification:
(LAMP)]. Turkiye Parazitol Derg. 2010; 34: 207–211. doi: 10.5152/tpd.2010.16 PMID: 21391196

25. Ahmad AF, Lonnen J, Andrew PW, Kilvington S. Development of a rapid DNA extraction method and
one-step nested PCR for the detection of Naegleria fowleri from the environment. Water Res. 2011; 45:
5211–5217. doi: 10.1016/j.watres.2011.07.025 PMID: 21855956

26. Sparagano O. Differentiation of Naegleria fowleri and other Naegleriae by polymerase chain reaction
and hybridization methods. FEMSMicrobiol Lett. 1993; 110: 325–330. PMID: 8354466

27. Eiken Chemical Co., Ltd. A Guide to LAMP primer designing (PrimerExplorer V4). Available: http://
primerexplorer.jp/e/v4_manual/pdf/PrimerExplorerV4_Manual_1.pdf. Accessed 5 December 2014.

28. Li J, Macdonald J. Advances in isothermal amplification: novel strategies inspired by biological process-
es. Biosens Bioelectron. 2015; 64: 196–211. doi: 10.1016/j.bios.2014.08.069 PMID: 25218104

29. Tanner NA, Zhang Y, Evans TC Jr. Simultaneous multiple target detection in real-time loop-mediated
isothermal amplification. Biotechniques. 2012; 53: 81–89. doi: 10.2144/0000113902 PMID: 23030060

30. Behets J, Declerck P, Delaedt Y, Verelst L, Ollevier F. A duplex real-time PCR assay for the quantitative
detection of Naegleria fowleri in water samples. Water Res. 2007; 41: 118–126. PMID: 17097714

31. Njiru ZK, Mikosza AS, Armstrong T, Enyaru JC, Ndung'u JM, Thompson AR. Loop-mediated isothermal
amplification (LAMP) method for rapid detection of Trypanosoma brucei rhodesiense. PLoS Negl Trop
Dis. 2008; 2: e147. doi: 10.1371/journal.pntd.0000147 PMID: 18253475

32. Hodgetts J, Tomlinson J, BoonhamN, Gonzalez-Martin I, Nikolic P, Swarbrick P, et al. Development of
rapid in-field loop-mediated isothermal amplification (LAMP) assays for phytoplasmas. B Insectol.
2011; 64: S41–S42.

33. Goto M, Honda E, Ogura A, Nomoto A, Hanaki K. Colorimetric detection of loop-mediated isothermal
amplification reaction by using hydroxy naphthol blue. Biotechniques. 2009; 46: 167–172. doi: 10.2144/
000113072 PMID: 19317660

34. Bearinger JP, Dugan LC, Baker BR, Hall SB, Ebert K, Mioulet V, et al. Development and initial results of
a low cost, disposable, point-of-care testing device for pathogen detection. IEEE Trans Biomed Eng.
2011; 58: 805–808. doi: 10.1109/TBME.2010.2089054 PMID: 21342806

35. Wannasan A, Uparanukraw P, Songsangchun A, Morakote N. Potentially pathogenic free-living amoe-
bae in some flood-affected areas during 2011 Chiang Mai flood. Rev Inst Med Trop Sao Paulo. 2013;
55: 411–416. doi: 10.1590/S0036-46652013000600007 PMID: 24213194

36. Chaturongkasumrit Y, Techaruvichit P, Takahashi H, Kimura B, Keeratipibul S. Microbiological evalua-
tion of water during the 2011 flood crisis in Thailand. Sci Total Environ. 2013; 463–464: 959–967.

37. Ithoi I, Ahmad AF, Nissapatorn V, Lau YL, Mahmud R, Mak JW. Detection of Naegleria species in envi-
ronmental samples from Peninsular Malaysia. PloS One. 2011; 6: e24327. doi: 10.1371/journal.pone.
0024327 PMID: 21915311

38. Skotarczak B. Methods for parasitic protozoans detection in the environmental samples. Parasite.
2009; 16: 183–190. PMID: 19839263

39. Tiewcharoen S, Komalamisra N, Junnu V. Zymogram patterns of Naegleria spp isolated from natural
water sources in Taling Chan district, Bangkok. Southeast Asian J Trop Med Public Health. 2004; 35:
275–280. PMID: 15691124

40. Nacapunchai D, Kino H, Ruangsitticha C, Sriwichai P, Ishih A, Terada M. A brief survey of free-living
amebae in Thailand and Hamamatsu District, Japan. Southeast Asian J Trop Med Public Health. 2001;
32 Suppl 2: 179–182. PMID: 12041586

41. Lekkla A, Sutthikornchai C, Bovornkitti S, Sukthana Y. Free-living ameba contamination in natural hot
springs in Thailand. Southeast Asian J Trop Med Public Health. 2005; 36 Suppl 4: 5–9. PMID:
16438171

42. Jariya P, Singprasert P, Lertlaituan P, Lertlaituan P. Survey of ameba in stagnant waters of the north-
eastern Thailand. J Trop Med Parasitol. 1988; 11: 40–46.

LAMP for Detection of Naegleria fowleri

PLOSONE | DOI:10.1371/journal.pone.0120997 March 30, 2015 14 / 15

http://www.ncbi.nlm.nih.gov/pubmed/15883903
http://dx.doi.org/10.5152/tpd.2010.16
http://www.ncbi.nlm.nih.gov/pubmed/21391196
http://dx.doi.org/10.1016/j.watres.2011.07.025
http://www.ncbi.nlm.nih.gov/pubmed/21855956
http://www.ncbi.nlm.nih.gov/pubmed/8354466
http://primerexplorer.jp/e/v4_manual/pdf/PrimerExplorerV4_Manual_1.pdf
http://primerexplorer.jp/e/v4_manual/pdf/PrimerExplorerV4_Manual_1.pdf
http://dx.doi.org/10.1016/j.bios.2014.08.069
http://www.ncbi.nlm.nih.gov/pubmed/25218104
http://dx.doi.org/10.2144/0000113902
http://www.ncbi.nlm.nih.gov/pubmed/23030060
http://www.ncbi.nlm.nih.gov/pubmed/17097714
http://dx.doi.org/10.1371/journal.pntd.0000147
http://www.ncbi.nlm.nih.gov/pubmed/18253475
http://dx.doi.org/10.2144/000113072
http://dx.doi.org/10.2144/000113072
http://www.ncbi.nlm.nih.gov/pubmed/19317660
http://dx.doi.org/10.1109/TBME.2010.2089054
http://www.ncbi.nlm.nih.gov/pubmed/21342806
http://dx.doi.org/10.1590/S0036-46652013000600007
http://www.ncbi.nlm.nih.gov/pubmed/24213194
http://dx.doi.org/10.1371/journal.pone.0024327
http://dx.doi.org/10.1371/journal.pone.0024327
http://www.ncbi.nlm.nih.gov/pubmed/21915311
http://www.ncbi.nlm.nih.gov/pubmed/19839263
http://www.ncbi.nlm.nih.gov/pubmed/15691124
http://www.ncbi.nlm.nih.gov/pubmed/12041586
http://www.ncbi.nlm.nih.gov/pubmed/16438171


43. Jariya P, Tiewcharoen S, Junnu V, Lertlaituan P, Suvilhayanvi V. Survey of Naegleria fowleri, the caus-
ative agents of primary amebic meningoencephalitis in stagnant waters around a factory area in Thai-
land. Siriraj Hosp Gaz. 1997; 49: 222–229.

44. Maclean RC, Richardson DJ, LePardo R, Marciano-Cabral F. The identification ofNaegleria fowleri
from water and soil samples by nested PCR. Parasitol Res. 2004; 93: 211–217. PMID: 15138806

45. Tung MC, Hsu BM, Tao CW, Lin WC, Tsai HF, Ji DD, et al. Identification and significance of Naegleria
fowleri isolated from the hot spring which related to the first primary amebic meningoencephalitis (PAM)
patient in Taiwan. Int J Parasitol. 2013; 43: 691–696. doi: 10.1016/j.ijpara.2013.01.012 PMID:
23665128

46. Behets J, Declerck P, Delaedt Y, Verelst L, Ollevier F. Survey for the presence of specific free-living
amoebae in cooling waters from Belgian power plants. Parasitol Res. 2007; 100: 1249–1256. PMID:
17186275

47. Yoder JS, Straif-Bourgeois S, Roy SL, Moore TA, Visvesvara GS, Ratard RC, et al. Primary amebic
meningoencephalitis deaths associated with sinus irrigation using contaminated tap water. Clin Infect
Dis. 2012; 55: e79–85. doi: 10.1093/cid/cis626 PMID: 22919000

48. Cope J, Ratard R, Yoder JS, Sokol T, Causey J, Hill V, et al. First Primary Amebic Meningoencephalitis
Death Associated with Exposure to TapWater from a U.S. Treated Public DrinkingWater System.
IDWeek 2014. 10 October 2014. Available: https://idsa.confex.com/idsa/2014/webprogram/
Paper45542.html. Accessed 5 December 2014.

LAMP for Detection of Naegleria fowleri

PLOSONE | DOI:10.1371/journal.pone.0120997 March 30, 2015 15 / 15

http://www.ncbi.nlm.nih.gov/pubmed/15138806
http://dx.doi.org/10.1016/j.ijpara.2013.01.012
http://www.ncbi.nlm.nih.gov/pubmed/23665128
http://www.ncbi.nlm.nih.gov/pubmed/17186275
http://dx.doi.org/10.1093/cid/cis626
http://www.ncbi.nlm.nih.gov/pubmed/22919000
https://idsa.confex.com/idsa/2014/webprogram/Paper45542.html
https://idsa.confex.com/idsa/2014/webprogram/Paper45542.html


<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /CMYK
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments true
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<

    /BGR <>
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e9ad88d2891cf76845370524d53705237300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc9ad854c18cea76845370524d5370523786557406300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /CZE <>
    /DAN <>
    /DEU <>
    /ESP <>
    /ETI <>
    /FRA <>
    /GRE <>

    /HRV (Za stvaranje Adobe PDF dokumenata najpogodnijih za visokokvalitetni ispis prije tiskanja koristite ove postavke.  Stvoreni PDF dokumenti mogu se otvoriti Acrobat i Adobe Reader 5.0 i kasnijim verzijama.)
    /HUN <>
    /ITA <>
    /JPN <FEFF9ad854c18cea306a30d730ea30d730ec30b951fa529b7528002000410064006f0062006500200050004400460020658766f8306e4f5c6210306b4f7f75283057307e305930023053306e8a2d5b9a30674f5c62103055308c305f0020005000440046002030d530a130a430eb306f3001004100630072006f0062006100740020304a30883073002000410064006f00620065002000520065006100640065007200200035002e003000204ee5964d3067958b304f30533068304c3067304d307e305930023053306e8a2d5b9a306b306f30d530a930f330c8306e57cb30818fbc307f304c5fc59808306730593002>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020ace0d488c9c80020c2dcd5d80020c778c1c4c5d00020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /LTH <>
    /LVI <>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken die zijn geoptimaliseerd voor prepress-afdrukken van hoge kwaliteit. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /POL <>
    /PTB <>
    /RUM <>
    /RUS <>
    /SKY <>
    /SLV <>
    /SUO <>
    /SVE <>
    /TUR <>
    /UKR <>
    /ENU (Use these settings to create Adobe PDF documents best suited for high-quality prepress printing.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /ConvertToCMYK
      /DestinationProfileName ()
      /DestinationProfileSelector /DocumentCMYK
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure false
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles false
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /DocumentCMYK
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /UseDocumentProfile
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice


