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PURPOSE. This in vitro study aimed to evaluate the effect of implant connection design (external vs. internal) on 
the fit discrepancy and torque loss of zirconia and titanium abutments. MATERIALS AND METHODS. Two 
regular platform dental implants, one with external connection (Brånemark, Nobel Biocare AB) and the other 
with internal connection (Noble Replace, Nobel Biocare AB), were selected. Seven titanium and seven 
customized zirconia abutments were used for each connection design. Measurements of geometry, marginal 
discrepancy, and rotational freedom were done using video measuring machine. To measure the torque loss, 
each abutment was torqued to 35 Ncm and then opened by means of a digital torque wrench. Data were 
analyzed with two-way ANOVA and t-test at α=0.05 of significance. RESULTS. There were significant differences 
in the geometrical measurements and rotational freedom between abutments of two connection groups (P<.001). 
Also, the results showed significant differences between titanium abutments of internal and external connection 
implants in terms of rotational freedom (P<.001). Not only customized internal abutments but also customized 
external abutments did not have the exact geometry of prefabricated abutments (P<.001). However, neither 
connection type (P=.15) nor abutment material (P=.38) affected torque loss. CONCLUSION. Abutments with 
internal connection showed less rotational freedom. However, better marginal fit was observed in externally 
connected abutments. Also, customized abutments with either connection could not duplicate the exact 
geometry of their corresponding prefabricated abutment. However, neither abutment connection nor material 
affected torque loss values. [ J Adv Prosthodont 2017;9:271-7]
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INTRODUCTION

Replacing teeth with dental implants is a common practice 
in dental treatments.1 Recently ceramic implant abutments 
have been used regularly in implant dentistry because of  
their esthetic benefits such as a better translucency and the 
elimination of  the gray color associated with metal compo-
nents that is transmitted through the peri-implant tissues.2,3

However, all-ceramic abutments may have mechanical 
limitations due to their brittleness, which makes them less 
resistant to tensile forces compared to metal abutments.4 

Hence, the capability of  all-ceramic implant restorations to 
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tolerate the functional forces in the oral cavity remains a 
concern.5 To overcome such disadvantages, ceramic abut-
ments using aluminum oxide have been developed and used 
in clinic. Although aluminum oxide abutments presented 
the advantage of  optical translucency and proper fit with 
the implant, they may not be strong enough to withstand 
heavy masticatory forces.6,7 With high fracture strength, 
abrasion resistance, and biocompatibility of  zirconia abut-
ments, mechanical disadvantages of  ceramic materials have 
been diminished.3,8 Consequently, zirconia abutments are 
the most appropriate ceramic substitute for conventional 
titanium abutments and are available in many different 
implant systems.

The implant-abutment connection design can be either 
internal or external.8 Several articles have compared biome-
chanical stability of  these two implant connection designs.9-15 
External connections have been demonstrated to orient the 
abutment in single tooth prostheses and benefit by working 
as an anti-rotational mechanism. On the other hand, there 
are also some biomechanical difficulties that are associated 
with this type of  connection such as loosening or a fracture 
of  the abutment and prostheses screws.16 A number of  
studies have revealed that internal implant-abutment con-
nections are superior to external connections regarding the 
long-term stability of  the implant-abutment complex.8,17,18 
Moreover, an internal conical connection has been demon-
strated to display excessively higher in vitro strength than an 
external hexagonal connection because of  its higher resis-
tance to bending; In addition, the incidence of  abutment 
screw fracture is lower with the internal connections.8,17-19

Fabricating methods of  all-ceramic abutments are differ-
ent as well. They could be either prefabricated or custom-
ized. Although prefabricated zirconia abutments are stan-
dardized and easy to use, they are often not able to afford 
morphologic demands of  dental implant esthetics such as 
desired tooth dimensions and soft tissue contours.20 
CAD⁄CAM	(computer	aided	designed/computer	aided	man-
ufactured) technology has proven its capability to fabricate 
prosthetic restorations in comparison with conventional 
techniques.21,22 Accordingly, for their advantageous charac-
teristics such as customizable design, accurate fit, and higher 
resistance,23,24 customized ceramic abutments that are fabri-
cated using either CAD/CAM, MAD/CAM (manually aid-
ed designed/computer aided manufactured) or MAD/
MAM (manually aided designed/manually aided manufac-
tured) systems have been suggested to be used as substitutes 
for prefabricated titanium and ceramic abutments in esthetic 
regions.25,26

Beside physical properties and biocompatibility, an accu-
rate fit of  any dental restoration is vital to its long-term suc-
cess.27-30 Lack of  precise fit at the implant-abutment inter-
face may lead to biological and biomechanical problems.31 
Vertical and horizontal misfits apply loads to different 
restorative components such as implants and bones2,32 and 
could cause screw loosening, screw fracture, possible micro-
fracture of  bone, partial ischemia, crestal bone loss, and 
even loss of  osseointegration.1 Lack of  fit between compo-

nents may contribute to loss of  preload in the screws. Since 
screw-joint integrity is reliant on the preservation of  pre-
load, this change may result in screw loosening or fracture.33

Several studies have found a direct connection between 
rotational freedom and screw loosening at the implant-abut-
ment interface.27,34-41 Binon34 reported that when the rota-
tional misfit increased from 2 degrees to 3 degrees, the aver-
age number of  cycles before a screw loosening decreased 
from 6.7 million cycles to 4.9 million cycles (26%). 
Therefore, clinical complications may occur in case of  high-
er degree rotational misfit.

Moreover, torque loss is thought to be in association 
with “preload” and “settling,” the variables of  the joint sta-
bility. Preload is the tension generated in the screw after 
tightening which is necessary to keep the components 
together. However, settling is the flattening of  micro-rough-
ness of  the metal contacting surfaces after tightening the 
screw and reduces the clamping force that keeps the com-
ponents together.42 It is suggested that the screw loosening 
originates from the separation between the screw and abut-
ment surfaces, as well as the high stress levels generated 
over the screws.43 Investigations evaluating the misfit effect 
between the external hex of  the implant and the abutment 
screws verify a direct correlation between rotational free-
dom and abutment screw loosening at the abutment-
implant interface.34,35

A number of  studies have concentrated on abutments 
made using CAD/CAM technique and have presented 
reproducible outcomes.1,28,44-46 Nonetheless this system may 
need computer knowledge and is not always user friendly.27 
On the other hand, MAD/MAM (copy milling) system 
offers benefits such as a simple technique and low cost.27 
Therefore, this study was determined to evaluate the preci-
sion fit, rotational freedom, and torque loss of  customized 
zirconia and prefabricated titanium abutments in both inter-
nal and external implant systems. The null hypothesis was 
that there was no difference between precision fit and 
torque loss of  titanium and customized zirconia abutments 
of  internal and external implants.

MATERIALS AND METHODS

Two regular platform dental implants were used in this 
investigation. One of  these implants had the standard exter-
nal hexagon of  0.7 mm (Brånemark, Nobel Biocare AB, 
Göteborg, Sweden), and the other one had an internal con-
nection (Noble Replace, Nobel Biocare AB, Göteborg, 
Sweden). Two acrylic models were fabricated in which the 
implants were embedded perpendicular to the horizontal 
surface. Fourteen abutments of  3.75 mm diameter were 
used in each implant group, consisting of  7 customized zir-
conia abutments and 7 prefabricated titanium ones.

For the fabrication of  zirconia abutments, two prefabri-
cated titanium abutments of  each connection were imple-
mented as three dimensional models in the copy milling 
machine. Each three dimensional model was fixed in the 
copy milling unit (Zirkograph 025 ECO, Zirkonzahn 
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GmbH, Gais, Italy) and milled in partially yttrium stabilized 
zirconia (Y2O3) green stage blocks (ICE Zirkon, Zirkonzahn 
GmbH) according to the directions provided by the manu-
facturer. All abutments were made by an expert in the 
respective field. Copy-milled zirconia abutments were sin-
tered afterwards in a sintering oven (Zirkonofen 600/V2, 
Zirkonzahn GmbH) at 1500°C. During the sintering pro-
cess the temperature rose uniformly from 20°C to 1500°C 
in approximately 3 hours and was maintained at 1500°C for 
an additional 2 hours, according to the manufacturer’s 
instructions. After the sintering process, any bulges, voids, 
or discrepancies were removed, and abutments were visually 
tested (under magnification) to assure the absence of  any 
structural defects.

The primary part of  the study involved direct measure-
ment of  the abutment connection area as well as concen-
tricity measurement (Fig. 1). A video measuring machine 
(VMM) (Galileo video measuring machine, Starrett Precision 
Optical Limited, Jedburgh, Scotland) was employed to mea-
sure the three-dimensional lateral walls of  each connection 
area. Data obtained from the aforementioned procedure 
were used to juxtapose the measures of  internal and exter-
nal zirconia abutments with those of  titanium abutments.27

Secondarily, measurement of  the marginal discrepancy 
of  each abutment within implant was conducted. Fit accura-
cy was assessed by means of  VMM. Embedding each group 
of  implants in a holder, zirconia and titanium abutments 
were fixed to the implants by subjecting the abutment screws 
to a 35 Ncm torque. The vertical discrepancy was measured 
by placing the sample holder in the VMM in a manner that 
implant-abutment interface was positioned–horizontally. To 
determine the vertical discrepancy, the distance between two 
parallel lines representing the platform surface and the bot-
tom surface of  the abutment was measured. Afterwards, the 
horizontal misfit of  each specimen was measured by placing 
the sample holder in the VMM in a way that the implant-

abutment interface was positioned-vertically. The distance 
between two vertical lines traced parallel to the outer surface 
of  the implant platform and the outer surface of  the abut-
ment designated the horizontal distance between these two 
surfaces and was described as the horizontal misfit. The 
acquired data were then analyzed by utilizing the appropriate 
software (QC5000, Starrett Precision Optical Limited). For 
each abutment, the measurements were made at four prede-
termined reference locations around the abutment, and the 
mean values were reported as horizontal and vertical misfit 
of  each specimen.27

The third section of  the investigation was meant to 
determine the rotational misfit between the implant and 
abutment. In order to achieve this objective, abutments with 
a flag attached to their top were located on each implant 
that was immobilized in a holder. Subsequently, each abut-
ment was subjected to a counter clockwise torque and rotat-
ed until contact between the implant and abutment hexagon 
restricted any further rotation; VMM (Starrett Precision 
Optical Limited) was utilized to capture the positions. The 
rotational freedom was measured by calculating the angle 
between the flags in the two positions. All measurements 
were completed by a single qualified operator.27

In the final part of  the study, to assess the torque loss 
value, implants were fixed in a holding device. Then, as 
instructed by the manufacturer, zirconia and titanium abut-
ments were installed by applying 35 Ncm torque with a digi-
tal torque wrench (TQ-8800, Lutron, Taipei, Taiwan). After 
five minutes, the torque required to remove the abutment 
screw was measured. Each specimen was subjected to this 
procedure three times. The amount of  torque lost during 
the specified period was reported as a percentile fraction of  
the applied torque. All torque loss assessments were executed 
by a trained operator.27 The normal distribution of  the data 
was tested using the Kolmogorov-Smirnov test. Comparison 
of  the values between two groups of  variables (torque loss 
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Fig. 1.  Schematic depiction of geometrical (L1 - L6) and concentricity (C) measurements of both internal (left) and 
external (right) connection configurations.
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and horizontal gap) was performed using two-way ANOVA. 
Besides, comparison of  the values between the two groups 
of  different variable of  concentricity (geometry) was tested 
using Independent sample t-tests. Also, given the non-nor-
mality of  data on rotational freedom and vertical gap, the 
comparison of  the study groups in terms of  these variables 
was performed with a non-paramertic test of  Mann-
Whitney	U	test.	Statistical	significance	was	set	at	α	=	0.05.

RESULTS

The concentricity, marginal discrepancies, rotational free-
dom, and torque loss values of  zirconia and titanium abut-
ments of  both external and internal connections are pre-
sented in Table 1.

Two-way ANOVA analysis indicated that horizontal gap 
was significantly different between the abutments with dif-
ferent connections (P < .001), and the abutments with 
external connection showed less discrepancy. However, the 
abutment material did not have any significant impact on 
the horizontal gap (P =	 .14).	Also,	 according	 to	Mann-
Whitney analysis, abutment connection and material did not 
have a significant effect on the vertical gap (P > .05). 
However, according to Mann-Whitney test, abutment con-
nection and material significantly affected the rotational 
freedom (P < .001. Moreover, Two-way ANOVA analysis 
revealed that neither connection type (P =	 .15)	 nor	 abut-
ment material (P =	.38)	could	affect	the	torque	loss.

There was no significant difference in the vertical gap 
parameter between the customized zirconia abutments with 
internal and external connections (P > .05). Results also 
showed that the customized zirconia abutments with inter-
nal and external connections had significant differences in 
terms of  rotational freedom (P < .001). According to the 
t-test analysis, the customized abutments with either exter-
nal or internal connection did not show the exact geometry 
(concentricity) of  their corresponding prefabricated abut-
ments (P < .001).

In prefabricated groups, evaluating the vertical gap 
showed that there was a significant difference between the 
internal and external abutments (P < .001). In prefabricated 

groups, evaluating rotational freedom showed a significant 
difference between internal and external abutments (P < 
.001), and prefabricated abutments delivered better results 
in both groups.

DISCUSSION

The purpose of  the present study was to evaluate the effect 
of  implant connection types on the precision of  fit, rota-
tional freedom, and torque loss of  customized zirconia and 
prefabricated titanium abutments. According to the find-
ings, except for the torque loss values, both precision of  fit 
and rotational freedom parameters were affected by the 
implant connection in both groups of  abutments. In a study 
by Alikhasi et al.27 precision fit, rotational freedom and 
torque loss parameters of  customized zirconia abutments 
and prefabricated titanium abutments were compared. 
However, the effect of  implant connection on the fit and 
rotational freedom of  customized and prefabricated abut-
ments has not been addressed in previous studies. Almost 
all of  the related studies have investigated the effect of  
implant connection on the joint stability and stress distribu-
tion in this area.34-41 

According to Asvanund,15 implant-abutment geometry 
configuration could influence the interfacial stress/strain, 
and internal connection geometry created a lower level of  
stress as compared to the external one. This is probably due 
to the ability of  this type of  implant-abutment connection 
to distribute stresses more efficiently.17 Also, according to a 
review article by Gracis et al.,14 the most common complica-
tion in internal and external connections (with either zirco-
nia or metal-based abutments) is screw loosening, which 
happens more frequently in externally connected ones. The 
reason is related to the short and narrow configuration of  
an external hexagon connection which limits the engage-
ment of  the external part and also creates a short fulcrum 
point.32

The screw joint stability of  the implant-abutment con-
nection is influenced by the rotational freedom of  the abut-
ment on the implant,37-41 which itself  is influenced by the 
dimensions of  connection hexagon.2,34,35 According to 

Table 1.  The absolute mean values (± SD) of concentricity measurements, marginal discrepancy, rotational freedom, 
and torque loss measurements of the prefabricated and customized abutments with different connections

Parameter
External prefabricated External customized Internal prefabricated Internal customized

Mean SD Mean SD Mean SD Mean SD

Horizontal discrepancy (mm) 0.002 0.000 0.004 0.001 0.059 0.024 0.039 0.018

Vertical discrepancy (mm) 0.000 0.000 0.000 0.001 0.063 0.006 0.048 0.011

Rotational freedom (Deg) 0.970 0.110 7.911 0.545 0.000 0.000 4.645 0.224

Concentricity (mm) 0.014 0.001 0.038 0.006 0.014 0.002 0.034 0.007

Torque loss (Ncm) 13.42 1.12 14.20 3.43 11.43 2.22 11.86 5.90
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Binon,39,40 optimal joint stability necessitates rotational free-
dom of  less than 5 degrees. According to the finding of  the 
present study, a mean rotational freedom of  0.970 degrees 
was observed in the external prefabricated titanium abut-
ments, while the internal prefabricated ones showed no 
rotational misfit. According to Binon,34 rotational misfit of  
less than 2 degrees (as in external and internal prefabricated 
titanium abutments in the present study) resulted in the 
most stable screw joint. Similar findings for external config-
uration could also be found in the study of  Kano and his 
colleagues who stated the mean rotational freedom of  1.21 
± 0.57 degrees for the machined titanium abutments.37 

However, Carrilho and his colleagues reported a higher 
rotational freedom in the internal group compared to exter-
nal configuration group.41 On the other hand, zirconia abut-
ments with an external connection showed a mean rotation-
al freedom of  7.911 degrees which was almost as twice as 
greater than the ones with internal connections (4.645 
degrees). This property of  zirconia abutments may lead to 
clinical complications such as fracture of  the restoration or 
loosening of  abutment and prosthesis screws.

Also, in a comparison between rotational fit of  zirconia 
and titanium abutments with either external or internal con-
nection, less fit was observed for customized abutments. 
Therefore, it could be concluded that not only implant con-
nection design, but also the material and the method which 
has been used for the fabrication of  the abutment are the 
important factors for this quality. However, Vigolo et al. 
demonstrated that if  the laboratory stages are observed 
carefully in the fabrication of  zirconia and gold-machined 
UCLA abutments, changes in implant-abutment interface 
and rotational misfit will not happen.2,38 In another study by 
Vigolo et al.,1 the rotational freedom of  three types of  
Procera CAD/CAM abutments (titanium, zirconia and alu-
mina) was consistently verified to be not greater than 3 
degrees. Similarly, Garine et al.46 measured the rotational 
freedom of  five ceramic abutments (two of  them fabricated 
using CAD/CAM) and described rotational freedom of  less 
than 5 degrees for all of  them. However, the values report-
ed for customized zirconia abutments in the present study 
are higher than the values in these studies.

The present study also revealed that there was a signifi-
cant difference in horizontal misfit between two groups of  
internal and external abutment designs, regardless of  their 
composition. Externally connected abutments showed less 
horizontal gap. Additionally, less marginal discrepancy was 
observed in the prefabricated abutments with an external 
connection design. The reason might be the easier accessi-
bility to the external geometry to be read and duplicated by 
the scanner of  milling machine. Also, missing of  details 
during fabrication process of  the customized abutments or 
dimensional changes of  zirconia material might be responsi-
ble for their less fit as compared to the prefabricated titani-
um abutments. Furthermore, Abrahamsson et al.30 observed 
a greater microbial contamination for all-ceramic abutments 
due to a larger microgap as compared to the titanium abut-
ments.

The geometric measurement of  customized abutments 
with either connection showed less accuracy as compared to 
the prefabricated abutments. Butz et al.5 also stated that all-
ceramic abutments could not be machined as accurately as 
metal abutments. The precision of  zirconia abutments is 
dependent on several factors including the abutment-
implant connection type, the characteristics of  the raw stock 
zirconia, and the fabrication technique.3 The poor fit of  the 
customized abutments in the present study could also be 
associated with the fabrication processes and laboratorial 
stages such as the scanning process, compensatory software 
design, milling and 20% sintering shrinkage.21,22 Although 
designing a larger abutment could partially compensate the 
sintering shrinkage, the sintering procedure could cause dis-
crepancy in the abutment hexagon dimensions and affect 
the precision of  fit of  a customized zirconia abutment. 
According to Park et al.,3 marginal misfit of  the customized 
zirconia abutments were significantly higher than the pre-
fabricated zirconia abutments. However, the vertical gap at 
the horizontal ledge showed no difference between the pre-
fabricated zirconia and customized zirconia abutment 
groups which are in agreement with the findings of  this 
investigation for the internal group. Also, it should be men-
tioned that different reports on the microgap values at the 
abutment-implant interface may be the result of  using vari-
ous implant systems with different machining tolerance and 
also different measuring techniques in the studies.24

In determining the torque loss values, in spite of  signifi-
cant differences in the fit accuracy of  zirconia and titanium 
abutments of  both connections, torque maintenance was 
not affected by the connection type or abutment material. 
This finding is in accordance with the results reported by 
Barbosa et al.43 While vertical misfit is thought to be a possi-
ble cause of  screw loosening and torque loss, Barbosa dem-
onstrated that there was no evidence for relating the misfit 
at the implant-abutment interface to torque loss.43 Additionally, 
according to Kano et al.42 torque loss value of  all tested 
abutments was lower than the initial tightening torque 
regardless of  abutment material.

Using video measuring machine with high accuracy is 
one of  the advantages of  the present study. However, a lim-
itation of  this study was that the torque loss values of  cus-
tomized zirconia abutments with internal or external con-
nections were not measured and compared with prefabricat-
ed titanium abutments after cyclic loading. Also, comparing 
the studied qualities in other implant systems with different 
abutment materials could be the subject of  the future inves-
tigations.

CONCLUSION

Within the limitations of  this study, it could be concluded 
that customized zirconia abutments regardless of  the con-
nection type did not have an accurate rotational fit as pre-
fabricated titanium abutments. Also, abutments with exter-
nal connection showed superior marginal fit as compared to 
internal ones. Furthermore, internally connected abutments 
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(as compared to external ones) and prefabricated abutments 
(as compared to customized ones) showed less rotational 
freedom which is an important factor in the joint stability. 
However, losing or maintenance of  the applied torque was 
not related to the abutment material or connection. Also, 
none of  the customized abutments (with internal or exter-
nal connection) were an exact geometric duplicate of  their 
prefabricated abutment models.
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