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Measuring B-Type Natriuretic Peptide From Capillary Blood 
or Venous Sample: Is It the Same?
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Abstract

Background: In recent years, several systems have been implement-
ed to achieve quick and non-invasive measurements of B-type natriu-
retic peptide (BNP). Among them, AlereTM Heart Check (AHC) BNP 
test represents the most recent advancement. It is a rapid point-of-
care (POC) immunoassay, projected for measuring BNP directly from 
a capillary whole blood sample. This study aimed at comparing the 
analytical and clinical performances of this new POC to our reference 
method (Abbott Architect System).

Methods: One hundred eleven patients with stable chronic heart fail-
ure (CHF) referring to one cardiac rehabilitation center were enrolled 
from December 2013 to May 2015. These patients were subjected to 
a simultaneous capillary (AHC) and plasma (Abbott) BNP measure-
ments. Clinical and analytical performances of AHC were assessed 
and compared to the reference method.

Results: Capillary BNP showed a good correlation with the reference 
method (r = 0.94, P < 0.0001), although the values diverged when BNP 
was higher than 1,500 pg/mL. Indeed, the AHC had a relatively poor 
precision and the coefficient of variability was 10.1% and 18% for 
low and high controls, respectively. However, both methods showed 
similar diagnostic performances in discriminating the patients with 
heart failure in New York Heart Association (NYHA) class I from 
those belonging to NYHA classes II-III, with values of area under the 
curve (AUC) of 0.983 and 0.984, respectively, and equivalent sensi-
tivity, specificity, and positive and negative likelihood ratios.

Conclusion: The AHC BNP test is a good POC able to provide re-
liable information about the hemodynamic status of CHF patients, 
especially of those belonging to NYHA classes I-III.

Keywords: B-type natriuretic peptide; Point-of-care; Immunoassay; 
Heart failure; Capillary blood; Venous blood

Introduction

The B-type natriuretic peptide (BNP) and the amino-terminal 
fragment of the pro-B-type natriuretic peptide, known as NT-
proBNP, are currently seen as gold standard biomarkers for 
the diagnosis and prognostic stratification of heart failure, ac-
cording to international guidelines [1, 2]. These biomarkers 
are not only able to discriminate the origin of dyspnea (car-
diac versus non-cardiac dyspnea, e.g. bronchial asthma) in the 
setting of emergency medicine [1, 2], but they are also useful 
for better managing patients with stable chronic heart failure 
(CHF). Indeed, in the last decade, there have been develop-
ments in the concept of BNP-guided therapy, in which the se-
rial measurements of BNP over time are used to assess the 
effectiveness of drug treatment for heart failure, and to guide 
possible adjustments and modifications to dosage. However, 
the current methods for the measurement of BNP are invasive, 
requiring a venous blood sample (e.g. from the antecubital 
vein of the arm), with specific pre-analytical requirements in 
order to make the interpretation of the results feasible. In this 
context, the relative discomfort resulting from venipuncture 
and the relatively long period of time needed to get the test 
results could be an obstacle to a strict careful monitoring of 
the patient with repeated tests for BNP from venous blood. 
These constraints prevent the monitoring of the BNP levels 
at home or at the office of the general practitioner and require 
that patients are directed to centers for laboratory investiga-
tions. To overcome these limitations, some systems suitable 
for allowing rapid and non-invasive measurement of multi-
ple biological parameters, including the BNP [3], have been 
developed. Ideally, such a so-called “point-of-care” (POC) 
should measure the BNP from capillary blood, similarly to 
blood sugar measurement from the fingertip in diabetic pa-
tients. These POCs have many advantages, e.g., greater con-
venience and speed of detection of the results than in the ref-
erence methods. A system for detecting analytes at the bedside 
(POC) would enable easy and quick BNP monitoring even 
in a remote way, and would be useful for routine checks at 
the offices of the primary care physician or of the community 
cardiologist. In addition, POC may also be used in hospitals 
for the rapid monitoring of BNP-guided treatment of heart 
failure during an outpatient visit in the Department of Car-
diology and for a rapid triage of patients with acute dyspnea 
in the Emergency Department. However, although promising, 
the preparation and evaluation of a POC as a diagnostic rou-
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tine tool requires that this kind of method is conveniently as-
sessed to test adequately its reliability in comparison with the 
reference methods, i.e. those used in laboratories for blood 
analyses. Until a short time ago, the two POCs available for 
the measurement of BNP were the AlereTM Triage [4] and the 
Abbott i-STAT [5, 6], the latter using venous or arterial whole 
blood, while the former uses plasma treated with ethylenedi-
aminetetraacetic acid (EDTA) as a chelating agent (Table 1) 
[6-9]. In contrast, the AlereTM Heart Check BNP test is the 
first POC designed as a type of immunological assay for the 
measurement of BNP from whole untreated capillary blood. 
Two preview studies demonstrated the safety and feasibility 
of this test at home for patients [10] and healthcare providers 
[8]. However, no peer-reviewed studies have compared the 
AlereTM Heart Check BNP test with the reference methods 
used in the medical laboratory, except for the data provided by 
the AlereTM Heart Check BNP test compared with the Beck-
man Coulter Access II BNP assay [9]. Therefore, the aim of 
this study was to evaluate the clinical performance of this new 
POC to measure BNP by comparing it with our consolidated 
reference method (Abbott Architect System), as an analyti-
cal prerequisite for a large deployment of this system in the 
hospital.

Methods

Patients

We enrolled 111 patients with stable CHF who were followed 
at the two cardiac rehabilitation units that participated in our 
search (E.d’A. and S.M.d.P.) from February 2013 to January 
2015. For enrollment, only patients with CHF in New York 
Heart Association (NYHA) classes I-III were considered, ir-
respective of the origin (coronary artery disease, cardiomyo-
pathy, valvular disease, etc.) of their cardiac insufficiency. Pa-

tients with a clinical picture of instability (i.e., patients with 
acute decompensated heart failure) were excluded. Both CHF 
patients with reduced left ventricular ejection fraction (LVEF) 
and those with preserved LVEF were included in the study. 
Heart failure was defined as the inability of the heart to pump 
sufficiently to maintain blood flow to meet the body’s needs. 
For clinical categorization’s purposes, we used the NYHA 
classes, according to the usual significance attributed to each 
class, as reported in Table 2.

BNP measurements

These patients were subjected to simultaneous capillary (Aler-
eTM Heart Check System) and plasma (Abbott Architect Sys-
tem) BNP measurement. Plasma was obtained from EDTA 
blood samples centrifuged at 3,500 g for 15 min at 4 °C. Plas-
ma BNP was subsequently measured on an Abbott Architect 
i2000. The AlereTM Heart Check BNP test used capillary whole 
blood to measure BNP. This method was a one-step immuno-
assay that uses biotinylated anti-BNP monoclonal antibody 
and streptavidin-coated magnetic solid-phase particles that 
were used to attract the immune binding of latex particles cou-
pled with horseradish peroxidase and a monoclonal antibody 
fragment. This generated an electrochemical detection signal 
proportional to the level of BNP in the patient sample. The 
limits of detection were 10 - 4,955 pg/mL. The AlereTM Heart 
Check was ready to use on a static or mobile device; capillary 
blood obtained by pricking was deposited on a single-use test 
strip, and could be performed by patients themselves. There 
was no pre-analytical requisite for this method. Results were 
provided within 15 min. The Abbott Architect System was the 
lab-based system used in our hospitals for the routine measure-
ment of plasma BNP; this method was valid and considered 
as a reference method. It was based on a two-step sandwich 
immunoassay using monoclonal antibodies specific for human 
BNP; detection was done by chemiluminescence. The limits 

Table 1.  Comparison of the Analytical Performance of POC* and Lab-Based** BNP Assays [6, 8, 9]

System Sample type CV low control CV high control Reference
Abbott Architect** EDTA plasma 5.5% 3.2% [6]
Abbott i-STAT* EDTA whole blood 14% 9.8% [6]
Alere Heart Check* Capillary whole blood 10.1%

8.4%
18%
14.1%

This study
[8]

Alere Triage* EDTA plasma 9.2% 11.4% [9]

CV: coefficient of variation; EDTA: ethylenediaminetetraacetic acid.

Table 2.  NYHA Classification

NYHA class Symptoms
I Heart disease, but without resulting limitations of physical activity. Ordinary physical 

activity is not limited, but symptoms appear for activities out of the ordinary.
II The patient is fine at rest but ordinary physical activity causes the appearance of symptoms.
III Symptoms appear for even slight physical activities but the patient is fine at rest.
IV The patient is unable to carry out any activity; he has symptoms even at rest.
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of detection were 10 - 5,000 pg/mL. Unlike the AlereTM Heart 
Check, the Abbott Architect System required plasma to be ob-
tained from EDTA whole blood by centrifugation at 3,500 g 
for 15 min at 4 °C, within 4 h after collection. Results were 
provided within 15 min.

Analytical performance: precision

Repeatability was assessed by performing six repeated meas-
ures of the low and high BNP controls on the same day by the 

same operator using strips and controls from the same batch. 
Reproducibility was assessed by performing six measures of 
the low and high BNP controls per day, over three consecutive 
days using three different strip batches.

Statistical analysis

All statistical analyses were performed using the Stata version 
10 statistical software (StataCorp LP, College Station, TX, 
USA). Values were expressed as median (interquartile range), 

Table 3.  Characteristics of the Study Population (n = 111)

Characteristics
Age 58 (47 - 65)
BMI 24.7 (21 - 29.2)
Men 72 (65%)
NYHA I 62 (55.8%)
NYHA II 30 (27%)
NYHA III 19 (17.1%)
LVEF (≤ 50%) 54 (48.6%)
LVEF (> 50%) 57 (51.3%)
Patient history
  AF 34 (31%)
  Moderate-to severe CKD (eGFR< 60 mL/min/m2) 47 (42%)
  Hypertension 53 (48%)
  Diabetes 24 (22%)
  ICD/PM 17 (15%)
Etiology of heart failure
  Ischemic 49 (44.1%)
  Valvular 17 (15.3%)
  Hypertensive 22 (19.9%)
  Idiopathic 20 (18%)
  Others 3 (2.7%)
Biology
  eGFR (mL/min/m2) 67 (54 - 82)
  Hematocrit (%) 42 (39 - 45)
  Capillary BNP (pg/mL) 400 (245 - 678.75)
  Plasma BNP (pg/mL) 399 (246.5 - 699)
  Bilirubin (µmol/L) 13 (9 - 17)
Therapy
  Beta-blocker 100 (90%)
  Diuretics 82 (74%)
  ACE-I/ARB 94 (85%)

BMI: body mass index; NYHA: New York Heart Association; LVEF: left ventricular ejection fraction; 
CKD: chronic kidney disease; eGFR: estimated glomerular filtration rate; ICD: implantable cardio-
verter defibrillator; PM: pace-maker; BNP: B-type natriuretic peptide; ACE-I: angiotensin converting 
enzyme inhibitor; ARB: angiotensin receptor blocker.
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mean ± SD or number (%) as appropriate. The difference be-
tween capillary and plasma BNP was assessed by Mann-Whit-
ney test (independent samples). Linear regression analysis was 
made for evaluating the relationship between the BNP values, 
respectively measured by means of the AlereTM Heart Check 
System and Abbott Architect System, the latter being used as 
reference method. Thus, the regression coefficient (slope) and 
the correlation coefficient concerning the two methods of BNP 
measurement were calculated. Bland-Altman plot was built 
for highlighting the difference between the two techniques for 
the calculated BNP value, by plotting this difference against 
the averages of the two techniques. Receiver operator char-
acteristic curves were generated for evaluating the diagnostic 
accuracy of the two tests (AlereTM Heart Check and Abbott 
Architect). A P-value < 0.05 was considered significant.

Results

Clinical performance: characteristics of the study popula-
tion

From February 2013 to January 2015, we enrolled 111 patients 
with stable CHF, mostly men (65%), whose characteristics are 
presented in Table 3. Fifty-four patients (48.6%) had a reduced 
ejection fraction (≤ 50%) mainly due to ischemic cardiac dis-
ease, and 49 (44%) had symptomatic heart failure (NYHA 
functional classes II-III). The patients underwent two types of 
blood sampling, one venipuncture and one fingertip capillary 
blood sample.

Comparison between AlereTM Heart Check BNP test and 
the reference method

Overall, the BNP values obtained ranged between 95 and 2,178 
pg/mL using the AlereTM Heart Check, and between 89 and 
1,435 pg/mL using the Architect System. There was a strong 
positive correlation between the two measurements (r = 0.947, 
P < 0.0001), although the values diverged more when BNP 
was higher than 1,500 pg/mL (Fig. 1). Bland-Altman analysis 
confirmed this difference (bias of 46.9 pg/mL), some values 
above 1,500 pg/mL being outside the 95% limit of agreement 
(Fig. 2).

We compared both methods for their diagnostic accuracy 
in distinguishing the asymptomatic CHF patients, i.e. belong-
ing to NYHA functional class I, from those with symptoms, 
i.e. belonging to NYHA functional classes II-III. For this pur-
pose, we generated specific receiver operating characteristic 
curves. The methods (AlereTM Heart Check vs. Abbott Archi-
tect) showed similar diagnostic performances (Figs. 3 and 4) 
with values of area under the curve (AUC) of 0.983 and 0.984, 
respectively, and equivalent sensitivities, specificity, and posi-
tive and negative likelihood ratios.

We subsequently compared the results from capillary and 
plasma BNP measurements, according to the NYHA function-
al classification of dyspnea (Figs. 5-7). Below there are the 
pertinent findings, that we have found for each NYHA class 
by measuring the BNP levels in capillary whole blood (Alere 
Heart Check System) and EDTA plasma from venous sample 
(Abbott Architect System) respectively, expressed as median 
plus interquartile range. There was no statistical difference 

Figure 1. Distribution of capillary BNP measured on the Alere Heart Check system according to plasma BNP measured on the 
Abbott Architect System among the 111 patients with CHF, examined in the study. 
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Figure 2. Bland-Altman comparison of capillary and plasma BNP. 

Figure 3. In this ROC plot, there is the representation of the very good 
diagnostic performance (AUC = 0.983) of the Alere Check System as a 
tool for predicting a clinical picture of CHF belonging to NYHA classes 
II-IV. By adopting this method, the best diagnostic accuracy for identify-
ing a condition of NYHA class II or higher has been attributed to the 
BNP threshold value of 412 pg/mL. This means that this value, when 
derived from a measurement made by the Alere Check System on cap-
illary blood, is associated to the presence of heart failure symptoms 
with a sensitivity of 95.9% and a specificity of 91.9% (note on top of the 
graph). CHF: chronic heart failure; NYHA: New York Heart Association; 
ROC: receiver operating characteristic; AUC: area under the curve; 
BNP: B-type natriuretic peptide; pg: picogram. 

Figure 4. In this ROC plot, there is the representation of the very good 
diagnostic performance (AUC = 0.984) of the Abbott Architect System 
as a tool for predicting a clinical picture of CHF belonging to NYHA 
classes II-IV. The criterion value of 438 pg/mL has been identified as 
the BNP value that exhibits the best diagnostic accuracy for predict-
ing the presence of symptoms of heart failure. This means that this 
value, when the BNP measurement is done from plasma using the Ab-
bott Architect System, is associated with heart failure symptoms with 
the best combination of sensitivity and specificity (91.8% and 96.8%, 
respectively). CHF: chronic heart failure; NYHA: New York Heart As-
sociation; ROC: receiver operating characteristic; AUC: area under the 
curve; BNP: B-type natriuretic peptide; pg: picogram. 
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Figure 5. Comparison of capillary (Alere Heart Check System) and plasma (Abbott Architect System) BNP levels in patients with 
chronic heart failure NYHA class I (n = 62). 

Figure 6. Comparison of capillary (Alere Heart Check System) and plasma (Abbott Architect System) BNP levels in chronic heart 
failure patients with NYHA class II (n = 30). 
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between capillary and plasma BNP according to the NYHA 
class of patients (NYHA I: 245 pg/mL (168.5 - 348.25) vs. 
251 pg/mL (194 - 381); NYHA II: 610.5 pg/mL (500 - 765) vs. 
578.5 pg/mL (495 - 699); NYHA III: 1,223 pg/mL (923.75 - 
1,309.75) vs. 897 pg/mL (802.5 - 1,087.5)).

Discussion

In this study, we evaluated the clinical performance of a new 
method for the hematochemical diagnosis of cardiac decom-
pensation at the patient’s bedside, the AlereTM Heart Check 
system, by comparing it with our standard laboratory method 
(Abbott Architect), which measures the plasma BNP. Overall, 
the AlereTM Heart Check system showed good performance 
as evidenced by the good correlation with the results of the 
Abbott Architect found in the entire investigated cohort. Due 
to technical limitations, the POC testing methods are usually 
less accurate than the automata-based methods for quantify-
ing biomarkers. The AlereTM Heart Check system is no ex-
ception, and its accuracy falls within the range observed for 
other POCs measuring BNP at low concentrations of BNP 
[5] (Table 1). For higher concentrations of BNP, the AlereTM 
Heart Check system exhibited a relatively high coefficient 
of variation (18%) compared to other POCs, which is in line 
with the correlation rather low between the values of capillary 
(AlereTM Heart Check) and plasma (Abbott Architect) BNP at 
higher concentrations (> 1,500 pg/mL), as found in NYHA 
class III (see also the box-and-whisker plots displayed in Fig-

ures 5-7). A similar variation, related to the concentration, 
was also observed in lab-based essays such as the i-STAT 
Abbott (Fig. 1). These results suggest that the AlereTM Heart 
Check system is an optimal tool for accurate identification 
of BNP levels, when they are located within its low-to-mid 
range. Overall, these data strongly suggest that the AlereTM 
Heart Check system is reliable for measuring BNP in patients 
with CHF, particularly those within NYHA classes I-III, al-
though important changes to the BNP should be confirmed 
by lab-based tests. From a practical standpoint, this system 
is the only test for BNP from capillary blood; the Abbott i-
STAT and the AlereTM Triage systems used in emergency 
departments measure BNP using either venipuncture EDTA 
whole blood (Abbott i-STAT) or EDTA plasma (AlereTM Tri-
age). Therefore, the AlereTM Heart Check is the only non-in-
vasive system that uses capillary blood from the fingertip and 
could easily be implemented as a rapid method for evaluating 
BNP by the general practitioner, the community cardiologist 
or for home monitoring, as evidenced by the recent HABIT 
trial [10]. The differences observed between the two methods 
(AlereTM Heart Check and Abbott Architect) are quite small, 
which suggests that both could be used, in alternation, to fol-
low the efficacy of treatment in patients with CHF. Moreover, 
some ergonomic improvements could be made to facilitate the 
deposition of the blood droplet on the strip, which would re-
sult in fewer errors. In addition, the machine lacks traceability 
of the results since patients’ ID cannot be entered into the ma-
chine. Importantly, the data we obtained showed the AlereTM 
Heart Check BNP assay performed (AUC = 0.983) as well 

Figure 7. Comparison of capillary (Alere Heart Check System) and plasma (Abbott Architect System) BNP levels in chronic heart 
failure patients with NYHA class III (n = 19). 
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as the Abbott Architect assay (AUC = 0.984) in distinguish-
ing patients with asymptomatic (NYHA I) and symptomatic 
(NYHA II-III) CHF. These results suggest that the AlereTM 
Heart Check BNP assay could be used in an emergency to 
triage dyspneic patients. However, our data suggest that more 
studies are needed to validate this method in emergency con-
ditions. Indeed, capillary (AlereTM Heart Check) BNP was bi-
ased by 46.9 pg/mL (Bland-Altman plot in Fig. 2) compared 
to plasma (Abbott Architect) BNP. Currently, the algorithm 
available for the diagnosis of acute decompensated heart 
failure (ADHF) in international guidelines refers to a BNP 
cutoff of 100 pg/mL, i.e. ADHF can be excluded in acutely 
dyspneic patients whose BNP levels fall below this threshold 
value [1, 2]. Given the bias observed in our Bland-Altman 
comparison, the use of the AlereTM Heart Check system in 
emergency conditions will most likely overestimate patients 
who would fall into the gray zone of the BNP (100 - 400 pg/
mL), among acutely dyspneic patients, unless a new threshold 
is determined for this system.

Our study has many limitations. First, it was a study 
based on only two participating centers, with a small popula-
tion younger than the current population with CHF and a few 
women. However, the range of BNP measured was sufficiently 
broad to test the limits of the measurements. Compared to oth-
er POCs available for blood glucose, INR or plasma BNP, we 
postulate a higher cost than laboratory-based methods. How-
ever, cost-effectiveness should be evaluated in a larger-scale 
study, according to the aimed application, e.g. remote vs. in-
hospital monitoring.

Conclusions

The AlereTM Heart Check BNP test is a good POC for the man-
agement of heart failure despite a relatively poor precision in 
higher BNP values. There was good agreement between the 
AlereTM Heart Check system and the lab-based test (Abbott 
Architect System). Thus, further studies are required to evalu-
ate the real cost and real application of this device in emer-
gency departments or by patients at home.
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