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Abstract 

Continuous non-invasive blood pressure (BP) measurement can be realized by using 
pulse transit time (PTT) based on electrocardiogram (ECG) and pulse wave signal. 
Modulated magnetic signature of blood (MMSB) is a promising approach to obtain 
PTT. The origin of MMSB is critical to establish the relationship between MMSB and 
BP. In this paper, two possible origins of MMSB, blood disturbance mechanism and 
angular variation mechanism, are analyzed and verified through three control expe-
riments under different conditions. The influence of blood velocity alteration and 
blood volume alteration on magnetic field is investigated though blood flow simula-
tion system. It is found that MMSB comes mainly from the periodic blood flow while 
the perturbation caused by angular variation between sensitive axis of the magnetic 
sensor and geomagnetic field can be neglected. As to blood disturbance mechanism, 
the change of blood volume plays a decisive role while the effect of blood velocity al-
teration is negligible. 
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1. Introduction 

Blood pressure (BP) is one of the most important physiological parameters and it is 
closely related to human health. Normal BP can ensure normal blood circulation while 
high or low BP will be harmful to human health. Therefore, it is of great realistic signi-
ficance to monitor BP real-timely. Currently, researchers mainly utilize pulse transit 
time (PTT) to achieve non-invasive continuous BP measurement. The method com-
bined MMSB with electrocardiography (ECG) has been proposed to measure BP con-
tinuously [1] [2]. 
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However, the origin of MMSB is not clear enough for practical applications. Most 
researchers believe that it is the blood flow below the sensor in a pulsating fashion that 
alters the magnetic field intensity near the sensor and produces MMSB [2]. To put it 
another way, some people believe that MMSB reflects the disturbance of magnetic field 
caused by blood flow [3] [4], while others argue that the slight movement of the mag-
netic sensor during experiment can also bring interference [5] [6]. Therefore, discuss-
ing the origin of MMSB is momentous for developing a real-time blood pressure mon-
itoring system. 

2. Possible Origins of MMSB 

MMSB is usually obtained by a giant magneto-resistance (GMR) sensor above the radi-
al artery in the bias magnetic field generated by a permanent magnet. Compared with 
conventional sensors, GMR sensor has many advantages such as high sensitivity, high 
reliability, wide measurement range and small volume. It can detect imperceptible 
changes of magnetic field and collect signals from human body readily. In previous 
studies, two possible origins have been proposed. One is called blood disturbance me-
chanism and the other is called angular variation mechanism. Two mechanisms are set 
forth below. 

Periodic cardiac ejection makes some physical quantities related to blood flow 
change periodically such as blood velocity, vascular radius and blood pressure. Arterial 
blood and peripheral tissues have different permeability. Correspondingly, the induced 
magnetic fields by them are dissimilar. The magnetic field detected by GMR sensor 
changes as physical parameters change while peripheral tissue is almost constant com-
pared with blood. So, it can be considered that it is periodic blood flow that makes sur-
rounding magnetic field change periodically. This theory is called blood disturbance 
mechanism. 

That pulse beats can bring greater interference to the measurement by GMR sensor 
because the GMR sensor experiences small movement caused by pulse beating in the 
experiment [5]. The angle between sensitive axis of magnetic sensor and geomagnetic 
field changes as the position of the sensor alters. Accordingly, it will introduce an extra 
interference to the detected signal. It is believed that the displacement of GMR sensor 
contributes to the MMSB besides the periodic blood flow. This theory is called angular 
variation mechanism. Some researchers even estimate the interference caused by the 
displacement approximately and draw some conclusions [5]. 

3. Experimental Setup 

To get MMSB, a GMR sensor and a permanent magnet are essential. The MMSB acqui-
sition system consists of GMR sensor, permanent magnet, A/D converter and back-end 
processing circuit as shown in Figure 1. The permanent magnet is placed about 2 cen-
timeters away from the GMR sensor. This permanent magnet is only used to provide a 
bias magnet field so that the GMR sensor can work in the linear region. In other words, 
the magnet field generated by the permanent magnet at the position of GMR sensor is 
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constant because both the permanent magnet and GMR sensor are fixed on the circuit 
board. In order to obtain a clear signal and input it into computer, back-end processing 
circuit and A/D converter are designed as well. 

According to previous studies, MMSB may arise from periodic blood flow while it is 
still unclear whether blood velocity or blood volume plays a leading role. Hence, an 
extracorporeal blood flow simulation system is designed to verify which factor affects 
the magnetic field principally as shown in Figure 2 and Figure 3. 

As the two pictures show, the system mainly includes adjustable speed pump, rubber 
tubes, a DC variable speed motor and a flume. Both the motor and the pump can be 
controlled by the governor which can alter the speed by regulating the voltage across 
them and display the percentage at the same time. The pump can provide power for 
blood circulation just like the human heart. The rubber tubes are used to complete the 
circulation instead of blood vessels. We alter the blood velocity by utilizing governor 2 
and detect the magnetic field disturbed by blood flow at different speeds. The DC vari-
able speed motor is used to generate periodic stress with an oval swivel in order to make 
the blood volume change periodically. Governor 1 is necessary to adjust the motor’s 
 

 
Figure 1. The MMSB acquisition system. 

 

 
Figure 2. The extracorporeal blood flow simulation system. 
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Figure 3. The schematic view of the simulation system. 

 
speed and affect the pressure on the tube so that the blood volume can change as the 
human body. 

We can change blood velocity and blood volume respectively by using the simulation 
system. Therefore, we can investigate the influence of blood velocity alteration and 
blood volume alteration on magnetic field respectively. 

4. Results and Discussions 

We collect MMSB from normal environment, magnetic shielded state and fixed sensor 
state. Normal environment means that the signal is gathered under normal circums-
tances and the circuit board with GMR sensor is held by the other hand. Magnetic 
shielded state is created by a magnetic shielding cylinder. The arm and the sensor are 
put into the magnetic shielding cylinder and the signal is detected under the condition 
of magnetic shielded. Fixed sensor state is produced by using an iron stand. The sensor 
is fixed with an iron clamp in this situation. Figure 4 shows the signals under different 
conditions. 

As shown in Figure 4, MMSB signals under different conditions are extremely simi-
lar. In order to compare their size, we extract peaks of three MMSB signals respectively 
and list them in Table 1. 

By comparing three signals’ amplitude, it can be found that the amplitude of MMSB 
in normal environment is larger than that in magnetic shielded state while the ampli-
tude of MMSB in magnetic shielded state is larger than that in fixed sensor state. The 
reason for this phenomenon is that different signals are caused by different mechan-
isms. It is no doubt that all the signals are affected by blood disturbance mechanism. 
However, angular variation mechanism does not work in the fixed sensor condition. In 
other words, MMSB of fixed sensor state is produced only by blood disturbance me-
chanism. Since the amplitudes of three signals are different, there are new factors af-
fecting MMSB in normal environment and magnetic shielded state except blood dis-
turbance mechanism. 
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Figure 4. MMSB signals under different conditions. 
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Table 1. Magnitude of three MMSB signals. 

Number Normal Environment Magnetic Shielded State Fixed Sensor State 

1 34116 34095 34049 

2 34118 34086 34068 

3 34111 34091 34063 

4 34130 34063 34058 

5 34129 34091 34077 

6 34101 34094 34071 

7 34118 34055 34062 

8 34128 34088 34079 

9 34133 34074 34058 

10 34155 34102 34071 

Average 34123.9 34083.9 34065.6 

 
It is easy to be accepted that MMSB of normal environment is caused by blood dis-

turbance mechanism and angular variation mechanism at the same time. The geomag-
netic field in the magnetic shielding cylinder is almost zero. However, there is a per-
manent magnet in MMSB acquisition system and the permanent magnet can magnetize 
the magnetic shielding cylinder in a very short time. Thus, when collecting MMSB in 
magnetic shielding cylinder, magnetized cylinder is equivalent to a small magnet and it 
can bring interference though angular variation mechanism. To put it another way, 
MMSB of magnetic shielded state is also caused by two mechanisms at the same time. 
Since the magnetic field generated by magnetized cylinder is weaker than geomagnetic 
field, the influence of angular variation mechanism in magnetic shielded state is smaller 
than that in normal environment. 

Another possible factor affecting MMSB of fixed sensor state is measurement error. 
It is probable to lead to a slight increase in the distance between the sensor and blood 
owing to the fixed sensor compared with the other two conditions while the measure-
ment error mainly results from the longer distance. These explain thoroughly why the 
amplitude of MMSB in normal environment is maximal while the amplitude of MMSB 
in fixed sensor state is minimal. Although MMSB of normal environment and MMSB 
of fixed sensor state are caused by different mechanisms, the difference value of their 
amplitude is 58.3. The value of 58.3 takes up only 8.4 percent of the whole waveform. 
Considering the error caused by fixed sensor, angular variation mechanism’s contribu-
tion to MMSB is less than 8.4%. Therefore, we can conclude that MMSB is caused 
mainly by blood disturbance mechanism. 

Another set of experiments is mainly used to testify the effect of blood velocity alte-
ration and blood volume alteration on magnetic field. Firstly, we make the liquid flow 
in the rubber tube in a steady state and measure the magnetic induction under the tube 
at the speed of 0 m/s, 0.4 m/s and 0.8 m/s. The speed of the liquid can be regulated by 
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governor 2. It is calculated by a number of parameters such as the tube’s diameter, the 
rated speed of the motor and the percentage of governor 2. 

Table 2 lists magnetic inductions in the same position at various speeds and the unit 
of magnetic induction is milligauss. 

As shown in Table 2, there is little difference among magnetic inductions at various 
speeds. Moreover, the difference of these data is mainly from the noise and the experi-
menter’s posture. 

Then, we use the DC variable speed motor with an oval swivel to change the blood 
volume periodically. One of the most important criteria of the accuracy of the artificial 
signal is the MMSB’s period. Therefore, the signal’s period is modulated close to the 
human body by applying governor 1. The change of magnetic field is shown in Figure 
5. 
 
Table 2. Magnetic inductions at various speeds. 

Number 0 m/s 0.4 m/s 0.8 m/s 

1 19.52 19.58 19.51 

2 19.56 19.54 19.47 

3 19.59 19.56 19.53 

4 19.53 19.52 19.54 

5 19.55 19.50 19.60 

6 19.46 19.59 19.55 

7 19.48 19.53 19.58 

8 19.51 19.48 19.50 

9 19.56 19.51 19.47 

10 19.54 19.52 19.56 

Average 19.53 19.533 19.531 

 

 
Figure 5. Magnetic signals by changing volume periodically. 
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As shown in Figure 5, the change of magnetic field is extreme obvious. The differ-
ence value between maximum point and minimum point is about 1160 and it is almost 
twice as much as MMSB. So, we can conclude that blood volume alteration plays a cru-
cial role in blood disturbance mechanism while the effect of blood velocity alteration 
can be disregarded. 

5. Conclusion 

In this paper, two possible origins of MMSB are investigated. Theoretically, both blood 
disturbance mechanism and angular variation mechanism contribute to MMSB. For 
practical applications, MMSB is determined by blood disturbance mechanism rather 
than angular variation mechanism. The angular variation between sensitive axis of 
magnetic sensor and geomagnetic field can be neglected. In other words, it is blood vo-
lume alteration that makes magnetic field change regularly while blood velocity altera-
tion has little effect on magnetic field. This conclusion can be used for blood pressure 
measurement based on MMSB. 
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