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Retrieval of Unintended Migrated Detached Coil 
- Case Report -
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Owing to the rapid development of intervention techniques and devices, 
endovascular coil embolization of cerebral arteries has become standardized. 
It is particularly preferred when a patient presents with an unruptured in-
tracranial aneurysm of the posterior communicating artery (PcomA). 
However, the risk of thrombogenic complications of the coil migration 
may also result in a large cerebral infarction.

When coil migration occurs during embolization, a procedure for removal 
of the embolic coil should be performed immediately. We experienced a 
clinically rare case of migration of a framing coil to the distal middle cer-
ebral artery aneurysm during endovascular embolization of an unruptured 
PcomA aneurysm. The migrated coil was barely retrieved using snare 
techniques. 
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INTRODUCTION

Along with microsurgical clipping, endovascular 

coil embolization has become a widely selected option 

for treatment of intracranial aneurysms. With the 

growing use of endovascular therapeutic procedures, 

more unexpected procedure-related complications 

have been reported, and coil migration is reported to 

occur in 2-6% of intracranial aneurysms.5) Only a few 

clinical cases have been reported in relation to coil 

migration, and no proven treatment guidelines have 

yet been established; however, the results of coil mi-

gration complications are still devastating, and af-

fected patients require immediate salvage therapy.10)11)

In general, it is the final helical coils that tend to mi-

grate as a part of a procedural complication. Except in 

situations where the migration occurs with the helical 

type or due to a mismatch with the size of the aneur-

ismal sac, migration of the framing coils towards the 

end of the procedure is very rare. We experienced the 

migration of a framing coil to the distal middle cere-

bral artery after filling the aneurysmal sac with the 

framing and helical coil. We report on a case of fram-

ing coil migration where its retrieval was managed 

using a gooseneck snare (Amplatz Goose Neck® snare, 

SK200, eV3, Plymouth, MN, United States) leaving no 

neurologic sequelae in the patient.

CASE REPORT

A 40-year-old female presenting with chronic head-

aches for several years was admitted to our hospital. 
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Fig. 1. Pre-operative transfemoral cerebral angiography (TFCA). TFCA shows a right posterior communicating artery aneurysm. 

Through imaging studies of computed tomography 

angiography (CTA), a right unruptured posterior com-

municating artery (PcomA) aneurysm was discovered. 

She had no known medical history or past neuro-

logical disability. Results of transfemoral cerebral an-

giography (TFCA) confirmed an unruptured aneur-

ysm measuring 3.37 mm × 3.01 mm in size with a 

2.75 mm neck arising from the right PcomA (Fig. 1). 

We inserted an Excelsior® SL-10® micro catheter (45° 

shape) into the aneurysm using a Synchro®-14 microwire. 

Without stent placement, two coils (eV3 3D® 3 mm × 

6 cm, eV3 Helix® 2 mm × 4 cm, Plymouth, MN, United 

States) were successfully introduced and detached. In 

the process of complete obliteration by introducing 

the third coil (eV3 Helix® 2 mm × 3 cm, Plymouth, 

MN, United States), we detected a coil loop being ab-

normally released out from the aneurysmal sac when 

the detachment point was 2 mm away from the distal 

marker of a microcatheter. To avoid the risk of coil 

migration, an attempt was made to withdraw the last 

coil; nonetheless, the initially detached coil (eV3 3D® 

3 mm × 6 cm, Plymouth, MN, United States) was 

forced out from the aneurysm and migrated into the 

proximal middle cerebral artery (MCA) (M1) (Fig. 2). 

The other coil (eV3 Helix® 2 mm × 4 cm, Plymouth, 

MN, United States) remained within the aneurysmal 

sac. We attempted to capture the migrated framing 

coil using a gooseneck snare (Amplatz Goose Neck® 

Microsnare Kit, SK200, eV3, Plymouth, MN, United 

States), but the initial retrieval attempt failed as the coil 

had moved further towards the distal MCA (M3). After 

this failure, a 0.014 inch microcatheter (PROWLER® 

SELECTTM PLUS, Codman®, Raynham, MA, United 

States) was placed in the MCA, distal to the migrated 

coil, and the coil was then secured using a gooseneck 

snare. Immediately after the successful retrieval of the 

migrated framing coil, a stent (ENTERPRISETM VRD 

4.5 mm × 28 mm, Codman®, Raynham, MA, United 

States) was deployed in order to prevent further coil 

migration. Consequently, an intra-stent aneurysmal 

selection and one more coil (eV3 3D® 3 mm × 6 cm, 

Plymouth, MN, United States) insertion was carried 

out, and then the entire procedure was completed. 

The patient experienced no clinical symptoms, and 

was discharged two days after the procedure.
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Fig. 2. Roadmap images of the intra-operative angiography. (A, B) A microcatheter is located in the posterior communicating artery 
aneurysm, and two coils are inserted in the aneurysmal sac. (C) At the time of the third coil insertion, a coil loop protrudes to-
wards the parent vessel. (D) The initially detached coil has migrated to the middle cerebral artery. 

DISCUSSION

This clinical case reports on the process of securing 

a coil migration and the subsequent stent-assisted coil 

embolization of an unruptured PcomA aneurysm. In 

1995, Watanabe et al. reported the first case of re-

trieval of a migrated coil during the coil embolization 

of a ruptured aneurysm both in the superior cer-

ebellar artery and basilar bifurcation using the "twist" 

technique.10) Prestigiacomo et al., Koseoglu et al., and 

Fiorella et al. reported cases of securing a partial or 

total coil migration using a goosenecksnare.1)3)7)
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This case is authentic compared to the other cases of 

coil migration, as it involves the migration of a fram-

ing coil alone after embolization of an aneurismal sac 

using a framing coil and a helical coil. There are two 

different points to consider that distinguish this case 

from other cases of helical coil migration. First, there 

is a difference in the degree of difficulty in retrieving 

the framing coil compared to the helical coil. This is 

a rare case, thus not much comparable study has been 

done. However, when using the snare retrieval tech-

nique, one must remember that the retrieval catheter 

must be able to encircle the migrated coil. In this sit-

uation, it may be difficult for the retrieval catheter to 

pass through the framing coil, as it already has its 

own shape. On the other hand, the helical coil is usu-

ally soft and untangled, hence it is easier for the re-

trieval catheter to pass through the coil and capture 

it. The framing coil that had moved out from the 

aneurismal sac was migrating farther away distally 

during its retrieval, and there was the possibility of 

migration of the remnant helical coil within the sac. 

Theoretically, retrieval of the migrated coil after de-

ployment of a stent within the PcomA is ideal. 

However, this delays the retrieval start time, and 

stent insertion may burden the coil retrieval. In this 

case, we first captured the migrated coil, and then de-

ployed a stent in order to perform an intra-stent 

selection.

There are two methods for retrieval of a migrated 

coil: Surgical or endovascular removal. Usually, surgi-

cal removal is only performed when the endovascular 

retrieval procedure fails. Because there may be a de-

lay in the flow opening of the vessel, and the diffi-

culty itself of the surgical approach, the prognosis of 

the surgical method of removing a coil may not al-

ways be good.

In reviewing the published reports, three popular 

techniques and methods are used for endovascular 

coil retrieval: wire techniques, snare devices, and re-

triever devices. When using wire techniques for coil 

retrieval, which were used in the reports by Standard 

et al. and Lee et al., a microwire is shaped into a pig-

tail or J-shape Xpedeion balloon guidewire (MTI, 

Richmond, CA, United States); 0.010-in.microwires 

(Agility, Cordis, Bridgewater, NJ, United States) were 

used.4)8) Snare techniques use a distally looped wire. 

In 2004, Koseoglu et al. reported several cases of ef-

fective foreign body retrieval in various parts of vas-

cular structure, such as the MCA and superior vena 

cava.3) Koseoglu et al. used a nitinol gooseneck snare 

(Microvena, White Bear Lake, MN, United States), 

which has five sizes (5, 10, 15, 25, and 35 mm). The 

5 mm and 10 mm snare loops are applied using a 4 

Fr guiding catheter, while the larger snares are ap-

plied using a 6 Fr guiding catheter. In cases similar to 

ours, Koseoglu et al. decided on the size of the snare 

loop based on the vessel size first, and then the snare 

loop was advanced to encircle and pull out the mi-

grated coil. The Amplatz Goose Neck® Microsnare 

Kit, which was used in this article, is a commonly 

used device. The Amplatz Goose Neck® Microsnare is 

a one-loop device; hence, the rescue of migrated coils 

or stents may fail in certain situations. To overcome 

such limitations, multi-loop devices such as En Snare® 

(Merit Medical, South Jordan, UT, United States) have 

recently been developed, and are popular in practical 

fields. Unlike the Goose Neck Snare®, En Snare® is a 

three-loop device system, which is adaptable to a 

wide range of vessel types. The third type of medical 

device is a retriever device. There are usually two 

types of retriever devices: alligator and stent. Zoarski 

et al. reported on a case of retrieval of a migrated coil 

using an alligator retrieval device® (Chestnut Medical 

Technologies, Menlo Park, CA, United States), while 

Vora et al. used an L5 Merci® retriever (Concentric 

Medical, Mountain View, CA, United States) and 

O'Hare et al. used a X6 Merci® retriever (Concentrie 

Medical, Mountain View, CA, United States), Solitare® 

stent (ev3, Plymouth, MN, United States) in an effort 

to remove foreign bodies in the vascular structure.2)6)9)

The snare device is designed with loops where the 

shapes are smooth and flexible for intravascular safe-
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Fig. 3. The process of retrieving the migrated coil. (A, B, C) A Goose Neck Snare® (black arrow) is introduced for retrieval of the 
migrated coil, but the coil has further migrated to the distal middle cerebral artery from the proximal middle cerebral artery. (D) At 
the end, the coil is captured by the snare retriever and removed.

ty; however, there are no sharp margins in the device 

in which we might encounter difficulty in capturing 

and securing the intravascular fragments. The alli-

gator retrieval device has sharp ends, thus, when us-

ing it, the operator is required to use caution and to 

have abundant experience and skill in order to mini-

mize damage to the inner vessel walls. The stent-as-

sisted retrieval technique is derived from the idea of 

the stent-assisted removal of a thrombus. In 2014, Liu 

et al. reported a case of endovascular embolization of 

a PcomA aneurysm where the authors used Trevo de-

vices (Concentric Medical, Mountain View, CA, 
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United States) in an attempt to retrieve the migrated 

coil after experiencing failure in their attempt to re-

trieve the coil using the Alligator device (Chestnut 

Medical Technologies, Menlo Park, CA, United States). 

The stent-assisted method has some limitations com-

pared to the snare or the alligator retrieval techniques. 

The stent-assisted technique is not efficient at captur-

ing foreign fragments in tortuous and small vessels.

To the best of our knowledge, few studies compar-

ing and contrasting the advantages and disadvantages 

of the various retrieval methods have been reported. 

In addition, the rather low incidence of coil migration 

may not allow the operators to conduct large-scale 

prospective studies. Thus, it is natural for the oper-

ators to have a preference when choosing the appro-

priate device for uncommon but potentially cata-

strophic cases of coil migration. 

Loss of a device is an unwanted experience for the 

operator. In practice, the fracture and migration of en-

dovascular system devices can occur at any time, re-

sulting in various clinical complications for patients. 

Coil migration is a disastrous situation where the op-

erator is required to decide promptly to troubleshoot 

the problem by mobilizing expert help, if necessary. 

Even if the coil migration is detected in situ during 

the endovascular procedure, the distal occlusion of 

the affected vessel may not occur for hours, as long 

as a heparin infusion is maintained. When this hap-

pens, the operator must decide whether to use a sal-

vage method to retrieve the migrated coil or to shift 

the migrated coil to the most distal part of the af-

fected vessel in order to avoid a major cerebral 

infarction. Then, the optimal method of retrieval must 

be planned, based on the availability of the devices. 

We report on a case where an intra-procedural fram-

ing coil migration was retrieved using a snare techni-

que, in which the patient was treated without neuro-

logical deficit. However, in our retrospective review 

of the situation, the stent insertion should be consid-

ered initially. Despite successful introduction of the 

first and second coil embolizations, when an abnor-

mal coil action is noted during introduction of the 

third coil, the operator must stop and consider a stent 

insertion using the jailing technique. The coil migra-

tion could have been prevented if stent placement 

had been considered earlier in the process of review-

ing the CTA. Possible causes of coil migration in this 

case are as follows: a wide aneurysmal neck, in-

stability of the coil in the aneurysmal sac, excessive 

coil embolization, and removal of the last coil. All of 

these complex factors could have contributed to the 

resultant coil migration during the procedure.

CONCLUSION

Coil migration during endovascular treatment of an 

unruptured aneurysm is an emergent situation in 

which the operator is required to decide on the most 

appropriate salvage management technique in order 

to avoid devastating consequences. According to our 

experience, when there is a migration of a framing 

coil after embolization with the framing coil and the 

subsequent helical coil, there is a higher risk of fur-

ther migration of an embolic coil within the main cer-

ebral vessel. In addition, there is also a higher risk of 

migration of the remnant coil from the aneurismal sac 

after migration of the framing coil. The lower rate of 

such incidents leaves operators who have less experi-

ence with no standard protocol on hand. Nonetheless, 

operators must be prepared for unexpected situations 

during the procedure. The authors intend to share 

their unusual experience of framing coil migration to 

distal MCA during endovascular embolization of an 

unruptured PcomA aneurysm.
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