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Abstract: Bare metal stents have a proven safety record, but limited long-term efficacy due to 

in-stent restenosis. First-generation drug-eluting stents successfully countered the restenosis rate, 

but were hampered by concerns about their long-term safety. Second generation drug-eluting 

stents have combined the low restenosis rate of the first generation with improved long-term 

safety. We review the evolution of drug-eluting stents with a focus on the safety, efficacy, and 

unique characteristics of everolimus-eluting stents.
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Introduction
Since the advent of percutaneous intervention, the goal of interventional cardiology has 

been maximizing the safety and efficacy of coronary revascularization. Angioplasty was 

a successful antianginal therapy in the short term, but acute adverse events and a high 

rate of restenosis reduced its long-term effectiveness.1 While the introduction of bare 

metal stents improved upon the safety of angioplasty, long-term results were limited 

by neointimal hyperplasia leading to in-stent restenosis.2 Drug-eluting stents dramati-

cally reduced the in-stent restenosis seen with bare metal stents, but their long-term 

inhibition of neointimal growth slightly increased the risk of late-stent thrombosis.3 

Second-generation stents, with multiple improvements over the earlier drug-eluting 

stents, appear to preserve the antirestenotic benefits, while mitigating the long-term 

risk of stent thrombosis.4,5 We review the background of stent evolution to highlight 

the efficacy, safety, and unique qualities of everolimus-eluting stents, one of the most 

effective and safe second-generation drug-eluting stents.

Angioplasty
Percutaneous transluminal coronary angioplasty (PTCA) was pioneered as a solution 

for chronic angina. While modern medical therapy is appropriate as an initial strategy 

in stable patients with mild angina, roughly one third of patients develop progressive 

or refractory angina and require invasive treatment over time.6 The RITA-2 (second 

Randomised Intervention Treatment of Angina) study compared PTCA with medical 

therapy and demonstrated reduced angina and dyspnea, improved exercise capacity, 

and a reduced need for antianginal medications with PTCA.1

The success of PTCA was limited by concerns over safety and efficacy. In RITA-2, 

5% of patients in the PTCA arm had acute vessel closure or a flow-limiting dissection.1 

Even in successful procedures, restenosis was common. More than one-fifth of patients 
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required additional invasive procedures over the following 

3 years. In the era of PTCA, restenosis was attributable to 

three factors: early elastic recoil, arterial remodeling, and 

neointimal hyperplasia.7 It was to address these limitations 

that bare metal stents were developed.

Bare metal stents
Providing a structurally stable scaffold with high radial 

strength, stents reduced PTCA failure by preserving lumen 

integrity after balloon inflation and resisting post angioplasty 

vessel recoil. Indeed, stent implantation not only reduced 

the rate of acute vessel closure, but also reduced restenosis 

by approximately 30% compared with PTCA.2,8,9 Despite 

these improvements restenosis continued to occur at a rate 

of 20%–30%.2,8,10 This restenosis, resulting from vessel 

injury and a predictable, insidious proliferation of smooth 

muscle cells, typically occurs within 5–6 months after stent 

placement.11

Drug-eluting stents
Drug-eluting stents were developed in an effort to counter 

this proliferative process and reduce the rates of restenosis 

(Table 1). These stents, beginning with sirolimus-eluting 

stents in 2003 and paclitaxel-eluting stents in 2004, were 

designed to distribute antiproliferative drugs at the site of 

injury during the early phase of vessel healing.12–14

There are three components to a drug-eluting stent. The 

first is the stent platform. Early drug-eluting stents were made 

of stainless steel, with a transition to thinner strut composi-

tions such as cobalt chromium and platinum chromium. The 

second component is a polymer that controls the release 

of the eluting medication and the timing of drug delivery. 

Generally, polymers are a permanent part of the stent, with 

improvements over time, including the development of 

biocompatible and even bioabsorbable polymers. The final 

component is the eluting drug. Through the development 

of drug-eluting stents, each of these components has been 

changed in a continued search for the best means of prevent-

ing restenosis while preventing stent thrombosis.

First generation drug-eluting stents
Sirolimus
The drug rapamycin (sirolimus) was first discovered on Easter 

Island as a potential antifungal agent.15 Greater potential was 

later found for its anti-inflammatory and antiproliferative prop-

erties that have since made sirolimus a part of cancer therapy 

and transplant rejection treatment.16,17 It was these properties, 

which inhibit proliferation of leukocytes and smooth muscle 

cells, that rendered the drug attractive in preventing neointimal 

hyperplasia and clinical restenosis.18,19

The Cypher stent (Cordis®, Miami Lakes, FL) was the 

first drug-eluting stent approved in the United States. The 

stent was constructed of a 316 L stainless steel Bx Velocity™ 

platform with 140 µm struts. The platform was then covered 

with a biocompatible poly n-butyl methacrylate polymer 

and finally sirolimus,20 a combination that resulted in drug 

release over 30 days.

Although a number of smaller studies demonstrated 

the potential efficacy of sirolimus-eluting stents, RAVEL 

(Randomized Study with the Sirolimus-Coated Bx Velocity 

Balloon-Expandable Stent in the Treatment of Patients with 

de Novo Native Coronary Artery Lesions) was the first large 

study to compare sirolimus-eluting stents with bare metal 

stents, randomizing 238 patients undergoing percutaneous 

coronary intervention.12 At 1 year, patients treated with a 

sirolimus-eluting stent had significantly less late lumen loss 

(–0.01 mm versus 0.8 mm; P , 0.001), less angiographic 

restenosis (none in sirolimus-eluting stents versus 26.6% 

in bare metal stents; P , 0.001), and fewer major cardiac 

events. Importantly, this difference was driven entirely by 

restenosis. These encouraging early results persisted, and 

at 5 years the need for target vessel revascularization was 

significantly lower in patients with a sirolimus-eluting stent 

(11% versus 23%; P # 0.001).21

This was followed by the SIRIUS (sirolimus-eluting stents 

versus standard stents in patients with stenosis in a native 

coronary artery) study, in which patients with both stable and 

unstable coronary artery disease were randomized to receive 

a sirolimus-eluting stent or bare metal stent.13 At 9 months, 

significant reductions were seen in angiographic in-stent rest-

enosis (3% versus 35%; P # 0.001), late lumen loss (0.17 mm 

versus 1 mm; P # 0.001), and target lesion revasculariza-

tion (4% versus 17%; P # 0.001). As in RAVEL, the initial 

reduction in in-stent restenosis was sustained out to 5 years 

of follow-up, with target lesion revascularization being 

Table 1 Development of bare metal and drug-eluting stents led to 
a reduction in rates of abrupt closure, emergent CABG, restenosis 
and target lesion revascularization when compared with PTCA2,13,14

PTCA BMS DES

Abrupt closure 4% 1% 0%–0.2%
Death/emergency 
CABG

Death (0.4%) 
CABG (1.6%)

Death (0.4%) 
CABG (1.9%)

Death (0.2%) 
CABG (0%)

Restenosis 32% 22% 3.2%–3.4%
Target lesion  
revascularization

23.3% 13.5% 2.4%–3.6%

Abbreviations: BMS, bare metal stents; CABG, coronary artery bypass surgery; 
DES, drug-eluting stents; PTCA, percutaneous transluminal coronary angioplasty.
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significantly less frequent in patients receiving a sirolimus-

eluting stent (9.4% versus 24.2%; P # 0.001). Importantly, 

in a finding to be seen in other comparisons of bare metal 

stents and drug-eluting stents, no differences in myocardial 

infarction, death, or stent thrombosis were noted between the 

sirolimus-eluting stent and the bare metal stent.22

Even outside of selected study patient populations, real-

world registries have shown similar results. The RESEARCH 

(Rapamycin-Eluting Stent Evaluated At Rotterdam 

Cardiology Hospital) registry compared sirolimus-eluting 

stent outcomes with those in 450 historical controls treated 

with bare metal stents. Despite a higher incidence of 

multivessel disease, complex lesions, increased stent use, 

and bifurcation stenting, the sirolimus-eluting stent group 

had significantly fewer major adverse cardiac events (9.7% 

versus 14.8%; P = 0.008) and less ischemia-driven target 

vessel revascularization (3.7% versus 10.9%; P , 0.001) at 

one year of follow-up.23

The results seen in stable patients were later confirmed in 

those with ST elevation myocardial infarction. TYPHOON 

(the Trial to Assess the Use of the Cypher Stent in Acute 

Myocardial Infarction Treated with Balloon Angioplasty) 

randomized 712 patients with acute myocardial infarction to 

receive either a sirolimus-eluting stent or a bare metal stent 

and demonstrated that one-year rates of target lesion revascu-

larization were significantly reduced in patients treated with 

a sirolimus-eluting stent (5.6% versus 13.4%; P , 0.001). 

Additionally, there was significantly less late lumen loss in 

the sirolimus-eluting stent group (0.14 mm versus 0.83 mm; 

P , 0.001) at 8 months compared with bare metal stents.24

Paclitaxel
Paclitaxel was originally isolated from the bark of the Pacific 

yew tree. Its inhibition of microtubule breakdown during cell 

synthesis inhibits cellular replication and has made it an ideal 

platform for the treatment of malignancy. Like sirolimus, this 

antiproliferative property has also translated into a reduction 

in smooth muscle proliferation and consequently a reduction 

in in-stent restenosis.25

The Taxus stent (Boston Scientific, Natick, MA) was 

the first stent marketed with paclitaxel as the eluting 

agent. The stent was constructed on a 316 L stainless steel 

Express2 stent platform with 132 µm struts. A proprietary 

Transulte® [poly(styrene-b-isobutylene-b-styrene)] polymer 

bound paclitaxel to the platform and resulted in drug release 

over 90 days.

The Taxus series of studies examined the effect of 

paclitaxel-eluting stents compared with bare metal stents. 

Taxus I was a small first-in-man study in which patients 

were randomized to receive either a paclitaxel-eluting stent 

or a bare metal stent in a randomized, double-blind fashion. 

Follow-up at 12 months showed significant reductions in 

late lumen loss and minimal luminal diameter, as well as 

significantly less neointimal hyperplasia in patients treated 

with a paclitaxel-eluting stent.26 Taxus II, which included 

536 patients, examined the effects of slow-release and 

moderate-release formulations of paclitaxel compared with 

bare metal stents, and found similar significant reductions 

in neointimal formation and restenosis at 6 months, as well 

as reduced target lesion revascularization at 12 months.27 

Taxus IV definitively demonstrated the superiority of the 

paclitaxel-eluting stent in 1514 patients undergoing percu-

taneous coronary intervention randomized to receive a bare 

metal stent or a paclitaxel-eluting stent. In this large popula-

tion, paclitaxel-eluting stent implantation led to significant 

reductions in angiographic restenosis (8% versus 27%; 

P # 0.001) and target lesion revascularization (3% versus 

11%; P # 0.001), without a difference in stent thrombosis 

or myocardial infarction at 9 months.14

Finally, just as was seen with sirolimus-eluting stents, 

paclitaxel-eluting stents have been shown to reduce the need 

for target vessel revascularization when compared with bare 

metal stents in the setting of acute myocardial infarction. 

In the HORIZONS-AMI (Harmonizing Outcomes with 

Revascularization and Stents in Acute Myocardial Infarction) 

trial, 3006 patients were randomized in a 3:1 fashion to 

receive either a bare metal stent or a paclitaxel-eluting stent. 

In this study, the paclitaxel-eluting stents had significantly 

lower 12-month rates of target vessel revascularization (5.8% 

versus 8.7%; P = 0.006), without an increased risk of death 

or stent thrombosis.28

Sirolimus-eluting versus paclitaxel-eluting 
stents
With conclusive evidence that paclitaxel-eluting and 

sirolimus-eluting stents reduce restenosis and the need for 

repeat target lesion revascularization when compared with 

bare metal stents, the REALITY study looked for differences 

between these two drug-eluting stents. The investigators 

randomized 1386 patients with angina to receive a sirolimus-

eluting stent or a paclitaxel-eluting stent. At 8 months of 

angiographic follow-up and 12 months of clinical follow-up, 

no significant differences in binary restenosis or major 

adverse cardiac events were detectable.29

In the SIRTAX (Sirolimus-Eluting Stent Compared with 

Paclitaxel-Eluting Stent for Coronary Revascularization) trial, 
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1012 patients were randomized to receive a sirolimus-eluting 

stent or a paclitaxel-eluting stent. Target lesion revascularization 

was significantly reduced with the sirolimus-eluting stent (4.8% 

versus 8.3%; P = 0.009), as was angiographic restenosis (6.6% 

versus 11.7%; P = 0.02) at 12 months, without differences in 

rates of cardiac death or myocardial infarction.30 However, by 

5 years of follow-up, the advantage of the sirolimus-eluting 

stent over the paclitaxel-eluting stent was no longer evident, 

with no significant differences in angiographic restenosis, 

myocardial infarction, or target lesion revascularization.31

The SORT-OUT II (comparison of paclitaxel-eluting and 

sirolimus-eluting stents in everyday clinical practice) trial also 

compared sirolimus-eluting and paclitaxel-eluting stents using 

real-world inclusion criteria that encompassed acute coronary 

syndromes and even ST elevation myocardial infarction. 

The investigators randomized 2098 patients and found no 

significant differences between the two groups with regard to 

target lesion revascularization, cardiac death, or myocardial 

infarction at 9 months.32 These findings are supported by other 

large, real-world, multicenter registries.33–35

Safety
Drug-eluting stents were developed to reduce the risk of rest-

enosis, and in that regard were highly successful. Early trials 

were designed to assess efficacy and safety during the clinical 

window in which restenosis occurs, and therefore follow-up 

was generally 12 months or less. As the above studies attest, 

few safety concerns were noted and the rates of stent throm-

bosis and myocardial infarction were generally equivalent 

at one year. As long-term follow up accrued, a trend toward 

increased very late stent thrombosis (more than one year 

following drug-eluting stent implantation) was noted.36–38 

Pooled analysis of patient level data from four large random-

ized trials comparing sirolimus-eluting and paclitaxel-eluting 

stents with bare metal stents found that although the incidence 

of stent thrombosis was not  significantly different between 

the groups, the absolute rates of stent thrombosis were 

nearly twice as high in patients treated with a drug-eluting 

stent (1.2% sirolimus-eluting stents  versus 0.6% bare metal 

stents; P = 0.2; 1.3% paclitaxel-eluting stents versus 0.8% 

bare metal stents; P = 0.24).3

Stent thrombosis can result from multiple factors 

 (Figure 1) pertaining to the patient, the lesion, the clinical 

scenario, or the stent itself. Importantly, some of these factors 

are modifiable, such as those relating to patient compliance 

and stent properties, while others are not. Regarding stent-

specific factors, both autopsy and in vivo studies have identi-

fied an association between stent thrombosis and incomplete 

stent endothelialization.39,40 As Joner et al demonstrated in 

their study of late (more than 30 days post intervention) stent 

thrombosis, patients with drug-eluting stent thrombosis had 

increased inflammation and delayed endothelial healing, 

while bare metal stent thrombosis was due entirely to in-stent 

restenosis. Delayed healing and incomplete endothelializa-

tion have been identified in drug-eluting stents as late as 

40 months post implantation.40

Stent endothelialization is affected by both the platform and 

polymer, both of which may play a role in stent thrombosis. 

Virmani et al were the first to report thrombosis associated 

with a hypersensitivity reaction to the sirolimus-eluting stent 

Thrombosis

Patient factors Lesion factors

Procedural factors
− Apposition

− Diabetes
− Low ejection fraction
− Thienopyridine noncompliance
− Thienopyridine resistance

− On vs off label
− Long lesions
− Bifurcations
− Acute myocardial infarction
− Small vessels
− In-stent restenosis
− Saphenous vein grafts

− Expansion

− Residual disease (inflow/outflow)
− Edge injury

− Hypersensitivity

− Delayed healing
− Incomplete endothelialization

− Drug/polymer
− “Crush” bifurcation stents

Stent factors

Figure 1 Summary of major factors associated with stent thrombosis.
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 polymer.41 Further studies have suggested that various stent strut 

sizes and alloys have divergent rates of underlying endothelial 

cell recovery, with the highest rates of endothelialization seen 

with the thinnest struts.42 Finally, differences in platelet adhe-

sion and thrombus formation have been demonstrated between 

stent platforms.43 This knowledge led to targeted improvements 

in the next generation of drug-eluting stents.

Second generation drug-eluting 
stents
The first generation of drug-eluting stents had an identi-

cal stent structure to their bare metal stents counterparts, 

with polymer and eluting drug applied to the surface. 

The platform was stainless steel with a strut thickness of 

130–140 µm. Second-generation drug-eluting stents, in 

addition to incorporating newer medications (everolimus 

and zotarolimus) and more biocompatible polymers, utilize 

a cobalt or platinum chromium platform, with stent struts 

measuring only 80–90 µm44 (Table 2). This reduction in 

stent strut size improves stent flexibility and deliverability, 

but more importantly has been shown to improve endotheli-

alization in animal models.42

Zotarolimus
Zotarolimus is a lipophilic derivative of sirolimus. The 

Endeavor® stent (Medtronic, Minneapolis, MN) consists of 

a thin-strut, cobalt-chromium platform with a biocompatible 

phosphorylcholine polymer that elutes zotarolimus over a 

two-week period. A second iteration of the zotarolimus-

eluting stent (Resolute®; Medtronic) with a prolonged elution 

time, is discussed later in comparison with the everolimus-

eluting stent.

The ENDEAVOR (Endeavor zotarolimus-eluting phos-

phorylcholine-encapsulated stent for treatment of native 

coronary artery lesions) trials evaluated the first iteration of 

the zotarolimus-eluting stent. This stent was compared with 

the bare metal stent in the ENDEAVOR II trial. As expected, 

target lesion revascularization was significantly reduced 

(4.6% versus 11.8%; P = 0.0001) at 9 months, a finding 

that persisted at 12 and 24 months of follow-up. In addition 

to demonstrating efficacy, the zotarolimus-eluting stent 

was also shown to be very safe, with a low (0.5%) risk of 

stent thrombosis, similar to what was seen in the bare metal 

stent arm.45

The ENDEAVOR IV trial compared the zotarolimus-

eluting and paclitaxel-eluting stents in patients with stable 

coronary disease.46 At 12 months, there were no significant 

differences in target lesion revascularization or binary 

angiographic restenosis. By 3 years, the rate of ischemia-

driven target lesion revascularization continued to be similar 

for the zotarolimus-eluting and paclitaxel-eluting stents 

(6.5% versus 6.1%; P = 0.66), but the risk of very late stent 

thrombosis (years 1–3), a concern with first-generation 

drug-eluting stents, occurred much less frequently with the 

zotarolimus-eluting stent (0.1% versus 1.6%; P = 0.004).4 

These findings suggest that, at least compared with the 

paclitaxel-eluting stent, the zotarolimus-eluting stent was as 

effective at preventing in-stent restenosis while offering an 

improved long-term safety profile.

Two trials have compared the zotarolimus-eluting and 

sirolimus-eluting stents. ENDEAVOR III randomized 

436 patients 3:1 to either a zotarolimus-eluting stent or a siroli-

mus-eluting stent. At 9 months, the zotarolimus-eluting stent 

showed significantly more late lumen loss (0.34 mm versus 

0.13 mm; P , 0.001) and binary restenosis (11.7% versus 

4.3%; P = 0.04).47 Clinically-driven target lesion revascular-

ization occurred more frequently with the zotarolimus-eluting 

stent (6.3% versus 3.5%; P = 0.34), although the finding was 

not statistically significant. The SORT OUT III trial random-

ized 2332 patients with slightly higher clinical acuity to receive 

either the zotarolimus-eluting stent or the sirolimus-eluting 

stent.48 Clinically-driven target lesion  revascularization was 

again lower with the sirolimus-eluting stent (1% versus 3%; 

P , 0.001) at 9 months, with an advantage that continued at 

18 months (1% versus 5%; P , 0.001). The need for repeat 

intervention was greater in those treated with the zotarolimus-

eluting stent, but no cases of late stent thrombosis occurred in 

this group between 9 and 18 months.

The ZEST (comparison of the eff icacy and safety 

of zotarolimus-eluting stent with sirolimus-eluting and 

Table 2 Comparison of the platform composition, strut thickness, and polymer of major drug-eluting stents

SES (Cyper) PES (TAXUS) ZES (Endeavor) ZES (Resolute) EES (Xience) EES (Promus element)

Composition L316  
Bx Velocity

L316  
Express

Co-cr  
Driver

Co-Cr  
integrity

Co-Cr  
Vision

Pi-Cr  
Element

Strut thickness 140 µm 132 µm 91 µm 91 µm 81 µm 81 µm
Polymer PEVA/PBMA Translute SiBS Phosphorycholine BioLinx PBMA PBMA

Abbreviations: PEVA, polyethylene-co-vinyl acetate; PBMA, poly-n-butyl methacrylate; SiBS, poly(styrene-b-isobutylese-b-styrene); SES, sirolimus-eluting stent; 
PES, paclitaxel-eluting stent; EES, everolimus-eluting stent; ZES, zotarolimus-eluting stent.
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 paclitaxel-eluting stent for coronary lesions) trial compared 

the zotarolimus-eluting stent with both the sirolimus-

eluting and paclitaxel-eluting stents.49 With a background 

understanding that the sirolimus-eluting stent was superior 

to the paclitaxel-eluting stent for prevention of resteno-

sis, the study was designed to assess noninferiority of the 

zotarolimus-eluting stent compared with the sirolimus-

eluting stent, and to assess superiority when comparing the 

zotarolimus-eluting stent with the paclitaxel-eluting stent. 

The primary endpoint was a composite of death, myocardial 

infarction, and ischemic target vessel revascularization at 

12 months. The zotarolimus-eluting stent was noninferior to 

the sirolimus-eluting stent (10.2% versus 8.3%; P = 0.001), 

and superior to the paclitaxel-eluting stent (10.2% versus 

14.1%; P = 0.01). Interestingly, stent thrombosis was lowest 

with the sirolimus-eluting stent, which was significantly bet-

ter at 12 months than with either the paclitaxel-eluting stent 

or the zotarolimus-eluting stent (zotarolimus-eluting versus 

sirolimus-eluting versus paclitaxel-eluting stent, 0.7% ver-

sus 0% versus 0.8%; P = 0.02). While the stent thrombosis 

outcome may seem discrepant in comparison with earlier 

studies, in both ENDEAVOR IV and SORT OUT III, the 

benefit of the zotarolimus-eluting stent was its lack of very 

late stent thrombosis (.12 months), which was not assessed 

in the ZEST trial.

Everolimus
Everolimus is a macrocyclic lactone, similar to sirolimus.50 

It shares the same antiproliferative and immunosuppressive 

effects, but is more lipophilic, allowing rapid absorption 

into the arterial wall at the site of vessel injury. Although 

the first study to examine the efficacy of everolimus-eluting 

stents utilized a stainless steel platform with a biodegradable 

polymer,50 the dually marketed everolimus-eluting stents 

[Xience (Abbott Vascular, Abbott Park, IL)/Promus (Boston 

Scientific)] consists of a L605 cobalt-chromium stent coated 

with a biocompatible poly-n-butyl methacrylate polymer 

and everolimus.

The SPIRIT (Clinical Evaluation of the XIENCE V 

Everolimus Eluting Coronary Stent System in the Treatment 

of Subjects With de Novo Native Coronary Artery Lesions) 

trials (Table 3) formed the clinical program leading 

to US Food and Drug Administration approval of the 

everolimus-eluting stent. The SPIRIT FIRST trial compared 

the everolimus-eluting stent with the bare metal stent in 

60 patients. At 6 months, the everolimus-eluting stent was 

associated with significantly less late lumen loss (0.1 mm 

versus 0.87 mm; P , 0.001) with a similar safety profile.51

The SPIRIT II trial directly compared everolimus-eluting 

stents with paclitaxel-eluting stents. Three hundred patients 

were enrolled in a 3:1 randomization. At 6 months, late loss 

was significantly reduced with the everolimus-eluting stent 

(0.11 mm versus 0.36 mm; P , 0.0001).52 Interestingly, 

by 2 years, catch up in everolimus-eluting stent hyperpla-

sia resulted in nearly identical late loss (0.33 mm versus 

0.34 mm; P = 0.84). Stent thrombosis between everolimus-

eluting stents and paclitaxel-eluting stents was not signifi-

cantly different at 2 years.53

A second, larger trial again compared everolimus-eluting 

and paclitaxel-eluting stents. In SPIRIT III, 1002 patients 

were randomized 2:1 to the everolimus-eluting stent or the 

paclitaxel-eluting stent. At 8 months, there was significantly 

less late loss with the everolimus-eluting stent (0.14 mm 

 versus 0.28 mm; P , 0.04). At 12 months, a composite 

endpoint of cardiac death, myocardial infarction, and target 

lesion  revascularization occurred less frequently with the 

everolimus-eluting stent (6% versus 10.3%; P = 0.02) due to 

a reduction in myocardial infarction and target lesion revascu-

larization.54 At 2 years, the composite endpoint still favored 

everolimus-eluting stents (10.7% versus 15.4%; P = 0.04). 

With regard to safety, the rate of stent thrombosis was low 

for both the everolimus-eluting stent (1%) and the paclitaxel-

eluting stent (1.7%), and not statistically different.5

The SPIRIT IV trial was designed to address the 

clinical differences between everolimus-eluting stents and 

Table 3 Summary of the Clinic Evaluation of the XiENCE V 
Everolimus Eluting Coronary Stent System in the Treatment of 
Subjects with de Novo Coronary Artery Lesions (SPiRiT) trials 
comparing EES and PES, showing superior 12-month target 
lesion revascularization (target lesion revascularization) and 
overall restenosis results, with similar to improved rates of stent 
thrombosis and VLST52,54,55

SPIRIT 2 SPIRIT 3 SPIRIT 4

Comparator EES vs PES EES vs PES EES vs PES
n 300 1002 3687
12 month TLR EES (2.7%) 

PES (7.9%) 
P = 0.04

EES (8.6%) 
PES (11.3%) 
P = 0.20

EES (4.2%) 
PES (6.8%) 
P = 0.001

Long-term restenosis EES (6.6%) 
PES (11.0%) 
P = 0.31

EES (10.7%) 
PES (15.4%) 
P = 0.04

EES (6.9%) 
PES (9.9%) 
P = 0.003

12-month thrombosis EES (0.5%) 
PES (1.3%) 
P = NS

EES (0.8%) 
PES (0.6%) 
P = .0.99

EES (0.17%) 
PES (0.85%) 
P = 0.004

VLST EES (0.9%) 
PES (1.4%) 
P = NS

EES (1.0%) 
PES (1.7%) 
P = 0.35

EES (0.42%) 
PES (1.23%) 
P = 0.008

Abbreviations: VLST, very late stent thrombosis; EES, everolimus-eluting stents; 
PES, paclitaxel-eluting stents.
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paclitaxel-eluting stents. In contrast with the earlier trials, there 

was no angiographic follow-up, and the primary endpoint was 

a composite of clinical target lesion failure, composed of car-

diac death, target vessel myocardial infarction, and ischemia-

driven target lesion revascularization.55 A total of 3687 patients 

were enrolled 2:1 to receive an everolimus-eluting stent or a 

paclitaxel-eluting stent. At 12 months, the everolimus-eluting 

stent was superior for the combined endpoint (4.2% versus 

6.8%; P = 0.001). Rates of target lesion revascularization 

were significantly lower (2.5% versus 4.6%; P = 0.001), as 

were myocardial infarction (1.9% versus 3.1%; P = 0.02) and 

stent thrombosis (0.17% versus 0.85%; P = 0.004) rates for 

the everolimus-eluting stent. These differences were main-

tained at 2 years, when target lesion failure was significantly 

less frequent with the everolimus-eluting stent (6.9% versus 

9.9%; P = 0.002).56 The differences in myocardial infarction 

(2.5% versus 3.9%; P = 0.02), stent thrombosis (0.4% versus 

1.2%; P = 0.008), and ischemic-driven target lesion revascu-

larization (4.5% versus 6.9%; P = 0.004) were also maintained 

at 2 years, showing long-term, sustained safety and efficacy 

when compared with the paclitaxel-eluting stent.

The COMPARE (second-generation everolimus-eluting and 

paclitaxel-eluting stents in real-life practice) trial  continued the 

comparison of everolimus-eluting stents and paclitaxel-eluting 

stents, this time in an unselected patient population utilizing 

a second-generation paclitaxel-eluting stent with an improved 

platform. The authors included 1800 patients randomized 1:1 

and assessed for a combined safety and efficacy endpoint of 

all-cause mortality, myocardial infarction, and target vessel 

revascularization at 12 months.57 The primary endpoint was 

seen more frequently in patients treated with paclitaxel-eluting 

stents (9% versus 6%; P = 0.02). There were significant dif-

ferences in the rates of stent thrombosis (,1% versus 3%; 

P = 0.002), myocardial infarction (3% versus 5%; P = 0.007), 

and target vessel revascularization (2% versus 6%; P = 0.0001) 

all favoring the everolimus-eluting stent over the paclitaxel-

eluting stent. At two years of follow-up, the everolimus-eluting 

stent continued to be favorable, with fewer myocardial infarc-

tions (3.9% versus 7.5%; P , 0.001), less need for target 

vessel revascularization (3.2% versus 8%; P , 0.001), and less 

stent thrombosis (0.9% versus 3.9%; P , 0.001).58

Despite extensive comparisons with the paclitaxel-

eluting stent, there are relatively few studies comparing the 

everolimus-eluting stent with the sirolimus-eluting stent. 

The X-SEARCH registry included 649 unselected patients 

treated with everolimus-eluting stents who were followed for 

6 months for a composite endpoint of all-cause mortality, 

myocardial infarction, and target vessel revascularization.59 

The results were then compared with a historical series of 

bare metal stents (n = 450), sirolimus-eluting stents (n = 508), 

and paclitaxel-eluting stents (n = 576). While the study 

duration and use of historical cohorts leave some questions 

unanswered, it is worth noting that major adverse cardiac 

events occurred more commonly with the bare metal stents 

and paclitaxel-eluting stents than with the everolimus-eluting 

stents. Sirolimus-eluting stents had similar outcomes to those 

of everolimus-eluting stents.

The EXCELLENT (Efficacy of Xience/Promus  Versus 

Cypher to Reduce Late Loss After Stenting) trial was designed 

to compare angiographic differences between everolimus-

eluting stents and sirolimus-eluting stents.60 A total of 1443 

patients were randomized 3:1 to receive the everolimus-eluting 

stent or the sirolimus-eluting stent. Angiographic follow-up 

was done at 9 months and showed the everolimus-eluting 

stent to be noninferior for late lumen loss (0.11 mm versus 

0.06 mm; P = 0.038 for  noninferiority). Clinical events at 

12 months, including target lesion  failure, death, nonfatal 

myocardial infarction, target lesion  revascularization, and 

stent thrombosis, were not  statistically different.

The second-generation drug-eluting stents were designed 

to improve upon the safety of the first-generation stents 

while maintaining their high level of antirestenotic ability. 

As reviewed above, the early iteration of the zotarolimus-

eluting stent had an excellent safety profile, but its ability to 

prevent restenosis was similar to that of the paclitaxel-eluting 

stent and less effective than the sirolimus-eluting stent. The 

everolimus-eluting stent, in contrast, outperformed the pacli-

taxel-eluting stent, with a safety and efficacy profile similar 

to that of the sirolimus-eluting stent. In response to the higher 

restenosis rates seen with the early zotarolimus-eluting stent, 

a second zotarolimus-eluting stent with a longer drug-eluting 

duration was developed (Resolute).61 A total of 2292 patients 

were enrolled in a trial to test this new zotarolimus-eluting 

stent against the everolimus-eluting stent. At 12 months, the 

zotarolimus-eluting stent was noninferior to the everolimus-

eluting stent for major cardiac events (8.2% versus 8.3%; 

P , 0.001), without significant differences in rates of death, 

myocardial infarction, and target lesion revascularization. 

Stent thrombosis rates were also similar, occurring in 2.3% of 

patients who received the zotarolimus-eluting stent and 1.5% 

of those who received the everolimus-eluting stent (P = 0.17). 

Angiographic follow-up at 13 months in a select minority 

of the study population showed no significant differences in 

late lumen loss. From these results, it appears that the newer 

zotarolimus-eluting stent has improved antirestenotic ability 

due to a longer period of drug elution, with the need for target 
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lesion revascularization occurring almost half as often at one 

year (3.9%) as was seen in ENDEAVOR IV.46

Everolimus use in special 
populations
Diabetes
Everolimus-eluting stents have been compared to first-generation 

drug-eluting stents in a number of percutaneous coronary inter-

vention (PCI) settings. Of particular interest are some of the 

higher-risk populations undergoing PCI, including patients 

with diabetes, chronic total occlusions, bifurcation lesions, 

and instent restenosis. Important differences are summarized 

in Figure 2. Patients with diabetes have more than twice the 

risk of developing coronary artery disease. In this population, 

coronary disease tends to be more aggressive and has worse 

outcomes, regardless of the method of revascularization.62 

Although drug-eluting stents have been shown to reduce event 

rates in patients with diabetes mellitus, differential effects of 

rapamycin analogs and paclitaxel have been suggested.63

The ESSENCE-DM (randomized comparison of 

everolimus-eluting stent versus sirolimus-eluting stent implan-

tation for de novo coronary artery disease in patients with 

diabetes mellitus) trial randomized 300 patients with diabetes 

to receive an everolimus-eluting stent or a sirolimus-eluting 

stent in a 1:1 fashion.64 At 8 months, the everolimus-eluting 

stents had similar in-stent late loss (0.11 mm versus 0.2 mm; 

P = 0.114). Major adverse cardiac events, including death, 

myocardial infarction, and ischemic target lesion revascular-

ization, all occurred less frequently with the everolimus-eluting 

stent, but the differences did not reach statistical significance 

(2% everolimus-eluting stent versus 5.3% sirolimus-eluting 

stent, P = 0.218 for the combined endpoint; and 0.7%  

everolimus-eluting stent versus 2.6%  sirolimus-eluting stent, 

P = 0.32 for target lesion revascularization).

While no diabetes-specific randomized trials have com-

pared the everolimus-eluting stent and the paclitaxel-eluting 

stent, results from the SPIRIT II, SPIRIT III, SPIRIT IV, and 

COMPARE trials were combined to address this question. 

Among the 6780 patients originally included in those stud-

ies, 27.6% (1869) were known to have diabetes. Interestingly, 

despite a robust reduction in 2-year mortality, myocardial 

infarction, stent thrombosis, and ischemic target lesion revas-

cularization among patients without diabetes mellitus who 

were treated with an everolimus-eluting stents,  compared with 

a paclitaxel-eluting stent, no such effects were seen in patients 

with diabetes in either the safety or efficacy endpoints.65

TLR in diabetics at 12 months
3.0%

2.5%

2.0%
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TVR in chronic total occlusions

Figure 2 Everolimus use in special populations. Reduced target lesion revascularization was seen in patients with diabetes treated with the EES compared with sirolimus-
eluting stents (A). when compared with paclitaxel-eluting stents, the use of EES was associated with lower rates of target vessel revascularization in chronic occlusions (B), 
less side branch occlusion in bifurcation stenting (C), and improved restenosis rates in the treatment of BMS iSR (D).
Abbreviations: DES, drug-eluting stent; TLR, target lesion revascularization; TVR, target vessel revascularization; EES, everolimus-eluting stent; SES, sirolimus-eluting stent; 
PES, paclitaxel eluting stent; BMS, bare metal stent; iSR, in-stent restenosis.
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Chronic total occlusions
Chronic total occlusions are technically challenging and often 

require long segments of lesion coverage, with a relatively 

high risk of restenosis.66 Consequently, drug-eluting stents, 

with their antiproliferative properties, are preferred. Valenti 

et al reported on a group of patients with long (,40 mm) 

chronic total occlusions and compared outcomes using the 

everolimus-eluting stent (n = 112) and the paclitaxel-eluting 

stent (n = 146).67 At 9 months, there was significantly less 

binary restenosis with the everolimus-eluting stent (11.8% 

versus 31.4%; P = 0.001), with an improved overall patency 

rate (98% versus 85%; P = 0.003). The need for repeat 

intervention was significantly lower in everolimus-eluting 

stent patients (8% versus 20.5%; P = 0.005), and no stent 

thrombosis was noted among patients treated with this stent 

compared with five patients in the paclitaxel-eluting stent 

cohort.

Bifurcations
Bifurcation disease is a unique field in which individual 

stent characteristics play a role in outcomes. Beyond the 

importance of an effective eluting agent, bifurcation stenting 

requires a stent platform with pliable architecture. The ability 

to preserve side branch patency, whether by avoiding side 

branch occlusion, ballooning through a stent strut, or when 

necessary employing a second stent, is key to a successful 

percutaneous strategy.

Because studies of bifurcation stent strategies have shown 

the best outcomes associated with a provisional stenting 

approach compared with two stent techniques, the primary 

goal of treating such lesions is avoiding side branch occlu-

sion.68 In a review of patients treated with an everolimus-

eluting stent (n = 669) or a paclitaxel-eluting stent (n = 333) 

as part of the SPIRIT III trial, transient or final side branch 

occlusion occurred less frequently in those with an everoli-

mus-eluting stent than in those who had a paclitaxel-eluting 

stent (2.8% versus 5.2%; P = 0.009).69

A prospective randomized trial by Burzotta et al reported 

similar findings. A total of 150 patients were randomized to 

receive a sirolimus-eluting stent or an everolimus-eluting 

stent for treatment of the main vessel in cases where the 

involved side branch was at least 2 mm in size. Everolimus-

eluting stents, due to a more malleable platform, resulted 

in a larger post intervention side branch luminal diameter 

(1.94 mm  versus 1.64 mm; P = 0.13), with a significant 

difference in the rate of bifurcation failure at 18 months 

(everolimus-eluting stent 10.7% versus sirolimus-eluting 

stent 9%; P = 0.57).70

Another recent study retrospectively compared out-

comes using the zotarolimus-eluting stent (n = 110) and the 

everolimus-eluting stent (n = 129) for bifurcation disease.71 

There were no significant immediate differences in safety 

and efficacy between the groups, but by 12 months, those 

treated with the zotarolimus-eluting stent had significantly 

more major adverse cardiac events (23.1% versus 4.9%; 

P # 0.001). This was driven primarily by target lesion revas-

cularization, occurring in 17.6% of patients treated with the 

zotarolimus-eluting stent and in only 3.2% of patients treated 

with the everolimus-eluting stent (P , 0.001).

Bare metal stent in-stent restenosis
Drug-eluting stents were initially designed to prevent the in-

stent restenosis seen with bare metal stents. The first-generation 

drug-eluting stents were shown not only to reduce in-stent rest-

enosis in de novo lesions, but also to be an excellent treatment 

for in-stent restenosis that had developed in lesions treated 

initially with a bare metal stent.72,73 Likewise, everolimus-

eluting stents have also been shown to be effective in this set-

ting. Recently, Almalla et al performed a retrospective analysis 

of 174 patients with bare metal in-stent restenosis. Patients 

were treated with either a paclitaxel-eluting stent (n = 95) or 

an everolimus-eluting stent (n = 79).74 At 1 year, target lesion 

revascularization was greater for the paclitaxel-eluting stent 

(11.5% versus 1%; P = 0.019), without significant differences 

in rates of myocardial infarction, death, or stent thrombosis.

Small vessels
Even a small degree of late lumen loss can compromise a vessel 

when the reference diameter is of limited size. Consequently, 

the minimal late loss seen with everolimus-eluting stents is 

well suited for use in smaller arteries. The SPIRIT Small 

Vessel study evaluated the use of everolimus-eluting stents 

in vessels 2.25 mm in diameter.75 At 1 year, target lesion 

revascularization was reported in only 5% of patients and stent 

thrombosis in 1.5%. These outcomes compare favorably with 

other studies of small vessels, and suggest that the limited late 

loss was not offset by an increase in stent thrombosis.

Newer everolimus-eluting stents
Everolimus has proven to be a safe and highly effective 

antiproliferative drug, and new stent engineering is improv-

ing its means of delivery and, potentially, its safety profile 

(Table 4). To this end, the PROMUS Element Plus™ (Boston 

Scientific) was launched within the last year, replacing the 

previous cobalt chromium platform with a platinum chromium 

alloy.76 This upgraded platform improves stent deliverability, 
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radial strength, and side branch access. Comparative studies 

with other drug-eluting stents have yet to be published, but in 

PLATINUM (the Prospective, Randomized, Multicenter Trial 

to Assess an Everolimus-Eluting Coronary Stent System for 

the Treatment of up to Two De Novo Coronary Artery Lesions), 

the new platform was found to be noninferior to the earlier 

everolimus-eluting stents in both safety and efficacy measures. 

Everolimus is also the drug of choice in the early clinical 

studies of bioresorbable stents, where its antiproliferative 

effects coupled with a temporary platform may be the ideal 

combination for the next generation of stents.77

The currently available versions of the everolimus-eluting 

stent are summarized in Table 4. The Xience platform (includ-

ing Xience Prime™; Abbott Vascular) is available in sizes 

2.25–4.0 mm and lengths up to 38 mm. The PROMUS Ele-

ment Plus™ stent is available in sizes of 2.25–4.0 mm and in 

lengths up to 32 mm. A 38 mm option is expected soon and 

should be available by the time this review is published.

Cost-effectiveness
Drug-eluting stents reduce the need for target vessel 

revascularization compared with bare metal stents, and 

thereby result in superior cost-effectiveness.78,79 Even when 

taking into account the increased cost of long-term dual 

antiplatelet medications, a single center site reported an 

incremental 3-year cost-effectiveness ratio per target vessel 

revascularization avoided ranging from $4703 to $6379.79 

Comparisons between drug-eluting stents are limited, 

although no significant difference in cost-effectiveness was 

reported when comparing the zotarolimus-eluting stent with 

either paclitaxel-eluting stents or sirolimus-eluting stents in 

the ENDEAVOR III and IV trials.80,81 In an age of market-

driven costs, where each new stent iteration exerts downward 

pressure on earlier stents, one would expect to find continued 

cost-effectiveness among drug-eluting stents directly related 

to decreased target vessel revascularization.

Conclusion
In the 35 years since Gruntzig introduced PTCA, the search 

for an effective, safe percutaneous solution for obstructive 

coronary artery disease has evolved. The introduction 

of everolimus-eluting stents has bridged the long-term 

efficacy of first-generation sirolimus-eluting stents with a 

long-term safety profile similar to that of bare metal stents. 

Despite very low late lumen loss, no significant increase 

in late stent thrombosis has been identified. Everolimus-

eluting stents have proven to be a versatile, safe platform 

with excellent long-term results in a wide range of patients 

and lesions.
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Table 4 Overview of everolimus-eluting stents available in 
United States

XIENCE  
V™*

XIENCE 
PRIME™*

PROMUS 
Element Plus™*

Composition Cobalt- 
Chromium

Cobalt- 
Chromium

Platinum- 
Chromium

Diameters available 2.25–4.0 mm 2.25–4.0 mm 2.25–4.0 mm
Lengths available 8–28 mm 8–38 mm 8–32 mm
Nominal pressure 8 ATM  

(2.25–2.75)
9 ATM  
(3.0–4.0)

8 ATM 
(2.25–2.75)
10 ATM 
(3.0–4.0)

11 ATM

Maximum  
postdilation 
Diameter

3.5 mm 
(2.25–3.0)
4.5 mm 
(3.5–4.0)

3.25 mm 
(2.25–2.5)
3.75 mm 
(2.75–3.0)
4.5 mm 
(3.5–4.0)

2.75 mm (2.25)
3.5 mm 
(2.5–2.75)
4.25 mm
(3.0–3.5)
5.75 mm (4.0)

Note: *Data abstracted from individual indications for use.
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