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Abstract
AIM
To demonstrate feasibility of vessel wall imaging of the 
superficial palmar arch using high frequency micro-
ultrasound, 7T and 3T magnetic resonance imaging 
(MRI).

METHODS
Four subjects (ages 22-50 years) were scanned on a 
micro-ultrasound system with a 45-MHz transducer 
(Vevo 2100, VisualSonics). Subjects’ hands were then 
imaged on a 3T clinical MR scanner (Siemens Biograph 
MMR) using an 8-channel special purpose phased array 
carotid coil. Lastly, subjects’ hands were imaged on a 
7T clinical MR scanner (Siemens Magnetom 7T Whole 
Body Scanner) using a custom built 8-channel transmit 
receive carotid coil. All three imaging modalities were 
subjectively analyzed for image quality and visualization 
of the vessel wall. 

RESULTS 
Results of this very preliminary study indicated that vessel 
wall imaging of the superficial palmar arch was feasible 
with a whole body 7T and 3T MRI in comparison with 
micro-ultrasound. Subjective analysis of image quality (1-5 
scale, 1: poorest, 5: best) from B mode, ultrasound, 3T 
SPACE MRI and 7T SPACE MRI indicated that the image 
quality obtained at 7T was superior to both 3T MRI and 
micro-ultrasound. The 3D SPACE sequence at both 7T 
and 3T MRI with isotropic voxels allowed for multi-planar 
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reformatting of images and allowed for less operator 
dependent results as compared to high frequency micro-
ultrasound imaging. Although quantitative analysis 
revealed that there was no significant difference between 
the three methods, the 7T Tesla trended to have better 
visibility of the vessel and its wall. 

CONCLUSION
Imaging of smaller arteries at the 7T is feasible for 
evaluating atherosclerosis burden and may be of clinical 
relevance in multiple diseases.

Key words: Superficial Palmar Arch; 7T and 3T magnetic 
resonance imaging; Micro-ultrasound; Atherosclerosis; 
Cardiovascular disease 
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Core tip: The evaluation of smaller arteries in the 
hand may be clinically useful in a variety of vascular 
diseases. Imaging the vessel wall of such small caliber 
arteries (2.5 mm to 3.1 mm) requires very high spatial 
resolution and the use of either high frequency micro-
ultrasound or 7 Tesla magnetic resonance imaging (MRI) 
would be the ideal tool to acquire these images. We 
sought to demonstrate feasibility of vessel wall imaging 
of the superficial palmar arch using 7T and 3T MRI in 
comparison with very high frequency micro-ultrasound.
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INTRODUCTION
A variety of pathological processes can affect the hand, 
including atherosclerosis, scleroderma, thromboan
giitis obliterans (TO), hypothenar hammer syndrome 
and acute arterial thrombosis related to intraarterial 
injection[1]. 

Atherosclerosis is a chronic complex process invo
lving multiple factors including inflammation, oxidative 
stress, endothelial dysfunction, smooth muscle cell 
proliferation, platelet activation, and thrombosis, all 
leading to pathologic changes in the arterial wall with 
plaque formation[2]. The plaque is primarily composed 
of inflammatory cells, lipids, and calcium[3]. Chronic 
atherosclerosis can cause peripheral vascular occlusive 
disease in the extremities. In the upper extremity, 
atherosclerosis is more prevalent in the proximal sub
clavian artery but can occur in smaller distal vessels 
with resultant morbidity[4]. For example, young diabetics 
who have diffuse distal atherosclerosis, endstage 

renal disease and are on renal dialysis are at high risk 
for developing finger gangrene[5]. In the autoimmune 
disorder scleroderma, ultrasound evaluation has shown 
that the ulnar artery proximal to the wrist is specifically 
targeted[6]. The vasculopathy of scleroderma can cause 
secondary Raynaud’s phenomenon, as well as digi
tal ulcers. Doppler sonography has proven useful in 
assessing palmar and digital arteries in these cases[7,8]. 
TO also known as Buerger’s disease, is a panarteritis 
of unknown origin, which demonstrates a strong 
concurrence with tobacco use. It affects both small and 
mediumsized vessels of the extremities. The thrombotic 
and inflammatory changes associated with TO cause 
vascular changes with associated arteriographic 
findings[911]. Hypothenar hammer syndrome, a post
traumatic pathology arising from repetitive hitting of the 
hypothenar region of the hand, can cause ulnar artery 
occlusive disease with thromboembolism and resulting 
ischemia to the digits[12,13]. The thrombosis secondary 
to TO and hypothenar hammer syndrome may be 
relatively localized, whereas diffuse arterial thrombosis of 
the hand may occur secondary to intraarterial injection 
of medications or illegal substances[14]. Visualizing 
atherosclerotic changes in small arteries such as the 
superficial palmar arch may provide valuable clinical 
insights into the progression of these disease states. 

Imaging the vessel wall of smaller caliber arteries 
requires higher resolution imaging when compared to 
imaging larger vessels such as the aorta and carotid 
arteries. For this purpose we conducted MR evaluation 
of the superficial palmar arch using 7T and 3T whole 
body MR scanners and compared the images acquired 
with high frequency microultrasound imaging. The 
superficial palmar arch is the continuation of the ulnar 
artery as it passes distal to the flexor retinaculum in 
the hypothenar region of the palm. We chose to focus 
on the superficial palmar arch because it is easily and 
consistently visualized using the modalities employed. 
We hypothesize that 7T MRI will provide better delinea
tion of the vessel wall as compared to 3T and may 
be a suitable method to visualize small arteries in 
the hand. We also believe that ultrasound may be a 
convenient alternative compared to 3T and 7T due to 
its image acquisition speed and wide availability. But, 
conventional clinical ultrasound (about 37 MHz) may 
lack resolution, so the use of a high frequency (45MHz) 
microultrasound typically used in animal models may 
be better suited for superficial structures such as the 
palmar arch. 

MATERIALS AND METHODS
Study population 
Four subjects (ages 2250 years) were scanned on a 
microultrasound system with a 45MHz transducer 
(Vevo 2100, VisualSonics, Toronto, Canada) (Figure 
1A). While this system is primarily used in animal 
studies, it has been successfully and safely used in 
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clinical studies, which include infants and children.[15,16]. 
Subjects’ hands were then imaged on a 3T clinical MR 
scanner (Siemens Biograph MMR) using an 8channel 
special purpose phased array carotid coil (Figure 1C). 
Lastly, subjects’ hands were imaged on a 7T clinical MR 
scanner (Siemens Magnetom 7T Whole Body Scanner) 
using a custom built 8channel transmit receive carotid 
coil (Figure 1B). 

Micro-ultrasound imaging and protocol 
The Vevo Imaging Station (Vevo 2100, VisualSonics, 
Toronoto, Canada) was used for mounting the trans
ducer and for stabilizing the position of the hand. The 
subject was seated during the scan with the hand in 
supine position with slight rotation toward neutral. 
Padding was also used under the hand and arm for 
stabilization and comfort purposes (Figure 1A). With 
this positioning, images in B mode, Power mode, 
Doppler mode and M mode of the superficial palmar 
arch were obtained. Images were then subjectively 
analyzed for image quality. Three readers rated the 
images on a score: (1) is a nonvisible vessel with non
visible walls and poor image quality; (2) represents 
a vessel with indistinct vessel walls and poor image 
quality; (3) is a vessel with adequate image quality with 
walls moderately well seen; (4) represents a vessel with 

distinct vessel walls and good image quality; and (5) is 
excellent visualization of the vessel and image quality. 
Results from the three readers were averaged. Criteria 
used for subjective evaluation were the overall image 
quality, visualization of the vessel wall, adequate flow 
suppression and absence of artifacts. We also obtained 
measures of average peak Doppler velocity, intima 
media thickness, wall thickness, lumen diameter, and 
total vessel diameter. 

MR imaging and protocol 
Subjects’ hands were imaged on a 3T clinical MR 
scanner (Siemens Biograph MMR) using an 8 channel 
special purpose phased array carotid coil (Figure 1C). 
Subjects’ hands were imaged on a 7T clinical MR 
scanner (Siemens Magnetom 7T Whole Body Scanner) 
using a custom built 8channel transmit receive carotid 
coil (Figure 1B). Subjects were imaged in a head first 
prone position with hand extended above the head. The 
imaging protocols between 3T and 7T were matched as 
closely as possible. Total scan time was approximately 
20 min each. We acquired a localizer, a 3D time-of-flight 
(TOF) MR angiography sequence followed by a 3D T2 
weighted Sampling Perfection with Application optimized 
Contrasts using different flip angle Evolution (SPACE) 
sequence[1,17,18] and a 0.6 mm isotropic resolution in all 
dimensions (Table 1). MR images were also subjectively 
analyzed for image quality and visualization of the 
vessel wall. The imaging criteria used were similar to 
that for the ultrasound. Furthermore, we also measured 

Ultrasound setup                                  7T coil                                      3T coil 
Figure 1  The figure shows the set up for 
the ultrasound (A), the 7T (B) and the 3T (1) 
respectively.

6

4

2

0
B mode                         3T                             7T

Figure 2  Data from 3 subjective analyses of image quality (1-5 scale). 
Error bars included.

  Parameter 7T T2 SPACE 3T T2 SPACE 7T TOF 3T TOF

  TE 101 77 2.81 3.23
  TR 1500 1600 60 21
  Slice 
  thickness

625.00 μm 630.00 μm 160.00 mm 1.00 mm

  Pixel size 0.600/0.600 0.625/0.625 0.3125/0.3125 0.234/0.234
  Number of 
  averages

2 4 1 1

  Field of view 136 × 160 100 × 160 160 × 160 107 × 120

Table 1  Imaging protocol for both 3T and 7T magnetic re
sonance imaging
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wall thickness, lumen and outer diameters from the MR 
images. The order of the imaging tests was randomized. 

Statistical analysis 
The data were expressed as the mean ± SD. For the 
statistics, a RM oneway ANOVA and Tukey’s multiple 
comparisons test were used. P < 0.05 was considered 
as statistically significant.  

RESULTS 
Subjective analysis of image quality was performed (15 
scale, 1: Vessel nonvisible, 5: Clearly visible vessel 
wall) from B mode, ultrasound, 3T SPACE MRI and 7T 
SPACE MRI. These results are shown in Table 2 and 
Figure 2. 

In addition, lumen area, wall area, total vessel area, 
and wall thickness were automatically calculated by a 
MatLab script (MATLAB and Statistics Toolbox Release 
2012b, The MathWorks, Inc., Natick, Massachusetts, 
United States) for the manually drawn contours on the 
3T and 7T images using a customized software program 
(Vessel Mass Software, Leiden University Medical Center, 
The Netherlands) (Figure 3). Sonographic images were 
analyzed on the microultrasound machine using the 
software on the B and M Mode photos (Figure 4) and 
data was extracted and used to calculate the afore
mentioned measurements by hand in Microsoft Excel. 

DISCUSSION 
Qualitative analysis indicated that the image quality 
obtained at 7T trended to be superior to both 3T MRI 
and microultrasound (Figure 2 and Table 2). Compared 
to the 3D Time of Flight, the 3D SPACE sequence with 
isotropic voxels allowed for multiplanar reformatting 
of images and allowed for less operator dependent 
results as compared to high frequency microultrasound 
imaging. Although there was no significant difference 
between the three methods (P = 0.5647, OneWay 
ANOVA), the 7T Tesla trended to have better visibility of 
the vessel and its wall (Table 2, Figures 2 and 3). 

The OneWay ANOVA between all 3 imaging 
modalities showed that 7T, 3T and microultrasound 
imaging are all comparable imaging methods with no 
statistical difference between extracted values, (lumen 
area, wall area, total vessel area, wall thickness)[19,20] [P 
> 0.05 (Table 3)]. Post hoc test using Tukey’s correction 
however showed significant differences when comparing 
3T and microultrasound for wall thickness. 

Results of this very preliminary study indicated 
that vessel wall imaging of the superficial palmar arch 
was feasible with a whole body 7T MRI with subjective 
evaluations indicating that the image quality obtained 
at 7T is superior to both 3T MRI and microultrasound. 
The 3D SPACE sequence with isotropic voxels allowed 

3T time of
flight

3T 
T2 SPACE

3T axial
zoom

3T axial
zoom

7T time of
flight

7T 
T2 SPACE

7T axial
zoom

7T axial
zoom

Figure 3  Displays the 3T images (Left) and the 7T images (Right) the arrows point to vessel wall.

  Subject B mode 3T 7T

  1 3.00 3.33 3.00
  2 3.00 2.00 Not available
  3 3.00 4.33 4.67
  4 4.00 2.00 4.33
  Average 3.25 2.92 4.00
  Standard deviation 0.50 1.13   0.882

Table 2  Data from 3 subjective analyses of image quality 
with average and standard deviation

  Vessel wall measurements P  value

  Lumen area 0.3152
  Wall area 0.0628
  Total vessel area 0.0573
  Normalized wall index   0.0362a

  Wall thickness 0.0519

Table 3  RM oneway ANOVA and Tukey’s multiple com
parisons test

aP < 0.05, significant.
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multiplanar reformatting of images and allows for less 
operator dependent results as compared to ultrasound 
imaging. Scanning time for the microultrasound portion 
of the study approached that of the MR scan times, 
however with more operator experience the micro
ultrasound scan time could improve. The time spent on 
postprocessing image analysis was similar across all 
modalities. Limitations of this study include a very small 
sample size and the fact that only healthy individuals 
without any atherosclerotic disease were examined. 
Future investigation should study individuals with dis
eased conditions in a larger sample size. Additionally, 
methods to optimize image quality could include warm
ing the region of interest prior and during imaging to 
dilate the vessel and provide better contrast between 
the lumen and the vessel wall structures. This technique 
has been shown to optimize image quality in peripheral 
2D TOF MRA evaluation[21]. 

In conclusion, imaging of the superficial palmar 
arch at the 7T is feasible with high frequency micro
ultrasound, 3T and 7T MRI and should be considered 
for evaluating arterial pathology. This may be of clinical 
relevance in specific disease conditions such as ather
osclerosis, scleroderma, diabetes, TO, hypothenar 
hammer syndrome and acute arterial thrombosis related 
to intraarterial injection. Future studies need to be 
performed in diseased individuals and in a larger number 
of subjects to better establish clinical feasibility of the 
approach. 

COMMENTS
Background
Imaging the vessel wall of smaller caliber arteries requires higher resolution 
imaging when compared to imaging larger vessels such as the aorta and carotid 
arteries. For this purpose the authors conducted MR evaluation of the superficial 
palmar arch using 7T and 3T whole body MR scanners and compared the 
images acquired with high frequency ultrasound imaging. The author chose 
to focus on the superficial palmar arch because it is easily and consistently 
visualized using the modalities employed.

Research frontiers
A variety of pathological processes can affect the hand, including atherosclerosis, 
scleroderma, thromboangitiis obliterans, hypothenar hammer syndrome and 
acute arterial thrombosis related to intraarterial injection. These diseases are 
currently evaluated using sonography, arteriography, and standard 1.5 or 3T 
MRI. The intent of the investigation is to improve and potentially advance 
imaging techniques for evaluation of these diseases. 

Innovations and breakthroughs
A thorough search of medical literature shows few if any prior investigations 
related to imaging the superficial palmar arch on a 7T MRI and therefore this is a 
novel application. 

Applications
Future evaluation for atherosclerosis and other diseases may involve non-
invasive 3T or 7T MR as well as micro-ultrasound imaging of the superficial 
palmar arch.

Peer-review
Imaging of smaller artery is feasible using micro-ultrasound and 3T and 7T MRI. 
Interesting and good study enough for publication.

Figure 4  Ultrasound Images (B mode, M mode).
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