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INTRODUCTION

Biomaterials are defined as any material that has contact 
with living tissue; their clinical applications in orthopedics and 
dentistry are widespread. Implantation of biomaterials induces 
foreign body reactions that significantly affect the performance 
and biocompatibility of implants. To maximize interaction, im-
plants have been modified, mixed and coated with various 
elements and drugs. These materials elicit the formation of 
bone and interact with the surrounding tissue. Titanium and its 
alloys are extensively used in medical devices (as well as in 
the dental, orthopedic and cardiovascular fields) due to their 
relatively low elastic moduli, high corrosion resistance and ex-
cellent biocompatibility (Pohler, 2000). Titanium and its alloys 
are bioinert materials. Instead of chemically bonding to the 
bone, titanium implants are simply incorporated into bone con-
tact (Yan et al., 1997).

To provide the metal with bonding ability and thus improve 

the osseointegration of dental implants, researchers are in-
vestigating alternative methods, such as using titanium alloys 
to coat metallic implants with bisphosphonates (BPs) along 
with heat treatment. The recent formation of titanium implant 
surfaces with nanostructures could significantly reinforce os-
seointegration. An oxide layer of nanotube titania with an or-
dered array, a larger surface area and higher level of surface 
energy can be formed by an anodic oxidation treatment of 
pure titanium or on titanium surfaces (Popat et al., 2007a; Bal-
asundaram et al., 2008; Brammer et al., 2009). The surface 
of the nanostructure can induce the migration of osteoblasts 
(Popat et al., 2007a; Balasundaram et al., 2008; Brammer et 
al., 2009) and mesenchymal stem cells (Popat et al., 2007b; 
Brammer et al., 2009; Park et al., 2009) and promote cell dif-
ferentiation and matrix synthesis, accelerating the osseointe-
gration process. Since materials such as hydroxyapatite and 
collagen (which form on implant surfaces during osseointe-
gration) have nanosized structures, nanostructured surfaces 
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Materials with differing surfaces have been developed for clinical implant therapy in dentistry and orthopedics. This study was 
designed to evaluate bone response to titanium alloy containing Ti-32Nb-5Zr with nanostructure, anodic oxidation, heat treatment, 
and ibandronate coating. Rats were randomly assigned to two groups for implantation of titanium alloy (untreated) as the control 
group and titanium alloy group coated with ibandronate as the experimental group. Then, the implants were inserted in both tibiae 
of the rats for four weeks. After implantation, bone implant interface, trabecular microstructure, mechanical fixation was evaluated 
by histology, micro-computed tomography (mCT) and the push-out test, respectively. We found that the anodized, heat-treated and 
ibandronate-coated titanium alloy triggered pronounced bone implant integration and early bone formation. Ibandronate-coated 
implants showed elevated values for removal torque and a higher level of BV/TV, trabecular thickness and separation upon analy-
sis with mCT and mechanical testing. Similarly, higher bone contact and a larger percentage bone area were observed via histol-
ogy compared to untreated alloy. Furthermore, well coating of ibandronate with alloy was observed by vitro releasing experiment. 
Our study provided evidences that the coating of bisphosphonate onto the anodized and heat-treated nanostructure of titanium 
alloy had a positive effect on implant fixation.

Key Words: Dental implants, Osseointegration, Titanium alloy, Ibandronate, Nanotubes 

Evaluation of Osseointegration around Tibial Implants in Rats 
by Ibandronate-Treated Nanotubular Ti-32Nb-5Zr Alloy

Manoj Nepal1, Liang Li1, Tae Sung Bae2, Byung Il Kim3 and Yunjo Soh1,*
1Department of Dental Pharmacology, School of Dentistry, and Institute of Oral Bioscience, Brain Korea 21 Project,  
2Department of Dental Biomaterials, School of Dentistry, Chonbuk National University, Jeon-Ju 561-756,  
3Department of Future Plan and New Material Engineering, Sunchon National University, Suncheon 540-742, Republic of Korea

Abstract

http://crossmark.crossref.org/dialog/?doi=10.4062/biomolther.2014.111&domain=pdf&date_stamp=2014-11-30


564

Biomol  Ther 22(6), 563-569 (2014)

http://dx.doi.org/10.4062/biomolther.2014.111

should be more favorable for osseointegration. Drug immobi-
lization into a nanotube can be applied to various chemicals 
and biomolecules in sizes ranging from small molecules to 
proteins, which can reduce inflammation and promote osteo-
blastic functions, thereby accelerating osseointegration (Bae 
et al., 2010).

Bisphosphonates (BPs), currently most widely used class 
of antiresorptive drugs, are analogues of pyrophosphate; iban-
dronate is one of the five widely used BPs. Bisphosphonates 
are selectively taken up by osteoclasts in the bone matrix 
that contain hydroxyapatite, and they have direct effects at 
the cellular level (Fleisch, 1998). For example, BPs inhibits 
the recruitment and differentiation of osteoblast precursors 
(Hughes et al., 1989). as well as the resorptive activity of ma-
ture osteoclasts (Carano et al., 1990). BPs induce apoptosis 
of macrophages and mature osteoclasts (Reszka et al., 1999) 
Furthermore, BPs have been shown to directly enhance the 
proliferation, differentiation, and bone-forming activity of os-
teoblasts (García-Moreno et al., 1998). Because of this ability, 
several researchers have investigated implants coated with 
bisphosphonates and their effects on implant fixation (Shan-
bhag et al., 1997; Meraw and Reeve, 1999; Bhandari et al., 
2005; Hilding and Aspenberg, 2006). The general findings 
are increased osseointegration and reduced implant migra-
tion due to satisfactory attachment at the microcellular level. 
Given the good performance of the alloy on the bone/implant 
interface and also considering the surgical technique of bone 
compaction on the peri-implant bone, we chose to investigate 
whether implant fixation can be further improved by the ap-
plication of ibandronate and heat treatments.

We previously investigated the effect of biphosphonate on 
the osseointegration of anodized and heat treated (AH) titani-
um surface (Lee et al., 2011). Now, in this study we compared 
the quantity of new bone that formed around the newly devel-
oped implant, which is a mixture of titanium Ti-32Nb-5Zr with 
a nanostructure treated with anodic oxidation and heat and 
then further coated with ibandronate. We hypothesized that 
the alloy and ibandronate produce a double action to enhance 
biocompatibility in vivo. We analyzed integration through vari-
ous mechanisms, such as histology, mechanical testing and 
microstructure parameters by micro computed tomography 
(mCT) analysis. Furthermore, we carried out in vitro release 
tests for ibandronate over two weeks and found an adequate 
coating of ibandronate on the implant surface; ibandronate 
was detected up to 15 days following the implant. Therefore, 
our data showed that nanostructure titanium alloy (Ti-32Nb-
5Zr) that has been anodized and heat- and bisphosphonate-
treated had the potential to reinforce osseointegration.  

MATERIALS AND METHODS

Biomaterials and coatings
Ti-32Nb-5Zr alloy was prepared and cut to 20×10×1.2 mm 

in size. Five specimens were polished sequentially using #220 
to #1000 SiC paper, ultrasonically washed with acetone and 
alcohol, and then rinsed with deionized water. Ten implant 
specimens with dimensions of 1.2×1.2×10 mm were prepared 
and divided into two groups. One group was left untreated, 
and the other group was coated with ibandronate after an an-
odizing treatment. All samples were stored in a dryer at 50oC 
for more than 24 hours before the anodic oxidation treatment. 

Before oxidation treatment, all samples were acid-etched 
by immersion in a HNO3: HF:H2O (12:7:81) solution for 10 sec-
onds, washed by shaking in deionized water 5 times, and then 
dried. Electrolyte solutions were prepared by mixing glycerol 
with 20 wt% H2O and 1 wt% NH4F. To form the nanotubular 
TiO2 layer, a specimen and platinum plate were connected to 
the cathode and anode of a direct-current power generator, 
respectively, and a pulse power of 20 V and 20 mA/cm2 in 0.01  
ms cycles was applied for 60 minutes. After the anodic oxida-
tion treatment, the samples were rinsed ultrasonically for one 
minute in deionized water and dried at 16oC. Then, to achieve 
structural stability of the nanotubular TiO2 layer and the re-
moval of impurities, the samples were heat-treated at 500oC 
for two hours. Five untreated and drug-coated mini-implants 
of Ti-32Nb-5Zr alloy with dimensions of 1.2×1.2×5 mm were 
prepared. For the drug coating treatment, these implants were 
immersed in 1 mg/ml of ibandronate at 37oC in an incubator for 
24 hours to allow absorption of the drug.

Animals
Experimental rats were purchased from Orient-Bio, Korea. 

They were housed four per cage under a 12-hour light/dark 
cycle at a temperature of 26 ± 2oC and a humidity of 40-60%. 
The rats were provided with commercial food and tap water. 
The experiments were approved by the Chonbuk National 
University Animal Care Committee. 

Surgical procedure
Surgical procedures were performed under general an-

esthesia. Two groups of male Wistar rats weighing between 
200-225 g each were divided into the control and drug-treated 
groups; there were four rats in each group. General anesthe-
sia was performed using ketamine/xylazine (80 to 100 mg/kg 
and 10 to 20 mg/kg, respectively). Additionally, a 2% lidocaine 
solution containing epinephrine (1:100,000) was also admin-
istered for local anesthesia, and then the surgical site was 
shaved and disinfected with a Betadine scrub. This process 
was followed by the elevation of full-thickness mucoperiosteal 
flaps. The implants were placed in the distal regions of bilat-
eral tibia diaphyses using a stepwise drilling procedure and ir-
rigated with sterile saline during placement. The implants were 
placed in the prepared sites using a self-tapping process and 
then sutured with resorbable sutures. Postoperatively, amoxi-
cillin (1 ml/kg) antibiotics and ketoprofen (5 mg/kg) analgesics 
were administered intramuscularly. Four weeks later, the rats 
were sacrificed with an overdose of thiopental then all tibiae 
and muscle around the implants were collected for further 
analysis.

Histological examination 
For histological examinations, we collected tibiae from sac-

rificed rats and stored them in 10% formalin (10% formalin-0.1 
M phosphate buffer, pH 7.4) for one day, then decalcified them 
with 10% EDTA (pH 7.4) that was changed every two days 
for a period of two weeks. Specimens were then dehydrated 
using an ethanol series, embedded in paraffin and sectioned. 
The sections of tibiae (5-10 mm thickness) were stained with 
hematoxylin and eosin. Stained sections to determine bone 
area and bone contact were viewed at 25× and 50× magnifica-
tion, and images of these sections were captured using a color 
digital video camera (ZEISS, Germany). The bone contact is 
the length ratio of the direct bone implant interface to the total 
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implant surface, and the bone area is the ratio of newly formed 
bone area to the whole area within a length of 0.1 mm width. 
The values for bone contact and total bone area were cal-
culated using software (Soft Imaging System, Analysis). The 
values for bone contact and total bone area were obtained by 
averaging all 50 readings [10 location×5 different slides] for 
each group.

m-CT analysis  
Bone implant interfaces and trabecular microstructures at 

the knee were analyzed at one and four week after implanta-
tion by a mCT 80 scanner (Skyscan1076, Skyscan, Aartselaar, 
Belgium). The bone and the implant were positioned in a co-
stom to be scanned through a mCT system. The obtained im-
ages were evaluated using the software. The value of interest 
(VOI) was defined as the 100 slices from 3.0 mm below the 
growth plate and limited in a ring from the implant axis with a 
diameter of 2.0 mm. The following morphometric indices were 
directly analyzed from the binarized VOI: bone volume ratio 
(BV/TV), trabecular thickness (Tb/Th), trabecular separation 
(Tb/Sp) and trabecular no (Tb/N). The percentage of VOI was 
calculated to assess the bone-implant interface detail defined 
as the ratio of bone voxels to total voxels in direct contact with 
the implant.

Mechanical testing
Bond strength was measured four weeks after placing the 

implants in the tibia. Rats were sacrificed with an overdose of 
thiopental. The implant sites in the rat tibiae were surgically 
exposed via sharp dissection to the bone and were clinically 
examined after careful removal of the overgrowing bone and 
soft tissues. We conducted a push-shear bond test at a cross-
head speed of 0.5 mm/min. Mean shear bond strengths were 
calculated for each group. 

In vitro release test of ibandronate 
The amount of drug released from the samples was ex-

amined using a pure titanium sample and a TiO2 nanotube 
titanium alloy sample after anodic oxidation and a thermal 
treatment; both sample types were 1 cm×2 cm in size. Each 
sample was exposed to ibandronate (1 mg/ml) solution and 
dried in a cell culture hood for one day. On a daily basis over 
12 days, each sample was immersed in a mobile phase for 24 
hours. The amount of drug released was examined by high-
performance liquid chromatography (Xie et al., 2006). A mix-
ture of 18 mM of an n-amylamine solution (pH 7.0, titrated with 
acetic acid) and acetonitrile (95:5, v/v) was used as the mobile 
phase. Ibandronate was separated on a C18 column at 25oC 

with a flow rate of 1 ml/min and detected at 220 nm. 

Osteogenesis-associated mRNA analysis by RT-PCR
Tissue around the implant was collected in a sterile condi-

tion and further processed for RT-PCR analysis. All tissues 
were kept in frozen condition using liquid nitrogen until ho-
mogenization for mRNA extraction. Total RNAs were isolated 
from tissues using TRIzol (Invitrogen) and cDNA synthesis 
was performed using SuperScript II reverse transcriptase 
(Invitrogen) according to the manufacturer’s protocol. Primer 
sequences and PCR condition used in this study are listed in 
Table 1. After an initial denaturation step at 95°C for 1 min, 
PCR was performed for various cycles (30 sec at 94°C, 1 min 
at the primer-pair specific annealing temperature, and 2 min at 
72°C) using Taq polymerase (Promega, Madison, WI, USA). 
Reaction products (10 ml) were separated on a 0.8% agarose 
gel stained with ethidium bromide, and analyzed densitometri-
cally. Band intensity was analyzed by densitometry using a 
phosphoimager and Quantity One software (Version 4.3.1) 
(Bio-Rad, Hercules, CA, USA).

Statistical analysis
All experimental data are expressed as means ± S.E.M., 

and all experiments were repeated at least three times unless 
otherwise indicated. Statistical analyses were performed by 
Dunnett’s multiple comparison test using the Statistical Pack-
age for the Social Sciences (SPSS) ver. 12.0 software, and p-
values less than 0.05 were considered statistically significant. 
Other methods not specifically mentioned in this manuscript 
were as same as described elsewhere (Nepal et al., 2013).

RESULTS

Histological evaluation of bone  
To analyze the effect of ibandronate-treated alloy on bone, 

we evaluated new bone formation around tibial implants after 
four weeks. The rats were implanted with either an untreated 
alloy, which was used as a positive control, or ibandronate and 
a heat-treated alloy placed between the tibia and the femur 
of the male rats for four weeks, which was our experimental 
condition (Fig. 1A). Previous studies have established that BP 
has the ability to promote osteoblast formation in bone and 
can also enhance osseointegration. As expected, four weeks 
after implantation, circumferential bone tissue formation was 
detectable on both the implants and the bone that was in close 
contact with the implant on both the untreated as well as the 
ibandronate-coated implants. Furthermore, healing and hard 

Table 1. Primer sequences and conditions for RT-PCR

Target genes 
(Accession number)

Primers
Forward/Reverse

PCR condition

Tm (oC) Cycles Size (bp)

Collagen 1
(NM_007742)

5’-ttctcctggtaaagatggtgc-3’
5’-tgttaaaggtgatgctggtcc-3’

50 35 254

OCN
(NM_001032298)

5’-cagcttggtgcacacctagc-3’
5’-ggagcagtgtcacgttaacct-3’

58 30 242

β-actin
(NM_007393)

5’- ttctacaatgagctgcgtgt-3’
5’- ctcatagctcttctccaggg-3’

60 25 456
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tissue integration of the implants was achieved over a four-
week period, and no signs of inflammation were detected in 
any of the specimens. 

More precise integration was observed in rats that received 
implants treated with BP than was seen in rats receiving im-
plants alone (Fig. 1B). Based on this integration, the bone-to-
implant contact (BIC) was calculated using an image-analysis 

program. The bone contact was defined as the length ratio of 
the direct bone-implant interface to the total implant surface, 
and the bone area was defined as the ratio of newly formed 
bone area to the whole area within a length of 0.1 mm width. 

The bone responses to control and ibandronate-coated 
implants were significantly different. Four weeks following im-
plantation, 324.205 mm2 of bone area (BA) and 29.330 mm of 
bone contact (BC) surface were observed in the control group, 
whereas these same measurements were 479.721 mm2 and 
53.51 mm, respectively, in the ibandronate and heat-treated 
implants (Fig. 2A, B) The implants treated with ibandronate 

Fig. 3. Microstructure parameters measured by mCT. Appearance of the implants by mCT scanner (A). Bone volume/tissue volume, trabecu-
lar bone/trabecular thickness, trabecular separation and a trabecular number for one and four weeks, respectively (B). Data are expressed 
as mean± S.E.M. *p<0.05 vs. control (#).
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showed a significantly higher bone contact ratio (p<0.05) 
compared to the control implants. Additionally, the relative 
bone area was also found to be significantly higher than in 
the controls. These significant increases in both bone contact 
and bone area suggest that ibandronate coating is a promising 
method for enhancing the biocompatibility of implant materials.

mCT evaluation
mCT analysis of the sample revealed effects in various mi-

crostructure parameters, such as BV/TV, Tb/Th, Tb/Sp, and 
Tb/N, over periods of one and four weeks after implantation 
(Fig. 3A). Our quantitative evaluation provided more detailed 
information on osseointegration and trabecular parameters 
around the screws. Compared with controls, the treatment 
combination that included ibandronate significantly improved 
the trabecular bone/trabecular thickness (Tb/Th) in 1 week 
and trabecular number (Tb N) in 4 weeks, while a significant 
decrease in trabecular separation (Tb.Sp) in 4 weeks was ob-
served (Fig. 3B). Most changes in microstructure parameters 
were statistically significant when compared with the control 
alloy, which was treated with heat alone. This demonstrates 
that bisphosphonate coating and heat treatment of implants 
improves microstructure parameters, which provides evidence 
of ongoing osseointegration. 

Biomechanical analysis 
To determine the integration between the implant and the 

bone, we evaluated mechanical force using a push-out assay. 
Implants placed in the bone exerted noticeable force between 
the bone and the implant. The ibandronate-coated and heat-
treated alloys showed the maximal push-out force and ultimate 
shear strength. The maximum mean force for the control alloy 
was about 0.4 Mpa, while for heat and ibandronate-coated im-
plant, the mean force was about 4 Mpa, 10-fold greater than 
the control implants (Fig. 4). This force indicates strong osseo-
integration between ibandronate-treated implants and bone. 
From this result, we concluded that heat treatment along with 
biphosphonate coating not only improved implant integration 
to the bone but also promoted early bone formation from one 
week to four weeks postoperatively, which can ultimately treat 
implant loosening. 

In vitro release experiment 
We performed in vitro release tests of ibandronate to test 

the coating of the BP with alloy. Heat-treated implants were 
exposed to 1 mg/ml of ibandronate for 24 hours. Immediately 
following exposure, the water was collected to assess the con-
centration of ibandronate by high-performance liquid chroma-
tography. This process was continued for two weeks. In the 
initial phase of testing that took place during the first 2 days, 
ibandronate was released sharply; from 3 days onward, it was 
released gradually up to 12 days (Fig. 5). No further ibandro-
nate was detectable after 14 days. In comparison to previous 
studies, BP was released sharply in the initial four days of our 
study then released gradually for the remaining days. In our 
experiment, ibandronate was released gradually, which likely 
resulted from extensive contact with the nanotubular surface 
of the implant. 

Expression of osteogenesis-associated genes
Several transcription factors and genes play a vital role for 

bone formation. In our study we tried to see the mRNA expres-
sion of Collagen type I and osteocalcin (OCN) in the tissue 

Fig. 4. Interfacial shear strength between control and titanium 
alloy. Four weeks after implantation, the mechanical fixation of 
control and nanotubular titanium alloy coated with ibandronate was 
measured via the push-out test, respectively. Data are expressed 
as mean ± S.E.M. *p<0.05 vs. the control.
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around the implant. To do so we have extracted the tissue 
around the implant after four week of implantation. The mRNA 
expression of Collagen type I was down regulated while the 
expression of OCN remained unchanged. Expression of these 
genes was analyzed by RT-PCR in both control and ibandro-
nate coated titanium alloy (Fig. 6).  

DISCUSSION

Several materials have long been used in dental prosthet-
ics, and design, modification and production of alloys has 
developed over time. Currently, research is focused on ad-
vanced materials and alloys. It has been reported that the 
formation of a titanium implant surface with a nanostructure 
could significantly reinforce osteointegration. An oxide layer of 
nanotube titania with an ordered array, a larger surface area 
and higher level of surface energy can be formed by oxidation 
treatment of pure titanium or titanium alloy surfaces (Jones, 
2001; Giavaresi et al., 2003). 

In this study, we determined the bioactivity of heat-treated 
nanotubular Ti-32Nb-5Zr alloy coated with ibandronate. Tita-
nium (Ti) is considered to be the best material for endosseous 
implants. In addition to its mechanical, chemical and physical 
properties, Ti is known to possess excellent biocompatibility 
(Ratner, 2001). Osteointegration may be improved by modi-
fying implants with different metals. Appropriately modified Ti 
may therefore be the key factor in achieving fast and stable 
implant fixation through optimal osseointegration. In this study 
we used a titanium alloy coated with BP, which was expected 
to enhance implant osseointegration. We observed solid con-
tact between tissue and implant surfaces. The increased ex-
pression of osteogenesis-associated genes indirectly reflects 
increased bone formation in nanotubular alloys treated with 
heat and ibandronate. Type I collagen is one of the common 
collagenous bone proteins that accounts for more than 90% 
of the bone matrix and reflects early bone formation. Osteo-
calcin is an osteogenic marker that indicates the functions of 
osteoblasts in association with minerals contained in the bone 
matrix. Therefore, the expressions of type I collagen and os-
teocalcin indicate bone formation activity. Since BPs increase 
early bone formation around implants, mRNA levels of Type 
1 collagen and OCN may return to normal or low in 4 weeks 
(Meraw et al., 1999; Jakobsen et al., 2007).

Because the osteointegration of Ti takes place through a 
process that involves the chemical modification of the outer 
layer of Ti (Textor et al., 2001) and the mixing of other ele-
ments, and because coating with BPs enhances osteoblast 
differentiation and cell proliferation, this process may become 
the basis for intimate bond formation between alloys and 
bone. Previous studies have shown that BPs not only promote 
osteoblast formation but also enhance the biomechanical pa-
rameters of implants (Jakobsen et al., 2007). BPs can inhibit 
bone resorption and normalize the high rate of bone turnover 
that characterizes osteoporosis. Although there has been 
some controversy over the relationship between oral BP treat-
ments and jaw osteonecrosis (Motohashi et al., 1999), the 
beneficial effects of BP alendronate (synthetic treatment) on 
early bone integration to HA-coated implants or implant fixa-
tion have been demonstrated in different studies (Pazianas 
et al., 2007). Moreover, a previous study clearly showed that 
OVX-induced osteopenia impairs the osteointegration of HA-

coated titanium implants, and daily subcutaneous injections of 
ibandronate improve implant integration in osteopenic, ovari-
ectomized rats (Jensen et al., 2007). In addition to their ben-
eficial effects when used systemically, local administration of 
BPs has been proven to be highly efficient to gather BPs at the 
site of implantation and thus to increase early bone formation 
around implants and the biomechanical fixation of implants 
inserted into normal bone (Meraw et al., 1999; Jakobsen et 
al., 2007). 

In this study, ibandronate treatment was able to increase 
the quantity and quality of new bone formation around im-
plants. Heat treatment and ibandronate coating also enhanced 
biomechanical parameters, which demonstrated a positive 
correlation between amount of tissue-to-bone contact and 
biomechanical implant fixation. Therefore, increased force is 
required to push out an ibandronate-coated implant. 

The empty space within a TiO2 nanotube can be used as 
a drug delivery carrier to reduce inflammation and accelerate 
osseointegration by promoting osteoblast functions and sup-
pressing osteoclast activities. According to Yao and Webster, 
when penicillin was loaded into the anodized titanium with a 
nanotube structure using a co-precipitation method in vitro it 
was released over a three-week period via first-order kinetics. 
Compared to untreated titanium or anodized titanium, the lev-
el of bone cell adhesion was increased in participants receiv-
ing penicillin (Yao and Webster, 2009). In addition, according 
to Bae et al., after loading immobilized rhBMP-2 in vitro, the 
drugs were released gradually from anodized titanium using a 
nanotube structure over a three-week period. The activity of 
osteoblasts was higher than observed in non-anodized titani-
um samples. The results of the present study suggest that the 
controlled release of BPs might have continuously promoted 
osseointegration of the nanotube alloy during the healing pe-
riod, as demonstrated by the higher mean removal of torque 
value in BP-coated groups.

An earlier study also noted that the positive effect of BPs on 
implant fixation is partially attributed to their action on osteo-
blasts; they can up-regulate key osteoblastic genes and exert 
a direct anabolic effect on osteoblast activity (von Knoch et al., 
2005). Another striking finding is that the application of immo-
bilized BPs to prevent implant loosening seems more efficient 
in osteoporotic bones than in normal bones. Steel screws with 
fibronectin/PAM/ibandronate coatings exhibited an increase of 
28% in pull-out force compared to a control group (Tengvall 
et al., 2004). In the present study, the increase of the maxi-
mum push-out force was greater in ibandronate-coated im-
plants than in controls. The mechanism of this phenomenon is 
not yet known, but it could be related to activate osteoclasts, 
which are a putative molecular target of BPs action. As previ-
ously noted, the elevated osteoclast activity in osteoporosis 
likely precipitates the dissolution of bone mineral and impairs 
the tight coupling between bone formation and resorption, 
while incomplete filling of resorptive cavities leads to net bone 
loss and implant loosening (Akesson, 2003). Compared to 
normal bone, osteoporotic bone provides a larger region to be 
exposed to drugs; local resorption and osteoclastic activities 
at the site of implantation are also much stronger. In this con-
dition, BPs not only reduce the aseptic loosening associated 
with particulate debris but also inhibit the osteoporosis-related 
osteolysis around the implants to shift the dynamic equilibrium 
of bone metabolism in favor of stronger bone (Cohen, 2003). 
Therefore, the increase of mechanical fixation induced by im-
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mobilized BPs was not surprising. 
In conclusion, heat-treated and ibandronate-coated tita-

nium alloy Ti-32Nb-5Zr with nanotubes significantly improved 
bone fixation and osseointegration in comparison with con-
trols. The alloy showed potentially clinically relevant preven-
tion of implant loosening, and also improved microstructure 
parameters in bone. Therefore, Ti-32Nb-5Zr alloy may be use-
ful as a material for dental and surgical prosthetics. 
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